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Preface 


Seven years have passed since the publication of the previous edition of this book. 
During that time, sensor technologies have made a remarkable leap forward. The 
sensitivity of the sensors became higher, the dimensions became smaller, the selec- 
tivity became better, and the prices became lower. What have not changed are the 
fundamental principles of the sensor design. They are still governed by the laws of 
Nature. Arguably one of the greatest geniuses who ever lived, Leonardo Da Vinci, 
had his own peculiar way of praying. He was saying, “Oh Lord, thanks for Thou do 
not violate your own laws.” It is comforting indeed that the laws of Nature do not 
change as time goes by; it is just our appreciation of them that is being refined. Thus, 
this new edition examines the same good old laws of Nature that are employed in 
the designs of various sensors. This has not changed much since the previous edition. 
Yet, the sections that describe the practical designs are revised substantially. Recent 
ideas and developments have been added, and less important and nonessential designs 
were dropped. Probably the most dramatic recent progress in the sensor technologies 
relates to wide use of MEMS and MEOMS (micro-electro-mechanical systems and 
micro-electro-opto-mechanical systems). These are examined in this new edition with 
greater detail. 

This book is about devices commonly called sensors. The invention of a mi- 
croprocessor has brought highly sophisticated instruments into our everyday lives. 
Numerous computerized appliances, of which microprocessors are integral parts, 
wash clothes and prepare coffee, play music, guard homes, and control room tem- 
perature. Microprocessors are digital devices that manipulate binary codes generally 
represented by electric signals. Yet, we live in an analog world where these devices 
function among objects that are mostly not digital. Moreover, this world is generally 
not electrical (apart from the atomic level). Digital systems, however complex and 
intelligent they might be, must receive information from the outside world. Sensors 
are interface devices between various physical values and electronic circuits who 
“understand” only a language of moving electrical charges. In other words, sensors 
are the eyes, ears, and noses of silicon chips. Sensors have become part of everyone’s 
life. In the United States alone, they comprise a $12 billion industry. 


Vill Preface 


In the course of my engineering work, I often felt a strong need for a book that 
would combine practical information on diversified subjects related to the most impor- 
tant physical principles, design, and use of various sensors. Surely, I could find almost 
all I had to know in texts on physics, electronics, technical magazines, and manufac- 
turers’ catalogs. However, the information is scattered over many publications, and 
almost every question I was pondering required substantial research work and nu- 
merous trips to the library. Little by little, I have been gathering practical information 
on everything that in any way was related to various sensors and their applications 
to scientific and engineering measurements. Soon, I realized that the information I 
collected might be quite useful to more than one person. This idea prompted me to 
write this book. 

In setting my criteria for selecting various sensors for this edition, I attempted to 
keep the scope of this book as broad as possible, opting for brief descriptions of many 
different designs (without being trivial, I hope) rather than fewer treated in greater 
depth. This volume attempts (immodestly perhaps) to cover a very broad range of 
sensors and detectors. Many of them are well known, but describing them is still 
useful for students and those who look for a convenient reference. It is the author’s 
intention to present a comprehensive and up-to-date account of the theory (physical 
principles), design, and practical implementations of various (especially the newest) 
sensors for scientific, industrial, and consumer applications. The topics included in 
the book reflect the author’s own preferences and interpretations. Some may find a 
description of a particular sensor either too detailed or too broad or, contrary, too 
brief. In most cases, the author tried to make an attempt to strike a balance between 
a detailed description and a simplicity of coverage. 

This volume covers many modern sensors and detectors. It is clear that one book 
cannot embrace the whole variety of sensors and their applications, even if it is called 
something like The Encyclopedia of Sensors. This is a different book, and the au- 
thor’s task was much less ambitious. Here, an attempt has been made to generate a 
reference text that could be used by students, researchers interested in modern instru- 
mentation (applied physicists and engineers), sensor designers, application engineers, 
and technicians whose job is to understand, select, and/or design sensors for practical 
systems. 

The previous editions of this book have been used quite extensively as desktop 
references and textbooks for the related college courses. Comments and suggestions 
from the sensor designers, professors, and students prompted me to implement several 
changes and correct errors. 


Jacob Fraden 
San Diego, California 
November 2003 


Contents 


Preface ss 3253.00 8.8 Sah PEERS AES eae a Vil 
1 Data Acquisition .......... 0... 0c eee een nes 1 
1.1 Sensors, Signals, and Systems ...................0 00.0022 ee eee 1 
1.2 Sensor Classification. ...... 0.0... cece cee eee eens 7 
1.3. Units of Measurements............ 0... 0c eee eee eee eens 9 
RGfEreNCES: 4.6 26.. p nc ene te ad boing Dah pbs dat Ghee ed Leeda 11 
2 Sensor Characteristics ......... 0.0... 0c eee eee 13 
2.1 Transfer Function ....... 00... cece cece een nnes 13 
2.2 Span (Full-Scale Input)............ 00... ee eee eee 15 
2.3 Full-Scale Output ........ 0... eee eee ees 16 
2A. “ACCULACY o 4563-0 GU tees oe hata ee Sb ea eae tl bs 17 
2:9 *Cali Pravin... sairaee viata seal oh PEs WG, he EE Ee suerte San eee 18 
2.0 Calibration: Errors 6 sc. d5 28 oases ible a ai SpA wees Bete ea bee baa SG 19 
2:1. TAYSUCTESIS 5 b.5. ge howe Ceuta kd thee ted eebewa pene 20 
2.8. Nonlinearity sis s:. P2365 alsin d LSS oes SES BGs wa seeks 20 
2:9 Saturation... 2. 32's he cee ies ae behets ee Lee es eR ee 22 
2-10. Repeatability ess: c3-5 ot Aelets eee ares od See ha wae ees 23 
2 Dead Band i .ef ie aukceaete nase ese eek Meals gudiasnagta teeta 23 
212: RESOMIMION ...:6- cee stha heen SG ae ea wes ea ee ees ae eee 23 
2.13 Special Properties ...... 0... eee cee eee eee eeeees 24 
2.14 Output Impedance ........ 0. eee eee eee 24 
2 AS EXCitAaU ON 3.0.3 ia oe cette aaah eae Aa eas ae A GUN Ee AES 25 
2.16 Dynamic Characteristics........ 0.0... eee eee eee eee 25 
2.17 Environmental Factors ....... 0... eee cee eee eens 29 
DAS: Reliability» cscs ib sas tab the ce a aie alleen gs Be le aS 31 
2.19 Application Characteristics......... 0... cece eee eee eee ee 33 
2.20: Wncertainty . sie cineh dasee oes wes kee seep ede eR Eee gee ene ees 33 


References s.20 esis: Boo sated Se kee gre big ee ge Se eed a ee 35 


Contents 


Physical Principles of Sensing ................. 0.0. eee eee eee 37 
3.1 Electric Charges, Fields, and Potentials .....................0.. 38 
B22: Capacitance’: s.o4 ae aeiier sue Pagan ear kta s Ow sib and weeps Spee ay 44 
3:21, “Capacnt0teess3.28 sins Gan han Sees tae ae el eo Se ges 45 

3.2.2 Dielectric Constant....... 00... eee cee eens 46 

3:3... Mapnetismintis ernt ints ess weeds eed Gaekee AES aed Hes 50 
3:31) Faraday saw .i-hase tent bp eee see teenie dod. obs beware 52 

Fe EP AR 0) (=) 108) (6 pe 54 

3:3:3) “TOrOld! 2 iii 5.se soe dnin de Boh Shea Se Sas oi pg thst s 55 

3.3.4 Permanent Magnets ................ 00.00 eee eee 55 

Sis AndUct On: s.cd.9:csaie a ce esata eh ee Rae acee a cae ea eae 56 
3:5;  JRESIS(ANCE: «2. catacit ee Seba Ran bo Dad ead eons 59 
3.5.1 Specific Resistivity........ 0.0... eee eee eee 60 

3.5.2 Temperature Sensitivity ................0..... 002 62 

3.5.3. Strain: Sensitivity \o5 6 esate eee eee os cae oe eed 64 

3.5.4 Moisture Sensitivity ............... 0... eee eee 65 

3:60. Piezoelectric Eitect sissies SAAS es OE Ee ened wae eS 66 
336.1 Piezoelectric: Films, ¢..:. 56.035 is a.0 aos ahs OG BE aise a See ala 72 

3:7 ~~ Pyroelectri¢:- EMect : ssc scccl bhai dG eileen Wa dee es 76 
3:8° Hall Piet: 25 sisi sous A wae aio GaW nae ao asan te eaaaten 82 
3.9 Seebeck and Peltier Effects ...... 0... eee eee nee 86 
3.10: Sound: Waves. .ccisisc ae alta we Matianate Lah ea Wiew Seth sales 92 
3.11 Temperature and Thermal Properties of Materials................ 94 
3.11.1 Temperature Scales ........ 0.0.2 eee eee 95 
3.11.2 Thermal Expansion ....................0. 00. eee eee eee 96 
3.11.3; Heat Capacity so cas-ni0y a iad eg eit age eee ed 98 

312 Heat Transter 05.6 oe Sat citi te a nen tals ee bd teks Beas 99 
3.12.1 Thermal Conduction ......... 2.0... 0 cee eee eee eee 99 
3.12.2 Thermal Convection.......... 0.0... cee eee eee eens 102 
3.12.3 Thermal Radiation .......... 0.0... cee cee eee 103 
3:12.3.1 Emissivity oc ss. cee vae ek aes gd doles ba es 106 

3.12.3.2. Cavity Efectos. .cc cece cee etc ee eet e es 109 

Sel) Lights: 5 pote schie tere Bacs Meee codG satan se ees eae Ba Rae s 111 
3.14 Dynamic Models of Sensor Elements .....................000.. 113 
3.14.1 Mechanical Elements ............ 02... c ee eee eee eee 115 
3.14.2 Thermal Elements .......... 0.0... cece eee eee eens 117 
3.14.3 Electrical Elements........... 0.0... cece eee ene es 118 

S: 444A Anal sieS iso wacttiadersiee shes sUath edd aelenee he dees 119 
References: 25 scien cased ae Se ae ee ae ed 119 
Optical Components of Sensors ...................0...0000 200 123 
Al. CRAGiOMECUY 3s i:5. iadiendee bored ale ee ba As eee ae ane eae ae 125 
4Ae2> “SPROLOMEUY sco: we alesse eawierees Seeds Reba ea Danes ab eee ee 129 
4:3. Wind OWS ws. sacks eee aie eae ae A pe ee eed ae ee ed 132 
AAE + SMEUPORS 3 gc36- 4. eee 255 eh ang 8 SoS hated Bod SR aaa Sd er ded deme veth eRe: Re ae 134 


Contents XI 


45: ) LENSES 2 sa eee Bede een See ae eee chats Pee cea ene teach 136 
4.6: Presnel Lense$. ees snpsiiee eda carne rns ab eee Awa ee 137 
4.7 Fiber Optics and Waveguides................. 00... c eee eee eee 140 
4.8 Concentrators... 0... cece teen nee eeee 144 
4.9 Coatings for Thermal Absorption ............. 0.02. c eee eee eee 145 
4.10 Electro-optic and Acousto-optic Modulators ................2.-5 146 
4.11 Interferometric Fiber-optic Modulation ....................0-65 148 
References: 22.53.53 c.chere die oak ited Hoek eet aS le ets 149 
Interface Electronic Circuits ..................0.0 00.0002 eee eee 151 
5.1 Input Characteristics of Interface Circuits ...................0.. 151 
32> (AMpliMersis sven eal ac Saab eek wee eewereguhl aeded tebe ee es 156 
5.2.1 Operational Amplifiers..................... 00.0022 eee 156 
5.2.2 Voltage Follower ............ 0... eee eee ee 158 
5.2.3. Instrumentation Amplifier .........................002. 159 
5:24. “Charge Amph ier -..3:2ciss tp aae ces' pedi aves thea ee 161 
5.3. Excitation Circuits... 0... 0.2 ec cee eee teens 164 
5.3.1 Current Generators ...... 00... eee eee eee 165 
5.3.2 Voltage References........... 0... cece eee ee 169 
De323~ Oscillators’. ccsch isa snale escetiaa Vdc ee se APA Ea BEA 171 
Ds4 -DYIV ELS jcc Se eS ok, b Rae beet bee neice 174 
5.4 Analog-to-Digital Converters............. 00... 175 
324.1) Basic. Concepts ssi acess avdeee sede eae bv Shee es 175 
D422. V/F Converters: 6c ova trig ads eee aoa 176 
5.4.3 Dual-Slope Converter ................ 00... 181 
5.4.4 Successive-Approximation Converter ................... 183 
5.4.5 Resolution Extension .......... 0... cee eee eee eee eens 185 
5.5 Direct Digitization and Processing ....................000 0000. 186 
5.6 Ratiometric Circuits ....... 0. eee eect ee ee ennes 190 
5:7 Bridge Circuits cose eat eaud boas eek peeks eases 192 
5.7.1 Disbalanced Bridge ................... 00. cee eee eee eee 193 
5.7.2 Null-Balanced Bridge .....................00 0.000000. 194 
5.7.3 Temperature Compensation of Resistive Bridge........... 195 
5:7:4.- Budge Amplifiers. ces. sg saree per Sada po 8b ee ees 200 
5.8 Data Transmission.......... 00... cee cece eee eee eens 201 
5.8.1 Two-Wire Transmission ........... 00... cee eee cence 202 
5.8.2 Four-Wire Sensing ........... 0.0... eee eee ee eee eee 203 
5.8.3. Six-Wire Sensing ......... 0.0... eee eee eee ee 204 
5.9 Noise in Sensors and Circuits ........ 0... cee eee eee eee 204 
3.9.1... Inherent. Noiseise.5 2% siccne s ova aeees ods ieee eaes 205 
5.9.2 Transmitted Noise ......... 2... cece eee eee tee eens 207 
5.9.3 Electric Shielding ................ 0.0... c eee eee eee eee 212 
5.9.4 Bypass Capacitors ....... 0... eee ee eee 214 
5.9.5 Magnetic Shielding ...................... 00. eee eee 215 


5.9.6 Mechanical Noise......... 0... ccc cee eens 217 


XII Contents 


39:7) Ground Planés'.:.:3.33:23.0.05 ch ea lae eee cea ee idatks 218 

5.9.8 Ground Loops and Ground Isolation .................... 219 

3:9:9° “Seebeck Noises.,.cps cea k aden thew ia diacinenie se eaeds 221 

5.10 Batteries for Low Power Sensors........... 0.02: c eee cee ee ees 222 
5210.1. Primary Cells <3. s.3 cents oy os eee eee olay nee ees 223 
5.10:2' Secondary Cells’ 3.0 cess ete ered ou e os wee dhs 224 
REfELENCES: 5.4.55 Sale carteanrd aan baie bb oho nee bau ae eG atile brelrle ad 225 
6 Occupancy and Motion Detectors......................02 00 ee 227 
6.1 Ultrasonic Sensors... 1.2.0... 2 eee cee eee e eens 228 
6.2 Microwave Motion Detectors ........ 20.0... cee eee eee eens 228 
6.3. Capacitive Occupancy Detectors............... 0.0... e eee eee ee 233 
6.4 Triboelectric Detectors ..... 0... cet 237 
6.5 Optoelectronic Motion Detectors............... 0.00... 2 eee eee 238 
6.5.1 Sensor Structures ....... 0... eee ee eee eee 240 
6.5.1.1 Multiple Sensors.......................00000. 241 

6.5.1.2 Complex Sensor Shape ....................... 241 

6.5.1.3 Image Distortion........................0004. 241 

6.5.1.4 Facet Focusing Element....................... 242 

6.5.2 Visible and Near-Infrared Light Motion Detectors ......... 243 

6.5.3 Far-Infrared Motion Detectors ................0. 0000 eee 244 
6.5.3.1 PIR Motion Detectors ..................000005 245 

6.5.3.2 PIR Sensor Efficiency Analysis ................ 247 

References: 5.40 Fa ses aah ee eR ESOS eee A et 251 
7 Position, Displacement, and Level .....................0.000 000 253 
7.1 Potentiometric Sensors ..... 2.0... eect eens 254 
7.2 Gravitational Sensors 1.2.0.2... 00. eect eee eens 256 
7.3 Capacitive Sensors: .:..3 acess ede ase setae dab tae bales 258 
7.4 Inductive and Magnetic Sensors .............. 0.0.00. eee eee eee 262 
7A1 LVDT and RVDT ...... ee 262 
7.4.2 Eddy Current Sensors ................. 00.2 264 

7.4.3 Transverse Inductive Sensor .............. 0c cee eee eee 266 
744 Hall Effect Sensors...... 0.0... cece cee eee eee eee 267 

7.4.5 Magnetoresistive Sensors ...............0. 00. eee eee ee 271 
7.4.6 Magnetostrictive Detector ................. 000.00. eee 274 

7.3. Optical Sensors)... .scecccegape eaea Sela see leeh ee eae eee es 275 
Toe] - Optical Bridgey i.4.cycheoe tania eed ee gh eee ealen 275 
7.5.2 Proximity Detector with Polarized Light................. 276 

7.5.3. Fiber-Optic Sensors ............ 0.0.00. cece ee eee eee 278 
7.5.4 Fabry—Perot Sensors ............. 0.0... c cee eee ee eee 278 

7:5:5- Grating Sensors’ - 2.5003 Kee eor gee eee d os age eas 281 
7.5.6 Linear Optical Sensors (PSD) ............. 20.0 ee ee ee eee 283 

7.6 Ultrasonic Sensors. ... 2.0... ee cee teen eens 286 


TA “Radar Sensors: 33 e688 Gee Sak oss hE eM. o boteiss A PERERA 289 


10 


Contents XII 


7.7.1 Micropower Impulse Radar.......................0004. 289 
7.7.2 Ground-Penetrating Radar..................00 0.000008. 291 
7.8 Thickness and Level Sensors .......... 0000s cece cece een eee 293 
7.8.1 Ablation Sensors. ......... 0. ccc eee e eens 293 
7.8.2 Thin-Film Sensors .......... 0... ccc cece cece cece eens 296 
7.8.3 Liquid-Level Sensors .............. 0.0.00. eee eee eee eee 296 
REfETENCES! 202 555, ooel Geers suet trace ace ie Wlelitia heh ODE a ebaeerd eles Sten bsle Os oes 298 
Velocity and Acceleration ............. 00.0... c cece eee eee 301 
8.1 Accelerometer Characteristics ........ 0.00. c cece ccc cece 303 
8.2 Capacitive Accelerometers ........... 0... eee ee ee eee 305 
8.3 Piezoresistive Accelerometers ........ 00.0. c cece ccc cee eens 307 
8.4 Piezoelectric Accelerometers ............ 0. cece ccc eens 309 
8.5 Thermal Accelerometers........... 00. cece cece neces 309 
8.5.1 Heated-Plate Accelerometer ........... 0.0.0. ec eee ences 309 
8.5.2 Heated-Gas Accelerometer .......... 00.00 c cece cece eee 310 
8.6: - GYPOSCOPES ses e.5 cova dei pg eb ee dented ee toedee dined eet veo deere es 313 
8.6.1 Rotor Gyroscope. ....... 0... eee eee eee ee 313 
8.6.2 Monolithic Silicon Gyroscopes.................22..005. 314 
8.6.3 Optical Gyroscopes ........ 2.0... eee ee eee eee 317 
8.7 Piezoelectric Cables 2.0.0.0... 0.0 ccc cent ens 319 
Reference :-2.205s..-420.4-05 se ae bk eg WR Aa od oe Rs 1 eA 321 
Force, Strain, and Tactile Sensors .................0..00000 0 ce eee 323 
9.1 “Strait Gauges saves eaicsaceee es sect ba eee hanes aed glade eee 325 
9:2: Tactile Sensors: 4.24 sale Dive head SR hg bd et ee ENE 327 
9.3. Piezoelectric Force Sensors ........ 0... cent nee 334 
References?2 eas: cicndsa cask Stee heeded ASSAD IEA ER Te as Wea Y 336 
Pressure Sensors .......0..0600 cect ccc nett ete ne ee neneaes 339 
10.1 Concepts of Pressure... 2.0... cece eee 339 
10.2, Unitsof Pressures :c03cee cag ercacks Ae 4 888 RSE Oda ees OER Ee 340 
10.3 Mercury Pressure Sensor ........... 0.00... cece ee eee eee 341 
10.4 Bellows, Membranes, and Thin Plates ....................0005, 342 
10.5 Piezoresistive Sensors... 6... eee n ees 344 
10.6 Capacitive Sensors .......... ee cece eee eee es 349 
LOTT. VRP SEMNSOLS: 3 ierc ngs cessed, See a Desay, doe heredity teas ue ete 350 
10.8 Optoelectronic Sensors ........ 0... cee eee 352 
10:9) Vacuum: S ENnSOTs  6..3.5:4.4.2-sag 4 Geko he ee eee beta ed 354 
10:9:1 Param: Gauge tsetse we ede ese ea ely Sade 354 
10.9.2 Ionization Gauges......... 0.0... eee eee eee eee 356 
10:9:3°. Gas Drag: Gauge...x.oc¢sca eee 14s pea wae eS 356 


REPETENGCES esccsce sie centre citielenk anateienaiandrelonsnbsk tesdr angie Qenadsrtndhd ardiawleanen $Areee. tees 357 


XIV 


11 


12 


13 


14 


Contents 

Flow Sensors (20.2.5 s08.5 ae Sta ee 8 Ge A Se ee 359 
11.1 Basics of Flow Dynamics........... 0.00... cee eee eee 359 
11.2 Pressure Gradient Technique .................. 0.0.00. ee eee eee 361 
11.3. Thermal Transport Sensors............... 0000s eee eects 363 
11.4 Ultrasonic Sensors... 0.2.0... cece cece eee ees 367 
11.5 Electromagnetic Sensors........... 0... eee eee 370 
11.6 Microflow Sensors ......... 0.0 c cee ccc eect e eee eens 372 
LT Breeze Sensor 32. cose eek gd bbe ehh oet ise eel ees 374 
11.8 Coriolis Mass Flow Sensors.......... 0.00 cee eee eens 376 
11.9 Drag Force Flow Sensors .......... 0.00.00. cece eee cee eee 377 
Referens: 3345405. 3.9.2 ac onl ba, Ashe eA OS RDAs hoa Re ROR Eee 378 
Acoustic Sensors ........... 00... cece cee eet e nee n ee ees 381 
12.1 Resistive Microphones ............. 0... cee cece 382 
12.2 Condenser Microphones ............ 0.00.0. cece eee eee ees 382 
12.3 Fiber-Optic Microphone ............ 0... 00. c eee cece eee eee 383 
12.4 Piezoelectric Microphones ................ 0.0 cee cece eee 385 
12.5 Electret Microphones ............. 0... eects 386 
12.6 Solid-State Acoustic Detectors....... 0.0... cece eee eee 388 
REGELENCES 435: F5c Fe8 aials deat tated elena Tauh WE. be AOA ein ee ae Bae 391 
Humidity and Moisture Sensors .................. 2.00. c eee eee 393 
13.1 Concept of Humidity ............ 0... ee eee eee 393 
13.2 Capacitive Sensors .... 00... ee cece eee ete eb eees 396 
13.3 Electrical Conductivity Sensors............... 0.0.0. e eee 399 
13.4 Thermal Conductivity Sensor .................. 0.0... ee eee eee 401 
13.5 Optical Hygrometer........ 0... eee eee 402 
13.6 Oscillating Hygrometer ............. 00... eee eee eee 403 
References: 105. hose Yat oiiece Dok stele hoo eee aac sate Maia Beda heat 404 
Light Detectors: 2: ac. pent beech bees ang eee ee 407 
14.1 Introduction: 2c ads oa Pee eters ead Cee weeks ba 407 
14.2. Photodiodes i: s:és52 hee eae ee PRS ee ER ee All 
14.3 Phototransistor... 00... ee eect eet eee e nee 418 
14.4 Photoresistors 0.2.0.0... cee eee tence nee 420 
14.5 Cooled Detectors ..... 0. ce ee cence ene enees 423 
14.6 Thermal Detectors ........ 0.0... ec cee eens 425 

14:6:1 ‘Golay Cells... hindustan she ie boa ee Ee as 426 

14.6.2 Thermopile Sensors ............. 00.0... e eee eee eee ee 427 

14.6.3 Pyroelectric Sensors .......... 00... eee eee ee 430 

14.6.4 Bolometers ........ 00... cee cece eet ence nee 434 

14.6.5 Active Far-Infrared Sensors........... 0.002: c eee eee eee 437 
14.7 Gas Flame Detectors ...... 0.0... eee eee tence nee 439 


15 


16 


17 


Contents XV 


Radiation Detectors ..........0.0 0.00. ccc ccc ett ee nee 443 
15.1 Scintillating Detectors..... 2.0... 0c eee cece eee eee 444 
15.2 Ionization Detectors ........ 0... eect eens 447 
15.2.1 Ionization Chambers ............. 00.0 cece eee eens 447 
15.2.2 Proportional Chambers ............. 0... e cece eee eee eee 449 
15.2.3 Geiger—Miiller Counters ......... 0.0... cee cee eee ee eee 450 
15.2.4 Semiconductor Detectors.............. 0.0 cece eee es 451 
References: 2.5.3.0 hoi Poet aS Lets 455 
Temperature Sensors ........... 0.0.0. c eee eee eens 457 
16.1 Thermoresistive Sensors... ........ 00 cece cece eee eee eens 461 
16.1.1 Resistance Temperature Detectors ...................... 461 
16.1.2 Silicon Resistive Sensors. ........... 00 cece cece eee ees 464 
16.153. Thermistors*...:3 <ticcssce rs ves bee rt phe bee eS 465 
16.1.3.1 NTC Thermistors ............... 0000 cee 465 

16.1.3.2 Self-Heating Effect in NTC Thermistors......... 474 

16.1.3.3 PTC Thermistors .............. 0.0. e cee eee 477 

16.2 Thermoelectric Contact Sensors ............ 00. e eee ee eee eee 481 
16.2.1 Thermoelectric Law .......... 0... 482 
16.2.2 Thermocouple Circuits ................ 00. 484 
16.2.3 Thermocouple Assemblies...................0...000085 486 

16.3. Semiconductor P-N Junction Sensors .............00 000 c eee eee 488 
16.4 Optical Temperature Sensors ...........0... 0.2 eee 491 
16.4.1 Fluoroptic Sensors ........ 0... eee eee eee eee 492 
16.4.2 Interferometric Sensors ........... 00.0 c eee eee es 494 
16.4.3 Thermochromic Solution Sensor ...............0.00000- 494 

16.5 Acoustic Temperature Sensor. ............. 0... 495 
16.6 Piezoelectric Temperature Sensors ................ 0.000000 0 00. 496 
References! (2 3:2:-5 548 atk faecn ct ocasvdoncbs chee Sait eu eon etna ee Re EE 497 
Chemical Sensors ...........00 0000 ccc cen e eens 499 
17.1 Chemical Sensor Characteristics ............ 00. c cece eee eee ee 500 
17.2 Specific Difficulties. ...... 0... cece 500 
17.3 Classification of Chemical-Sensing Mechanisms ................ 501 
17:4 Ditect Sensors: «2 ...0scig eerwa aie Sees be bee vied ewe eed 503 
17.4.1 Metal-Oxide Chemical Sensors ................0 000000 503 
174.2, “ChemPET? esse. cteateen nk Pieces ee ha eee es he eS 504 
17.4.3 Electrochemical Sensors ............ 000. e cee eee eee nes 505 
17.4.4 Potentiometric Sensors .......... 0.0. e cece eee ees 506 
17.4.5 Conductometric Sensors .......... 00.0 c eee eee es 507 
17.4.6 Amperometric Sensors........... 00.000. e eee eee ee eee 508 
17.4.7 Enhanced Catalytic Gas Sensors.................0.0004. 510 
17.4.8 Elastomer Chemiresistors ........... 00.000 c eee cence 512 

17.5 Complex Sensors. .... 0.0... cece eee ees 512 


17.5.1 Thermal Sensors .........0 00.000 513 


XVI Contents 


17.5.2 Pellister Catalytic Sensors ................. 002000 e ee eee 514 
17.5.3 Optical Chemical Sensors ................. 0000000 eee 514 
L754: Mass: Detect0r 2.4 sasesnise te eah tos berdi eeaogee toate 516 
17.5.5 Biochemical Sensors ............ 00.0... c eee eee ee eee 519 
17.5.6 Enzyme Sensors ........... 0.00. eee eee eee eee 520 
17.6 Chemical Sensors Versus Instruments....................2000. 520 
17.6.1 Chemometrics........ 0.0... 00 eee eee eee eee 523 
17.6.2 Multisensor Arrays .... 0.0... eee eee 524 
17.6.3 Electronic Noses (Olfactory Sensors) ...............2-65 524 
17.6.4 Neural Network Signal (Signature) Processing for 
Electronic: NOSe8 5.5 viene Gases BSA iy Bae eR 527 
17.6.5 “Smart” Chemical Sensors ..................2 000000085 530 
REferences: 3.5. ee og Se ee Oat big Soe ey 530 
18 Sensor Materials and Technologies ......................00 0.000 533 
182) -Materals.o3<. foros darcdacie seg ae bode eeea hast eseengie sales ee 533 
18.1.1 Silicon as a Sensing Material .......................0.. 533 
18:12" Plastics.sc. 2 sp i4 seals peo nee S eee APSE Sale sees Sales 536 
L213 Metallse woes seas ccciog bees wk tad e Peete ab sea eee oes 540 
18:T:4 (Ceramics 2's 5c. diea ted Sisheee ees aials 8 ece 8 a Leek ies Se Sees ba es 542 
L8i1:5 (Glasses <.s¢.c0 debe e esi ¢ baee deepen tet aahegeets 543 
18.2 Surface Processing .......... 0.0 eee ee eee 543 
18.2.1 Deposition of Thin and Thick Films..................... 543 
13:2-2. Spin-Casting' ts: ds ced. See Bh he ot ht Se 544 
18.2.3. Vacuum Deposition ............. 0.0... eee eee eee 544 
18.2.4 Spurtenng. 2. vata sscrhit Gaede es Relea web Sede 545 
18.2.5 Chemical Vapor Deposition.....................0.0008. 546 
18.3 Nano-Technology ........ 00.0... cee cece cece 547 
18.3.1 Photolithography ............... 0.0.0. cece ee eee eee 548 
18.3.2 Silicon Micromachining ...................00 0.000008. 549 
18.3.2.1 Basic Techniques ..................0..000008. 549 
18.3.2.2 Wafer bonding ...................02...000008. 554 
References 2st. case Pers ethgsheie adS gah Ad ewes wade ad 555 
Appendix':.22:.2004 Hecuee piety sat ie a ee aos ee 557 
Table A.1 Chemical Symbols for the Elements .................... 557 
Table A.2 SI Multiples ............. 0... eee eee 558 
Table A.3 Derivative SI Units .................. 002 eee eee 558 
Table A.4 SI Conversion Multiples .......................2..000, 559 
Table A.5 Dielectric Constants of Some Materials 
at Room Temperature ............. 0.0.00. eee ee eee eee 564 
Table A.6 = Properties of Magnetic Materials ....................0.. 564 


Table A.7 _ Resistivities and Temperature Coefficients 
of Resistivity of Some Materials at Room Temperature .... 565 
Table A.8 Properties of Piezoelectric Materials at 20°C ............. 565 


Table A.9 
Table A.10 
Table A.11 


Table A.lla 


Table A.12 
Table A.13 
Table A.14 
Table A.15 
Table A.16 


Table A.17 


Table A.18 
Table A.19 
Table A.20 
Table A.21 
Table A.22 
Table A.23 
Table A.24 
Table A.25 


Contents 


Physical Properties of Pyroelectric Materials ............. 
Characteristics of Thermocouple Types.................. 
Thermoelectric Coefficients and Volume Resistivities 
of Selected Elements ................... 0.00 eee eee eee 
Thermocouples for Very Low and Very 

High Temperatures............. 0.0.00. c eee eee eee 
Densities of Some Materials .......................000, 
Mechanical Properties of Some Solid Materials ........... 
Mechanical Properties of Some Crystalline Materials ...... 
Speed of Sound Waves ............ 0.0.00 c eee eee ee eee 
Coefficient of Linear Thermal Expansion 

of Some Materials ............ 0.0.0.2 eee ee eee eee 
Specific Heat and Thermal Conductivity 

of Some Materials .......... 0.0.0... eee eee 
Typical Emissivities of Different Materials............... 
Refractive Indices of Some Materials ................... 
Characteristics of C-Zn and Alkaline Cells............... 
Lithium—Manganese Dioxide Primary Cells .............. 
Typical Characteristics of “AA’-Size Secondary Cells ..... 
Miniature Secondary Cells and Batteries................. 
Electronic Ceramics .............. 0. e eee eee ee 
Properties of Glasses ............. 0... e eee eee eee 


XVII 


This page intentionally left blank 


1 


Data Acquisition 


“Tt’s as large as life, and twice as natural” 


—Lewis Carroll, “Through the Looking Glass” 


1.1 Sensors, Signals, and Systems 


A sensor is often defined as a device that receives and responds to a signal or stimulus. 
This definition is broad. In fact, it is so broad that it covers almost everything from 
a human eye to a trigger in a pistol. Consider the level-control system shown in Fig. 
1.1 [1]. The operator adjusts the level of fluid in the tank by manipulating its valve. 
Variations in the inlet flow rate, temperature changes (these would alter the fluid’s 
viscosity and, consequently, the flow rate through the valve), and similar disturbances 
must be compensated for by the operator. Without control, the tank is likely to flood, or 
run dry. To act appropriately, the operator must obtain information about the level of 
fluid in the tank on a timely basis. In this example, the information is perceived by the 
sensor, which consists of two main parts: the sight tube on the tank and the operator’s 
eye, which generates an electric response in the optic nerve. The sight tube by itself is 
not a sensor, and in this particular control system, the eye is not a sensor either. Only 
the combination of these two components makes a narrow-purpose sensor (detector), 
which is selectively sensitive to the fluid level. If a sight tube is designed properly, 
it will very quickly reflect variations in the level, and it is said that the sensor has a 
fast speed response. If the internal diameter of the tube is too small for a given fluid 
viscosity, the level in the tube may lag behind the level in the tank. Then, we have to 
consider a phase characteristic of such a sensor. In some cases, the lag may be quite 
acceptable, whereas in other cases, a better sight tube design would be required. Hence, 
the sensor’s performance must be assessed only as a part of a data acquisition system. 

This world is divided into natural and man-made objects. The natural sensors, 
like those found in living organisms, usually respond with signals, having an electro- 
chemical character; that is, their physical nature is based on ion transport, like in the 
nerve fibers (such as an optic nerve in the fluid tank operator). In man-made devices, 
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Fig. 1.1. Level-control system. A sight tube and operator’s eye form a sensor (a device which 
converts information into electrical signal). 


information is also transmitted and processed in electrical form—however, through 
the transport of electrons. Sensors that are used in artificial systems must speak the 
same language as the devices with which they are interfaced. This language is electri- 
cal in its nature and a man-made sensor should be capable of responding with signals 
where information is carried by displacement of electrons, rather than ions.! Thus, 
it should be possible to connect a sensor to an electronic system through electrical 
wires, rather than through an electrochemical solution or a nerve fiber. Hence, in this 
book, we use a somewhat narrower definition of sensors, which may be phrased as 


A sensor is a device that receives a stimulus and responds with an 
electrical signal. 


The term stimulus is used throughout this book and needs to be clearly understood. 
The stimulus is the quantity, property, or condition that is sensed and converted into 
electrical signal. Some texts (for instance, Ref. [2]) use a different term, measurand, 
which has the same meaning, however with the stress on quantitative characteristic 
of sensing. 

The purpose of a sensor is to respond to some kind of an input physical property 
(stimulus) and to convert it into an electrical signal which is compatible with electronic 
circuits. We may say that a sensor is a translator of a generally nonelectrical value 
into an electrical value. When we say “electrical,” we mean a signal which can be 
channeled, amplified, and modified by electronic devices. The sensor’s output signal 
may be in the form of voltage, current, or charge. These may be further described 
in terms of amplitude, frequency, phase, or digital code. This set of characteristics is 
called the output signal format. Therefore, a sensor has input properties (of any kind) 
and electrical output properties. 


! There is a very exciting field of the optical computing and communications where informa- 
tion is processed by a transport of photons. That field is beyond the scope of this book. 
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Fig. 1.2. A sensor may incorporate several transducers. e), e€7, and so on are various types of 
energy. Note that the last part is a direct sensor. 


Any sensor is an energy converter. No matter what you try to measure, you al- 
ways deal with energy transfer from the object of measurement to the sensor. The 
process of sensing is a particular case of information transfer, and any transmission of 
information requires transmission of energy. Of course, one should not be confused 
by an obvious fact that transmission of energy can flow both ways—it may be with 
a positive sign as well as with a negative sign; that is, energy can flow either from 
an object to the sensor or from the sensor to the object. A special case is when the 
energy is zero, and it also carries information about existence of that particular case. 
For example, a thermopile infrared radiation sensor will produce a positive voltage 
when the object is warmer than the sensor (infrared flux is flowing to the sensor) or 
the voltage is negative when the object is cooler than the sensor (infrared flux flows 
from the sensor to the object). When both the sensor and the object are at the same 
temperature, the flux is zero and the output voltage is zero. This carries a message 
that the temperatures are the same. 

The term sensor should be distinguished from transducer. The latter is a converter 
of one type of energy into another, whereas the former converts any type of energy into 
electrical. An example of a transducer is a loudspeaker which converts an electrical 
signal into a variable magnetic field and, subsequently, into acoustic waves.” This is 
nothing to do with perception or sensing. Transducers may be used as actuators in 
various systems. An actuator may be described as opposite to a sensor—it converts 
electrical signal into generally nonelectrical energy. For example, an electric motor 
is an actuator—it converts electric energy into mechanical action. 

Transducers may be parts of complex sensors (Fig. 1.2). For example, a chemical 
sensor may have a part which converts the energy of a chemical reaction into heat 
(transducer) and another part, a thermopile, which converts heat into an electrical sig- 
nal. The combination of the two makes a chemical sensor—a device which produces 
an electrical signal in response to a chemical reaction. Note that in the above example, 
a chemical sensor is a complex sensor; it is comprised of a transducer and another 
sensor (heat). This suggests that many sensors incorporate at least one direct-type 
sensor and a number of transducers. The direct sensors are those that employ such 
physical effects that make a direct energy conversion into electrical signal genera- 
tion or modification. Examples of such physical effects are photoeffect and Seebeck 
effect. These will be described in Chapter 3. 


2 It is interesting to note that a loudspeaker, when connected to an input of an amplifier, may 
function as a microphone. In that case, it becomes an acoustical sensor. 
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In summary, there are two types of sensors: direct and complex. A direct sensor 
converts a stimulus into an electrical signal or modifies an electrical signal by using 
an appropriate physical effect, whereas a complex sensor in addition needs one or 
more transducers of energy before a direct sensor can be employed to generate an 
electrical output. 

A sensor does not function by itself; it is always a part of a larger system that 
may incorporate many other detectors, signal conditioners, signal processors, memory 
devices, data recorders, and actuators. The sensor’s place in a device is either intrinsic 
or extrinsic. It may be positioned at the input of a device to perceive the outside effects 
and to signal the system about variations in the outside stimuli. Also, it may be an 
internal part of a device that monitors the devices’ own state to cause the appropriate 
performance. A sensor is always a part of some kind of a data acquisition system. 
Often, such a system may be a part of a larger control system that includes various 
feedback mechanisms. 

To illustrate the place of sensors in a larger system, Fig. 1.3 shows a block diagram 
of a data acquisition and control device. An object can be anything: a car, space ship, 
animal or human, liquid, or gas. Any material object may become a subject of some 
kind of a measurement. Data are collected from an object by a number of sensors. 
Some of them (2, 3, and 4) are positioned directly on or inside the object. Sensor 1 
perceives the object without a physical contact and, therefore, is called a noncontact 
sensor. Examples of such a sensor is a radiation detector and a TV camera. Even if 


Data Acquisition System 


Peripheral 


Sensor Device 
o 
—T” 
A/D 


Multiplexer 


Excitation 
Circuit 


Fig. 1.3. Positions of sensors in a data acquisition system. Sensor | is noncontact, sensors 2 
and 3 are passive, sensor 4 is active, and sensor 5 is internal to a data acquisition system. 
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we say “noncontact”, we remember that energy transfer always occurs between any 
sensor and an object. 

Sensor 5 serves a different purpose. It monitors internal conditions of a data 
acquisition system itself. Some sensors (1 and 3) cannot be directly connected to 
standard electronic circuits because of inappropriate output signal formats. They re- 
quire the use of interface devices (signal conditioners). Sensors 1, 2, 3, and 5 are 
passive. They generate electric signals without energy consumption from the elec- 
tronic circuits. Sensor 4 is active. It requires an operating signal, which is provided 
by an excitation circuit. This signal is modified by the sensor in accordance with the 
converted information. An example of an active sensor is a thermistor, which is a 
temperature-sensitive resistor. It may operate with a constant-current source, which 
is an excitation circuit. Depending on the complexity of the system, the total number 
of sensors may vary from as little as one (a home thermostat) to many thousands (a 
space shuttle). 

Electrical signals from the sensors are fed into a multiplexer (MUX), which is a 
switch or a gate. Its function is to connect sensors one at a time to an analog-to-digital 
(A/D) converter if a sensor produces an analog signal, or directly to a computer if 
a sensor produces signals in a digital format. The computer controls a multiplexer 
and an A/D converter for the appropriate timing. Also, it may send control signals to 
the actuator, which acts on the object. Examples of actuators are an electric motor, a 
solenoid, arelay, and a pneumatic valve. The system contains some peripheral devices 
(for instance, a data recorder, a display, an alarm, etc.) and a number of components, 
which are not shown in the block diagram. These may be filters, sample-and-hold 
circuits, amplifiers, and so forth. 

To illustrate how such a system works, let us consider a simple car-door monitoring 
arrangement. Every door in a car is supplied with a sensor which detects the door 
position (open or closed). In most cars, the sensor is a simple electric switch. Signals 
from all door sensors go to the car’s internal microprocessor (no need for an A/D 
converter as all door signals are in a digital format: ones or zeros). The microprocessor 
identifies which door is open and sends an indicating signal to the peripheral devices (a 
dashboard display and an audible alarm). A car driver (the actuator) gets the message 
and acts on the object (closes the door). 

An example of a more complex device is an anesthetic vapor delivery system. 
It is intended for controlling the level of anesthetic drugs delivered to a patient by 
means of inhalation during surgical procedures. The system employs several active 
and passive sensors. The vapor concentration of anesthetic agents (such as halothane, 
isoflurane, or enflurane) is selectively monitored by an active piezoelectric sensor, 
installed into a ventilation tube. Molecules of anesthetic vapors add mass to the 
oscillating crystal in the sensor and change its natural frequency, which is a measure 
of vapor concentration. Several other sensors monitor the concentration of COz, to 
distinguish exhale from inhale, and temperature and pressure, to compensate for 
additional variables. All of these data are multiplexed, digitized, and fed into the 
microprocessor, which calculates the actual vapor concentration. An anesthesiologist 
presets a desired delivery level and the processor adjusts the actuator (the valves) to 
maintain anesthetics at the correct concentration. 
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Fig. 1.4. Multiple sensors, actuators, and warning signals are parts of the Advanced Safety 
Vehicle. (Courtesy of Nissan Motor Company.) 


Another example of a complex combination of various sensors, actuators, and 
indicating signals is shown in Fig. 1.4. It is an Advanced Safety Vehicle (ASV) that is 
being developed by Nissan. The system is aimed at increasing safety of a car. Among 
many others, it includes a drowsiness warning system and drowsiness relieving sys- 
tem. This may include the eyeball movement sensor and the driver head inclination 
detector. The microwave, ultrasonic, and infrared range measuring sensors are incor- 
porated into the emergency braking advanced advisory system to illuminate the break 
lamps even before the driver brakes hard in an emergency, thus advising the driver 
of a following vehicle to take evasive action. The obstacle warning system includes 
both the radar and infrared (IR) detectors. The adaptive cruise control system works 
if the driver approaches too closely to a preceding vehicle: The speed is automatically 
reduced to maintain a suitable safety distance. The pedestrian monitoring system de- 
tects and alerts the driver to the presence of pedestrians at night as well as in vehicle 
blind spots. The lane control system helps in the event that the system detects and de- 
termines that incipient lane deviation is not the driver’s intention. It issues a warning 
and automatically steers the vehicle, if necessary, to prevent it from leaving its lane. 

In the following chapters, we concentrate on methods of sensing, physical princi- 
ples of sensors operations, practical designs, and interface electronic circuits. Other 
essential parts of the control and monitoring systems, such as actuators, displays, 
data recorders, data transmitters, and others, are beyond the scope of this book and 
mentioned only briefly. 

Generally, the sensor’s input signals (stimuli) may have almost any conceivable 
physical or chemical nature (e.g., light flux, temperature, pressure, vibration, dis- 
placement, position, velocity, ion concentration, ...). The sensor’s design may be 
of a general purpose. A special packaging and housing should be built to adapt it 
for a particular application. For instance, a micromachined piezoresistive pressure 
sensor may be housed into a watertight enclosure for the invasive measurement of 
aortic blood pressure through a catheter. The same sensor will be given an entirely 
different enclosure when it is intended for measuring blood pressure by a noninvasive 
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oscillometric method with an inflatable cuff. Some sensors are specifically designed 
to be very selective in a particular range of input stimulus and be quite immune to 
signals outside of the desirable limits. For instance, a motion detector for a security 
system should be sensitive to movement of humans and not responsive to movement 
of smaller animals, like dogs and cats. 


1.2 Sensor Classification 


Sensor classification schemes range from very simple to the complex. Depending on 
the classification purpose, different classification criteria may be selected. Here, we 
offer several practical ways to look at the sensors. 

All sensors may be of two kinds: passive and active. A passive sensor does 
not need any additional energy source and directly generates an electric signal in 
response to an external stimulus; that is, the input stimulus energy is converted by the 
sensor into the output signal. The examples are a thermocouple, a photodiode, and a 
piezoelectric sensor. Most of passive sensors are direct sensors as we defined them 
earlier. The active sensors require external power for their operation, which is called an 
excitation signal. That signal is modified by the sensor to produce the output signal. 
The active sensors sometimes are called parametric because their own properties 
change in response to an external effect and these properties can be subsequently 
converted into electric signals. It can be stated that a sensor’s parameter modulates 
the excitation signal and that modulation carries information of the measured value. 
For example, a thermistor is a temperature-sensitive resistor. It does not generate any 
electric signal, but by passing an electric current through it (excitation signal), its 
resistance can be measured by detecting variations in current and/or voltage across 
the thermistor. These variations (presented in ohms) directly relate to ttemperature 
through a known function. Another example of an active sensor is a resistive strain 
gauge in which electrical resistance relates to a strain. To measure the resistance of a 
sensor, electric current must be applied to it from an external power source. 

Depending on the selected reference, sensors can be classified into absolute and 
relative. An absolute sensor detects a stimulus in reference to an absolute physical 
scale that is independent on the measurement conditions, whereas a relative sensor 
produces a signal that relates to some special case. An example of an absolute sensor is 
a thermistor: a temperature-sensitive resistor. Its electrical resistance directly relates to 
the absolute temperature scale of Kelvin. Another very popular temperature sensor—a 
thermocouple—is a relative sensor. It produces an electric voltage that is function of 
a temperature gradient across the thermocouple wires. Thus, a thermocouple output 
signal cannot be related to any particular temperature without referencing to a known 
baseline. Another example of the absolute and relative sensors is a pressure sensor. 
An absolute-pressure sensor produces signal in reference to vacuum—an absolute 
zero on a pressure scale. A relative-pressure sensor produces signal with respect to a 
selected baseline that is not zero pressure (e.g., to the atmospheric pressure). 

Another way to look at a sensor is to consider all of its properties, such as what 
it measures (stimulus), what its specifications are, what physical phenomenon it is 
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sensitive to, what conversion mechanism is employed, what material it is fabricated 
from, and what its field of application is. Tables 1.1—1.6, adapted from Ref. [3], 
represent such a classification scheme, which is pretty much broad and representative. 
If we take for the illustration a surface acoustic-wave oscillator accelerometer, the 


table entries might be as follows: 


Stimulus: Acceleration 

Specifications: Sensitivity in frequency shift per gram of acceleration, 
short- and long-term stability in Hz per unit time, etc. 

Detection means: Mechanical 

Conversion phenomenon: _ Elastoelectric 

Material: Inorganic insulator 

Field: Automotive, marine, space, and scientific measurement 


Table 1.1. Specifications 


Sensitivity 

Stability (short and long term) 
Accuracy 

Speed of response 

Overload characteristics 
Hysteresis 

Operating life 

Cost, size, weight 


Stimulus range (span) 
Resolution 

Selectivity 
Environmental conditions 
Linearity 

Dead band 

Output format 

Other 


Table 1.2. Sensor Material 


Inorganic Organic 
Conductor Insulator 
Semiconductor Liquid, gas, or plasma 


Biological substance 


Other 


Table 1.3. Detection Means Used in Sensors 


Biological 
Chemical 


Electric, magnetic, or electromagnetic wave 


Heat, temperature 


Mechanical displacement or wave 


Radioactivity, radiation 


Other 
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Table 1.4. Conversion Phenomena 


Physical Chemical 
Thermoelectric Chemical transformation 
Photoelectric Physical transformation 
Photomagnetic Electrochemical process 
Magnetoelectric Spectroscopy 
Electromagnetic Other 
Thermoelastic Biological 
Electroelastic Biochemical transformation 
Thermomagnetic Physical transformation 
Thermooptic Effect on test organism 
Photoelastic Spectroscopy 
Other Other 


Table 1.5. Field of Applications 


Agriculture Automotive 

Civil engineering, construction Domestic, appliances 

Distribution, commerce, finance Environment, meteorology, security 
Energy, power Information, telecommunication 
Health, medicine Marine 

Manufacturing Recreation, toys 

Military Space 

Scientific measurement Other 


Transportation (excluding automotive) 


1.3 Units of Measurements 


In this book, we use base units which have been established in The 14th General 
Conference on Weights and Measures (1971). The base measurement system is known 
as SI which stands for French “Le Systéme International d’Unités” (Table 1.7) [4]. 
All other physical quantities are derivatives of these base units. Some of them are 
listed in Table A.3. 

Often, it is not convenient to use base or derivative units directly; in practice, 
quantities may be either too large or too small. For convenience in the engineering 
work, multiples and submultiples of the units are generally employed. They can be 
obtained by multiplying a unit by a factor from Table A.2. When pronounced, in all 
cases the first syllable is accented. For example, | ampere (A) may be multiplied by 
factor of 10~3 to obtain a smaller unit: 1 milliampere (mA), which is one-thousandth 
of an ampere. 

Sometimes, two other systems of units are used. They are the Gaussian System 
and the British System, which in the United States its modification is called the U.S. 
Customary System. The United States is the only developed country in which SI 
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Table 1.6. Stimulus 


Acoustic 
Wave amplitude, phase, polarization 
Spectrum 
Wave velocity 
Other 
Biological 
Biomass (types, concentration, states) 
Other 
Chemical 
Components (identities, concentration, states) 
Other 
Electric 
Charge, current 
Potential, voltage 
Electric field (amplitude, phase, 
polarization, spectrum) 
Conductivity 
Permitivity 
Other 
Magnetic 
Magnetic field (amplitude, phase, 
polarization, spectrum) 
Magnetic flux 
Permeability 
Other 
Optical 


Wave amplitude, phase, polarization, spectrum 


Wave velocity 
Refractive index 
Emissivity 
reflectivity, absorption 
Other 


Mechanical 
Position (linear, angular) 
Acceleration 
Force 
Stress, pressure 
Strain 
Mass, density 
Moment, torque 
Speed of flow,rate of mass transport 
Shape, roughness, orientation 
Stiffness, compliance 
Viscosity 
Crystallinity, structural integrity 
Other 
Radiation 
Type 
Energy 
Intensity 
Other 
Thermal 
Temperature 
Flux 
Specific heat 
Thermal conductivity 
Other 


still is not in common use. However, with the end of communism and the increase 
of world integration, international cooperation gains strong momentum. Hence, it is 
unavoidable that the United States will convert to SP’ in the future, although maybe 
not in our lifetime. Still, in this book, we will generally use SI; however, for the 
convenience of the reader, the U.S. customary system units will be used in places 
where U.S. manufacturers employ them for sensor specifications. For the conversion 
to SI from other systems,* the reader may use Tables A.4. To make a conversion, a 


3 SI is often called the modernized metric system. 


4 Nomenclature, abbreviations, and spelling in the conversion tables are in accordance with 
“Standard practice for use of the International System of units (SI) (the Modernized Metric 
System)’. Standard E380-91a. ©1991 ASTM, West Conshocken, PA. 
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Table 1.7. SI Basic Units 


Quantity Name Symbol Defined by (Year Established) 


Length Meter m The length of the path traveled by light 
in vacuum in 1/299,792,458 of a 
second. (1983) 
Mass Kilogram kg After a platinum-iridium prototype (1889) 
Time Second s The duration of 9,192,631,770 periods of 
the radiation corresponding to the 
transition between the two hyperfine levels 
of the ground state of the cesium-133 
atom (1967) 
Electric current Ampere A Force equal to 2 x 10-7 Nm of length 
exerted on two parallel conductors in 
vacuum when they carry the current (1946) 


Thermodynamic Kelvin K The fraction 1/273.16 of the thermodynamic 
temperature temperature of the triple point of water 
length(1967) 
Amount of substance Mole mol The amount of substance which contains as 


many elementary entities as there are 
atoms in 0.012 kg of carbon 12 (1971) 

Luminous intensity Candela cd Intensity in the perpendicular direction of a 
surface of 1/600,000 m2 of a blackbody at 
temperature of freezing Pt under pressure 
of 101,325 Nm? (1967) 

Plane angle Radian rad (Supplemental unit) 

Solid angle Steradian sr (Supplemental unit) 


non-SI value should be multiplied by a number given in the table. For instance, to 
convert an acceleration of 55 ft/s” to SI, it must to be multiplied by 0.3048: 


55ft/s” x 0.3048 = 16.764 m/s” 


Similarly, to convert an electric charge of 1.7 faraday, it must be multiplied by 
9.65 x 10!°: 
1.7 faraday x 9.65 x 10!° = 1.64 x 107°C 


The reader should consider the correct terminology of the physical and technical 
terms. For example, in the United States and many other countries, the electric po- 
tential difference is called “voltage,” whereas in other countries, “electric tension” or 
simply “tension” is in common use. In this book, we use terminology that is traditional 
in the United States. 
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Sensor Characteristics 


“O, what men dare do! What men may do! 
What men daily do, not knowing what they do.” 


—Shakespeare, “Much Ado About Nothing” 


From the input to the output, a sensor may have several conversion steps before it 
produces an electrical signal. For instance, pressure inflicted on the fiber-optic sensor 
first results in strain in the fiber, which, in turn, causes deflection in its refractive index, 
which, in turn, results in an overall change in optical transmission and modulation of 
photon density. Finally, photon flux is detected and converted into electric current. In 
this chapter, we discuss the overall sensor characteristics, regardless of its physical 
nature or steps required to make a conversion. We regard a sensor as a “black box” 
where we are concerned only with relationships between its output signal and input 
stimulus. 


2.1 Transfer Function 


An ideal or theoretical output—stimulus relationship exists for every sensor. If the sen- 
sor is ideally designed and fabricated with ideal materials by ideal workers using ideal 
tools, the output of such a sensor would always represent the true value of the stimulus. 
The ideal function may be stated in the form of a table of values, a graph, or a mathe- 
matical equation. An ideal (theoretical) output—stimulus relationship is characterized 
by the so-called transfer function. This function establishes dependence between the 
electrical signal S produced by the sensor and the stimulus s: $= f(s). That func- 
tion may be a simple linear connection or a nonlinear dependence, (e.g., logarithmic, 
exponential, or power function). In many cases, the relationship is unidimensional 
(i.e., the output versus one input stimulus). A unidimensional linear relationship is 
represented by the equation 

S=a-+bs, (2.1) 
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where a is the intercept (i.e., the output signal at zero input signal) and b is the slope, 
which is sometimes called sensitivity. S is one of the characteristics of the output 
electric signal used by the data acquisition devices as the sensor’s output. It may be 
amplitude, frequency, or phase, depending on the sensor properties. 


Logarithmic function: 


S=a+blins. (2.2) 
Exponential function: 
S=ae’, (2.3) 
Power function: 
S=aytas*, (2.4) 


where k is a constant number. 


A sensor may have such a transfer function that none of the above approximations 
fits sufficiently well. In that case, a higher-order polynomial approximation is often 
employed. 

For a nonlinear transfer function, the sensitivity b is not a fixed number as for the 
linear relationship [Eq. (2.1)]. At any particular input value, so, it can be defined as 

dS(so) 
b= a (2.5) 

In many cases, a nonlinear sensor may be considered linear over a limited range. Over 
the extended range, a nonlinear transfer function may be modeled by several straight 
lines. This is called a piecewise approximation. To determine whether a function can 
be represented by a linear model, the incremental variables are introduced for the 
input while observing the output. A difference between the actual response and a liner 
model is compared with the specified accuracy limits (see 2.4). 

A transfer function may have more than one dimension when the sensor’s output 
is influenced by more than one input stimuli. An example is the transfer function of a 
thermal radiation (infrared) sensor. The function! connects two temperatures (7), the 
absolute temperature of an object of measurement, and 7;, the absolute temperature 
of the sensor’s surface) and the output voltage V: 


V=G(T; -T), (2.6) 


where G is a constant. Clearly, the relationship between the object’s temperature and 
the output voltage (transfer function) is not only nonlinear (the fourth-order parabola) 
but also depends on the sensor’s surface temperature. To determine the sensitivity 
of the sensor with respect to the object’s temperature, a partial derivative will be 


calculated as ae 
b= — =4GT;. 2.7 
aT ? (2.7) 
The graphical representation of a two-dimensional transfer function of Eq. (2.6) is 
shown in Fig. 2.1. It can be seen that each value of the output voltage can be uniquely 


! This function is generally known as the Stefan—Boltzmann law. 
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Fig. 2.1. Two-dimensional transfer function of a thermal radiation sensor. 


determined from two input temperatures. It should be noted that a transfer func- 
tion represents the input-to-output relationship. However, when a sensor is used for 
measuring or detecting a stimulus, an inversed function (output-to-input) needs to 
be employed. When a transfer function is linear, the inversed function is very easy 
to compute. When it is nonlinear the task is more complex, and in many cases, the 
analytical solution may not lend itself to reasonably simple data processing. In these 
cases, an approximation technique often is the solution. 


2.2 Span (Full-Scale Input) 


A dynamic range of stimuli which may be converted by a sensor is called a span 
or an input full scale (FS). It represents the highest possible input value that can 
be applied to the sensor without causing an unacceptably large inaccuracy. For the 
sensors with a very broad and nonlinear response characteristic, a dynamic range of 
the input stimuli is often expressed in decibels, which is a logarithmic measure of 
ratios of either power or force (voltage). It should be emphasized that decibels do not 
measure absolute values, but a ratio of values only. A decibel scale represents signal 
magnitudes by much smaller numbers, which, in many cases, is far more convenient. 
Being a nonlinear scale, it may represent low-level signals with high resolution while 
compressing the high-level numbers. In other words, the logarithmic scale for small 
objects works as a microscope, and for the large objects, it works as a telescope. By 
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Table 2.1. Relationship Among Power, Force (Voltage, Current), and Decibels 


Power 


ratio 1.023 1.26 100 100 10° 104 10° 10° 107. 108 ~— 10? 1910 


Force 
ratio 1.012 1.12 3.16 10.0 31.6 100 316 10° 3162 104 3x10* 10° 


Decibels 0.1 1.0 10.0 20.0 30.0 40.0 50.0 60.0 70.0 80.0 90.0 100.0 


definition, decibels are equal to 10 times the log of the ratio of powers (Table 2.1): 
Py 
PB. 
In a similar manner, decibels are equal to 20 times the log of the force, current, or 
voltage: 


1 dB= 10log (2.8) 


S 
1 dB =20log = (2.9) 
1 


2.3 Full-Scale Output 


Full-scale output (FSO) is the algebraic difference between the electrical output sig- 
nals measured with maximum input stimulus and the lowest input stimulus applied. 
This must include all deviations from the ideal transfer function. For instance, the 
FSO output in Fig. 2.2A is represented by Sps. 


output 


100% 


Ss 
1 output +80 


ideal 
Transfer 
Function actual curve 


ax calibration 
specified 


accuracy 
limits £\ 


Transfer 
Function 


0) ro. stimulus s 


(A) (B) 


Fig. 2.2. Transfer function (A) and accuracy limits (B). Error is specified in terms of input 
value. 
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2.4 Accuracy 


Avery important characteristic of a sensor is accuracy which really means inaccuracy. 
Inaccuracy is measured as a highest deviation of a value represented by the sensor 
from the ideal or true value at its input. The true value is attributed to the object of 
measurement and accepted as having a specified uncertainty (see 2.20.) 

The deviation can be described as a difference between the value which is com- 
puted from the output voltage and the actual input value. For example, a linear dis- 
placement sensor ideally should generate 1 mV per 1-mm displacement; that is, 
its transfer function is linear with a slope (sensitivity) b= 1 mV/mm. However, 
in the experiment, a displacement of s = 10 mm produced an output of $= 10.5 
mV. Converting this number into the displacement value by using the inversed 
transfer function (1/b= 1 mm/mV), we would calculate that the displacement was 
5S; = S/b=10.5 mm; that is s, —s=0.5 mm more than the actual. This extra 0.5 
mm is an erroneous deviation in the measurement, or error. Therefore, in a 10-mm 
range, the sensor’s absolute inaccuracy is 0.5 mm, or in the relative terms, inaccuracy 
is (0.5mm/10mm) x 100% = 5%. If we repeat this experiment over and over again 
without any random error and every time we observe an error of 0.5 mm, we may say 
that the sensor has a systematic inaccuracy of 0.5 mm over a 10-mm span. Naturally, 
a random component is always present, so the systematic error may be represented 
as an average or mean value of multiple errors. 

Figure 2.2A shows an ideal or theoretical transfer function. In the real world, any 
sensor performs with some kind of imperfection. A possible real transfer function is 
represented by a thick line, which generally may be neither linear nor monotonic. A 
real function rarely coincides with the ideal. Because of material variations, work- 
manship, design errors, manufacturing tolerances, and other limitations, it is possible 
to have a large family of real transfer functions, even when sensors are tested under 
identical conditions. However, all runs of the real transfer functions must fall within 
the limits of a specified accuracy. These permissive limits differ from the ideal transfer 
function line by +A. The real functions deviate from the ideal by +6, where 6 < A. 
For example, let us consider a stimulus having value x. Ideally, we would expect this 
value to correspond to point z on the transfer function, resulting in the output value 
Y. Instead, the real function will respond at point Z, producing output value Y’. This 
output value corresponds to point z’ on the ideal transfer function, which, in turn, 
relates to a “would-be” input stimulus x’ whose value is smaller than x. Thus, in this 
example, imperfection in the sensor’s transfer function leads to a measurement error 
of —6. 

The accuracy rating includes a combined effect of part-to-part variations, a hys- 
teresis, a dead band, calibration, and repeatability errors (see later subsections). The 
specified accuracy limits generally are used in the worst-case analysis to determine 
the worst possible performance of the system. Figure 2.2B shows that +A may more 
closely follow the real transfer function, meaning better tolerances of the sensor’s ac- 
curacy. This can be accomplished by a multiple-point calibration. Thus, the specified 
accuracy limits are established not around the theoretical (ideal) transfer function, 
but around the calibration curve, which is determined during the actual calibration 
procedure. Then, the permissive limits become narrower, as they do not embrace 


18 2 Sensor Characteristics 


part-to-part variations between the sensors and are geared specifically to the cali- 
brated unit. Clearly, this method allows more accurate sensing; however, in some 
applications, it may be prohibitive because of a higher cost. 

The inaccuracy rating may be represented in a number of forms: 


1. Directly in terms of measured value (A) 
2. In percent of input span (full scale) 
3. In terms of output signal 


For example, a piezoresistive pressure sensor has a 100-kPa input full scale and a 10Q 
full-scale output. Its inaccuracy may be specified as +0.5%, +500 Pa, or +0.0522. 

In modern sensors, specification of accuracy often is replaced by a more compre- 
hensive value of uncertainty (see Section 2.20) because uncertainty is comprised of 
all distorting effects both systematic and random and is not limited to the inaccuracy 
of a transfer function. 


2.5 Calibration 


If the sensor’s manufacturer’s tolerances and tolerances of the interface (signal condi- 
tioning) circuit are broader than the required system accuracy, a calibration is required. 
For example, we need to measure temperature with an accuracy +0.5°C; however, an 
available sensor is rated as having an accuracy of +1°C. Does it mean that the sensor 
can not be used? No, it can, but that particular sensor needs to be calibrated; that 
is, its individual transfer function needs to be found during calibration. Calibration 
means the determination of specific variables that describe the overall transfer func- 
tion. Overall means of the entire circuit, including the sensor, the interface circuit, 
and the A/D converter. The mathematical model of the transfer function should be 
known before calibration. If the model is linear [Eq. (2.1)], then the calibration should 
determine variables a and b; if it is exponential [Eq. (2.3)], variables a and k should 
be determined; and so on. Let us consider a simple linear transfer function. Because 
a minimum of two points are required to define a straight line, at least a two-point 
calibration is required. For example, if one uses a forward-biased semiconductor p-n 
junction for temperature measurement, with a high degree of accuracy its transfer 
function (temperature is the input and voltage is the output) can be considered linear: 


v=atbt. (2.10) 


To determine constants a and b, such a sensor should be subjected to two temperatures 
(t; and f2) and two corresponding output voltages (v; and v2) will be registered. Then, 
after substituting these values into Eq. (2.10), we arrive at 


vj =at+bnt,, (2.11) 
v2 =a+ bt, 
and the constants are computed as 
pp ahd BS 8A (2.12) 


t—h 
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To compute the temperature from the output voltage, a measured voltage is inserted 
into an inversed equation 

Sess 2.13) 

t 5 ( 

In some fortunate cases, one of the constants may be specified with a sufficient 
accuracy so that no calibration of that particular constant may be needed. In the same 
p-n-junction temperature sensor, the slope b is usually a very consistent value for a 
given lot and type of semiconductor. For example, a value of b = —0.002268 V/°C 
was determined to be consistent for a selected type of the diode, then a single-point 
calibration is needed to find out a as a= v, + 0.0022687,. 

For nonlinear functions, more than two points may be required, depending on a 
mathematical model of the transfer function. Any transfer function may be modeled 
by a polynomial, and depending on required accuracy, the number of the calibration 
points should be selected. Because calibration may be a slow process, to reduce 
production cost in manufacturing, it is very important to minimize the number of 
calibration points. 

Another way to calibrate a nonlinear transfer function is to use a piecewise ap- 
proximation. As was mentioned earlier, any section of a curvature, when sufficiently 
small, can be considered linear and modeled by Eq. (2.1). Then, a curvature will be 
described by a family of linear lines where each has its own constants a and b. Dur- 
ing the measurement, one should determine where on the curve a particular output 
voltage S is situated and select the appropriate set of constants a and b to compute 
the value of a corresponding stimulus s from an equation identical to Eq. (2.13). 

To calibrate sensors, it is essential to have and properly maintain precision and ac- 
curate physical standards of the appropriate stimuli. For example, to calibrate contact- 
temperature sensors, either a temperature-controlled water bath or a “dry-well” cavity 
is required. To calibrate the infrared sensors, a blackbody cavity would be needed. 
To calibrate a hygrometer, a series of saturated salt solutions are required to sustain 
a constant relative humidity in a closed container, and so on. It should be clearly un- 
derstood that the sensing system accuracy is directly attached to the accuracy of the 
calibrator. An uncertainty of the calibrating standard must be included in the statement 
on the overall uncertainty, as explained in 2.20. 


2.6 Calibration Error 


The calibration error is inaccuracy permitted by a manufacturer when a sensor is 
calibrated in the factory. This error is of a systematic nature, meaning that it is added 
to all possible real transfer functions. It shifts the accuracy of transduction for each 
stimulus point by a constant. This error is not necessarily uniform over the range 
and may change depending on the type of error in the calibration. For example, let 
us consider a two-point calibration of a real linear transfer function (thick line in 
Fig. 2.3). To determine the slope and the intercept of the function, two stimuli, s; 
and 52, are applied to the sensor. The sensor responds with two corresponding output 
signals A; and A2. The first response was measured absolutely accurately, however, 
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cal. error 
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Fig. 2.3. Calibration error. 


the higher signal was measured with error — A. This results in errors in the slope and 
intercept calculation. A new intercept, a1, will differ from the real intercept, a, by 


A 
bg=a,-a= ; (2.14) 
s2—S] 
and the slope will be calculated with error: 
A 
bp =— ‘ (2.15) 
S2—S] 


2.7 Hysteresis 


A hysteresis error is a deviation of the sensor’s output at a specified point of the input 
signal when it is approached from the opposite directions (Fig. 2.4). For example, 
a displacement sensor when the object moves from left to right at a certain point 
produces a voltage which differs by 20 mV from that when the object moves from 
right to left. If the sensitivity of the sensor is 10 mV/mm, the hysteresis error in terms 
of displacement units is 2 mm. Typical causes for hysteresis are friction and structural 
changes in the materials. 


2.8 Nonlinearity 


Nonlinearity error is specified for sensors whose transfer function may be approxi- 
mated by a straight line [Eq. (2.1)]. Anonlinearity is a maximum deviation (L) of areal 
transfer function from the approximation straight line. The term “linearity” actually 
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Fig. 2.4. Transfer function with hysteresis. 


zero balance 


means “nonlinearity.” When more than one calibration run is made, the worst linearity 
seen during any one calibration cycle should be stated. Usually, it is specified either 
in percent of span or in terms of measured value (e.g, in kPa or °C). “Linearity,” when 
not accompanied by a statement explaining what sort of straight line it is referring to, 
is meaningless. There are several ways to specify a nonlinearity, depending how the 
line is superimposed on the transfer function. One way is to use terminal points (Fig. 
2.5A); that is, to determine output values at the smallest and highest stimulus values 
and to draw a straight line through these two points (line 1). Here, near the terminal 
points, the nonlinearity error is the smallest and it is higher somewhere in between. 


output 
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Fig. 2.5. Linear approximations of a nonlinear transfer function (A) and independent linearity 


(B). 
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Another way to define the approximation line is to use a method of least squares 
(line 2 in Fig. 2.5A). This can be done in the following manner. Measure several (n) 
output values $ at input values s over a substantially broad range, preferably over 
an entire full scale. Use the following formulas for linear regression to determine 
intercept a and slope b of the best-fit straight line: 


Sy s*?- Ys de sS > n> sS—>dis>iS 
= n>-s?-Oos iz n>-s?-(Q os)? ’ 
where 5~ is the summation of n numbers. 

In some applications, a higher accuracy may be desirable in a particular narrower 
section of the input range. For instance, a medical thermometer should have the best 
accuracy in a fever definition region which is between 37°C and 38°C. It may have a 
somewhat lower accuracy beyond these limits. Usually, such a sensor is calibrated in 
the region where the highest accuracy is desirable. Then, the approximation line may 
be drawn through the calibration point c (line 3 in Fig. 2.5A). As a result, nonlinearity 
has the smallest value near the calibration point and it increases toward the ends of the 
span. In this method, the line is often determined as tangent to the transfer function 
in point c. If the actual transfer function is known, the slope of the line can be found 
from Eq. (2.5). 

Independent linearity is referred to as the so-called “best straight line” (Fig. 2.5B), 
which is a line midway between two parallel straight lines closest together and en- 
veloping all output values on a real transfer function. 

Depending on the specification method, approximation lines may have different 
intercepts and slopes. Therefore, nonlinearity measures may differ quite substantially 
from one another. A user should be aware that manufacturers often publish the smallest 
possible number to specify nonlinearity, without defining what method was used. 


(2.16) 


2.9 Saturation 


Every sensor has its operating limits. Even if it is considered linear, at some levels 
of the input stimuli, its output signal no longer will be responsive. A further increase 
in stimulus does not produce a desirable output. It is said that the sensor exhibits a 
span-end nonlinearity or saturation (Fig. 2.6). 


Fig. 2.6. Transfer function with satura- 
tion. 


output 


stimulus 


linear span | saturation 


2.12 Resolution 23, 


output 


Sy 
stimulus 


stimulus 


FS 
A 100% 
(A) (B) 


Fig. 2.7. (A) The repeatability error. The same output signal S; corresponds to two different 
input signals. (B) The dead-band zone in a transfer function. 


2.10 Repeatability 


A repeatability (reproducibility) error is caused by the inability of a sensor to represent 
the same value under identical conditions. It is expressed as the maximum difference 
between output readings as determined by two calibrating cycles (Fig. 2.7A), unless 
otherwise specified. It is usually represented as % of FS: 


A 
br = Eg Xx 100%. (2.17) 


Possible sources of the repeatability error may be thermal noise, buildup charge, 
material plasticity, and so forth. 


2.11 Dead Band 


The dead band is the insensitivity of a sensor in a specific range of input signals (Fig. 
2.7B). In that range, the output may remain near a certain value (often zero) over an 
entire dead-band zone. 


2.12 Resolution 


Resolution describes the smallest increments of stimulus which can be sensed. When 
a stimulus continuously varies over the range, the output signals of some sensors will 
not be perfectly smooth, even under the no-noise conditions. The output may change 
in small steps. This is typical for potentiometric transducers, occupancy infrared de- 
tectors with grid masks, and other sensors where the output signal change is enabled 
only upon a certain degree of stimulus variation. In addition, any signal converted 
into a digital format is broken into small steps, where a number is assigned to each 
step. The magnitude of the input variation which results in the output smallest step 
is specified as resolution under specified conditions (if any). For instance, for the oc- 
cupancy detector, the resolution may be specified as follows: “resolution—minimum 
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equidistant displacement of the object for 20 cm at 5 m distance.” For wire-wound 
potentiometric angular sensors, resolution may be specified as “a minimum angle of 
0.5°.” Sometimes, it may be specified as percent of full scale (FS). For instance, for 
the angular sensor having 270° FS, the 0.5° resolution may be specified as 0.181% of 
FS. It should be noted that the step size may vary over the range, hence, the resolu- 
tion may be specified as typical, average, or “worst.” The resolution of digital output 
format sensors is given by the number of bits in the data word. For instance, the 
resolution may be specified as “8-bit resolution.” To make sense, this statement must 
be accomplished with either the FS value or the value of LSB (least significant bit). 
When there are no measurable steps in the output signal, it is said that the sensor has 
continuous or infinitesimal resolution (sometimes erroneously referred to as “infinite 
resolution’’). 


2.13 Special Properties 


Special input properties may be needed to specify for some sensors. For instance, light 
detectors are sensitive within a limited optical bandwidth. Therefore, it is appropriate 
to specify a spectral response for them. 


2.14 Output Impedance 


The output impedance Zoyt is important to know to better interface a sensor with 
the electronic circuit. This impedance is connected either in parallel with the input 
impedance Z;, of the circuit (voltage connection) or in series (current connection). 
Figure 2.8 shows these two connections. The output and input impedances generally 
should be represented in a complex form, as they may include active and reactive 
components. To minimize the output signal distortions, a current generating sensor 
(B) should have an output impedance as high as possible and the circuit’s input 
impedance should be low. For the voltage connection (A), a sensor is preferable with 
lower Zoy; and the circuit should have Z;, as high as practical. 


sensor interface circuit sensor interface circuit 


Fig. 2.8. Sensor connection to an interface circuit: (A) sensor has voltage output; (B) sensor 
has current output. 
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2.15 Excitation 


Excitation is the electrical signal needed for the active sensor operation. Excitation is 
specified as a range of voltage and/or current. For some sensors, the frequency of the 
excitation signal and its stability must also be specified. Variations in the excitation 
may alter the sensor transfer function and cause output errors. 
An example of excitation signal specification is as follows: 
Maximum current through a thermistor 
in still air SOWA 
inwater 200UA 


2.16 Dynamic Characteristics 


Under static conditions, a sensor is fully described by its transfer function, span, 
calibration, and so forth. However, when an input stimulus varies, a sensor response 
generally does not follow with perfect fidelity. The reason is that both the sensor and its 
coupling with the source of stimulus cannot always respond instantly. In other words, 
a sensor may be characterized with a time-dependent characteristic, which is called a 
dynamic characteristic. If a sensor does not respond instantly, it may indicate values 
of stimuli which are somewhat different from the real; that is, the sensor responds 
with a dynamic error. A difference between static and dynamic errors is that the latter 
is always time dependent. If a sensor is a part of a control system which has its own 
dynamic characteristics, the combination may cause, at best, a delay in representing 
a true value of a stimulus or, at worst, cause oscillations. 

The warm-up time is the time between applying electric power to the sensor 
or excitation signal and the moment when the sensor can operate within its specified 
accuracy. Many sensors have a negligibly short warm-up time. However, some detec- 
tors, especially those that operate in a thermally controlled environment (a thermostat) 
may require seconds and minutes of warm-up time before they are fully operational 
within the specified accuracy limits. 

In a control system theory, it is common to describe the input-output relationship 
through a constant-coefficient linear differential equation. Then, the sensor’s dynamic 
(time-dependent) characteristics can be studied by evaluating such an equation. De- 
pending on the sensor design, the differential equation can be of several orders. 

A zero-order sensor is characterized by the relationship which, for a linear transfer 
function, is a modified Eq. (2.1) where the input and output are functions of time f: 


S(t)=atbs(t). (2.18) 


The value a is called an offset and b is called static sensitivity. Equation (2.18) requires 
that the sensor does not incorporate any energy storage device, like a capacitor or mass. 
A zero-order sensor responds instantaneously. In other words, such a sensor does not 
need any dynamic characteristics. 
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Fig. 2.9. Frequency characteristic (A) and response of a first-order sensor (B) with limited 
upper and lower cutoff frequencies. t, and ty, are corresponding time constants. 


A first-order differential equation describes a sensor that incorporates one energy 
storage component. The relationship between the input s(t) and output S(t) is the 
differential equation 

dS(t) 
dt 


by + bo S(t) =s(t). (2.19) 


A typical example of a first-order sensor is a temperature sensor for which the energy 
storage is thermal capacity. The first-order sensors may be specified by a manufacturer 
in various ways. Typical is a frequency response, which specifies how fast a first-order 
sensor can react to a change in the input stimulus. The frequency response is expressed 
in hertz or rads per second to specify the relative reduction in the output signal at a 
certain frequency (Fig. 2.9A). A commonly used reduction number (frequency limit) 
is —3 dB. It shows at what frequency the output voltage (or current) drops by about 
30%. The frequency response limit f,, is often called the upper cutoff frequency, as 
it is considered the highest frequency a sensor can process. 

The frequency response directly relates to a speed response, which is defined in 
units of input stimulus per unit of time. Which response, frequency or speed, to specify 
in any particular case depends on the sensor type, its application, and the preference 
of a designer. 

Another way to specify speed response is by time, which is required by the sensor 
to reach 90% of a steady-state or maximum level upon exposure to a step stimulus. 
For the first-order response, it is very convenient to use a so-called time constant. The 
time constant, Tt, is a measure of the sensor’s inertia. In electrical terms, it is equal 
to the product of electrical capacitance and resistance: t= CR. In thermal terms, 
thermal capacity and thermal resistances should be used instead. Practically, the time 
constant can be easily measured. A first-order system response is 


S=Sm(1—e7*/"), (2.20) 


where Sj, is steady-state output, ¢ is time, and e is the base of natural logarithm. 
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Substituting t = T, we get 


S 1 
—=1-—-=0.6321. (2.21) 


Sm e 

In other words, after an elapse of time equal to one time constant, the response 
reaches about 63% of its steady-state level. Similarly, it can be shown that after two 
time constants, the height will be 86.5% and after three time constants it will be 95%. 

The cutoff frequency indicates the lowest or highest frequency of stimulus that 
the sensor can process. The upper cutoff frequency shows how fast the sensor reacts; 
the lower cutoff frequency shows how slow the sensor can process changing stimuli. 
Figure 2.9B depicts the sensor’s response when both the upper and lower cutoff 
frequencies are limited. As a rule of thumb, a simple formula can be used to establish 
a connection between the cutoff frequency, f, (either upper and lower), and time 
constant in a first-order sensor: 

0.159 


fe ® ; (2.22) 
T 


The phase shift at a specific frequency defines how the output signal lags behind 
in representing the stimulus change (Fig. 2.9A). The shift is measured in angular 
degrees or rads and is usually specified for a sensor that processes periodic signals. If 
a sensor is a part of a feedback control system, it is very important to know its phase 
characteristic. Phase lag reduces the phase margin of the system and may result in 
overall instability. 

A second-order differential equation describes a sensor that incorporates two 
energy storage components. The relationship between the input s(t) and output S(t) 
is the differential equation 

2 
= +529 + bo S(t) = s(t). (2.23) 
An example of a second-order sensor is an accelerometer that incorporates a mass 
and a spring. 

A second-order response is specific for a sensor that responds with a periodic sig- 
nal. Such a periodic response may be very brief and we say that the sensor is damped, 
or it may be of a prolonged time and even may oscillate continuously. Naturally, for 
a sensor, such a continuous oscillation is a malfunction and must be avoided. Any 
second-order sensor may be characterized by a resonant (natural) frequency, which 
is anumber expressed in hertz or rads per second. The natural frequency shows where 
the sensor’s output signal increases considerably. Many sensors behave as if a dy- 
namic sensor’s output conforms to the standard curve of a second-order response; the 
manufacturer will state the natural frequency and the damping ratio of the sensor. The 
resonant frequency may be related to mechanical, thermal, or electrical properties of 
the detector. Generally, the operating frequency range for the sensor should be se- 
lected well below (at least 60%) or above the resonant frequency. However, in some 
sensors, the resonant frequency is the operating point. For instance, in glass-breakage 
detectors (used in security systems), the resonant makes the sensor selectively sensi- 
tive to a narrow bandwidth, which is specific for the acoustic spectrum produced by 
shattered glass. 


bo 
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Fig. 2.10. Responses of sensors with different damping characteristics. 


Fig. 2.11. Types of response: (A) unlimited upper and lower 
frequencies; (B) first-order limited upper cutoff frequency; (C) 
first-order limited lower cutoff frequency; (D) first-order lim- 
ited both upper and lower cutoff frequencies; (E) narrow band- 
width response (resonant); (F) wide bandwidth with resonant. 


Damping is the progressive reduction or suppression of the oscillation in the 
sensor having higher than a first-order response. When the sensor’s response is as 
fast as possible without overshoot, the response is said to be critically damped (Fig. 
2.10). An underdamped response is when the overshoot occurs and the overdamped 
response is slower than the critical response. The damping ratio is anumber expressing 
the quotient of the actual damping of a second-order linear transducer by its critical 
damping. 

For an oscillating response, as shown in Fig. 2.10, a damping factor is a measure 
of damping, expressed (without sign) as the quotient of the greater by the lesser of 
a pair of consecutive swings in opposite directions of the output signal, about an 
ultimately steady-state value. Hence, the damping factor can be measured as 


Damping fact ae eer (2.24) 
amping OES a ee ; 
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2.17 Environmental Factors 


Storage conditions are nonoperating environmental limits to which a sensor may be 
subjected during a specified period without permanently altering its performance un- 
der normal operating conditions. Usually, storage conditions include the highest and 
the lowest storage temperatures and maximum relative humidities at these temper- 
atures. The word “noncondensing” may be added to the relative humidity number. 
Depending on the sensor’s nature, some specific limitation for the storage may need 
to be considered (e.g., maximum pressure, presence of some gases or contaminating 
fumes, etc.). 

Short- and long-term stabilities (drift) are parts of the accuracy specification. 
The short-term stability is manifested as changes in the sensor’s performance within 
minutes, hours, or even days. The sensor’s output signal may increase or decrease, 
which, in other terms, may be described as ultralow-frequency noise. The long-term 
stability may be related to aging of the sensor materials, which is an irreversible change 
in the material’s electrical, mechanical, chemical, or thermal properties; that is, the 
long-term drift is usually unidirectional. It happens over a relatively long time span, 
such as months and years. Long-term stability is one of the most important for sensors 
used for precision measurements. Aging depends heavily on environmental storage 
and operating conditions, how well the sensor components are isolated from the 
environment, and what materials are used for their fabrication. The aging phenomenon 
is typical for sensors having organic components and, in general, is not an issue for 
a sensor made with only nonorganic materials. For instance, glass-coated metal- 
oxide thermistors exhibit much greater long-term stability compared to epoxy-coated 
thermistors. A powerful way to improve long-term stability is to preage the component 
at extreme conditions. The extreme conditions may be cycled from the lowest to 
the highest. For instance, a sensor may be periodically swung from freezing to hot 
temperatures. Such accelerated aging not only enhances the stability of the sensor’s 
characteristics but also improves the reliability (see Section 2.18), as the preaging 
process reveals many hidden defects. For instance, epoxy-coated thermistors may 
be greatly improved if they are maintained at +150°C for 1 month before they are 
calibrated and installed in a product. 

Environmental conditions to which a sensor is subjected do not include variables 
which the sensor measures. For instance, an air-pressure sensor usually is subjected 
not just to air pressure but to other influences as well, such as the temperatures of air 
and surrounding components, humidity, vibration, ionizing radiation, electromagnetic 
fields, gravitational forces, and so forth. All of these factors may and usually do affect 
the sensor’s performance. Both static and dynamic variations in these conditions 
should be considered. Some environmental conditions are usually of a multiplicative 
nature; that is, they alter a transfer function of the sensor (e.g., changing its gain). One 
example is the resistive strain gauge, whose sensitivity increases with temperature. 

Environmental stability is quite broad and usually a very important requirement. 
Both the sensor designer and the application engineer should consider all possible ex- 
ternal factors which may affect the sensor’s performance. A piezoelectric accelerom- 
eter may generate spurious signals if affected by a sudden change in ambient tem- 
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perature, electrostatic discharge, formation of electrical charges (triboelectric effect), 
vibration of a connecting cable, electromagnetic interference (EMI), and so forth. 
Even if a manufacturer does not specify such effects, an application engineer should 
simulate them during the prototype phase of the design process. If, indeed, the envi- 
ronmental factors degrade the sensor’s performance, additional corrective measures 
may be required (see Chapter 4) (e.g., placing the sensor in a protective box, using 
electrical shielding, using a thermal insulation or a thermostat). 

Temperature factors are very important for sensor performance; they must be 
known and taken into account. The operating temperature range is the span of ambi- 
ent temperatures given by their upper and lower extremes (e.g., —20°C to + 100°C) 
within which the sensor maintains its specified accuracy. Many sensors change with 
temperature and their transfer functions may shift significantly. Special compensating 
elements are often incorporated either directly into the sensor or into signal condi- 
tioning circuits, to compensate for temperature errors. The simplest way of specifying 
tolerances of thermal effects is provided by the error-band concept, which is simply 
the error band that is applicable over the operating temperature band. A temperature 
band may be divided into sections, whereas the error band is separately specified for 
each section. For example, a sensor may be specified to have an accuracy of +1% in 
the range from 0°C to 50°C, +2% from —20°C to 0°C and from +50°C to 100°C, and 
+3% beyond these ranges within operating limits specified from —40°C to +150°C. 

Temperatures will also affect dynamic characteristics, particularly when they em- 
ploy viscous damping. A relatively fast temperature change may cause the sensor to 
generate a spurious output signal. For instance, a dual pyroelectric sensor in a motion 
detector is insensitive to slowly varying ambient temperature. However, when the 
temperature changes quickly, the sensor will generate an electric current that may be 
recognized by a processing circuit as a valid response to a stimulus, thus causing a 
false-positive detection. 

A self-heating error may be specified when an excitation signal is absorbed by a 
sensor and changes its temperature by such a degree that it may affect its accuracy. 
For instance, a thermistor temperature sensor requires passage of electric current, 
causing heat dissipation within the sensor’s body. Depending on its coupling with the 
environment, the sensors’ temperature may increase due to a self-heating effect. This 
will result in errors in temperature measurement because the thermistor now acts as an 
additional spurious source of thermal energy. The coupling depends on the media in 
which the sensor operates—a dry contact, liquid, air, and so forth. A worst coupling 
may be through still air. For thermistors, manufacturers often specify self-heating 
errors in air, stirred liquid, or other media. 

A sensor’s temperature increase above its surroundings may be found from the 
following formula: 


v2 
AT° = ————_., (2.25) 
(Evc+a)R 
where & is the sensor’s mass density, c is specific heat, v is the volume of the sensor, 
a is the coefficient of thermal coupling between the sensor and the outside (thermal 
conductivity), R is the electrical resistance, and V is the effective voltage across the 


resistance. If a self-heating results in an error, Eq. (2.25) may be used as a design 
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guide. For instance, to increase a, a thermistor detector should be well coupled to the 
object by increasing the contact area, applying thermally conductive grease or using 
thermally conductive adhesives. Also, high-resistance sensors and low measurement 
voltages are preferable. 


2.18 Reliability 


Reliability is the ability of a sensor to perform a required function under stated con- 
ditions for a stated period. It is expressed in statistical terms as a probability that 
the device will function without failure over a specified time or a number of uses. 
It should be noted that reliability is not a characteristic of drift or noise stability. It 
specifies a failure, either temporary or permanent, exceeding the limits of a sensor’s 
performance under normal operating conditions. 

Reliability is an important requirement; however, it is rarely specified by the 
sensor manufacturers. Probably, the reason for that is the absence of a commonly 
accepted measure for the term. In the United States, for many electronic devices, 
the procedure for predicting in-service reliability is the MTBF (mean time between 
failure) calculation described in MIL-HDBK-217 standard. Its basic approach is to 
arrive at a MTBF rate for a device by calculating the individual failure rates of the 
individual components used and by factoring in the kind of operation the device will 
see: its temperature, stress, environment, and screening level (measure of quality). 
Unfortunately, the MTBF reflects reliability only indirectly and it is often hardly ap- 
plicable to everyday use of the device. The qualification tests on sensors are performed 
on combinations of the worst possible conditions. One approach (suggested by MIL- 
STD-883) is 1000 h, loaded at maximum temperature. This test does not qualify for 
such important impacts as fast temperature changes. The most appropriate method 
of testing would be accelerated life qualification. It is a procedure that emulates the 
sensor’s operation, providing real-world stresses, but compressing years into weeks. 
Three goals are behind the test: to establish MTBF; to identify first failure points 
that can then be strengthened by design changes; and to identify the overall system 
practical lifetime. 

One possible way to compress time is to use the same profile as the actual operat- 
ing cycle, including maximum loading and power-on, power-off cycles, but expanded 
environmental highest and lowest ranges (temperature, humidity, and pressure). The 
highest and lowest limits should be substantially broader than normal operating con- 
ditions. Performance characteristics may be outside specifications, but must return to 
those when the device is brought back to the specified operating range. For example, 
if a sensor is specified to operate up to 50°C at the highest relative humidity (RH) 
of 85% at a maximum supply voltage of +15 V, it may be cycled up to 100°C at 
99% RH and at +18 V power supply. To estimate number of test cycles (7), the fol- 
lowing empirical formula [developed by Sandstrand Aerospace, (Rockford, IL) and 
Interpoint Corp. (Redmond, WA)] [1] may be useful: 


AT, 2.5 
n=N ( mat) ; (2.26) 
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where NV is the estimated number of cycles per lifetime, ATmax is the maximum 
specified temperature fluctuation, and AT;.-s, maximum cycled temperature fluctua- 
tion during the test. For instance, if the normal temperature is 25°C, the maximum 
specified temperature is 50°C, cycling was up to 100°C, and over the lifetime (say, 
10 years), the sensor was estimated to be subjected to 20,000 cycles, then the number 
of test cycles is calculated as 


50-239°\77 
n= 20,000 (a) 83 


As a result, the accelerated life test requires about 1300 cycles instead of 20,000. 
It should be noted, however, that the 2.5 factor was derived from a solder fatigue 
multiple, because that element is heavily influenced by cycling. Some sensors have 
no solder connections at all, and some might have even more sensitivity to cycling 
substances other than solder, (e.g, electrically conductive epoxy). Then, the factor 
should be selected to be somewhat smaller. As a result of the accelerated life test, the 
reliability may be expressed as a probability of failure. For instance, if 2 out of 100 
sensors (with an estimated lifetime of 10 years) failed the accelerated life test, the 
reliability is specified as 98% over 10 years. 

A sensor, depending on its application, may be subjected to some other environ- 
mental effects which potentially can alter its performance or uncover hidden defects. 
Among such additional tests are: 


¢ High temperature/high humidity while being fully electrically powered. For in- 
stance, a sensor may be subjected to its maximum allowable temperature at 85— 
90% RH and kept under these conditions for 500 h. This test is very useful for 
detecting contaminations and evaluating packaging integrity. The life of sensors, 
operating at normal room temperatures, is often accelerated at 85°C and 85% RH, 
which is sometimes called an “85-85 test.” 

¢ Mechanical shocks and vibrations may be used to simulate adverse environmental 
conditions, especially in the evaluation wire bonds, adhesion of epoxy, and so 
forth. A sensor may be dropped to generate high-level accelerations (up to 3000g 
of force). The drops should be made on different axes. Harmonic vibrations should 
be applied to the sensor over the range which includes its natural frequency. In 
the United States military standard 750, methods 2016 and 2056 are often used 
for mechanical tests. 

e Extreme storage conditions may be simulated, for instance at +100 and —40°C 
while maintaining a sensor for at least 1000 h under these conditions. This test 
simulates storage and shipping conditions and usually is performed on nonoper- 
ating devices. The upper and lower temperature limits must be consistent with the 
sensor’s physical nature. For example, TGS pyroelectric sensors manufactured 
in the past by Philips are characterized by a Curie temperature of +60°C. Ap- 
proaching and surpassing this temperature results in a permanent destruction of 
sensitivity. Hence, the temperature of such sensors should never exceed +50°C, 
which must be clearly specified and marked on its packaging material. 
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e Thermal shock or temperature cycling (TC) is subjecting a sensor to alternate 
extreme conditions. For example, it may be dwelled for 30 min at —40°C, then 
quickly moved to +100°C for 30 min, and then back to cold. The method must 
specify the total number of cycling, like 100 or 1000. This test helps to uncover 
die bond, wire bond, epoxy connections, and packaging integrity. 

¢ To simulate sea conditions, sensors may be subjected to a salt spray atmosphere 
for a specified time, (e.g., 24 h). This helps to uncover its resistance to corrosion 
and structural defects. 


2.19 Application Characteristics 


Design, weight, and overall dimensions are geared to specific areas of applications. 
Price may be a secondary issue when the sensor’s reliability and accuracy are of 
paramount importance. If a sensor is intended for life-support equipment, weapons 
or spacecraft, a high price tag may be well justified to assure high accuracy and 
reliability. On the other hand, for a very broad range of consumer applications, the 
price of a sensor often becomes a cornerstone of a design. 


2.20 Uncertainty 


Nothing is perfect in this world, at least in the sense that we perceive it. All mate- 
rials are not exactly as we think they are. Our knowledge of even the purest of the 
materials is always approximate; machines are not perfect and never produce per- 
fectly identical parts according to drawings. All components experience drifts related 
to the environment and their aging; external interferences may enter the system and 
alter its performance and modify the output signal. Workers are not consistent and 
the human factor is nearly always present. Manufacturers fight an everlasting battle 
for the uniformity and consistency of the processes, yet the reality is that every part 
produced is never ideal and carries an uncertainty of its properties. Any measurement 
system consists of many components, including sensors. Thus, no matter how accu- 
rate the measurement is, it is only an approximation or estimate of the true value of 
the specific quantity subject to measurement, (i.e., the stimulus or measurand). The 
result of a measurement should be considered complete only when accompanied by 
a quantitative statement of its uncertainty. We simply never can be 100% sure of the 
measured value. 

When taking individual measurements (samples) under noisy conditions we ex- 
pect that the stimulus s is represented by the sensor as having a somewhat different 
value s’, so that the error in measurement is expressed as 


S=5'—s, (2.27) 


The difference between the error specified by Eq. (2.27) and uncertainty should 
always be clearly understood. An error can be compensated to a certain degree by 
correcting its systematic component. The result of such a correction can unknowably 
be very close to the unknown true value of the stimulus and, thus, it will have a very 
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small error. Yet, in spite of a small error, the uncertainty of measurement may be very 
large so we cannot really trust that the error is indeed that small. In other words, an 
error is what we unknowably get when we measure, whereas uncertainty is what we 
think how large that error might be. 

The International Committee for Weight and Measures (CIPM) considers that un- 
certainty consists of many factors that can be grouped into two classes or types [2,3]: 


A: Those evaluated by statistical methods 
B: Those evaluated by other means. 


This division is not clear-cut and the borderline between Types A and B is somewhat 
illusive. Generally, Type A components of uncertainty arise from random effects, 
whereas the Type B components arise from systematic effects. 

Type A uncertainty is generally specified by a standard deviation s;, equal to 
the positive square root of the statistically estimated variance s? and the associated 
number of degrees of freedom v;. For such a component, the standard uncertainty 
is u; =s;. Standard uncertainty represents each component of uncertainty that con- 
tributes to the uncertainty of the measurement result. 

The evaluation of a Type A standard uncertainty may be based on any valid sta- 
tistical method for treating data. Examples are calculating the standard deviation of 
the mean of a series of independent observations, using the method of least squares 
to fit a curve to data in order to estimate the parameters of the curve and their stan- 
dard deviations. If the measurement situation is especially complicated, one should 
consider obtaining the guidance of a statistician. 

The evaluation of a Type B standard uncertainty is usually based on scientific 
judgment using all of the relevant information available, which may include the 
following: 


¢ Previous measurement data 

e Experience with or general knowledge of the behavior and property of relevant 
sensors, materials, and instruments 

e Manufacturer’s specifications 

e Data obtained during calibration and other reports 

¢ Uncertainties assigned to reference data taken from handbooks and manuals 


For detailed guidance of assessing and specifying standard uncertainties one should 
consult specialized texts (e.g., Ref. [4]). 

When both Type A and Type B uncertainties are evaluated, they should be com- 
bined to represent the combined standard uncertainty. This can be done by using a 
conventional method for combining standard deviations. This method is often called 
the law of propagation of uncertainty and in common parlance is known as “root- 
sum-of-squares” (square root of the sum-of-the-squares) or RSS method of combining 
uncertainty components estimated as standard deviations: 


ue = Jud tud+e- tutte bul, (2.28) 


where 7 is the number of standard uncertainties in the uncertainty budget. 
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Table 2.2. Uncertainty Budget for Thermistor Thermometer 


Source of Uncertainty Standard uncertainty | Type 
(°C) 
Calibration of sensor 0.03 B 
Measured errors 
Repeated observations 0.02 A 
Sensor noise 0.01 A 
Amplifier noise 0.005 A 
Sensor aging 0.025 B 
Thermal loss through connecting wires 0.015 A 
Dynamic error due to sensor’s inertia 0.005 B 
Temperature instability of object of measurement 0.04 A 
Transmitted noise 0.01 A 
Misfit of transfer function 0.02 B 
Ambient drifts 
Voltage reference 0.01 A 
Bridge resistors 0.01 A 
Dielectric absorption in A/D capacitor 0.005 B 
Digital resolution 0.01 A 
Combined standard uncertainty 0.068 


Table 2.2 shows an example of an uncertainty budget for an electronic thermome- 
ter with a thermistor sensor which measures the temperature of a water bath. While 
compiling such a table, one must be very careful not to miss any standard uncer- 
tainty, not only in a sensor but also in the interface instrument, experimental setup, 
and the object of measurement. This must be done for various environmental condi- 
tions, which may include temperature, humidity, atmospheric pressure, power supply 
variations, transmitted noise, aging, and many other factors. 

No matter how accurately any individual measurement is made, (i.e., how close 
the measured temperature is to the true temperature of an object), one never can be 
sure that it is indeed accurate. The combined standard uncertainty of 0.068°C does 
not mean that the error of measurement is no greater than 0.068°C. That value is just a 
standard deviation, and if an observer has enough patience, he may find that individual 
errors may be much larger. The word “uncertainty” by its very nature implies that the 
uncertainty of the result of a measurement is an estimate and generally does not have 
well-defined limits. 
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Physical Principles of Sensing 


“The way we have to describe Nature 
is generally incomprehensible to us.” 


—Richard P. Feynman, 
“QED. The Strange Theory of Light and Matter” 


“Tt should be possible to explain 
the laws of physics to a barmaid.” 


—Albert Einstein 


Because a sensor is aconverter of generally nonelectrical effects into electrical signals, 
one and often several transformation steps are required before the electric output signal 
can be generated. These steps involve changes of the types of energy, where the final 
step must produce an electrical signal of a desirable format. As was mentioned in 
Chapter 1, generally there are two types of sensor: direct and complex. A direct sensor 
is the one that can directly convert a nonelectrical stimulus into an electric signal. 
Many stimuli cannot be directly converted into electricity, thus multiple conversion 
steps would be required. If, for instance, one wants to detect the displacement of 
an opaque object, a fiber-optic sensor can be employed. A pilot (excitation) signal 
is generated by a light-emitting diode (LED), transmitted via an optical fiber to the 
object and reflected from its surface. The reflected photon flux enters the receiving 
optical fiber and propagates toward a photodiode, where it produces an electric current 
representing the distance from the fiber-optic end to the object. We see that such a 
sensor involves the transformation of electrical current into photons, the propagation 
of photons through some refractive media, reflection, and conversion back into electric 
current. Therefore, such a sensing process includes two energy-conversion steps and 
a manipulation of the optical signal as well. 

There are several physical effects which result in the direct generation of electrical 
signals in response to nonelectrical influences and thus can be used in direct sensors. 
Examples are thermoelectric (Seebeck) effect, piezoelectricity, and photoeffect. 
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This chapter examines various physical effects that can be used for a direct conver- 
sion of stimuli into electric signals. Because all such effects are based on fundamental 
principles of physics, we briefly review these principles from the standpoint of sensor 
technologies. 


3.1 Electric Charges, Fields, and Potentials 


There is a well-known phenomenon to those who live in dry climates—the possibility 
of the generation of sparks by friction involved in walking across the carpet. This 
is a result of the so-called triboelectric effect,! which is a process of an electric 
charge separation due to object movements, friction of clothing fibers, air turbulence, 
atmosphere electricity, and so forth. There are two kinds of charge. Like charges 
repel each other and the unlike charges attract each other. Benjamin Franklin (1706- 
1790), among his other remarkable achievements, was the first American physicist. 
He named one charge negative and the other positive. These names have remained to 
this day. He conducted an elegant experiment with a kite flying in a thunderstorm to 
prove that the atmospheric electricity is of the same kind as produced by friction. In 
doing the experiment, Franklin was extremely lucky, as several Europeans who were 
trying to repeat his test were severely injured by the lightning and one was killed. 

Atriboelectric effect is a result of amechanical charge redistribution. For instance, 
rubbing a glass rod with silk strips electrons from the surface of the rod, thus leaving 
an abundance of positive charges (i.e., giving the rod a positive charge). It should 
be noted that the electric charge is conserved: It is neither created nor destroyed. 
Electric charges can be only moved from one place to another. Giving negative charge 
means taking electrons from one object and placing them onto another (charging it 
negatively). The object which loses some amount of electrons is said gets a positive 
charge. 

A triboelectric effect influences an extremely small number of electrons as com- 
pared with the total electronic charge in an object. The actual amount of charges 
in any object is very large. To illustrate this, let us consider the total number 
of electrons in a U.S. copper penny” [1]. The coin weighs 3.1 g; therefore, it 
can be shown that the total number of atoms in it is about 2.9 x 10°?. A cop- 
per atom has a positive nuclear charge of 4.6 x 10~!8 C and the same electronic 
charge of the opposite polarity. A combined charge of all electrons in a penny is 
q = (4.6 x 107!8C/atom) (2.9 x 10??atoms) = 1.3 x 10° C, a very large charge in- 
deed. This electronic charge from a single copper penny may generate a sufficient 
current of 0.91 A to operate a 100-W light bulb for 40 h. 

With respect to electric charges, there are three kinds of material: conductors, 
isolators, and semiconductors. In conductors, electric charges (electrons) are free to 
move through the material, whereas in isolators, they are not. Although there is no 


! The prefix tribo means “pertinent to friction.” 
2 Currently, the U.S. pennies are just copper-plated zinc alloy, but before 1982 they were 
made of copper. 
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Fig. 3.1. (A) Positive test charge in the vicinity of a charged object and (B) the electric field of 
a spherical object. 


perfect isolator, the isolating ability of fused quartz is about 107° times as great as 
that of copper, so that for practical purposes, many materials are considered perfect 
isolators. The semiconductors are intermediate between conductors and isolators in 
their ability to conduct electricity. Among the elements, silicon and germanium are 
well-known examples. In semiconductors, the electrical conductivity may be greatly 
increased by adding small amounts of other elements; traces of arsenic or boron are 
often added to silicon for this purpose. 

Figure 3.1A shows an object which carries a positive electric charge q. If a small 
positive electric test charge go is positioned in the vicinity of a charged object, it will 
be subjected to a repelling electric force. If we place a negative charge on the object, it 
will attract the test charge. In vector form, the repelling (or attracting) force is shown 
as f. The boldface indicates a vector notation. A fact that the test charge is subjected 
to force without a physical contact between charges means that the volume of space 
occupied by the test charge may be characterized by a so-called electric field. 

The electric field in each point is defined through the force as 


EK=—. (3.1) 
70 
Here, E is vector in the same direction as f because gg is scalar. Formula (3.1) expresses 
an electric field as a force divided by a property of a test charge. The test charge must 
be very small not to disturb the electric field. Ideally, it should be infinitely small; 
however, because the charge is quantized, we cannot contemplate a free test charge 
whose magnitude is smaller than the electronic charge: e = 1.602 x 107!° C. 

The field is indicated in Fig. 3.1A by the field lines which in every point of space 
are tangent to the vector of force. By definition, the field lines start on the positive 
plate and end on the negative. The density of field lines indicates the magnitude of 
the electric field E in any particular volume of space. 
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For a physicist, any field is a physical quantity that can be specified simultaneously 
for all points within a given region of interest. Examples are pressure field, temperature 
fields, electric fields, and magnetic fields. A field variable may be a scalar (e.g., 
temperature field) or a vector (e.g., a gravitational field around the Earth). The field 
variable may or may not change with time. A vector field may be characterized by 
a distribution of vectors which form the so-called flux (®). Flux is a convenient 
description of many fields, such as electric, magnetic, thermal, and so forth. The 
word “flux” is derived from the Latin word fluere (to flow). A familiar analogy of flux 
is a Stationary, uniform field of fluid flow (water) characterized by a constant flow 
vector v, the constant velocity of the fluid at any given point. In case of an electric 
field, nothing flows in a formal sense. If we replace v by E (vector representing the 
electric field), the field lines form flux. If we imagine a hypothetical closed surface 
(Gaussian surface) S, a connection between the charge g and flux can be established as 


éoPE=4q, (3.2) 


where &9 = 8.8542 x 10~!? C?/N m? is the permitivity constant, or by integrating 
flux over the surface, 


co f Eds =4. (3.3) 


where the integral is equal to ®g. In the above equations, known as Gauss’ law, the 
charge q is the net charge surrounded by the Gaussian surface. If a surface encloses 
equal and opposite charges, the net flux ®¢ is zero. The charge outside the surface 
makes no contribution to the value of g, nor does the exact location of the inside 
charges affect this value. Gauss’ law can be used to make an important prediction, 
namely an exact charge on an insulated conductor is in equilibrium, entirely on its 
outer surface. This hypothesis was shown to be true even before either Gauss’ law or 
Coulomb’s law was advanced. Coulomb’s law itself can be derived from Gauss’ law. 
It states that the force acting on a test charge is inversely proportional to a squared 
distance from the charge: 
1 440 


—=. 3.4 
Am €9 r2 ( ) 


i 


Another result of Gauss’ law is that the electric field outside any spherically symmet- 
rical distribution of charge (Fig. 3.1B) is directed radially and has magnitude (note 
that magnitude is not a vector) 


_t4 
~ Agreg r2’ 


(3.5) 


where r is the distance from the sphere’s center. 
Similarly, the electric field inside a uniform sphere of charge gq is directed radially 
and has magnitude 
1 qr 
~ Ag £9 R3’ 
where R is the sphere’s radius and r is the distance from the sphere’s center. It should 
be noted that the electric field in the center of the sphere (r = 0) is equal to zero. 


(3.6) 
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Fig. 3.2. Electric field around an infinite line (A) and near an infinite sheet (B). A pointed 
conductor concentrates an electric field (C). 


If the electric charge is distributed along an infinite (or, for the practical purposes, 
long) line (Fig. 3.2A), the electric field is directed perpendicularly to the line and has 
the magnitude 

nr 


~ Qneor’ 


(3.7) 


where r is the distance from the line and A is the linear charge density (charge per unit 
length). The electric field due to an infinite sheet of charge (Fig. 3.2B) is perpendicular 
to the plane of the sheet and has magnitude 


pe, (3.8) 


where o is the surface charge density (charge per unit area). However, for an isolated 
conductive object, the electric field is two times stronger: 


E= (3.9) 


o 
£0. 

The apparent difference between electric fields of Eqs. (3.8) and (3.9) is a result 
of different geometries: The former is an infinite sheet and the latter is an object of an 
arbitrary shape. A very important consequence of Gauss’ law is that electric charges 
are distributed only on the outside surface. This is a result of repelling forces between 
charges of the same sign: All charges try to move as far as possible from one another. 
The only way to do this is to move to the foremost distant place in the material, 
which is the outer surface. Of all places on the outer surface, the most preferable 
places are the areas with the highest curvatures. This is why pointed conductors 
are the best concentrators of the electric field (Fig. 3.2C). A very useful scientific 
and engineering tool is a Faraday cage: a room entirely covered by either grounded 
conductive sheets or a metal net. No matter how strong the external electric field, 
it will be essentially zero inside the cage. This makes cars and metal ships the best 
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Fig. 3.3. Electric dipole (A); an electric dipole in an electric field is subjected to a rotating 
force (B). 


protectors during thunderstorms, because they act as virtual Faraday cages. It should 
be remembered, however, that the Faraday cage, although being a perfect shield 
against electric fields, is of little use to protect against magnetic fields, unless it is 
made of a thick ferromagnetic material. 

An electric dipole is a combination of two opposite charges placed at a distance 
2a apart (Fig. 3.3A). Each charge will act on a test charge with force which defines 
electric fields Ey and Ez produced by individual charges. A combined electric field 
of a dipole, E, is a vector sum of two fields. The magnitude of the field is 


1 qa 


~ 4reg r3’ ory) 
where r is the distance from the center of the dipole. The essential properties of 
the charge distribution are the magnitude of the charge qg and the separation 2a. In 
formula (3.10), the charge and distance are entered only as a product. This means 
that if we measure F at various distances from the electric dipole (assuming that the 
distance is much longer than a), we can never deduce q and 2a separately, but only 
the product 2qa. For instance, if g is doubled and a is cut in half, the electric field 
will not change. The product 2qa is called the electric dipole moment p. Thus, Eq. 
(3.10) can be rewritten as 
| Pp 
~ Ao €or 3° 


(3.11) 


The spatial position of a dipole may be specified by its moment in vector form: p. 
Not all materials have a dipole moment: Gases such as methane, acetylene, ethylene, 
carbon dioxide, and many others have no dipole moment. On the other hand, carbon 
monoxide has a weak dipole moment (0.37 x 1077°C m) and water has a strong dipole 
moment (6.17 x 107°C m). 

Dipoles are found in crystalline materials and form a foundation for such sensors 
as piezoelectric and pyroelectric detectors. When a dipole is placed in an electric field, 
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it becomes subjected to a rotation force (Fig. 3.3B). Usually, a dipole is a part of a 
crystal which defines its initial orientation. An electric field, if strong enough, will 
align the dipole along its lines. Torque, which acts on a dipole in a vector form, is 


1 =pE. (3.12) 


Work must be done by an external agent to change the orientation of an electric dipole 
in an external electric field. This work is stored as potential energy U in the system 
consisting of the dipole and the arrangement used to set up the external field. In a 
vector form this potential energy is 


U=-pE. (3.13) 


A process of dipole orientation is called poling. The aligning electric field must be 
strong enough to overcome a retaining force in the crystalline stricture of the ma- 
terial. To ease this process, the material during the poling is heated to increase the 
mobility of its molecular structure. The poling is used in fabrication of piezoelectric 
and pyroelectric crystals. 

The electric field around the charged object can be described not only by the 
vector E, but by a scalar quantity, the electric potential V as well. Both quantities 
are intimately related and usually it is a matter of convenience which one to use in 
practice. A potential is rarely used as a description of an electric field in a specific point 
of space. A potential difference (voltage) between two points is the most common 
quantity in electrical engineering practice. To find the voltage between two arbitrary 
points, we may use the same technique as above—a small positive test charge qo. If 
the electric charge is positioned in point A, it stays in equilibrium, being under the 
influence of force goE. Theoretically, it may remain there infinitely long. Now, if we 
try to move it to another point B, we have to work against the electric field. Work 
(Was) which is done against the field (that is why it has negative sign) to move the 
charge from A to B defines the voltage between these two points: 


Vp —V4=— 48. (3.14) 
qo 

Correspondingly, the electrical potential at point B is smaller than at point A. The SI 
unit for voltage is 1 volt = | joule/coulomb. For convenience, point A is chosen to be 
very far away from all charges (theoretically at an infinite distance) and the electric 
potential at that point is considered to be zero. This allows us to define the electric 

potential at any other point as 
V=-—. (3.15) 

90 

This equation tells us that the potential near the positive charge is positive, because 
moving the positive test charge from infinity to the point in a field, must be made 
against a repelling force. This will cancel the negative sign in formula (3.15). It should 
be noted that the potential difference between two points is independent of the path 
along which the test charge is moving. It is strictly a description of the electric field 
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difference between the two points. If we travel through the electric field along a 
straight line and measure V as we go, the rate of change of V with distance / that we 
observe is the components of E in that direction 


ee ae (3.16) 


The minus sign tells us that E points in the direction of decreasing V. Therefore, the 
appropriate units for electric field is volts/meter (V/m). 


3.2 Capacitance 


Let us take two isolated conductive objects of arbitrary shape (plates) and connect 
them to the opposite poles of a battery (Fig. 3.4A). The plates will receive equal 
amounts of opposite charges; that is, a negatively charged plate will receive additional 
electrons while there will be a deficiency of electrons in the positively charged plate. 
Now, let us disconnect the battery. If the plates are totally isolated and exist in a 
vacuum, they will remain charged theoretically infinitely long. A combination of 
plates which can hold an electric charge is called a capacitor. If a small positive 
electric test charge, go, is positioned between the charged objects, it will be subjected 
to an electric force from the positive plate to the negative. The positive plate will repel 
the test charge and the negative plate will attract it, resulting in a combined push-pull 
force. Depending on the position of the test charge between the oppositely charged 
objects, the force will have a specific magnitude and direction, which is characterized 
by vector f. 


(A) (B) 


Fig. 3.4. Electric charge and voltage define the capacitance between two objects (A); a parallel- 
plate capacitor (B). 
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The capacitor may be characterized by q, the magnitude of the charge on either 
conductor (shown in Fig. 3.4A), and by V, the positive potential difference between 
the conductors. It should be noted that g is not a net charge on the capacitor, which 
is zero. Further, V is not the potential of either plate, but the potential difference 
between them. The ratio of charge to voltage is constant for each capacitor: 


q 
v= C. (3.17) 
This fixed ratio, C, is called the capacitance of the capacitor. Its value depends on the 
shapes and relative position of the plates. C also depends on the medium in which 
the plates are immersed. Note that C is always positive because we use the same sign 
for both g and V. The SI unit for capacitance is | farad = | coulomb/volt, which 
is represented by the abbreviation F. A farad is a very large capacitance; hence, in 


practice submultiples of the farad are generally used: 


1 picofarad (pF) = 107! F 
1 nanofarad (nF) = 10~? F 
1 microfarad (uF) = 10~° F 


When connected into an electronic circuit, capacitance may be represented as a “com- 
plex resistance”: 


Li eee (3.18) 


where j =./—1 and i is the sinusoidal current having a frequency of w, meaning 
that the complex resistance of a capacitor drops at higher frequencies. This is called 
Ohm’s law for the capacitor. The minus sign and complex argument indicate that the 
voltage across the capacitor lags 90° behind the current. 

Capacitance is a very useful physical phenomenon in a sensor designer’s toolbox. 
It can be successfully applied to measure distance, area, volume, pressure, force, and 
so forth. The following background establishes fundamental properties of the capac- 
itor and gives some useful equations. Figure 3.4B shows a parallel-plate capacitor in 
which the conductors take the form of two plane parallel plates of area A separated 
by a distance d. If d is much smaller than the plate dimensions, the electric field 
between the plates will be uniform, which means that the field lines (lines of force f) 
will be parallel and evenly spaced. The laws of electromagnetism requires that there 
be some “fringing” of the lines at the edges of the plates, but for small enough d, we 
can neglect it for our present purpose. 


3.2.1 Capacitor 


To calculate the capacitance, we must relate V, the potential difference between the 
plates, to qg, the capacitor charge (3.17): 


q 
C= =. 3.19 
V (3.19) 
Alternatively, the capacitance of a flat capacitor can be found from 
Eo A 
C= >—; (3.20) 


d 
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Fig. 3.5. Cylindrical capacitor (A); capacitive displacement sensor (B). 


Formula (3.20) is important for the capacitive sensor’s design. It establishes a rela- 
tionship between the plate area and the distance between the plates. Varying either 
of them will change the capacitor’s value, which can be measured quite accurately 
by an appropriate circuit. It should be noted that Eqs. (3.19) and (3.20) hold only for 
capacitors of the parallel type. A change in geometry will require modified formulas. 
The ratio A/d may be called a geometry factor for a parallel-plate capacitor. 

A cylindrical capacitor, shown in Fig. 3.5A, consists of two coaxial cylinders of 
radii a and b and length /. For the case when / > b, we can ignore fringing effects 
and calculate capacitance from the following formula: 

27 Egl 


C= ASE (3.21) 


In this formula, / is the length of the overlapping conductors (Fig. 3.5B) and 
2l[In(b/a)]~! is called a geometry factor for a coaxial capacitor. A useful dis- 
placement sensor can be built with such a capacitor if the inner conductor can be 
moved in and out of the outer conductor. According to Eq. (3.21), the capacitance of 
such a sensor is in a linear relationship with the displacement, /. 


3.2.2 Dielectric Constant 


Equation (3.20) holds for a parallel-plate capacitor with its plates in vacuum (or air, 
for most practical purposes). In 1837, Michael Faraday first investigated the effect of 
completely filling the space between the plates with a dielectric. He had found that 
the effect of the filling is to increase the capacitance of the device by a factor of x, 
which is known as the dielectric constant of the material. 

The increase in capacitance due to the dielectric presence is a result of molecular 
polarization. In some dielectrics (e.g., in water), molecules have a permanent dipole 
moment, whereas in other dielectrics, molecules become polarized only when an ex- 
ternal electric field is applied. Such a polarization is called induced. Both cases, either 
permanent electric dipoles or those acquired by induction, tend to align molecules 
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(A) 


Fig. 3.6. Polarization of dielectric: (A) dipoles randomly oriented without an external electric 
field; (B) dipoles aligned with an electric field. 


with an external electric field. This process is called dielectric polarization. It is illus- 
trated in Fig. 3.6A which shows permanent dipoles before an external electric field 
is applied to the capacitor, and in Fig. 3.6B, which shows permanent dipoles after 
an external electric field is applied to the capacitor. In the former case, there is no 
voltage between the capacitor plates, and all dipoles are randomly oriented. After the 
capacitor is charged, the dipoles will align with the electric field lines; however, ther- 
mal agitation will prevent a complete alignment. Each dipole forms its own electric 
field which is predominantly oppositely directed with the external electric field, Eo. 
Due to a combined effect of a large number of dipoles (E’), the electric field in the 
capacitor becomes weaker (E = Eg + E’) when the field, Eg, would be in the capacitor 
without the dielectric. 

Reduced electric field leads to a smaller voltage across the capacitor: V = Vo/k. 
Substituting it into formula (3.19), we get an expression for the capacitor with a 
dielectric: 

Cant =KCy. (3.22) 
Vo 
For the parallel-plate capacitor, we thus have 
KEQA 


C= 7 (3.23) 


Ina more general form, the capacitance between two objects may be expressed through 
a geometry factor, G: 
C=e0kG, (3.24) 


G depends on the shape of the objects (plates) and their separation. Table A.5 of the 
Appendix gives the dielectric constants, «, for various materials. 

Dielectric constants must be specified for test frequency and temperature. Some 
dielectrics have a very uniform dielectric constant over a broad frequency range (e.g., 
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Fig. 3.7. Dielectric constant of water as a function of temperature. 


polyethylene), whereas others display a strong negative frequency dependence; that 
is, a dielectric constant decreases with frequency. The temperature dependence is also 
negative. Figure 3.7 illustrates « for water as a function of temperature. 

In a “good” capacitor, a dielectric constant k and geometry must be stable— 
ideally, they should not vary with temperature, humidity, pressure, or any other envi- 
ronmental factors. “Good” capacitors are essential components of electronic circuits. 
However, if you want to design a capacitive sensor, you need to make a “bad” ca- 
pacitor, whose value varies with temperature, humidity, pressure, or whatever you 
need to sense. By allowing a capacitor’s parameter to vary selectively with a specific 
stimulus, one can build a useful sensor. 

Let us consider a capacitive water-level sensor (Fig. 3.8A). The sensor is fabricated 
in a form of a coaxial capacitor where the surface of each conductor is coated with a 
thin isolating layer to prevent an electric short circuit through water (the isolator is a 
dielectric which we disregard in the following analysis because it does not change in 
the process of measurement). The sensor is immersed in a water tank. When the level 
increases, water fills more and more space between the sensor’s coaxial conductors, 
thus changing the sensor’s capacitance. The total capacitance of the coaxial sensor is 


Cpr =C, +C2=6€9G1 + €0K Go, (3.25) 


where Cj is the capacitance of the water-free portion of the sensor and C2 is the 
capacitance of the water-filled portion. The corresponding geometry factors are des- 
ignated G; and G2. From formulas (3.21) and (3.25), the total sensor capacitance can 


be found as 
27 £9 


Che In(b/a) 


[H —h(i—x«)], (3.26) 
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Fig. 3.8. Capacitive water level sensor (A); capacitance as a function of the water level (B). 


where h is height of the water-filled portion of the sensor. If the water is at or below 
the level io, the capacitance remains constant 


_ 27 &0 
~ In(b/a) 


0 (3.27) 


Figure 3.8B shows a water level-capacitance dependence.? It is a straight line from 
the level ho. Because dielectric constant of water is temperature dependent (Fig. 3.7) 
the capacitive sensor will be combined with a temperature sensor—for instance, 
a thermistor or resistive temperature detector which monitors water temperature. 
The appropriate temperature correction may be performed by the electronic signal 
conditioner. 

The slope of the transfer function line depends on the liquid. For instance, if 
instead of water the sensor measures the level of transformer oil, it is expected to be 
22 times less sensitive (see Table A.5). 

Another example of a capacitive sensor is a humidity sensor. In such a sensor, a 
dielectric between the capacitor plates is fabricated of a material that is hygroscopic; 
that is, it can absorb water molecules and change its dielectric constant accordingly. 
According to Eq. (3.24), this changes the capacitance that can be measured and related 
to relative humidity. Figure 3.9 illustrates the dependence between capacitance and 
relative humidity of such a sensor. The dependence is not linear, but this usually can 
be taken care of during the signal processing. 


3 The sensor’s dimensions are as follows: a = 10 mm, b= 12 mm, H = 200 mm, liquid— 
water. 
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Fig. 3.9. Transfer function of a capacitive relative humidity sensor. 


3.3 Magnetism 


Magnetic properties were discovered in prehistoric times in certain specimens of an 
iron ore mineral known as magnetite (Fe304). It was also discovered that pieces of 
soft iron that rubbed against a magnetic material acquired the same property of acting 
as amagnet (i.e., attracting other magnets and pieces of iron). The first comprehensive 
study of magnetism was made by William Gilbert. His greatest contribution was his 
conclusion that the Earth acts as a huge magnet. The word “magnetism” comes from 
the district of Magnesia in Asia Minor, which is one of the places at which the magnetic 
stones were found. 

There is a strong similarity between electricity and magnetism. One manifestation 
of this is that two electrically charged rods have like and unlike ends, very much in 
the same way as two magnets have opposite ends. In magnets, these ends are called 
S (south) and N (north) poles. The like poles repel and the unlike attract. Contrary to 
electric charges, the magnetic poles always come in pairs. This is proven by breaking 
magnets into any number of parts. Each part, no matter how small, will have a north 
pole and a south pole. This suggests that the cause of magnetism is associated with 
atoms or their arrangements or, more probably, with both. 

If we place a magnetic pole in a certain space, that space about the pole appears to 
have been altered from what it was before. To demonstrate this, bring into that space a 
piece of iron. Now, it will experience a force that it will not experience if the magnet is 
removed. This altered space is called a magnetic field. The field is considered to exert 
a force on any magnetic body brought into the field. If that magnetic body is a small 
bar magnet or a magnetic needle, the magnetic field will be found to have direction. 
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Fig. 3.10. Test magnet in a magnetic field (A); compass needle rotates in accordance with the 
direction of the electric current (B). 


By definition, the direction of this field at any point is given by the direction of the 
force exerted on a small-unit north pole. Directions of field lines are, by definition, 
from north to south. Figure 3.10A shows the direction of the field by arrows. A tiny 
test magnet is attracted in the direction of the force vector F. Naturally, approximately 
the same force but of opposite direction is exerted on the south pole of the test magnet. 

The above description of the magnetic field was made for a permanent magnet. 
However, the magnetic field does not change its nature if it is produced by a different 
device (e.g., electric current passing through a conductor). It was Hans Christian 
Oersted, a Danish professor of physics, who in 1820 discovered that a magnetic field 
could exist where there were no magnets at all. In a series of experiments in which 
he used an unusually large Voltaic pile (battery) so as to produce a large current, he 
happened to note that a compass in the near vicinity was behaving oddly. Further 
investigation showed that the compass needle always oriented itself at right angles 
to the current-carrying wire and that it reversed its direction if either current was 
reversed, or the compass was changed from a position below the wire to one above 
(Fig. 3.10B). Stationary electric charges have no effect on a magnetic compass (in 
this experiment, a compass needle is used as a tiny test magnet). It was clear that 
the moving electric charges were the cause of the magnetic field. It can be shown 
that magnetic field lines around a wire are circular and their direction depends on 
the direction of electric current (i.e., moving electrons) (Fig. 3.11). Above and below 
the wire, magnetic field lines are pointed in the opposite direction. That is why the 
compass needle turns around when it is placed below the wire. 

A fundamental property of magnetism is that moving electric charges (electric 
current) essentially produce a magnetic field. Knowing this, we can explain the nature 
of a permanent magnet. A simplified model of a magnetic field origination process is 
shown in Fig. 3.12A. An electron continuously spins in an eddy motion around the 
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Fig. 3.11. Electric current sets a circular magnetic field 
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Fig. 3.12. Moving electron sets a magnetic field (A); superposition of field vectors results in a 
combined magnetic field of a magnet (B). 


atom. The electron movement constitutes a circular electric current around the atomic 
nucleus. That current is a cause for a small magnetic field. In other words, a spinning 
electron forms a permanent magnet of atomic dimensions. Now, let us imagine that 
many of such atomic magnets are aligned in an organized fashion (Fig. 3.12B), so 
that their magnetic fields add up. The process of magnetization then becomes quite 
obvious: Nothing is added or removed from the material—only the orientation of 
atoms is made. The atomic magnets may be kept in the aligned position in some 
materials which have an appropriate chemical composition and a crystalline structure. 
Such materials are called ferromagnetics. 


3.3.1 Faraday’s Law 


Michael Faraday pondered the question, “If an electric current is capable of producing 
magnetism, is it possible that magnetism can be used to produce electricity?” It took 
him 9 or 10 years to discover how. If an electric charge is moved across a magnetic 
field, a deflecting force is acting on that charge. It must be emphasized that it is 
not important what actually moves—either the charge or the source of the magnetic 
field. What matters is a relative displacement of those. A discovery that a moving 
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electric charge can be deflected as a result of its interaction with the magnetic field 
is a fundamental in electromagnetic theory. Deflected electric charges result in an 
electric field generation, which, in turn, leads to a voltage difference in a conducting 
material, thus producing an electric current. 

The intensity of a magnetic field at any particular point is defined by a vector B, 
which is tangent to a magnetic field line at that point. For a better visual representation, 
the number of field lines per unit cross-sectional area (perpendicular to the lines) is 
proportional to the magnitude of B. Where the lines are close together, B is large, and 
where they are far apart, B is small. 

The flux of magnetic field can be defined as 


Pz= § Bds, (3.28) 


where the integral is taken over the surface for which Fg is defined. 

To define the magnetic field vector B, we use a laboratory procedure where a 
positive electric charge qo is used as a test object. The charge is projected through the 
magnetic field with velocity V. A sideways deflecting force Fg acts on the charge (Fig. 
3.13A). By “sideways,” we mean that Fg is at a right angle to V. It is interesting to 
note that the vector V changes its direction while moving through the magnetic field. 
This results in a spiral rather than parabolic motion of the charge (Fig. 3.13B). The 
spiral movement is a cause for a magnetoresistive effect which forms a foundation for 
the magnetoresistive sensors. The deflecting force Fg is proportional to the charge, 
velocity, and magnetic field: 

Fp = qoVB. (3.29) 


The vector Fg is always at right angles to the plane formed by V and B and, thus, 
is always at right angles to v and to B, that is why it is called a sideways force. The 
magnitude of magnetic deflecting force according to the rules for vector products is 


Fge=qovBsin®g, (3.30) 


where @ is the angle between vectors V and B. The magnetic force vanishes 
if V is parallel to B. Equation (3.30) is used for the definition of the magnetic 


Fe 


qo 


(A) (B) 


Fig. 3.13. Positive charge projected through a magnetic field is subjected to a sideways force 
(A); spiral movement of an electric charge in a magnetic field (B). 
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field in terms of deflected charge, its velocity, and deflecting force. Therefore, the 
units of B is (Newton/coulomb)/(meter/second)~ 1. In the SI system, it is given 
the name fesla (abbreviated T). Because coulomb/second is an ampere, we have 
1 T=1 Newton/(ampere meter). An older unit for B is still in use. It is the gauss: 
1 tesla = 10+ gauss. 


3.3.2 Solenoid 


A practical device for producing a magnetic field is called a solenoid. It is a long wire 
wound in a close-packed helix and carrying a current i. In the following discussion, 
we assume that the helix is very long compared to its diameter. The solenoid magnetic 
field is the vector sum of the fields set up by all the turns that make up the solenoid. 
If a coil (solenoid) has widely spaced turns, the fields tend to cancel between the 
wires. At points inside the solenoid and reasonably far from the wires, B is parallel 
to the solenoid axis. In the limiting case of adjacent very tightly packed wires (Fig. 
3.14A), the solenoid becomes essentially a cylindrical current sheet. If we apply 
Ampere’s law to that current sheet, the magnitude of magnetic field inside the solenoid 

becomes 
B=Upgion, (3.31) 


where n is the number of turns per unit length and ig is the current through the solenoid 
wire. Although, this formula was derived for an infinitely long solenoid, it holds quite 
well for actual solenoids for internal points near the center of the solenoid. It should 
be noted that B does not depend on the diameter or the length of the solenoid and that 
B is constant over the solenoid cross section. Because the solenoid’s diameter is not 
a part of the equation, multiple layers of winding can be used to produce a magnetic 
field of higher strength. It should be noted that the magnetic field outside of a solenoid 
is weaker than that of the inside. 


Fig. 3.14. Solenoid (A) and toroid (B). 
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3.3.3 Toroid 


Another useful device that can produce a magnetic field is a toroid (Fig. 3.14B), which 
we can describe as a solenoid bent into the shape of a doughnut. A calculation of the 
magnetic field inside the toroid gives the following relationship: 


io N 
p— Ho io 


= ‘32 
Qn r ’ 2) 


where N is the total number of turns and r is the radius of the inner circular line where 
the magnetic field is calculated. In contrast to a solenoid, B is not constant over the 
cross section of a toroid. Also, for an ideal case, the magnetic field is equal to zero 
outside a toroid. 

The density of a magnetic field, or the number of magnetic lines passing through 
a given surface, is defined as the magnetic flux ®g for that surface: 


on = [ Bas. (3.33) 


The integral is taken over the surface, and if the magnetic field is constant and is 
everywhere at a right angle to the surface, the solution of the integral is very simple: 
®, = BA, where A is the surface area. Flux, or flow of the magnetic field, is analogous 
to the flux of electric field. The SI unit for magnetic flux, as follows from the above, 
is tesla meter?, to which is named weber. It is abbreviated as Wb: 


1Wb=1T m’. (3.34) 


3.3.4 Permanent Magnets 


Permanent magnets are useful components for fabricating magnetic sensors for the 
detection of motion, displacement, position, and so forth. To select the magnet for 
any particular application, the following characteristics should be considered: 


e Residual inductance (B) in gauss—how strong the magnet is? 

¢ Coercive force (#7) in oersteds—how well will the magnet resist external demag- 
netization forces? 

* Maximum energy product, MEP, (BH) is gauss oersteds times 10°. A strong 
magnet that is also very resistant to demagnetization forces has a high MEP. 
Magnets with a higher MEP are better, stronger, and more expensive. 

e The temperature coefficient in %/°C shows how much B changes with tempera- 
ture. 


Magnets are produced from special alloys (see Table A.6). Examples are rare 
earth (e.g., samarium)—cobalt alloys. These are the best magnets; however, they are 
too hard for machining and must be ground if shaping is required. Their maximum 
MEP is about 16 x 10°. Another popular alloy is Alnico, which contains aluminum, 
nickel, cobalt, iron, and some additives. These magnets can be cast or sintered by 


56 3 Physical Principles of Sensing 


pressing metal powders in a die and heating them. Sintered Alnico is well suited to 
mass production. Ceramic magnets contain barium or strontium ferrite (or another 
element from that group) in a matrix of a ceramic material that is compacted and 
sintered. They are poor conductors of heat and electricity, are chemically inert, and 
have a high value of H. Another alloy for the magnet fabrication is Cunife, which 
contains copper, nickel, and iron. It can be stamped, swaged, drawn, or rolled into 
final shape. Its MEP is about 1.4 x 10°. Iron—-chromium magnets are soft enough to 
undergo machining before the final aging treatment hardens them. Their maximum 
MEPis 5.25 x 10°. Plastic and rubber magnets consist of barium or strontium ferrite 
in a plastic matrix material. They are very inexpensive and can be fabricated in many 
shapes. Their maximum MEP is about 1.2 x 10°. 


3.4 Induction 


In 1831, Michael Faraday in England and Joseph Henry in the United States discov- 
ered one of the most fundamental effects of electromagnetism: an ability of a varying 
magnetic field to induce electric current in a wire. It is not important how the field 
is produced—either by a permanent magnet or by a solenoid—the effect is the same. 
Electric current is generated as long as the magnetic field changes. A stationary field 
produces no current. Faraday’s law of induction says that the induced voltage, or 
electromotive force (e.m.f.), is equal to the rate at which the magnetic flux through 
the circuit changes. If the rate of change is in webers per second, the e.m-f. (e) will 
be in volts: 


e=—-—_. (3.35) 


The minus sign is an indication of the direction of the induced e.m.f. If varying 
magnetic flux is applied to a solenoid, the e.m.f. appears in every turn and all of these 
e.m.f.’s must be added. If a solenoid, or other coil, is wound in such a manner so that 
each turn has the same cross-sectional area, the flux through each turn will be the 
same, and then the induced voltage is 


d®Pz 


V=-N—_, 
dt 


(3.36) 


where WN is the number of turns. This equation may be rewritten in a form which is 
of interest to a sensor designer or an application engineer: 


d(BA) 


=-—N 
dt 


(3.37) 


The equation means that the voltage in a pickup circuit can be produced by either 
changing the amplitude of the magnetic field (B) or area of the circuit (A). Thus, 
induced voltage depends on the following: 


¢ Moving the source of the magnetic field (magnet, coil, wire, etc.) 
e Varying the current in the coil or wire which produces the magnetic field 
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¢ Changing the orientation of the magnetic source with respect to the pickup circuit 
¢ Changing the geometry of a pickup circuit, (e.g., by stretching it or squeezing, or 
changing the number of turns in a coil) 


If an electric current passes through a coil which is situated in close proximity 
with another coil, according to Faraday’s law, the e.m.f. in a second coil will appear. 
However, the magnetic field penetrates not only the second coil, but the first coil as 
well. Thus, the magnetic field sets the e.m.f. in the same coil where it is originated. 
This is called self-induction and the resulting voltage is called a self-induced e.mf. 
Faraday’s law for a central portion of a solenoid is 

d(n®z) 


v= ae (3.38) 


The number in parentheses is called the flux linkage and is an important characteristic 
of the device. For a simple coil with no magnetic material in the vicinity, this value 
is proportional to the current through the coil: 


n®p=Li, (3.39) 


where L is a proportionality constant, which is called the inductance of the coil. Then, 
Eq. (3.38) can be rewritten as 
d(n®p) di 


L—. A 
dt dt Ce) 


From this equation, we can define inductance as 


v 
L= dijdt (3.41) 

Ifno magnetic material is introduced in the vicinity of an inductor (a device possessing 

inductance), the value defined by Eq. (3.41) depends only on the geometry of the 

device. The SI unit for inductance is the volt second/ampere, which was named after 

American physicist Joseph Henry (1797-1878): 1 henry = 1 volt second/ampere. The 

abbreviation for henry is H. 

Several conclusions can be drawn from Eq. (3.41): 


¢ Induced voltage is proportional to the rate of change in current through the induc- 
tor, 

¢ Voltage is essentially zero for direct current (dc). 

e Voltage increases linearly with the current rate of change. 

e Voltage polarity is different for increased and decreased currents flowing in the 
same direction. 

¢ Induced voltage is always in the direction which opposes the change in current. 


Like capacitance, inductance can be calculated from geometrical factors. For a 


closely packed coil, it is 
n Dp 
L= ‘ (3.42) 


i 
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If n is the number of turns per unit length, the number of flux linkages in the length, 
1, is 

N®pz=(nl)(BA), (3.43) 
where A is the cross-sectional area of the coil. For the solenoid, B =Ugni, and the 
inductance is 


=Upn71A. (3.44) 


It should be noted that / A is the volume of a solenoid, Thus, having the same number 
of turns and changing the coil geometry, its inductance may be modulated (altered). 

When connected into an electronic circuit, inductance may be represented as a 
“complex resistance”’: 

«= jol, (3.45) 
where j = /—1 andi is a sinusoidal current having a frequency of w = 27 f, meaning 
that the complex resistance of an inductor increases at higher frequencies. This is 
called Ohm’s law for an inductor. Complex notation indicates that current lags behind 
voltage by 90°. 

If two coils are brought in the vicinity of one another, one coil induces e.m.f., v2 
in the second coil: di 
a 
v2= =i (3.46) 
where M2, is the coefficient of mutual inductance between two coils. The calculation 
of mutual inductance is not a simple exercise, and in many practical cases, it can be 
easier performed experimentally. Nevertheless, for some relatively simple combina- 
tions, mutual inductances have been calculated. For a coil (having N turns) which is 
placed around a long solenoid (Fig. 3.15A), having n turns per unit length, mutual 
inductance is 


M =Ugm RnN. (3.47) 


For a coil placed around a toroid (Fig. 3.15B), mutual inductance is defined by the 
numbers of turns, Nj and No: 


MNoh. (b 
Ap OS (2) (3.48) 
a 


20 


(A) 


Fig. 3.15. Mutual inductances in solenoids (A) and in a toroid (B). 
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Fig. 3.16. Voltage across a material sets the elec- 
tric current. 


3.5 Resistance 


In any material, electrons move randomly like gas in a closed container. There is 
no preferred direction and an average concentration of electrons in any part of the 
material is uniform (assuming that the material is homogeneous). Let us take a bar of 
an arbitrary material. The length of the bar is /. When the ends of the bar are connected 
to the battery having voltage V (Fig. 3.16), an electric field E will be setup within the 
material. It is easy to determine the strength of the electric field: 


E= - (3.49) 
For instance, if the bar has a length of 1 m and the battery delivers 1.5 V, the electric 
field has a strength of 1.5 V/m. The field acts on free electrons and sets them in motion 
against the direction of the field. Thus, the electric current starts flowing through the 
material. We can imagine a cross section of the material through which passes electric 
charge q. The rate of the electric charge flowing (unit of charge per unit of time) is 
called the electric current: 
._ dq 

at 
The SI unit of current is ampere (A): 1 A=1 coulomb/sec. In SI units, ampere 
is defined as the electric current maintained in two infinitely long parallel wires 
separated by | m in free space, which produce a force between the two wires (due 
to their magnetic field) of 2 x 10~’ N for each meter of length. An ampere is quite 
strong electric current. In sensor technologies, generally much smaller currents are 
used; therefore, submultiples of A are often employed: 


1 milliampere (mA): 10-7A 
1 microampere (uA): 107-°A 
1 nanoampere (nA): 10-°A 
1 picoampere (pA): 107!7 A 
1 femtoampere (fA): 10-B A 


(3.50) 


Regardless of the cross section of the material, whether it is homogeneous or not, 
the electric current through any cross section is always the same for a given electric 
field. It is similar to water flow through a combination of serially connected pipes of 
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different diameters; the rate of flow is the same throughout of the pipe combination. 
The water flows faster in the narrow sections and slower in the wide section, but the 
amount of water passing through any cross section per unit of time is constant. The 
reason for that is very simple: water in the pipes is neither drained out nor created. 
The same reason applies to electric current. One of the fundamental laws of physics is 
the law of conservation of charge. Under steady-state conditions, charge in a material 
is neither created nor destroyed. Whatever comes in must go out. In this section, we 
do not consider any charge storages (capacitors), and all materials we discuss are said 
have pure resistive properties. 

The mechanism of electrical conduction in a simplified form may be described 
as follows. A conducting material, say copper wire, can be modeled as a semi- 
rigid springlike periodic lattice of positive copper ions. They are coupled together 
by strong electromagnetic forces. Each copper atom has one conduction electron 
which is free to move about the lattice. When electric field E is established within 
the conductor, the force —eE acts on each electron (e is the electron charge). 
The electron accelerates under the force and moves. However, the movement is 
very short, as the electron collides with the neighboring copper atoms, which 
constantly vibrate with an intensity determined by the material temperature. The 
electron transfers kinetic energy to the lattice and is often captured by the pos- 
itive ion. It frees another electron, which keeps moving in the electric field un- 
til, in turn, it collides with the next portion of the lattice. The average time 
between collisions is designated as t. It depends on the material type, struc- 
ture, and impurities. For instance, at room temperature, a conduction electron in 
pure copper moves between collisions for an average distance of 0.04 um, with 
tT =2.5 x 107'4s. In effect, electrons which flow into the material near the nega- 
tive side of the battery are not the same which outflow to the positive terminal. 
However, the constant drift or flow of electrons is maintained throughout the ma- 
terial. Collisions of electrons with the material atoms further add to the atomic 
agitation and, subsequently, raise the material temperature. This is why passing 
of electric current through a resistive material results in the so-called Joule heat 
liberation. 

It was arbitrarily decided to define the direction of current flow along with the 
direction of the electric field (i.e., in the opposite direction of the electronic flow). 
Hence, the electric current flows from the positive to negative terminal of the battery 
while electrons actually move in the opposite direction. 


3.5.1 Specific Resistivity 


If we fabricate two geometrically identical rods from different materials, say from 
copper and glass, and apply to them the same voltage, the resulting currents will be 
quite different. A material may be characterized by its ability to pass electric current. 
It is called resistivity and material is said to have electrical resistance which is defined 
by Ohm’s law: 

R=-—. (3.51) 


i 
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For pure resistance (no inductance or capacitance), voltage and current are in-phase 
with each other, meaning that they are changing simultaneously. 

Any material has electric resistivity+ and therefore is called a resistor. The SI unit 
of resistance is | ohm (&2) = | volt/1 ampere. Other multiples and submultiples of Q 
are as follows: 


1 milliohm (mQ): 1077 Q 
1 kilohm (kQ): 10° Q 

1 megohm (MQ): 10° Q 
1 gigohm (GQ): 10° Q 

1 terohm (TQ): 10!7 Q 


If we compare electric current with water flow, pressure across the pipe line (Pas- 
cal) is analogous to voltage (V) across the resistor, electric current (C/s) is analogous 
to water flow (L/s), and electric resistance (&2) corresponds to water flow resistance in 
the pipe. It is clear that resistance to water flow is lower when the pipe is short, wide, 
and empty. When the pipe has, for instance, a filter installed in it, resistance to water 
flow will be higher. Similarly, coronary blood flow may be restricted by cholesterol 
deposits on the inner lining of blood vessels. Flow resistance is increased and arterial 
blood pressure is not sufficient to provide the necessary blood supply rate for normal 
functioning of the heart. This may result in a heart attack. The basic laws that govern 
the electric circuit designs are called Kirchhoff’s laws, after the German physicist 
Gustav Robert Kirchhoff (1824-1887). These laws were originally devised for the 
plumbing networks, which, as we have seen, are similar to electric networks. 

Resistance is a characteristic of a device. It depends on both the material and the 
geometry of the resistor. Material itself can be characterized by a specific resistivity, 
p, which is defined as 

p= >; (3.52) 
J 
where j is current density: j =i/a (a is the area of the material cross section). The 
SI unit of resistivity is Q m. Resistivities of some materials are given in the Appendix 
(Table A.7). Quite often, a reciprocal quantity is used which is called conductivity: 
o=I1/p. 

The resistivity of a material can be expressed through mean time between colli- 
sions, T, the electronic charge, e, the mass of electron, m, and a number of conduction 
electrons per unit volume, n: 


m 
ne-T 
To find the resistance of a conductor, the following formula may be used: 
l 
R=p-, (3.54) 
a 


where a is the cross sectional area and / is the length of the conductor. 


£ Excluding superconductors, which are beyond the scope of this book. 
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Fig. 3.17. Specific resistivity of tungsten as a function of temperature. 


3.5.2 Temperature Sensitivity 


The conductivity of a material changes with temperature, f, and in a relatively narrow 
range, it may be expressed by a, which is temperature coefficient of resistance (TCR): 


P=poll +a(t —to)] (3.55) 


where (9 is resistivity at the reference temperature fo (commonly either 0°C or 25°C). 
In a broader range, resistivity is a nonlinear function of temperature. 

For nonprecision applications over a broad temperature range, the resistivity of 
tungsten, as shown in Fig. 3.17 may be modeled by a best-fit straight line with a = 
0.0058 C—!. However, this number will not be accurate at lower temperatures. For 
instance, near 25°C the slope of p is about 20% smaller: a = 0.0045 C—!. When better 
accuracy is required, formula (3.55) should not be employed. Instead, higher-order 
polynomials may be useful for modeling the resistivity. For instance, over a broader 
temperature range, tungsten resistivity may be found from the second-order equation 


p =4.45 + 0.0269r + 1.914 x 107°??, (3.56) 


where ¢ is the temperature (in °C) and p is in Q m. 

Metals have positive temperature coefficients (PTCs) a, whereas many semicon- 
ductors and oxides have negative temperature coefficients of resistance (NTCs). It is 
usually desirable to have very low TCRs in resistors used in electronic circuits. On 
the other hand, a strong temperature coefficient of resistivity allows us to fabricate a 
temperature sensor, known as a thermistor (a contraction of the words thermal and 
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resistor) and the so-called resistive temperature detector (RTD).° The most popular 
RTD is a platinum (Pt) sensor which operates over a broad temperature range from 
about —200°C to over 600°C. The resistance of a Pt RTD is shown in Fig. 3.18. For 
a calibrating resistance Ro at 0°C, the best-fit straight line is given by 


R= Ro(1.00 + 36.79 x 10741), (3.57) 


where ¢ is the temperature in °C and R is in 2. The multiple at temperature (7) is the 
sensor’s sensitivity (a slope), which may be expressed as +0.3679%/°C. 

There is a slight nonlinearity of the resistance curve which, if not corrected, may 
lead to an appreciable error. A better approximation of Pt resistance is a second-order 
polynomial which gives an accuracy better than 0.01°C: 


R= Ro(1 + 39.08 x 1074t —5.8 x 107777) Q. (3.58) 


It should be noted, however, that the coefficients in Eqs. (3.57) and (3.58) somewhat 
depend on the material purity and manufacturing technologies. To compare accuracies 
of the linear and the second-order models of the platinum thermometer, consider the 
following example. If a Pt RTD sensor at 0°C has resistivity Ro = 100, at + 150°C, 
the linear approximation gives 


R = 100[1.0036 + 36.79 x 1074(150)] = 155.55Q, 
whereas for the second-order approximation (Eq. 3.58) 
R = 100[1 + 39.08 x 10-4150 — 5.8 x 107 7(150)*] = 157.32. 


The difference between the two is 1.76 Q. This is equivalent to an error of —4.8°C at 
+150°C. 

Thermistors are resistors with large either negative (NTC) or positive (PTC) tem- 
perature coefficients. The thermistors are ceramic semiconductors commonly made 
of oxides of one or more of the following metals: nickel, manganese, cobalt, titanium, 
iron. Oxides of other metals are occasionally used. Resistances vary from a fraction 
of an ohm to many megohms. Thermistors can be produced in the form of disks, 
droplets, tubes, flakes, or thin films deposited on ceramic substrates. Recent progress 
in thick-film technology allows us to print the thermistor on ceramic substrates. 

The NTC thermistors often are fabricated in the form of beads. Usually, bead 
thermistors have platinum alloy lead wires which are sintered into the ceramic body. 
Platinum is a convenient choice for the thermistor wires because it combines a rela- 
tively low electrical resistance with a relatively high thermal resistance. During the 
fabrication process, a small portion of mixed metal oxides is placed with a suitable 
binder onto a pair of platinum alloy wires, which are under slight tension. After the 
mixture has been allowed to set, the beads are sintered in a tubular furnace. The metal 
oxides shrink around the platinum lead wires and form intimate electrical bonds. The 
beads may be left bare or they may be given organic or glass coatings. 


5 See Section 16.1 of Chapter 16 
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Fig. 3.18. Resistance-temperature characteristics for two thermistors and Pt RTD (Ro = 1k); 
thermistors are calibrated at tg = 25°C and RTD at 0°C. 


Thermistors possess nonlinear temperature—resistance characteristics (Fig. 3.18), 
which are generally approximated by one of several different equations. The most 
popular of them is the exponential form 


R= Rye O/T VT), (3.59) 


where 7p is the calibrating temperature in kelvin, Rj, is the resistance at the calibrating 
temperature, and 6 is a material’s characteristic temperature. All temperatures and 8 
are in kelvin. Commonly, 8 ranges between 3000 and 5000 K, and for a relatively nar- 
row temperature range, it can be considered temperature independent, which makes 
Eq. (3.59) a reasonably good approximation. When a higher accuracy is required, a 
polynomial approximation is generally employed. Figure 3.18 shows the resistance— 
temperature dependence of thermistors having 6 = 3000 and 4000K and that for the 
platinum RTD. The temperature characteristic of platinum is substantially less sensi- 
tive and more linear with a positive slope, whereas thermistors are nonlinear with a 
high sensitivity and a negative slope. 
Traditionally, thermistors are specified at temperature of tg = 25°C (Tp = 298.15°K), 

whereas RTDs are specified at tg = 0°C (To = 273.15°K). 


3.5.3 Strain Sensitivity 


Usually, electrical resistance changes when the material is mechanically deformed. 
This is called the piezoresistive effect. In some cases, the effect is a source of error. On 
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Fig. 3.19. Strain changes the geometry of a con- 
I ductor and its resistance. 


the other hand, itis successfully employed in sensors which are responsive to stress, o: 


F dl 
o=—=E-, (3.60) 

a l 
where E is Young’s modulus of the material and F is the applied force. In this equation, 
the ratio dl/1 =e is called strain, which is a normalized deformation of the material. 
Figure 3.19 shows a cylindrical conductor (wire) stretched by applied force F. 
The volume v of the material stays constant while the length increases and the cross 

sectional area becomes smaller. As a result, Eq. (3.54) can be rewritten as 


R= fh. (3.61) 


After differentiating, we can define sensitivity of resistance with respect to wire elon- 
gation: 


shay (3.62) 


It follows from this equation that the sensitivity becomes higher for the longer and 
thinner wires with a high specific resistance. Normalized incremental resistance of 
the strained wire is a linear function of strain, e, and it can be expressed as 


dR 
= 


where S, is known as the gauge factor or sensitivity of the strain gauge element. For 
metallic wires, it ranges from 2 to 6. It is much higher for semiconductor gauges; it 
is between 40 and 200. 

Early strain gauges were metal filaments. The gauge elements were formed on 
a backing film of electrically isolating material. Today, they are manufactured from 
constantan (a copper/nickel alloy) foil or single-crystal semiconductor materials (sili- 
con with boron impurities). The gauge pattern is formed either by mechanical cutting 
or photochemical etching. When a semiconductor material is stressed, its resistivity 
changes depending on the type of the material and the doping dose (see Section 9.1 
of Chapter 9). However, the strain sensitivity in semiconductors is temperature de- 
pendent which requires a proper compensation when used over a broad temperature 
range. 


See, (3.63) 


3.5.4 Moisture Sensitivity 


By selecting material for a resistor, one can control its specific resistivity and sus- 
ceptibility of such to the environmental factors. One of the factors is the amount of 
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Fig. 3.20. Hygristor design (A) and its transfer function (B). 


moisture that can be absorbed by the resistor. A moisture-dependent resistor can be 
fabricated of hygroscopic material whose specific resistivity is strongly influenced 
by the concentration of the absorbed water molecules. This is the basis for the re- 
sistive humidity sensors, which are called hygristors. A typical design of a hygristor 
is comprised of a substrate that has two silkscreen-printed conductive interdigitized 
electrodes (Fig. 3.20A) which are covered and thus electrically interconnected by hy- 
groscopic semiconductive gel which forms a matrix to hold the conductive particles. 
The gel [2] is typically fabricated of hydroxyethylcellulose, nonylphenylpolyethylene 
glycol ether, and other (exotically sounding names for an electrical engineer!) organic 
materials with the addition of carbon powder. The gel is thoroughly milled to produce 
a smooth mixture. Another type of hygristor is fabricated of lithium chloride (LiCl) 
film and a binder. The sensor substrates are dipped into the milled gel at controlled 
rates to coat the gel on the space between the electrodes. The coated substrates are 
cured under controlled temperature and humidity. Resistance changes with humidity 
in anonlinear way (Fig. 3.20B), which can be taken into account during the calibration 
and data processing. 


3.6 Piezoelectric Effect 


The piezoelectric effect is the generation of electric charge by a crystalline mate- 
rial upon subjecting it to stress. The effect exists in natural crystals, such as quartz 
(chemical formula SiOz), and poled (artificially polarized) man-made ceramics and 
some polymers, such as polyvinylidene flouride. It is said that piezoelectric material 
possess ferroelectric properties. The name was given by an analogy with ferromag- 
netic properties. The word piezo comes from the Greek piezen, meaning to press. The 
Curie brothers discovered the piezoelectric effect in quartz in 1880, but very little 
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(A) (B) (C) 


Fig. 3.21. Piezoelectric effect in a quartz crystal. 


practical use was made until 1917, when another Frenchman, Professor P. Langevin 
used x-cut plates of quartz to generate and detect sound waves in water. His work led 
to the development of sonar. 

A simplified, yet quite explanatory model of the piezoelectric effect was proposed 
in 1927 by A. Meissner [3]. A quartz crystal is modeled as a helix (Fig. 3.21A) with 
one silicon, Si, and two oxygen, O, atoms alternating around the helix. A quartz 
crystal is cut along its axes x, y, and z; thus, Fig. 3.21A is a view along the z-axis. 
In a single-crystal cell, there are three silicon atoms and six oxygen atoms. Oxygen 
is being lumped in pairs. Each silicon atom carries four positive charges and a pair 
of oxygen atoms carries four negative charges (two per atom). Therefore, a quartz 
cell is electrically neutral under the no-stress conditions. When an external force, F;., 
is applied along the x-axis, the hexagonal lattice becomes deformed. Figure 3.21B 
shows a compressing force which shifts atoms in a crystal in such a manner that a 
positive charge is built up at the silicon atom side and a negative charge at the oxygen 
pair side. Thus, the crystal develops an electric charge along the y-axis. If the crystal 
is stretched along the x-axis (Fig. 3.21C), a charge of opposite polarity is built along 
the y-axis, which is a result of a different deformation. This simple model illustrates 
that crystalline material can develop electric charge on its surface in response to a 
mechanical deformation. A similar explanation may be applied to the pyroelectric 
effect, which is covered in Section 3.6. 

To pick up an electric charge, conductive electrodes must be applied to the crystal 
at the opposite sides of the cut (Fig. 3.22). As a result, a piezoelectric sensor becomes a 
capacitor with a dielectric material which is a piezoelectric crystal. The dielectric acts 
as a generator of electric charge, resulting in voltage V across the capacitor. Although 
charge in a crystalline dielectric is formed at the location of an acting force, metal 
electrodes equalize charges along the surface, making the capacitor not selectively 
sensitive. However, if electrodes are formed with a complex pattern, it is possible to 
determine the exact location of the applied force by measuring the response from a 
selected electrode. 

The piezoelectric effect is a reversible physical phenomenon. That means that 
applying voltage across the crystal produces mechanical strain. By placing several 
electrodes on the crystal, itis possible to use one pair of electrodes to deliver voltage to 
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V Fig. 3.22. Piezoelectric sensor is formed by applying 
electrodes to a poled crystalline material. 


crystal 


electrodes 


the crystal and the other pair of electrodes to pick up charge resulting from developed 
strain. This method is used quite extensively in various piezoelectric transducers. 

The magnitude of the piezoelectric effect in a simplified form can be represented 
by the vector of polarization [4]: 


P=P,,+Pyy +Pe:, (3.64) 


where x, y, and z refer to a conventional ortogonal system related to the crystal axes. 
In terms of axial stress, 0, we can write® 


Pyx= 10 xx + d)26 yy + 136 zz, 
Py y= do10 xx + do20 yy + 736 zz, (3.65) 
P., = 4310 x5 + 4320 yy + d330 zz, 
where constants dj, are the piezoelectric coefficients along the orthogonal axes of the 
crystal cut. Dimensions of these coefficients are C/N (coulomb/newton) (i.e., charge 
unit per unit force). 
For the convenience of computation, two additional units have been introduced. 


The first is a g coefficient which is defined by a division of corresponding dn» coef- 
ficients by the absolute dielectric constant 


din n 


E0Emn 


§&mn = (3.66) 
This coefficient represents a voltage gradient (electric field) generated by the crystal 
per unit applied pressure; its dimension is 


Vv N 


m/ m2~ 
© The complete set of coefficients also includes shear stress and the corresponding d- 
coefficients. 
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Another coefficient, designated h, is obtained by multiplying the g coefficients by the 
corresponding Young’s moduli for the corresponding crystal axes. Dimension of the 


h coefficient is 
Vv m 
m/ m 


Piezoelectric crystals are direct converters of mechanical energy into electrical. The 
efficiency of the conversion can be determined from the so-called coupling coefficients 


Kinn: 
Kinn = Vv dinnhmn- (3.67) 


The k coefficient is an important characteristic for applications where energy effi- 
ciency is of a prime importance, like in acoustics and ultrasonics. 

The charge generated by the piezoelectric crystal is proportional to applied force, 
for instance, in the x direction the charge is 


Ox =d\ Fy. (3.68) 


Because a crystal with deposited electrodes forms a capacitor having capacitance C, 
the voltage, V, which develops across between the electrodes is 


QO, dy 
VSS. =. Fe. 3.69 
Ca (3.69) 


In turn, the capacitance can be represented [see Eq. 3.23] through the electrode surface 


area,’ a, and the crystal thickness, /: 


a 


Cc =EET (3.70) 


where &9 is permitivity constant and «x is dielectric constant. Then, the output voltage 
is 


Ve FS Fx. (3.71) 


The manufacturing of ceramic PZT sensors begins with high purity metal oxides 
(lead oxide, zirconium oxide, titanium oxide, etc.) in the form of fine powders having 
various colors. The powders are milled to a specific fineness and mixed thoroughly 
in chemically correct proportions. In a process called “calcining,” the mixtures are 
then exposed to an elevated temperature, allowing the ingredients to react to form a 
powder, each grain of which has a chemical composition close to the desired final 
composition. At this stage, however, the grain does not yet have the desired crystalline 
structure. 

The next step is to mix the calcined powder with solid and/or liquid organic binders 
(intended to burn out during firing) and mechanically form the mixture into a “cake” 
which closely approximates a shape of the final sensing element. To form the “cakes” 
of desired shapes, several methods can be used. Among them are pressing (under 
force of a hydraulic powered piston), casting (pouring viscous liquid into molds and 


7 Not the crystal area. Piezo-induced charge can be collected only over the area covered by 
the electrode. 
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allowing to dry), extrusion (pressing the mixture through a die, or a pair of rolls to 
form thin sheets), and tape casting (pulling viscous liquid onto a smooth moving belt). 

After the “cakes” have been formed, they are placed into a kiln and exposed to a 
very carefully controlled temperature profile. After burning out of organic binders, the 
material shrinks by about 15%. The “cakes” are heated to a red glow and maintained 
at that state for some time, which is called the “soak time,” during which the final 
chemical reaction occurs. The crystalline structure is formed when the material is 
cooled down. Depending on the material, the entire firing may take 24 h. When the 
material is cold, contact electrodes are applied to its surface. This can be done by 
several methods. The most common of them are a fired-on silver (a silkscreening of 
silver-glass mixture and refiring), an electroless plating (a chemical deposition in a 
special bath), and a sputtering (an exposure to metal vapor in a partial vacuum). 

Crystallities (crystal cells) in the material can be considered electric dipoles. In 
some materials, like quartz, these cells are naturally oriented along the crystal axes, 
thus giving the material sensitivity to stress. In other materials, the dipoles are ran- 
domly oriented and the materials need to be “poled” to possess piezoelectric proper- 
ties. To give a crystalline material piezoelectric properties, several poling techniques 
can be used. The most popular poling process is a thermal poling, which includes the 
following steps: 


1. A ccrystalline material (ceramic or polymer film) which has randomly oriented 
dipoles (Fig. 3.23A) is warmed up slightly below its Curie temperature. In some 
cases (for a PVDF film), the material is stressed. A high temperature results 
in stronger agitation of dipoles and permits us to more easily orient them in a 
desirable direction. 

2. Material is placed in strong electric field, E (Fig. 3.23B) where dipoles align 
along the field lines. The alignment is not total. Many dipoles deviate from the 
filed direction quite strongly; however, statistically predominant orientation of 
the dipoles is maintained. 

3. The material is cooled down while the electric field across its thickness is main- 
tained. 

4. The electric field is removed and the poling process is complete. As long as 
the poled material is maintained below the Curie temperature, its polarization 
remains permanent. The dipoles stay “frozen” in the direction which was given 
to them by the electric field at high temperature (Fig. 3.23C). 


pees (Res 


Fig. 3.23. Thermal poling of a piezoelectric and pyroelectric material. 
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Another method, called corona discharge poling, is also used to produce polymer 
piezo/pyroelectrics. The film is subjected to a corona discharge from an electrode 
at several million volts per centimeter of film thickness for 40-50 sec [5,6]. Corona 
polarization is uncomplicated to perform and can be easily applied before electric 
breakdown occurs, making this process useful at room temperature. 

The final operation in preparation of the sensing element is shaping and finishing. 
This includes cutting, machining, and grinding. After the piezo (pyro) element is 
prepared, it is installed into a sensor’s housing, where its electrodes are bonded to 
electrical terminals and other electronic components. 

After poling, the crystal remains permanently polarized; however, it is electrically 
charged for a relatively short time. There is a sufficient amount of free carriers which 
move in the electric field setup inside the bulk material and there are plenty of charged 
ions in the surrounding air. The charge carriers move toward the poled dipoles and 
neutralize their charges (see Fig. 3.23C). Hence, after a while, the poled piezoelectric 
material becomes electrically discharged as long as it remains under steady-state 
conditions. When stress is applied, or air blows near its surface (Section 10.7 of 
Chapter 10) the balanced state is degraded and the piezoelectric material develops 
an electric charge. If the stress is maintained for a while, the charges again will be 
neutralized by the internal leakage. Thus, a piezoelectric sensor is responsive only to 
a changing stress rather than to a steady level of it. In other words, a piezoelectric 
sensor is an ac device, rather than a dc device. 

Piezoelectric directional sensitivities (d coefficients) are temperature dependent. 
For some materials (quartz), the sensitivity drops with a slope of —0.016%/°C. For 
others (the PVDF films and ceramics) at temperatures below 40°C, it may drop, and at 
higher temperatures, it increases with a raise in temperature. Currently, the most pop- 
ular materials for fabrication of piezoelectric sensors are ceramics [7-9]. The earliest 
of the ferroelectric ceramics was barium titanate, a polycrystalline substance having 
the chemical formula BaTiO3. The stability of permanent polarization relies on the 
coercive force of the dipoles. In some materials, polarization may decrease with time. 
To improve the stability of poled material, impurities have been introduced in the 
basic material with the idea that the polarization may be “locked” into position [4]. 
Although the piezoelectric constant changes with operating temperature, a dielectric 
constant, «, exhibits a similar dependence. Thus, according to formula (3.71), varia- 
tions in these values tend to cancel each other as they are entered into numerator and 
denominator. This results in a better stability of the output voltage, V, over a broad 
temperature range. 

The piezoelectric elements may be used as a single crystal or in a multilayer 
form where several plates of the material are laminated together. This must be done 
with electrodes placed in between. Figure 3.24 shows a two-layer force sensor. When 
an external force is applied, the upper part of the sensor expands while the bottom 
compresses. If the layers are laminated correctly, this produces a double output signal. 
Double sensors can have either a parallel connection as shown in Fig. 3.25A or a serial 
connection as in Fig. 3.24C. The electrical equivalent circuit of the piezoelectric sensor 
is a parallel connection of a stress-induced current source (i), leakage resistance (r), 
and capacitance (C’). Depending on the layer connection, equivalent circuits for the 
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(B) (C) (D) 


Fig. 3.24. Laminated two-layer piezoelectric sensor. 


F Fig. 3.25. Parallel (A) and serial (C) laminated 
piezoelectric sensors and their corresponding 
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laminated sensors are as shown in Figs. 3.25B and 3.25D. The leakage resistors 
r are very large (on the order of 10!* — 10'4Q), which means that the sensor has 
an extremely high output impedance. This requires special interface circuits, such 
as charge and current-to-voltage converters, or voltage amplifiers with high input 
resistances. 


3.6.1 Piezoelectric Films 


In 1969, H. Kawai discovered a strong piezoelectricity in PVDF (polyvinylidene 
fluoride), and in 1975, the Japanese company Pioneer, Ltd. developed the first com- 
mercial product with the PVDF as piezoelectric loudspeakers and earphones [10]. 
PVDF is a semicrystalline polymer with an approximate degree of crystallinity of 
50% [11]. Like other semicrystalline polymers, PVDF consists of a lamellar structure 
mixed with amorphous regions. The chemical structure of it contains the repeat unit 
of doubly fluorinated ethene CF,—CHo: 


H F 
| | 
| | 

H F 


The molecular weight of PVDF is about 10°, which corresponds to about 2000 repeat 
units. The film is quite transparent in the visible and near-IR (infrared) region and is 
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absorptive in the far-IR portion of the electromagnetic spectrum. The polymer melts 
at about 170°C. Its density is about 1780 kg/m?. PVDF is a mechanically durable 
and flexible material. In piezoelectric applications, it is usually drawn, uniaxially or 
biaxially, to several times its length. Elastic constants, (e.g., Young’s modulus) depend 
on this draw ratio. Thus, if the PVDF film was drawn at 140°C to the ratio of 4:1, the 
modulus value is 2.1 GPa, whereas for the draw ratio of 6.8:1, it was 4.1 GPa. The 
resistivity of the film also depends on the stretch ratio. For instance, at low stretch, it 
is about 6.3 x 10!°Q cm, whereas for the stretch ratio 7:1 itis 2 x 10!Q cm. 

Polyvinylidene fluoride does not have a higher or even as high piezoelectric 
coefficient as other commonly used materials, like BaTiO3 or PZT. However, it has a 
unique quality not to depolarize while being subjected to very high alternating electric 
fields. This means that even though the value of d3; of PVDF is about 10% of PZT, 
the maximum strain observable in PVDF will be 10 times larger than in PZT because 
the maximum permissible field is 100 times greater for PVDF. The film exhibits good 
stability: When stored at 60°C, it loses its sensitivity by about 1—2% over 6 months. 

Comparative characteristics for various piezoelectric materials are given in Table 
A.8. Another advantage of piezo film over piezo ceramic is its low acoustic impedance, 
which is closer to that of water, human tissue, and other organic materials. For ex- 
ample, the acoustic impedance of piezo film is only 2.6 times that of water, whereas 
piezo ceramics are typically 11 times greater. A close impedance match permits more 
efficient transduction of acoustic signals in water and tissue. 

Some unique properties of the piezoelectric films are as follows®: 


* Wide frequency range: 0.001 Hz to 10 Hz 

* Vast dynamic range: 10~8—10° psi or torr to Mbar. 

¢ Low acoustic impedance: close match to water, human tissue, and adhesive sys- 
tems 

¢ High elastic compliance 

¢ High voltage output: 10 times higher than piezo ceramics for the same force input 

e High dielectric strength: withstanding strong fields (75 V/um), where most piezo 
ceramics depolarize 

* High mechanical strength and impact resistance: 10?—10!° P modulus. 

¢ High stability: resisting moisture (<0.02% moisture absorption), most chemicals, 
oxidants, and intense ultraviolet and nuclear radiation 

¢ Can be fabricated into many shapes 

¢ Can be glued with commercial adhesives 


Typical properties of piezoelectric films are given in Table 3.1. 

Like some other ferroelectric materials, PVDF is also pyroelectric (see Section 
3.7), producing electrical charge in response to a change in temperature. PVDF 
strongly absorbs infrared energy in the 7—20-lum wavelength range, covering the 
same wavelength spectrum as heat from the human body. However, in spite of the 
fact that the film can absorb thermal radiation, a pyroelectric sensor has the film 
sandwiched between two thin metal electrodes, which can be quite reflective in the 


8 from Measurement Specialties, Inc. (www.msiusa.com). 
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Table 3.1. Typical Properties of Piezoelectric Films 


Symbol Parameter PVDF Copolymer Units 
t Thickness 9, 28, 52, 110 <1 to 1200 | um (micron, 10~°) 
d 23 11 | 10-12 2 
es Piezo Strain Constant = = ve or Nim 
ae Piezo Stress Constant sla ipa] 10 Ms 3 or = 
833 —330 —542 N/m C/m 
k31 Electromechanical 12% 20% 
ky Coupling Factor 14% 25_29% 
Capacitance 380 for 28um 68 for 100m pF/cm2 1KHz 
Y Young’s Modulus 2-4 3-5 | 10° N/m2 
vo | Sera |S . ae 
2.2 2.4 | 10° m/s 
Dp Pyroelectric Coefficient 30 40 | 10-6 Chm? °K 
€ Permittivity 106-113 65-75 | 10-12 F/m 
€/€9 Relative Permittivity 12-13 7-8 
Pm Mass Density 1.78 1.82 | 10?kg/m 
Pe Volume Resistivity >10!3 >10!4 | Ohm meters 
Ro Surface Metallization <3.0 <3.0 | Ohms/square for NiAl 
Ro Resistivity 0.1 0.1 | Ohms/square for Ag Ink 
tan de Loss Tangent 0.02 0.015 | 1KHz 
Yield Strength 45-55 20-30 | 10° N/m? (stretch axis) 
Temperature Range —40 to 80...100 | —40 to 115...145 | °C 
Water Absorption <0.02 <0.02 | % H20 
Maximum Operating . 
Voltas 750 (30) 750 (30) | V/mil(V/um), DC, 25°C 
Breakdown Voltage 2000 (80) 2000 (80) | V/mil(V/um), DC, 25°C 


Source: Ref. [12]. 


spectral range of interest. In such cases, the electrode that is exposed to thermal ra- 
diation either is coated with a heat-absorbing layer or is made of nichrome (a metal 
having high absorptivity). PVDF makes a useful human motion sensor as well as 
pyroelectric sensor for more sophisticated applications like vidicon cameras for night 
vision and laser beam profiling sensors. A dense infrared array has been recently 
introduced that identifies one’s fingerprint pattern using the pyro effect of the piezo 
polymer. New copolymers of PVDF, developed over the last few years, have ex- 
panded the applications of piezoelectric polymer sensors. These copolymers permit 
use at higher temperatures (135°C) and offer desirable new sensor shapes, like cylin- 
ders and hemispheres. Thickness extremes are possible with copolymer that cannot 
be readily attained with PVDF. These include ultrathin (200A) spin-cast coatings 
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that enable new sensor-on-silicon applications, and cylinders with wall thicknesses 
in excess of 1200 tm for sonar. Piezo cable is also produced using a copolymer. 

Unlike piezo ceramic transducers, piezo film transducers offer wide dynamic 
range and are also broadband. These wide-band characteristics (near dc to 2 GHz) 
and low @Q are partly attributable to the polymers’ softness. As audio transmitters, a 
curved piezo film element, clamped at each end, vibrates in the length (d3;) mode. The 
d3, configuration is also used for air ultrasound ranging applications up to frequencies 
of about 50 kHz. When used as a high ultrasonic transmitter (generally >500 kHz), 
piezo film is normally operated in the thickness (d33) mode. Maximum transmission 
occurs at thickness resonance. The basic half-wavelength resonance of 28-lum piezo 
film is about 40 MHz: Resonance values depend on film thickness. They range from 
low megahertz for thick films (1000 ) to > 100 MHz for very thin films (um). 

Piezo film does have some limitations for certain applications. It makes a rela- 
tively weak electromechanical transmitter when compared to ceramics, particularly at 
resonance and in low-frequency applications. The copolymer film has maximum oper- 
ating/storage temperatures as high as 135°C, whereas PVDF is not recommended for 
use or storage above 100°C. Also, if the electrodes on the film are exposed, the sensor 
can be sensitive to electromagnetic radiation. Good shielding techniques are avail- 
able for high-electromagnetic interferences/radio-frequency interferences (EMI/RFI) 
environments. Table 3.1 lists typical properties of piezo film. Table A.8 provides a 
comparison of the piezoelectric properties of PVDF polymer and other popular piezo- 
electric ceramic materials. Piezo film has low density and excellent sensitivity and 
is mechanically tough. The compliance of piezo film is 10 times greater than the 
compliance of ceramics. When extruded into thin film, piezoelectric polymers can 
be directly attached to a structure without disturbing its mechanical motion. Piezo 
film is well suited to strain-sensing applications requiring a very wide bandwidth and 
high sensitivity. As an actuator, the polymer’s low acoustic impedance permits the 
efficient transfer of a broadband of energy into air and other gases. 

The piezoelectric effect is the prime means of converting mechanical deformation 
into electrical signal and vice versa in the miniature semiconductor sensors. The effect, 
however, can be used only for converting the changing stimuli and cannot be used 
for conversion of steady-state or very slow-changing signals. 

Because silicon does not possess piezoelectric properties, such properties can be 
added on by depositing crystalline layers of the piezoelectric materials. The three 
most popular materials are zinc oxide (ZnO), aluminum nitride (AIN), and the so- 
called solid-solution system of lead—zirconite—titanium oxides Pb(Zr,Ti)O3 known as 
PZT ceramic, basically the same material used for fabrication of discrete piezoelectric 
sensors as described earlier. 

Zinc oxide in addition to the piezoelectric properties also is pyroelectric. It was 
the first and most popular material for development of ultrasonic acoustic sensors, 
surface-acoustic-wave (SAW) devices, microbalances, and so forth. One of its advan- 
tages is the ease of chemical etching. The zinc oxide thin films are usually deposited 
on silicon by employing sputtering technology. 

Aluminum nitride is an excellent piezoelectric material because of its high acoustic 
velocity and its endurance in humidity and high temperature. Its piezoelectric coeffi- 
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cient is somewhat lower than in ZnO but higher than in other thin-film piezoelectric 
materials, excluding ceramics. The high acoustic velocity makes it an attractive choice 
in the gigahertz frequency range. Usually, the AIN thin films are fabricated by using 
the chemical vapor deposition (CVD) or reactive molecular beam epitaxy (MBE) 
technologies. However, the drawback of using these deposition methods is the need 
for a high heating temperature (up to 1300°C) of the substrate. 

The PZT thin films possesses a larger piezoelectric coefficient than ZnO or AIN and 
also a high pyroelectric coefficient, which makes it a good candidate for fabrication of 
the thermal radiation detectors. A great variety of deposition techniques is available 
for the PZT, among which are electron-beam evaporation [13], radio-frequency (RF) 
sputtering [14], ion-beam deposition [15], epitaxial growth by RF sputtering [16], 
magnetron sputtering [17], laser ablation [18], and sol-gel [19]. 


3.7 Pyroelectric Effect 


Pyroelectric materials are crystalline substances capable of generating an electrical 
charge in response to heat flow. The pyroelectric effect is very closely related to the 
piezoelectric effect. Before going further, we recommend that the reader be familiar 
with Section 3.6. 

Like piezoelectrics, the pyroelectric materials are used in the form of thin slices or 
films with electrodes deposited on the opposite sides to collect the thermally induced 
charges (Fig. 3.26). The pyroelectric sensor is essentially a capacitor which can be 
electrically charged by an influx of heat. The detector does not require any external 
electrical bias (excitation signal). It needs only an appropriate electronic interface 
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Fig. 3.26. The pyroelectric sensor has two electrodes on the opposite sides of the crystal. 
Thermal radiation is applied along axis 3 from the bottom and escapes upward. 
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circuit to measure the charge. Contrary to thermoelectrics (thermocouples) which 
produce a steady voltage when two dissimilar metal junctions are held at steady but 
different temperatures (see Section 3.9), pyroelectrics generate charge in response 
to a change in temperature. Because a change in temperature essentially requires 
propagation of heat, a pyroelectric device is a heat-flow detector rather than heat 
detector. Sometimes it is called a dynamic sensor, which reflects the nature of its 
response. When the pyroelectric crystal is exposed to a heat flow (e.g., from an 
infrared radiation source), its temperature elevates and it becomes a source of heat, 
in turn. Hence, there is an outflow of heat from the opposite side of the crystal, as is 
shown in Fig. 3.26. 

A crystal is considered to be pyroelectric if it exhibits a spontaneous temperature- 
dependent polarization. Of the 32 crystal classes, 21 are noncentrosymmetric and 10 
of these exhibit pyroelectric properties. In addition to pyroelectric properties, all of 
these materials exhibit some degree of piezoelectric properties as well: They generate 
an electrical charge in response to mechanical stress. 

Pyroelectricity was observed for the first time in tourmaline crystals in the eigh- 
teenth century (some claim that the Greeks noticed it 23 centuries ago). Later, in the 
nineteenth century, Rochelle salt was used to make pyroelectric sensors. A large va- 
riety of materials became available after 1915: KDP (KH2PO4), ADP (NH4H2POs), 
BaTiO3, and a composite of PbTiO3 and PbZrO3 known as PZT. Presently, more than 
1000 materials with reversible polarization are known. They are called ferroelectric 
crystals. The most important among them are triglycine sulfate (TGS) and lithium 
tantalate (LiTaO3). In 1969, H. Kawai discovered strong piezoelectricity in the plastic 
materials, polyvinyl! fluoride (PVF) and polyvinylidene fluoride (PVDF) [20]. These 
materials also possess substantial pyroelectric properties. 

A pyroelectric material can be considered as a composition of a large number of 
minute crystallities, each of which behaves as a small electric dipole. All of these 
dipoles are randomly oriented (Fig. 3.23A). Above a certain temperature, known as 
the Curie point, the crystallities have no dipole moment. Manufacturing (poling) of 
pyroelectric materials is analogous to that of piezoelectrics (see Section 3.6). 

There are several mechanisms by which changes in temperature will result in 
pyroelectricity. Temperature changes may cause a shortening or elongation of indi- 
vidual dipoles. It may also affect the randomness of the dipole orientations due to 
thermal agitation. These phenomena are called primary pyroelectricity. There is also 
secondary pyroelectricity, which, in a simplified way, may be described as a result 
of the piezoelectric effect, (i.e., a development of strain in the material due to ther- 
mal expansion). Figure 3.26 shows a pyroelectric sensor whose temperature, 70, is 
homogeneous over its volume. Being electrically polarized, the dipoles are oriented 
(poled) in such a manner as to make one side of the material positive and the opposite 
side negative. However, under steady-state conditions, free-charge carriers (electrons 
and holes) neutralize the polarized charge and the capacitance between the electrodes 
appears not to be charged (see Fig. 3.23C); that is, the sensor generates zero charge. 
Now, let us assume that heat is applied to the bottom side of the sensor. Heat may 
enter the sensor in a form of thermal radiation, which is absorbed by the bottom elec- 
trode and propagates toward the pyroelectric material via the mechanism of thermal 
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conduction. The bottom electrode may be given a heat-absorbing coating, such as 
goldblack or organic paint. As a result of heat absorption, the bottom side becomes 
warmer (the new temperature is T;), which causes the bottom side of the material to 
expand. The expansion leads to flexing of the sensor, which, in turn, produces stress 
and a change in dipole orientation. Being piezoelectric, stressed material generates 
electric charges of opposite polarities across the electrodes. Hence, we may regard 
a secondary pyroelectricity as a sequence of events: a thermal radiation — a heat 
absorption — a thermally induced stress — an electric charge. 
The dipole moment, M, of the bulk pyroelectric sensor is 


M=wAh, (3.72) 


where Lt is the dipole moment per unit volume, A is the sensor’s area, and h is the 
thickness. The charge, Q,, which can be picked up by the electrodes, develops the 
dipole moment across the material: 


Mo = Qah. (3.73) 


M must be equal to Mo, so that 
Qqg=LA. (3.74) 


As the temperature varies, the dipole moment also changes, resulting in an induced 
charge. 

Thermal absorption may be related to a dipole change, so that & must be consid- 
ered as a function of both temperature, 7,, and an incremental thermal energy, AW, 
absorbed by the material 

AQqg=AU(Ta, AW). (3.75) 


Figure 3.27 shows a pyroelectric detector (pyrosensor) connected to a resistor Rp, 
which represents either the internal leakage resistance or a combined input resistance 
of the interface circuit which is connected to the sensor. The equivalent electrical 
circuit of the sensor is shown at the right. It consists of three components: (1) the 
current source generating a heat induced current, i (remember that a current is a 
movement of electric charges), (2) the sensor’s capacitance, C, and (3) the leakage 
resistance, Rp. 

The output signal from the pyroelectric sensor can be taken in the form of either 
charge (current) or voltage, depending on the application. Being a capacitor, the 
pyroelectric device is discharged when connected to a resistor, Rp. Electric current 
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Fig. 3.27. Pyroelectric sensor and its equivalent circuit. 
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through the resistor and voltage across the resistor represent the heat-flow-induced 
charge. It can be characterized by two pyroelectric coefficients [21]: 


dP. 
Po= ~  Pyroelectric charge coefficient, 
dT 
(3.76) 
dE ’ 
Py= aT Pyroelectric voltage coefficient, 


where P, is the spontaneous polarization (which is another way to say electric charge), 
E is the electric field strength, and T is the temperature (in K). Both coefficients are 
related by way of the electric permitivity, ¢,, and dielectric constant, 9 


= &-&9. (3.77) 


The polarization is temperature dependent and, as a result, both pyroelectric coeffi- 
cients (3.76) are also functions of temperature. 

If a pyroelectric material is exposed to a heat source, its temperature rises by AT 
and the corresponding charge and voltage changes can be described by the following 
equations: 


AQ = PoAAT, (3.78) 
AV = PyhAT. (3.79) 


Remembering that the sensor’s capacitance can be defined as 


Ce= Ag a (3.80) 
e AV = Er EO h’ 5 
from (3.78—3.80) it follows that 
A Er EQ 
AME ot re AT. (3.81) 
e 


It is seen that the peak output voltage is proportional to the sensor’s temperature rise 
and pyroelectric charge coefficient and inversely proportional to its thickness. 

When the pyroelectric sensor is subjected to a thermal gradient, its polarization 
(electric charge developed across the crystal) varies with the temperature of the crys- 
tal. A typical polarization—temperature curve is shown in Fig. 3.28. The voltage pyro- 
electric coefficient, P,, is a slope of the polarization curve. It increases dramatically 
near the Curie temperature where the polarization disappears and the material perma- 
nently loses its pyroelectric properties. The curves imply that the sensor’s sensitivity 
increases with temperature at the expense of nonlinearity. 

To select the most appropriate pyroelectric material, the energy conversion effi- 
ciency should be considered. It is, indeed, the function of the pyroelectric sensor to 
convert thermal energy into electrical. "How effective is the sensor" is a key question 
in the design practice. A measure of efficiency is k2, which is called the pyroelectric 
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Fig. 3.28. Polarization of a pyroelectric crystal. The sensor must be stored and operated below 
the Curie temperature. 


coupling coefficient? [21,22]. It shows the factor by which the pyroelectric efficiency 
is lower than the Carnot limiting value AT/7,. Numerical values for ke are shown 
in Table A.9. 

Table A.9 represents that triglycine sulfate (TGS) crystals are the most efficient 
pyroelectric converters. However, for a long time, they were quite impractical for 
use in the sensors because of a low Curie temperature. If the sensor’s temperature is 
elevated above that level, it permanently loses its polarization. In fact, TGS sensors 
proved to be unstable even below the Curie temperature, with a signal being lost quite 
spontaneously [23]. It was discovered that doping of TGS crystals with L-alanine 
(LATGS process patented by Philips) during its growth stabilizes the material below 
the Curie temperature. The Curie temperature was raised to 60°C, which allows 
its use with an upper operating temperature of 55°C, which is sufficient for many 
applications. 

Other materials, such as lithium tantalate and pyroelectric ceramics, are also 
used to produce the pyroelectric sensors. Polymer films become increasingly popular 
for a variety of applications. During recent years, a deposition of pyroelectric thin 
films have been intensively researched. Especially promising is use of lead titanate 
(PbTiO3), which is a ferroelectric ceramic having both a high pyroelectric coefficient 


9 The coefficient k p is analogous to the piezoelectric coupling coefficient k. 
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Fig. 3.29. Response of a pyroelectric sensor to a thermal step function. The magnitudes of 
charge Qo and voltage Vo are exaggerated for clarity. 


and a high Curie temperature of about 490°C. This material can be easily deposited 
on silicon substrates by the so-called sol-gel spin-casting deposition method [24]. 
Figure 3.29 shows the timing diagrams for a pyroelectric sensor when it is exposed 
to astep function of heat. Itis seen that the electric charge reaches its peak value almost 
instantaneously, and then decays with a thermal time constant, tr. The physical 
meaning is this: A thermally induced polarization occurs initially in the most outer 
layer of the crystalline material (just few atomic layers), whose temperature nearly 
instantaneously raises to its maximum level. This creates the highest thermal gradient 
across the material thickness, leading to the maximum polarization. Then, heat starts 
propagating through the material, is being absorbed by its mass in proportion to its 
thermal capacitance C, and some of it is lost to the surroundings through thermal 
resistance R. This diminishes the initial gradient the generated charge. The thermal 
time constant is a product of the sensors’ thermal capacitance and thermal resistance: 


tp =CR=cANR, (3.82) 


where c is the specific heat of the sensing element. The thermal resistance R is a 
function of all thermal losses to the surroundings through convection, conduction, and 
thermal radiation. For the low-frequency applications, it is desirable to use sensors 
with tr as large as practical, whereas for high-speed applications (e.g., to measure 
laser pulses), a thermal time constant should be dramatically reduced. For that purpose, 
the pyroelectric material may be laminated with a heat sink (a piece of aluminum or 


copper). 
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When a pyroelectric sensor is exposed to a target, we consider a thermal capacity 
of a target very large (an infinite heat source) and the thermal capacity of the sensor 
small. Therefore, the surface temperature 7, of a target can be considered constant 
during the measurement, whereas the temperature of the sensor 7; is a function of 
time. That function is dependent on the sensing element: its density, specific heat, and 
thickness. If the input thermal flux has the shape of a step function of time, for the 
sensor freely mounted in air, the output current can be approximated by an exponential 
function, so that 

ixige/™, (3.83) 


where ig is peak current. 

In Fig. 3.29, charge Q and voltage V do not completely return to zero, no matter 
how much time has elapsed. Thermal energy enters the pyroelectric material from side 
a (Fig. 3.26), resulting in a material temperature increase. This causes the sensor’s 
response, which decays with a thermal time constant ty. However, because the other 
side, b, of the sensor faces a cooler environment, part of the thermal energy leaves the 
sensor and is lost to its surroundings. Because sides a and b face objects of different 
temperatures (one is the temperature of a target and the other is the temperature of 
the environment), a continuous heat flow exists through the pyroelectric material. 
The electric current generated by the pyroelectric sensor has the same shape as the 
thermal current through its material. An accurate measurement can demonstrate that 
as long as the heat continues to flow, the pyroelectric sensor will generate a constant 
voltage Vy) whose magnitude is proportional to the heat flow. 


3.8 Hall Effect 


This physical effect was discovered in 1879 at Johns Hopkins University by E. H. 
Hall. Initially, the effect had a limited, but very valuable application as a tool for 
studying electrical conduction in metals, semiconductors, and other conductive ma- 
terials. Currently, Hall sensors are used to detect magnetic fields and position and 
displacement of objects [25,26]. 

The effect is based on the interaction between moving electric carriers and an 
external magnetic field. In metals, these carriers are electrons. When an electron 
moves through a magnetic field, a sideways force acts upon it: 


F=qvB, (3.84) 


where g = 1.6 x 107!° Cis an electronic charge, v is the speed of an electron, and B is 
the magnetic field. Vector notations (boldface) are an indication that the force direction 
and its magnitude depend on the spatial relationship between the magnetic field and 
the direction of the electron movement. The unit of B is 1 tesla= 1 newton/(ampere 
meter) = 10* gauss. 

Let us assume that the electrons move inside a flat conductive strip which is placed 
in a magnetic field B (Fig. 3.30). The strip has two additional contacts at its left and 
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Fig. 3.30. Hall effect sensor. A magnetic field 


electron deflects movement of electric charges. 


path 


current _ 


right sides which are connected to a voltmeter. Two other contacts are placed at the 
upper and lower ends of the strip. These are connected to a source of electric current. 
Due to the magnetic field, the deflecting force shifts moving electrons toward the right 
side of the strip, which becomes more negative than the left side; that is, the magnetic 
field and the electric current produce the so-called transverse Hall potential difference 
Vy. The sign and amplitude of this potential depends on both the magnitude and 
directions of magnetic field and electric current. At a fixed temperature, it is given by 


Vy =hiB sina, (3.85) 


where a is the angle between the magnetic field vector and the Hall plate (Fig. 3.31) 
and / is the coefficient of overall sensitivity whose value depends on the plate material, 
its geometry (active area), and its temperature. 

The overall sensitivity depends on the Hall coefficient, which can be defined as the 
transverse electric potential gradient per unit magnetic field intensity per unit current 
density. According to the free-electron theory of metals, the Hall coefficient should 
be given by 

1 
“N cq’ 


where N is the number of free electrons per unit volume and c is the speed of light. 


H (3.86) 
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Fig. 3.31. The output signal of a Hall sensor depends on the angle between the magnetic field 
vector and the plate (A); four terminals of a Hall sensor (B). 
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Fig. 3.32. Equivalent circuit of a Hall sensor. 


Depending on the material crystalline structure, charges may be either electrons (neg- 
ative) or holes (positive). As a result, the Hall effect may be either negative or positive. 
A linear Hall effect sensor is usually packaged in a four-terminal housing. Termi- 
nals for applying the control current are called the control terminals and the resistance 
between them is called the control resistance R;. Terminals where the output voltage 
is observed are called the differential output terminals and the resistance between 
them is called the differential output resistance, Ro. The sensor’s equivalent circuit 
(Fig. 3.32) may be represented by cross-connected resistors and two voltage sources 
connected in series with the output terminals. The cross @ in Figs. 3.31B and 3.32 
indicates the direction of the magnetic field from the viewer to the symbol plane. 
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Table 3.2. Typical Characteristics of a Linear Hall Effect Sensor. 


Control current 3mA 
Control resistance, Rj 2.2 kQ 


Control resistance versus temperature +0.8%/°C 


Differential output resistance, Ro 44kQ 

Output offset voltage 5.0 mV (at B=0 G) 
Sensitivity 60 uV/G 

Sensitivity versus temperature +0.1%/°C 

Overall sensitivity 20 V/QkG 
Maximum magnetic flux density, B Unlimited 


Source: Ref. [27]. 


The sensor is specified by its resistances, Rj and Ro, across both pairs of terminals, 
the offset voltage at no magnetic field applied, the sensitivity, and the temperature 
coefficient of sensitivity. Many Hall effect sensors are fabricated from silicon and 
fall into two general categories: the basic sensors and the integrated sensors. Other 
materials used for the element fabrication include InSb, InAs, Ge, and GaAs. In the 
silicon element, an interface electronic circuit can be incorporated into the same wafer. 
This integration is especially important because the Hall effect voltage is quite low. 
For instance, a linear basic silicon sensor UGN-3605K manufactured by Sprague has 
typical characteristics presented in Table 3.2. 

A built-in electronic interface circuit may contain a threshold device, thus making 
an integrated sensor a two-state device; that is, its output is “zero” when the magnetic 
field is below the threshold, and it is “one” when the magnetic field is strong enough 
to cross the threshold. 

Because of the piezoresistivity of silicon, all Hall effect sensors are susceptible to 
mechanical stress effects. Caution should be exercised to minimize the application of 
stress to the leads or the housing. The sensor is also sensitive to temperature variations 
because temperature affects the resistance of the element. If the element is fed by a 
voltage source, the temperature will change the control resistance and, subsequently, 
the control current. Hence, it is preferable to connect the control terminals to a current 
source rather than to a voltage source. 

One way to fabricate the Hall sensor is to use a silicon p-substrate with ion- 
implanted n-wells (Fig. 3.33A). Electrical contacts provide connections to the power- 
supply terminals and form the sensor outputs. A Hall element is a simple square with 
a well with four electrodes attached to the diagonals (Fig. 3.33B). A helpful way of 
looking at the Hall sensor is to picture it as a resistive bridge as depicted in Fig. 3.33C. 
This representation makes its practical applications more conventional because the 
bridge circuits are the most popular networks with well-established methods of design 
(Section 5.7 of Chapter 5). 
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Fig. 3.33. Silicon Hall effect sensor with n-well (A and B) and its equivalent resistive bridge 
circuit (C). 


3.9 Seebeck and Peltier Effects 


In 1821, Thomas Johann Seebeck (1770-1831), an Estonian-born and Berlin- and 
Gottingen-educated physician, accidentally joined semicircular pieces of bismuth and 
copper while studying the thermal effects on galvanic arrangements [28]. A nearby 
compass indicated a magnetic disturbance (Fig. 3.34A). Seebeck experimented re- 
peatedly with different metal combinations at various temperatures, noting related 
magnetic field strengths. Curiously, he did not believe that an electric current was 
flowing and preferred to describe that effect as “thermomagnetism” [29]. 

If we take a conductor and place one end of it into a cold place and the other 
end into a warm place, energy will flow from the warm to cold part. The energy 
takes the form of heat. The intensity of the heat flow is proportional to the thermal 
conductivity of the conductor. In addition, the thermal gradient sets an electric field 
inside the conductor (this directly relates to the Thompson effect!®), The field results 


10 A Thompson effect was discovered by William Thompson around 1850. It consists of ab- 
sorption or liberation of heat by passing current through a homogeneous conductor which 
has a temperature gradient across its length. The heat is linearly proportional to current. 
Heat is absorbed when current and heat flow in opposite directions, and heat is produced 
when they flow in the same direction. 
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Fig. 3.34. (A) Seebeck experiment; (B) the varying temperature along a conductor is a source 
of a thermoelectric e.m_f. 


in incremental voltage: 

aT 
— dx, (3.87) 
dx 

where dT is the temperature gradient across a small length, dx, and ay is the absolute 
Seebeck coefficient of the material [30]. If the material is homogeneous, ay is not a 


function of length and Eq. (3.87) reduces to 
dV, =a, dT. (3.88) 


dV, =A 


Equation (3.88) is a principle mathematical expression of a thermoelectric effect. 
Figure 3.34B shows a conductor having nonuniform temperature T along its length 
x.A temperature gradient between any arbitrary points defines an electromotive force 
(e.m.f.) between these points. Other possible temperatures between the selected points 
(temperatures 73, 74 and 7s, for example) have no effect whatsoever on the value of 
e.m.f. between points | and 2. To measure the e.m.f., we connect a voltmeter to the 
conductor as shown in Fig. 3.34B; this is not as simple as may first look. To measure 
thermally induced e.m.f., we would need to attach the voltmeter probes. However, the 
probes are also made of conductors which may be different from the conductor we 
observe. Let us consider a simple measurement electric circuit where a current loop 
is formed. In such a loop, a meter is connected in series with the wire (Fig. 3.35A). If 
the loop is made of a uniform material, say cooper, then no current will be observed, 
even if the temperature along the conductor is not uniform. Electric fields in the left 
and right arms of the loop produce equal currents ig = i,, which cancel each other, 
resulting in a zero net current. A thermally induced e.m-f. exists in every thermally 
nonhomogeneous conductor, but it cannot be directly measured. 

In order to observe thermoelectricity, it is, in fact, necessary to have a circuit 
composed of two different materials,!! and we can then measure the net difference 
between their thermoelectric properties. Figure 3.35B shows a loop of two dissimilar 
metals which produces net current Ai = ig — ip. The actual current depends on many 
factors, including the shape and size of the conductors. If, on the other hand, instead 


'] Or perhaps the same material in two different states—for example, one under strain, and 
the other not. 
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Fig. 3.35. Thermoelectric loop: (A) joints of identical metals produce zero net current at any 
temperature difference; (B) joints of dissimilar metals produce net current Ai. 


of current we measure the net voltage across the broken conductor, the potential will 
depend only on the materials and the temperature difference. It does not depend on any 
other factors. A thermally induced potential difference is called the Seebeck potential. 

What happens when two conductors are joined together? Free electrons in metal 
may behave as an ideal gas. The kinetic energy of electrons is a function of the material 
temperature. However, in different materials, energies and densities of free electrons 
are not the same. When two dissimilar materials at the same temperature are brought 
into a contact, free electrons diffuse through the junction [30]. The electric potential 
of the material accepting electrons becomes more negative at the interface, and the 
material emitting electrons becomes more positive. Different electronic concentra- 
tions across the junction set up an electric field which balances the diffusion process, 
and the equilibrium is established. If the loop is formed and both junctions are at the 
same temperature, the electric fields at both junctions cancel each other, which is not 
the case when the junctions are at different temperatures. 

A subsequent investigation [40] has shown the Seebeck effect to be fundamentally 
electrical in nature. It can be stated that the thermoelectric properties of a conductor 
are, in general, just as much bulk properties as are the electrical and thermal conduc- 
tivities. Coefficient w, is a unique property of a material. When a combination of two 
dissimilar materials (A and B) is used, the Seebeck potential is determined from a 
differential Seebeck coefficient: 


AAB= AA — OB, (3.89) 
and the net voltage of the junction is 

dVap=ayapdT. (3.90) 
Equation (3.90) can be used to determine a differential coefficient: 


dVaB 
— . 3.91 
WAR = (3.91) 
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For example, voltage as function of a temperature gradient for a T-type thermocouple 
with a high degree of accuracy can be approximated by a second-order equation 


Vag =ay +aiT +.a2T* = —0.0543 + 4.094 x 10777 + 2.874 x 10°77; (3.92) 
then, a differential Seebeck coefficient for the T-type thermocouple is 


dVAB 
aT = 
tS dT 


=a, +2axT =4.094 x 1077 +5.74810-°T. (3.93) 


It is seen that the coefficient is a linear function of temperature. Sometimes, it is 
called the sensitivity of a thermocouple junction. A reference junction which is kept 
at a cooler temperature traditionally is called a cold junction and the warmer is a hot 
junction. The Seebeck coefficient does not depend on the nature of the junction: Metals 
may be pressed together, welded, fused, and so forth. What counts is the temperature 
of the junction and the actual metals. The Seebeck effect is a direct conversion of 
thermal energy into electric energy. 

Table A.11 in the Appendix gives the values of thermoelectric coefficients and 
volume resistivities for some thermoelectric materials. It is seen that to achieve the 
best sensitivity, the junction materials should be selected with the opposite signs for 
a and those coefficients should be as large as practical. 

In 1826, A. C. Becquerel suggested using Seebeck’s discovery for tempera- 
ture measurements. Nevertheless, the first practical thermocouple was constructed 
by Henry LeChatelier almost 60 years later [31]. He had found that the junction 
of platinum and platinum-—rhodium alloy wires produce “the most useful voltage.” 
Thermoelectric properties of many combinations have been well documented and for 
many years have been used for measuring temperature. Table A.10 (Appendix) gives 
the sensitivities of some practical thermocouples (at 25°C) and Fig. 3.36 shows the 
Seebeck voltages for the standard types of thermocouple over a broad temperature 
range. It should be emphasized that a thermoelectric sensitivity is not constant over 
the temperature range and it is customary to reference thermocouples at 0°C. In addi- 
tion to the thermocouples, the Seebeck effect also is employed in thermopiles, which 
are, in essence, multiple serially connected thermocouples. Currently, thermopiles are 
most extensively used for the detection of thermal radiation (Section 14.6.2 of Chap- 
ter 14). The original thermopile was made of wires and was intended for increasing 
the output voltage. It was invented by James Joule (1818-1889) [32]. 

Currently, the Seebeck effect is used in the fabrication of integral sensors where 
pairs of materials are deposited on the surface of semiconductor wafers. An example 
is a thermopile which is a sensor for the detection of thermal radiation. Quite sensitive 
thermoelectric sensors can be fabricated of silicon, as silicon possess a strong Seebeck 
coefficient. The Seebeck effect results from the temperature dependence of the Fermi 
energy Er, and the total Seebeck coefficient for n-type silicon may be approximated 
as a function of electrical resistivity for the range of interest (for use in sensors at 


room temperature): 
mk p 
Aq = —In({ — }, (3.94) 
q PO 
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Fig. 3.36. Output voltage from standard thermocouples as functions of a cold—hot temperature 
gradient. 


where pp © 5 x 10-°Qm and m ~ 2.5 are constants, k is the Boltzmann constant, and 
q is the electronic charge. The doping concentrations used in practice lead to Seebeck 
coefficients on the order of 0.3-0.6 mV/K. The absolute Seebeck coefficients of a 
few selected metals and some typical values of silicon are shown in Table A.11. It 
can be seen that the Seebeck coefficients for metals are much smaller than for silicon 
and that the influence of aluminum terminals on chips is negligible compared to the 
Seebeck coefficient for silicon. 

In the early nineteenth century, a French watchmaker turned physicist, Jean 
Charles Athanase Peltier (1785-1845), discovered that if electric current passes from 
one substance to another (Fig. 3.37), then heat may be given or absorbed at the junc- 
tion [33]. Heat absorption or production is a function of the current direction: 


dQp=+pidt, (3.95) 


where i is the current and f is time. The coefficient p has a dimension of voltage and 
represents thermoelectric properties of the material. It should be noted that heat does 
not depend on the temperature at the other junction. 

The Peltier effect concerns the reversible absorption of heat which usually takes 
place when an electric current crosses a junction between two dissimilar metals. The 
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Fig. 3.37. Peltier effect. 


effect takes place whether the current is introduced externally or is induced by the 
thermocouple junction itself (due to the Seebeck effect). 

The Peltier effect is used for two purposes: It can produce heat or “produce” cold, 
depending on the direction of electric current through the junction. This makes it quite 
useful for the devices where precision thermal control is required. Apparently, the 
Peltier effect is of the same nature as the Seebeck effect. It should be well understood 
that the Peltier heat is different from that of the Joule. The Peltier heat depends linearly 
on the magnitude of the current flow as contrasted to Joule heat!*. The magnitude and 
direction of Peltier heat do not depend in any way on the actual nature of the contact. It 
is purely a function of two different bulk materials which have been brought together 
to form the junction and each material makes its own contribution depending on its 
thermoelectric properties. The Peltier effect is a basis for operation of thermoelectric 
coolers, which are used for the cooling of photon detectors operating in the far-infrared 
spectral range (Section 14.5 of Chapter 14) and chilled mirror hygrometers (Section 
13.5 of Chapter 13). 

In summary, thermoelectric currents may exist whenever the junctions of a circuit 
formed of at least two dissimilar metals are exposed to different temperatures. This 
temperature difference is always accompanied by irreversible Fourier heat conduc- 
tion, whereas the passage of electric currents is always accompanied by irreversible 
Joule heating effect. At the same time, the passage of electric current always is accom- 
panied by reversible Peltier heating or cooling effects at the junctions of the dissimilar 
metals, whereas the combined temperature difference and passage of electric current 
always is accompanied by reversible Thomson heating or cooling effects along the 
conductors. The two reversible heating—cooling effects are manifestations of four 
distinct e.m.f.’s which make up the net Seebeck e.m.f.: 


ie Ve o 
Es = PAB\|Ty — PABIT, +f oA arf OB ar= | aap dT, (3.96) 
Ti Ti T; 


where o is a quantity called the Thomson coefficient, which Thomson referred to as 
the specific heat of electricity, because of an apparent analogy between o and the usual 
specific heat, c, of thermodynamics. The quantity of o represents the rate at which 
heat is absorbed, or liberated, per unit temperature difference per unit mass [34,35]. 


!2 Joule heat is produced when electric current passes in any direction through a conductor 
having finite resistance. Released thermal power of Joule heat is proportional to squared 
current: P = i2 /R, where R is the resistance of a conductor. 
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3.10 Sound Waves 


Alternate physical compression and expansion of medium (solids, liquids, and gases) 
with certain frequencies are called sound waves. The medium contents oscillate in the 
direction of wave propagation; hence, these waves are called longitudinal mechanical 
waves. The name sound is associated with the hearing range of a human ear, which is 
approximately from 20 to 20,000 Hz. Longitudinal mechanical waves below 20 Hz 
are called infrasound and above 20,000 Hz (20 kHz), they are called ultrasound. If 
the classification were made by other animals, like dogs, the range of sound waves 
surely would be wider. 

Detection of infrasound is of interest with respect to analysis of building structures, 
earthquake prediction, and other geometrically large sources. When infrasound is 
of a relatively strong magnitude, it can be, if not heard, at least felt by humans, 
producing quite irritating psychological effects (panic, fear, etc.). Audible waves 
are produced by vibrating strings (string music instruments), vibrating air columns 
(wind music instruments), and vibrating plates (some percussion instruments, vocal 
cords, loudspeaker). Whenever sound is produced, air is alternatively compressed 
and rarefied. These disturbances propagate outwardly. A spectrum of waves may be 
quite different—from a simple monochromatic sounds from a metronome or an organ 
pipe, to a reach violin music. Noise may have a very broad spectrum. It may be of a 
uniform distribution of density or it may be “colored” with predominant harmonics 
at some of its portions. 

When a medium is compressed, its volume changes from V to V — AV. The ratio 
of change in pressure, Ap, to relative change in volume is called the bulk modulus 
of elasticity of medium: 

so ePe ae (3.97) 
AV/V 
where (9 is the density outside the compression zone and v is the speed of sound in 
the medium. Then, the speed of sound can be defined as 


v= (3.98) 


B 
po 
Hence, the speed of sound depends on the elastic (B) and inertia (9) properties of 
the medium. Because both variables are functions of temperature, the speed of sound 
also depends on temperature. This feature forms a basis for operation of the acoustic 
thermometers (Section 16.5 of Chapter 16). For solids, longitudinal velocity can be 
defined through its Young’s modulus EF and Poisson ratio v: 


E(1—v) 
v= (3.99) 
are 


Table A.15 (Appendix) provides the speeds of longitudinal waves in some media. 
It should be noted that the speed depends on temperature, which always must be 
considered for the practical purposes. 
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If we consider the propagation of a sound wave in an organ tube, each small 
volume element of air oscillates about its equilibrium position. For a pure harmonic 
tone, the displacement of a particle from the equilibrium position may be represented 
by 


20 
Y = Yin COS ee (3.100) 


where x is the equilibrium position of a particle and y is a displacement from the 
equilibrium position, y,, is the amplitude, and A is the wavelength. In practice, it is 
more convenient to deal with pressure variations in sound waves rather than with 
displacements of the particles. It can be shown that the pressure exerted by the sound 
wave is 

p = (kpov7 ym) sin(kx — at), (3.101) 


where k = 277/X is a wave number, w is angular frequency, and the terms in the first 
parentheses represent an amplitude, p,,, of the sound pressure. Therefore, a sound 
wave may be considered a pressure wave. It should be noted that sin and cos in Eqs. 
(3.100) and (3.101) indicate that the displacement wave is 90° out of phase with the 
pressure wave. 

Pressure at any given point in media is not constant and changes continuously, 
and the difference between the instantaneous and the average pressure is called the 
acoustic pressure P . During the wave propagation, vibrating particles oscillate near a 
stationary position with the instantaneous velocity &. The ratio of the acoustic pressure 
and the instantaneous velocity (do not confuse it with a wave velocity) is called the 
acoustic impedance: 

A= (3.102) 
§ 
which is a complex quantity, characterized by an amplitude and a phase. For an 
idealized media (no loss), Z is real and is related to the wave velocity as 


Z=pov. (3.103) 


We can define the intensity J of a sound wave as the power transferred per unit area. 

Also, it can be expressed through the acoustic impedance: 
P2 

eee ele (3.104) 

It is common, however, to specify sound not by intensity but rather by a related 


parameter £6, called the sound level and defined with respect to a reference intensity 
Ig = 107! W/m? 


I 
B=10logio (=) (3.105) 
Ip 
The magnitude of Jo was chosen because it represents the lowest hearing ability of a 


human ear. The unit of 6 is a decibel (dB), named after Alexander Graham Bell. If 
IT=Io, B=0. 


94 3 Physical Principles of Sensing 


Table 3.3. Sound Levels (6) Referenced to Jp at 1000 Hz 


Sound Source dB 
Rocket engine at 50 m 200 
Supersonic boom 160 
Hydraulic press at 1 m 130 
Threshold of pain 120 
10-W Hi-Fi speaker at 3 m 110 
Unmuffied motorcycle 110 
Rock-n-roll band 100 
Subway train at 5 m 100 
Pneumatic drill at 3 m 90 
Niagara Falls 85 
Heavy traffic 80 
Automobiles at 5 m 75 
Dishwashers 70 
Conversation at 1 m 60 
Accounting office 50 
City street (no traffic) 30 
Whisper at 1 m 20 
Rustle of leaves 10 
Threshold of hearing 0 


Pressure levels also may be expressed in decibels as 
P 
TI = 20 logjg (2) F (3.106) 
PO 


where po =2 x 10~> N/m? (0.0002 pbar)=2.9 x 107? psi. 

Examples of some sound levels are given in Table 3.3. Because the response of a 
human ear is not the same at all frequencies, sound levels are usually referenced to 
Io at 1 kHz, at which the ear is most sensitive. 


3.11 Temperature and Thermal Properties of Materials 


Our bodies have a sense of temperature which by no means is an accurate method to 
measure outside heat. Human senses are not only nonlinear, but relative with respect 
to our previous experience. Nevertheless, we can easily tell the difference between 
warmer and cooler objects. Then, what is going on with these objects that they produce 
different perceptions? 

Every single particle in this universe exists in perpetual motion. Temperature, 
in the simplest way, can be described as a measure of kinetic energy of vibrating 
particles. The stronger the movement, the higher the temperature of that particle. 
Of course, molecules and atoms in a given volume of material do not move with 
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equal intensities; that is, microscopically, they all are at different temperatures. The 
average kinetic energy of a large number of moving particles determines the macro- 
scopic temperature of an object. These processes are studied by statistical mechanics. 
Here, however, we are concerned with methods and devices capable of measuring 
the macroscopic average kinetic energy of material particles, which is another way to 
state the temperature of the material. Because temperature is related to the movement 
of molecules, it is closely associated with pressure, which is defined as the force 
applied by moving molecules per unit area. 

When atoms and molecules in a material move, they interact with other materials 
which happen to be brought in contact with them. Furthermore, every vibrating atom 
acts as a microscopic radiotransmitter which emanates electromagnetic radiation to 
the surrounding space. These two types of activity form a basis for heat transfer 
from warmer to cooler objects. The stronger the atomic movement, the hotter the 
temperature and the stronger the electromagnetic radiation. A special device (we call 
it a thermometer) which either contacts the object or receives its electromagnetic 
radiation produces a physical reaction, or signal. That signal becomes a measure of 
the object’s temperature. 

The word thermometer first appeared in literature in 1624 in a book by J. 
Leurechon, entitled La Récréation Mathématique [30]. The author described a glass 
water-filled thermometer whose scale was divided by 8 degrees. The first pressure- 
independent thermometer was built in 1654 by Ferdinand II, Grand Duke of Tuscany 
in a form of an alcohol-filled hermetically sealed tube. 

Thermal energy is what we call heat. Heat is measured in calories!>. One calorie 
(cal) is equal to the amount of heat which is required to warm up, by 1°C, | g of 
water at normal atmospheric pressure. In the United States, a British unit of heat is 
generally used, which is | Btu (British thermal unit): 1 Btu = 252.02 cal. 


3.11.1 Temperature Scales 


There are several scales for measuring temperature. The first zero for a scale was 
established in 1664 by Robert Hooke at a point of freezing distilled water. In 1694, 
Carlo Renaldi of Padua suggested taking the melting point of ice and the boiling 
point of water to establish two fixed points on a linear thermometer scale. He divided 
the span into 12 equal parts. Unfortunately, his suggestion had been forgotten for 
almost 50 years. In 1701, Newton also suggested to use two fixed points to define 
a temperature scale. For one point, he selected the temperature of melting ice (the 
zero point), and for the second point, he chose the armpit temperature of a healthy 
Englishman (he labeled that point 12). At Newton’s scale, water was boiling at point 
No. 34. Daniel Gabriel Fahrenheit, a Dutch instrument maker, in 1706 selected zero 
for his thermometer at the coldest temperature produced by a mixture of water, ice, 
and sal-ammoniac or household salt. For the sake of a finer division, he established 


13 A calorie which measures energy in food is actually equal to 1000 physical calories, which 
is called a kilocalorie. 
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the other point at 96 degrees which is “...found in the blood of a healthy man...”.!4 
On his scale, the melting point of water was at 32° and boiling at 212°. In 1742, 
Andreas Celsius, professor of astronomy at the University of Uppsala, proposed a 
scale with zero as the melting point of ice and 100 at the boiling point of water. 
Currently, in science and engineering, Celsius and Kelvin scales are generally 
employed. The Kelvin scale is arbitrarily based on the so-called triple point of water. 
There is a fixed temperature at a unique pressure of 4.58 mm Hg, where water va- 
por, liquid, and ice can coexist. This unique temperature is 273.16 K (kelvin) which 
approximately coincides with 0°C. The Kelvin scale is linear with zero intercept (0 
K) at a lowest temperature where the kinetic energy of all moving particles is equal 
to zero. This point cannot be achieved in practice and is a strictly theoretical value. 
It is called the absolute zero. Kelvin and Celsius scales have the same slopes!> (i.e., 
1°C=1 K and 0 K=—273.15°C): 


°C=° K — 273.15° (3.107) 


The boiling point of water is at 100°C=373.15 K. A slope of the Fahrenheit scale is 
steeper, because 1°C=1.8°F. The Celsius and Fahrenheit scales cross at temperature 
of —40°C and °F. The conversion between the two scales is 


°F= 32+ 1.8°C, (3.108) 


which means that at 0°C, temperature in the Fahrenheit scale is +32°F. 


3.11.2 Thermal Expansion 


Essentially, all solids expand in volume with an increase in temperature. This is a result 
of vibrating atoms and molecules. When the temperature goes up, an average distance 
between the atoms increases, which leads to an expansion of a whole solid body. The 
change in any linear dimension (length, width, or height) is called a linear expansion. 
A length, /2, at temperature, 7>, depends on length, /,, at initial temperature 7): 


b=h[1l+a(hh—-T)], (3.109) 


where a, called the coefficient of linear expansion, has different values for different 


materials. It is defined as 
Al 1 
a= ——, (3.110) 

ee Ll AT 

14 After all, Fahrenheit was a toolmaker and for him 96 was a convenient number because to 
engrave the graduation marks he could easily do so by dividing by 2: 96, 48, 24, 12, and 
so forth. With respect to nationality of the blood, he did not care if it was of Englishman or 
not. Now, it is known that the blood temperature of a healthy person is not really constant 
and varies between approximately 97°F and 100°F (36°C and 37.7°C), but during his time 
he did not have a better thermostat than the human body. 

'5 There is a difference of 0.01° between Kelvin and Celsius scales, as Celsius’ zero point is 
defined not at a triple point of water as for the Kelvin, but at temperature where ice and 
air-saturated water are at equilibrium at atmospheric pressure. 
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Fig. 3.38. (A) Warping of a laminated plate where two materials have different coefficients of 
thermal expansion; (B) a bimetal coil used as a temperature transducer. 


where AT = T) — T;. Table A.16 gives values of « for different materials!®. Strictly 
speaking, a depends on the actual temperature. However, for most engineering pur- 
poses, small variations in a may be neglected. For the so-called isotropic materials, 
a is the same for any direction. The fractional change in area of an object and its 
volume with a high degree of accuracy can be represented, respectively, by 


AA = 20AAT, (3.111) 
AV = 3aVAT. (3.112) 


Thermal expansion is a useful phenomenon that can be employed in many sensors 
where thermal energy is either measured or used as an excitation signal. Consider two 
laminated plates, X and Y, that are fused together (Fig. 3.38A). The plates have the 
same thickness and surface area and identical moduli of elasticity. Their coefficients 
of thermal expansion, a; and a2, however, are different. The fused plates are anchored 
at the left-hand side to the reference wall. Now, if we apply heat to the structure, (i.e., 
if we increase its temperature from 7; to 72), plate X will expand more than plate 
Y (for a > a2). The lamination area will restrain plate X from a uniform expansion 
while forcing plate Y to expand more than its coefficient of expansion would require. 
This results in the formation of the internal stress and the structure will warp down- 
ward. Contrary, if we cool the structure, it will warp upward. The radius of warping 
can be estimated from [36] 


2j 
re . 
3(ax — ay)(Tn —T)) 


The warping results in deflection of the tip that is strongest at the end of the structure 
anchored at the other end. This deflection can be measured as a representative of the 


(3.113) 


16 More precisely, thermal expansion can be modeled by higher-order polynomials: /7 =/,[1 + 
ay (Ty — Ty) +.a@2(To — 7)? +03(To — T\)° +--+]; however, for the majority of practical 
purposes, a linear approximation is usually sufficient. 
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temperature change. This assumes that at a reference temperature (we may call it cal- 
ibration temperature), the plate is flat; however, any convenient shape at a calibration 
temperature may be selected. In effect, a bimetal plate is a transducer of temperature 
into a displacement. 

Most of such transducers are made of the bimetal plates (iron—nickel-chrome 
alloys). They are useful in a temperature range from —75°C and up to +600°C. In 
reality, for relatively small temperature changes, the radius of curvature is quite large 
(several meters) and thus the tip deflection is rather small. A bimaterial plate deflection 


can be computed from 
180L 
A=r | 1—cos {| —— }], (3.114) 
ur 


where r is found from Eq. (3.113) and L is the length of the plate. For exam- 
ple, for a bimetal plate of LZ =50 mm and thickness j = 1 mm and made of brass 
(a = 20x 10-°) and chromium (a =6 x 10~°) with a 10°C gradient, the deflection 
A * 0.26 mm. This deflection is not easy to observe with the naked eye; thus, in a 
practical thermometer, a bimetal plate is usually preshaped in the form of a coil (Fig. 
3.38B). This allows for a dramatic increase in L and achieve a much larger A. In 
the same example, for L = 200 mn, the deflection becomes 4.2 mm—a significant 
improvement. In modern sensors, the bimaterial structure is fabricated by employing 
a micromachining technology. 


3.11.3 Heat Capacity 


When an object is warmed, its temperature increases. By warming, we mean the 
transfer of a certain amount of heat (thermal energy) into the object. Heat is stored in 
the object in the form of the kinetic energy of vibration atoms. The amount of heat 
which an object can store is analogous to the amount of water which a water tank 
can store. Naturally, it cannot store more than its volume, which is a measure of a 
tank’s capacity. Similarly, every object may be characterized by a heat capacity which 
depends on both the material of the object and its mass, m: 


C=cm, (3.115) 


where c is a constant which characterizes the thermal properties of material. It is 
called the specific heat and is defined as 


c= 2 (3.116) 
mAT 
The specific heat describes the material, whereas a thermal capacity describes an 
object made of that material. Strictly speaking, specific heat is not constant over an 
entire temperature range of the specific phase of the material. It may change dramati- 
cally when a phase of the material changes, say from solid to liquid. Microscopically, 
specific heat reflects structural changes in the material. For instance, the specific heat 
of water is almost constant between 0°C and 100°C (liquid phase)—almost, but not 
exactly: It is higher near freezing and decreases slightly when the temperature goes 
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to about 35°C and then slowly rises again from 38°C to 100°C. Remarkably, the 
specific heat of water is the lowest near 37°C: the biologically optimal temperature 
of the warm-blooded animals. 

Table A.17 gives the specific heats for various materials in cal/(g °C). Other tables 
provide specific heat in SI units of energy, which is, J/g °C. The relationship between 
cal/(g °C) and J/(g °C) is as follows 


(3.117) 


It may be noted that, generally, the heavier the material, the lower is its specific heat. 


3.12 Heat Transfer 


There are two fundamental properties of heat which should be well recognized: 

(1) The heat is totally not specific; that is, once it is produced, it is impossible to 
say what origin it has. 

(2) The heat cannot be contained, which means that it flows spontaneously from 
the warmer part to the cooler part of the system. 

Thermal energy may be transferred from one object to another in three ways: 
conduction, convection, and radiation. Naturally, one of the objects which gives or 
receives heat may be a thermal detector. Its purpose would be to measure the amount 
of heat which represents some information about the object producing that heat. 
Such information may be the temperature of an object, chemical reaction, location or 
movement of the object, and so forth. 

Let us consider a sandwichlike multilayer entity, where each layer is made of a 
different material. When heat moves through the layers, a temperature profile within 
each material depends on its thickness and thermal conductivity. Figure 3.39 shows 
three laminated layers where the first layer is attached to a heat source (a device 
having an “infinite” heat capacity and a high thermal conductivity). One of the best 
solid materials to act as an infinite heat source is a thermostatically controlled bulk 
copper. The temperature within the source is higher and constant, except of a very thin 
region near the laminated materials. Heat propagates from one material to another by 
conduction. The temperature within each material drops with different rates depending 
on the thermal properties of the material. The last layer loses heat to air through natural 
convection and to the surrounding objects through infrared radiation. Thus, Fig. 3.39 
illustrates all three possible ways to transfer heat from one object to another. 


3.12.1 Thermal Conduction 


Heat conduction requires a physical contact between two bodies. Thermally agitated 
particles in a warmer body jiggle and transfer kinetic energy to a cooler body by 
agitating its particles. As a result, the warmer body loses heat while the cooler body 
gains heat. Heat transfer by conduction is analogous to water flow or to electric current. 
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Fig. 3.39. Temperature profile in laminated materials. 


For instance, heat passage through a rod is governed by a law which is similar to Ohm’s 
law. The heat flow rate (thermal “current’’) is proportional to the thermal gradient 
(thermal “voltage’’) across the material (dT /dx) and the cross-sectional area A: 

d dT 
— ee =—kA 


H= — ras 
dt dx 


(3.118) 
where k is called thermal conductivity. The minus sign indicates that heat flows in 
the direction of temperature decrease (a negative derivative is required to cancel the 
minus sign). A good thermal conductor has a high k (most of metals), whereas ther- 
mal insulators (most of dielectrics) have a low k. Thermal conductivity is considered 
constant; however, it increases somewhat with temperature. To calculate a heat con- 
duction through, say, an electric wire, temperatures at both ends (7; and 72) must be 


used in equation 
T| — Tr 
H=kA = (3.119) 


where L is the length of the wire. Quite often, thermal resistance is used instead of 
thermal conductivity: 


(3.120) 
Then, Eq. (3.119) can be rewritten 


T, —T> 
H=A a (3.121) 


Values of thermal conductivities for some materials are shown in Table A.17. 
Figure 3.40 shows an idealized temperature profile within the layers of laminated 
materials having different thermal conductivities. In the real world, heat transfer 
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Fig. 3.40. Temperature profile in a joint (A) and a microscopic view of a surface contact (B). 


through an interface of two adjacent materials may be different from the idealized 
case. If we join together two materials and observe the heat propagation through the 
assembly, a temperature profile may look like the one shown in Fig. 3.40A. If the sides 
of the materials are well insulated, under steady-state conditions, the heat flux must 
be the same through both materials. The sudden temperature drop at the interface, 
having surface area, a, is the result of a thermal contact resistance. Heat transfer 
through the assembly can be described as 


= T, — T3 
~ RaAt+Re+Rp’ 


where Ra and Rp are thermal resistances of two materials and R, is the contact 
resistance, 


(3.122) 


1 
hea’ 
The quantity i, is called the contact coefficient. This factor can be very important 
in a number of sensor applications because many heat-transfer situations involve the 
mechanical joining of two materials. Microscopically, the joint may look like the 
one shown in Fig. 3.40B. No real surface is perfectly smooth, and the actual surface 
roughness is believed to play a central role in determining the contact resistance. 
There are two principal contributions to the heat transfer at the joint: 


a (3.123) 


1. The material-to-material conduction through the actual physical contact 
2. The conduction through trapped gases (air) in the void spaces created by the 
rough surfaces 


Because the thermal conductivity of gases is very small compared with many solids, 
the trapped gas creates the most resistance to heat transfer. Then, the contact coefficient 


can be defined as f pee 
i (<: ae + othr), (3.124) 
Leg \ a kat+kp a 


where Ly is the thickness of the void space, k ¢ is the thermal conductivity of the fluid 
(e.g., air) filling the void space, a, and ay are areas of the contact and void, respectively, 


102 3 Physical Principles of Sensing 


and k4 and kg are the respective thermal conductivities of the materials. The main 
problem with this theory is that it is very difficult to determine experimentally areas 
dc and a, and distance Ly. This analysis, however, allows us to conclude that the 
contact resistance should increase with a decrease in the ambient gas pressure. On the 
other hand, contact resistance decreases with an increase in the joint pressure. This 
is a result of a deformation of the high spots of the contact surface, which leads to 
enlarging a, and creating a greater contact area between the materials. To decrease the 
thermal resistance, a dry contact between materials should be avoided. Before joining, 
surfaces may be coated with fluid having low thermal resistance. For instance, silicone 
thermal grease is often used for the purpose. 


3.12.2 Thermal Convection 


Another way to transfer heat is convection. It requires an intermediate agent (fluid: 
gas or liquid) that takes heat from a warmer body, carries it to a cooler body, releases 
heat, and then may or may not return back to a warmer body to pick up another 
portion of heat. Heat transfer from a solid body to a moving agent or within the 
moving agent is also called convection. Convection may be natural (gravitational) or 
forced (produced by a mechanism). With the natural convection of air, buoyant forces 
produced by gravitation act upon air molecules. Warmed-up air rises, carrying heat 
away from a warm surface. Cooler air descends toward the warmer object. Forced 
convection of air is produced by a fan or blower. Forced convection is used in liquid 
thermostats to maintain the temperature of a device at a predetermined level. The 
efficiency of a convective heat transfer depends on the rate of media movement, 
temperature gradient, surface area of an object, and thermal properties of moving 
medium. An object whose temperature is different from the surroundings will lose 
(or receive) heat, which can be determined from an equation similar to that of thermal 
conduction: 

H=aA(T\ —T)), (3.125) 


where convective coefficient ~ depends on the fluid’s specific heat, viscosity, and a 
rate of movement. The coefficient is not only gravity dependent, but its value changes 
somewhat with the temperature gradient. For a horizontal plate in air, the value of a 


may be estimated from 
WwW 
a =2.49./T; — Th (3.126) 
m 


whereas for a vertical plate, it is 


dh 33127 
a=1, 1— haa (3.127) 
It should be noted, however, that these values are applicable for one side of a plate only, 
assuming that the plate is a surface of an infinite heat source (1.e., its temperature does 
not depend on heat loss) and the surroundings have constant temperature. If the volume 
of air is small, like in the air gap between two surfaces of different temperatures, 
movement of gaseous molecules becomes very restricted and convective heat transfer 
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Fig. 3.41. Spectrum of electromagnetic radiation. 


becomes insignificant. In these cases, thermal conductivity of air and radiative heat 
transfer should be considered instead. 


3.12.3 Thermal Radiation 


It was mentioned earlier that in any object, every atom and every molecule vibrate. 
The average kinetic energy of vibrating particles is represented by the absolute tem- 
perature. According to laws of electrodynamics, a moving electric charge is associated 
with a variable electric field that produces an alternating magnetic field. In turn, when 
the magnetic field changes, it results in a changing electric field coupled with it and so 
on. Thus, a vibrating particle is a source of an electromagnetic field which propagates 
outwardly with the speed of light and is governed by the laws of optics. Electromag- 
netic waves can be reflected, filtered, focused, and so forth. Figure 3.41 shows the 
total electromagnetic radiation spectrum which spreads from y-rays to radio waves. 

The wavelength directly relates to frequency, v, by means of the speed of light c 
in a particular media: 


ey (3.128) 
Vv 


A relationship between A and temperature is more complex and is governed by 
Planck’s law, which was discovered in 1901.!7 It establishes radiant flux density 


17 Tn 1918, Max K. E. L. Planck (Germany, Berlin University) was awarded the Nobel Prize 
“in recognition of his services he rendered to the advancement of Physics by his discovery 
of energy quanta.” 
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W,, as a function of wavelength 4 and absolute temperature T. Radiant flux density 
is the power of electromagnetic radiation per unit of wavelength: 


E(A)C] 


We SCT ay 


(3.129) 


where &€(A) is the emissivity of an object, C) = 3.74 x 10-!? Wem? and C2 = 1.44 
cmK are constants, and e is the base of natural logarithms. 

Temperature is a result of averaged kinetic energies of an extremely large number 
of vibrating particles. However, all particles do not vibrate with the same frequency 
or magnitude. Different permissive frequencies (also wavelengths and energies) are 
spaced very close to one another, which makes the material capable of radiating in 
a virtually infinite number of frequencies spreading from very long to very short 
wavelengths. Because temperature is a statistical representation of an average kinetic 
energy, it determines the highest probability for the particles to vibrate with a specific 
frequency and to have a specific wavelength. This most probable wavelength is es- 
tablished by Wien’s law,!® which can be found by equating to zero the first derivative 
of Eq. (3.129). The result of the calculation is a wavelength near which most of the 


radiant power is concentrated: 


2898 
hm =, (3.130) 


where A,, is in um and T is in K. Wien’s law states that the higher the temperature, 
the shorter the wavelength (Fig. 3.41). In view of Eq. (3.128), the law also states that 
the most probable frequency in the entire spectrum is proportional to the absolute 
temperature: 

Vm = 10!! THz. (3.131) 


For instance, at normal room temperature, most of the far infrared energy is radiated 
from objects near 30 THz (30 x 10!* Hz). Radiated frequencies and wavelengths 
depend only on temperature, whereas the magnitude of radiation also depends on the 
emissivity ¢(A) of the surface. 

Theoretically, a thermal radiation bandwidth is infinitely wide. However, when 
detecting that radiation, properties of the real-world sensors must be taken into ac- 
count. The sensors are capable of measuring only a limited range of radiation. In order 
to determine the total radiated power within a particular bandwidth, Eq. (3.129) is 
integrated within the limits from A, to Az: 


PDp0 = 


x —5 
- fo (3.132) 


x Jy, CRT] 


Figure 3.42 shows the radiant flux density for three different temperatures for 
the infinitely wide bandwidth (A; = 0 and A2 = ov). It is seen that the radiant energy 
is distributed over the spectral range highly nonuniformly, with clearly pronounced 
maximum defined by Wien’s law. A hot object radiates a significant portion of its 


18 Tn 1911, Wilhelm Wien (Germany, Wiirtzburg University) was awarded the Nobel Prize 
“for his discoveries regarding the laws governing the radiation of heat.” 
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energy in the visible range, and the power radiated by the cooler objects is concentrated 
in the infrared and far-infrared portion of the spectrum. 

Equation (3.132) is quite complex and cannot be solved analytically for any par- 
ticular bandwidth. A solution can be found either numerically or by an approximation. 
An approximation for a broad bandwidth (when A; and A. embrace well over 50% of 
the total radiated power) is a fourth-order parabola known as the Stefan—Boltzmann 
law: 

Op9 = AcoT*. (3.133) 


Here o =5.67 x 10-* W/m? K* (Stefan—Boltzmann constant), A is the geometry 
factor, and ¢ is assumed to be wavelength independent [37]. 

Whereas wavelengths of the radiated light are temperature dependent, the mag- 
nitude of radiation is also a function of the surface property called emissivity, e. 
Emissivity is measured on a scale from 0 to 1. It is a ratio of flux which is emanated 
from a surface to that emanated from the ideal emitter having the same tempera- 
ture. There is a fundamental equation which relates emissivity ¢, transparency y, and 
reflectivity p: 

etytp=l. (3.134) 


In 1860, Kirchhoff had found that emissivity and absorptivity, @, is the same thing. 
As aresult, for an opaque object (vy = 0), reflectivity o and emissivity ¢ are connected 
by a simple relationship: p = 1 — «. 

The Stefan—Boltzmann law specifies radiant power (flux) which would be em- 
anated from a surface of temperature T toward an infinitely cold space (at absolute 
zero). When thermal radiation is detected by a thermal sensor,!? the opposite radiation 


!9 Here, we discuss the so-called thermal sensors as opposed to quantum sensors, which are 
described in Chapter 13. 
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from the sensor toward the object must also be taken into account. A thermal sensor is 
capable of responding only to a net thermal flux (i.e., flux from the object minus flux 
from itself). The surface of the sensor which faces the object has emissivity ¢, (and, 
subsequently, reflectivity p,; = 1 — €,). Because the sensor is only partly absorptive, 
not the entire flux, ®yo, is absorbed and utilized. A part of it, ®pg, is absorbed by 
the sensor and another part, ®j,, is reflected (Fig. 3.43) back toward to object.”° The 
reflected flux is proportional to the sensor’s coefficient of reflectivity: 


5, = —ps Ppp = —As(1 —&s)oT*. (3.135) 


A negative sign indicates an opposite direction with respect to flux ®po. As a result, 
the net flux originated from the object is 


Op = Oy + Op, = AeesoT?. (3.136) 


Depending on its temperature 7,, the sensor’s surface radiates its own net thermal 
flux toward the object in a similar way: 


&, =—Aee,oT?. (3.137) 


Two fluxes propagate in the opposite directions and are combined into a final net flux 
existing between two surfaces: 


b= 0,4 ©, = Aces (T* — T"). (3.138) 


This is a mathematical model of a net thermal flux which is converted by a thermal 
sensor into the output signal. It establishes a connection between thermal power ® 
absorbed by the sensor and the absolute temperatures of the object and the sensor. 


3.12.3.1 Emissivity 


The emissivity of a medium is a function of its dielectric constant and, subsequently, 
refractive index n. The highest possible emissivity is 1. It is attributed to the so- 
called blackbody—an ideal emitter of electromagnetic radiation. The name implies 


20 This analysis assumes that there are no other objects in the sensor’s field of view. 
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Fig. 3.44. Wavelength dependence of emissivities. 


its appearance at normal room temperatures. If the object is opaque (vy = 0) and non- 
reflective (0 = 0) according to Eq. (3.134), it becomes an ideal emitter and absorber 
of electromagnetic radiation (because ¢ = a). It should be noted, however, that emis- 
sivity is generally wavelength dependent (Fig. 3.44). For example, a white sheet of 
paper is very much reflective in the visible spectral range and emits virtually no vis- 
ible light. However, in the far-infrared spectral range, its reflectivity is very low and 
emissivity is high (about 0.92), thus making paper a good emitter of far-infrared ra- 
diation. Polyethylene, which is widely used for the fabrication of far-infrared lenses, 
heavily absorbs (emits) in narrow bands around 3.5, 6.8, and 13.5 tm, and is quite 
transparent (nonemissive) in other bands. 

For many practical purposes, emissivity in a relatively narrow spectral range of 
thermal radiation (e.g., from 8 to 16 um) may be considered constant. However, for 
precision measurements, when thermal radiation must be detected to an accuracy 
better than 1%, surface emissivity either must be known, or the so-called dual-band 
IR detectors should be employed.7! 

For a nonpolarized far-infrared light in the normal direction, emissivity may be 
expressed by 

An 
eS 
(n+1)? 
21 A dual-band detector uses two narrow spectral ranges to detect IR flux. Then, by using a 
ratiometric technique of signal processing, the temperature of an object is calculated. During 
the calculation, emissivity and other multiplicative constants are canceled out. 


(3.139) 


108 3 Physical Principles of Sensing 


Fig. 3.45. Spatial emissivities for a nonmetal (A) and a polished metal (B). 


All nonmetals are very good diffusive emitters of thermal radiation with a remarkably 
constant emissivity defined by Eq. (3.139) within a solid angle of about 70°. Beyond 
that angle, emissivity begins to decrease rapidly to zero with the angle approaching 
90°. Near 90°, emissivity is very low. A typical calculated graph of the directional 
emissivity of nonmetals into air is shown in Fig. 3.45A. It should be emphasized 
that the above considerations are applicable only to wavelengths in the far-infrared 
spectral range and are not true for the visible light, because emissivity of thermal 
radiation is a result of electromagnetic effects which occur at an appreciable depth. 

Metals behave quite differently. Their emissivities greatly depend on the surface 
finish. Generally, polished metals are poor emitters within the solid angle of +70°, 
and their emissivity increases at larger angles (Fig. 3.45B). This implies that even a 
very good metal mirror reflects poorly at angles approaching 90° to normal. Table 
A.18 in the Appendix gives typical emissivities of some materials in a temperature 
range between 0°C and 100°C. 

Unlike most solid bodies, gases in many cases are transparent to thermal radiation. 
When they absorb and emit radiation, they usually do so only in certain narrow spectral 
bands. Some gases, such as Nz, O2, and others of nonpolar symmetrical molecular 
structure, are essentially transparent at low temperatures, whereas CO2, H2O, and 
various hydrocarbon gases radiate and absorb to an appreciable extent. When infrared 
light enters a layer of gas, its absorption has an exponential decay profile, governed 
by Beer's law: 


aX 
bys e , (3.140) 
where ®o is the incident thermal flux, ®, is the flux at thickness x, and a, is the 
spectral coefficient of absorption. The above ratio is called a monochromatic trans- 
missivity y,, at a specific wavelength i. If gas is nonreflecting, then its emissivity is 
defined as 

é,=l-y=l-e™. (3.141) 


It should be emphasized that because gases absorb only in narrow bands, emissivity 
and transmissivity must be specified separately for any particular wavelength. For 
instance, water vapor is highly absorptive at wavelengths of 1.4, 1.8, and 2.7 um and 
is very transparent at 1.6, 2.2, and 4 um. 
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Fig. 3.46. (A) Cavity effect enhances emissivity; (B) a construction of a practical blackbody 
with a dual-cavity surface. 


Knowing emissivity is essential when an infrared sensor is used for a noncontact 
temperature measurement [see Eq. (3.138)]. To calibrate such a noncontact thermome- 
ter or verify its accuracy, a laboratory standard source of heat must be constructed. The 
source must have precisely known emissivity and that emissivity preferably should 
approach unity as close as practical. A nonunity emissivity would result in reflection 
[Eq. (3.134)] that may introduce a significant error in detected infrared flux. There 
is no known material that has emissivity of 1. Thus, a practical way to artificially 
simulate such a surface is use of the cavity effect. 


3.12.3.2 Cavity Effect 


An interesting effect develops when electromagnetic radiation is measured from a 
cavity. For this purpose, a cavity means a void of a generally irregular shape inside 
a body whose inner wall temperature is uniform over an entire surface (Fig. 3.46A). 
Emissivity of a cavity opening or aperture (not of a cavity inner surface!) dramatically 
increases approaching unity at any wavelength, as compared with a flat surface. The 
cavity effect is especially pronounced when the inner walls of a void have relatively 
high emissivity. Let us consider a nonmetal cavity surface. All nonmetals are diffuse 
emitters. Also, they are diffuse reflectors. We assume that temperature and surface 
emissivity of the cavity are homogeneous over an entire area. An ideal object whose 
emissivity is equal to unity is called a blackbody. A blackbody would emanate from 
area a the infrared photon flux ®p = ao Ts However, the real object has the actual 
emissivity €p and, as a result, the flux radiated from that area is smaller: ®, = e,®o. 
Flux which is emitted by other parts of the object toward area a is also equal to 
®, (as the object is thermally homogeneous, we may disregard spatial distribution of 
flux). A substantial portion of that incident flux ©, is absorbed by the surface of area a, 
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whereas a smaller part is diffusely reflected: 
Op =p, = (1 — Ep )ep Po; (3.142) 
the combined radiated and reflected flux from area a is 
D= OO, + Oy = Ep Po + (1 — Ep )EepPo = (2 — Ep) Ep Po. (3.143) 
As a result, the effective emissivity may be expressed as 


Ee= il = (2—ep)ép (3.144) 
Po 

It follows from the above that due to a single reflection, a perceived (effective) 
emissivity of a cavity is equal to the surface emissivity magnified by a factor of 
(2—e,). Of course, there may be more than one reflection of radiation before it exits 
the cavity. In other words, the incident on area a flux could already be a result of 
a combined effect from the reflectance and emittance at other parts of the cavity’s 
surface. The flux intensity will be higher than the originally emanated flux ®,. 

For acavity effect to work, the effective emissivity must be attributed to the cavity 
opening from which radiation escapes. If a sensor is inserted into the cavity too deeply 
facing its wall directly, blocking the reflected rays, the cavity effect may disappear 
and the emissivity will be equal to that of a wall surface, which is always lower. 

Acavity effect will change a perceived emissivity, and if not accounted for, it may 
cause error in evaluation of the radiated power. To illustrate this, Fig. 3.47 shows two 
photographs: one is taken in visible light and the other in the mid-infrared (thermal 
radiation). Note that areas at the nostrils appear a little bit brighter (warmer). Yet, the 
temperature of the skin in these spots is the same as nearby. Two wrinkles above the 
mustache cause a cavity effect, which increases the skin emissivity from an average 
of 0.96 to a higher value. This enhances the intensity of the emanated thermal flux 
and gives an illusion of warmer skin. 

Fabrication of a laboratory cavity blackbody is not a trivial task. For a cavity effect 
to work, a blackbody must have a cavity whose surface area is much larger than the exit 
aperture, the shape of the cavity must allow for multiple inner reflections before the 
flux can escape from the aperture, and the cavity wall temperature must be uniform all 
over its entire surface. Figure 3.46B shows an efficient way to fabricate a blackbody 


Fig. 3.47. Photographs in visible light and in- 
frared thermal radiation which is naturally em- 
anated from the object. Note the brighter (ap- 
pearing warmer) areas at the wrinkles and skin 
folds near the nose—a result of the cavity ef- 
fect. Eyeglasses appear black (cold) because glass 
is opaque in the mid- and far-infrared spectral 
ranges and does not pass thermal radiation from 
the face. (Photo courtesy of Infrared Training Cen- 
ter, www.infraredtraining.com.) 
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[38] whose emissivity is over 0.999. A cavity body is fabricated of solid copper 
with a cavity of any shape; an inversed cone is preferable. An imbedded temperature 
sensor and a thermoelectric heater/cooler with a control circuit (not shown) form a 
thermostat that maintains the temperature of the cavity on a preset level. That may be 
above or below the ambient temperature. The inner portion of the cavity should be 
painted with organic paint. The visible color of the paint is not important, because in 
the infrared spectral range, there is no correlation with reflectivity in the visible range 
(which determines visible color). The most troublesome portion of a cavity is located 
near the aperture, because it is very difficult to ensure that the temperature of the left 
side of the blackbody (as in Fig. 3.46B) is independent of ambient and equal to the 
rest of the cavity walls. To minimize the effects of ambient temperature and increase 
the virtual cavity size, the inner surface of the front wall around the cavity is highly 
polished and gold plated. Thus, the front side of the cavity has very low emissivity 
and, thus, its temperature is not that critical. In addition, the gold surface reflects 
rays emitted by the right-side parts of the cavity walls that have high emissivity and 
thus enhances the cavity effect. The entire copper body is covered with a thermally 
insulating layer. It should be noted that the blackbody surface is the virtual surface 
of the aperture, which, in reality, is a void. 


3.13 Light 


Light is a very efficient form of energy for sensing a great variety of stimuli. Among 
many others, these include distance, motion, temperature, and chemical composition. 
Light has an electromagnetic nature. It may be considered a propagation of either 
quanta of energy or electromagnetic waves. Different portions of the wave-frequency 
spectrum are given special names: ultraviolet (UV), visible, near-, mid-, and far- 
infrared (IR), microwaves, radiowaves, and so forth. The name “light” was arbitrarily 
given to electromagnetic radiation which occupies wavelengths from approximately 
0.1 to 100 um. Light below the shortest wavelength that we can see (violet) is called 
ultraviolet, and higher than the longest that we can see (red) is called infrared. The 
infrared range is arbitrarily subdivided into three regions: near-infrared (from about 
0.9 to 1.5 mu), mid-infrared (1.5 to 4 um), and far-infrared (4 to 100 um). 

Different portions of the radiation spectrum are studied by separate branches of 
physics. An entire electromagnetic spectrum is represented in Fig. 3.41. It spreads 
from y-rays (the shortest) to radiowaves (the longest). In this section, we will briefly 
review those properties of light which are mostly concerned with the visible and 
near-infrared portions of the electromagnetic spectrum. Thermal radiation (mid- and 
far-infrared regions) are covered in Section 3.12. 

The velocity of light co in vacuum is independent of wavelengths and can be 
expressed as Hp = 470 x 10~7 henrys/m and ¢9 = 8.854 x 107!? farads/m , which are 
the magnetic and electric permitivities of free space: 


= 299,792,458.7 + fi: (3.145) 
S 


co= 
Heo 
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The frequency of light waves in vacuum or any particular medium is related to its 
wavelength A by Eq. (3.128), which we rewrite here as 
c 
v=-, 3.146 
- ( ) 
where c is the speed of light in a medium. 
The energy of a photon relates to its frequency as 


E=h, (3.147) 


where h = 6.63 x 107*4J s (4.13 x 107! eV s) is Planck’s constant. The energy E is 
measured in 1.602 x 10~!9 J=1 eV (electron volt). 

Ultraviolet and visible photons carry relatively large energy and are not difficult to 
detect. However, when the wavelength increases and moves to an infrared portion of 
the spectrum, the detection becomes more and more difficult. A near-infrared photon 
having a wavelength of | um has an energy of 1.24 eV. Hence, an optical quantum 
detector operating in the range of 1 um must be capable of responding to that level 
of energy. If we keep moving even further toward the mid- and far-infrared spectral 
ranges, we deal with even smaller energies. Human skin (at 37°C) radiates near- 
and far-infrared photons with energies near 0.13 eV, which is an order of magnitude 
lower than red light, making them much more difficult to detect. This is the reason 
why low-energy radiation is often detected by thermal detectors rather than quantum 
detectors. 

The electromagnetic wave (now we ignore the quantum properties of light) has the 
additional characteristic that is polarization (more specifically, plane polarization). 
This means that the alternating electric field vectors are parallel to each other for all 
points in the wave. The magnetic field vectors are also parallel to each other, but 
in dealing with the polarization issues related to sensor technologies, we focus our 
attention on the electric field, to which most detectors of the electromagnetic radiation 
are sensitive. Figure 3.48A shows the polarization feature. The wave in the picture 
is traveling in the x-direction. It is said that the wave is polarized in the y-direction 
because the electric field vectors are all parallel to this axis. The plane defined by the 
direction of propagation (the x axis) and the direction of polarization (the y axis) is 
called the plane of vibration. In a polarized light, there are no other directions for the 
field vectors. 

Figure 3.48B shows a randomly polarized light which is the type of light that is 
produced by the Sun and various incandescent light sources; however, the emerging 
beam in most laser configurations is polarized. If unpolarized light passes through 
a polarization filter (Polaroid), only specific planes can pass through and the output 
electric field will be as shown in Fig. 3.48C. The polarization filter transmits only 
those wave-train components whose electric vectors vibrate parallel to the filter direc- 
tion and absorbs those that vibrate at right angles to this direction. The emerging light 
will be polarized according to the filter orientation. This polarizing direction in the fil- 
ter is established during the manufacturing process by embedding certain long-chain 
molecules in a flexible plastic sheet and then stretching the sheet so that the molecules 
are aligned in parallel to each other. The polarizing filters are most widely used in the 


3.14 Dynamic Models of Sensor Elements 113 


y 
4 


(C) 


Fig. 3.48. (A) Traveling electromagnetic wave has electric and magnetic field vectors; (B) 
unpolarized electric field viewed along the x axis (magnetic vectors are not shown but they are 
always there); (C) vertically polarized electric field. 


liquid-crystal displays (LCDs) and in many optical sensors that are described in the 
corresponding chapters of this book. 


3.14 Dynamic Models of Sensor Elements 


To determine a sensor’s dynamic response, a variable stimulus should be applied to its 
input while observing the output values. Generally, a test stimulus may have any shape 
or form, which should be selected depending on a practical need. For instance, for 
determining a natural frequency of an accelerometer, sinusoidal vibrations of different 
frequencies are the best. On the other hand, for a thermistor probe, a step function of 
temperature would be preferable. In many other cases, a step or square-pulse input 
stimulus is often employed. The reason for that is the theoretically infinite frequency 
spectrum of a step function; that is, the sensor can be tested simultaneously at all 
frequencies. 

Mathematically, a sensor can be described by a differential equation whose order 
depends on the sensor’s physical nature and design. There are three general types of 
relationship between the input s and the output S: a zero-order, a first-order and a 
second-order response. 
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A zero-order response is a static or time independent characteristic 
S(t) =Gs(t), (3.148) 


where G is a constant transfer function. This relationship may take any form—for 
instance, described by Eqs. (2.1—2.4). The important point is that G is not a function 
of time; that is, a zero-order response to a step function is a step function. 

A first-order response is characterized by a first-order differential equation 


dS(t) 
dt 


ay + aoS(t) =s(t), (3.149) 
where a; and ag are constants. This equation characterizes a sensor that can store 
energy before dissipating it. An example of such a sensor is a temperature sensor 
which has a thermal capacity and is coupled to the environment through a thermal 
resistance. A first-order response to a step function is exponential: 


S(t) = Sp —e7*/7), (3.150) 


where So is a sensor’s static response and T is a time constant which is a measure of 
inertia. A typical first-order response is shown in Fig. 2.9B of Chapter 2. 
A second-order response is characterized by a second-order differential equation 


2 
ore ta Ge + aoS()=s(0). CP) 


az 


This response is specific for a sensor or a system that contains two components which 
may store energy—for instance, an inductor and a capacitor, or a temperature sensor 
and a capacitor. A second-order response contains oscillating components and may 
lead to instability of the system. A typical shape of the response is shown in Fig. 2.11E 
of Chapter 2. A dynamic error of the second-order response depends on several factors, 
including its natural frequency wo and damping coefficient b. A relationship between 
these values and the independent coefficients of Eq. (3.151) are the following: 
ao 
o=,/—, (3.152) 
a2 
a| 


2./aoar 


A critically damped response (see Fig. 2.10 of Chapter 2) is characterized by b= 1. 
The overdamped response has b > | and the underdamped has b < 1. For a more 
detailed description of dynamic responses the reader should refer to specialized texts, 
(e.g., Ref. [39]). 

Mathematical modeling of a sensor is a powerful tool in assessing its performance. 
The modeling may address two issues: static and dynamic. Static models usually deal 
with the sensor’s transfer function as it is defined in Chapter 2. Here, we briefly 
outline how sensors can be evaluated dynamically. The dynamic models may have 


b= 


(3.153) 
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several independent variables; however, one of them must be time. The resulting 
model is referred to as a lumped parameter model. In this section, mathematical 
models are formed by applying physical laws to some simple lumped parameter sensor 
elements. In other words, for the analysis, a sensor is separated into simple elements 
and each element is considered separately. However, once the equations describing 
the elements have been formulated, individual elements can be recombined to yield 
the mathematical model of the original sensor. The treatment is intended not to be 
exhaustive, but rather to introduce the topic. 


3.14.1 Mechanical Elements 


Dynamic mechanical elements are made of masses, or inertias, which have attached 
springs and dampers. Often the damping is viscous, and for the rectilinear motion, 
the retaining force is proportional to velocity. Similarly, for the rotational motion, the 
retaining force is proportional to angular velocity. Also, the force, or torque, exerted 
by a spring or shaft is usually proportional to displacement. The various elements and 
their governing equations are summarized in Table 3.4. 

One of the simplest methods of producing the equations of motion is to isolate 
each mass or inertia and to consider it as a free body. It is then assumed that each of 
the free bodies is displaced from the equilibrium position, and the forces or torques 
acting on the body then drive it back to its equilibrium position. Newton’s second law 
of motion can then be applied to each body to yield the required equation of motion. 

For arectilinear system, Newton’s second law indicates that for a consistent system 
of units, the sum of forces equals the mass times the acceleration. In the SI system of 
units, force is measured in newtons (N), mass in kilograms (kg), and acceleration in 
meters per second squared (m/s”). 

For a rotational system, Newton’s law becomes the sum of the moments equals the 
moment of inertia times the angular acceleration. The moment, or torque, has units 


Table 3.4. Mechanical, Thermal, and Electrical Analogies 
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Fig. 3.49. Mechanical model of an accelerometer (A) and a free-body diagram of mass (B). 


of newton meters (N m), the inertia has units of kilogram per meter squared (kg/m7), 
and the angular acceleration has units of radians per second squared (rad/s*). 

Let us consider a monoaxial accelerometer, which consists of an inertia element 
whose movement may be transformed into an electric signal. The mechanism of con- 
version may be, for instance, piezoelectric. Figure 3.49A shows a general mechanical 
structure of such an accelerometer. The mass &/ is supported by a spring having stiff- 
ness k and the mass movement is damped by a damping element with a coefficient 
b. Mass may be displaced with respect to the accelerometer housing only in the hori- 
zontal direction. During operation, the accelerometer case is subjected to acceleration 
d’y/dt*, and the output signal is proportional to the deflection xo of the mass M. 

Because the accelerometer mass M is constrained to linear motion, the system 
has one degree of freedom. Giving the mass M a displacement x from its equilibrium 
position produces the free-body diagram shown in Fig. 3.49B. Note that xo is equal 
to x plus some fixed displacement. Applying Newton’s second law of motion gives 


dx 
Mf =-—kx —b—, 3.154 
f= —kx ~b (3.154) 
where f is the acceleration of the mass relative to the Earth and is given by 
ay. “d?y 
=—-—. 3.155 
f aie ay 
Substituting for f gives the required equation of motion as 
ax dx d’y 
M— +b—+kx=M—. 3.156 
de a ap aus, 


Note that each term in Eq. (3.156) has units of newtons (N). The differential equation 
(3.156) is of a second order, which means that the accelerometer output signal may 
have an oscillating shape. By selecting an appropriate damping coefficient b, the 
output signal may be brought to a critically damped state, which, in most cases, is a 
desirable response. 
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3.14.2 Thermal Elements 


Thermal elements include such things as heat sinks, heating elements, insulators, 
heat reflectors, and absorbers. If heat is of concern, a sensor should be regarded as a 
component of a larger device. In other words, heat conduction through the housing 
and the mounting elements, air convection, and radiative heat exchange with other 
objects should not be discounted. 

Heat may be transferred by three mechanisms: conduction, natural and forced con- 
vection, and thermal radiation (Section 3.12). For simple lumped parameter models, 
the first law of thermodynamics may be used to determine the temperature changes in 
a body. The rate of change of a body’s internal energy is equal to the flow of heat into 
the body minus the flow of heat out of the body, very much like fluid moves through 
pipes into and out of a tank. This balance may be expressed as 

Cc oe A 3.157 
a Q, (3.157) 
where C = Mc is the thermal capacity of a body (J/K), T is the temperature (K), AQ 
is the heat flow rate (W), M is the mass of the body (kg), and c is the specific heat of 
the material (J/kg K). The heat flow rate through a body is a function of the thermal 
resistance of the body. This is normally assumed to be linear, and, therefore, 


T, — T> 


AQ=—— 


, (3.158) 
where R is the thermal resistance (K/W) and 7\ — T> is a temperature gradient across 
the element, where heat conduction is considered. 

For illustration, we analyze a heating element (Fig. 3.50A) having temperature 
T,. The element is coated with insulation. The temperature of the surrounding air is 
Ta. Q, is the rate of heat supply to the element, and Qo is the rate of heat loss. From 
Eq. (3.157), 


cH _9,-¢ (3.159) 
but, from Eq. (3.158), 
Th — Ta 
== (3.160) 


Fig. 3.50. Thermal model of a heating element (A); an electrical circuit diagram (B) with re- 
sistive, capacitive, and inductive components. 
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and, in the result, we obtain the differential equation 


dT, | Th Qi , Ta 

We + Rem C + Re (3.161) 
This is a first-order differential equation which is typical for thermal systems. A 
thermal element, if not a part of a control system with a feedback loop, is inherently 
stable. A response of a simple thermal element may be characterized by a thermal time 
constant, which is a product of thermal capacity and thermal resistance: tr = CR. The 
time constant is measured in units of time (s) and, for a passively cooling element, is 
equal to the time which it takes to reach about 37% of the initial temperature gradient. 


3.14.3 Electrical Elements 


There are three basic electrical elements: the capacitor, the inductor, and the resistor. 
Again, the governing equation describing the idealized elements are given in Table 
3.4. For the idealized elements, the equations describing the sensor’s behavior may be 
obtained from Kirchhoff’s laws, which directly follow from the law of conservation 
of energy: 


Kirchhoff's first law: The total current flowing toward a junction is equal to the total 
current flowing from that junction (i.e., the algebraic sum of the currents flowing 
toward a junction is zero). 

Kirchhoff’s second law: In a closed circuit, the algebraic sum of the voltages across 
each part of the circuit is equal to the applied e.m.f. 


Let us assume that we have a sensor whose elements may be represented by a circuit 
shown in Fig. 3.50B. To find the circuit equation, we will use the Kirchhoff’s first 
law, which is sometimes called Kirchhoff’s current law. For the node, 


ij —i2 —123=0, (3.162) 
and for each current, 
— VY: 

fees = fs Vi) dt, 
; VYi- - dV2 

= = C—_—, 
i R3 dt 
Pee (3.163) 
i3 = Be . 


When these expressions are substituted into Eq. (3.162), the resulting equation be- 
comes 

v3 VY: V, 

clea 2 1 


4214 ot ~ [wv Voda (3.164) 
Ri R3 R> dt L lac aan i 


In Equation (3.164), e/R, is the forcing input, and the measurable outputs are Vj, 
V2, and V3. To produce Equation (3.164), three variables i), i2, and i3 have to be 
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specified and three equations of motion derived. By applying the equation of constraint 
i, — iz — i3 =O, it has been possible to condense all three equations of motion into a 
single expression. Note that each element in this expression has a unit of current (A). 


3.14.4 Analogies 


Earlier, we considered mechanical, thermal, and electrical elements separately. How- 
ever, the dynamic behavior of these systems is analogous. It is possible, for example, 
to take mechanical elements or thermal components, convert them into an equivalent 
electric circuit, and analyze the circuit using Kirchhoff’s laws. Table 3.4 gives the 
various lumped parameters for mechanical, thermal, and electrical circuits, together 
with their governing equations. For the mechanical components, Newton’s second 
law was used, and for thermal components, we apply Newton’s law of cooling. 

In the first column of Table 3.4 the linear mechanical elements and their equations 
in terms of force (F’) are given. In the second column are the linear thermal elements 
and their equations in terms of heat (Q). In the third and fourth columns are electrical 
analogies (capacitor, inductor, and resistor) in terms of voltage and current (V and 7). 
These analogies may be quite useful in a practical assessment of a sensor and for the 
analysis of its mechanical and thermal interface with the object and the environment. 
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Fig. 4.1. Examples of optical systems that use refraction (A) and reflection (B,C). 
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filaments in the electric bulbs, light-emitting diodes (LEDs), gas-discharge lamps, 
lasers, laser diodes, heaters, and coolers. 

Figure 4.1 shows several examples of the manipulation of light in sensors. Most 
of these methods involve changing the direction of light; others use a selective block- 
ing of certain wavelengths. The latter is called filtering (filter in Fig. 4. 1A). The light 
direction can be changed by use of the physical effect of reflection with the help of 
mirrors, diffractive gratings, optical waveguides, and fibers. Also, the light direction 
can be changed by refraction with the help of lenses, prisms, windows, chemical solu- 
tions, crystals, organic materials, and biological objects. While passing through these 
objects, properties of the light may be modified (modulated) by a measured stimulus. 
Then, the task of a sensor designer is to measure the degree of such modulation and 
relate it to the stimulus. What can be modulated in light? The intensity, direction of 
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propagation, polarization, spectral contents of light beam can all be modified, and 
even the speed of light and phase of its wavelength can be changed. 


4.1 Radiometry 


Let us consider light traveling through a three-layer material. All layers are made of 
different substances called media. Figure 4.2 shows what happens to a ray of light 
which travels from the first medium into a flat plate of a second medium, and then to 
a third medium. Part of the incident light is reflected from a planar boundary between 
the first and second media according to the law of reflection, which historically is 
attributed to Euclid: 

0, =0} (4.1) 


A part of light enters the plate (Medium 2) at a different angle. The new angle ©2 is 
governed by the refraction law, which was discovered in 1621 by Willebrord Snell 
(1580-1626) and is known as Snell’s law: 


n{ sin ©, =n2 sin Or, (4.2) 


where n; and nz are the indices of refraction of two media. 
In any medium, light moves slower than in vacuum. An index of refraction is a 
ratio of velocity of light in vacuum, co, to that in a medium, c: 


n=—, (4.3) 


Medium 1 Medium 2 Medium 3 
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reflection 


Fig. 4.2. Light passing through materials with different refractive indices. 
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Fig. 4.3. Transparency characteristics for various optical materials. 


Because c <co, the refractive index of a medium is always more than unity. The 
velocity of light in a medium directly relates to a dielectric constant ¢, of a medium, 
which subsequently determines the refractive index: 


n=/é. (4.4) 
Generally, 1 is a function of wavelength. The wavelength dependence of the index 
of refraction is manifested in a prism, which was used by Sir Isaac Newton in his 
experiments with the light spectrum. In the visible range, the index of refraction n is 
often specified at a wavelength of 0.58756 um, the yellow-orange helium line. Indices 
of refraction for some materials are presented in Table A.19 in the Appendix. 

A refractive index dependence of wavelengths is called a dispersion. The change 
in n with the wavelength is usually very gradual, and often negligible, unless the 
wavelength approaches a region where the material is not transparent. Figure 4.3 
shows transparency curves of some optical materials. 

Aportion of light reflected from a boundary at angle ©, , depends on light velocities 
in two adjacent media. The amount of reflected flux ®, relates to incident flux Po 
through the coefficient of reflection p, which can be expressed by means of refractive 


indices: P 
®, 1) 
== P 4.5 
‘ Do (228 we) 


Equations (3.139) and (4.5) indicate that both the reflection and the absorption (emis- 
sivity) depend solely on the refractive index of the material at a particular wavelength. 
If the light flux enters from air into an object having refractive index n, Eq. (4.5) 


is simplified to 
na 
= ; 4.6 
p ( zz 7) (4.6) 
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Fig. 4.4. Light passing through an optical plate. 


Before light exits the second medium (Fig. 4.2) and enters the third medium having 
refractive index 13, another part of it is reflected internally from the second boundary 
between the nz and n3 media at angle ©. The remaining portion of light exits at angle 
©3, which is also governed by Snell’s law. If media | and 3 are the same (e.g., air) at 
both sides of the plate, then n| = 3 and ©; = O3. This case is illustrated in Fig. 4.4. 
It follows from Eq. 4.5 that the coefficients of reflection are the same for light striking 
a boundary from either direction—approaching from the higher or lower index of 
refraction. 

A combined coefficient of two reflections from both surfaces of a plate can be 
found from a simplified formula: 


p2* pi(2— p1), (4.7) 


where / is the reflective coefficient from one surface. In reality, the light reflected 
from the second boundary is reflected again from the first boundary back to the second 
boundary, and so on. Thus, assuming that there is no absorption in the material, the 
total reflective loss within the plate can be calculated through the refractive index of 


the material: 
2n 


nel 
The reflection increases for higher differences in refractive indices. For instance, if 
visible light travels without absorption from air through a heavy flint glass plate, 
two reflectances result in a loss of about 11%, whereas for the air-germanium—air 
interfaces (in the far-infrared spectral range), the reflective loss is about 59%. To 


p2=1 (4.8) 
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reduce losses, optical materials are often given antireflective coatings, which have 
refractive indices and thickness geared to specific wavelengths. 

The radiant energy balance Eq. (3.134) should be modified to account for two 
reflections in an optical material: 


pt+aty=l, (4.9) 


where a is a coefficient of absorption and y is a coefficient of transmittance. In a 
transparency region, a ~ 0, therefore, transmittance is: 
2n 

n+l 
Equation (4.10) specifies the maximum theoretically possible transmittance of the 
optical plate. In the above example, transmittance of a glass plate is 88.6% (visible), 
whereas transmittance of a germanium plate is 41% (far IR). In the visible range, 
germanium transmittance is zero, which means that 100% of light is reflected and 
absorbed. Figure 4.5 shows reflectance and transmittance of a thin plate as functions 
of refractive indices. Here, a plate means any optical device (like a window or a 
lens) operating within its useful spectral range, [i.e., where its absorptive loss is small 
(a~0)]. 

Figure 4.6 shows an energy distribution within an optical plate when incident 
light flux ®o strikes its surface. A part of incident flux, ® p, is reflected, another part, 
®,, is absorbed by the material, and the third part, ®,,, is transmitted through. The 


y=1l-p,* (4.10) 
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Fig. 4.5. Reflectance and transmittance of a thin plate as functions of a refractive index. 
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Fig. 4.6. Radiant energy distribution at an optical 
plate. 


absorbed portion of light is converted into heat, a portion of which AP is lost to a 
supporting structure and surroundings through thermal conduction and convection. 
The rest of the absorbed light raises the temperature of the material. The temperature 
increase may be of concern when the material is used as a window in a powerful 
laser. Another application where temperature increase may cause problems is in far- 
infrared detectors. The problem is associated with the flux ®, = ®, — AP, which 
is radiated by the material due to its temperature change. This is called a secondary 
radiation. Naturally, a radiated spectrum relates to a temperature of the material and 
is situated in the far-infrared region of the spectrum. The spectral distribution of the 
secondary radiation corresponds to the absorption distribution of the material because 
absorptivity and emissivity are the same thing. 

For materials with low absorption, the absorption coefficient can be determined 
through a temperature rise in the material: 


__ mc 2n sat Berges qi (4.11) 
*“Oyn+i\a a)” 


where m and c are the mass and the specific heat of the optical material, respectively, 
and T, and Ty are the slopes of the rising and lowering parts of the temperature 
curve of the material, respectively, at test temperature 7p. Strictly speaking, light in 
the material is lost not only due to absorption but to scattering as well. A combined 
loss within material depends on its thickness and can be expressed through the so- 
called attenuation coefficient g and the thickness of the sample h. The transmission 
coefficient can be determined from Eq. (4.10), which is modified to account for the 
attenuation: 


y*(1— poe 8". (4.12) 


The attenuation (or extinction) coefficient g is usually specified by manufacturers of 
optical materials. 


4.2 Photometry 


When using light-sensitive devices (photodetectors), it is critical to take into a con- 
sideration both the sensor and the light source. In some applications, light is received 
from independent sources; in others, the light source is a part of the measurements 
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system. In any event, the so-called photometric characteristics of the optical system 
should be taken into account. Such characteristics include light, emittance, luminance, 
brightness, and so forth. 

To measure radiant intensity and brightness, special units have been devised. 
Radiant flux (energy emitted per unit time), which is situated in a visible portion of the 
spectrum, is referred to as luminous flux. This distinction is due to the inability of the 
human eye to respond equally to like power levels of different visible wavelengths. 
For instance, one red and one blue light of the same intensity will produce very 
different sensations; the red will be perceived as much brighter. Hence, comparing 
lights of different colors, the watt becomes a poor measure of brightness and a special 
unit called a Jumen was introduced. It is based on a standard radiation source with 
molten platinum formed in a shape of a blackbody and visible through a specified 
aperture within a solid angle of one steradian. A solid angle is defined in a spherical 


geometry as 
A 
o=>5, (4.13) 
r 
where r is the spherical radius and A is the spherical surface of interest. When A =r, 
the unit is called a spherical radian or steradian (sr) (see Table 1.7). 


Tlluminance is given as 


E=—-; (4.14) 


that is, a differential amount of luminous flux (F) over a differential area. It is most 
often expressed in lumens per square meter (square foot), or foot-meter (foot-candle). 
The luminous intensity specifies flux over solid angle: 


dF 


ae. 
is dw 


(4.15) 
most often, it is expressed in lumens per steradian or candela. If the luminous intensity 
is constant with respect to the angle of emission, Eq. (4.15) becomes 


IL=—. (4.16) 
@ 

If the wavelength of the radiation varies but the illumination is held constant, the 
radiative power in watts is found to vary. A relationship between illumination and 
radiative power must be specified at a particular frequency. The point of specification 
has been taken to be at a wavelength of 0.555 um, which is the peak of the spectral 
response of the human eye. At this wavelength, | W of radiative power is equivalent 
to 680 lumens. For the convenience of the reader, some useful terminology is given 
in Table 4.1. 

In the selection of electro-optical sensors, design considerations of light sources 
are of prime concern. A light source will effectively appear as either a point source 
or as an area source, depending on the relationship between the size of the source 
and the distance between the source and the detector. Point sources are arbitrarily 
defined as those whose diameter is less than 10% of the distance between the source 
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Table 4.1. Radiometric and Photometric Terminology 


Description Radiometric Photometric 
Total flux Radiant flux (fF) in W Luminous flux (F’) in lumens 
Emitted flux density Radiant emittance (W) in Luminous emittance (Z) in 
at a source surface W/cm lumens/cm2 (lamberts) or lumens/ft2 
(foot-lamberts) 
Source intensity Radiant intensity (J) in W/sr Luminous intensity (Jy) in 
(point source) lumens/sr (candela) 
Source intensity Radiance (B;) in W/sr/cm2 Luminance (By) in 
(area source) lumens/sr/cm2 (lambert) 
Flux density incident Irradiance (H) in Wiem2 Illuminance (£) in lumens/cm2 (candle) 
on a receiver surface or lumens/ft2 (foot-candle) 


Source: Adapted from Ref. [2]. 


and the detector. Although it is usually desirable that a photodetector be aligned such 
that its surface area is tangent to the sphere with the point source at its center, it is 
possible that the plane of the detector can be inclined from the tangent plane. Under 
this condition, the incident flux density (irradiance) is proportional to the cosine of 
the inclination angle ¢: 


ie 
H= ; (4.17) 
COS — 
and the illuminance, 
Ty 
E=~3 cos® . (4.18) 
r 


The area sources are arbitrarily defined as those whose diameter is greater than 
10% of the separation distance. A special case that deserves some consideration occurs 
when the radius R of the light source is much larger than the distance r to the sensor. 
Under this condition, 

B, As a B, As 
~ 72 + R2 R2 
where A, is the area of the light source and B, is the radiance. Because the area of 
the source A, = 7 R®, irradiance is 


, (4.19) 


HY B.n=W:;: (4.20) 


that is, the emitted and incident flux densities are equal. If the area of the detector is the 
same as the area of the source and R >>, the total incident energy is approximately 
the same as the total radiated energy, (i.e., unity coupling exists between the source 
and the detector). When the optical system is comprised of channeling, collimating, 
or focusing components, its efficiency and, subsequently, coupling coefficient must 
be considered. Important relationships for point and area light sources are given in 
Tables 4.2 and 4.3. 
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Table 4.2. Point Source Relationships 


Description Radiometric Photometric 
Point source intensity J,, W/sr I,,, lumens/sr 
Incident flux density _—_Irradiance, H = I, / r2, Wim illuminance, FE = [;/ r’, lumens/m2 
Total flux output ofa P=4z71,, watts F =4zI,, lumens 


point source 


Source: Adapted from Ref. [2]. 


Table 4.3. Area Source Relationships 


Description Radiometric Photometric 
Point source intensity B,., Wi(cm2 sr) Br, lumens/(cm2 sr) 
Emitted flux density W =7B,, Wiem2 L=7 By, lumens/cm? 
: : B, As 2) BLAs 2 
Incident flux density H=— —,,, W/cm E=——,,, lumens/cm 
r2 4+ R2 r? + R? 


Source: Adapted from Ref. [2]. 


4.3 Windows 


The main purpose of windows is to protect interiors of sensors and detectors from 
the environment. A good window should transmit light rays in a specific wavelength 
range with minimal distortions. Therefore, windows should possess appropriate char- 
acteristics depending on a particular application. For instance, if an optical detector 
operates under water, its window should possess the following properties: a mechan- 
ical strength to withstand water pressure, a low water absorption, a transmission band 
corresponding to the wavelength of interest, and an appropriate refractive index which 
preferably should be close to that of water. A useful window which can withstand high 
pressures is spherical, as shown in Fig. 4.7. To minimize optical distortions, two limi- 
tations should be applied to a spherical window: an aperture D (its largest dimension) 
must be smaller than the window’s spherical radius R,, and a thickness d of the win- 
dow must be uniform and much smaller than radius R. If these conditions are not 
met, the window becomes a concentric spherical lens. 

A surface reflectivity of a window must be considered for its overall performance. 
To minimize a reflective loss, windows may be given special antireflective coatings 
(ARCs) which may be applied on either one or both sides of the window. These are 
the coatings which give bluish and amber appearances to popular photographic lenses 
and filters. Due to a refraction in the window (see Fig. 4.4), a passing ray is shifted 
by a distance L which, for small angles ©;, may be found from the formula 

n—-1 


bed (4.21) 


n 


where n is the refractive index of the material. 

Sensors operating in the far-infrared range require special windows which are 
opaque in the visible and ultraviolet spectral regions and quite transparent in the 
wavelength of interest. Several materials are available for the fabrication of such 
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Fig. 4.8. Spectral transmittance of a silicon window. Note that the majority of loss is due to a 
reflection from two surfaces. 


windows. Spectral transmittances of some materials are shown in Fig. 4.3. When 
selecting the material for a far-infrared window, the refractive index must be seri- 
ously considered because it determines the coefficient of reflectivity, absorptivity, 
and, eventually, transmittance. Figure 4.8 shows spectral transmittances of two sili- 
con windows having different thicknesses. The total radiation (100%) at the window 
is divided into three portions: reflected (about 50% over the entire spectral range), 
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Fig. 4.9. Second surface mirror. 


absorptive (varies at different wavelengths), and transmitted, which is whatever is 
left after reflection and absorption. Because all windows are characterized by specific 
spectral transmissions, often they are called filters. 


4.4 Mirrors 


A mirror is the oldest optical instrument ever used or designed. Whenever light passes 
from one medium to another, there is some reflection. To enhance a reflectivity, a single 
or multilayer reflecting coating is applied either on the front (first surface) or the rear 
(second surface) of a plane-parallel plate or other substrate of any desirable shape. 
The first surface mirrors are the most accurate. In the second surface mirror, light 
must enter a plate having, generally, a different index of refraction than the outside 
medium. 

Several effects in the second surface mirror must be taken into consideration. 
First, due to the refractive index n of a plate, a reflective surface appears closer (Fig. 
4.9). The virtual thickness d of the carrier for smaller angles ©; may be found from 


a simple formula: 
dx Bs (4.22) 
n 
The front surface of the second surface mirror may also reflect a substantial 
amount of light, creating the so-called ghost reflection. For instance, a glass plate 
reflects about 4% of visible light. Further, a carrier material may have a substantial 
absorption in the wavelength of interest. For instance, if a mirror operates in a far- 


infrared spectral range, it should use either first surface metallization or a second 


4.4 Mirrors 135 


0.1 0.2 0.3 0.40.5 0.81.0 2 3 456 8 10 


Fig. 4.10. Spectral reflectances of some mirror coatings. 


surface where the substrate is fabricated of ZnSe or other long-wavelength transparent 
materials. Materials such as Si or Ge have too strong a surface reflectivity to be useful 
for the fabrication of the second surface mirrors. 

Reflecting coatings applied to a surface for operation in the visible and near- 
infrared ranges can be silver, aluminum, chromium, and rhodium. Gold is preferable 
for the far-infrared spectral range devices. By selecting an appropriate coating, the 
reflectance may be achieved of any desired value from 0 to | (Fig. 4.10). 

The best mirrors for broadband use have pure metallic layers, vacuum-deposited 
or electrolytically deposited on glass, fused silica, or metal substrates. Before the 
reflective layer deposition, to achieve a leveling effect a mirror may be given an 
undercoat of copper, zirconium—copper, or molybdenum. 

Another useful reflector which may serve as a second surface mirror without the 
need for reflective coatings is a prism, where the effect of total internal reflection (TIR) 
is used. The angle of a total internal reflection is a function of the refractive index: 


1 
©o = arcsin (<) ; (4.23) 
n 


The total internal reflectors are the most efficient in the visible and near-infrared 
spectral ranges, as the reflectivity coefficient is close to unity. The TIR principle is 
fundamental for the operation of the optical fibers. 

Ateflective surface may be formed practically in any shape to divert the direction 
of light travel. In the optical systems, curved mirrors produce effects equivalent to 
that of lenses. The advantages they offer include (1) higher transmission, especially 
in the longer-wavelength spectral range, where lenses become less efficient due to 
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Fig. 4.11. Spherical (A) and parabolic (B) first surface mirrors. 


higher absorption and reflectance loss, (2) absence of distortions incurred by refracting 
surfaces due to dispersion (chromatic aberrations), and (3) lower size and weight as 
compared with many types of lenses. Spherical mirrors are used whenever light must 
be collected and focused (focus is from the Latin meaning fireplace—a gathering 
place in a house). However, spherical mirrors are good only for the parallel or near- 
parallel beams of light that strike a mirror close to normal. These mirrors suffer from 
imaging defects called aberrations. Figure 4.11A shows a spherical mirror with the 
center of curvature in point C. A focal point is located at a distance of one-half of 
the radius from the mirror surface. A spherical mirror is astigmatic, which means that 
the off-axis rays are focused away from its focal point. Nevertheless, such mirrors 
prove very useful in detectors where no quality imaging is required—for instance, in 
infrared motion detectors, which are covered in detail in Section 6.5 of Chapter 6. 

A parabolic mirror is quite useful for focusing light off-axis. When it is used in 
this way, there is complete access to the focal region without shadowing, as shown 
in Fig. 4.11B. 


4.5 Lenses 


Lenses! are useful in sensors and detectors to divert the direction of light rays and 
arrange them in a desirable fashion. Figure 4.12 shows a plano-convex lens, which 
has one surface spherical and the other flat. The lens has two focuses at both sides: F 
and F’, which are positioned at equal distances — f and f from the lens. When light 


rays from object G enters the lens, their directions change according to Snell’s law. 


! The word lens is from the Latin name for lentils. A lentil seed is flat and round, and its sides 
bulge outward—just like a convex lens. 
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Fig. 4.12. Geometry of a plano-convex lens. 


To determine the size and the position of an image created by the lens, it is 
convenient to draw two rays that have special properties. One is parallel to the optical 
axis, which is a line passing through the sphere’s center of curvature. After exiting 
the lens, that ray goes through focus F’. The other ray first goes though focus F, and 
upon exiting the lens, it propagates in parallel with the optical axis. A thin lens whose 
radius of curvature is much larger than thickness of the lens has a focal distance f, 
which may be found from the equation 


1 is, 2 
=(n—1) ( i. ) (4.24) 
r2 


f r| 
where r; and rz are radii of lens curvature. Image G’ is inverted and positioned at a 
distance b from the lens. That distance may be found from a thin-lens equation: 
ee +E : (4.25) 
a ae 
For the thick lenses where thickness t is comparable to the radii of curvature, a focal 
distance may be found from 
f= nr\r2 
(n—1)|n(ri +12) —t(n— DI 
Several lenses may be combined into a more complex system. For two lenses separated 
by a distance d, a combination focal length may be found from 


fife 
fit fo—d 


(4.26) 


f= (4.27) 


4.6 Fresnel Lenses 


Fresnel lenses are optical elements with step-profiled surfaces. They prove to be very 
useful in sensors and detectors where a high quality of focusing is not required. Major 
applications include light condensers, magnifiers, and focusing element in occupancy 
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Fig. 4.13. Concept of a Fresnel lens. 


detectors. Fresnel lenses may be fabricated of glass, acrylic (visible and near-infrared 
range), or polyethylene (far-infrared range). The history of Fresnel lenses began in 
1748, when Count Buffon proposed grinding out a solid piece of glass lens in steps 
of the concentric zones in order to reduce the thickness of the lens to a minimum and 
to lower energy loss. He realized that only the surface of a lens is needed to refract 
light, because once the light is inside the lens, it travels in a straight line. His idea 
was modified in 1822 by Augustin Fresnel (1788-1827), who constructed a lens in 
which the centers of curvature of the different rings receded from the axis according 
to their distances from the center, so as to practically eliminate spherical aberration. 

The concept of that lens is illustrated in Fig. 4.13, where a regular plano-convex 
lens is depicted. The lens is sliced into several concentric rings. After slicing, all rings 
still remain lenses which refract incident rays into a common focus defined by Eq. 
(4.24). A change in an angle occurs when a ray exits a curved surface. The section 
of a ring marked by the letter x does not contribute to the focusing properties. If all 
such sections are removed, the lens will look like it is shown in Fig. 4.13B and will 
fully retain its ability to focus light rays. Now, all of the rings may be shifted with 
respect to one another to align their flat surfaces (Fig. 4.13C). A resulting near-flat 
lens is called Fresnel, which has nearly the same focusing properties as the original 
plano-convex lens. A Fresnel lens basically consists of a series of concentric prismatic 
grooves, designed to cooperatively direct incident light rays into a common focus. 

The Fresnel lens has several advantages over a conventional lens, such as low 
weight, thin size, ability to be curved (for a plastic lens) to any desirable shape, and, 
most importantly, lower absorption loss of light flux. The last feature is very important 
for the fabrication of mid- and far-infrared lenses where absorption in the material 
may be significant. This is the reason why polymer Fresnel lenses are used almost 
exclusively in the far-infrared motion detectors. 

Two common types of Fresnel lenses are presently manufactured. One is a 
constant-step lens (Fig. 4.14A) and the other is a constant depth lens (Fig. 4.14B). In 
practice, it is difficult to maintain a curved surface of each small groove; hence, the 
profile of a groove is approximated by a flat surface. This demands that the steps be 
positioned close to each other. In fact, the closer the steps, the more accurate the lens. 

In a constant-step lens, a slope angle g of each groove is a function of its distance 
h from the optical axis. As a result, the depths of the grooves increase with the distance 


4.6 Fresnel Lenses 139 


(A) (B) 


Fig. 4.14. Constant-step (A) and constant-depth (B) Fresnel lenses. 


from the center. A central portion of the lens may be flat if its diameter is at least 20 
times smaller than the focal length. For the shorter focal lengths, it is good practice 
to maintain a spherical profile of a central portion. The slope angle of each step may 
be determined from the following formula, which is valid for small values of h: 


t ( ut ) (4.28) 

y = arctan | ———— }, . 
fa@—1) 

where f is the focal length. 


For a constant-depth lens, both the slope angle g and the step distance r vary 
with the distance from the center. The following equations may be useful for the 
lens calculation. The distance of a groove from the center may be found through the 
groove number & (assuming the center portion has number 0); 


h=/2fn— ed — £42, (4.29) 


gy =arcsin (<5) ‘ (4.30) 


The total number of grooves in the lens may be found through a Fresnel lens aperture 
(maximum dimension) D: 


_@-)f-V fal? D? 


and the slope angle is 


r 


(4.31) 


The Fresnel lens may be slightly bent if it is required for a sensor design. However, a 
bend changes the positions of the focal points. If a lens is bent with its groves inside 
the curvature, the focal distance decreases. 
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Fig. 4.15. Comparison of spherical and aspheric lens profiles. 


It is known that a spherical surface of a lens will produce a spherical aberration. 
Therefore, for applications where high-quality focusing is required, the continuous 
surface from which the contours of the groves are determined should not be spherical, 
but aspherical. The profile of a continuous aspherical surface can often be described 
by a standard equation of a conic, axially symmetrical about the z axis (Fig. 4.15): 


cy? 
1—(K+)C2Y¥2" 


(4.32) 


where Z and Y are the coordinates of the surface, C is the vertex curvature, and 
K is the conic constant. The vertex curvature and the conic constant can be chosen 
depending on the desired characteristics of the lens, and the contours of each grove 
can be figured using this equation. C and K will depend on several factors, such as 
the desired focal length, the index of refraction, and the particular application. 


4.7 Fiber Optics and Waveguides 


Although light does not go around the corner, it can be channeled along complex paths 
by the use of waveguides. To operate in the visible and near-infrared spectral ranges, 
the guides may be fabricated of glass or polymer fibers. For the mid- and far-infrared 
spectral ranges, the waveguides are made as hollow tubes with highly reflective inner 
surfaces. The waveguide operates on the principle of the internal reflections where 
light beams travel in a zigzag pattern. A fiber can be used to transmit light energy in 
the otherwise inaccessible areas without any transport of heat from the light source. 
The surface and ends of a round or other cross-section fiber are polished. An outside 
cladding may be added. When glass is hot, the fibers can be bent to curvature radii of 
20-50 times their section diameter and after cooling, to 200-300 diameters. Plastic 
fibers fabricated of polymethyl methacrylate may be bent at much smaller radii than 
glass fibers. A typical attenuation for a 0.25-mm polymer fiber is in the range of 0.5 
dB/meter of length. Light propagates through a fiber by means of a total internal 
reflection, as shown in Fig. 4.16B. It follows from Eq. (4.23) that light passing to air 
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Fig. 4.16. Optical fibers: (A) a step-index multiple fiber; (B) determination of the maximum 
angle of entry. 


from a medium having a refractive index n is subject to the limitation of an angle of 
total internal reflection. In a more general form, light may pass to another medium 
(cladding) having refractive index n1; then, Eq. (4.23) becomes 


Qo =aresin (=) (4.33) 


Figure 4.16A shows a profile of the index of refraction for a single fiber with 
the cladding where the cladding must have a lower index of refraction to assure a 
total internal reflection at the boundary. For example, a silica-clad fiber may have 
compositions set so that the core (fiber) material has an index of refraction of 1.5 and 
the clad has an index of refraction of 1.485. To protect the clad fiber, it is typically 
enclosed in some kind of protective rubber or plastic jacket. This type of the fiber 
is called a "step index multimode" fiber, which refers to the profile of the index of 
refraction. 

When light enters the fiber, it is important to determine the maximum angle of entry 
which will result in total internal reflections (Fig. 4.16B). If we take that minimum 
angle of an internal reflection Op = ©3, then the maximum angle © 2 can be found 
from Snell’s law: 

n2 — nt 


©2 (max) = arcsin | ————— ] . (4.34) 
n 


Applying Snell’s law again and remembering that for air n © 1, we arrive at 
sin ©in(max) =n) sin ©2(max)- (4.35) 


Combining Eggs. (4.34) and (4.35), we obtain the largest angle with the normal to the 
fiber end for which the total internal reflection will occur in the core: 


@in(max) = arcsin ( i= ni) (4.36) 
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Light rays entering the fiber at angles greater than @in(max) Will pass through to the 
jacket and will be lost. For data transmission, this is an undesirable event, however, 
in a specially designed fiber-optic sensor, the maximum entry angle can be a useful 
phenomenon for modulating light intensity. 

Sometimes, the value @jn(max) 18 called the numerical aperture of the fiber. Due 
to variations in the fiber properties, bends, and skewed paths, the light intensity does 
not drop to zero abruptly but rather gradually diminishes to zero while approaching 
©incmax). In practice, the numerical aperture is defined as the angle at which light 
intensity drops by some arbitrary number, (e.g., —10 dB of the maximum value). 

One of the useful properties of fiber-optic sensors is that they can be formed into 
a variety of geometrical shapes depending on the desired application. They are very 
useful for the design of miniature optical sensors which are responsive to such stimuli, 
as pressure, temperature, chemical concentration, and so forth. The basic idea for use 
of fiber optics in sensing is to modulate one or several characteristics of light in a fiber 
and, subsequently, to optically demodulate the information by conventional methods. 
Astimulus may act ona fiber either directly or it can be applied to acomponent attached 
to the fiber’s outer surface or the polished end to produce an optically detectable signal. 

To make a fiber chemical sensor, a special solid phase of a reagent may be formed 
in the optical path coupled to the fiber. The reagent interacts with the analyte to 
produce an optically detectable effect, (e.g., to modulate the index of refraction or 
coefficient of absorption). A cladding on a fiber may be created from a chemical 
substance whose refractive index may be changed in the presence of some fluids [3]. 
When the angle of total internal reflection changes, the light intensity varies. 

Optical fibers may be used in two modes. In the first mode (Fig. 4.17A), the same 
fiber is used to transmit the excitation signal and to collect and conduct an optical 
response back to the processing device. In the second mode, two or more fibers are 
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Fig. 4.17. (A) Single- and (B) dual-fiber-optic sensors. 
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Fig. 4.18. Fiber-optic displacement sensor utilizes 
the modulation of reflected light intensity. 
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Fig. 4.19. Fiber-optic microbend strain gauge (A) and a waveguide for the far-infrared radiation 


(B). 


employed where excitation (illumination) function and collection function are carried 
out by separate fibers (Fig. 4.17B). 

The most commonly used type of fiber-optic sensor is an intensity sensor, where 
light intensity is modulated by an external stimulus [4]. Figure 4.18 shows a displace- 
ment sensor where a single-fiber waveguide emits light toward the reflective surface. 
Light travels along the fiber and exits in a conical profile toward the reflector. If the 
reflector is close to the fiber end (distance d), most of the light is reflected into the fiber 
and propagates back to the light detector at the other end of the fiber. If the reflector 
moves away, some of the rays are reflected outside of the fiber end, and fewer and 
fewer photons are returned back. Due to the conical profile of the emitted light, a 
quasilinear relationship between the distance d and the intensity of the returned light 
can be achieved over a limited range. 

The so-called microbend strain gauge can be designed with an optical fiber which 
is squeezed between two deformers, as shown in Fig. 4.19A. The external force 
applied to the upper deformer bends the fiber affecting a position of an internal 
reflective surface. Thus, a light beam which normally would be reflected in direction 
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x approaches the lower part of the fiber at an angle which is less than @9>—the angle of 
total internal reflection [Eq. (4.33)]. Thus, instead of being reflected, light is refracted 
and moves in the direction y through the fiber wall. The closer the deformers come to 
each other, the more light goes astray and the less light is transmitted along the fiber. 

For operation in the spectral range where loss in fibers is too great, hollow tubes are 
generally used for light channeling (Fig. 4.19B). The tubes are highly polished inside 
and coated with reflective metals. For instance, to channel thermal radiation, a tube 
may be fabricated of brass and coated inside by two layers: nickel as an underlayer 
to level the surface, and the optical-quality gold having thickness in the range 500- 
1000A. Hollow waveguides may be bent to radii of 20 or more of their diameters. 
Although fiber optics use the effect of the total internal reflection, tubular waveguides 
use a first surface mirror reflection, which is always less than 100%. As a result, loss 
in a hollow waveguide is a function of a number of reflections; that is, loss is higher 
for the smaller diameter and the longer length of a tube. At length/diameter ratios 
more than 20, hollow waveguides become quite inefficient. 


4.8 Concentrators 


Regarding optical sensors and their applications, there is an important issue of the 
increasing density of the photon flux impinging on the sensor’s surface. In many 
cases, when only the energy factors are of importance and a focusing or imaging 
is not required, special optical devices can be used quite effectively. These are the 
so-called nonimaging collectors, or concentrators [5]. They have some properties of 
the waveguides and some properties of the imaging optics (like lenses and curved 
mirrors). The most important characteristic of a concentrator is the ratio of the area of 
the input aperture divided by the area of the output aperture. The concentration ratio 
C is always more than unity; that is, the concentrator collects light from a larger area 
and directs it to a smaller area (Fig. 4.20A) where the sensing element is positioned. 
There is a theoretical maximum for C: 

1 
sin? QO; , 
where ©; is the maximum input semiangle. Under these conditions, the light rays 
emerge at all angles up to 2/2 from the normal to the exit face. This means that 
the exit aperture diameter is smaller by sin ©; times the input aperture. This gives 
an advantage in the sensor design, as its linear dimensions can be reduced by that 
number while maintaining a near equal efficiency. The input rays entering at angle © 
will emerge within the output cone with angles dependent of point of entry. 

The concentrators can be fabricated with reflective surfaces (mirrors) or refractive 
bodies, or as a combination of both. A practical shape of the reflective parabolic 
concentrator is shown in Fig. 4.20B. It is interesting to note that cone light receptors 
in the retina of a human eye have a shape similar to that shown in Fig. 4.20B [6]. 

The tilted parabolic concentrators have very high efficiency*: They can collect 
and concentrate well over 90% of the incoming radiation. If a lesser efficiency is ac- 


(4.37) 


Cmax = 


2 This assumes that the reflectivity of the inner surface of the concentrator is ideal. 
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Fig. 4.20. Nonimaging concentrator (A) a general schematic; (B) a concentrator having a 
parabolic profile. 


ceptable, a conical rather than paraboloid concentrator can be employed. Some of the 
incoming rays will be turned back after several reflections inside the cone; however, 
its overall efficiency is still near 80%. Clearly, the cones are easier to fabricate than 
the paraboloids of revolution. 


4.9 Coatings for Thermal Absorption 


All of thermal radiation sensors, either Passive Infrared (PIR) or Active Infrared 
(AFIR), rely on the absorption or emission of electromagnetic waves in the far-infrared 
spectral range. According to Kirchhoff’s discovery, absorptivity a and emissivity ¢ 
are the same thing (see Section 3.12.3 of Chapter 3). Their value for the efficient 
sensor’s operation must be maximized, that is, it should be made as close to unity as 
possible. This can be achieved by either a processing surface of a sensor to make it 
highly emissive, or by covering it with a coating having a high emissivity. Any such 
coating should have a good thermal conductivity and a very small thermal capacity, 
which means that it must be very thin. 

Several methods are known to give a surface the emissive properties. Among 
them are a deposition of thin metal films (like nichrome) having reasonably good 
emissivity, a galvanic deposition of porous platinum black [7], and evaporation of 
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metal in atmosphere of low-pressure nitrogen [8]. The most effective way of creating 
ahighly absorptive (emissive) material is to form it with a porous surface [9]. Particles 
with sizes much smaller than the wavelength generally absorb and diffract light. The 
high emissivity of a porous surface covers a broad spectral range; however, it decreases 
with the increased wavelength. A film of gold black with a thickness corresponding to 
500 pg/em? has an emissivity of over 0.99 in the near-, mid- and far-infrared spectral 
ranges. 

To form porous platinum black, the following electroplating recipe can be used 
[10]: 


Platinum chloride H2PTCl¢ aq: 2g 
Lead acetate Pbh(OOCCH3)2-3H20: 16mg 
Water: 58 g 


Out of this galvanic bath, the films were grown at room temperature on silicon wafers 
with a gold underlayer film. A current density was 30 mA/cm?. To achieve an absorp- 
tion better than 0.95, a 1.5 g/cm? film is needed. 

To form a gold black by evaporation, the process is conducted in a thermal evap- 
oration reactor at a nitrogen atmosphere of 100 Pa pressure. The gas is injected via a 
microvalve, and the gold source is evaporated from the electrically heated tungsten 
wire from a distance of about 6 cm. Due to collisions of evaporated gold with nitro- 
gen, the gold atoms lose their kinetic energy and are slowed down to thermal speed. 
When they reach the surface, their energy is too low to allow surface mobility and 
they stick to the surface on the first touch event. Gold atoms form a surface structure 
in the form of needles with linear dimensions of about 25 nm. The structure resembles 
surgical cotton wool. For the best results, gold black should have a thickness in the 
range from 250 to 500 ug/cem”. 

Another popular method to enhance emissivity is to oxidize a surface metal film 
to form metal oxide, which, generally, is highly emissive. This can be done by metal 
deposition in a partial vacuum. 

Another method of improving the surface emissivity is to coat a surface with 
an organic paint (visible color of the paint is not important). These paints have far- 
infrared emissivity from 0.92 to 0.97; however, the organic materials have low thermal 
conductivity and cannot be effectively deposited with thicknesses less than 10 um. 
This may significantly slow the sensor’s speed response. In micromachined sensors, 
the top surface may be given a passivation glass layer, which not only provides 
an environmental protection but has an emissivity of about 0.95 in the far-infrared 
spectral range. 


4.10 Electro-optic and Acousto-optic Modulators 


One of the essential steps of a stimulus conversion in optical sensors is their ability to 
modify light in some way (e.g., to alter its intensity by a control signal). This is called 
modulation of light. The control signal can have different origins: temperature, chem- 
ical compounds with different refractive indices, electric filed, mechanical stress, and 
so forth. Here, we examine light modulation by electric signals and acoustic waves. 
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Fig. 4.21. Electro-optic modulator consists of two polarizing filters and a crystal. 


In some crystals, the refractive index can be linked to an applied electric field 
[11]. The effect is characterized in the context of the propagation of a light beam 
through a crystal. For an arbitrary propagation direction, light maintains constant 
linear polarization through a crystal for only those polarization directions allowed by 
the crystal symmetry. An external electric field applied to a crystal may change that 
symmetry, thus modulating the light intensity. Lithium niobate (LINbO3) is one of the 
most widely used materials for electro-optic devices. A crystal is positioned between 
two polarizing filters which are oriented at 90° with respect to one another (Fig. 
4.21). The input polarizer is oriented at 45° to the axis of the modulating crystal [12]. 
The crystal modulator has two electrodes attached to its surface. By changing the 
modulator voltage, the polarization of the light incident on the output polarizer is 
varied, which, in turn. leads to the intensity modulation. 

A similar effect can be observed when the crystal is subjected to mechanical 
effects—specifically, to acoustic waves [11,13]. However, acousto-optic devices are 
used most often in fiber-optic applications as optical frequency shifters, and only to 
a lesser extent as intensity modulators. In the modulator, the light beam propagating 
through a crystal interacts with a traveling-wave index perturbation generated by an 
acoustic wave. The perturbation results from a photoelastic effect, whereby a mechan- 
ical strain produces a linear variation in refractive index. This resembles a traveling- 
wave diffraction grating, which, under certain conditions, can effectively deflect an 
optical beam (Fig. 4.22). Acousto-optic devices are often fabricated from lithium 
niobate and quartz, because acoustic waves can effectively propagate through these 
crystal over a frequency range from tens of megahertz to several gigahertz. The acous- 
tic velocity in lithium niobate is about 6 x 10° m/s; thus a 1-GHz acoustic wave has a 
wavelength of about 6 um, which is comparable to light in the infrared spectral range. 
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Fig. 4.22. Acousto-optic modulator produces multiple diffracted beams. 


4.11 Interferometric Fiber-optic Modulation 


Light intensity in an optical fiber can be modulated to produce a useful output signal. 
Figure 4.23 illustrates an optical waveguide which is split into two channels [13]. The 
waveguides are formed in a LiNbO3 substrate doped with Ti to increase its refractive 
index. They are fabricated by a standard photolithographic lift-off technique. The 
substrate is patterned using a photomask. The Ti layer is electron-beam evaporated 
over the material; then, the photoresist is removed by a solvent, leaving the Ti in the 
waveguide pattern. The Ti atoms later diffuse into the substrate by baking [11]. This 
process results in a graded refractive index profile with a maximum difference at the 
surface of about 0.1% higher than the bulk value. Light is coupled to the waveguides 
through polished end faces. Electrodes are positioned in parallel to the waveguides, 
which recombine at the output. Voltage across the electrodes produces a significant 
phase shift in the light waves. 

The optical transmission of the assembly varies sinusoidally with the phase shift 
Ad between two recombined signals, which is controlled by voltage V(t): 


Pout 1 mV (t) 
=- 1 (2) ; 4.38 
ea + cos a + | (4.38) 


where Vz is the voltage change required for the full on—off modulation and © is 
the constant which can be adjusted for the optimum operating point. When the phase 
difference between the light in two waveguides before the recombination A¢ = 0, 
the output couples to the output waveguide. When the shift Ag = z,, light propagates 
into the substrate. The well-designed modulators can achieve a high extinction ratio 
on the order of 30 dB. 
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Fig. 4.23. Channel-waveguide interferometric intensity modulator (A). Light recombines in 
the exit fiber when the phase shift is zero (B). Light radiates into the substrate when the phase 
shift is 2 (C). (Adapted from Ref. [12].) 
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Optical Components of Sensors 


“Where the telescope ends, the microscope begins. 
Which of the two has the grander view?” 


—Victor Hugo 


Light phenomena, such as reflection, refraction, absorption, interference, polariza- 
tion, and speed, are the powerful utensils in a sensor designer’s toolbox. Optical 
components help to manipulate light in many ways. In this chapter, we discuss these 
components from a standpoint of geometrical optics. When using geometrical optics, 
we omit properties of light which are better described by quantum mechanics and 
quantum electrodynamics. We will ignore not only quantum properties of light but 
the wave properties as well. We consider light as a moving front or a ray which is 
perpendicular (normal) to that front. To do so, we should not discuss any optical el- 
ements whose dimensions are too small compared to the wavelength. For example, 
if a glass window is impregnated with small particles of submicron size, we should 
completely ignore them for any geometrical calculations from the near-infrared to 
longer wavelengths. Another example is a diffractive grating. Its operation cannot be 
described by methods of geometrical optics. In such cases, the methods of quantum 
electrodynamics (QED) need to be used. Here, we summarize those optical elements 
most applicable for the sensor design. For more detailed discussions of geometrical 
optics, we refer the reader to special texts, (e.g., Ref. [1]). 

Before light can be manipulated, first we need to have light generated. There are 
several ways to produce light. Some sources of light are natural and exist without 
our will or effort; some must be incorporated into a measurement device. The natural 
sources of light include celestial objects, such as the Sun, Moon, stars, and so forth. 
Also, natural sources of light include all material objects that radiate thermal energy 
depending on their temperatures, as it was covered in Chapter 3. These include fire, 
exothermic chemical reactions, living organisms, and other natural sources whose 
temperatures are different from their surroundings and whose thermal radiation can 
be selectively detected by the optical devices. The man-made sources of light include 
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Interface Electronic Circuits 


5.1 Input Characteristics of Interface Circuits 


A system designer is rarely able to connect a sensor directly to processing, mon- 
itoring, or recording instruments, unless a sensor has a built-in electronic circuit 
with an appropriate output format. When a sensor generates an electric signal, 
that signal often is either too weak or too noisy, or it contains undesirable com- 
ponents. In addition, the sensor output may be not compatible with the input re- 
quirements of a data acquisition system, that is, it may have a wrong format. To 
mate a sensor and a processing device, they either must share a “common value” 
or some kind of a “mating” device is required in between. In other words, the 
signal from a sensor usually has to be conditioned before it is fed into a process- 
ing device (a load). Such a load usually requires either voltage or current as its 
input signal. An interface or a signal conditioning circuit has a specific purpose: 
to bring the signal from the sensor up to the format which is compatible with 
the load device. Figure 5.1 shows a stimulus that acts on a sensor which is con- 
nected to a load through an interface circuit. To do its job effectively, an inter- 
face circuit must be a faithful slave of two masters: the sensor and the load de- 
vice. Its input characteristics must be matched to the output characteristics of the 
sensor and its output must be interfaceable with the load. This book, however, fo- 
cuses on the sensors; therefore, we will discuss only the front stages of the interface 
circuits. 

The input part of an interface circuit may be specified through several standard 
numbers. These numbers are useful for calculating how accurately the circuit can 
process the sensor’s signal and what the circuit’s contribution to a total error budget is. 

The input impedance shows by how much the circuit loads the sensor. The 
impedance may be expressed in a complex form as 

V 
Z= T’ (5.1) 
where V and I are complex notations for the voltage and the current across the input 
impedance. For example, if the input of a circuit is modeled as a parallel connection of 
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Fig. 5.1. Interface circuit matches the signal formats of a sensor and a load device. 
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Fig. 5.2. Complex input impedance of an interface circuit (A) and equivalent circuit of a 
voltage-generating sensor (B). 


input resistance R and input capacitance C (Fig. 5.2A), the complex input impedance 
may be represented as 
R 


Z=—___., 5.2 
1+ jaRC ee) 


where w is the circular frequency and j = ./—1 is the imaginary unity. At very low 
frequencies, a circuit having a relatively low input capacitance and resistance has an 
input impedance almost equal to the input resistance: Z ~ R. Relatively low, here, 
means that the reactive part of the above equation becomes small; that is, the following 
holds 


1 
RC<-. (5.3) 
o 


Whenever an input impedance of a circuit is considered, the output impedance of 
the sensor must be taken into account. For example, if the sensor is of a capacitive 
nature, to define a frequency response of the input stage, sensor’s capacitance must 
be connected in parallel with the circuit’s input capacitance. Formula (5.2) suggests 
that the input impedance is a function of the signal frequency. With an increase in the 
signal rate of change, the input impedance decreases. 

Figure 5.2B shows an equivalent circuit for a voltage-generating sensor. The 
circuit is comprised of the sensor output, Zour, and the circuit input, Zj,, impedances. 
The output signal from the sensor is represented by a voltage source, EF, which is 
connected in series with the output impedance. Instead of a voltage source, for some 
sensors it is more convenient to represent the output signal as outgoing from a current 
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source, which would be connected in parallel with the sensor output impedance. Both 
representations are equivalent to one another, so we will use voltage. Accounting for 
both impedances, the circuit input voltage, Vj,, is represented as 
Vin = E hs (5.4) 
Zin + Zout 

In any particular case, an equivalent circuit of a sensor should be defined. This helps to 
analyze the frequency response and the phase lag of the sensor—interface combination. 
For instance, a capacitive detector may be modeled as pure capacitance connected in 
parallel with the input impedance. Another example is a piezoelectric sensor which 
can be represented by a very high resistance (on the order of 10!!Q) shunted by a 
capacitance (in the order of 10 pF). 

To illustrate the importance of the input impedance characteristics, let us consider 
a purely resistive sensor connected to the input impedance as shown in Fig. 5.2A. The 
circuit’s input voltage as a function of frequency, f, can be expressed by 


E 
v= —— (5.5) 


J1+(/fo 


where fe = (22 RC)! is the corner frequency, (i.e., the frequency where the ampli- 
tude drops by 3 dB). If we assume that a 1% accuracy in the amplitude detection is 
required, then we can calculate the maximum stimulus frequency that can be pro- 
cessed by the circuit: 

Fimax © 0.14 fo, (5.6) 


or fc © 7 fmax; that is, the impedance must be selected in such a way as to assure a 
sufficiently high corner frequency. For example, if the stimulus’ highest frequency is 
100 Hz, the corner frequency must be selected to be at least at 700 Hz. In practice, 
fc is selected even higher, because of the additional frequency limitations in the 
subsequent circuits. 

One should not overlook a speed response of the front stage of the interface 
circuit. Operational amplifiers, which are the most often used building blocks of 
interface circuits, usually have limited frequency bandwidths. There are the so-called 
programmable operational amplifiers which allow the user to control (to program) the 
bias current and, therefore, the first stage frequency response. The higher the current, 
the faster would be the response. 

Figure 5.3 is a more detailed equivalent circuit of the input properties of a passive 
electronic interface circuit!, (e.g., an amplifier or an A/D converter). The circuit is 
characterized by the input impedance Zin and several generators. They represent 
voltages and currents which are generated by the circuit itself. These signals are 
spurious and may pose substantial problems if not handled properly. All of these 
signals are temperature dependent. 

The voltage eo is called the input offset voltage. If the input terminals of the circuit 
are shorted together, that voltage would simulate a presence of an input dc signal 


! Here, the word Passive means that the circuit does not generate any excitation signal. 
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Fig. 5.3. Equivalent circuit of electrical noise sources at an input stage. 


having a value of eg. It should be noted that the offset voltage source is connected in 
series with the input and its resulting error is independent of the output impedance of 
the sensor. 

The input bias current ig is also internally generated by the circuit. Its value is quite 
high for many bipolar transistors, much smaller for the JFETs, and even more lower 
for the CMOS circuits. This current may present a serious problem when a circuit or 
a sensor employs high-impedance components. The bias current passes through the 
input impedance of the circuit and the output impedance of the sensor, resulting in a 
spurious voltage drop. This voltage may be of a significant magnitude. For instance, 
if a piezoelectric sensor is connected to a circuit having an input resistance of | 
GQ (10°Q) and the input bias current of | nA (10~° A), the voltage drop at the input 
becomes equal to 1 GQ x 1nA=1 V—a very high value indeed. In contrast to the offset 
voltage, the bias current resulting error is proportional to the output impedance of the 
sensor. This error is negligibly small for the sensors having low output resistances. 
For instance, an inductive detector is not sensitive to the magnitude or variations in 
the bias current. 

A circuit board leakage current may be a source of errors while working with 
high-impedance circuits. This current may be the result of lower surface resistance 
in the printed circuit board (PCB). Possible causes are poor-quality PCB material, 
surface contamination with solder flux residue (a poorly washed board), moisture, 
and degraded conformal coating. Figure 5.4A shows that a power-supply bus and 
the board resistance, Ry, may cause leakage current, i7,, through the sensor’s output 
impedance. If the sensor is capacitive, its output capacitance will be charged very 
quickly by the leakage current. This will not only cause an error but may even lead 
to the sensor’s destruction. 

There are several techniques known to minimize the board leakage current effect. 
One is a careful board layout to keep higher-voltage conductors away from the high- 
impedance components. A leakage through the board thickness in multilayer boards 
should not be overlooked. Another method is electrical guarding, which is an old 
trick. The so-called driven shield is also highly effective. Here, the input circuit 
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Fig. 5.4. Circuit board leakage affects input stage (A); driven shield of the input stage (B). 


is surrounded by a conductive trace that is connected to a low-impedance point at 
the same potential as the input. The guard absorbs the leakage from other points 
on the board, drastically reducing currents that may reach the input terminal. To be 
completely effective, there should be guard rings on both sides of the printed circuit 
board. As an example, an amplifier is shown with a guard ring, driven by the relatively 
low impedance of the amplifier’s inverting input. 

It is highly advisable to locate the high-impedance interface circuits as close as 
possible to the sensors. However, sometimes connecting lines cannot be avoided. 
Coaxial shielded cables with good isolation are recommended [1]. Polyethylene or 
virgin (not reconstructed) Teflon is best for the critical applications. In addition to po- 
tential insulation problems, even short cable runs can reduce bandwidth unacceptably 
with high source resistances. These problems can be largely avoided by bootstrapping 
the cable’s shield. Figure 5.4B shows a voltage follower connected to the inverting 
input of an amplifier. The follower drives the shield of the cable, thus reducing the 
cable capacitance, the leakage, and spurious voltages resulting from cable flexing. A 
small capacitance at the follower’s noninverting input improves its stability. 

Another problem that must be avoided is connecting to the input of an amplifier 
any components, besides a sensor, that potentially may cause problems. An exam- 
ple of such a “troublemaker” is a ceramic capacitor. In the hope of filtering out 
high-frequency transmitted noise at the input, a designer quite frequently uses filter 
capacitors either at the input, or in the feedback circuit of an input stage. If, for cost- 
saving or space-saving reasons, he selects a ceramic capacitor, he may get what he is 
not expecting. Many capacitors possess the so-called dielectric absorption properties 
which are manifested as a memory effect. If such a capacitor is subjected to a charge 
spike either from a sensor or from a power supply, or just from any external noise 
source, the charge will alter the capacitor’s dielectric properties in such a way that 
the capacitor now behaves like a small battery. That “battery” may take a long tome 
to lose its charge—from few seconds to many hours. The voltage generated by that 
“battery” is added to the sensor’s signal and may cause significant errors. If a capac- 
itor must be employed at the input stage, a film capacitor should be used instead of 
ceramic. 
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5.2 Amplifiers 


Most passive sensors produce weak output signals. The magnitudes of these signals 
may be on the order of microvolts (UV) or picoamperes (pA). On the other hand, 
standard electronic data processors, such as A/D converters, frequency modulators, 
data recorders, and so forth, require input signals of sizable magnitudes—on the 
order of volts (V) and milliamperes (mA). Therefore, an amplification of the sen- 
sor output signals has to be made with a voltage gain up to 10,000 and a current 
gain up to 1,000,000. Amplification is part of signal conditioning. There are several 
standard configurations of amplifiers which might be useful for amplifying signals 
from various sensors. These amplifiers may be built of discrete components, such as 
semiconductors, resistors, capacitors, and inductors. Alternatively, the amplifiers are 
frequently composed of standard building blocks, such as operational amplifiers and 
various discrete components. 

It should be clearly understood that the purpose of an amplifier is much broader 
than just increasing the signal magnitude. An amplifier may be also an impedance- 
matching device, an enhancer of a signal-to-noise ratio, a filter, and an isolator between 
input and output. 


5.2.1 Operational Amplifiers 


One of the principal building blocks for the amplifiers is the so-called operational am- 
plifier or OPAM, which is either an integrated (monolithic) or hybrid (a combination 
of monolithic and discrete parts) circuit. An integrated OPAM may contain hundreds 
of transistors, as well as resistors and capacitors. An analog circuit designer, by ar- 
ranging discrete components around the OPAM (resistors, capacitors, inductors, etc.), 
may create an infinite number of useful circuits—not only the amplifiers, but many 
others circuits as well. Operational amplifiers are also used as cells in custom-made 
integrated circuits of the analog or mixed-technology types. These circuits are called 
application-specific integrated circuits or ASICs for short. Below, we will describe 
some typical circuits with OPAM which are often used in conjunction with various 
sensors. 

As a building block, a good operational amplifier has the following properties (a 
schematic representation of OPAM is shown in Fig. 5.5): 


¢ Two inputs: one inverting (—) and the other is noninverting (+) 

e Ahigh input resistance (on the order of hundreds of MQ or even GQ) 

¢ A low output resistance (a fraction of &2) 

¢ The ability to drive capacitive loads 

¢ A low input offset voltage eg (few mV or even LV) 

¢ A low input bias current ig (few pA or even less) 

* A very high open-loop gain Aoz, (at least 10+ and preferably over 10°); that is, 
the OPAM must be able to magnify (amplify) a voltage difference V;, between 
its two inputs by a factor of Aoi 

e A high common-mode rejection ratio (CMRR); that is, the amplifier suppresses 
the in-phase equal magnitude input signals (common-mode signals) Vcm applied 
to both inputs 
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Fig. 5.5. General symbol of an operational amplifier (A) and gain/frequency characteristic of 
an OPAM (B). 


¢ Low intrinsic noise 

¢« Abroad operating frequency range 

e A low sensitivity to variations in the power-supply voltage 
e Ahigh environmental stability of its own characteristics 


For detailed information and application guidance, the user should refer to data books 
published by the respective manufacturers. Such books usually contain selection 
guides for every important feature of an OPAM. For instance, OPAMs are grouped 
by such criteria as low offset voltages, low bias currents, low noise, bandwidth, and 
so forth. 

Figure 5.5A depicts an operational amplifier without any feedback components. 
Therefore, it operates under the so-called open-loop conditions. An open loop gain, 
Aoi, of an OPAM is always specified but is not a very stable parameter. Its frequency 
dependence may be approximated by the graph in Fig. 5.5B. The Ao changes with 
the load resistance, temperature, and the power-supply fluctuations. Many amplifiers 
have an open-loop gain temperature coefficient on the order of 0.2-1%/°C and a 
power-supply gain sensitivity on the order of 1%/%. An OPAM is very rarely used 
with an open loop (without the feedback components) because the high open-loop 
gain may result in circuit instability, a strong temperature drift, noise, and so forth. 
For instance, if the open-loop gain is 10°, the input voltage drift of 10 uV would cause 
output drifts by about 1V. 

The ability of an OPAM to amplify small-magnitude high-frequency signals is 
specified by the gain—bandwidth product (GBW) which is equal to the frequency 
fi where the amplifier gain becomes equal to unity. In other words, above the /) 
frequency, the amplifier cannot amplify. Figure 5.6A depicts a noninverting am- 
plifier where resistors R; and R» define the feedback loop. The resulting gain, 
A=1+ R2/R,, is a closed-loop gain. It may be considered constant over a much 
broader frequency range (see Fig. 5.5B); however, f) is the frequency-limiting factor 
regardless of the feedback. The linearity, gain stability, the output impedance, and 
gain accuracy are all improved by the amount of feedback and now depend mainly 
on characteristics of the feedback components. As a general rule for moderate accu- 
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(A) 


Fig. 5.6. Noninverting amplifier (A); offset voltages and bias currents in an operational amplifier 
represented by generators connected to its inputs (B). 


racy, the open-loop gain of an OPAM should be at least 100 times greater than the 
closed-loop gain at the highest frequency of interest. For even higher accuracy, the 
ratio of the open-loop and closed-loop gains should be 1000 or more. 

A typical datasheet for an OPAM specifies the bias and offset voltages. Due to 
limitations in manufacturing technologies, any OPAM acts not only as a pure amplifier 
but also as a generator of voltages and currents which may be related to its input (Fig. 
5.6B). Because these spurious signals are virtually applied to the input terminals, they 
are amplified along with the useful signals. 

Because of offset voltages and bias currents, an interface circuit does not pro- 
duce zero output when a zero input signal is applied. In dc-coupled circuits, these 
undesirable input signals may be indistinguishable from the useful signal. If the input 
offset voltage is still too large for the desired accuracy, it can be trimmed out either 
directly at the amplifier (if the amplifier has dedicated trimming terminals) or in the 
independent offset compensation circuit. 

An application engineer should be concerned with the output offset voltage, which 
can be derived from: 

Vo = A(eo + io Reqv) (5.7) 


where Regy is the equivalent resistance at the input (a combination of the sensor’s 
output resistance and the input resistance of the amplifier), eg is the input offset 
voltage, and ip is the input bias current. The offset is temperature dependent. In 
circuits where the amplifier has high gain, the output voltage offset may be a source 
of substantial error. There are several ways to handle this difficulty. Among them 
is selecting an amplifier with low bias current, high input resistance, and low offset 
voltage. Chopper-stabilized amplifiers are especially efficient for reduction of offset 
voltages. 


5.2.2 Voltage Follower 


A voltage follower (Fig. 5.7) is a an electronic circuit that provides impedance con- 
version from a high level to a low level. A typical follower has high input impedance 
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Fig. 5.7. Voltage follower with an operational amplifier. 


(the high input resistance and the low input capacitance) and low output resistance 
(the output capacitance makes no difference). A good follower has a voltage gain 
very close to unity (typically, 0.999 at lower frequencies) and a high current gain. 
In essence, it is a current amplifier and impedance converter. Its high input and low 
output impedances make it indispensable for interfacing between many sensors and 
signal processing devices. 

A follower, when connected to a sensor, has very little effect on the latter’s per- 
formance, thus providing a buffering function between the sensor and the load. When 
designing a follower, these tips might be useful: 


e For the current-generating sensors, the input bias current of the follower must be 
at least 100 times smaller than the sensor’s current. 

¢ The input offset voltage must be either trimable or smaller than the required least 
significant bit (LSB). 

¢ The temperature coefficient of the bias current and the offset voltage should not 
result in errors of more than 1 LSB over an entire temperature range. 


5.2.3 Instrumentation Amplifier 


An instrumentation amplifier (IA) has two inputs and one output. It is distinguished 
from an operational amplifier by its finite gain (which is usually no more than 100) 
and the availability of both inputs for connecting to the signal sources. The latter 
feature means that all necessary feedback components are connected to other parts 
of the instrumentation amplifier, rather than to its noninverting and inverting inputs. 
The main function of the IA is to produce an output signal which is proportional to 
the difference in voltages between its two inputs: 


Vout = A(V_ — V_) = AAV, (5.8) 


where V, and V_ are the input voltages at noninverting and inverting inputs, respec- 
tively, and A is the gain. An instrumentation amplifier can be either built from an 
OPAM, in a monolithic or hybrid form. It is important to assure high input resis- 
tances for both inputs, so that the amplifier can be used in a true differential form. A 
differential input of the amplifier is very important for rejection of common-mode in- 
terferences having an additive nature (see Section 5.9). An example of a high-quality 
monolithic instrumentation amplifier is INA118 from Burr-Brown/Texas Instruments 
(www.ti.com). It offers a low offset voltage of 50 uV and a high common-mode re- 
jection ratio (110 dB). The gain is programmed by a single resistor. 
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Fig. 5.8. Instrumentation amplifier with three operational amplifiers and matched resistors. 


Although several monolithic instrumentation amplifiers are presently available, 
quite often discrete component circuits prove to be more cost-effective. A basic circuit 
of an JA is shown in Fig. 5.8. The voltage across Ry is forced to become equal to 
the input voltage difference AV. This sets the current through that resistor equal 
to i= AV/Rg. The output voltages from the U; and Uz OPAMs are equal to one 
another in amplitudes and opposite in the phases. Hence, the front stage (U; and U2) 
has a differential input and a differential output configuration. The second stage (U3) 
converts the differential output into a unipolar output and provides an additional gain. 


The overall gain of the IA is 
H(i ce (5.9) 
= Rap Re 


The common-mode rejection ratio (CMRR) depends on matching of resistors within 
the corresponding group (R, Ro, and R3). As a rule of thumb, 1% resistors yield 
CMRRs no better than 100, whereas for 0.1%, the CMRR is no better than 1000. 

A good and cost-effective instrumentation amplifier can be built of two identical 
operational amplifiers and several precision resistors (Fig. 5.9A). The circuit uses the 
FET-input OPAMs to provide lower noise and lower input bias currents. Uj acts as a 
noninverting amplifier and U2 is the inverting one. Each input has a high impedance 
and can be directly interfaced with a sensor. A feedback from each amplifier forces 
voltage across the gain-setting resistor R, to become equal to AV. The gain of the 
amplifier is equal to 

R 
a~2(1+7), (5.10) 
Hence, gain may vary from 2 (R, is omitted) to a potentially open-loop gain (R, = 0). 
With the components whose values are shown in Fig. 5.9A, the gain is A = 100. It 
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Fig. 5.9. (A) Instrumentation amplifier with two operational amplifiers; (B) low-cost instru- 
mentation amplifier with one operational amplifier. 


should be remembered, however, that the input offset voltage will be amplified with 
the same gain. The CMRR primarily depends on matching values of resistors R. 
At very low frequencies, it is the reciprocal of the net fractional resistor mismatch, 
[i.e., CMRR=10,000 (—80 dB) for a 0.01% mismatch]. At higher frequencies, the 
impedance mismatch must be considered, rather than the resistor mismatch. To bal- 
ance the impedances, a trimpot and a capacitor C; may be used. Also, remember that 
TA as a rule requires a dual (plus and minus) power supply. 

When cost is a really limiting factor and no high-quality dc characteristics are 
required, a very simple IA can be designed with just one operational amplifier and 
two resistors (Fig. 5.9B). The feedback resistor Ry is connected to the null-balance 
terminal of the OPAM, which is the output of the front stage of the monolithic circuit. 
The amount of the feedback through R, depends on the actual circuit of an OPAM 
and somewhat varies from part to part. For the TLC271 operational amplifier (Texas 
Instruments), a gain of the circuit may be found from 


Ra 
2kQ 


which for values indicated in Fig. 5.9B gives a gain of about 50. The connections and 
values of the external components are different for different types of the operational 
amplifier. In addition, not all OPAMs can be used in such an unusual circuit. 


AX 1+ (Ry is in kQ), (5.11) 


5.2.4 Charge Amplifiers 


The charge amplifier (CA) is a very special class of circuits which must have extremely 
low bias currents. These amplifiers are employed to convert to voltage signals from 
the capacitive sensors, quantum detectors, pyroelectric sensors, and other devices 
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Fig. 5.10. Charge-to-voltage (A) and current-to-voltage (B) converters. 


which generate very small charges (on the order of picocoulombs, pC) or currents (on 
the order of picoamperes). A basic circuit of a charge-to-voltage converter is shown 
in Fig. 5.10A. A capacitor, C, is connected into a feedback network of an OPAM. Its 
leakage resistance r must be substantially larger than the impedance of the capacitor 
at the lowest operating frequency. A good film capacitor is usually recommended 
along with a good quality printed circuit board where the components are coated with 
conformal coating. 
A transfer function of the converter is 


Vout = ie (5.12) 
Special hybrid charge-sensitive preamplifiers are available for precision applications. 
One example is DN630 from ThermOptics, Inc. (www.thermoptics.com). The ampli- 
fier can operate with sources of less than 1 pF capacitance. An internally connected 
1-pF capacitor sets the gain of the amplifier to 1 V/pC sensitivity. The gain can be 
reduced by connecting one or a combination of the internal capacitor array to the 
input of the amplifier. It features low noise and has less than 5 ns rise and fall times. 

Many sensors can be modeled as capacitors. Some capacitive sensors are ac- 
tive; that is, they require an excitation signal. Examples are microphones, capacitive 
force and pressure transducers, and humidity detectors. Other capacitive sensors are 
passive; that is, they directly convert a stimulus into an electric charge or current. Ex- 
amples are the piezoelectric and pyroelectric detectors. There are also noncapacitive 
sensors that can be considered as current generators. An example is a photodiode. 

A current-generating sensor is modeled by a leakage resistance, r, connected in 
parallel with a current generator that has an infinitely high internal resistance (Fig. 
5.11). The sensor generates current, i, which has two ways to outflow: to the sensors 
leakage resistance, r, as current, ig, and the other, ioyr, toward the interface circuit 
input impedance, Z,. Naturally, current ig is useless and to minimize the error of 
the current-to-voltage conversion, the leakage resistance of the sensor must be much 
larger than the impedance of the interface circuit. 

Ohm’s law suggests that to convert electric current joy; into voltage, current should 
pass through an appropriate impedance and the voltage drop across that impedance 
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Fig. 5.11. An equivalent circuit of a current-generating sen- 
sor. 
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Fig. 5.12. Noninverting current-to-voltage converter (A) and resistance multiplier (B). 


be proportional to the magnitude of the current. Fig. 5.10B shows a basic current-to- 
voltage converter where the current-generating sensor is connected to the inverting 
input of an OPAM, which serves as a virtual ground; that is, voltage at the inverting 
input is almost equal to that at the noninverting input, which is grounded. The sensor 
operates at nearly zero voltage across its terminals and its current is represented by 
the output voltage of the OPAM: 


Vout = —iR. (5.13) 


A resistor, r << R is often required for the circuit stability. At high frequencies, the 
OPAM would operate near the open-loop gain, which may result in oscillations. This 
is especially true when the sensor has reduced leakage resistance. The advantage of the 
virtual ground is that the output signal does not depend on the sensor’s capacitance. 
The circuit produces a voltage whose phase is shifted by 180° with respect to the 
current. The noninverting circuit shown in Fig. 5.12A can convert and amplify the 
signal; however, its speed response depends on both the sensor’s capacitance and the 
converting resistor R;. Thus, the response to a step function in a time domain can be 
described by 


R 
Vout =i Rp (1+ =) Cie He); (5.14) 
1 
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When converting currents from such sensors as piezoelectrics and pyroelectrics, 
the resistor Rp (R in Fig. 5.10B) may be required on the order of tens or even hundreds 
of gigohms. In many cases, resistors of such high values may be not available or 
impractical to use due to poor environmental stability. A high-ohmic resistor can be 
simulated by a circuit known as a resistance multiplier. It is implemented by adding 
a positive feedback around the amplifier. Figure 5.12B shows that R; and R3 forma 
resistive divider. Due to a high open-loop gain of the OPAM, voltages at noninverting 
and inverting inputs are almost equal to one another: V,; ~ V_. As a result, voltage, 
V2, at the divider is 


PUT RFR RF RS" | 
and current through the resistor is defined through the voltage drop: 
AV Vi-VW Vz R 
ee ae ee (5.16) 


Rp Ry Ry Ri +R3- 


From this equation, the input voltage can be found as a function of the input current 
and the resistive network: 


R3 
Vc=iER, (14 nz): (5.17) 
Ri 


It is seen that the resistor Rp is multiplied by a factor of (1 + R3/R1). For example, if 
the highest resistor you may consider is 10 MQ, by selecting the multiplication factor 
of, say, 5, you get a virtual resistance of 50 MQ. Resistance multiplication, although 
being a powerful trick, should be used with caution. Specifically, noise, bias current, 
and offset voltage are all also multiplied by the same factor (1 + R3/R1), which may 
be undesirable in some applications. Further, because the network forms a positive 
feedback, it may cause circuit instability. Therefore, in practical circuits, resistance 
multiplication should be limited to a factor of 10. 


5.3 Excitation Circuits 


External power is required for the operation of active sensors. Examples are tem- 
perature sensors [thermistors and resistive temperature detectors (RTDs)], pressure 
sensors (piezoresistive and capacitive), and displacement (electromagnetic and opti- 
cal). The power may be delivered to a sensor in different forms. It can be a constant 
voltage, constant current, or sinusoidal or pulsing currents. It may even be delivered 
in the form of light or ionizing radiation. The name for that external power is an ex- 
citation signal. In many cases, stability and precision of the excitation signal directly 
relates to the sensor’s accuracy and stability. Hence, it is imperative to generate the 
signal with such accuracy that the overall performance of the sensing system is not 
degraded. In the following subsections, we review several electronic circuits which 
feed sensors with appropriate excitation signals. 
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5.3.1 Current Generators 


Current generators are often used as excitation circuits to feed sensors with predeter- 
mined currents that, within limits, are independent of the sensor properties, stimulus 
value, or environmental factors. In general terms, a current generator (current pump) 
is a device which produces electric current independent of the load impedance; that 
is, within the capabilities of the generator, the amplitude of its output current must 
remain substantially independent of any changes in the impedance of the load. 

The usefulness of the current generators for the sensor interfaces is in their ability 
to produce excitation currents of precisely controlled magnitude and shape. Hence, 
a current generator should not only produce current which is load independent, but 
it also must be controllable from an external signal source (a waveform generator), 
which, in most cases, has a voltage output. A good current generator must produce 
current which follows the control signal with high fidelity and is independent of the 
load over a broad range of impedances. 

There are two main characteristics of a current generator: the output resistance and 
the voltage compliance. The output resistance should be as high as practical. A voltage 
compliance is the highest voltage which can be developed across the load without 
affecting the output current. For a high resistive load, according to Ohm’s law, a higher 
voltage is required for a given current. For instance, if the required excitation current 
is i= 10 mA and the highest load impedance at any given frequency is Zy, = 10 kQ, a 
voltage compliance of at least iZ7, = 100 V would be needed. Below, we cover some 
useful circuits with increased voltage compliance where the output currents can be 
controlled by external signals. 

A unipolar current generator is called either a current source (generates the out- 
flowing current) or a current sink (generates the inflowing currents). Here, unipolar 
means that it can produce currents flowing in one direction only, usually toward the 
ground. Many of such generators utilize current-to-voltage characteristics of transis- 
tors. A voltage-controlled current source or sink may include an operational amplifier 
(Fig. 5.13A). In such a circuit, a precision and stable resistor R; defines the output 
current, Jour. The circuit contains a feedback loop through the OPAM that keeps volt- 
age across resistor R; constant and, thus, the constant current. To deliver a higher 
current at a maximum voltage compliance, voltage drop as small as possible should 
be developed across the sensing resistor R,. In effect, that current is equal to V} /R1. 
For better performance, the current through the base of the output transistor should 
be minimized; hence, a field-effect rather than bipolar transistor is often used as an 
output device. 

It is well known that the transistor’s collector current is very little dependent on 
collector voltages. This feature was employed by the so-called current mirrors. A 
current mirror has one current input and at least one (may be several) current output. 
Therefore, the output current is controlled by the input current. The input current is 
supplied from an external source and should be of a known value. Figure 5.13B shows 
the so-called Wilson current mirror, where voltage V; and resistance R; produce the 
input current i;,. The output transistor Q; acts as a current-controlled resistor, thus 
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Fig. 5.13. Current sources: (A) with an OPAM, (B) current mirror; (C) current mirror with 
current multiplication. 


regulating the output current joy: in such a manner as to maintain it equal to ij,. The 
output current may be multiplied several times if the transistor Q2 (Fig. 5.13C) is 
fabricated with several emitters. Such a current sink is commercially available from 
Texas Instruments (part TLCO14A). That current mirror has a voltage compliance of 
35 V and an output resistance ranging from 2 to 200 MQ (depending on the current). 

For many applications, bipolar current generators may be required. Such a gen- 
erator provides a sensor with an excitation current which may flow in both directions 
Cinflowing and outflowing). Figure 5.14 shows noninverting and inverting circuits 
with an operational amplifier where the load is connected as a feedback. Current 
though the load Z,, is equal to V;/R1, which is load independent. The load current 
follows V; within the operating limits of the amplifier. An obvious limitation of the 
circuit is that the load is “floating”, that is, it is not connected to a ground bus or any 
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Fig. 5.14. Bipolar current generators with floating loads: (A) a noninverting circuit; (B) a circuit 
with a virtual ground. 


other reference potential. For some applications, this is quite all right; however, many 
sensors need to be grounded or otherwise referenced. The circuit shown in Fig. 5.14B 
keeps one side of the load impedance near the ground potential, because a noninvert- 
ing input of the OPAM is a virtual ground. Nevertheless, even in this circuit, the load 
is still fully isolated from the ground. One negative implication of this isolation may 
be an increased pickup of various kinds of transmitted noise. 

In cases where the sensor must be grounded, a current pump invented by Brad 
Howland at MIT may be used (Fig. 5.15). The pump operation is based on utilizing 
both negative and positive feedbacks around the operational amplifier. The load is 
connected to the positive loop [2]. Current through the load is defined by 


Rz (Vi — V2) 


lout = = 5.18 
Tout Ri Rs ( ) 
A trimming resistor, P, must be adjusted to assure that 
R4+R 
eR ee (5.19) 
Ry 


In that circuit, each resistor may have a relatively high value (100 kQ or higher), 
but the value for Rs should be relatively small. This condition improves the efficiency 
of the Howland current pump, as smaller voltage is wasted across R5 and smaller 
current is wasted through R4 and R3. The circuit is stable for most of the resistive 
loads; however, to ensure stability, a few-picofarad capacitor C may be added in a 
negative feedback or/and from the positive input of an operational amplifier to ground. 
When the load is inductive, an infinitely large compliance voltage would be required 
to deliver the set current when a fast transient control signal is applied. Therefore, the 
current pump will produce a limited rising slope of the output current. The flowing 
current will generate an inductive spike across the output terminal, which may be 
fatal to the operational amplifier. For the large inductive load, it is advisable to clamp 
the load with diodes to the power-supply buses. 


168 5 Interface Electronic Circuits 


(B) 


Fig. 5.15. Current generators with ground-referenced loads: (A) Howland current pump; (B) 
current pump with two OPAMs. 


An efficient current pump with four matched resistors and two operational ampli- 
fiers is shown in Fig. 5.15B. Its output current is defined by the equation 


_ M = V2) 


lout = 
Rs 


(5.20) 


The advantage of this circuit is that resistors R may be selected with a relatively high 
value and housed in the same thermally homogeneous packaging for better thermal 
tracking. 

For the generation of low-level constant currents, a monolithic voltage reference 
shown in Fig. 5.16 may be found quite useful. The circuit contains a 2.5 V reference 
which is powered by the output current from the voltage follower U;. The voltage 
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Fig. 5.16. Current source with a monolithic volt- 
age reference. 


8 1¢ 


AD584 3 yi 


regulator keeps the voltage drop across R,; precisely equal to 2.5 V, thus assuring that 
the current through that resistor and, subsequently, through the load is constant. The 


load current is defined as 
: 2.5 V (5.21) 
out = . : 
out R, 


5.3.2 Voltage References 


A voltage reference is an electronic device which generates constant voltage that 
is little affected by variations in power supply, temperature, load, aging, and other 
factors. There are several techniques known for the generation of such voltages. 
Many voltage references are available in monolithic forms; however, in low-cost 
applications, especially in consumer products, a simple device known as a zener 
diode is often employed. 

A zener diode has a constant voltage drop in a circuit when provided with a fairly 
constant current derived from a higher voltage elsewhere within the circuit. The ac- 
tive portion of a zener diode is a reverse-biased semiconductor p-n junction. When 
the diode is forward biased (the p region is more positive), there is little resistance to 
current flow. Actually, a forward-biased zener diode looks very much like a conven- 
tional semiconductor diode (Fig. 5.17A). When the diode is reverse biased (minus 
is at the anode and plus is at the cathode), very little current flows through it if the 
applied voltage is less than V,. A reverse saturation current is a small leakage which is 
almost independent of the applied voltage. When the reverse voltage approaches the 
breakdown voltage V-, the reverse current increases rapidly and, if not limited, will 
result in the diode overheating and destruction. For that reason, zener diodes usually 
are used with current-limiting components, such as resistors, positive temperature co- 
efficient (PTC) thermistors or current sources. The most common circuit with a zener 
diode is shown in Fig. 5.17B. In this circuit, the diode is connected in parallel with 
its load, thus implying the name “shunting reference”. If the load consumes current 
iy, the current i should be sufficiently high to be shared between the zener diode (i,) 
and the load. The zener voltage decreases as temperature of the junction rises. 
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Fig. 5.17. Zener diode: (A) a volt-ampere characteristic; (B) a shunting-type voltage reference. 


Zener diodes fall into three general classifications: regulator diodes, reference 
diodes, and transient voltage suppressors. Regulator diodes are normally employed 
in power supplies where a nearly constant dc output voltage is required despite rela- 
tively large changes in input voltage or load impedance. Such devices are available 
with a wide range of voltage and power ratings, making them suitable for a wide 
variety of electronic equipments. Regulator diodes, however, have one limitation: 
they are temperature sensitive. Therefore, in applications in which the output voltage 
must remain within narrow limits during input-voltage, load-current, and tempera- 
ture changes, a temperature-compensated regulator diode, called a reference diode, 
is required. 

It makes sense to take advantage of the differing thermal characteristics of 
forward- and reverse-biased silicon p-n junctions. Like any silicon diode (see Section 
16.3 of Chapter 16), a forward-biased junction has a negative temperature coefficient 
of approximately —2 mV/°C, whereas a reverse-biased junction has positive tem- 
perature coefficient ranging from about 2 to 6 mV/°C depending on the current and 
the diode type. Therefore, it is possible, by a selective combination of forward- and 
reverse-biased junctions, to fabricate a device with a very low overall temperature 
coefficient (Fig. 5.18). The voltage changes of the two junctions are equal and op- 
posite only at the specified current. For any other value of current, the temperature 
compensation may not be ideally accomplished. Nevertheless, even a simple back- 
to-back connection of two zener diodes of the same type may significantly improve 
the overall temperature stability over a rather broad range of currents and temper- 
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Fig. 5.18. Temperature compensation of a zener diode. 
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atures. Naturally, the reference voltage from the combination is higher than from a 
single zener diode. A commercial monolithic version of this circuit is available from 
Motorola (part 1N821). 

The so-called band-gap references are often useful substitutes for zener diodes. 
They have typically 10 times lower output impedance than low-voltage zeners and 
can be obtained in a variety of nominal output voltages, ranging from 1.2 to 10 V. 
Currently, a large variety of high-quality voltage references with selectable outputs 
is available from many manufacturers. 


5.3.3 Oscillators 


Oscillators are generators of variable electrical signals. Any oscillator is essentially 
comprised of a circuit with a gain stage, some nonlinearity and a certain amount of 
positive feedback. By definition, an oscillator is an unstable circuit (as opposed to an 
amplifier which better be stable!) whose timing characteristics should be either steady 
or changeable according to a predetermined functional dependence. The latter is called 
a modulation. Generally, there are three types of electronic oscillators classified ac- 
cording to the time-keeping components: the RC, the LC, and the crystal oscillators. 
In the RC oscillators, the operating frequency is defined by capacitors (C) and resistors 
(R); in the LC oscillators, it is defined by the capacitive (C) and inductive (L) com- 
ponents. In the crystal oscillators, the operating frequency is defined by a mechanical 
resonant in specific cuts of piezoelectric crystals, usually quartz and ceramics. 

There is a great variety of oscillation circuits, the coverage of which is beyond 
the scope of this book. Below, we briefly describe some practical circuits which can 
be used for either direct interface with sensors or may generate excitation signals in 
an economical fashion. 

Many various multivibrators can be built with logic circuits, (e.g., with NOR, 
NAND gates, or binary inverters). Also, many multivibrators can be designed with 
comparators or operational amplifiers having a high open-loop gain. In all of these 
oscillators, a capacitor is being charged, and the voltage across it is compared with 
another voltage, which is either constant or changing. The moment when both volt- 
ages are equal is detected by a comparator. A comparator is a two-input circuit which 
generates an output signal when its input signals are equal. A comparator is a non- 
linear element due to its very high gain that essentially results in the saturation of 
its output when the input signals differ by a relatively small amount. The indication 
of a comparison is fed back to the RC network to alter the capacitor charging in the 
opposite direction, which is discharging. Recharging in a new direction goes on until 
the next moment of comparison. This basic principle essentially requires the follow- 
ing minimum components: a capacitor, a charging circuit, and a threshold device (a 
comparator). Several relaxation oscillators are available from many manufacturers, 
(e.g., a very popular timer, type 555, which can operate in either monostable or actable 
modes). For illustration, below we describe just two discrete-component square-wave 
oscillators; however, there is a great variety of such circuits, which the reader can 
find in many books on operational amplifiers and digital systems, (e.g., Ref. [3]). 

Asimple square-wave oscillator can be built with two logic inverters (e.g., CMOS) 
(Fig. 5.19A). A logic inverter has a threshold near a half of the power supply-voltage. 
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(A) 


Fig. 5.19. Square-wave oscillators: (A) with two logic inverters; (B) with a comparator or 
OPAM. 


When the voltage at its input crosses the threshold, the inverter generates the output 
signal of the opposite direction; that is, if the input voltage is ramping up, at the 
moment when it reaches one-half of the power supply, the output voltage will be a 
negative-going transient. Timing properties of the oscillator are determined by the 
resistor R and the capacitor C. Both capacitors should be of the same value. Stability 
of the circuit primarily depends on the stabilities of the R and C. 

A very popular square-wave oscillator (Fig. 5.19B) can be built with one OPAM 
or a voltage comparator.” The amplifier is surrounded by two feedback loops: one is 
negative (to an inverting input) and the other is positive (to a noninverting input). The 
positive feedback (R3) controls the threshold level, and the negative loop charges 
and discharges the timing capacitor C1, through the resistor R4. The frequency of this 
oscillator can be determined from 


ar aI ‘ Ra : : 


where Rj||R2 is an equivalent resistance of parallel-connected R; and Ro. 

The two circuits (A and B) shown in Fig. 5.20 can generate sine-wave signals. 
They use the n-p-n transistors as amplifiers and the LC networks to set the oscillating 
frequency. The (B) circuit is especially useful for driving the linear variable differential 
transformer (LVDT) position sensors, as the sensor’s transformer becomes a part of 
the oscillating circuit. 

A radio-frequency oscillator can be used as a part of a capacitive occupancy de- 
tector to detect the presence of people in the vicinity of its antenna (Fig. 5.21).? The 
antenna is a coil which together with the C2 capacitors determines the oscillating 
frequency. The antenna is coupled to the environment through its distributed capaci- 


2 A voltage comparator differs from an operational amplifier by its faster speed response and 
the output circuit which is easier interfaceable with TTL and CMOS logic. 
3 See Section 7.3 of Chapter 7. 
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Fig. 5.20. LC sine-wave oscillators. 
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Fig. 5.21. LC radio-frequency oscillator as a capacitive occupancy detector. 
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tance, which somewhat reduces the frequency of the oscillator. When a person moves 
into the vicinity of the antenna, he/she brings in an additional capacitance which low- 
ers the oscillator frequency even further. The output of the oscillator is coupled to a 
resonant tank (typically, an LC network) tuned to a baseline frequency (near 30 MHz). 
A human intrusion lowers the frequency, thus substantially reducing the amplitude 
of the output voltage from the tank. The high-frequency signal is rectified by a peak 
detector and a low-frequency voltage is compared with a predetermined threshold 
by a comparator. This circuit employs an oscillator whose frequency is modulated 
by a sensing antenna. However, for other applications, the same circuit with a small 


inductor instead of an antenna can produce stable sinusoidal oscillations. 
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5.3.4 Drivers 


As opposed to current generators, voltage drivers must produce output voltages which, 
over broad ranges of the loads and operating frequencies, are independent of the output 
currents. Sometimes, the drivers are called hard-voltage sources. Usually, when the 
sensor which has to be driven is purely resistive, a driver can be a simple output stage 
which can deliver sufficient current. However, when the load contains capacitances 
or inductances (i.e., the load is reactive), the output stage becomes a more complex 
device. 

In many instances, when the load is purely resistive, there still can be some 
capacitance associated with it. This may happen when the load is connected though 
lengthy wires or coaxial cables. A coaxial cable behaves as a capacitor connected 
from its central conductor to its shield if the length of the cable is less than one-fourth 
of the wavelength in the cable at the frequency of interest f. For a coaxial cable, this 
maximum length is given by 


Ee 0.01655, (5.23) 


where c is the velocity of light in a coaxial cable dielectric. 

For instance, if f = 100 kHz, L <0.0165(G x 10° /10>) = 49.5; that is, a cable 
less than 49.5 m (162.4 ft) long will behave as a capacitor connected in parallel with 
the load (Fig. 5.22A). For an R6-58A/U cable, the capacitance is 95 pF/m. This ca- 
pacitance must be considered for two reasons: the speed and stability of the circuits. 
The instability results from the phase shift produced by the output resistance of the 
driver Ro and the loading capacitance C_: 


gy =arctan(27 f RoC_). (5.24) 


For instance, for Ro = 100Q and C, = 1000 pF, at f = 1 MHz, the phase shift g ~ 32°. 
This shift significantly reduces the phase margin in a feedback network which may 
cause a substantial degradation of the response and a reduced ability to drive capacitive 
loads. The instability may be either overall, when an entire system oscillates, or 
localized when the driver alone becomes unstable. The local instabilities often can be 


Fig. 5.22. Driving a capacitive load: (A) aload capacitor is coupled to the driver’s input through 
a feedback; (B) decoupling of a capacitive load. 
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cured by large bypass capacitors (on the order of 10 UF) across the power supply or the 
so-called Q-spoilers consisting of a serial connection of a 3—10Q resistor and a disk 
ceramic capacitor connected from the power-supply pins of the driver chip to ground. 

To make a driver stage more tolerant to capacitive loads, it can be isolated by a 
small serial resistor, as is shown in Fig. 5.22B. A small capacitive feedback (C /) to 
the inverting input of the amplifier and a 10 resistor may allow driving loads as 
large as 0.5 UF. However, in any particular case, it is recommended to find the best 
values for the resistor and the capacitor experimentally. 


5.4 Analog-to-Digital Converters 


5.4.1 Basic Concepts 


The analog-to-digital (A/D) converters range from discrete circuits, to monolithic 
ICs (integrated circuits), to high-performance hybrid circuits, modules, and even 
boxes. Also, the converters are available as standard cells for custom and semicus- 
tom application-specific integrated circuits (ASICs). The A/D converters transform 
analog data—usually voltage—into an equivalent digital form, compatible with dig- 
ital data processing devices. Key characteristics of A/D converters include absolute 
and relative accuracy, linearity, no missing codes, resolution, conversion speed, sta- 
bility, and price. Quite often, when price is of a major concern, discrete-component 
or monolithic IC versions are the most efficient. The most popular A/D converters 
are based on a successive-approximation technique because of an inherently good 
compromise between speed and accuracy. However, other popular techniques are 
used in a large variety of applications, especially when a high conversion speed is 
not required. These include dual-ramp, quad-slope, and voltage-to-frequency (V/F) 
converters. The art of an A/D conversion is well developed. Here, we briefly review 
some popular architectures of the converters; however, for detailed descriptions the 
reader should refer to specialized texts, such as Ref. [4]. 

The best known digital code is binary (base 2). Binary codes are most familiar in 
representing integers; that is, in a natural binary integer code having n bits, the LSB 
(least significant bit) has a weight of 2 (i.e., 1), the next bit has a weight of 2! (i.e., 2), 
and so on up to MSB (most significant bit), which has a weight of 2”~! (e., 2”/2). 
The value of a binary number is obtained by adding up the weights of all nonzero bits. 
When the weighted bits are added up, they form a unique number having any value 
from 0 to 2” — 1. Each additional trailing zero bit, if present, essentially doubles the 
size of the number. 

When converting signals from analog sensors, because the full scale is independent 
of the number of bits of resolution, a more useful coding is fractional binary [4], which 
is always normalized to full scale. Integer binary can be interpreted as fractional binary 
if all integer values are divided by 2”. For example, the MSB has a weight of 1/2 (i.e., 
2”-1/2" —27!), the next bit has a weight of 1/4 (i.e., 2~7), and so forth down to the 
LSB, which has a weight of 1/2” (i.e., 2~”). When the weighted bits are added up, 
they form a number with any of 2” values, from 0 to (1 — 2~”) of full scale. 
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Table 5.1. Integer and Fractional Binary Codes 


Decimal Fraction Binary MSB_ Bit2 Bit3 Bit4 Binary Decimal 

Fraction xl/2 xl/4 xl/6 x1/16 Integer Integer 
0 0.0000 0 0 0 0 0000 0 
1/16 (LSB) 0.0001 0 0 0 1 0001 1 
2/16=1/8 0.0010 0 0 1 0 0010 2 
3/16=1/84+ 1/16 0.0011 0 0 1 1 0011 3 
4/16=1/4 0.0100 0 1 0 0 0100 4 
5/16=1/44+ 1/16 0.0101 0 1 0 1 0101 5 
6/16=1/4+4 1/8 0.0110 0 1 1 0 0110 6 
7/16=1/44 1/8+ 1/16 0.0111 0 1 1 1 0111 7 
8/16 = 1/2 (MSB) 0.1000 1 0 0 0 1000 8 
9/16=1/2+ 1/16 0.1001 1 0 0 1 1001 9 
10/16=1/2+ 1/8 0.1010 1 0 1 0 1010 10 
11/16=1/2+1/8+ 1/16 0.1011 1 0 1 1 1011 11 
12/16=1/2+1/4 0.1100 1 1 0 0 1100 12 
13/16 =1/2+1/4+1/16 0.1101 1 1 0 1 1101 13 
14/16=1/2+1/4+1/8 0.1110 1 1 1 0 1110 14 
15/16=1/2+1/4+1/8+1/16 0.1111 1 1 1 1 1111 15 


Source: Adapted from Ref. [4]. 


Additional bits simply provide more fine structure without affecting the full-scale 
range. To illustrate these relationships, Table 5.1 lists 16 permutations of 5-bit’s worth 
of 1’s and 0’s, with their binary weights, and the equivalent numbers expressed as 
both decimal and binary integers and fractions. 

When all bits are “1” in natural binary, the fractional number value is 1 — 27”, 
or normalized full-scale less 1 LSB (1 — 1/16=15/16 in the example). Strictly 
speaking, the number that is represented, written with an “integer point,” is 0.1111 
(= 1 — 0.0001). However, it is almost universal practice to write the code simply as 
the integer 1111 (i.e., “15”) with the fractional nature of the corresponding number 
understood: “1111” > 1111/1114 1), or 15/16. 

For convenience, Table 5.2 lists bit weights in binary for numbers having up to 
20 bits. However, the practical range for the vast majority of sensors rarely exceeds 
16 bits. 

The weight assigned to the LSB is the resolution of numbers having n bits. The 
dB column represents the logarithm (base 10) of the ratio of the LSB value to unity 
[full scale (FS)], multiplied by 20. Each successive power of 2 represents a change 
of 6.02 dB [i.e., 20 log;9(2)] or “6 dB/octave.” 


5.4.2 V/F Converters 


The voltage-to-frequency (V/F) converters can provide a high-resolution conversion, 
and this is useful for the sensor’s special features as a long-term integration (from 
seconds to years), a digital-to-frequency conversion (together with a D/A converter), 
a frequency modulation, a voltage isolation, and an arbitrary frequency division and 
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Table 5.2. Binary Bit Weights and Resolutions 


Bit 27” 1/2” Fraction dB 1/2” Decimal % ppm 
FS 29 0 1.0 100 1,000,000 
MSB 27! 1/2 -6 05 50 500,000 
2 2-2 1/4 —12 0.25 25 250,000 
3 23 1/8 —18.1 0.125 12.5 125,000 
4 2-4 1/16 —24.1 0.0625 6.2 62,500 
5 2-5 172 —30.1 0.03125 3.1 31,250 
6 2-6 1/64 —36.1 0.015625 1.6 15,625 
7 2-7 1/128 —42.1 0.007812 0.8 7,812 
8 2-8 1/256 —48.2 0.003906 0.4 3,906 
9 2-9 1/512 —54.2 0.001953 0.2 1,953 
10 27-19 1/1,024 —60.2 0.0009766 0.1 977 
Wu 27!!! 12,048 —66.2 0.00048828 0.05 488 
12 2-!2 1/4,096 —72.2 0.00024414 0.024 244 
13. 2718 1/8,192 ~78.3  0.00012207 0.012 122 
14 2-4 116,384 —84.3  0.000061035 0.006 61 
15 27) 1/32,768 —90.3 0.0000305176 0.003 31 
16 2716 1/65,536 —96.3 0.0000152588 0.0015 15 
17. 27!7 — 1/131,072 —102.3  0.00000762939 0.0008 7.6 
18 2718 1/262,144 —108.4 0.000003814697 0.0004 3.8 
19 27!9  1/524,288 —114.4 0.000001907349 0.0002 1.9 
20 2729 1/1,048,576  —120.4 0.0000009536743 ~—-0.0001 0.95 


multiplication. The converter accepts an analog output from the sensor, which can be 
either voltage or current (in the latter case, of course, it should be called a current-to- 
frequency converter). In some cases, a sensor may become a part of an A/D converter, 
as is illustrated in Section 5.5. Here, however, we will discuss only the conversion of 
voltage to frequency, or, in other words, to a number of square pulses per unit of time. 
The frequency is a digital format because pulses can be gated (selected for a given 
interval of time) and then counted, resulting in a binary number. All V/F converters 
are of the integrating type because the number of pulses per second, or frequency, is 
proportional to the average value of the input voltage. 

By using a V/F converter, an A/D can be performed in the most simple and eco- 
nomical manner. The time required to convert an analog voltage into a digital number 
is related to the full-scale frequency of the V/F converter and the required resolu- 
tion. Generally, the V/F converters are relatively slow, as compared with successive- 
approximation devices; however, they are quite appropriate for the vast majority of 
sensor applications. When acting as an A/D converter, the V/F converter is coupled 
to a counter which is clocked with the required sampling rate. For instance, if a full- 
scale frequency of the converter is 32 kHz and the counter is clocked eight times per 
second, the highest number of pulses which can be accumulated every counting cycle 
is 4000 which approximately corresponds to a resolution of 12 bits (see Table 5.2). By 
using the same combination of components (the V/F converter and the counter), an 
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integrator can be built for the applications, where the stimulus needs to be integrated 
over a certain time. The counter accumulates pulses over the gated interval rather 
than as an average number of pulses per counting cycle. 

Another useful feature of a V/F converter is that its pulses can be easily trans- 
mitted through communication lines. The pulsed signal is much less susceptible to a 
noisy environment than a high-resolution analog signal. In the ideal case, the output 
frequency fou of the converter is proportional to the input voltage Vin: 


fou V; 
fes Ves’ 
where ffs and Vgs are the full-scale frequency and input voltage, respectively. For 


a given linear converter, ratio ffs / Vrs = G is constant and is called a conversion 
factor; then, 


(5.25) 


Sout = GVin. (5.26) 


There are several known types of V/F converters. The most popular of them are the 
multivibrator and the charge-balance circuit. 

A multivibrator V/F converter employs a free-running square-wave oscillator 
where charge—discharge currents of a timing capacitor are controlled by the input 
signal (Fig. 5.23). The input voltage V;, is amplified by a differential amplifier (e.g., 
an instrumentation amplifier) whose output signal controls two voltage-to-current 
converters (transistors U; and U2). A precision multivibrator alternatively connects 
timing capacitor C to both current converters. The capacitor is charged for a half of 
period through transistor U, by the current i,. During the second half of the timing 
period, it is discharged by the current ip through transistor U2. Because currents ig and 
ip are controlled by the input signal, the capacitor charging and discharging slopes 
vary accordingly, thus changing the oscillating frequency. An apparent advantage of 
this circuit is its simplicity and potentially very low power consumption; however, 
its ability to reject high-frequency noise in the input signal is not as good as in the 
charge-balance architecture. 
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Fig. 5.23. Multivibrator type of voltage-to-frequency converter. 
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Fig. 5.24. Charge-balance V/F converter. 


The charge-balance type of converter employs an analog integrator and a voltage 
comparator, as shown in Fig. 5.24. This circuit has such advantages as high speed, 
high linearity, and good noise rejection. The circuit is available in an integral form 
from several manufacturers—for instance, ADVFC32 and AD650 from Analog De- 
vices, and LM331 from National Semiconductors. The converter operates as follows. 
The input voltage Vj, is applied to an integrator through the input resistor Rj,. The 
integrating capacitor is connected as a negative feedback loop to the operational am- 
plifier whose output voltage is compared with a small negative threshold of —0.6 
V. The integrator generates a saw-tooth voltage (Fig. 5.26), which, at the moment 
of comparison with the threshold, results in a transient at the comparator’s output. 
That transient enables a one-shot generator which produces a square pulse of a fixed 
duration fos. A precision current source generates constant current i, which is alter- 
natively applied either to the summing node of the integrator or to its output. The 
switch S; is controlled by the one-shot pulses. When the current source is connected 
to the summing node, it delivers a precisely defined packet of charge A Q = ifog to the 
integrating capacitor. The same summing node also receives an input charge through 
the resistor Rj,, thus the net charge is accumulated on the integrating capacitor Cin. 

When the threshold is reached, the one-shot is triggered and the switch S; changes 
its state to high, thus initiating a reset period (Fig. 5.25B). During the reset period, 
the current source delivers its current to the summing node of the integrator. The 
input current charges the integrating capacitor upward. The total voltage between the 
threshold value and the end of the deintegration is determined by the duration of a 
one-shot pulse: 

Wa 

— "Os dt — "OS Cin . 

When the output signal of the one-shot circuit goes low, switch S; diverts current i to 
the output terminal of an integrator, which has no effect on the state of the integrating 
capacitor Cj,; that is, the current source sinks a portion of the output current from the 
operational amplifier. This time is called the integration period (Figs. 5.25A and 5.26). 
During the integration, the positive input voltage delivers current Ji, = Vin / Rin to the 


(5.27) 
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Fig. 5.25. Integrate and deintegrate (reset) phases in a charge-balance converter. 
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Fig. 5.26. Integrator output in a charge-balance converter. 


capacitor Cin. This causes the integrator to ramp down from its positive voltage with 


the rate proportional to Vin. The amount of time required to reach the comparator’s 


threshold is i roe ; -_ 

= ay eee ey ean (5.28) 
dV /dt Cin Tin/ Cin vf 
It is seen that the capacitor value does not affect the duration of the integration period. 
The output frequency is determined by 


T| 


1 I Vin 1 
— — — ‘é 5.29 
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Therefore, the frequency of one-shot pulses is proportional to the input voltage. It 
depends also on the quality of the integrating resistor, stability of the current generator, 
and a one-shot circuit. With a careful design, this type of V/F converter may reach a 
nonlinearity error below 100 ppm and can generate frequencies from | Hz to 1 MHz. 
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A major advantage of the integrating-type converters, such as a charge-balanced 
V/F converter, is the ability to reject large amounts of additive noise; by integrating the 
measurement, noise is reduced or even totally eliminated. Pulses from the converter 
are accumulated for a gated period T in a counter. Then, the counter behaves like a 
filter having a transfer function in the form 


i T 
H(f)= — 


where f is the frequency of pulses. For low frequencies, the value of this transfer 
function H(f) is close to unity, meaning that the converter and the counter make 
correct measurements. However, for a frequency 1/T, the transfer function H(1/T) 
is zero, meaning that these frequencies are completely rejected. For example, if the 
gating time T = 16.67 ms which corresponds to a frequency of 60 Hz (the power line 
frequency which is a source of substantial noise in many sensors), then the 60 Hz 
noise will be rejected. Moreover, the multiple frequencies (120 Hz, 180 Hz, 240 Hz, 
and so on) will also be rejected. 


(5.30) 


5.4.3 Dual-Slope Converter 


A dual-slope converter is very popular; it is used nearly universally in handheld digital 
voltmeters and other portable instruments where a fast conversion is not required. 
This type of converter performs an indirect conversion of the input voltage. First, it 
converts Vj, into a function of time; then, the time function is converted into a digital 
number by a pulse counter. Dual-slope converters are quite slow; however, for stimuli 
which do not exhibit fast changes, they are often the converters of choice, due to their 
simplicity, cost-effectiveness, noise immunity, and potentially high resolution. The 
operating principle of the converter is as follows (Fig. 5.27). Like in a charge-balance 
converter, there is an integrator and a threshold comparator. The threshold level is 
set at zero (ground) or any other suitable constant voltage. The integrator can be 
selectively connected through the analog selector S, either to the input voltage or to 
the reference voltage. In this simplified schematic, the input voltage is negative, and 
the reference voltage is positive. However, by shifting the dc level of the input signal 
(with the help of an additional OPAM), the circuit will be able to convert bipolar input 
signals as well. The output of the comparator sends a signal to the control logic when 
the integrator’s output voltage crosses zero. The logic controls both the selector S; 
and the reset switch S2, which serves for discharging the integrating capacitor, Cin. 

When the start input is enabled, S; connects the integrator to the input signal 
and the logic starts a timer. The timer is preset for a fixed time interval T. During 
that time, the integrator generates a positive-going ramp (Fig. 5.28), which changes 
according to the input signal. It should be noted that the input signal does not have to 
be constant. Any variations in the signal are averaged during the integration process. 
Upon elapsing time T, the integrator output voltage reaches the level 


— T 
Vin = Vin =, 5.31 
m in RinCin ( ) 
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Fig. 5.27. Dual-slope A/D converter. 
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Fig. 5.28. Integrator output in a dual-slope A/D converter. 


where Vi, is an average input signal during time 7. At that moment, S; switches to 
the reference voltage which is of the opposite polarity with respect to the input signal, 
thus setting the deintegrate phase (a reference voltage integration), during which the 
integrator’s voltage ramps downward until it crosses a zero threshold. The integral of 
the reference has slope 
= Viet 
RinCin 
During the deintegrate phase, the counter counts clock pulses. When the comparator 
indicates a zero crossing, the count is stopped and the analog integrator is reset by 


(5.32) 
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discharging its capacitor through S2. The charge at the capacitor gained during the 
input signal integrate phase is precisely equal to the charge lost during the reference 
deintegration phase. Therefore, the following holds: 


GS (5.33) 
RinCin RinCin 
which leads to 
a ==. (5.34) 


Therefore, the ratio of the average input voltage and the reference voltage is replaced 
by the ratio of two time intervals. Then, the counter does the next step—it converts 
the time interval At into a digital form by counting the clock pulses during Ar. The 
total count is the measure of Vj, (remember that V,.¢ and T are constants). 

The dual-slope converter has the same advantage as the charge-balance converter: 
They both reject frequencies 1/T corresponding to the integrate timing. It should be 
noted that selecting time T = 200 ms will reject noise produced by both 50 and 60 Hz, 
thus making the converter immune to the power line noise originated at either standard 
frequency. Further, the conversion accuracy is independent of the clock frequency 
stability, because the same clock sets timing T and the counter. The resolution of the 
conversion is limited only by the analog resolution; hence, the excellent fine structure 
of the signal may be represented by more bits than would be needed to maintain a given 
level of scale-factor accuracy. The integration provides rejection of high-frequency 
noise and averages all signal instabilities during the interval T. The throughput of a 
dual-slope conversion is limited to somewhat less than 1 /2T conversions per second. 

To minimize errors produced in the analog portion of the circuit (the integrator and 
the comparator), a third timing phase is usually introduced. It is called an auto-zero 
phase because during that phase, the capacitor Cj, is charged with zero-drift errors, 
which are then introduced in the opposite sense during the integration, in order to 
nullify them. An alternative way to reduce the static error is to store the auto-zero 
counts and then digitally subtract them. 

Dual-slope converters are often implemented as a combination of analog com- 
ponents (OPAMSs, switches, resistors, and capacitors) and a microcontroller, which 
handles the functions of timing, control logic, and counting. Sometimes, the analog 
portion is packaged in a separate integrated circuit. An example is the TS500 module 
from Texas Instruments. 


5.4.4 Successive-A pproximation Converter 


These converters are widely used in a monolithic form thanks to their high speed (to 1 
MHz throughput rates) and high resolution (to 16 bits). The conversion time is fixed 
and independent of the input signal. Each conversion is unique, as the internal logic 
and registers are cleared after each conversion, thus making these A/D converters 
suitable for the multichannel multiplexing. The converter (Fig. 5.29A) consists of 
a precision voltage comparator, a module comprising shifter registers and a control 
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Fig. 5.29. Successive-approximation A/D converter: (A) block diagram; (B) 3-bit weighing. 


logic, and a digital-to-analog converter (D/A) which serves as a feedback from the 
digital outputs to the input analog comparator. 

The conversion technique consists of comparing the unknown input, Vj,, against a 
precise voltage, V,, or current generated by a D/A converter. The conversion technique 
is similar to a weighing process using a balance, with a set of n binary weights (e.g., 
1/2 kg, 1/4 kg, 1/8 kg, 1/16 kg, etc. up to total of 1 kg). Before the conversion cycles, 
all of the registers must be cleared and the comparator’s output is HIGH. The D/A 
converter has a MSB (1/2 scale) at its inputs and generates an appropriate analog 
voltage, Vz, equal to one-half of a full-scale input signal. If the input is still greater 
than the D/A voltage (Fig. 5.29B), the comparator remains HIGH, causing “1” at the 
register’s output. Then, the next bit (2/8 = 1/4 of FS) is tried. If the second bit does 
not add enough weight to exceed the input, the comparator remains HIGH (“‘1” at the 
output), and the third bit is tried. However, if the second bit tips the scale too far, the 
comparator goes LOW, resulting in “0” in the register, and the third bit is tried. The 
process continues in order of descending bit weight until the last bit has been tried. 
After the completion, the status line indicates the end of conversion and data can be 
read from the register as a valid number corresponding to the input signal. 
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Fig. 5.30. Resolution enhancement circuit. 


To make the conversion valid, the input signal V;, must not change until all of the 
bits are tried; otherwise, the digital reading may be erroneous. To avoid any problems 
with the changing input, a successive-approximation converter is usually supplied 
with a sample-and-hold (S&H) circuit. This circuit is a short-time analog memory 
which samples the input signal and stores it as a dc voltage during an entire conversion 
cycle. 


5.4.5 Resolution Extension 


In a typical data acquisition system, a monolithic microcontroller often contains an 
analog-to-digital converter, whose maximum resolution is often limited to 8 bits and 
sometimes to 10 bits. When the resolution is higher, 12 or even 14 bits, either the 
cost becomes prohibitively high or the on-the-chip A/D converter may possess several 
undesirable characteristics. In most applications, 8 or 10 bits may not be nearly enough 
for the correct representation of a stimulus. One method of achieving higher resolution 
is to use a dual-slope A/D converter whose resolution is limited only by the available 
counter rate and the speed response of a comparator.* Another method is to use an 
eight-bit A/D converter (e.g., of a successive-approximation type) with a resolution 
extension circuit. Such a circuit can boost the resolution by several bits, (e.g., from 8 to 
12). A block diagram of the circuit is shown in Fig.5.30. In addition to a conventional 
eight-bit A/D converter, it includes a D/A converter, a subtraction circuit, and an 
amplifier having gain A. In the ASIC or discrete circuits, a D/A converter may be 
shared with an A/D part (see Fig. 5.29A). 

The input signal Vj, has a full-scale value E; thus for an eight-bit converter, the 


initial resolution will be 
Ro= Beal (5.35) 
8 A 085 


which is expressed in volts per bit. For instance, for a 5-V full scale, the eight-bit 
resolution is 19.6 mV/bit. Initially, the multiplexer (MUX) connects the input signal 
to the A/D converter, which produces the output digital value, M (expressed in bits). 
Then, the microprocessor outputs that value to a D/A converter, which produces 


4 A resolution should not be confused with accuracy. 
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output analog voltage V., which is an approximation of the input signal. This voltage 
is subtracted from the input signal and amplified by the amplifier to the value 


Vp = (Vin — Ve)A. (5.36) 


The voltage Vp is an amplified error between the actual and digitally represented 
input signals. For a full-scale input signal, the maximum error (V,,, — V-) is equal to 
a resolution of an A/D converter; therefore, for an eight-bit conversion Vp = 19.6A 
mV. The multiplexer connects that voltage to the A/D converter, which converts Vp 
to a digital value C: 

6 Ge aye (5.37) 

a Ro m Cc Ro 

As a result, the microprocessor combines two digital values: M and C, where C 
represents the high-resolution bits. If A= 255, then for the 5-V full-scale, LSB ~ 
77 WV, which corresponds to a total resolution of 16 bits. In practice, it is hard to 
achieve such a high resolution because of the errors originating in the D/A converter, 
reference voltage, amplifier’s drift, noise, and so forth. Nevertheless, the method is 
quite efficient when a modest resolution of 10 or 12 bits is deemed to be sufficient. 


5.5 Direct Digitization and Processing 


Most sensors produce low-level signals. To bring these signals to levels compatible 
with data processing devices, amplifiers are generally required. Unfortunately, am- 
plifiers and connecting cables and wires may introduce additional errors, add cost to 
the instrument, and increase complexity. Some emerging trends in the sensor-based 
systems are causing use of the signal conditioning amplifiers to be reevaluated (at 
least for some transducers) [5]. In particular, many industrial sensor-fed systems are 
employing digital transmission and processing equipment. These trends point toward 
direct digitization of sensor outputs—a difficult task. It is especially true when a 
sensor-circuit integration on a single chip is considered. 

Classical A/D conversion techniques emphasize high-level input ranges. This 
allows the LSB step size to be as large as possible, minimizing offset and noise error. 
For this reason, a minimum LSB signal is always selected to be at least 100-200 UV. 
Therefore, a direct connection of many sensors (e.g., RTD temperature transducers 
or piezoresistive strain gauges) is unrealistic. Such transducers’ full-scale output may 
be limited by several millivolts, meaning that a 10-bit A/D converter must have about 
1 uv LSB. 

Direct digitization of transducers eliminates a dc gain stage and may yield a 
better performance without sacrificing accuracy. The main idea behind direct digiti- 
zation is to incorporate a sensor into a signal converter, (e.g., an A/D converter or an 
impedance-to-frequency converter). All such converters perform a modulation pro- 
cess and, therefore, are nonlinear devices. Hence, they have some kind of nonlinear 
circuit, often a threshold comparator. Shifting the threshold level, for instance, may 
modulate the output signal, which is a desirable effect. 
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Fig. 5.31. Simplified schematic (A) and voltages (B) of a light-modulated oscillator. 


Figure 5.31A shows a simplified circuit diagram of a modulating oscillator. It is 
composed of an integrator built with an operational amplifier and a threshold circuit. 
The voltage across the capacitor, C, is an integral of the current whose value is 
proportional to the voltage in the noninverting input of the operational amplifier. 
When that voltage reaches the threshold, switch SW closes, thus fully discharging 
the capacitor. The capacitor starts integrating the current again until the cycle repeats. 
The operating point of the amplifier is defined by the resistor R2, a phototransistor 
S, and the reference voltage Vie¢. A change in light flux which is incident on the 
base of the transistor changes its collector current, thus shifting the operation point. 
A similar circuit may be used for direct conversion of a resistive transducer, (e.g., a 
thermistor). The circuit can be further modified for accuracy enhancement, such as 
for the compensation of the amplifier’s offset voltage or bias current, temperature 
drift, and so forth. 

Capacitive sensors are very popular in many applications. Currently, microma- 
chining technology allows us to fabricate small monolithic capacitive sensors. Ca- 
pacitive pressure transducers employ a thin silicon diaphragm as a movable plate of 
the variable-gap capacitor, which is completed by a metal electrode on the oppos- 
ing plate. The principal problem in these capacitors is a relatively low capacitance 
value per unit area (about 2 pF/mm7) and resulting large die sizes. A typical device 
offers a zero-pressure capacitance on the order of few picofarads, so that an eight-bit 
resolution requires the detection of capacitive shifts on the order of 50 fF or less 
(1femtofarad = 10~!° F). It is obvious that any external measurement circuit will be 
totally impractical, as parasitic capacitance of connecting conductors at best can be on 
the order of 1 pF—too high with respect to the capacitance of the sensor. Therefore, 
the only way to make such a sensor practical is to build an interface circuit as an 
integral part of the sensor itself. One quite effective way of designing such a circuit 
is to use a switched-capacitor technique. The technique is based on charge transfer 
from one capacitor to another by means of solid-state analog switches. 
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Fig. 5.32. Simplified schematic (A) and timing diagrams (B) of a differential capacitance-to- 
voltage converter. 


Figure 5.32A shows a simplified circuit diagram of a switched-capacitor con- 
verter [6], where the variable capacitance C, and reference capacitance C, are parts 
of a symmetrical silicon pressure sensor. Monolithic MOS switches (1-4) are driven 
by opposite-phase clock pulses, @; and 2. When the clocks switch, a charge appears 
at the common capacitance node. The charge is provided by the constant-voltage 
source, Vpm, and is proportional to C, — C; and, therefore, to the applied pressure to 
the sensor. This charge is applied to a charge-to-voltage converter which includes an 
operational amplifier, integrating capacitor Cr, and MOS discharge (reset) switch 5. 
The output signal is variable-amplitude pulses (Fig. 5.32B) which can be transmitted 
through the communication line and either demodulated to produce a linear signal or 
further converted into digital data. So long as the open-loop gain of the integrating 
OPAM is high, the output voltage is insensitive to stray input capacitance C, offset 
voltage, and temperature drift. The minimum detectable signal (noise floor) is deter- 
mined by the component noise and temperature drifts of the components. The circuit 
analysis shows that the minimum noise power occurs when the integration capacitor 
Cy is approximately equal to the frequency-compensation capacitor of the OPAM. 

When the MOS reset switch goes from the on state to the off state, the switching 
signal injects some charge from the gate of the reset transistor to the input summing 
node of the OPAM (inverting input). This charge propagated through the gate-to- 
channel capacitance of the MOS transistor 5. An injection charge results in an offset 
voltage at the output. This error can be compensated for by a charge-canceling device 
[7] which can improve the signal-to-noise ratio by two orders of magnitude of the 
uncompensated charge. The temperature drift of the circuit can be expressed as 

d Vout Cy ~~ 


C; 
=V Ti Tc;), 5.38 
aT PM C; We.= Tex) (5.38) 


where Tc, is the nominal temperature coefficient of C, and C;, and Tc f is the tem- 
perature coefficient of integrating capacitor Cy. This equation suggests that the tem- 
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Fig. 5.33. Transfer function of a capacitance-to-voltage converter for two values of integrating 
capacitor. (Adapted from Ref. [6]) 


perature drift primarily depends on the mismatch of the capacitances in the sensor. 
Typical transfer functions of the circuit for two different integrating capacitors Cs 
are shown in Fig. 5.33. An experimental circuit similar to the above was built in a 
silicon die having dimensions 0.68 x 0.9 mm [8] using the standard CMOS process. 
The circuit operates with clock frequencies in the range from 10 to 100 kHz. 

A modern trend in the sensor signal conditioning is to integrate in a single sili- 
con chip the amplifiers, multiplexers, A/D converter, and other circuits. An example 
is MAX1463 (from Maxim Integrated Products); this is a highly integrated, dual- 
channel, 16-bit programmable sensor signal conditioner that provides amplification, 
calibration, signal linearization, and temperature compensation. The MAX1463 de- 
livers an overall performance approaching the inherent repeatability of the sensor 
without external trim components. This circuit is designed for use with a broad range 
of sensors, including pressure sensing, RTD and thermocouple linearization, load 
cells, force sensors, and with resistive elements used in magnetic direction sensors. 
The MAX1463 has a choice of analog or digital outputs, including voltage, current (4— 
20 mA), ratiometric, and Pulse Width Modulation (PWM). Uncommitted op amps are 
available for buffering the digital-to-analog converter (DAC) outputs, driving heavier 
external loads, or providing additional gain and filtering. In addition, it incorporates 
a 16-bit CPU, user-programmable 4 kB of FLASH program memory, 128 bytes of 
FLASH user information, one 16-bit ADC, and two 16-bit DACs. It also has two 
12-bit PWM digital outputs, four operational amplifier, and one on-chip temperature 
sensor. The chip is housed in a small 28-pin SSOP package that, in many cases, makes 
it very convenient to position it right at the sensing site without using intermediate 
cables or wires. 
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5.6 Ratiometric Circuits 


A powerful method for improving the accuracy of a sensor is a ratiometric technique, 
which is one of the most popular methods of signal conditioning. It should be empha- 
sized, however, that the method is useful only if a source of error has a multiplicative 
nature but not additive; that is, the technique would be useless for reducing, for in- 
stance, thermal noise. On the other hand, it is quite potent for solving such problems 
as the dependence of a sensor’s sensitivity to such factors as power-supply instability, 
ambient temperature, humidity, pressure, effects of aging, and so forth. The technique 
essentially requires the use of two sensors, of which one is the acting sensor, which 
responds to an external stimulus, and the other is a compensating sensor, which is 
either shielded from that stimulus or is insensitive to it. Both sensors must be exposed 
to all other external effects which may multiplicatively change their performance. 
The second sensor, which is often called reference, must be subjected to a reference 
stimulus, which is ultimately stable during the lifetime of the product. In many practi- 
cal systems, the reference sensor must not necessarily be exactly similar to the acting 
sensor; however, its physical properties, which are subject to instabilities, should be 
the same. For example, Fig. 5.34A shows a simple temperature detector, where the 
acting sensor is a negative temperature coefficient (NTC) thermistor R7. A stable 
reference resistor Ro has a value equal to the resistance of the thermistor at some 
reference temperature, (e.g., at 25°C). Both are connected via an analog multiplexer 
to an amplifier with a feedback resistor R. The output signals produced by the sensor 
and the reference resistor respectively are 


ER 

Vy = -—, (5.39) 
Rr 

Ge ER 

Dia pe 


It is seen that both voltages are functions of a power-supply voltage E and the circuit 
gain, which is defined by resistor R. That resistor as well as the power supply may be 
the sources of error. If two output voltages are fed into a divider circuit, the resulting 
signal may be expressed as Vp =kVy /Vp =k Ro/Rr, where k is the divider’s gain. 
The output signal is not subject to either power-supply voltage or the amplifier gain. 
It depends only on the sensor and its reference resistor. This is true only if spurious 
variables (like the power supply or amplifier’s gain) do not change rapidly; that is, 
they must not change appreciably within the multiplexing period. This requirement 
determines the rate of multiplexing. 

A ratiometric technique essentially requires the use of a division. It can be per- 
formed by two standard methods: digital and analog. In a digital form, output signals 
from both the acting and the reference sensors are multiplexed and converted into 
binary codes in an A/D converter. Subsequently, a computer or a microprocessor 
performs the operation of a division. In an analog form, a divider may be a part of a 
signal conditioner or the interface circuit. A “divider” (Fig. 5.35A) produces an output 
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Fig. 5.34. Ratiometric temperature detector (A) and analog divider of resistive values (B). 
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Fig. 5.35. Schematics of a divider (A) and gain of a divider as a function of a denominator (B). 


voltage or current proportional to the ratio of two input voltages or currents: 


Vo=k un ; (5.40) 
Vp 

where the numerator is denoted as Vy, the denominator is Vp and k is equal to 
the output voltage, when Vy = Vp. The operating ranges of the variables (quadrants 
of operation) is defined by the polarity and magnitude ranges of the numerator and 
denominator inputs and of the output. For instance, if Vy and Vp are both either 
positive or negative, the divider is of a one-quadrant type. If the numerator is bipo- 
lar, the divider is a two-quadrant type. Generally, the denominator is restricted to a 
single polarity, because the transition from one polarity to another would require the 
denominator to pass through zero, which would call for an infinite output (unless 
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the numerator is also zero). In practice, the denominator is a signal from a reference 
sensor, which usually is of a constant value. 

Division has long been the most difficult of the four arithmetic functions to imple- 
ment with analog circuits. This difficulty stems primarily from the nature of division: 
the magnitude of a ratio becomes quite large, approaching infinity, for a denominator 
that is approaching zero (and a nonzero numerator). Thus, an ideal divider must have 
a potentially infinite gain and infinite dynamic range. For a real divider, both of these 
factors are limited by the magnification of drift and noise at low values of Vp; that 
is, the gain of a divider for a numerator is inversely dependent on the value of the 
denominator (Fig. 5.35B). Thus, the overall error is the net effect of several factors, 
such as gain dependence of denominator, numerator and denominator input errors, 
like offsets, noise, and drift (which must be much smaller than the smallest values of 
the input signals). In addition, the output of the divider must be constant for constant 
ratios of numerator and denominator, independent of their magnitudes; for example, 
10/10=0.01/0.01 = 1 and 1/10=0.001/0.01 =0.1. 


5.7 Bridge Circuits 


The Wheatstone bridge circuits are popular and very effective implementations of 
the ratiometric technique or a division technique on a sensor level. A basic circuit is 
shown in Fig. 5.36. Impedances Z may be either active or reactive; that is, they may 
be either simple resistances, as in piezoresistive gauges, or capacitors, or inductors. 
For the resistor, the impedance is R; for the ideal capacitor, the magnitude of its 
impedance is equal to 1/27 fC; and for the inductor, it is 27fL, where f is the 
frequency of the current passing through the element. The bridge output voltage is 


represented by 
Z Z 
Vout = ( : ) Veet (5.41) 
Zi+Z2 Z3+Z4 


The bridge is considered to be in a balanced state when the following condition 
is met: 


Z| _ 23 
22 - Za 
Under the balanced condition, the output voltage is zero. When at least one impedance 


changes, the bridge becomes unbalanced and the output voltage goes either in a 
positive or negative direction, depending on the direction of the impedance change. To 


(5.42) 


ground Fig. 5.36. General circuit of a Wheatstone bridge. 
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determine the bridge sensitivity with respect to each impedance (calibration constant), 
partial derivatives may be obtained from Eq. (5.41): 


9 Vout Z2 
= D. Viet» 
OZ) (Zi + Z2) 
9 Vout Z1 
= by Viet » 
022 (Z, +Z2) (5.43) 
0 Vout Z4 , 
= Wy Vee » 
dZ3 (Z3 + Za) 
0 Vout Z3 
— 5 Viet « 
dZ4 (Z3 + Z4) 
By summing these equations, we obtain the bridge sensitivity: 
bV, Z26Z, — Z\5Z Z46 23 — Z35Z 
out. L904 1042 4023 chews (5.44) 


Viet (Z1 + Z)* (Z3 + Za)? 


A closer examination of Eq. (5.44) shows that only the adjacent pairs of impedances 
(i.e., Z; and Z2, Z3 and Z4) have to be identical in order to achieve the ratiometric 
compensation (such as the temperature stability, drift, etc.). It should be noted that 
impedances in the balanced bridge do not have to be equal, as long as a balance of 
the ratio (5.42) is satisfied. In many practical circuits, only one impedance is used as 
a sensor; thus for Z; as a sensor, the bridge sensitivity becomes 

bVour 621 


=. (5.45) 
Vrep 424 


The resistive bridge circuits are commonly used with strain gauges, piezoresistive 
pressure transducers, thermistor thermometers, and other sensors when immunity 
against environmental factors is required. Similar arrangements are used with the 
capacitive and magnetic sensors for measuring force, displacement, moisture, and so 
forth. 


5.7.1 Disbalanced Bridge 


A basic Wheatstone bridge circuit (Fig. 5.37A) generally operates with a disbalanced 
bridge. This is called the deflection method of measurement. It is based on detecting the 
voltage across the bridge diagonal. The bridge output voltage is a nonlinear function of 
a disbalance A; however, for small changes (A < 0.05), which often is the case, it may 
be considered quasilinear. The bridge maximum sensitivity is obtained when R; = Ro 
and R3=R. When R; > R2 or R2> Rj, the bridge output voltage is decreased. 
Assuming that k = R;/R2, the bridge sensitivity may be expressed as 


Vek 


a= R&aD? (5.46) 
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control 
circuit 


amplifier 


Fig. 5.37. Two methods of using a bridge circuit: (A) disbalanced bridge and (B) balanced 
bridge with a feedback control. 


A normalized graph calculated according to this equation is shown in Fig. 5.38. It 
indicates that the maximum sensitivity is achieved at k = 1. However, the sensitivity 
drops relatively little for the range where 0.5 < k < 2. If the bridge is fed by a current 
source, rather than by a voltage source, its output voltage for small A and a single- 
variable component is represented by 


Vout ¥ 1 ——-,, (5.47) 
where J is the excitation current. 


5.7.2 Null-Balanced Bridge 


Another method for using a bridge circuit is called a null-balance. The method over- 
comes the limitation of small changes (A) in the bridge arm to achieve a good linearity. 
The null-balance essentially requires that the bridge always be maintained at the bal- 
anced state. To satisfy the requirement for a bridge balance (5.42), another arm of 
the bridge should vary along with the arm used as a sensor. Figure 5.37B illustrates 
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Fig. 5.38. Sensitivity of a disbalanced bridge as a function of impedance ratio. 


this concept. A control circuit modifies the value of R3 on the command from the 
error amplifier. The output voltage may be obtained from the control signal of the 
balancing arm R3. For example, both R, and R3 may be photoresistors. The R3 pho- 
toresistor could be interfaced with a light-emitting diode (LED) which is controlled 
by the error amplifier. Current through the LED becomes a measure of resistance R,, 
and, subsequently, of the light intensity detected by the sensor. 


5.7.3 Temperature Compensation of Resistive Bridge 


The connection of four resistive components in a Wheatstone bridge configuration 
is used quite extensively in measurements of temperature, force, pressure, magnetic 
fields, and so forth. In many of these applications, sensing resistors exhibit temperature 
sensitivity. This results in the temperature sensitivity of a transfer function, which, 
by using a linear approximation, may be expressed by Eq. (2.1) of Chapter 2. In 
any detector, except that intended for temperature measurements, this temperature 
dependence has a highly undesirable effect, which usually must be compensated for. 
One way to do a compensation is to couple a detector with a temperature-sensitive 
device, which can generate a temperature-related signal for the hardware or software 
correction. Another way to do a temperature compensation is to incorporate it directly 
into the bridge circuit. Let us analyze the Wheatstone bridge output signal with respect 
to its excitation signal V.. We consider all four arms in the bridge being responsive 
to a stimulus with the sensitivity coefficient, a, so that each resistor has the value 


R;= RU as), (5.48) 
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where R is the nominal resistance and s is the stimulus (e.g., pressure or force), and 
the sensitivity, a, is defined as 


a=——. (5.49) 
An output voltage from the bridge is 
Vout = Veas + Vo, (5.50) 


where Vo is the offset voltage resulting from the initial bridge imbalance. If the bridge 
is not properly balanced, the offset voltage may be a source of error. However, an 
appropriate trimming of the bridge sensor during either its fabrication or in application 
apparatus may reduce this error to an acceptable level. In any event, even if the 
offset voltage is not properly compensated for, its temperature variations usually are 
several orders of magnitude smaller than that of the sensor’s transfer function. In this 
discussion, we consider Vo temperature independent (dVo/dT =0); however, for a 
broad temperature range (wider than +15°C) Vo should not be discounted. 

In Eq. (5.48), sensitivity a generally is temperature dependent for many sensors 
and is a major source of inaccuracy. It follows from Eq. (5.49) that @ may vary if 
R is temperature dependent or when dR/ds is temperature dependent. If the bridge 
has a positive temperature coefficient of resistivity, the coefficient a decreases with 
temperature, or, it is said, it has a negative TCS (temperature coefficient of sensitivity). 
Taking a partial derivative with respect to temperature 7’, from Eq. (5.50) we arrive at 


Vout OVe 0a 
= Vo). 5.51 
} (« + .) (5.51) 


aT aT 
A solution of this equation is the case when the output signal does not vary with 
temperature: 0Voy,/0T = 0. Then, the following holds: 


av. 
te eka ey (5.52) 
ar oF 


and, finally, 
1 ov, = 1 da a2 (5.53) 
Ve oT a oT 
where £ is the TCS of the bridge arm. 

The above is a condition for an ideal temperature compensation of a fully sym- 
metrical Wheatstone bridge; that is, to compensate for temperature variations in a, 
the excitation voltage, V., must change with temperature at the same rate and with 
opposite sign. To control V,, several circuits were proven to be useful [9]. Figure 
5.39 shows a general circuit which incorporates a temperature compensation net- 
work to control voltage V, across the bridge according to a predetermined function of 
temperature. Several options of the temperature compensation network are possible. 

Option 1: Use of a temperature sensor as a part of the compensation network. 
Such a network may be represented by an equivalent impedance R;, and an entire 
bridge can be represented by its equivalent resistance Rg. Then, the voltage across 
the bridge is 


Rpg 


Ve = E——_.. 
Ret+R;, 


(5.54) 
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| Fig. 5.39. General circuit of a bridge temperature 
temperature compensation. 
compensation 

network 


Taking the derivative with respect to temperature, we get 


av, 1 aR R aRg: aR 
ral 5 5 ( BAe ‘)]. (5.55) 


oT Ret+R, dT (Rgt+R;)2 \ aT oT 
and substituting Eq. (5.54) into Eq. (5.55), we arrive at the compensation condition: 
1 OV, 1 OR 1 OR OR 
-_ = di tee (5.56) 
Vo OT Rp OT Regpt+R,; \ 0T oT 


Because for a bridge with four sensitive arms, Rg = R,and (1/R)(0R/dT) = y which 
is a temperature coefficient of bridge arm resistance, R (TCR), Eq. (5.56) according 
to Eq. (5.53) must be equal to a negative TCS: 


j 1 (aR , aR, es 
YORER NOE” OFS 


This states that such a compensation is useful over a broad range of excitation volt- 
ages because E is not a part of the equation.> To make it work, the resistive network 
R; must incorporate a temperature-sensitive resistor, (e.g., a thermistor). When R, 6 
and 0R/dT are known, Eq. (5.57) can be solved to select R;. This method requires 
a trimming of the compensating network to compensate not only for TCS and TCR, 
but for V. as well. The method, although somewhat complex, allows for a broad 
range of temperature compensation from —20 to +70°C and with somewhat reduced 
performance or with a more complex compensating network, from —40 to 100°C. 
Figure 5.40A shows an example of the compensating network which incorporates 
an NTC thermistor R° and several trimming resistors. An example of such a com- 
pensation is a Motorola pressure sensor, PMX2010, which contains a diffused into 
silicon temperature-compensating resistors which calibrate offset and compensate for 
temperature variations. The resistors are laser trimmed on-chip during the calibrating 
process to assure high stability over a broad temperature range. 


5 This demands that the compensation network contain no active components, such as diodes, 
transistors, and so forth. 
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Fig. 5.40. Temperature compensation of a bridge circuit: (A) with NTC thermistor; (B) with a 
fixed resistor; (C) with a temperature-controlled voltage source; (D) with a current source. 


Option 2: The compensation network is a fixed resistor. This is the most popular 
temperature compensation of a resistive Wheatstone bridge. A fixed resistor (Fig. 
5.40B) R; = R, must have low-temperature sensitivity (50 ppm or less). It can be 


stated that 
1 OR. _ 


ROT - 


0, (5.58) 


and Eq. (5.57) is simplified to 


oe eee 5, 
°= F(z az): 
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It can be solved for the temperature-compensating resistor 


BR 
Rk, =-——--——. (5.60) 
OR/OT+BR 
Then, the compensating resistor is 
B 
R. = —R——.. 5.61 
c eu (5.61) 


The minus sign indicates that the equation is true for negative TCS 6. Thus, when 
TCR, TCS, and a nominal resistance of the bridge arm are known, a simple stable 
resistor in series with voltage excitation E' can provide a quite satisfactory compen- 
sation. It should be noted, however, that according to Eq. (5.59), to use this method, 
the TCS of the bridge arm must be smaller than its TCR (|6| < y). As for Option 1, 
this circuit is ratiometric with respect to the operating voltage, E', meaning that the 
compensation works over a broad range of power-supply voltages. Selecting R, ac- 
cording to Eq. (5.61) may result in a very large compensating resistance, which may 
be quite inconvenient in many applications. The sensor’s TCR can be effectively re- 
duced by adding a resistor in parallel with the bridge. When a large resistor R; is used, 
this method of compensation becomes similar to Option 4 because a large resistor 
operates as a “quasi’-current source. 

A first impression of this option is that it seems like a perfect solution—just one 
resistor ideally compensates for a temperature drift. However, this option does not 
yield satisfactory results for broad temperature ranges or precision applications. For 
instance, to select an appropriate R,, y, and 6 must be precisely known; that is, each 
actual bridge must be characterized, which is not acceptable in low-cost applications. 
Using typical rather than actual values may result in span errors on the order of 100 
ppm/°C. Further, large resistors R, cause lower output voltages and a reduced signal- 
to-noise ratio. Practically, the usefulness of this compensation is limited to the range 
25 + 15°C. 

Option 3: A compensating network contains a temperature-controlled voltage 
source, (e.g., a diode or transistor) (Fig. 5.40C). For this circuit, to satisfy a condition 
for the best compensation of TCS 6, the temperature sensitivity B. of the voltage 
source V, must be 


bo =B (7 - i) ; (5.62) 
Vo 

Because f is a parameter of the bridge, by manipulating F and V;, one can select the 
optimum compensation. Because the compensating circuit contains a voltage source, 
it is not ratiometric with respect to the power supply. For the operation, this option 
requires a regulated source of E. An obvious advantage of the circuit is simplicity 
because diodes and transistors with predicable temperature characteristics are readily 
available. An obvious disadvantage of this method is a need to operate the sensor at a 
fixed specified voltage. A useful temperature range for this method is about 25 + 25°C. 
Option 4: A current source is employed as an excitation circuit (Fig. 5.40D). This 
circuit requires that the bridge possesses a particular property. Its TCR (6) must be 

equal to TCS (a) with the opposite sign: 


a=—p. (5.63) 
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The voltage across the bridge is equal to 
Vo=icRzB. (5.64) 


Because the current source is temperature independent and, for a bridge with four 
identical arms, Rg = R, then 


dV. OR (5.65) 
aT OT’ 
and dividing Eq. (5.65) by Eq. (5.64) we arrive at 
1 OV, 10R 
— ==. (5.66) 
V. dT ROT 


If condition (5.63) is fulfilled, we receive a provision of an ideal compensation as 
defined by Eq. (5.52). Unfortunately, this method of compensation has a limitation 
similar to that for Option 2—specifically, a reduced output voltage and a need for 
individual sensor characterization if used in a broad temperature range. Nevertheless, 
this method is acceptable when the accuracy of 1—-2% of FS over 50°C is acceptable. 

The above options provide a framework of the compensating techniques. While 
designing a practical circuit, many variables must be accounted for: temperature range, 
allowable temperature error, environmental conditions, size, cost, and so forth. There- 
fore, we cannot recommend a universal solution; the choice of the most appropriate 
option must be a result of a typical engineering compromise. 


5.7.4 Bridge Amplifiers 


The bridge amplifiers for resistive sensors are probably the most frequently used 
sensor interface circuits. They may be of several configurations, depending on the 
required bridge grounding and availability of either grounded or floating reference 
voltages. Figure 5.41A shows the so-called active bridge, where a variable resistor 
(the sensor) is floating (i.e., isolated from ground) and is connected into a feedback 
of the OPAM. If a resistive sensor can be modeled by a first-order function 


Ry, + Ro1+a), (5.67) 
then, a transfer function of this circuit is 


1 
Vout = =a V. (5.68) 


A circuit with a floating bridge and floating reference voltage source V is shown in 
Fig. 5.41B. This circuit may provide gain which is determined by a feedback resistor 
whose value is n Ro: 


Vout = (1 +7) ve ~(1+n) e (5.69) 

out = hilar eatery a eae : 

A bridge with the asymmetrical resistors (R 4 Ro) may be used with the circuit shown 

in Fig. 5.41C. It requires a floating reference voltage source V: 

Voi Vv 
x~na—. 

41+a/2 4 


(5.70) 


Vout = na 
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Fig. 5.41. Connection of operational amplifiers to resistive bridge circuits (disbalanced mode). 


When a resistive sensor is grounded and a gain from the interface circuit is desir- 
able, the schematic shown in Fig. 5.41D may be employed. Its transfer function is 
determined from 
n V a n V 

x a. 
21+1/2nl+a 21+1/2n 


Vout = (5.71) 
When the bridge is perfectly balanced, the output voltage Vout is equal to one-half of 
the bridge excitation voltage + V . To better utilize the operational amplifier open-loop 
gain, the value of n should not exceed 50. 


5.8 Data Transmission 


A signal from a sensor may be transmitted to the receiving end of the system either 
in a digital format or analog. In most cases, a digital format essentially requires the 
use of an analog-to-digital converter at the sensor’s site. The transmission in a digital 
format has several advantages, the most important of which is noise immunity. The 
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transmission of digital information is beyond the scope of this book; thus, we will 
not discuss it further. In many cases, however, digital transmission can not be done 
for several reasons. Then, the sensor signals are transmitted to the receiving site in an 
analog form. Depending on connection, they can be divided into a two-, four-, and 
six-wire methods. 


5.8.1 Two-Wire Transmission 


Two-wire analog transmitters are used to couple sensors to control and monitoring 
devices in the process industry [10]. When, for example, a temperature measurements 
is taken within a process, a two-wire transmitter relays that measurement to the control 
room or interfaces the measurement directly to a process controller. Two wires can 
be used to transmit either voltage or current; however, current was accepted as an 
industry standard. It varies in the range 4-20 mA, which represents an entire span 
of the input stimulus. Zero stimulus corresponds to 4 mA while the maximum is at 
20mA. There are two advantages of using current rather than voltage, as is illustrated 
in Fig. 5.42. Two wires join the controller site with the sensor site. At the sensor 
site, there is a sensor which is connected to the so-called two-wire transmitter. The 
transmitter may be a voltage-to-current converter; that is, it converts the sensor signal 
into a variable current. At the controller site, there is a voltage source that can deliver 
current up to 20 mA. The two wires form a current loop, which, at the sensor’s side, 
has the sensor and a transmitter, whereas at the controller side, it has a load resistor 
and a power supply which are connected in series. When the sensor signal varies, the 
transmitter’s output resistance varies accordingly, thus modulating the current in the 
range between 4 and 20 mA. The same current which carries information is also used 
by the transmitter and the sensor to provide their operating power. Obviously, even for 
the lowest output signal which produces 4 mA current, that 4 mA must be sufficient 
to power the transmitting side of the loop. The loop current causes a voltage drop 
across the load resistor at the controller side. This voltage is a received signal which 
is suitable for further processing by the electronic circuits. An advantage of the two- 
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Fig. 5.42. Two-wire 20-mA analog data transmission. 
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wire method is that the transmitting current is independent of the connecting wires’ 
resistance and thus of the transmission line length (obviously, within the limits). 


5.8.2 Four-Wire Sensing 


Sometimes, it is desirable to connect a resistive sensor to a remotely located interface 
circuit. When such a sensor has a relatively low resistance (e.g., it is normal for the 
piezoresistors or RTDs to have resistances in the order of 10082), connecting wire 
resistances pose a serious problem because they alter the excitation voltage across 
the bridge. The problem can be solved by using the so-called four-wire method (Fig. 
5.43A). It allows measuring the resistance of a remote resistor without measuring the 
resistances of the connecting conductors. A resistor which is the subject of measure- 
ment is connected to the interface circuit through four rather than two wires. Two 
wires are connected to a current source and two others to the voltmeter. A constant- 
current source (current pump) has a very high output resistance; therefore, the current 
which it pushes through the loop is almost independent of any resistances r in that 
loop. An input impedance of a voltmeter is very high; hence, no current is diverted 
from the current loop to the voltmeter. The voltage drop across the resistor R, is 


V, = Ryio, (5.72) 


current source (pump) 


V-meter 


voltage source 


(B) 


Fig. 5.43. Remote measurements of resistances: (A) four-wire method; (B) six-wire measure- 
ment of a bridge. 
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which is independent of any resistances r of the connecting wires. The four-wire 
method is a very powerful means of measuring the resistances of remote detectors 
and is used in industry and science quite extensively. 


5.8.3 Six-Wire Sensing 


When a Wheatstone bridge circuit is remotely located, voltage across the bridge plays 
an important role in the bridge temperature stability, as was shown in Section 5.7. That 
voltage often should be either measured or controlled. Long transmitting wires may 
introduce unacceptably high resistance in series with the bridge excitation voltage, 
which interferes with the temperature compensation. The problem may be solved by 
providing two additional wires to feed the bridge with voltage and to dedicate two 
wires to measuring the voltage across the bridge (Fig. 5.43B). The actual excitation 
voltage across the bridge and the bridge differential output voltage are measured 
by a high-input impedance voltmeter with negligibly small input currents. Thus, the 
accurate bridge voltages are available at the data processing site without being affected 
by the long transmission lines. 


5.9 Noise in Sensors and Circuits 


Noise in sensors and circuits may present a substantial source of errors and should 
be seriously considered. “Like diseases, noise is never eliminated, just prevented, 
cured, or endured, depending on its nature, seriousness, and the cost/difficulty of 
treating” [11]. There are two basic classifications of noise for a given circuit: inherent 
noise, which is noise arising within the circuit, and interference (transmitted) noise, 
which is noise picked up from outside the circuit. 

Any sensor, no matter how well it was designed, never produces an electric signal 
which is an ideal representation of the input stimulus. Often, it is a matter of judgment 
to define the goodness of the signal. The criteria for this are based on the specific 
requirements to accuracy and reliability. Distortions of the output signal can be either 
systematic or stochastic. The former are related to the sensor’s transfer function, its 
linearity, dynamic characteristics, and so forth. All are the result of the sensor’s design, 
manufacturing tolerances, material quality, and calibration. During a reasonably short 
time, these factors either do not change or drift relatively slowly. They can be well 
defined, characterized, and specified (see Chapter 2). In many applications, such a 
determination may be used as a factor in the error budget and can be taken into 
account. Stochastic disturbances, on the other hand, often are irregular, unpredictable 
to some degree, and may change rapidly. Generally, they are termed noise, regardless 
of their nature and statistical properties. It should be noted that the word noise, in 
association with audio equipment noise, is often mistaken for an irregular, somewhat 
fast-changing signal. We use this word in a much broader sense for all disturbances, 
either in stimuli, environment, or components of sensors and circuits from dc to the 
upper operating frequencies. 
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5.9.1 Inherent Noise 


A signal which is amplified and converted from a sensor into a digital form should be 
regarded not just by its magnitude and spectral characteristics but also in terms of a 
digital resolution. When a conversion system employs an increased digital resolution, 
the value of the least significant bit (LSB) decreases. For example, the LSB of a 10-bit 
system with a 5-V full scale is about 5 mV; the LSB of 16 bits is 77 uV. This by itself 
poses a significant problem. It makes no sense to employ, say, a 16-bit resolution 
system, if combined noise is, for example, 300 LV. In the real world, the situation is 
usually much worse. There are almost no sensors which are capable of producing a 5-V 
full-scale output signals. Most of them require amplification. For instance, if a sensor 
produces a full-scale output of 5 mV, at a 16-bit conversion it would correspond to a 
LSB of 77 nV—an extremely small signal which makes amplification an enormous 
task by itself. Whenever a high resolution of a conversion is required, all sources 
of noise must be seriously considered. In the circuits, noise can be produced by the 
monolithic amplifiers and other components which are required for the feedback, 
biasing, bandwidth limiting, and so forth. 

Input offset voltages and bias currents may drift. In de circuits, they are indistin- 
guishable from low-magnitude signals produced by a sensor. These drifts are usually 
slow (within a bandwidth of tenths and hundredths of a hertz); therefore, they are often 
called ultralow-frequency noise. They are equivalent to randomly (or predictable— 
say, with temperature) changing voltage and current offsets and biases. To distinguish 
them from the higher-frequency noise, the equivalent circuit (Fig. 5.3) contains two 
additional generators. One is a voltage offset generator eg and the other is a current 
bias generator ig . The noise signals (voltage and current) result from physical mech- 
anisms within the resistors and semiconductors that are used to fabricate the circuits. 
There are several sources of noise whose combined effect is represented by the noise 
voltage and current generators. 

One cause for noise is a discrete nature of electric current because current flow 
is made up of moving charges, and each charge carrier transports a definite value 
of charge (the charge of an electron is 1.6 x 107!° C). At the atomic level, current 
flow is very erratic. The motion of the current carriers resembles popcorn popping. 
This was chosen as a good analogy for current flow and has nothing to do with the 
“popcorn noise,” which we will discuss later. As popcorn, the electron movement 
may be described in statistical terms. Therefore, one never can be sure about very 
minute details of current flow. The movement of carriers are temperature related and 
noise power, in turn, is also temperature related. In a resistor, these thermal motions 
cause Johnson noise to result [12]. The mean-square value of noise voltage (which is 
representative of noise power) can be calculated from 


= v2 
Z 


where k = 1.38 x 10-73 J/K (Boltzmann constant), T is the temperature (in K), 
R is the resistance (in &2), and Af is the bandwidth over which the measure- 
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ment is made (in Hz). For practical purposes, noise density per Hz generated 
by a resistor at room temperature may be estimated from a simplified formula: 
@ © 0.13 R in nV/V/Hz. For example, if the noise bandwidth is 100 Hz and the 
resistance of concern is 10 MQ (10’Q), the average noise voltage is estimated as 
én © 0.13107 V100 = 4, 11 nV 4uV. 

Even a simple resistor is a source of noise. It behaves as a perpetual generator of 
electric signal. Naturally, relatively small resistors generate extremely small noise; 
however, in some sensors, Johnson noise must be taken into account. For instance, a 
pyroelectric detector uses a bias resistor on the order of 50 GQ. If a sensor is used 
at room temperature within a bandwidth of 100 Hz, one may expect the average 
noise voltage across the resistor to be on the order of 0.3 mV—a very high value. 
To keep noise at bay, bandwidths of the interface circuits must be maintained small, 
just wide enough to pass the minimum required signal. It should be noted that noise 
voltage is proportional to the square root of the bandwidth. It implies that if we reduce 
the bandwidth 100 times, the noise voltage will be reduced by a factor of 10. The 
Johnson noise magnitude is constant over a broad range of frequencies. Hence, it is 
often called white noise because of the similarity to white light, which is composed 
of all the frequencies in the visible spectrum. 

Another type of noise results because of dc current flow in semiconductors. It is 
called shot noise; the name was suggested by Schottky not in association with his own 
name but rather because this noise sounded like “a hail of shot striking the target” 
nevertheless, shot noise is often called Schottky noise. Shot noise is also white noise. 
Its value becomes higher with the increase in the bias current. This is the reason why 
in FET and CMOS semiconductors current noise is quite small. For a bias current of 
50 pA, it is equal to about 4 fA/,/Hz—an extremely small current which is equivalent 
to the movement of about 6000 electrons per second. A convenient equation for shot 
noise is 


isn =5.7 x 1074,/TAF, (5.74) 


where J is a semiconductor junction current in picoamperes and Af is a bandwidth 
of interest in hertz. 

An additional ac noise mechanism exists at low frequencies (Fig. 5.44). Both the 
noise voltage and noise current sources have a spectral density roughly proportional 
to 1/f, which is called the pink noise, because of the higher noise contents at lower 
frequencies (lower frequencies are also on the red side of the visible spectrum). This 


noise 


Fig. 5.44. Spectral distribution of 1/f “pink” 
frequency noise. 
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1/f noise occurs in all conductive materials; therefore, it is also associated with re- 
sistors. At extremely low frequencies, it is impossible to separate the 1/f noise from 
dc drift effects. The 1/f noise is sometimes called a flicker noise. Mostly, it is pro- 
nounced at frequencies below 100 Hz, where many sensors operate. It may dominate 
Johnson and Schottky noises and becomes a chief source of errors at these frequen- 
cies. The magnitude of pink noise depends on current passing through the resistive or 
semiconductive material. Currently, progress in semiconductor technology resulted 
in significant reduction of 1/f noise in semiconductors; however, when designing a 
circuit, it is a good engineering practice to use a metal film or wire-wound resistors 
in sensors and the front stages of interface circuits wherever significant currents flow 
through the resistor and low noise at low frequencies is a definite requirement. 

A peculiar ac noise mechanism is sometimes seen on the screen of an oscilloscope 
when observing the output of an operational amplifier—a principal building block 
of many sensor interface circuits. It looks like a digital signal transmitted from outer 
space; noise has a shape of square pulses having variable duration of many millisec- 
onds. This abrupt type of noise is called popcorn noise because of the sound it makes 
coming over a loudspeaker. Popcorn noise is caused by defects that are dependent on 
the integrated-circuit manufacturing techniques. Thanks to advances fabricating tech- 
nologies, this type of noise is drastically reduced in modern semiconductor devices. 

A combined noise from all voltage and current sources is given by the sum of 
squares of individual noise voltages: 


exe, $e2, tee + (Ryint)? + (Riin2)? +. (5.75) 


A combined random noise may be presented by its root mean square (r.m.s) value, 


which is 
1 T 
Ems = a e- dt, (5.76) 
T Jo 


where T is the time of observation, e is the noise voltage, and f is time. 

Also, noise may be characterized in terms of the peak values which are the dif- 
ferences between the largest positive and negative peak excursions observed during 
an arbitrary interval. For some applications, in which peak-to-peak (p-p) noise may 
limit the overall performance (in a threshold-type devices), p-p measurement may 
be essential. Yet, due to a generally Gaussian distribution of noise signal, p-p mag- 
nitude is very difficult to measure in practice. Because r.m.s. values are so much 
easier to measure repeatedly and they are the most usual form for presenting noise 
data noncontroversially, Table 5.3 should be useful for estimating the probabilities of 
exceeding various peak values given by the r.m.s. values. The casually observed p-p 
noise varies between three times the r.m.s. and eight times the r.m.s., depending on 
the patience of observer and amount of data available. 


5.9.2 Transmitted Noise 


A large portion of environmental stability is attributed to the resistance of a sensor 
and an interface circuit to noise which originated in external sources. Figure 5.45 is 
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Table 5.3. Peak-to-Peak Value versus r.m.s. (for Gaussian Distribution) 


% of Time That Noise Will 


Nominal p-p voltage Exceed Nominal p-p Value 
2x rms. 32.0 

3 x rm.s. 13.0 

4x rms. 4.6 

5 x rm.s. 12 

6 X rms. 0.27 

7X rms. 0.046 

8 x rm.s. 0.006 


Noise Source 


Power supply transients 
Magnetic 
Electrostatic 
Radiofrequency EM fields Capacitance Sensing Element 
Thermal variations Magnetic field Resistors 


Coupling Receiver 


Gravitational force Wires Capacitors 
Acceleration (Vibration) Packaging Preamplifier 
Humidity 
Ionizing radiation 
Chemical agents 


Fig. 5.45. Sources and coupling of transmitted noise. 


a diagram of the transmitted noise propagation. Noise comes from a source which 
often can be identified. Examples of the sources are voltage surges in power lines, 
lightning, change in ambient temperature, sun activity, and so forth. These interfer- 
ences propagate toward the sensor and the interface circuit, and eventually appear 
at the output. However, before that, they somehow must affect the sensing element 
inside the sensor, its output terminals, or the electronic components in a circuit. The 
sensor and the circuit function as receivers of the interferences. 

There can be several classifications of transmitted noise, depending on how it 
affects the output signal, how it enters the sensor or circuit, and so forth. With respect 
to its relation to the output signals, noise can be either additive or multiplicative. 

Additive noise e, is added to the useful signal V; and mixed with it as a fully 
independent voltage (or current): 


Vout = Vp + en. (5.77) 


An example of such a disturbance is depicted in Fig. 5.46B. It can be seen that the 
noise magnitude does not change when the actual (useful) signal changes. As long 
as the sensor and interface electronics can be considered linear, the additive noise 
magnitude is totally independent of the signal magnitude, and if the signal is equal to 
zero, the output noise will be present still. 
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Fig. 5.46. Types of noise: (A) noise-free signal; (B) 
additive noise; (C) multiplicative noise. 


(C) 


Multiplicative noise affects the sensor’s transfer function or the circuit’s nonlinear 
components in such a manner as the V; signal’s value becomes altered or modulated 
by the noise: 

Vout =[1+ N(@)IVs, (5.78) 


where N (tf) is a function of noise. An example of such noise is shown in Fig. 5.46C. 
Multiplicative noise at the output disappears or becomes small (it also becomes ad- 
ditive) when the signal’s magnitude nears zero. Multiplicative noise grows together 
with the signal’s V; magnitude. As its name implies, multiplicative noise is a result of 
multiplication (which is essentially a nonlinear operation) of two values where one 
is a useful signal and the other is a noise-dependent value. 

To improve noise stability against transmitted additive noise, quite often sensors 
are combined in pairs; that is, they are fabricated in a dual form whose output signals 
are subtracted from one another (Fig. 5.47). This method is called a differential tech- 
nique. One sensor of the pair (it is called the main sensor) is subjected to a stimulus 
of interest s;, while the other (reference) is shielded from stimulus perception. 

Since additive noise is specific for the linear or quasilinear sensors and circuits, 
the reference sensor does not have to be subjected to any particular stimulus. Often, 
it may be equal to zero. It is anticipated that both sensors are subjected to identical 
transmitted noise (noise generated inside the sensor cannot be canceled by a differ- 
ential technique), which it is said is a common-mode noise. This means that noisy 
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Fig. 5.47. Differential technique. 


noise 


effects at both sensors are in phase and have the same magnitude. If both sensors are 
identically influenced by common-mode spurious stimuli, the subtraction removes 
the noise component. Such a sensor is often called either a dual or a differential sen- 
sor. The quality of noise rejection is described by a number called the common-mode 
rejection ratio (CMRR): 

CMRR = 0.5 sre (5.79) 

S51 — So 

where S; and So are output signals from the main and reference sensors, respectively. 
CMRR may depend on the magnitudes of stimuli and usually becomes smaller at 
greater input signals. The ratio shows how many times stronger the actual stimulus 
will be represented at the output, with respect to a common-mode noise having the 
same magnitude. The value of the CMRR is a measure of the sensor’s symmetry. 
To be an effective means of noise reduction, both sensors must be positioned as 
close as possible to each other; they must be very identical and subjected to the 
same environmental conditions. Also, it is very important that the reference sensor 
be reliably shielded from the actual stimulus; otherwise, the combined differential 
response will be diminished. 

To reduce transmitted multiplicative noise, a ratiometric technique is quite pow- 
erful (see Section 5.6 for the circuits’ description). Its principle is quite simple. The 
sensor is fabricated in a dual form where one part is subjected to the stimulus of 
interest and both parts are subjected to the same environmental conditions, which 
may cause transmitted multiplicative noise. The second sensor is called reference be- 
cause a constant environmentally stable reference stimulus so is applied to its input. 
For example, the output voltage of a sensor in a narrow temperature range may be 
approximated by 

Vi ~(1+a(f — To) f(s), (5.80) 


where a is the temperature coefficient of the sensor’s transfer function, T is the 
temperature, and 7p is the temperature at calibration. The reference sensor whose 
reference input is so generates voltage: 


Yo~ [1 +a(T — To)] f(s0). (5.81) 
We consider ambient temperature as a transmitted multiplicative noise which affects 
both sensors in the same way. Taking a ratio of the above equations, we arrive at 
Vi 1 


Vo f (So) 


f(s1). (5.82) 
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Since f (so) is constant, the ratio is not temperature dependent. It should be empha- 
sized, however, that the ratiometric technique is useful only when the anticipated 
noise has a multiplicative nature, whereas a differential technique works only for 
additive transmitted noise. Neither technique is useful for inherent noise, which is 
generated internally in sensors and circuits. 

Although inherent noise is mostly Gaussian, the transmitted noise is usually less 
suitable for conventional statistical description. Transmitted noise may be periodic, 
irregularly recurring, or essentially random, and it ordinarily may be reduced sub- 
stantially by taking precautions to minimize electrostatic and electromagnetic pickup 
from power sources at line frequencies and their harmonics, radio broadcast stations, 
arcing of mechanical switches, and current and voltage spikes resulting from switch- 
ing in reactive (having inductance and capacitance) circuits. Such precautions may 
include filtering, decoupling, shielding of leads and components, use of guarding 
potentials, elimination of ground loops, physical reorientation of leads, components, 
and wires, use of damping diodes across relay coils and electric motors, choice of low 
impedances where possible, and choice of power supply and references having low 
noise. Transmitted noise from vibration may be reduced by proper mechanical design. 
A list outlining some of the sources of transmitted noise, their typical magnitudes, 
and some ways of dealing with them is shown in Table 5.4. 

The most frequent channel for the coupling of electrical noise is a “parasitic” 
capacitance. Such a coupling exists everywhere. Any object is capacitively coupled 
to another object. For instance, a human standing on isolated earth develops a ca- 
pacitance to ground on the order of 700 pF, electrical connectors have a pin-to-pin 
capacitance of about 2pF, and an optoisolator has an emitter-detector capacitance of 
about 2 pF. Figure 5.48A shows that an electrical noise source is connected to the 
sensor’s internal impedance Z through a coupling capacitance Cs. That impedance 


Table 5.4. Typical Sources of Transmitted Noise 


External Source Typical Typical Cure 
Magnitude 
60/50 Hz power 100 pA Shielding; attention to ground loops; 
isolated power supply 
120/100 Hz supply ripple 3 UV Supply filtering 
180/150 Hz magnetic pickup from 
saturated 60/50-Hz transformers 0.5 uv Reorientation of components 
Radio broadcast stations 1mV Shielding 
Switch arcing 1mV Filtering of S—100-MHz components; 
attention to ground loops and shielding 
Vibration 10 pA Proper attention to mechanical coupling; 
(10-100 Hz) elimination of leads with large voltages 
near input terminals and sensors 
Cable vibration 100 pA Use a low-noise (carbon-coated dielectric) 


cable 
Clean board thoroughly; use Teflon insulation 
where needed and guard well 


0.01-10 pA/Hz 


Circuit boards below 10 Hz 


Source: Adapted from Ref. [13]. 
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Fig. 5.48. Capacitive coupling (A) and electric shield (B). 


may be a simple resistance or a combination of resistors, capacitors, inductors, and 
nonlinear elements, like diodes. Voltage across the impedance is a direct result of the 
change rate in the noise signal, the value of coupling capacitance C;, and impedance 
Z. For instance, a pyroelectric detector may have an internal impedance which is 
equivalent to a parallel connection of a 30-pF capacitor and a 50-G® resistor. The 
sensor may be coupled through just | pF to a moving person who has the surface elec- 
trostatic charge on the body resulting in static voltage of 1000 V. If we assume that the 
main frequency of human movement is | Hz, the sensor would pick up an electrostatic 
interference of about 30 V! This is three to five orders of magnitude higher than the 
sensor would normally produce in response to thermal radiation received from the 
human body. Because some sensors and virtually all electronic circuits have nonlin- 
earities, high-frequency interference signals, generally called RFI (radio-frequency 
interference) or EMI (electromagnetic interferences), may be rectified and appear at 
the output as a de or slow-changing voltage. 


5.9.3 Electric Shielding 


Interferences attributed to electric fields can be significantly reduced by appropriate 
shielding of the sensor and circuit, especially of high impedance and nonlinear com- 
ponents. Each shielding problem must be analyzed separately and carefully. It is very 
important to identify the noise source and how it is coupled to the circuit. Improper 
shielding and guarding may only make matters worse or create a new problem. 

Ashielding serves two purposes [14]. First, it confines noise to a small region. This 
will prevent noise from getting into nearby circuits. However, the problem with such 
shields is that the noise captured by the shield can still cause problems if the return 
path that the noise takes is not carefully planned and implemented by an understanding 
of the ground system and making the connections correctly. 

Second, if noise is present in the circuit, shields can be placed around critical parts 
to prevent the noise from getting into sensitive portions of the detectors and circuits. 
These shields may consist of metal boxes around circuit regions or cables with shields 
around the center conductors. 

As it was shown in Section 3.1 of Chapter 3, the noise that resulted from the 
electric fields can be well controlled by metal enclosures because the charge g cannot 
exist on the interior of a closed conductive surface. Coupling by a mutual, or stray, 
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capacitance can be modeled by circuit shown in Fig. 5.48. Here, e, is a noise source. 
It may be some kind of a part or component whose electric potential varies. C, is the 
stray capacitance (having impedance Z, at a particular frequency) between the noise 
source and the circuit impedance Z, which acts as a receiver of the noise. The voltage 
V,, is a result of the capacitive coupling. A noise current is defined as 


in = Z+Z, (5.83) 
and actually produces noise voltage 
en 
Vin = T+Z/Z (5.84) 


For example, if C; =2.5 pF, Z = 10 kQ (resistor), and e, = 100 mV, at 1.3MHz the 
output noise will be 20 mV. 

One might think that 1.3-MHz noise is relatively easy to filter out from low- 
frequency signals produced by a sensor. In reality, it cannot be done, because many 
sensors and, especially the front stages of the amplifiers, contain nonlinear compo- 
nents (p-n-semiconductor junctions) which act as rectifiers. As a result, the spectrum 
of high-frequency noise shifts into a low-frequency region, making the noise signal 
similar to the voltage produced by a sensor. 

When a shield is added, the change to the situation is shown in Fig. 5.48B. With 
the assumption that the shield has zero impedance, the noise current at the left side will 
be in, =e€n/Zc,. On the other side of the shield, noise current will be essentially zero 
because there is no driving source on the right side of the circuit. Subsequently, the 
noise voltage over the receiving impedance will also be zero and the sensitive circuit 
becomes effectively shielded from the noise source. One must be careful, however, 
that there is no currents is flowing over the shield. Coupled with the shield resistance, 
these may generate additional noise. There are several practical rules that must be 
observed when applying electrostatic shields: 


e An electrostatic shield, to be effective, should be connected to the reference po- 
tential of any circuitry contained within the shield. If the signal is connected to 
a ground (chassis of the frame or to earth), the shield must be connected to that 
ground. Grounding of shield is useless if the signal is not returned to the ground. 

e Ifa shielding cable is used, its shield must be connected to the signal referenced 
node at the signal source side (Fig. 5.49A). 

¢ If the shield is split into sections, as might occur if connectors are used, the shield 
for each segment must be tied to those for the adjoining segments and ultimately 
connected only to the signal referenced node (Fig. 5.49B). 

¢ The number of separate shields required in a data acquisition system is equal to the 
number of independent signals that are being measured. Each signal should have 
its own shield, with no connection to other shields in the system, unless they share 
acommon reference potential (signal “ground”’). In that case, all connections must 
be made by a separate jumping wire connected to each shield at a single point. 

e A shield must be grounded only at one point—preferably next to the sensor. A 
shielded cable must never be grounded at both ends (Fig. 5.50). The potential 
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Fig. 5.49. Connections of an input cable to a reference potential. 


WRONG CONNECTION Fig. 5.50. Cable shield is erroneously 
shield grounded at both ends. 


load 


difference (V,,) between two “grounds” will cause the shield current i; to flow 
which may induce a noise voltage into the center conductor via magnetic coupling. 
If a sensor is enclosed into a shield box and data are transmitted via a shielded 
cable (Fig. 5.49C), the cable shield must be connected to the box. It is a good 
practice to use a separate conductor for the reference potential (“ground”) inside 
the shield, and not use the shield for any other purposes except shielding. Do not 
allow shield current to exist. 

Never allow the shield to be at any potential with respect to the reference potential 
(except in the case of driven shields, as shown in Fig. 5.4B). The shield voltage 
couples to the center conductor (or conductors) via a cable capacitance. 
Connect shields to a ground via short wires to minimize inductance. This is espe- 
cially important when both analog and digital signals are transmitted. 


4 Bypass Capacitors 


The bypass capacitors are used to maintain a low power-supply impedance at the point 
of a load. Parasitic resistance and inductance in supply lines mean that the power- 
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capacitor 
terminals 


Fig. 5.51. Equivalent circuit of a capacitor. 


supply impedance can be quite high. As the frequency increases, the inductive parasitic 
becomes troublesome and may result in circuit oscillation or ringing effects. Even if 
the circuit operates at lower frequencies, the bypass capacitors are still important, as 
high-frequency noise may be transmitted to the circuit and power-supply conductors 
from external sources, (e.g., radio stations). At high frequencies, no power supply 
or regulator has zero output impedance. What type of capacitor to use is determined 
by the application, frequency range of the circuit, cost, board space, and some other 
considerations. To select a bypass capacitor, one must remember that a practical 
capacitor at high frequencies may be far from the idealized capacitor described in 
textbooks.’ 

A generalized equivalent circuit of a capacitor is shown in Fig. 5.51. Itis composed 
of a nominal capacitance C, leakage resistance 77, lead inductances L, and resistances 
R. Further, it includes dielectric absorption terms r and cg, which are manifested in 
the capacitor’s “memory”. In many interface circuits, especially amplifiers, analog 
integrators, and current (charge)-to-voltage converters, dielectric absorption is a major 
cause for errors. In such circuits, film capacitors should be used whenever possible. 

In bypass applications, r; and dielectric absorption are second-order terms, but 
series R and L are of importance. They limit the capacitor’s ability to damp transients 
and maintain a low-power supply output impedance. Often, bypass capacitors must be 
of large values (10 UF or more) so they can absorb longer transients; thus, electrolytic 
capacitors are often employed. Unfortunately, these capacitors have large series R 
and L. Usually, tantalum capacitors offer better results; however, a combination of 
aluminum electrolytic with nonpolarized (ceramic or film) capacitors may offer even 
further improvement. A combination of the wrong types of bypass capacitor may lead 
to ringing, oscillation, and cross-talk between data communication channels. The best 
way to specify a correct combination of bypass capacitors is to first try them on a 
breadboard. 


5.9.5 Magnetic Shielding 


Proper shielding may dramatically reduce noise resulting from electrostatic and elec- 
trical fields. Unfortunately, it is much more difficult to shield against magnetic fields 
because it penetrates conducting materials. A typical shield placed around a conductor 
and grounded at one end has little, if any, effect on the magnetically induced voltage 
in that conductor. As a magnetic field Bo penetrates the shield, its amplitude drops 
exponentially (Fig. 5.52B). The skin depth 6 of the shield is the depth required for 
the field attenuation by 37% of that in the air. Table 5.5 lists typical values of 65 for 
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Fig. 5.52. Reduction of a transmitted magnetic noise by powering a load device through a 
coaxial cable (A); Magnetic shielding improves with the thickness of the shield (B). 


Table 5.5. Skin Depth, 5, (in mm) Versus Frequency 


Frequency Copper Aluminum Steel 
60 Hz 8.5 10.9 0.86 
100 Hz 6.6 8.5 0.66 
1 kHz 2.1 21 0.20 
10 kHz 0.66 0.84 0.08 

100 kHz 0.2 0.3 0.02 
1 MHz 0.08 0.08 0.008 


Source: Adapted from Ref. [15]. 


several materials at different frequencies. At high frequencies, any material may be 
used for effective shielding; however, at a lower range, steel yields a much better 
performance. 

For improving low-frequency magnetic field shielding, a shield consisting of a 
high-permeability magnetic material (e.g., mumetal) should be considered. However, 
mumetal effectiveness drops at higher frequencies and strong magnetic fields. An 
effective magnetic shielding can be accomplished with thick steel shields at higher 
frequencies. Because magnetic shielding is very difficult, the most effective approach 
at low frequencies is to minimize the strength of magnetic fields, minimize the mag- 
netic loop area at the receiving end, and select the optimal geometry of conductors. 
Some useful practical guidelines are as follows: 


¢ Locate the receiving circuit as far as possible from the source of the magnetic 
field. 

e Avoid running wires parallel to the magnetic field; instead, cross the magnetic 
field at right angles. 

e Shield the magnetic field with an appropriate material for the frequency and 
strength. 

¢ Use a twisted pair of wires for conductors carrying the high-level current that is 
the source of the magnetic field. If the currents in the two wires are equal and 
opposite, the net field in any direction over each cycle of twist will be zero. For this 
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Fig. 5.53. Receiver’s loop is formed by long conductors. 


arrangement to work, none of the current can be shared with another conductor, 
(e.g., a ground plane, which may result in ground loops). 

e Use a shielded cable with the high-level source circuit’s return current carried by 
the shield (Fig. 5.52A). If the shield current i2 is equal and opposite to that of 
the center conductor i;, the center conductor field and the shield field will cancel, 
producing a zero net field. This case seems to be a violation of the rule “no shield 
currents” for the receiver’s circuit; however, the shielded cable here is not used 
to electrostatically shield the center conductor. Instead, the geometry produces a 
cancellation of the magnetic field which is generated by a current supplied to a 
“current-hungry” device (an electric motor in this example) 

e Because magnetically induced noise depends on the area of the receiver loop, the 
induced voltage due to magnetic coupling can be reduced by making the loop’s 
area smaller. 


What is the receiver’s loop? Figure 5.53 shows a sensor which is connected to 
the load circuit via two conductors having length L and separated by distance D. 
The rectangular circuit forms a loop area a = LD. The voltage induced in series with 
the loop is proportional to the area and the cosine of its angle to the field. Thus, to 
minimize noise, the loop should be oriented at right angles to the field and its area 
should be minimized. 

The area can be decreased by reducing the length of the conductors and/or decreas- 
ing the distance between the conductors. This is easily accomplished with a twisted 
pair, or at least with a tightly cabled pair of conductors. It is good practice to pair the 
conductors so that the circuit wire and its return path will always be together. This 
requirement must not be overlooked. For instance, if wires are correctly positioned 
by a designer, a service technician may reposition them during the repair work. Anew 
wire location may create a disastrous noise level. Hence, a general rule is: Know the 
area and orientation of the wires and permanently secure the wiring. 

Magnetic fields are much more difficult to shield against than electric fields be- 
cause they can penetrate conductive materials. 


5.9.6 Mechanical Noise 


Vibration and acceleration effects are also sources of transmitted noise in sensors 
which otherwise should be immune to them. These effects may alter transfer charac- 
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teristics (multiplicative noise) or they may result in the generation of spurious signals 
(additive noise) by a sensor. If a sensor incorporates certain mechanical elements, 
vibration along some axes with a given frequency and amplitude may cause reso- 
nant effects. For some sensors, acceleration is a source of noise. For instance, most 
pyroelectric detectors also possess piezoelectric properties. The main function of the 
detector is to respond to thermal gradients. However, such environmental mechanical 
factors as fast changing air pressure, strong wind, or structural vibration cause the sen- 
sor to respond with output signals which often are indistinguishable from responses 
to normal stimuli. 


5.9.7 Ground Planes 


For many years, ground planes have been known to electronic engineers and printed 
circuit designers as a “mystical and ill-defined” cure for spurious circuit opera- 
tion [16]. Ground planes are primarily useful for minimizing circuit inductance. They 
do this by utilizing the basic magnetic theory. Current flowing in a wire produces an 
associated magnetic field (Section 3.3 of Chapter 3). The field’s strength is propor- 
tional to the current i and inversely related to the distance r from the conductor: 


Hot 


B= ; 
2nr 


(5.85) 
Thus, we can imagine a current carrying wire surrounded by a magnetic field. Wire 
inductance is defined as energy stored in the field set up by the wire’s current. To 
compute the wire’s inductance requires integrating the field over the wire’s length and 
the total area of the field. This implies integrating on the radius from the wire surface 
to infinity. However, if two wires carrying the same current in opposite directions 
are in close proximity, their magnetic fields are canceled. In this case, the virtual 
wire inductance is much smaller. An opposite flowing current is called return current. 
This is the underlying reason for ground planes. A ground plane provides a return 
path directly under the signal-carrying conductor through which return current can 
flow. Return current has a direct path to ground, regardless of the number of branches 
associated with the conductor. Currents will always flow through the return path 
of the lowest impedance. In a properly designed ground plane, this path is directly 
under the signal conductor. In practical circuits, a ground plane is on one side of 
the board and the signal conductors are on the other. In the multilayer boards, a 
ground plane is usually sandwiched between two or more conductor planes. Aside 
from minimizing parasitic inductance, ground planes have additional benefits. Their 
flat surface minimizes resistive losses due to the "skin effect’ (ac current travel along 
a conductor’s surface). Additionally, they aid the circuit’s high-frequency stability by 
referring stray capacitance to the ground. Some practical suggestions are as follows: 


e¢ Make ground planes of as much area as possible on the component side (or inside 
for the multilayer boards). Maximize the area especially under traces that operate 
with high frequency or digital signals. 

¢ Mount components that conduct fast transient currents (terminal resistors, ICs, 
transistors, decoupling capacitors, etc.) as close to the board as possible. 
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e¢ Wherever a common ground reference potential is required, use separate con- 
ductors for the reference potential and connect them all to the ground plane at a 
common point to avoid voltage drops due to ground currents. 

¢ Keep the trace length short. Inductance varies directly with length and no ground 
plane will achieve perfect cancellation. 


5.9.8 Ground Loops and Ground Isolation 


When a circuit is used for low-level input signals, a circuit itself may generate enough 
noise to present a substantial problem for accuracy. Sometimes, a circuit is correctly 
designed on paper, and a bench breadboard shows a quite satisfactory performance; 
however, when a production prototype with the printed circuit board is tested, the 
accuracy requirement is not met. A difference between a breadboard and PC-board 
prototypes may be in the physical layout of conductors. Usually, conductors between 
electronic components are quite specific: They may connect a capacitor to a resistor, 
a gate of a JFET transistor to the output of an operational amplifier, and so forth. 
However, there are at least two conductors which, in most cases, are common for the 
majority of the electronic circuit. These are the power-supply bus and the ground bus. 
Both may carry undesirable signals from one part of the circuit to another; specifically, 
they may couple strong output signals to the sensitive input stages. 

A power-supply bus carries supply currents to all stages. A ground bus also carries 
supply currents, but, in addition, it is often used to establish a reference base for an 
electrical signal. Interaction of these two functions may lead to a problem which is 
known as a ground loop. We illustrate it in Fig. 5.54A in which a sensor is connected 
to a positive input of an amplifier which may have a substantial gain. The amplifier is 
connected to the power supply and draws current i which is returned to the ground bus 
asi’. Asensor generates voltage V; which is fed to the positive input of the amplifier. A 
ground wire is connected to the circuit in point a—right next to the sensor’s terminal. A 
circuit has no visible error sources, nevertheless, the output voltage contain substantial 
errors. A noise source is developed in a wrong connection of ground wires. Figure 
5.54B shows that the ground conductor is not ideal. It may have some finite resistance 
Rg and inductance Lg. In this example, supply current while returning to the battery 
from the amplifier passes through the ground bus between points b and a resulting 
in voltage drop V,. This drop, however small, may be comparable with the signal 
produced by the sensor. It should be noted that voltage V, is serially connected 
with the sensor and is directly applied to the amplifier’s input. Ground currents may 
also contain high-frequency components; then, the bus inductance will produce quite 
strong spurious high-frequency signals which not only add noise to the sensor but 
may cause circuit instability as well. For example, let us consider a thermopile sensor 
which produces voltage corresponding to 100 uV/°C of the object’s temperature. 
A low-noise amplifier has quiescent current i=5 mA, which passes through the 
ground loop having resistance Rg =0.2Q. The ground-loop voltage Vz =iR, =1 
mV corresponds to an error of —10°C! The cure is usually quite simple: Ground 
loops must be broken. A circuit designer should always separate a reference ground 
from current-carrying grounds, especially serving digital devices. Figure 5.55 shows 
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Fig. 5.54. Wrong connection of a ground terminal to a circuit (A); path of a supply current 
through the ground conductors (B). 
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Fig. 5.55. Correct grounding of a sensor and interface circuit. 
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that moving the ground connection from sensor’s point a to the power terminal point 
c prevents formation of spurious voltage across the ground conductor connected to 
the sensor and a feedback resistor R2. A rule of thumb is to connect the ground to 
the circuit board at only one point. Grounding at two or more spots may form ground 
loops; which often is very difficult to diagnose. 


5.9.9 Seebeck Noise 


This noise is a result of the Seebeck effect (Section 3.9 of Chapter 3) which is mani- 
fested as the generation of an electromotive force (e.m.f.) when two dissimilar metals 
are joined together. The Seebeck e.m-f. is small and, for many sensors, may be simply 
ignored. However, when absolute accuracy on the order of 10-100 LV is required, that 
noise must be taken into account. The connection of two dissimilar metals produces 
a temperature sensor. However, when temperature sensing is not a desired function, 
a thermally induced e.m-f. is a spurious signal. In electronic circuits, the connection 
of dissimilar metals can be found everywhere: connectors, switches, relay contacts, 
sockets, wires, and so on. For instance, the copper PC board cladding connected to 
Kovar!™® input pins of an integrated circuit creates an offset voltage of 40 wV-AT 
where AT is the temperature gradient (in °C) between two dissimilar metal contacts. 
The common lead-tin solder, when used with the copper cladding creates a ther- 
moelectric voltage between | and 3 uV/°C. There are special cadmium-tin solders 
available to reduce these spurious signals down to 0.3 wV/°C. Figure 5.56A shows 
the Seebeck e.m-f. for two types of solder. The connection of two identical wires 
fabricated by different manufacturers may result in the voltage having a slope on the 
order of 200 nV/°C. 

In many cases, Seebeck e.m.f. may be eliminated by a proper circuit layout and 
thermal balancing. It is a good practice to limit the number of junctions between the 
sensor and the front stage of the interface circuit. Avoid connectors, sockets, switches, 
and other potential sources of e.m.f. to the extent possible. In some cases, this will not 
be possible. In these instances, attempt to balance the number and type of junctions 
in the circuit’s front stage so that differential cancellations occur. Doing this may 
involve deliberately creating and introducing junctions to offset necessary junctions. 
Junctions which the intent to produce cancellations must be maintained at the same 
temperature. Figure 5.56B shows a remote sensor connection to an amplifier where 
the sensor junctions, input terminal junctions, and amplifier components junctions 
are all maintained at different but properly arranged temperatures. Such thermally 
balanced junctions must be maintained at close physical proximity and preferably on 
common heat sinks. Air drafts and temperature gradients in the circuit boards and 
sensor enclosures must be avoided. 
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Fig. 5.56. (A) Seebeck e.m.f. developed by solder—copper joints (Adapted from Ref. [17]); (B) 
Maintaining joints at the same temperature reduces Seebeck noise. 


5.10 Batteries for Low Power Sensors 


Modern development of integrated sensors and need for long-term remote monitor- 
ing and data acquisition demand the use of reliable and high-energy density power 
sources. The history of battery development goes back to Volta and shows a remark- 
able progress during the last decades. Well-known old electrochemical power sources 
improved dramatically. Examples are C—Zn, alkaline, Zn—air, NiCd, and lead—acid 
batteries. Currently, newer systems such as secondary Zn—air, Ni—metal hydride, and, 
especially, lithium batteries are growing in use as new devices are designed around 
their higher voltage and superior shelf life. The Li-MnO> system dominates the com- 
mercial market where they range from miniature flat cells to “D” size cells. 

All batteries can be divided into two groups: primary (single use devices) and 
secondary (rechargeable) (multiple-use devices). 
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Often, batteries are characterized by energy per unit weight, however, for minia- 
ture sensor applications energy per unit volume often becomes more critical. 

Table A.20 (Appendix) shows typical characteristics of the carbon—zinc and al- 
kaline cells (power density in watt-hour per liter and per kilogram.) 

In general, the energy delivered by a battery depends on the rate at which power 
is withdrawn. Typically, as the current is increased, the amount of energy delivered 
is decreased. Battery energy and power are also affected by the construction of the 
battery, the size, and the duty cycle of current delivery. The manufacturers usually 
specify batteries as ampere-hours or watt-hours when discharged at a specific rate to 
a specific voltage cutoff. For instance, if the battery capacitance is C (in mA-h) and 
the average current drain is J (mA), the time of a battery discharge (lifetime for a 


primary cell) is defined as 


Cc 
t=— 2 
Tn’ (5.86) 


where n is the duty cycle. For instance, if the battery is rated as having capacity of 50 
mA h, the circuit operating current consumption is about 5 mA, and the circuit works 
only 5 min every hour (duty cycle is 5/60), the battery will last for 


_ C _ (60)(60) 


=F (GIG 


Yet, the manufacturer’s specification must be used with a grain of salt and only as 
a guideline, for the specified discharge rate rarely coincides with the actual power 
consumption. It is highly recommended to determine the battery life experimentally, 
rather than rely on the calculation. When designing the electronic circuit, its power 
consumption shall be determined during various operating modes and over the oper- 
ating temperature range. Then, these values of power consumption must be used in the 
simulation of the battery load to determine the useful life with a circuit-specific cutoff 
voltage in mind. Sometimes, a circuit draws high currents during short times (pulse 
mode) and the battery’s ability to deliver such a pulse current should be evaluated. If 
a battery cannot deliver a high pulse current, a parallel electrolytic capacitor serving 
as a storage tank may be considered. 

It should be noted that the accelerated life tests of a battery must be used with 
caution, because as it was noted earlier, the useful capacity of a battery greatly depends 
on the load, operational current profile, and duty cycle. 


5.10.1 Primary Cells 


The construction of a battery cell determines its performance and cost. Most primary 
cells employ single, thick electrodes arranged in a parallel or concentric configuration 
and aqueous electrolytes. Most small secondary cells are designed differently; they 
use a “wound” or “jelly roll” construction, in which long, thin electrodes are wound 
into a cylinder and placed into a metal container. This results in a higher power 
density, but decreased energy density and higher cost. Due to the low conductivity of 
electrolytes, many lithium primary cells also use the “wound” construction [18]. 
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Leclanche (Carbon—Zinc) Batteries. These batteries use zinc as the anode. They are 
of two types. One uses natural manganese dioxide as the cathode with an am- 
monium chloride electrolyte. A “premium” version uses electrolytic manganese 
dioxide as the cathode and a zinc chloride electrolyte. These batteries are still 
the most popular worldwide, especially in the Orient, being produced by over 
200 manufacturers. Their use is about equal to that of the alkaline in Europe, but 
is only near 25% of alkaline batteries in the United States. These batteries are 
preferred when a high power density is not required and shelf life is not critical, 
but the low cost is a dominating factor. 

Alkaline Manganese Batteries. Demand for these batteries grew significantly, espe- 
cially after a major improvement: the elimination of mercury from the zinc an- 
ode. The alkaline batteries are capable of delivering high currents, have improved 
power/density ratio, and have at least 5 years of shelf life (Table A.20). 

Primary Lithium batteries. Most of these batteries are being produced in Japan. The 
popularity of lithium—manganese dioxide cells grows rapidly thanks to their 
higher operating voltage, wide range of sizes and capacities, and excellent shelf 
life (Table A.21). Lithium iodine cells have a very high energy density and allow 
up to 10 years of operation in a pacemaker (implantable heart rate controller). 
However, these batteries are designed with a low-conductivity solid-state elec- 
trolyte and allow operation with very low current drain (on the order of mi- 
croamperes), which often is quite sufficient in cases for which passive sensors 
are employed. 

The amount of lithium in the batteries is quite small, because just | g is sufficient 
for producing a capacity of 3.86 Ah. Lithium cells are exempt from environmental 
regulations, but are still considered hazardous because of their flammability. 


5.10.2 Secondary Cells 


Secondary cells (Tables A.22 and A.23) are rechargeable batteries. Sealed lead acid 
batteries offer small size at large capacities and allow about 200 cycles of life at 
discharge times as short as | h. The main advantages of these cells are low initial 
cost, low self-discharge, on the ability to support heavy loads and withstand harsh 
environments. In addition, these batteries have a long life. The disadvantages include 
relatively large size and weight as well as potential environmental hazard due to the 
presence of lead and sulfuric acid. 

Sealed nickel—cadmium (NiCd) and nickel-metal hydrate (Ni-MH) are the most 
widely used secondary cells, being produced at volumes of over 1 billion cells per 
year. The typical capacity for an “AA” cell is about 800 mA h and even higher from 
some manufacturers. This is possible thanks to the use of a high-porosity nickel foam 
or felt instead of traditional sintered nickel as the carrier for the active materials. The 
NiCd cells are quite tolerant of overcharge and overdischarge. An interesting property 
of NiCd is that charging is an endothermic process, (i.e., the battery absorbs heat), 
whereas other batteries warm up when charging. Cadmium, however, presents a po- 
tential environmental problem. Bi-MH and modern NiCd do not exhibit a “memory” 
effect; that is, partial discharge does not influence their ability to fully recharge. The 
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nickel—metal hydrate cells is nearly direct replacement for NiCd, yet they yield better 
capacity but have somewhat poorer self-discharge. 


A lithium polymer battery contain a nonliquid electrolyte, which makes it a solid- 


state battery. This allows one to fabricate it in any size and shape; however, these 
batteries are the most expensive. Rechargeable alkaline batteries have low cost and 
good power density. However, their life cycles are quite low. 
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Occupancy and Motion Detectors 


September 11, 2001 has changed the way people think about airport, aviation, and 
security in general. The threat is expanding interest in more reliable systems to detect 
the presence of people within the protected perimeters. The occupancy sensors detect 
the presence of people (and sometimes animals) in a monitored area. Motion detectors 
respond only to moving objects. A distinction between the two is that the occupancy 
sensors produce signals whenever an object is stationary or not, whereas the motion 
detectors are selectively sensitive to moving objects. The applications of these sensors 
include security, surveillance, energy management, (electric lights control), personal 
safety, friendly home appliances, interactive toys, novelty products, and so forth. 
Depending on the applications, the presence of humans may be detected through any 
means associated with some kind of a human body’s property or body’s actions [1]. 
For instance, a detector may be sensitive to body weight, heat, sounds, dielectric 
constant, and so forth. The following types of detector are presently used for the 
occupancy and motion sensing of people: 


1. Air pressure sensors: detects changes in air pressure resulted from opening doors 
and windows 
. Capacitive: detectors of human body capacitance 
. Acoustic: detectors of sound produced by people 
. Photoelectric: interruption of light beams by moving objects 
. Optoelectric: detection of variations in illumination or optical contrast in the 
protected area 
6. Pressure mat switches: pressure-sensitive long strips used on floors beneath the 
carpets to detect weight of an intruder 
7. Stress detectors: strain gauges imbedded into floor beams, staircases, and other 
structural components 
8. Switch sensors: electrical contacts connected to doors and windows 
9. Magnetic switches: a noncontact version of switch sensors 
10. Vibration detectors: react to the vibration of walls or other building structures, 
also may be attached to doors or windows to detect movements 
11. Glass breakage detectors: sensors reacting to specific vibrations produced by 
shattered glass 
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12. Infrared motion detectors: devices sensitive to heat waves emanated from warm 
or cold moving objects 

13. Microwave detectors: active sensors responsive to microwave electromagnetic 
signals reflected from objects 

14. Ultrasonic detectors: similar to microwaves except that instead of electromag- 
netic radiation, ultrasonic waves are used 

15. Video motion detectors: video equipment which compares a stationary image 
stored in memory with the current image from the protected area 

16. Video face recognition system: image analyzers that compare facial features with 
a database 

17. Laser system detectors: similar to photoelectric detectors, except that they use 
narrow light beams and combinations of reflectors 

18. Triboelectric detectors: sensors capable of detecting static electric charges carried 
by moving objects 


One of the major aggravations in detecting the occupancy or intrusion is a false- 
positive detection. The term “false positive” means that the system indicates an in- 
trusion when there is none. In some noncritical applications where false-positive 
detections occur occasionally, (e.g., in a toy or a motion switch controlling electric 
lights in a room), this may be not a serious problem: The lights will be erroneously 
turned on for a short time, which unlikely do any harm.! In other systems, especially 
used for security and military purposes, the false-positive detections, although gen- 
erally not as dangerous as false-negative ones (missing an intrusion), may become 
a serious problem. While selecting a sensor for critical applications, considerations 
should be given to its reliability, selectivity, and noise immunity. It is often a good 
practice to form a multiple-sensor arrangement with symmetrical interface circuits. 
It may dramatically improve the reliability of a system, especially in the presence of 
external transmitted noise. Another efficient way to reduce erroneous detections is to 
use sensors operating on different physical principles [2] (e.g., combining capacitive 
and infrared detectors is an efficient combination, as they are receptive to different 
kinds of transmitted noise. 


6.1 Ultrasonic Sensors 


These detectors are based on the transmission to the object and receiving reflected 
acoustic waves. A description of the ultrasonic detectors can be found in Section 7.6 
of Chapter 7. For the motion detectors, they may require a somewhat longer operating 
range and a wider angle of coverage. 


6.2 Microwave Motion Detectors 


The microwave detectors offer an attractive alternative to other detectors when it 
is required to cover large areas and to operate over an extended temperature range 
under the influence of strong interferences, such as wind, acoustic noise, fog, dust, 


! Perhaps just stirring up some agitation about the presence of a ghost. 
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Fig. 6.1. Microwave occupancy detector: (A) a circuit for measuring Doppler frequency; (B) 
a circuit with a threshold detector. 


moisture, and so forth. The operating principle of the microwave detector is based 
on radiation of electromagnetic radio-frequency (RF) waves toward a protected area. 
The most common frequencies are 10.525 GHz (X band) and 24.125 GHz (K band).” 
These wavelengths are long enough (A = 3 cm at X band) to pass freely through most 
contaminants, such as airborne dust, and short enough for being reflected by larger 
objects. 

The microwave part of the detector consists of a Gunn oscillator, an antenna, and 
a mixer diode. The Gunn oscillator is a diode mounted in a small precision cavity 
which, upon application of power, oscillates at microwave frequencies. The oscillator 
produces electromagnetic waves (frequency f(), part of which is directed through an 
iris into a waveguide and focusing antenna which directs the radiation toward the 
object. Focusing characteristics of the antenna are determined by the application. As 
a general rule, the narrower the directional diagram of the antenna, the more sensitive 
it is (the antenna has a higher gain). Another general rule is that a narrow-beam 
antenna is much larger, whereas a wide-angle antenna can be quite small. The typical 
radiated power of the transmitter is 10-20 mW. A Gunn oscillator is sensitive to the 
stability of applied dc voltage and, therefore, must be powered by a good quality 
voltage regulator. The oscillator may run continuously, or it can be pulsed, which 
reduces the power consumption from the power supply. 

The smaller part of the microwave oscillations is coupled to the Schottky mixing 
diode and serves as a reference signal (Fig. 6.1A). In many cases, the transmitter 
and the receiver are contained in one module called a transceiver. The target reflects 
some waves back toward the antenna, which directs the received radiation toward the 
mixing diode whose current contains a harmonic with a phase differential between 
the transmitted and reflected waves. The phase difference is in a direct relationship to 
the distance to the target. The phase-sensitive detector is useful mostly for detecting 
the distance to an object. However, movement, not distance, should be detected. 
Thus, for the occupancy and motion detector, the Doppler effect is the basis for the 
operation of microwave and ultrasonic detectors. It should be noted that the Doppler- 
effect device is a true motion detector because it is responsive only to moving targets. 
Here is how it works. 


2 The power of radiation must be sufficiently low not to present any health hazards. 
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An antenna transmits the frequency fo which is defined by the wavelength Ao as 
fo= —; (6.1) 


where co is the speed of light. When the target moves toward or away from the trans- 
mitting antenna, the frequency of the reflected radiation will change. Thus, if the 
target is moving away with velocity v, the reflected frequency will decrease and it 
will increase for the approaching targets. This is called the Doppler effect, after the 
Austrian scientist Christian Johann Doppler (1803-1853).° Although the effect first 
was discovered for sound, it is applicable to electromagnetic radiation as well. How- 
ever, in contrast to sound waves that may propagate with velocities dependent on the 
movement of the source of the sound, electromagnetic waves propagate with the speed 
of light, which is an absolute constant. The frequency of reflected electromagnetic 
waves can be predicted by the theory of relativity as 


V1—(v/co)? 


fr= fo 1+v/co 


(6.2) 
For practical purposes, however, the quantity (v/co) is very small as compared with 
unity; hence, it can be ignored. Then, the equation for the frequency of the reflected 
waves becomes identical to that for the acoustic waves: 


1 
je U0 ag (6.3) 


1+v/co 
Due to a Doppler effect, the reflected waves have a different frequency f,. The mixing 
diode combines the radiated (reference) and reflected frequencies and, being a nonlin- 
ear device, produces a signal which contains multiple harmonics of both frequencies. 
The electric current through the diode may be represented by a polynomial: 


n 
i=in + )° ax (U1 cos 2x fot + Ur cos 2x f,t)*, (6.4) 
k=1 


where ig is a dc component, ax are harmonic coefficients which depend on a diode 
operating point, U; and U2 are amplitudes of the reference and received signals, 
respectively, and ¢ is time. The current through a diode contains an infinite num- 
ber of harmonics, among which there is an harmonic of a differential frequency: 
a2U, U2 cos 21 (fo — f,-)t, which is called a Doppler frequency Af. 

The Doppler frequency in the mixer can be found from Eq. (6.3): 


1 


Af =fo-fr= scorer) ie 1 (6.5) 


3 One hundred fifty years ago acoustical instruments for precision measurements were not 
available; yet, to prove his theory, Doppler placed trumpeters on a railroad flatcar and mu- 
sicians with a sense of absolute pitch near the tracks. A locomotive engine pulled the flatcar 
back and forth at different speeds for two days. The musicians on the ground “recorded” 
the trumpet notes as the train approached and receded. The equations held up. 
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and since cg/v > 1, the following holds after substituting Eq. (6.1): 


Af © my (6.6) 
Therefore, the signal frequency at the output of the mixer is linearly proportional 
to the velocity of a moving target. For instance, if a person walks toward the de- 
tectors with a velocity of 0.6 m/s, a Doppler frequency for the X-band detector is 
Af =0.6/0.03 = 20 Hz. 
Equation (6.6) holds true only for movements in the normal direction. When the 
target moves at angles © with respect to the detector, the Doppler frequency is 


Af * — cos. (6.7) 
Pet ie 
This implies that Doppler detectors theoretically become insensitive when a target 
moves at angles approaching 90°. In the velocity meters, to determine the velocity of 
a target, it is required is to measure the Doppler frequency and the phase to determine 
the direction of the movement (Fig. 6.1A). This method is used in police radars. For 
supermarket door openers and security alarms, instead of measuring the frequency, a 
threshold comparator is used to indicate the presence of a moving target (Fig. 6.1B). 
It should be noted that even if Eq. (6.7) predicts that the Doppler frequency is near 
zero for targets moving at angles © = 90°, the entering of a target into the protected 
area at any angle results in an abrupt change in the received signal amplitude, and 
the output voltage from the mixer changes accordingly. Usually, this is sufficient to 
trigger the response of a threshold detector. 

The signal from the mixer is in the range from microvolts to millivolts, so the 
amplification is needed for signal processing. Because the Doppler frequency is in 
the audio range, the amplifier is relatively simple; however, it generally must be 
accompanied by so-called notch filters, which reject a power line frequency and the 
main harmonic from full-wave rectifiers and fluorescent light fixtures: 60 and 120 Hz 
(or 50 and 100 Hz). For the normal operation, the received power must be sufficiently 
high. It depends on several factors, including the antenna aperture area A, target area 
a, and distance to the target r: 


Py Aza 
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7 
where Po is the transmitted power. For effective operation, the target’s cross-sectional 
area a must be relatively large, because for 47 <a, the received signal is drastically 
reduced. Further, the reflectivity o of a target in the operating wavelength is also very 
important for the magnitude of the received signal. Generally, conductive materials 
and objects with high dielectric constants are good reflectors of electromagnetic ra- 
diation, whereas many dielectrics absorb energy and reflect very little. Plastics and 
ceramics are quite transmissive and can be used as windows in the microwave de- 
tectors. The best target for a microwave detector is a smooth, flat conductive plate 
positioned normally toward the detector. A flat conductive surface makes a very good 
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Fig. 6.2. Block diagram (A) and timing diagrams (B) of a microwave Doppler motion detector 
with directional sensitivity. 
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reflector; however, it may render the detector inoperable at angles other than 0°. Thus, 
an angle of © =45° can completely divert a reflective signal from the receiving an- 
tenna. This method of diversion was used quite effectively in the design of the Stealth 
bomber, which is virtually invisible on radar screens. 

To detect whether a target moves toward or away from the antenna, the Doppler 
concept can be extended by adding another mixing diode to the transceiver module. 
The second diode is located in the waveguide in such a manner that the Doppler 
signals from both diodes differ in phase by one-quarter of wavelength or by 90° (Fig. 
6.2A). These outputs are amplified separately and converted into square pulses which 
can be analyzed by a logic circuit. The circuit is a digital phase discriminator that 
determines the direction of motion (Fig. 6.2B). Door openers and traffic control are 
two major applications for this type of module. Both applications need the ability to 
acquire a great deal of information about the target for discrimination before enabling 
aresponse. In door openers, limiting the field of view and transmitted power may sub- 
stantially reduce the number of false-positive detections. Although for door openers a 
direction discrimination is optional, for traffic control it is a necessity to reject signals 
from the vehicles moving away. If the module is used for intrusion detection, the vi- 
bration of building structures may cause a large number of false-positive detections. 
A direction discriminator will respond to vibration with an alternate signal, and it will 
respond to an intruder with a steady logic signal. Hence, the direction discriminator 
is an efficient way to improve the reliability of the detection. 

Whenever a microwave detector is used in the United States, it must comply with 
the strict requirements (e.g., MSM20100) imposed by the Federal Communication 
Commission. Similar regulations are enforced in many other countries. Also, the emis- 
sion of the transmitter must be below 10 mW/cm/ as averaged over any 0.1-h period, 
as specified by OSHA 1910.97 for the frequency range from 100 MHz to 100 GHz. 

A quite effective motion detector may be designed by employing micropower 
impulse radar (see Section 7.7.1 of Chapter 7). Advantages of such detectors are very 
low power consumption and nearly total invisibility to the intruder. The radar may 
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Fig. 6.3. An intruder brings in an additional capacitance to a detection circuit. 


be concealed inside wooden or masonic structures and is virtually undetectable by 
electronic means thanks to its low emission resembling natural thermal noise. 


6.3 Capacitive Occupancy Detectors 


Being a conductive medium with a high dielectric constant, a human body develops a 
coupling capacitance to its surroundings.* This capacitance greatly depends on such 
factors as body size, clothing, materials, type of surrounding objects, weather, and 
so forth. However wide the coupling range is, the capacitance may vary from a few 
picofarads to several nanofarads. When a person moves, the coupling capacitance 
changes, thus making it possible to discriminate static objects from the moving ones. 
In effect, all objects form some degree of a capacitive coupling with respect to one 
another. If a human (or for that purpose, anything) moves into the vicinity of the 
objects whose coupling capacitance with each other has been previously established, 
a new capacitive value arises between the objects as a result of the presence of an 
intruding body. Figure 6.3 shows that the capacitance between a test plate and earth? is 
equal to C;. When a person moves into the vicinity of the plate, it forms two additional 
capacitors: one between the plate and its own body, Cz, and the other between the 
body and the earth, C,,. Then, the resulting capacitance C between the plate and the 
earth becomes larger by AC 


CaCp 


C=C,;+AC=C, + ———. 
1+ 1 C,+C) 


(6.9) 
With the appropriate apparatus, this phenomenon can be used for occupancy detection. 
What is required is to measure a capacitance between a test plate (the probe) and a 
reference plate (the earth). 


4 At 40 MHz, the dielectric constant of muscle, skin, and blood is about 97. For fat and bone, 
it is near 15. 

5 Here, by “earth” we mean any large object, such as earth, lake, metal fence, car, ship, 
airplane, and so forth. 
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Fig. 6.4. An automotive capacitive intrusion detector. 


Figure 6.4 illustrates a capacitive security system for an automobile [3]. A sensing 
probe is imbedded into a car seat. It can be fabricated as a metal plate, metal net, a 
conductive fabric, and so forth. The probe forms one plate of a capacitor Cp. The 
other plate of the capacitor is formed either by the body of an automobile or by a 
separate plate positioned under a floor mat. A reference capacitor C, is composed of a 
simple fixed or trimming capacitor which should be placed close to the seat probe. The 
probe plate and the reference capacitor are respectively connected to two inputs of a 
charge detector (resistors R; and R2). The conductors preferably should be twisted to 
reduce the introduction of spurious signals as much as possible. For instance, strips 
of twinflex cabling were found to be quite adequate. A differential charge detector is 
controlled by an oscillator which produces square pulses (Fig. 6.5). Under the no-seat- 
occupied conditions, the reference capacitor is adjusted to be approximately equal to 
Cp. Resistors and the corresponding capacitors define time constants of the networks. 
Both RC circuits have equal time constants t;. Voltages across the resistors are fed 
into the inputs of a differential amplifier, whose output voltage V;, is near zero. Small 
spikes at the output is the result of some imbalance. When a person is positioned 
on the seat, his (her) body forms an additional capacitance in parallel with C,, thus 
increasing the time constant of the RjC, network from 7 to T2. This is indicated by 
the increased spike amplitudes at the output of a differential amplifier. The comparator 
compares V,. with a predetermined threshold voltage Vier. When the spikes exceed the 
threshold, the comparator sends an indication signal to the logic circuit that generates 
signal V manifesting the car occupancy. It should be noted that a capacitive detector 
is an active sensor, because it essentially required an oscillating test signal to measure 
the capacitance value. 

When a capacitive occupancy (proximity) sensor is used near or on a metal de- 
vice, its sensitivity may be severely reduced due to a capacitive coupling between 
the electrode and the device’s metallic parts. An effective way to reduce that stray 
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Fig. 6.5. Timing diagrams for a capacitive intrusion detector. 


capacitance is to use driven shields. Figure 6.6A shows a robot with a metal arm. The 
arm moves near people and other potentially conductive objects with which it could 
collide if the robot’s control computer is not provided with advance information on 
the proximity to the obstacles. An object, while approaching the arm, forms a capac- 
itive coupling with it, which is equal to Cs. The arm is covered with an electrically 
isolated conductive sheath called an electrode. As Fig. 6.3 shows, a coupling capac- 
itance can be used to detect the proximity. However, the nearby massive metal arm 
(Fig. 6.6B) forms a much stronger capacitive coupling with the electrode which drags 
the electric field from the object. An elegant solution® is to shield the electrode from 
the arm by an intermediate shield, as shown in Fig. 6.6C. The sensor’s assembly is a 
multilayer cover for the robot’s arm, where the bottom layer is an insulator, then there 
is a large electrically conductive shield, then another layer of insulation, and on the 
top is a narrower sheet of the electrode. To reduce the capacitive coupling between 
the electrode and the arm, the shield must be at the same potential as the electrode; 
that is, its voltage must be driven by the electrode voltage (thus, the name is driven 
shield). Hence, there would be no electric field between them; however, there will be 
a strong electric field between the shield and the arm. The electric field is squeezed 
out from beneath the electrode and distributed toward the object. Figure 6.7 shows 
a simplified circuit diagram of a square-wave oscillator whose frequency depends 
on the net input capacitance, comprised of Cg (sensor-to-ground), Cs (Sensor-to- 
object), and Cog (object-to-ground). The electrode is connected to the shield through 
a voltage follower. The frequency-modulated signal is fed into the robot’s computer 
for controlling the arm movement. This arrangement allows us to detect the proximity 
to conductive objects over the range of 30 cm. 


© This device was developed for NASA’s Jet Propulsion Laboratory by M.S. Katow at Palnning 
Research Corp. 
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Fig. 6.6. Capacitive proximity sensor. A driven shield is positioned on the metal arm of a 
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Fig. 6.7. Simplified circuit diagram of a frequency modulator controlled by the input capaci- 
tances. 
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6.4 Triboelectric Detectors 


Any object can accumulate static electricity on its surface. These naturally occurring 
charges arise from the triboelectric effect (i.e., a process of charge separation due to 
object movements, friction of clothing fibers, air turbulence, atmosphere electricity, 
etc.) (see Section 3.1 of Chapter 3). Usually, air contains either positive or negative 
ions that can be attracted to the human body, thus changing its charge. Under the 
idealized static conditions, an object is not charged: Its bulk charge is equal to zero. In 
reality, any object which at least temporarily is isolated from the ground can exhibit 
some degree of its bulk charge imbalance. In other words, it becomes a carrier of 
electric charges. 

Any electronic circuit is made up of conductors and dielectrics. If a circuit is not 
shielded, all of its components exhibit a certain capacitive coupling to the surrounding 
objects. In practice, the coupling capacitance may be very small—on the order of | pF 
or less. A pickup electrode can be added to the circuit’s input to increase its coupling 
to the environment, very much like in the capacitive detectors discussed in Section 
6.3. The electrode can be fabricated in the form of a conductive surface which is well 
isolated from the ground. 

An electric field is established between the surrounding objects and the electrode 
whenever at least one of them carries electric charges. In other words, all distributed 
capacitors formed between the electrode and the environmental objects are charged 
by the static or slow-changing electric fields. Under the no-occupancy conditions, the 
electric field in the electrode vicinity is either constant or changes relatively slowly. 

If a charge carrier (a human or an animal) changes its position (moves away or 
a new charge carrying an object enters into the vicinity of the electrode), the static 
electric field is disturbed. This results in a redistribution of charges between the 
coupling capacitors, including those which are formed between the input electrode 
and the surroundings. The charge magnitude depends on the atmospheric conditions 
and the nature of the objects. For instance, a person in dry man-made clothes walking 
along a carpet carries a million times stronger charge than a wet intruder who has come 
from the rain. An electronic circuit can be adapted to sense these variable charges at 
its input. In other words, it can be made capable of converting the induced variable 
charges into electric signals that may be amplified and further processed. Thus, static 
electricity, which is a naturally occurring phenomenon, can be utilized to generate 
alternating signals in the electronic circuit to indicate the movement of objects. 

Figure 6.8 shows a monopolar triboelectric motion detector. It is composed of 
a conductive electrode connected to an analog impedance converter made with a 
MOS transistor Q; a bias resistor R;, an input capacitance Co, a gain stage, and a 
window comparator [4]. Whereas the rest of the electronic circuit may be shielded, the 
electrode is exposed to the environment and forms a coupling capacitor C, with the 
surrounding objects. In Fig. 6.8, static electricity is exemplified by positive charges 
distributed along the person’s body. Being a charge carrier, the person generates an 
electric field, having intensity E. The field induces a charge of the opposite sign in the 
electrode. Under static conditions, when the person does not move, the field intensity 
is constant and the input capacitance Co is discharged through a bias resistor R;. That 
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Fig. 6.8. Monopolar triboelectric motion detector. 


resistor must be selected of a very high value (on the order of 10!°Q or higher), to 
make the circuit sensitive to relatively slow motions. 

When the person moves, the intensity E of the electric field changes. This induces 
the electric charge in the input capacitor Co and results in the appearance of a vari- 
able electric voltage across the bias resistor. That voltage is fed through the coupling 
capacitor into the gain stage whose output signal is applied to a window comparator. 
The comparator compares the signal with two thresholds, as is illustrated in a timing 
diagram in Fig. 6.9B. A positive threshold is normally higher than the baseline static 
signal, and the other threshold is lower. During human movement, a signal at the 
comparator’s input deflects either upward or downward, crossing one of the thresh- 
olds. The output signals from the window comparator are square pulses which can 
be utilized and further processed by conventional data processing devices. It should 
be noted that contrary to a capacitive motion detector, which is an active sensor, a 
triboelectric detector is passive; that is, it does not generate or transmit any signal. 

There are several possible sources of interference which may cause spurious 
detections by the triboelectric detectors; that is, the detector may be subjected to 
transmitted noise resulting in a false-positive detection. Among the noise sources are 
60- or 50-Hz power line signals, electromagnetic fields generated by radio stations, 
power electric equipment, lightnings, and so forth. Most of these interferences gen- 
erate electric fields which are distributed around the detector quite uniformly and 
can be compensated for by employing a symmetrical input circuit with a significant 
common-mode rejection ratio. 


6.5 Optoelectronic Motion Detectors 


By far the most popular intrusion sensors are the optoelectronic motion detectors. They 
rely on electromagnetic radiation in the optical range, specifically having wavelengths 
from 0.4 to 20 um. This covers the visible, near-infrared and part of the far-infrared 
spectral ranges. The detectors are primarily used for the indication of movement 
of people and animals. These detectors operate over distance ranges up to several 
hundred meters and, depending on the particular need, may have either a narrow or 
wide field of view. 
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Fig. 6.9. General arrangement of an optoelectronic motion detector. A lens forms an image of a 
moving object (intruder). When the image crosses the optical axis of the sensor, it superimposes 
with the sensitive element (A). The element responds with the signal, which is amplified and 
compared to two thresholds in the window comparator (B). 


The operating principle of the optical motion detectors is based on the detection 
of light (either visible or not) emanated from the surface of a moving object into 
the surrounding space. Such radiation may be originated either by an external light 
source and then reflected by the object or it may be produced by the object itself 
in the form of natural emission. The former case is classified as an active detector 
and the latter is classified as a passive detector. Hence, an active detector requires an 
additional light source, (e.g., daylight, electric lamp, an infrared light-emitting diode 
(LED), and so forth. The passive detectors perceive mid- and far-infrared emission 
from objects having temperatures that are different from the surroundings. Both types 
of detector use an optical contrast as a means of object recognition. 

First, we must consider the limitations of the optoelectronic detectors as opposed 
to such devices as microwave or ultrasonic devices. Presently, optoelectronic de- 
tectors are used almost exclusively to detect the presence or absence of movement 
qualitatively rather than quantitatively. In other words, the optoelectronic detectors 
are very useful for indicating whether an object moves or not; however, they cannot 
distinguish one moving object from another and they cannot be utilized to accurately 
measure the distance to a moving object or its velocity. The major application areas 
for the optoelectronic motion detectors are in security systems (to detect intruders), 
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in energy management (to turn lights on and off), and in the so-called “smart homes,” 
in which they can control various appliances, such as air conditioners, cooling fans, 
stereo players, and so forth. They also may be used in robots, toys, and novelty 
products. The most important advantages of an optoelectronic motion detector are 
simplicity and low cost. 


6.5.1 Sensor Structures 


The general structure of an optoelectronic motion detector is shown in Fig. 6.9A. Re- 
gardless of what kind of sensing element is employed, the following components are 
essential: a focusing device (a lens or a focusing mirror), a light-detecting element, 
and a threshold comparator. An optoelectronic motion detector resembles a photo- 
graphic camera. Its focusing components create an image of its field of view on a 
focal plane. Although there is no mechanical shutter like in a camera, a light-sensitive 
element is used in place of the film. The element converts the focused light into an 
electric signal. 

Let us assume that the motion detector is mounted in a room. A focusing lens 
creates an image of the room on a focal plane where the light-sensitive element 
is positioned. If the room is unoccupied, the image is static and the output signal 
from the element is steady stable. When an “intruder” enters the room and keeps 
moving, his image on the focal plane also moves. In a certain moment, the intruder’s 
body is displaced by an angle a and the image overlaps with the element. This is an 
important point to understand: The detection is produced only at the moment when 
the object’s image either coincides with the detector’s surface or clears it; that is, 
no overlapping—no detection. Assuming that the intruder’s body creates an image 
whose electromagnetic flux is different from that of the static surroundings, the light- 
sensitive element responds with a deflecting voltage V. In other words, to cause 
detection, a moving image must have a certain degree of optical contrast with its 
surroundings. 

Figure 6.9B shows that the output signal is compared with two thresholds in the 
window comparator. The purpose of the comparator is to convert the analog signal 
V into two logic levels: 46 = no motion detected and 1 = motion is detected. In most 
cases, the signal V from the element first must be amplified and conditioned before it 
becomes suitable for the threshold comparison. The window detector contains both 
the positive and negative thresholds, whereas the signal V is positioned in between. 
Whenever the image of a moving object overlaps with the light-sensitive element, the 
voltage V deflects from its baseline position and crosses one of two thresholds. The 
comparator generates a positive voltage (1), thus indicating a detection of movement 
in the field of view. The operation of this circuit is identical to the threshold circuits 
described earlier for other types of occupancy detector. 

It may be noted from Fig. 6.9 that the detector has quite a narrow field of view: 
If the intruder keeps moving, his image will overlap with the sensor only once; after 
that, the window comparator output will a produce steady J. This is a result of the 
small area of the sensing element. In some instances, when a narrow field of view is 
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required, it is quite all right; however, in the majority of cases, a much wider field of 
view is desirable. This can be achieved by several methods described in the following 
subsections. 


6.5.1.1 Multiple Sensors 


An array of detectors may be placed in the focal plane of a focusing mirror or lens. 
Each individual detector covers a narrow field of view; however, in combination, they 
protect larger area. All detectors in the array either must be multiplexed or otherwise 
interconnected to produce a combined detection signal. 


6.5.1.2. Complex Sensor Shape 


If the detector’s surface area is sufficiently large to cover an entire angle of view, 
it may be optically broken into smaller elements, thus creating an equivalent of a 
multiple-detector array. To break the surface area into several parts, one may shape 
the sensing element in an odd pattern like that shown in Fig. 6.10A. Each part of the 
element acts as a separate light detector. All such detectors are electrically connected 
either in parallel or in series while being arranged in a serpentine pattern. The parallel 
or serially connected detectors generate a combined output signal, (e.g., voltage v), 
when the image of the object moves along the element surface crossing sensitive and 
nonsensitive areas alternatively. This results in an alternate signal v at the detector 
terminals. Each sensitive and nonsensitive area must be sufficiently large to overlap 
with most of the object’s image. 


6.5.1.3 Image Distortion 


Instead of making the detector in a complex shape, an image of an entire field of view 
may be broken into several parts. This can be done by placing a distortion mask in 
front of the detector having a sufficiently large area, as is depicted in Fig. 6.10B. The 
mask is opaque and allows the formation of an image on the detector’s surface only 
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Fig. 6.10. Complex shape of a sensing element (A); an image-distortion mask (B). 
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Fig. 6.11. A facet lens creates multiple images near the sensing element (A); sensitive zones 
created by a complex facet lens (B). 


within its clearings. The mask operation is analogous to the complex sensor’s shape 
as described in Section 6.5.1.2. 


6.5.1.4 Facet Focusing Element 


Another way of broadening the field of view while employing a small-area detector is 
to use multiple focusing devices. A focusing mirror or a lens may be divided into an 
array of smaller mirrors or lenses called facets. Each facet creates its own image, re- 
sulting in multiple images as shown in Fig. 6.11A. When the object moves, the images 
also move across the element, resulting in an alternate signal. By combining multiple 
facets, it is possible to create any desirable detecting pattern in the field of view, in 
both horizontal and vertical planes. Positioning of the facet lens, focal distances, num- 
ber, and the pitch of the facets (the distance between the optical axes of two adjacent 
facets) may by calculated in every case by applying rules of geometrical optics. The 
following practical formulas may be applied to find the focal length of a facet: 


ee 6.10 


6.5 Optoelectronic Motion Detectors 243 


and the facet pitch is 
p=2nd, (6.11) 


where L is the distance to the object, d is the width of the sensing element, n is the 
number of sensing elements (evenly spaced), and A is the object’s minimum dis- 
placement which must result in detection. For example, if the sensor has two sensing 
elements of d = 1 mm, each of which are positioned at 1 mm apart, and the object’s 
minimum displacement A = 25 cm at a distance L = 10 m, the facet focal length is 
calculated from Eq. (6.10) as f = (1000 cm)(0.1 cm)/25 cm = 4 cm, and the facets 
should be positioned with a pitch of p = 8 mm from one another as per Eq. (6.11). 

By combining facets, one may design a lens which covers a large field of view 
(Fig. 6.11B) where each facet creates a relatively narrow-angle sensitive zone. Each 
zone projects an image of an object into the same sensing element. When the object 
moves, it crosses the zone boundaries, thus modulating the sensor’s output. 


6.5.2 Visible and Near-Infrared Light Motion Detectors 


Most of the objects (apart from those very hot) radiate electromagnetic waves only in 
a far-infrared spectral range. Hence, visible and near-infrared light motion detectors 
have to rely on the additional source of light which illuminates the object. The light is 
reflected by the object’s body toward the focusing device for the subsequent detection. 
Such illumination may be sunlight or the invisible infrared light from an additional 
near-infrared light source (a projector). The use of a visible light for detecting moving 
objects goes back to 1932 when, in the preradar era, inventors were looking for ways 
to detect flying airplanes. In one invention, an airplane detector was built in the form 
of a photographic camera where the focusing lens made of glass was aimed at the sky. 
A moving plane’s image was focused on a selenium photodetector, which reacted to 
the changing contrast in the sky image. Naturally, such a detector could operate only 
in daytime to detect planes flying below clouds. Obviously, those detectors were not 
very practical. Another version of a visible light motion detector was patented for 
less demanding applications: controlling lights in a room [5] and making interactive 
toys [6]. 

To turn the lights off in an unoccupied room, the visible-range motion detector 
(Motion Switch manufactured by Intermatic, Inc., IL) was combined with a timer anda 
power solid-state relay. The detector is activated when the room is illuminated. Visible 
light carries a relatively high energy and may be detected by quantum photovoltaic or 
photoconductive cells whose detectivity is quite high. Thus, the optical system may 
be substantially simplified. In the Motion Switch, the focusing device was built in a 
form of a pinhole lens (Fig. 6.12C). Such a lens is just a tiny hole in an opaque foil. 
To avoid a light-wave diffraction, the hole diameter must be substantially larger than 
the longest detectable wavelength. Practically, the Motion Switch has a three-facet 
pinhole lens, where each hole has an aperture of 0.2 mm (Fig. 6.12C). Such a lens 
has a theoretically infinitely deep focusing range; hence, the photodetector can be 
positioned at any distance from it. For practical reasons, that distance was calculated 
for a maximum of the object’s displacement and the photoresistor’s dimensions used 
in the design. The photoresistor was selected with a serpentine pattern of the sensing 
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(A) 


Fig. 6.12. A simple optical motion detector for a light switch and toys: (A) the sensitive surface 
of a photoresistor forms a complex sensing element; (B) a flat mirror and a pinhole lens form 
an image on a surface of the photoresistor; (C) a pinhole lens. 


element (Fig. 6.12A) and connected into a circuit which responds only to its variable 
(alternate) component. When the room is illuminated, the sensor acts as a miniature 
photographic camera: an image of its field of view is formed on a surface of the 
photoresistor. Moving people in the room cause the image to change in such a way 
that the optical contrast changes across the serpentine pattern of the photoresistor. In 
turn, its resistive value changes, which results in the modulation of the electric current 
passing through the element. This signal is further amplified and compared with a 
predetermined threshold. Upon crossing that threshold, the comparator generates 
electric pulses which reset a 15-min timer. If no motion is detected within 15 min 
from the last movement, the timer turns lights off in the room. Then, it may be turned 
on again only manually, because this motion detector does not function in darkness. 


6.5.3 Far-Infrared Motion Detectors 


Another version of a motion detector operates in the optical range of thermal radiation, 
the other name for which is far infrared. Such detectors are responsive to radiative-heat 
exchange between the sensing element and the moving object [7-9]. Here, we will 
discuss the detection of moving people; however, the technique which is described 
may be modified for other warm or cold objects. 

The principle of thermal motion detection is based on the physical theory of the 
emission of electromagnetic radiation from any object whose temperature is above 
absolute zero. The fundamentals of this theory are described in Section 3.12.3 of 
Chapter 3. We recommend that the reader first become familiar with that section 
before going further. 

For motion detection, it is essential that the surface temperature of an object be 
different from that of the surrounding objects, so that a thermal contrast would exist. 
All objects emanate thermal radiation from their surfaces and the intensity of that 
radiation is governed by the Stefan—Boltzmann law [Eq. (3.133)]. If the object is 
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warmer than the surroundings, its thermal radiation is shifted toward shorter wave- 
lengths and its intensity becomes stronger. Many objects whose movement is to be 
detected are nonmetals; hence, they radiate thermal energy quite uniformly within a 
hemisphere (Fig. 3.45A of Chapter 3). Moreover, the dielectric objects generally have 
a high emissivity. Human skin is one of the best emitters, with an emissivity of over 
90% (See Table A.18), whereas most fabrics have also high emissivities between 0.74 
and 0.95. In the following subsections, we describe two types of far-infrared motion 
detectors. The first utilizes a passive infrared (PIR) sensor and the second has active 
far-infrared (AFIR) elements. 


6.5.3.1 PIR Motion Detectors 


These detectors became extremely popular for the security and energy management 
systems. The PIR sensing element must be responsive to far-infrared radiation within 
a spectral range from 4 to 20 um, where most of the thermal power emanated by 
humans is concentrated. There are three types of sensing element which are potentially 
useful for that detector: thermistors, thermopiles, and pyroelectrics However, the 
pyroelectric elements are used almost exclusively for the motion detection thanks to 
their simplicity, low cost, high responsivity, and a broad dynamic range. A pyroelectric 
effect is described in Section 3.7 of Chapter 3 and some detectors are covered in 
Section 14.6.3 of Chapter 14. Here, we will see how that effect may be used in a 
practical sensor design. 

A pyroelectric material generates an electric charge in response to thermal energy 
flow through its body. In a very simplified way, it may be described as a secondary 
effect of a thermal expansion (Fig. 6.13). Because all pyroelectrics are also piezo- 
electrics, the absorbed heat causes the front side of the sensing element to expand. The 
resulting thermally induced stress leads to the development of a piezoelectric charge 
on the element electrodes. This charge is manifested as voltage across the electrodes 
deposited on the opposite sides of the material. Unfortunately, the piezoelectric prop- 
erties of the element have also a negative effect. If the sensor is subjected to a minute 
mechanical stress due to any external force, it also generates a charge which, in most 
cases, is indistinguishable from that caused by the infrared heat waves. 

To separate thermally induced charges from the piezoelectrically induced charges, 
a pyroelectric sensor is usually fabricated in a symmetrical form (Fig. 6.14A). Two 
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Fig. 6.14. Dual pyroelectric sensor. (A) A sensing element with a front (upper) electrode and 
two bottom electrodes deposited on a common crystalline substrate. A moving thermal image 
travels from left part of the sensor to the right, generating an alternate voltage across bias 
resistor, R (B). 


identical elements are positioned inside the sensor’s housing. The elements are con- 
nected to the electronic circuit in such a manner as to produce the out-of-phase signals 
when subjected to the same in-phase inputs. The idea is that interferences produced, 
say, by the piezoelectric effect or spurious heat signals are applied to both electrodes 
simultaneously (in phase) and, thus, will be canceled at the input of the circuit, whereas 
the variable thermal radiation to be detected will be absorbed by only one element at 
a time, thus avoiding a cancellation. 

One way to fabricate a symmetrical sensor is to deposit two pairs of electrodes 
on both sides of a pyroelectric element. Each pair forms a capacitor which may be 
charged either by heat or by a mechanical stress. The electrodes on the upper side 
of the sensor are connected together, forming one continuous electrode, whereas the 
two bottom electrodes are separated, thus creating the opposite, serially connected 
capacitors. Depending on the side where the electrodes are positioned, the output 
signal will have either a positive or negative polarity for the thermal influx. In some 
applications, a more complex pattern of the sensing electrodes may be required (e.g., 
to form predetermined detection zones), so that more than one pair of electrodes is 
needed. In such a case, for better rejection of the in-phase signals (common-mode 
rejection), the sensor still should have an even number of pairs, where positions of 
the pairs alternate for better geometrical symmetry. Sometimes, such an alternating 
connection is called an interdigitized electrode. 

Asymmetrical sensing element should be mounted in such a way as to assure that 
both parts of the sensor generate the same signal if subjected to the same external 
factors. At any moment, the optical component must focus a thermal image of an 
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object on the surface of one part of the sensor only, which is occupied by a single pair 
of electrodes. The element generates a charge only across the electrode pair subjected 
to a heat flux. When the thermal image moves from one electrode to another, the 
current i flowing from the sensing element to the bias resistor R (Fig. 6.14B) changes 
form zero, to positive, then to zero, to negative, and again to zero (Fig. 6.14A lower 
portion). A JFET transistor Q is used as an impedance converter. The resistor R value 
must be very high. For example, a typical alternate current generated by the element 
in response to a moving person is on the order of 1 pA (107! A). If a desirable output 
voltage for a specific distance is v = 50 mV, according to Ohm’s law the resistor value 
is R=v/i =50 GQ (5 x 10!°Q). Such a resistor can not be directly connected to a 
regular electronic circuit; hence, transistor Q serves as a voltage follower (the gain 
is close to unity). Its typical output impedance is on the order of several kilohms. 

Table A.9 lists several crystalline materials which possess a pyroelectric effect 
and can be used for the fabrication of sensing elements. The most often used are the 
ceramic elements, thanks to their low cost and ease of fabrication. The pyroelectric 
coefficient of ceramics to some degree may be controlled by varying their porosity 
(creating voids inside the sensor’s body). An interesting pyroelectric material is a poly- 
mer film polyvinylidene fluoride (PVDF) which, although not as sensitive as most of 
the solid-state crystals, has the advantages of being flexible and inexpensive. In addi- 
tion, it can be produced in any size and may be bent or folded in any desirable fashion. 

In addition to the sensing element, an infrared motion detector needs a focusing 
device. Some detectors employ parabolic mirrors, but the Fresnel plastic lenses (Sec- 
tion 4.6 of Chapter 4) become more and more popular because they are inexpensive, 
may be curved to any desirable shape, and, in addition to focusing, act as windows, 
protecting the interior of the detector from outside moisture and pollutants. 

To illustrate how a plastic Fresnel lens and a PVDF film can work together, let us 
look at the motion detector depicted in Fig. 6.15A. It uses a polyethylene multifaceted 
curved lens and a curved PVDF film sensor [7]. The sensor design combines two 
methods described earlier: a facet lens and a complex electrode shape. The lens and 
the film are curved with the same radii of curvature equal to one-half of the focal 
distance f, thus assuring that the film is always positioned in the focal plane of the 
corresponding facet of the lens. The film has a pair of large interdigitized electrodes 
which are connected to the positive and negative inputs of a differential amplifier 
located in the electronic module. The amplifier rejects common-mode interference 
and amplifies a thermally induced voltage. The side of the film facing the lens is coated 
with an organic coating to improve its absorptivity in the far-infrared spectral range. 
This design results in a fine resolution (detection of small displacement at a longer 
distance) and a very small volume of the detector (Fig. 6.15B). Small detectors are 
especially useful for the installation in devices where overall dimensions are critical. 
For instance, one application is a light switch where the detector must be mounted 
into the wall plate of a switch. 


6.5.3.2 PIR Sensor Efficiency Analysis 


Regardless of the type of optical device employed, all modern PIR detectors operate 
on the same physical effect—pyroelectricity. To analyze the performance of such a 
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Fig. 6.15. Far-infrared motion detector with a curved Fresnel lens and a pyroelectric PVDF 
film: (A) internal structure of the sensor; (B) external appearance of the sensor. 


sensor, first we must calculate the infrared power (flux), which is converted into an 
electric charge by the sensing element. The optical device focuses thermal radiation 
into a miniature thermal image on the surface of the sensor. The energy of an image 
is absorbed by the sensing element and is converted into heat. That heat, in turn, is 
converted by the pyroelectric crystalline element into a minute electric current. 

To estimate a power level at the sensor’s surface, let us make some assumptions. 
We assume that the moving object is a person whose effective surface area is b (Fig. 
6.16) and the temperature along this surface (7)) is distributed uniformly and is 
expressed in Kelvin. The object is assumed to be a diffuse emitter (radiates uniformly 
within the hemisphere having a surface area of A = 27 L*). Also, we assume that the 
focusing device makes a sharp image of an object at any distance. For this calculation, 
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Fig. 6.16. Formation of a thermal image on the 
sensing element of the PIR motion detector. 


\lens element 


Motion 
Detector 


we select a lens which has a surface area a. The sensor’s temperature (in K) is Ty, the 
same as that of ambient. 

The total infrared power (flux) lost to surroundings from the object can be deter- 
mined from the Stefan—Boltzmann law: 


® =be,ep0 (7) - i). (6.12) 


where o is the Stefan—Boltzmann constant and ¢p and &€g are the object and the 
surrounding emissivities, respectively. If the object is warmer than the surroundings 
(which is usually the case), this net infrared power is distributed toward an open 
space. Because the object is a diffusive emitter, we may consider that the same flux 
density may be detected along an equidistant surface. In other words, the intensity of 
infrared power is distributed uniformly along the spherical surface having radius L. 

Assuming that the surroundings and the object’s surface are ideal emitters and 
absorbers (€, = €g = 1) and the sensing element’s emissivity is ¢,, the net radiative 
flux density at distance L can be derived as 


o=5 a o (7-2). (6.13) 


The lens efficiency (transmission coefficient) is y, which theoretically may vary from 
0 to 0.92 depending on the properties of the lens material and the lens design. For the 
polyethylene Fresnel lenses, its value is in the range from 0.4 to 0.7. After ignoring a 
minor nonlinearity related to the fourth power of temperatures in Eq. (6.13), thermal 
power absorbed by the element can be aes as 


—sayT; (Tp — Ta). (6.14) 


®, =ayo~— 


surface of the sensing element is wees proportional to the squared distance from 
the object and directly proportional to the areas of the lens and the object. It is im- 
portant to note that in the case of a multifacet lens, the lens area a relates only to 
a single facet and not to the total lens area. If the object is warmer than the sensor, 
the flux ®, is positive. If the object is cooler, the flux becomes negative, meaning 
it changes its direction: The heat goes from the sensor to the object. In reality, this may 
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happen when a person walks into a warm room from the cold outside. The surface 
of his clothing will be cooler than the sensor and the flux will be negative. In the 
following discussion, we will consider that the object is warmer than the sensor and 
the flux is positive. 

A maximum operating distance for given conditions can be determined by the 
noise level of the detector. For reliable discrimination, the worst-case noise power 
must be at least three to five times smaller than that of the signal. 

The pyroelectric sensor is a converter of thermal energy flow into electric charge. 
The energy flow essentially demands the presence of a thermal gradient across the 
sensing element. In the detector, the element of thickness h has the front side exposed 
to the lens, and the opposite side faces the detector’s interior housing, which normally 
is at ambient temperature T,. The front side of the sensor element is covered with 
a heat-absorbing coating to increase its emissivity ¢, to the highest possible level, 
preferably close to unity. When thermal flux ®, is absorbed by the element’s front 
side, the temperature increases and heat starts propagating through the sensor toward 
its rear side. Because of the pyroelectric properties, electric charge is developing on 
the element surfaces in response to the heat flow. 

Upon influx of the infrared radiation, the temperature of the sensor element in- 
creases (or decreases) with the rate, which can be derived from the absorbed thermal 
power ®, and thermal capacity C of the element: 

dT OO, 
ee (6.15) 
where ¢ is time. This equation is valid during a relatively short interval (immediately 
after the sensor is exposed to the thermal flux) and can be used to evaluate the sig- 
nal magnitude. The electric current generated by the sensor can be found from the 
fundamental formula 
._ dQ 


i= —, 

dt 
where Q is the electric charge developed by the pyroelectric sensor. This charge 
depends on the sensor’s pyroelectric coefficient P, the sensor’s area s, and the tem- 
perature change dT: 


(6.16) 


dQ=PsdtT. (6.17) 
Thermal capacity C can be derived through a specific heat c of the material, area s, 
and thickness of the element h: 
C=csh. (6.18) 
By substituting Eqs. (6.15), (6.17), and (6.18) into Eq. (6.16), we can evaluate the 
peak current which is generated by the sensor in response to the incident thermal flux: 
. PsdT Ps®, P 
i= = = —,. (6.19) 
dt csh he 
To establish relationship between the current and the moving object, the flux from 
Eq. (6.14) has to be substituted into Eq. (6.19): 
. 2Pacy,_3,AT 
i= Pee 
he L2 


(6.20) 


where AT = (T; — Ty). 
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Fig. 6.17. Calculated and experimental 
amplitudes of output signals in a PIR de- 
tector. 


There are several conclusions which can be drawn from Eq. (6.20). The first 
part of the equation (the first ratio) characterizes a detector and the rest relates to an 
object. The pyroelectric current i is directly proportional to the temperature difference 
(thermal contrast) between the object and its surroundings. It is also proportional to 
the surface area of the object which faces the detector. A contribution of the ambient 
temperature 7, is not as strong as it might appear from its third power. The ambient 
temperature must be entered in Kelvin; hence, its variations become relatively small 
with respect to the scale. The thinner the sensing element, the more sensitive is the 
detector. The lens area also directly affects signal magnitude. On the other hand, 
pyroelectric current does not depend on the sensor’s area as long as the lens focuses 
the entire image on a sensing element. 

To evaluate Eq. (6.20) further, let us calculate the voltage across the bias resistor. 
That voltage can be used as an indication of motion. We select a pyroelectric PVDF 
film sensor with typical properties: P = 25 wC/K m7, c=2.4 x 10° J/m? K, h =25 
uum, lens area a= 1 cm’, y = 0.6, and the bias resistor R = 10°Q (1 GQ). We will 
assume that the object’s surface temperature is 27°C and the surface area b = 0.1 m2. 
The ambient temperature t, = 20°C. The output voltage is calculated from Eq. (6.20) 
as a function of distance L from the detector to the object and is shown in Fig. 6.17. 

A graph for Fig. 6.17 was calculated under the assumption that the optical system 
provides a sharp image at all distances and that the image is no larger that the sensing 
element area. In practice, this is not always true, especially at shorter distances, 
where the image is not only out of focus but also may overlap the out-of-phase parts 
of a symmetrical sensor. The reduction in the signal amplitude at shorter distances 
becomes apparent: The voltage does not go as high as in the calculated curve. 
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7 


Position, Displacement, and Level 


“If you keep moving in that direction, 
we always can displace you to such a position 
that is not embarrassing to the level of your wisdom”. 


—Julius Caesar to his senator 


The measurement of position and displacement of physical objects is essential for 
many applications: process feedback control, performance evaluation, transportation 
traffic control, robotics, and security systems—just to name the few. By position, we 
mean the determination of the object’s coordinates (linear or angular) with respect to 
a selected reference. Displacement means moving from one position to another for a 
specific distance or angle. In other words, a displacement is measured when an object 
is referenced to its own prior position rather than to another reference. 

A critical distance is measured by proximity sensors. In effect, a proximity sensor 
is a threshold version of a position detector. A position sensor is often a linear device 
whose output signal represents a distance to the object from a certain reference point. A 
proximity sensor, however, is a somewhat simpler device which generates the output 
signal when a certain distance to the object becomes essential for an indication. 
For instance, many moving mechanisms in process control and robotics use a very 
simple but highly reliable proximity sensor—the end switch. It is an electrical switch 
having normally open or normally closed contacts. When a moving object activates 
the switch by physical contact, the latter sends a signal to a control circuit. The signal 
is an indication that the object has reached the end position (where the switch is 
positioned). Obviously, such contact switches have many drawbacks, (e.g., a high 
mechanical load on a moving object and a hysteresis). 

A displacement sensor often is part of a more complex sensor where the detection 
of movement is one of several steps in a signal conversion (see Fig. 1.1 of Chapter 
1). An example is a pressure sensor where pressure is translated into a displacement 
of a diaphragm, and the diaphragm displacement is subsequently converted into an 
electrical signal representing pressure. Therefore, the positions sensors, some of which 
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are described in this chapter, are essential for designs of many other sensors, which 
are covered in the following chapters of this book. 

Position and displacement sensors are static devices whose speed response usually 
is not critical for the performance.! In this chapter, we do not cover any sensors whose 
response is a function of time, which, by definition, are dynamic sensors. They are 
covered elsewhere in this book. 

When designing or selecting position and displacement detectors, the following 
questions should be answered: 


1. How large is the displacement and of what type (linear, circular)? 

. What resolution and accuracy are required? 

. What is the measured object made of (metal, plastic, fluid, ferromagnetic, etc.)? 

. How much space is available for mounting the detector? 

. How much play is there in the moving assembly and what is the required detection 
range? 

6. What are the environmental conditions (humidity, temperature, sources of inter- 

ference, vibration, corrosive materials, etc.)? 

7. How much power is available for the sensor? 

. How much mechanical wear can be expected over the lifetime of the machine? 
9. What is the production quantity of the sensing assembly (limited number, medium 

volume, mass production)? 
10. What is the target cost of the detecting assembly? 


nABwWN 


(oe) 


A careful analysis will pay big dividends in the long term. 


7.1 Potentiometric Sensors 


A position or displacement transducer may be built with a linear or rotary potentiome- 
ter or a pot for short. The operating principle of this sensor is based on Eq. (3.54) of 
Chapter 3 for wire resistance. From the formula, it follows that the resistance linearly 
relates to the wire length. Thus, by making an object to control the length of the 
wire, as it is done in a pot, a displacement measurement can be performed. Because a 
resistance measurement requires passage of an electric current through the pot wire, 
the potentiometric transducer is of an active type; that is, it requires an excitation sig- 
nal, (e.g., dc current). A stimulus (displacement) is coupled to the pot wiper, whose 
movement causes the resistance change (Fig. 7.1A). In most practical circuits, the 
resistance measurement is replaced by a measurement of voltage drop. The voltage 
across the wiper of a linear pot is proportional to the displacement d: 


d 
V=E D’ (7.1) 
where D is the full-scale displacement and E is the voltage across the pot (excitation 
signal). This assumes that there is no loading effect from the interface circuit. If there is 
an appreciable load, the linear relationship between the wiper position and the output 
voltage will not hold. In addition, the output signal is proportional to the excitation 


voltage applied across the sensor. This voltage, if not maintained constant, may be a 


! Nevertheless, the maximum rate of response is usually specified by the manufacturer. 
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variable resistor 


Fig. 7.1. (A) Potentiometer as a position sensor; (B) gravitational fluid level sensor with a float; 
(C) linear potentiometer. (Courtesy of Piher Group, Tudela, Spain.) 


source of error. It should be noted that a potentiometric sensor is a ratiometric device 
(see Chapter 4); hence the resistance of the pot is not a part of the equation. This means 
that its stability (e.g., over a temperature range) virtually has no effect on accuracy. 
For the low-power applications, high-impedance pots are desirable; however, the 
loading effect must be always considered. Thus, a good voltage follower is required. 
The wiper of the pot is usually electrically isolated from the sensing shaft. 

Figure 7.2A shows one problem associated with a wire-wound potentiometer. 
The wiper may, while moving across the winding, make contact with either one or 
two wires, thus resulting in uneven voltage steps (Fig. 7.2B) or a variable resolu- 
tion. Therefore, when the coil potentiometer with N turns is used, only the average 
resolution n should be considered: 


100 
n= : 
N% 


(7.2) 


The force which is required to move the wiper comes from the measured object, and 
the resulting energy is dissipated in the form of heat. Wire-wound potentiometers are 
fabricated with thin wires having a diameter on the order of 0.01 mm. A good coil 
potentiometer can provide an average resolution of about 0.1% of FS (full scale), 
whereas the high-quality resistive film potentiometers may yield an infinitesimal res- 
olution which is limited only by the uniformity of the resistive material and noise floor 
of the interface circuit. The continuous-resolution pots are fabricated with conductive 
plastic, carbon film, metal film, or a ceramic—metal mix which is known as cermet. 
The wiper of the precision potentiometers are made from precious metal alloys. Dis- 
placements sensed by the angular potentiometers range from approximately 10° to 
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Fig. 7.2. Uncertainty caused by a wire-wound potentiometer: (A) a wiper may contact one or 
two wires at a time; (B) uneven voltage steps. 


over 3000° for the multiturn pots (with gear mechanisms). Although quite useful in 
some applications, potentiometers have several drawbacks: 


1. Noticeable mechanical load (friction) 

Need for a physical coupling with the object 

Low speed 

Friction and excitation voltage cause heating of the potentiometer 
Low environmental stability 


oy PQs 


7.2 Gravitational Sensors 


A well-known, popular gravitational-level transducer is used in a toilet tank. The 
transducer’s main element is a float—a device whose density is lower than that of 
water. In most tanks, it is directly coupled to a water valve to keep it either open 
or shut, depending on how much water the tank holds. The float is a detector of the 
position of the water surface. For the measurement purposes, the float can be coupled 
to a position transducer, such as a potentiometric, magnetic, capacitive, or any other 
direct sensor (Fig. 7.1B). It should be noted that the gravitational sensor is susceptible 
to various interfering forces, resulting from friction and acceleration. Obviously, such 
a sensor will not work whenever gravity is altered or absent. A space station or a jet 
is not an appropriate place for such a sensor. 

Inclination detectors, which measure the angle from the direction to the Earth’s 
center of gravity, are employed in road construction, machine tools, inertial navigation 
systems, and other applications requiring a gravity reference. An old and still quite 
popular detector of a position is a mercury switch (Figs. 7.3A and 7.3B). The switch is 
made of a nonconductive (often glass) tube having two electrical contacts and a drop 
of mercury. When the sensor is positioned with respect to the gravity force in such a 
way that the mercury moves away from the contacts, the switch is open. A change in 
the switch orientation causes the mercury to move to the contacts and touch both of 
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7 vity 


Fig. 7.3. Conductive gravitational sensors: (A) mercury switch in the open position; (B) mercury 
switch in the closed position; (C) electrolytic tilt sensor. 


them, thus closing the switch. One popular application of this design is in a household 
thermostat, in which the mercury switch is mounted on a bimetal coil which serves as 
an ambient-temperature sensor. Winding or unwinding the coil in response to room 
temperature affects the switch’s orientation. Opening and closing the switch controls a 
heating/cooling system. An obvious limitation of this design is its an on—off operation 
(a bang-bang controller in the engineering jargon). A mercury switch is a threshold 
device, which snaps when its rotation angle exceeds a predetermined value. 

To measure angular displacement with higher resolution, a more complex sensor 
is required. One elegant design is shown in Fig. 7.3C. It is called the electrolytic tilt 
sensor. Asmall slightly curved glass tube is filled with a partly conductive electrolyte. 
Three electrodes are built into the tube: two at the ends, and the third electrode at the 
center of the tube. An air bubble resides in the tube and may move along its length 
as the tube tilts. Electrical resistances between the center electrode and each of the 
end electrodes depend on the position of the bubble. As the tube shifts away from the 
balance position, the resistances increase or decrease proportionally. The electrodes 
are connected into a bridge circuit which is excited with an ac current to avoid damage 
to the electrolyte and electrodes. 

The electrolytic tilt sensors are available* for a wide spectrum of angular ranges 
from +1° to +80°. Correspondingly, the shapes of the glass tubes vary from slightly 
curved to doughnutlike. 

A more advanced inclination sensor employs an array of photodetectors [1]. The 
detector is useful in civil and mechanical engineering for the shape measurements of 
complex objects with high resolution. Examples include the measurement of ground 


2 The Fredericks Company, Huntingdon Valley, PA. 
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Fig. 7.4. Optoelectronic inclination sensor: (A) design; (B) a shadow at a horizontal position; 
(C) a shadow at the inclined position. 


and road shapes and the flatness of an iron plate, which cannot be done by conven- 
tional methods. The sensor (Fig. 7.4A) consists of a light-emitting diode (LED) and a 
hemispherical spirit level mounted on a p-n-junction photodiode array. A shadow of 
the bubble in the liquid is projected onto the surface of the photodiode array. When the 
sensor is kept horizontal, the shadow on the sensor is circular, as shown in Fig. 7.4B, 
and the area of the shadow on each photodiode of the array is the same. However, 
when the sensor is inclined, the shadow becomes slightly elliptic, as shown in Fig. 
7.4C, implying that the output currents from the diodes are no longer equal. In a prac- 
tical sensor, the diameter of the LED is 10 mm and the distance between the LED and 
the level is 50 mm, and the diameters of the hemispherical glass and the bubble are 
17 and 9 mm, respectively. The outputs of the diodes are converted into digital form 
and calibrated at various tilt angles. The calibration data are compiled into look-up 
tables which are processed by a computing device. By positioning the sensor at the 
cross point of the lines drawn longitudinally and latitudinally at an interval on the 
slanting surface of an object, x and y components of the tilt angle can be obtained 
and the shape of the object is reconstructed by a computer. 


7.3 Capacitive Sensors 


The capacitive displacement sensors have very broad applications, they are employed 
directly to gauge displacement and position and also as building blocks in other sensors 
where displacements are produced by force, pressure, temperature, and so forth. The 
ability of capacitive detectors to sense virtually all materials makes them an attractive 
choice for many applications. Equation (3.20) of Chapter 3 states that the capacitance 
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Fig. 7.5. Operating principle of a flat plate capacitive sensor A-balanced position; B-disbalanced 
position 


of a flat capacitor is inversely proportional to the distance between the plates. The 
operating principle of a capacitive gauge, proximity, and position sensors is based 
on either changing the geometry (i.e., a distance between the capacitor plates) or 
capacitance variations in the presence of conductive or dielectric materials. When 
the capacitance changes, it can be converted into a variable electrical signal. As with 
many sensors, a capacitive sensor can be either monopolar (using just one capacitor) 
or differential (using two capacitors), or a capacitive bridge can be employed (using 
four capacitors). When two or four capacitors are used, one or two capacitors may be 
either fixed or variable with the opposite phase. 

As an introductory example consider three equally spaced plates, each of area A 
(Fig. 7.5A). The plates form two capacitors C; and C2. The upper and lower plates are 
fed with the out-of-phase sine-wave signals; that is, the signal phases are shifted by 
180°. Both capacitors nearly equal one another and thus the central plate has almost 
no voltage because the currents through C; and C2 cancel each other. Now, let us 
assume that the central plate moves downward by a distance x (Fig. 7.5B). This results 
in changes in the respective capacitance values: 

eA eA 


and Co= F 
xo +x xo —- Xx 


(7.3) 


and the central plate signal increases in proportion to the displacement and the phase of 
that signal is an indication of the central plate direction—up or down. The amplitude 


of the output signals is 
x AC 
Vout = Vo (- + =) : (7.4) 


Xo+x C 
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Fig. 7.6. A capacitive probe with a guard ring: (A) cross-sectional view; (B) outside view. 
(Courtesy of ADE Technologies, Inc., Newton, MA.) 


As long as x <x, the output voltage may be considered a linear function of dis- 
placement. The second summand represents an initial capacitance mismatch and is 
the prime cause for the output offset. The offset is also caused by the fringing effects 
at the peripheral portions of the plates and by the so-called electrostatic force. The 
force is a result of the charge attraction and repulsion applied to the plates of the 
sensor, and the plates behave like springs. The instantaneous value of the force is 


1 CV? 
Pics : (7.5) 
2x9 +x 


In many practical applications, when measuring distances to an electrically con- 
ductive object, the object’s surface itself may serve as the capacitor’s plate. The design 
of a monopolar capacitive sensor is shown in Fig. 7.6, where one plate of a capacitor 
is connected to the central conductor of a coaxial cable and the other plate is formed 
by a target (object). Note that the probe plate is surrounded by a grounded guard to 
minimize a fringing effect and improve linearity. A typical capacitive probe operates 
at frequencies in the 3-MHz range and can detect very fast-moving targets, as a fre- 
quency response of a probe with a built-in electronic interface is in the range of 40 
kHz. A capacitive proximity sensor can be highly efficient when used with the elec- 
trically conductive objects. The sensor measures a capacitance between the electrode 
and the object. Nevertheless, even for the nonconductive objects, these sensors can be 
employed quite efficiently, although with a lower accuracy. Any object, conductive or 
nonconductive, that is brought in the vicinity of the electrode, has its own dielectric 
properties that will alter the capacitance between the electrode and the sensor housing 
and, in turn, will produce the measurable response. 

To improve sensitivity and reduce fringing effects, the monopolar capacitive sen- 
sor may be supplied with a driven shield. Such a shield is positioned around the 
nonoperating sides of the electrode and is fed with the voltage equal to that of the 
electrode. Because the shield and the electrode voltages are inphase and have the 
same magnitude, no electric field exists between the two and all components posi- 
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Fig. 7.7. Driven shield around the electrode in a capacitive proximity sensor. 


tioned behind the shield have no effect on the operation. The driven-shield technique 
is illustrated in Fig. 7.7. 

Currently, the capacitive bridge became increasingly popular in the design of 
displacement sensors [2]. A linear bridge capacitive position sensor [3] is shown in 
Fig. 7.8A. The sensor comprises two planar electrode sets that are parallel and adjacent 
to each other with a constant separation distance, d. The increase the capacitance, the 
spacing between the plate sets is relatively small. A stationary electrode set contains 
four rectangular elements, whereas a moving electrode set contains two rectangular 
elements. All six elements are of about the same size (a side dimension is b). The 
size of each plate can be as large as is mechanically practical when a large range 
of linearity is desired. The four electrodes of the stationary set are cross-connected 
electrically, thus forming a bridge-type capacitance network. 

A bridge excitation source provides a sinusoidal voltage (5-50 kHz) and the 
voltage difference between the pair of moving plates is sensed by the differential 
amplifier whose output is connected to the input of a synchronous detector. The 
capacitance of two parallel plates, of fixed separation distance, is proportional to the 
area of either plate which directly faces the corresponding area of the other plate. 
Figure 7.8B shows the equivalent circuit of the sensor which has a configuration of a 
capacitive bridge. A value of capacitor Cj is 


e9b ( L 
a= =a (5 +x) (7.6) 


The other capacitances are derived for the identical equations. Note that the oppo- 
site capacitors are nearly equal: Cy = C3 and C2 = C4. A mutual shift of the plates 
with respect to a fully symmetrical position results in the bridge disbalance and the 
phase-sensitive output of the differential amplifier. An advantage of the capacitive 
bridge circuit is the same as of any bridge circuit: linearity and noise immunity. In 
addition to the flat electrodes as described earlier, the same method can be applied 
any symmetrical arrangement of the sensor, (e.g., to detect a rotary motion). 
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Fig. 7.8. Parallel-plate capacitive bridge sensor: (A) plate arrangement, (B) equivalent circuit 
diagram. 


7.4 Inductive and Magnetic Sensors 


One of many advantages of using magnetic field for sensing position and distance is 
that any nonmagnetic material can be penetrated by the field with no loss of position 
accuracy. Stainless steel, aluminum, brass, copper, plastics, masonry, and woods can 
be penetrated, meaning that the accurate position with respect to the probe at the 
opposite side of a wall can be determined almost instantly. Another advantage is the 
magnetic sensors can work in severe environments and corrosive situations because 
the probes and targets can be coated with inert materials that will not adversely affect 
the magnetic fields. 


7.4.1 LVDT and RVDT 


Position and displacement may be sensed by methods of electromagnetic induction. 
A magnetic flux coupling between two coils may be altered by the movement of an 
object and subsequently converted into voltage. Variable-inductance sensors that use 
a nonmagnetized ferromagnetic medium to alter the reluctance (magnetic resistance) 
of the flux path are known as variable-reluctance transducers [4]. The basic arrange- 
ment of a multi-induction transducer contains two coils: primary and secondary. The 
primary carries ac excitation (V;e¢) that induces a steady ac voltage in the secondary 
coil (Fig. 7.9). The induced amplitude depends on flux coupling between the coils. 
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Vout Fig. 7.9. Circuit diagram of the LVDT sensor. 
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There are two techniques for changing the coupling. One is the movement of an object 
made of ferromagnetic material within the flux path. This changes the reluctance of 
the path, which, in turn, alters the coupling between the coils. This is the basis for 
the operation of a LVDT (linear variable differential transformer), a RVDT (rotary 
variable differential transformer), and the mutual inductance proximity sensors. The 
other method is to physically move one coil with respect to another. 

The LVDT is a transformer with a mechanically actuated core. The primary coil is 
driven by a sine wave (excitation signal) having a stabilized amplitude. The sine wave 
eliminates error-related harmonics in the transformer [5]. An ac signal is induced in 
the secondary coils. A core made of a ferromagnetic material is inserted coaxially into 
the cylindrical opening without physically touching the coils. The two secondaries are 
connected in the opposed phase. When the core is positioned in the magnetic center 
of the transformer, the secondary output signals cancel and there is no output voltage. 
Moving the core away from the central position unbalances the induced magnetic 
flux ratio between the secondaries, developing an output. As the core moves, the 
reluctance of the flux path changes. Hence, the degree of flux coupling depends on 
the axial position of the core. At a steady state, the amplitude of the induced voltage is 
proportional, in the linear operating region, to the core displacement. Consequently, 
voltage may be used as a measure of a displacement. The LVDT provides the direction 
as well as magnitude of the displacement. The direction is determined by the phase 
angle between the primary (reference) voltage and the secondary voltage. Excitation 
voltage is generated by a stable oscillator. To exemplify how the sensor works, Fig. 
7.10 shows the LVDT connected to a synchronous detector which rectifies the sine 
wave and presents it at the output as a dc signal. The synchronous detector is composed 
of an analog multiplexer (MUX) and a zero-crossing detector which converts the sine 
wave into the square pulses compatible with the control input of the multiplexer. 
A phase of the zero-crossing detector should be trimmed for the zero output at the 
central position of the core. The output amplifier can be trimmed to a desirable gain 
to make the signal compatible with the next stages. The synchronized clock to the 
multiplexer means that the information presented to the RC filter at the input of the 
amplifier is amplitude and phase sensitive. The output voltage represents how far the 
core is from the center and on which side. 
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Fig. 7.10. A simplified circuit diagram of an interface for an LVDT sensor. 


For the LVDT to measure transient motions accurately, the frequency of the os- 
cillator must be at least 10 times higher than the highest significant frequency of 
the movement. For the slow-changing process, stable oscillator may be replaced by 
coupling to a power line frequency of 60 or 50 Hz. 

Advantages of the LVDT and RVDT are the following: (1) The sensor is a non- 
contact device with no or very little friction resistance with small resistive forces; (2) 
hystereses (magnetic and mechanical) are negligible; (3) output impedance is very 
low; (4) there is low susceptibility to noise and interferences; (5) its construction is 
solid and robust, (6) infinitesimal resolution is possible. 

One useful application for the LVDT sensor is in the so-called gauge heads, which 
are used in tool inspection and gauging equipment. In that case, the inner core of the 
LVDT is spring loaded to return the measuring head to a preset reference position. 

The RVDT operates on the same principle as LVDT, except that a rotary ferro- 
magnetic core is used. The prime use for the RVDT is the measurement of angular 
displacement. The linear range of measurement is about +40°, with a nonlinearity 
error of about 1%. 


7.4.2 Eddy Current Sensors 


To sense the proximity of nonmagnetic but conductive materials, the effect of eddy 
currents is used in a dual-coil sensor (Fig. 7.11A). One coil is used as a reference, and 
the other is for the sensing of the magnetic currents induced in the conductive object. 
Eddy (circular) currents produce a magnetic field which opposes that of the sensing 
coil, thus resulting in a disbalance with respect to the reference coil. The closer the 
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Fig. 7.11. (A) Electromagnetic proximity sensor; (B) sensor with the shielded front end; (C) 
unshielded sensor. 


object to the coil, the larger the change in the magnetic impedance. The depth of the 
object where eddy currents are produced is defined by 


1 

6 = ——— 77 
Neaiice (7.7) 
where f is the frequency and o is the target conductivity. Naturally, for effective 
operation, the object thickness should be larger than the depth. Hence, eddy detec- 
tors should not be used for detecting metallized film or foil objects. Generally, the 
relationship between the coil impedance and distance to the object x is nonlinear and 
temperature dependent. The operating frequency of the eddy current sensors range 

from 50 kHz to 10 MHz. 

Figures 7.11B and 7.11C show two configurations of the eddy sensors: with the 
shield and without one. The shielded sensor has a metal guard around the ferrite core 
and the coil assembly. It focuses the electromagnetic field to the front of the sensor. 
This allows the sensor to be imbedded into a metal structure without influencing 
the detection range. The unshielded sensor can sense at its sides as well as from the 
front. As a result, the detecting range of an unshielded sensor is usually somewhat 
greater than that of the shielded sensor of the same diameter. To operate properly, the 
unshielded sensors require nonmetallic surrounding objects. 

In addition to position detection, eddy sensors can be used to determine material 
thickness, nonconductive coating thickness, conductivity and plating measurements, 
and cracks in the material. Crack detection and surface flaws become the most popular 
applications for the sensors. Depending on the applications, eddy probes may be of 
many coil configurations: Some are very small in diameter (2-3 mm) and others are 
quite large (25 mm). Some companies even make custom-designed probes to meet 
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Fig. 7.12. A transverse inductive proximity sensor. 


unique requirements of the customers (Staveley Instruments, Inc., Kennewick, WA). 
One important advantage of the eddy current sensors is that they do not need magnetic 
material for the operation, thus they can be quite effective at high temperatures (well 
exceeding the Curie temperature of a magnetic material) and for measuring the dis- 
tance to or level of conductive liquids, including molten metals. Another advantage 
of the detectors is that they are not mechanically coupled to the object and, thus, the 
loading effect is very low. 


7.4.3 Transverse Inductive Sensor 


Another position-sensing device is called a transverse inductive proximity sensor. It 
is useful for sensing relatively small displacements of ferromagnetic materials. As the 
name implies, the sensor measures the distance to an object which alters the magnetic 
field in the coil. The coil inductance is measured by an external electronic circuit 
(Fig. 7.12). A self-induction principle is the foundation for the operation of such a 
transducer. When the proximity sensor moves into the vicinity of a ferromagnetic 
object, its magnetic field changes, thus altering the inductance of the coil. The advan- 
tage of the sensor is that it is a noncontact device whose interaction with the object 
is only through the magnetic field. An obvious limitation is that it is useful only for 
the ferromagnetic objects at relatively short distances. 

A modified version of the transverse transducer is shown in Fig. 7.13A. To over- 
come the limitation for measuring only ferrous materials, a ferromagnetic disk is 
attached to a displacing object while the coil is in a stationary position. Alternatively, 
the coil may be attached to the object and the core is stationary. This proximity sensor 
is useful for measuring small displacements only, as its linearity is poor in comparison 
with the LVDT. However, it is quite useful as a proximity detector for the indication of 
the close proximity to an object which is made of any solid material. The magnitude 
of the output signal as function of distance to the disk is shown in Fig. 7.13B. 
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Fig. 7.13. Transverse sensor with an auxiliary ferromagnetic disk (A) and the output signal as 
function of distance (B). 
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Fig. 7.14. Circuit diagrams of a linear (A) and a threshold (B) Hall effect sensor. 


7.4.4 Hall Effect Sensors 


During recent years, Hall effect sensors became increasingly popular.’ There are two 
types of Hall sensors: linear and threshold (Fig. 7.14). A linear sensor usually incorpo- 
rates an amplifier for the easier interface with the peripheral circuits. In comparison 
with a basic sensor (Fig. 3.30 of Chapter 3), they operate over a broader voltage 
range and are more stable in a noisy environment. These sensors are not quite linear 
(Fig.7.15A) with respect to magnetic field density and, therefore, the precision mea- 
surements require a calibration. In addition to the amplifier, the threshold-type sensor 
contains a Schmitt trigger detector with a built-in hysteresis. The output signal as a 
function of a magnetic field density is shown in Fig. 7.15B. The signal is a two-level 
one and has clearly pronounced hysteresis with respect to the magnetic field. When 
the applied magnetic flux density exceeds a certain threshold, the trigger provides a 


3 See Section 3.8 of Chapter 3 for the operating principle. 
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Fig. 7.15. Transfer functions of a linear (A) and a threshold (B) Hall effect sensor. 


clean transient from the OFF to the ON position. The hysteresis eliminates spurious 
oscillations by introducing a dead-band zone, in which the action is disabled after 
the threshold value has passed. The Hall sensors are usually fabricated as monolithic 
silicon chips and encapsulated into small epoxy or ceramic packages. 

For the position and displacement measurements, the Hall effect sensors must 
be provided with a magnetic field source and an interface electronic circuit. The 
magnetic field has two important characteristics for this application: a flux density 
and a polarity (or orientation). It should be noted that for better responsivity, magnetic 
field lines must be normal (perpendicular) to the flat face of the sensor and must be at 
the correct polarity. In the Sprague® threshold sensors, the south magnetic pole will 
cause switching action and the north pole will have no effect. 

Before designing a position detector with a Hall sensor, an overall analysis should 
be performed in approximately the following manner. First, the field strength of the 
magnet should be investigated. The strength will be the greatest at the pole face and 
will decrease with increasing distance from the magnet. The field may be measured 
by a gaussmeter or a calibrated Hall sensor. For the threshold-type Hall sensor, the 
longest distance at which the sensor’s output goes from ON (high) to OFF (low) is 
called a release point. It can be used to determine the critical distance where the 
sensor is useful. The magnetic field strength is not linear with distance and depends 
greatly on the magnet shape, the magnetic circuit, and the path traveled by the magnet. 
The Hall conductive strip is situated at some depth within the sensor’s housing. This 
determines the minimum operating distance. A magnet must operate reliably with the 
total effective air gap in the working environment. It must fit the available space and 
must be mountable, affordable, and available.* 

The Hall sensors can be used for interrupter switching with a moving object. In 
this mode, the activating magnet and the Hall sensor are mounted on a single rugged 
assembly with a small air gap between them (Fig. 7.16). Thus, the sensor is held 
in the ON position by the activating magnet. If a ferromagnetic plate, or vane, is 
placed between the magnet and the Hall sensor, the vane forms a magnetic shunt 
that distorts the magnetic flux away from the sensor. This causes the sensor to flip to 


4 For more information on permanent magnets, see Section 3.4 of Chapter 3. 
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Fig. 7.16. The Hall effect sensor in the interrupter switching mode: (A) the magnetic flux turns 
the sensor on; (B) the magnetic flux is shunted by a vane. (After Ref. [6].) 
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Fig. 7.17. Angular Hall sensor bridge (A) and the internal sensor interface (B) (Courtesy of 
Austria Micro Systems). A cut-away view (C) of the sensor with the target and the probe shows 
the magnetic flux paths. A cut-away view (D) shows four Hall effect sensors with four flux 
return paths. 


the OFF position. The Hall sensor and the magnet could be molded into a common 
housing, thus eliminating the alignment problem. The ferrous vanes which interrupt 
the magnetic flux could have linear or rotating motion. An example of such a device 
is an automobile distributor. 

Like many other sensors, four Hall sensors can be connected into a bridge circuit to 
detect linear or circular motion. Figures 7.17A and 7.17B illustrate this concept where 
the sensor is fabricated using MEMS technology on a single chip and packaged in a 
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SOIC-8 plastic housing. A circular magnet is positioned above the chip and its angle 
of rotation and direction is sensed and converted into a digital code. The properties of 
an analog-to-digital converter determine the speed response that allows the magnet to 
rotate with a rate of up to 30,000 rpm. Such a sensor permits a friction-free precision 
linear and angular sensing of position, precision angular encoding, and even making a 
programmable rotary switch. Because of a bridge connection of the individual sensor, 
the circuit is highly tolerant of the magnet’s misalignment and external interferences, 
including the magnetic fields. 

The design of a three-dimensional (3-D) coordinate Hall effect sensor works by 
electronically measuring and comparing the magnetic flux from a movable target 
through four geometrically equal magnetic paths arranged symmetrically around the 
axis of the probe (Figs. 7.17C and 7.17D). It is a magnetic equivalent of a Wheatstone 
bridge. The target’s symmetrical magnetic field, generated by a permanent magnet, 
travels from the central pole through the air to the outer rim, when it is not in the vicin- 
ity of the probe. Because the flux from the target will take the path of least resistance 
(reluctance), the flux will go through the probe when the target is sufficiently close to 
it. The probe has a central pole face divided into four equal sections. The values of flux 
in the A, B, C, and D paths are measured by the respective Hall effect sensors. There 
are two ways to fabricate a target. One is active and the other is passive. An active tar- 
get uses a permanent magnet to generate a magnetic field, which is sensed by the probe 
when it is within the operating range. A passive target does not generate a magnetic 
field; instead, the field is generated by the probe and returned by the target. An exam- 
ple of the application is the unmanned vehicle guidance system that leads a vehicle 
over a roadbed with passive metal strip targets buried just under the road surface. The 
probe is attached to the vehicle. The targets will give position, speed, and direction 
as the probe passes over it. A probe and target can be separated by several inches. 

As shown in Figs. 7.17A and 7.17B, a rotary motion can be digitally encoded with 
high precision. To take advantage of this feature, a linear distance sensor can be built 
with a converter of a linear into a rotary motion as shown in Fig. 7.18. Such sensors 
are produced, for example, by SpaceAge Control, Inc. (www.spaceagecontrol.com). 
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Fig. 7.18. Conversion of a linear displacement (length of a thread or cable) into a rotary motion 
(A) and cable position sensor (B). (Courtesy of Space Age Control, Inc.) 
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Fig. 7.19. Magnetoresistive sensor output in the field of a permanent magnet as a function of its 
displacement x parallel to the magnetic axis (A—C). The magnet provides both the axillary and 
transverse fields. Reversal of the sensor relative to the magnet will reverse the characteristic. 
(D and E) Sensor output with a too strong magnetic field. 


7.4.5 Magnetoresistive Sensors” 


These sensors are similar in application to the Hall effect sensors. For functioning, 
they require an external magnetic field. Hence, whenever the magnetoresistive sensor 
is used as a proximity, position, or rotation detector, it must be combined with a source 
of a magnetic field. Usually, the field is originated in a permanent magnet which is 
attached to the sensor. Figure 7.19 shows a simple arrangement for using a sensor— 
permanent-magnet combination to measure linear displacement. It reveals some of 
the problems likely to be encountered if proper account is not taken of the effects 
described in this subsection. When the sensor is placed in the magnetic field, it is 
exposed to the fields in both the x and y directions. If the magnet is oriented with its 
axis parallel to the sensor strips (i.e., in the x direction) as shown in Fig. 7.19A, Hy, 
then provides the auxiliary field, and the variation in Hy can be used as a measure 
of x displacement. Figure 7.19B shows how both H, and Hy vary with x, and Fig. 
7.19C shows the corresponding output signal. In this example, H, never exceeds +H, 
(the field that can cause flipping of the sensor), and the sensor characteristics remain 
stable and well behaved throughout the measuring range. However, if the magnet is 


5 Information on the KZM10 and KM110 sensors is courtesy of Philips Semiconductors BV 
(Eindhoven, The Netherlands). 
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too powerful or the sensor passes too close to the magnet, the output signal will be 
drastically different. 

Suppose the sensor is initially on the transverse axis of the magnet (x = 0). Hy 
will be zero and H, will be at its maximum value (> H,,). Thus, the sensor will 
be oriented in the +x direction and the output voltage will vary as in Fig. 7.19E. 
With the sensor’s movement in the +x direction, Hy and Vo increase, and Hy, falls to 
zero and then increases negatively until Hy exceeds —H,. At this point, the sensor 
characteristic flips and the output voltage reverses, moving from A to B in Fig. 7.19E. 
A further increase in x causes the sensor voltage to move along BE. If the sensor is 
moved in the opposite direction, however, H, increases until it exceeds +H. and Vo 
moves from B to C. At this point, the sensor characteristic again flips and Vo moves 
from C to D. Then, under these conditions, the sensor characteristic will trace the 
hysteresis loop ABCD and a similar loop in the —x direction. Figure 7.19E is an 
idealized case, because the reversals are never as abrupt as shown. 

Figure 7.20A shows how KMZ10B and KM110B magnetoresistive sensors may 
be used to make position measurements of a metal object. The sensor is located 
between the plate and a permanent magnet, which is oriented with its magnetic axis 
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Fig. 7.20. One point measurement with the KMZ10. (A) The sensor is located between the 
permanent magnet and the metal plate; (B) Output signals for two distances between the magnet 
and the plate. 
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Fig. 7.22. (A) Optimum operating position of a magnetoresistive module. Note a permanent 
magnet positioned behind the sensor. (B) Block diagram of the module circuit. 


normal to the axis of the metal plate. A discontinuity in the plate’s structure, such as a 
hole or a region of nonmagnetic material, will disturb the magnetic field and produce 
a variation in the output signal from the sensor. Figure 7.20B shows the output signal 
for two values of spacing d. At the point where the hole and the sensor are precisely 
aligned, the output is zero regardless of the distance d or surrounding temperature. 

Figure 7.21 shows another setup which is useful for measuring angular displace- 
ment. The sensor itself is located in the magnetic field produced by two RES190 
permanent magnets fixed to a rotable frame. The output of the sensor will then be a 
measure of the rotation of the frame. 

Figure 7.22A depicts the use of a single KM110 sensor for detecting rotation and 
direction of a toothed wheel. The method of direction detection is based on a separate 
signal processing for the sensor’s two half-bridge outputs. 

The sensor operates like a magnetic Wheatstone bridge measuring nonsymmetri- 
cal magnetic conditions such as when the teeth or pins move in front of the sensor. The 
mounting of the sensor and the magnet is critical, so the angle between the sensor’s 
symmetry axis and that of the toothed wheel must be kept near zero. Further, both 
axes (the sensor’s and the wheel’s) must coincide. The circuit (Fig. 7.22B) connects 
both bridge outputs to the corresponding amplifiers and, subsequently, to the low-pass 
filters and Schmitt triggers to form the rectangular output signals. A phase difference 
between both outputs (Figs. 7.23A and 7.23B) is an indication of a rotation direction. 
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Fig. 7.23. Output signal from the amplifiers for direction 1 (A) and 2 (B). 
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Fig. 7.24. A magnetostrictive detector uses ultrasonic waves to detect position of a permanent 
magnet. 


7.4.6 Magnetostrictive Detector 


A transducer which can measure displacement with high resolution across long dis- 
tances can be built by using magnetostrictive and ultrasonic technologies [8]. The 
transducer is comprised of two major parts: a long waveguide (up to 7 m long) and a 
permanent ring magnet (Fig. 7.24). The magnet can move freely along the waveguide 
without touching it. A position of that magnet is the stimulus which is converted by 
the sensor into an electrical output signal. A waveguide contains a conductor which, 
upon applying an electrical pulse, sets up a magnetic field over its entire length. An- 
other magnetic field produced by the permanent magnet exists only in its vicinity. 
Thus, two magnetic fields may be setup at the point where the permanent magnet is 
located. A superposition of two fields results in the net magnetic field, which can be 
found from the vector summation. This net field, although helically formed around the 
waveguide, causes it to experience a minute torsional strain, or twist at the location 
of the magnet. This twist is known as the Wiedemann effect. 
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Therefore, electric pulses injected into the waveguide’s coaxial conductor produce 
mechanical twist pulses which propagate along the waveguide with the speed of sound 
specific for its material. When the pulse arrives at the excitation head of the sensor, 
the moment of its arrival is precisely measured. One way to detect that pulse is to 
use a detector that can convert an ultrasonic twitch into electric output. This can be 
accomplished by piezoelectric sensors or, as it is shown in Fig. 7.24, by the magnetic 
reluctance sensor. The sensor consists of two tiny coils positioned near two permanent 
magnets. The coils are physically coupled to the waveguide and can jerk whenever 
the waveguide experiences the twitch. This sets up short electric pulses across the 
coils. The time delay of these pulses from the corresponding excitation pulses in the 
coaxial conductor is the exact measure of the ring magnet position. An appropriate 
electronic circuit converts the time delay into a digital code representative of a position 
of the permanent magnet on the waveguide. The advantage of this sensor is in its high 
linearity (on the order of 0.05% of full scale), good repeatability (on the order of 
3 um), and long-term stability. The sensor can withstand aggressive environments, 
such as high pressure, high temperature, and strong radiation. Another advantage of 
this sensor is its low-temperature sensitivity which by careful design can be achieved 
on the order of 20 ppm/°C. 

Applications of this sensor include hydraulic cylinders, injection-molding ma- 
chines (to measure linear displacement for mold clamp position, injection of molding 
material, and ejection of the molded part), mining (for detection of rocks movements 
as small as 25 um), rolling mills, presses, forges, elevators, and other devices where 
fine resolution along large dimensions is a requirement. 


7.5 Optical Sensors 


After mechanical contact and potentionometric sensors, optical sensors are probably 
the most popular for measuring position and displacement. Their main advantages are 
simplicity, the absence of the loading effect, and relatively long operating distances. 
They are insensitive to stray magnetic fields and electrostatic interferences, which 
makes them quite suitable for many sensitive applications. An optical position sensor 
usually requires at least three essential components: a light source, a photodetector, 
and light guidance devices, which may include lenses, mirrors, optical fibers, and so 
forth. An example of single- and dual-mode fiber-optic proximity sensors are shown 
in Figs. 4.17 and 4.18 of Chapter 4. Similar arrangements are often implemented 
without optical fibers when light is guided toward a target by focusing lenses and is 
diverted back to detectors by the reflectors. Currently, this basic technology has been 
substantially improved. Some more complex and sophisticated products have evolved. 
The improvements are aimed to better selectivity, noise immunity, and reliability of 
the optical sensors. 


7.5.1 Optical Bridge 


The concept of a bridge circuit, like a classical Wheatstone bridge, is employed in 
many sensors and the optical sensor is a good example of that. One such use shown in 
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Fig. 7.25. Four-quadrant photodetector: (A) focusing an object on the sensor; (B) connection 
of the sensing elements to difference amplifiers; (C) sensor in a packaging. (From Advanced 
Photonix, Inc. Camarillo, CA.) 


Fig. 7.25. A four-quadrant photodetector consists of four light detectors connected in 
a bridgelike circuit. The object must have an optical contrast against the background. 
Consider a positioning system of a spacecraft (Fig. 7.25A). An image of the Sun 
or any other sufficiently bright object is focused by an optical system (a telescope) 
on a four-quadrant photodetector. The opposite parts of the detector are connected 
to the corresponding inputs of the difference amplifiers (Fig. 7.25B). Each amplifier 
produces the output signal proportional to a displacement of the image from the optical 
center of the sensor along a corresponding axis. When the image is perfectly centered, 
both amplifiers produce zero outputs. This may happen only when the optical axis of 
the telescope passes through the object. 


7.5.2 Proximity Detector with Polarized Light 


One method of building a better optoelectronic sensor is to use polarized light. Each 
light photon has specific magnetic and electric field directions perpendicular to each 
other and to the direction of propagation (see Fig. 3.48 of Chapter 3). The direction 
of the electric field is the direction of the light polarization. Most of the light sources 
produce light with randomly polarized photons. To make light polarized, it can be 
directed through a polarizing filter, (i.e., a special material which transmits light polar- 
ized only in one direction and absorbs and reflects photons with wrong polarizations). 
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Fig. 7.26. Passing polarized light through a polarizing filter: (A) direction of polarization is 
the same as of the filter; (B) direction of polarization is rotated with respect to the filter; (C) 
direction of polarization is perpendicular with respect to the filter. 
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Fig. 7.27. Proximity detector with two polarizing filters positioned at a 90° angle with respect 
to one another: (A) polarized light returns from the metallic object within the same plane 
of polarization; (B) nonmetallic object depolarizes light, thus allowing it to pass through the 
polarizing filter. 


However, any direction of polarization can be represented as a geometrical sum of 
two orthogonal polarizations: One is the same as the filter and the other is nonpass- 
ing. Thus, by rotating the polarization of light before the polarizing filter, we may 
gradually change the light intensity at the filter’s output (Fig. 7.26). 

When polarized light strikes an object, the reflected light may retain its polarization 
(specular reflection) or the polarization angle may change. The latter is typical for 
many nonmetallic objects. Thus, to make a sensor nonsensitive to reflective objects 
(like metal cans, foil wrappers, and the like), it may include two perpendicularly 
positioned polarizing filters: one at the light source and the other at the detector (Figs. 
7.27A and 7.27B). The first filter is positioned at the emitting lens (light source) to 
polarize the outgoing light. The second filter is at the receiving lens (detector) to allow 
passage of only those components of light which have a 90° rotation with respect to 
the outgoing polarization. Whenever light is reflected from a specular reflector, its 
polarization direction does not change and the receiving filter will not allow the light 
to pass to a photodetector. However, when light is reflected in a nonspecular manner, 
its components will contain a sufficient amount of polarization to go through the 
receiving filter and activate the detector. Therefore, the use of polarizers reduces 
false-positive detections of nonmetallic objects. 
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7.5.3 Fiber-Optic Sensors 


Fiber-optic sensors can be used quite effectively as proximity and level detectors. One 
example of the displacement sensor is shown in Fig. 4.18 of Chapter 4, where the 
intensity of the reflected light is modulated by the distance d to the reflective surface. 

A liquid-level detector (see also Section 7.8.3) with two fibers and a prism is shown 
in Fig. 7.28. It utilizes the difference between refractive indices of air (or gaseous phase 
of a material) and the measured liquid. When the sensor is above the liquid level, a 
transmitting fiber (on the left) sends most of its light to the receiving fiber (on the right) 
due to a total internal reflection in the prism. However, some light rays approaching 
the prism reflective surface at angles less than the angle of total internal reflection 
are lost to the surroundings. When the prism reaches the liquid level, the angle of 
total internal reflection changes because the refractive index of a liquid is higher than 
that of air. This results in a much greater loss in the light intensity, which can be 
detected at the other end of the receiving fiber. The light intensity is converted into 
an electrical signal by any appropriate photodetector. Another version of the sensor 
is shown in Fig. 7.29, which shows a sensor fabricated by Gems Sensors (Plainville, 
CT). The fiber is U-shaped, and upon being immersed into liquid, it modulates the 
intensity of passing light. The detector has two sensitive regions near the bends, where 
the radius of curvature is the smallest. An entire assembly is packaged into a 5-mm- 
diameter probe and has a repeatability error of about 0.5 mm. Note that the shape of 
the sensing element draws liquid droplets away from the sensing regions when the 
probe is elevated above the liquid level. 


7.5.4 Fabry—Perot Sensors 


For measuring small displacements with high precision in a harsh environment, the 
so-called Fabry—Perot optical cavity can be employed. The cavity contains two semire- 
flective mirrors facing each other and separated by distance L (Fig. 7.30A). The cavity 
is injected with light from a known source (a laser, e.g.) and the photons inside the 
cavity bounce back and forth between the two mirrors, interfering with each other 
in the process. In fact, the cavity is a storage tank for light. At some frequencies of 
photons, light can pass out of the cavity. A Fabry—Perot interferometer is basically 
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Fig. 7.29. U-shaped fiber-optic liquid-level sensor: (A) When the sensor is above the liquid 
level, the light at the output is strongest; (B) when the sensitive regions touch liquid, the light 
propagated through the fiber drops. 
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Fig. 7.30. (A) Multiple-ray interference inside a Fabry—Perot cavity; (B) transmitted frequen- 
cies of light. 


a frequency filter whose transmission frequency is intimately related to the length 
of the cavity (Fig. 7.30B). As the cavity length changes, the frequencies at which it 
transmits light change accordingly. If you make one of the mirrors movable, by mon- 
itoring the optical transmission frequency, very small changes in the cavity length 
can be resolved. The narrow bands of transmitted light are separated by frequencies 
that are inversely proportional to the cavity length: 


Av=— (7.8) 


where c is the speed of light. For practical cavities with a mirror separation on the order 
of 1 um, typical values of Av are between 500 MHz and | GHz. Thus, by detecting 
the frequency shift of the transmitted light with respect to a reference light source, 
changes in the cavity dimensions can be measured with the accuracy comparable 
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Fig. 7.31. Construction of a Fabry-Perot pressure sensor (A) and view of FISO FOP-M pressure 
sensor (B). 


with the wavelength of light. Whatever may cause changes in the cavity dimensions 
(mirror movement) may be the subject of measurements. These include strain, force, 
pressure, and temperature. 

Fabry—Perot cavity-based sensors have been widely used for their versatility; for 
example, they have been used to sense both pressure and temperature [7—10]. This 
kind of sensor detects changes in optical path length induced by either a change in 
the refractive index or a change in physical length of the cavity. Micromachining 
techniques make Fabry—Perot sensors more attractive by reducing the size and the 
cost of the sensing element. Another advantage of the miniature Fabry—Perot sensor is 
that low-coherence light sources, such as light-emitting diodes (LEDs) or even light 
bulbs, can be used to generate the interferometric signal. 

A pressure sensor with a Fabry—Perot cavity is shown in Fig. 7.31A. Pressure is 
applied to the upper membrane. Under pressure, the diaphragm deflects inwardly, 
thus reducing the cavity dimension L. The cavity is monolithically built by microma- 
chined technology and the mirrors can be either the dielectric layers or metal layers 
deposited or evaporated during the manufacturing process. The thickness of each 
layer must be tightly controlled to achieve the target performance of a sensor. An 
ultraminiature pressure sensor produced by FISO Technologies (www.fiso.com) is 
shown in Fig. 7.31B. The sensor has a very small temperature coefficient of sensitiv- 
ity (< 0.03%) and has an outside diameter of 0.55 mm, which makes it ideal for such 
critical applications as in implanted medical devices and other invasive instruments. 

A measuring system for the Fabry—Perot sensor is shown in Fig. 7.32. Light from 
a white-light source is coupled through a2 x 2 splitter to the optical fiber that, in turn, 
is connected to a sensor. The sensor contains a Fabry—Perot interferometer cavity 
(FPD) and it reflects back light at a wavelength related to the cavity size. Now, the 
task is to measure the shift in a wavelength. This is accomplished by a white-light 
cross-correlator that contains a Fabry—Perot wedge. The wedge, in effect, is a cavity 
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Fig. 7.32. Measuring system for the Fabry—Perot sensor. (Courtesy of Roctest. 
www.roctest.com.) 


of a linearly variable dimension. Depending of the received wavelength, it passes 
light only at a specific location of the wedge. The outgoing light position at the wedge 
may be detected by a position-sensitive detector (PSD) that is described in detail in 
Section 7.5.6. The output of the detector directly relates to the input stimulus applied 
to the FPI sensor. 

This method of sensing has the advantages of a linear response, insensitivity to 
the light intensity resulting from the light source or fiber transmission, versatility to 
measure different stimuli with the same instrument, wide dynamic range (1 : 15,000), 
and high resolution. In addition, the fiber-optic sensors are immune to many electro- 
magnetic and radio-frequency interferences (EMI and RFI) and can operate reliably 
in harsh environment without adverse effects. For example, a FPI sensor may function 
inside a microwave oven. 


7.5.5 Grating Sensors 


An optical displacement transducer can be fabricated with two overlapping gratings 
which serve as a light-intensity modulator (Fig. 7.33A). The incoming pilot beam 
strikes the first, stationary grating which allows only about 50% of light to pass 
toward the second, moving grating. When the opaque sectors of the moving grating 
are precisely aligned with the transmitting sectors of the stationary grating, the light 
will be completely dimmed out. Therefore, the transmitting light beam intensity can 
be modulated from 0% to 50% of the pilot beam (Fig. 7.33B). The transmitted beam 
is focused on a sensitive surface of a photodetector, which converts light into electric 
current. 

The full-scale displacement is equal to the size of an opaque (or clear) sector. 
There is a trade-off between the dynamic range of the modulator and its sensitivity; 
that is, for the large pitch of the grating (large sizes of the transparent and opaque 
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Fig. 7.33. Optical displacement sensor with grating light modulator: (A) schematic; (B) transfer 
function. 


sectors), the sensitivity is low, but, the full-scale displacement is large. For the higher 
sensitivity, the grating pitch can be made very small, so that the minute movements 
of the grating will result in a large output signal. This type of modulator was used in a 
sensitive hydrophone [11] to sense displacements of a diaphragm. The grating pitch 
was 10 um, which means that the full-scale displacement was 5 um. The light source 
was a 2-mW He-Ne laser whose light was coupled to the grating through an optical 
fiber. The tests of the hydrophone have demonstrated that the device is sensitive with 
a dynamic range of 125 dB of pressure as referenced to | uPa, with a frequency 
response up to | kHz. 

A grating principle of light modulation is employed in very popular rotating or 
linear encoders, where a moving mask (usually fabricated in the form of a disk) has 
transparent and opaque sections (Fig. 7.34). 

The encoding disk functions as an interrupter of light beams within an optocoupler; 
that is, when the opaque section of the disk breaks the light beam, the detector is 
turned off (indicating digital ZERO), and when the light passes through a transparent 
section, the detector is on (indicating digital ONE). The optical encoders typically 
employ infrared emitters and detectors operating in the spectral range from 820 to 940 
nm. The disks are made from laminated plastic and the opaque lines are produced by a 
photographic process. These disks are light, have low inertia and low cost and exhibit 
excellent resistance to shock and vibration. However, they have a limited operating 
temperature range. Disks for a broader temperature range are fabricated of etched 
metal. 

There are two types of encoding disk: the incremental, which produces a transient 
whenever it is rotated for a pitch angle, and the absolute, whose angular position 
is encoded in a combination of opaque and transparent areas along the radius. The 
encoding can be based on any convenient digital code. The most common are the 
gray code, the binary, and the BCD (binary coded decimals). 

The incremental encoding systems are more commonly used than the absolute 
systems, because of their lower cost and complexity, especially in applications where 
count is desirable instead of a position. When employing the incremental encoding 
disks, the basic sensing of movement can be made with a single optical channel (an 
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Fig. 7.34. Incremental (A) and absolute (B) optical encoding disks. When the wheel rotates 
clockwise (CW), the channel a signal leads b by 90° (C); when the wheel rotates counterclock- 
wise (CCW), channel b signal leads a by 90° (D). 


emitter—detector pair), whereas the speed and incremental position and the direction 
sensing must use two. The most commonly used approach is a quadrature sensing, 
where the relative position of the output signals from two optical channels are com- 
pared. The comparison provides the direction information, and either of the individual 
channels gives the transition signal used to derive either count or speed information 
(Figs. 7.31C and 7.31D). 


7.5.6 Linear Optical Sensors (PSD) 


For precision position measurements over short and long ranges, optical systems op- 
erating in the near infrared can be quite effective. An example is a position-sensitive 
detector (PSD) produced for precision position sensing and autofocusing in photo- 
graphic and video cameras. The position measuring module is of an active type: It 
incorporates a light emitting diode (LED) and a photodetective PSD. The position 
of an object is determined by applying the principle of a triangular measurement. 
Figure 7.35 shows that the near-infrared LED through a collimator lens produces a 
narrow-angle beam (< 2°). The beam is a 0.7-ms-wide pulse. On striking the object, 
the beam is reflected back to the detector. The received low-intensity light is focused 
on the sensitive surface of the PSD. The PSD then generates the output signal (cur- 
rents Ig and [,4), which is proportional to distance x of the light spot on its surface, 
from the central position. The intensity of a received beam greatly depends on the 
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Fig. 7.35. The PSD sensor measures distance by applying a triangular principle. 
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reflective properties of an object. Diffusive reflectivity in the near-infrared spectral 
range is close to that in the visible range; hence, the intensity of the light incident 
on the PSD has a great deal of variation. Nevertheless, the accuracy of measurement 
depends very little on the intensity of the received light. 

APSD operates on the principle of photoeffect. It makes use of a surface resistance 
of a silicon photodiode. Unlike MOS and CCD sensors integrating multielement pho- 
todiode arrays, the PSD has a nondiscrete sensitive area. It provides one-dimensional 
or two-dimensional [11] position signals on a light spot traveling over its sensitive 
surface. A sensor is fabricated of a piece of high-resistance silicon with two layers (p 
and n™ types) built on its opposite sides (Fig. 7.36). A one-dimensional sensor has two 
electrodes (A and B) formed on the upper layer to provide electrical contacts to the 
p-type resistance. There is a common electrode (C) at the center of the bottom layer. 
Photoelectric effect occurs in the upper p-n junction. The distance between two upper 
electrodes is D, and the corresponding resistance between these two electrodes is Rp. 

Let us assume that the beam incidence strikes the surface at distance x from the 
A electrode. Then, the corresponding resistance between that electrode and the point 
of incidence is respectively, R,. The photoelectric current Jo produced by the beam 
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is proportional to its intensity. That current will flow to both outputs (A and B) of the 
sensors in corresponding proportions to the resistances and, therefore, to the distances 
between the point of incidence and the electrodes: 

Rp — Rx Ry 


I, = Ip ——— and Ip =I 


: 7.9 
Rp Rp (7.9) 


If the resistances versus distances are linear, they can be replaced with the respective 
distances on the surface: 


Cc 
d Ip=Ih—. 7.10 
ani B=l> (7.10) 


To eliminate the dependence of the photoelectric current (and of the light intensity), 
we can use a ratiometric technique; that is, we take the ratio of the currents, 


I, D 
P=—=— -l, (7.11) 
Ip x 
which we can rewrite for a value of x: 
D 
x= ——. (7.12) 
P+1 


Figure 7.35 shows geometrical relationships between various distances in the mea- 
surement system. Solving two triangles for Lo yields 


Lp 
Lo=f—. (7.13) 


where f is the focal distance of the receiving lens. Substituting Eq. (7.12) we obtain 
the distance in terms of the current ratio: 


Lg 
Loaf PS, (7.14) 


where k is called the module geometrical constant. Therefore, the distance from the 
module to the object linearly affects the ratio of the PSD output currents. 

A similar operating principle is implemented in an industrial optical displacement 
sensor (Fig. 7.37) where a PSD is used for measurement of small displacements at op- 
erating distances of several centimeters. Such optical sensors are highly efficient for 
the on-line measurements of the height of a device (printed circuit board inspection, 
liquid- and solids-level control, laser torch height control, etc.), for the measurement 
of eccentricity of a rotating object, for thickness and precision displacement mea- 
surements, for the detection of the presence or absence of an object (medicine bottle 
caps), and so forth. A great advantage of an optical displacement sensor with a PSD 
is that its accuracy may be much greater than the accuracy of the PSD itself [12]. 

The PSD elements are produced of two basic types: one and two dimensional. 
Equivalent circuits of both are shown in Fig. 7.38. Because the equivalent circuit 
has a distributed capacitance and resistance, the PSD time constant varies depending 
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Fig. 7.37. Optical position displacement sensor (From Keyence Corp. of America, Fair Lawn, 
NJ.) 


on the position of the light spot. In response to an input step function, a small-area 
PSD has rise time in the range of 1-2 us. Its spectral response is approximately 
from 320 to 1100 nm; that is, the PSD covers the ultraviolet (UV), visible, and near- 
infrared spectral ranges. Small-area one-dimensional PSDs have sensitive surfaces 
ranging from | x 2 to | x 12 mm, whereas the large-area two-dimensional sensors 
have square areas with a side ranging from 4 to 27 mm. 


7.6 Ultrasonic Sensors 


For noncontact distance measurements, an active sensor which transmits some kind 
of a pilot signal and receives a reflected signal can be designed. The transmitted 
energy may be in the form of any radiation—for instance, electromagnetic in the 
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Fig. 7.38. Equivalent circuits for the (A) one- and (B) two-dimensional position-sensitive 
detectors. (Courtesy of Hamamatsu Photonics K.K., Japan.) 


optical range (as in a PSD) electromagnetic in the microwave range, acoustic, and so 
forth. Transmission and reception of the ultrasonic energy is a basis for very popular 
ultrasonic-range meters, and velocity detectors. Ultrasonic waves are mechanical 
acoustic waves covering the frequency range well beyond the capabilities of human 
ears (i.e., over 20 kHz). However, these frequencies may be quite perceptive by 
smaller animals, like dogs, cats, rodents, and insects. Indeed, the ultrasonic detectors 
are the biological ranging devices for bats and dolphins. 

When the waves are incident on an object, part of their energy is reflected. In many 
practical cases, the ultrasonic energy is reflected in a diffuse manner; that is, regardless 
of the direction from which the energy comes, it is reflected almost uniformly within 
a wide solid angle, which may approach 180°. If an object moves, the frequency of 
the reflected waves will differ from the transmitted waves. This is called the Doppler 
effect.® 


© See Section 6.2 of Chapter 6 for the description of the Doppler effect for the microwaves. The 
effect is fully applicable to the propagation of any energy having a wave nature, including 
ultrasonic. 
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Fig. 7.39. Ultrasonic distance measurement: (A) basic arrangement; (B) impedance character- 
istic of a piezoelectric transducer. 


The distance Lo to the object can be calculated through the speed v of the ultrasonic 
waves in the media, and the angle, © (Fig. 7.39A): 


a ut eee (7.15) 
2 

where ¢ is the time for the ultrasonic waves to travel to the object and back to the 
receiver. If a transmitter and a receiver are positioned close to each other as compared 
with the distance to the object, then cos © © 1. Ultrasonic waves have an obvious 
advantage over the microwaves: they propagate with the speed of sound, which is 
much slower than the speed of light at which microwaves propagate. Thus, the time ¢ 
is much longer and its measurement can be accomplished easier and less expensively. 

To generate any mechanical waves, including ultrasonic, the movement of a sur- 
face is required. This movement creates compression and expansion of a medium, 
which can be gas (air), liquids, or solids.’ The most common type of excitation device 
which can generate surface movement in the ultrasonic range is a piezoelectric trans- 
ducer operating in the so-called motor mode. The name implies that the piezoelectric 
device directly converts electrical energy into mechanical energy. 

Figure 7.40A shows that the input voltage applied to the ceramic element causes 
it to flex and transmit ultrasonic waves. Because piezoelectricity is a reversible phe- 
nomenon, the ceramic generates voltage when incoming ultrasonic waves flex it. In 
other words, the element may work as both the transmitter and the receiver (a mi- 
crophone). A typical operating frequency of the transmitting piezoelectric element 
is near 32 kHz. For better efficiency, the frequency of the driving oscillator should 
be adjusted to the resonant frequency f, of the piezoelectric ceramic (Fig. 7.39B), 
where the sensitivity and efficiency of the element is best. When the measurement 
circuit operates in a pulsed mode, the same piezoelectric element is used for both 
transmission and receiving. When the system requires the continuous transmission 
of ultrasonic waves, separate piezoelectric elements are employed for the transmitter 


7 See Section 3.10 of Chapter 3 for description of sound waves. 
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Fig. 7.40. Piezoelectric ultrasonic transducer: (A) input voltage flexes the element and transmits 
ultrasonic waves, whereas incoming waves produce output voltage; (B) open-aperture type of 
ultrasonic transducer for operation in air. (Courtesy of Nippon Ceramic, Japan.) 
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Fig. 7.41. (A) ultrasonic transducer for air. (B) directional diagram. 


and receiver. A typical design of an air-operating sensor is shown in Figs. 7.40B and 
7A1A. A directional sensitivity diagram (Fig. 7.41B) is important for a particular 
application. The narrower the diagram, the more sensitive the transducer is. 


7.7 Radar Sensors 


7.7.1 Micropower Impulse Radar 


In 1993, Lawrence Livermore National Laboratory had developed a micropower 
impulse radar (MIR), which is a low-cost noncontact ranging sensor. The operating 
principle of the MIR is fundamentally the same as that of a conventional pulse radar 
system, but with several significant differences. The MIR (Fig. 7.42) consists of 
a white-noise generator whose output signal triggers a pulse generator. The pulse 
generator produces very short pulses with an average rate of 2 MHz +20%. Each pulse 
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Fig. 7.42. Block diagram of micropower radar (A) and the timing diagram (B). 


has a fixed short duration t, whereas the repetition of these pulses is random, according 
to triggering by the noise generator. The pulses are spaced randomly with respect to 
one another in a Gaussian-noise like pattern. The distance between pulses range from 
200 to 625 ns. It can be said that the pulses have a pulse-frequency modulation (PFM) 
by white noise with maximum index of 20%. In turn, the square-wave pulses cause 
the amplitude modulation (AM) of a radio transmitter. The modulation has a 100% 
depth; that is, the transmitter is turned on and off by the pulses. Such a double-step 
modulation is called PRFM-AM. 

The radio transmitter produces short bursts of high-frequency radio signal which 
propagate from the transmitting antenna to the surrounding space. The electromag- 
netic waves reflect from the objects and propagate back to the radar. The same pulse 
generator which modulates the transmitter gates (with a predetermined delay) the 
radio receiver to enable the reception of the MIR only during a specific time window. 
Another reason for gating the receiver is to reduce its power consumption. The re- 
flected pulses are received and demodulated (the square-wave shape is restored from 
the radio signal), and the time delay with respect to the transmitted pulses is measured. 
The time delay is proportional to the distance D from the antenna to the object from 
which the radio waves are reflected: tg = 2Dc~!, where c is the speed of light. 

The carrier frequency (center frequency) of the radio transmitter is either 1.95 
or 6.5 GHz. Due to very short modulating pulses, the approximate bandwidth of the 
radiated signal is very wide—about 500 MHz (for a 1.95-GHz carrier). The spatial 
distribution of the transmitted energy is determined by the type of antenna. For a 
dipole antenna, it covers nearly 360°, but it may be shaped to the desired pattern 
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Fig. 7.43. Imaging steel in concrete with MIR: (A) the internal elements of a concrete slab 
before pouring; (B) reconstructed 3-D MIR image of the elements embedded in the finished 
30-cm-thick concrete slab. 


by employing a horn, a reflector, or a lens. Because of the unpredictable modulation 
pattern, the wide bandwidth, and a low spectral density of the transmitted signal, 
the MIR system is quite immune to countermeasures and virtually is stealthy—the 
radiated energy is perceived by any nonsynchronous receiver as white thermal noise. 

The average duty cycle of the transmitted pulses is small (< 1%). Because the 
pulses are spaced randomly, practically any number of identical MIR systems may 
operate in the same space without a frequency division (i.e., they work at the same 
carrier frequency within the same bandwidth). There is a little chance that bursts 
from the interfering transmitters overlap, and if they do, the interference level is 
significantly reduced by the averaging circuit. Nearly 10,000 received pulses are 
averaged before the time delay is measured. 

Other advantages of the MIR are low cost and extremely low power consumption 
of the radio receiver, about 12 uW. The total power consumption of the entire MIR 
system is near 50 wW. Two AA alkaline batteries may power it continuously for several 
years. 

Applications for the MIR include range meters (Fig. 7.43), intrusion alarms, 
level detectors, vehicle ranging devices, automation systems, robotics, medical in- 
struments, weapons, novelty products, and even toys where a relatively short range 
of detection is required. 


7.7.2 Ground-Penetrating Radar 


Civil engineering, archeology, forensic science are just a few examples of many ap- 
plications of the high-frequency ground-penetrating radar (GPR). The radar operation 
is rather classical: It transmits radio waves and receives the reflected signal. The time 
delay between the transmitted and received signals is the measure of a distance to the 
reflecting surface. Although radars operated in air and space have ranges that reach 
thousands of kilometers, the GPR range at best is just several hundred meters. The 
radar operates at frequencies from 500 MHz to 1.5 GHz (Noggin System from Sen- 
sors & Software, Inc., Canada, www.sensoft.ca). Radio waves do not penetrate far 
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Fig. 7.44. (A) Attenuation of radio 
waves in different materials. Attenua- 
tion varies with excitation frequency 
and type of material. At low frequen- 
cies (< 1 MHz), attenuation is primarily 
controlled by dc conductivity. At high 
frequencies (> 1000 MHz), water is a 
strong energy absorber. (B) When atten- 
uation limits exploration depth, power 
must increase exponentially with depth. 
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through soils, rocks, and most man-made materials such as concrete. The exponen- 
tial attenuation coefficient, a, is primarily determined by the electrical conductivity 
of the material. In simple uniform materials, this is usually the dominant factor. In 
most materials, energy is also lost to scattering from material variability and to water 
contents. Water has two effects: First, water contains ions which contribute to bulk 
conductivity, and second, the water molecule absorbs electromagnetic energy at high 
frequencies, typically above 1000 MHz. Figure 7.44 shows that attenuation varies 
with excitation frequency and material. Thus, practical maximum distance increases 
for the dry materials (Fig. 7.45A). An example of data presented on the radar monitor 
is shown in Fig. 7.45B. 

Lowering the frequency improves the depth of exploration because attenuation 
primarily increases with frequency. As the frequency decreases, however, two other 
fundamental aspects of the GPR measurement come into play. First, reducing the 
frequency results in a loss of resolution. Second, if the frequency is too low, electro- 
magnetic fields no longer travel as waves but diffuse, which is the realm of inductive 
electromagnetic (EM) or eddy-current measurements. 
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Fig. 7.45. (A) Maximum depth for various materials; (B) graphic presentation of measured 
bedding in wet sand deposits. (Courtesy of Sensors & Software, Inc., Canada, www.sensoft.ca.) 


7.8 Thickness and Level Sensors 


In many industrial applications, the measurement of thickness of a material is essential 
for manufacturing, process and quality control, safety, airspace, and so forth. The 
methods of thickness gauging range from the optical, to ultrasonic, to x-ray. Here, we 
briefly review some less known methods. 


7.8.1 Ablation Sensors 


Ablation is dissipation of heat by melting and removal of the sacrificial protective 
layer during atmospheric reentry. Aerospace vehicles subjected to significant aerody- 
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Fig. 7.46. Breakwire concept with thermocouples consisting of metals x and y (A); light pipe 
concept (B); and measurement of thin-film liquid by a capacitive method (C). 


namic heating often rely on ablating thermal protection systems (TPSs) to keep the 
internal structure and equipment below critical operating temperatures. An ablating 
TPS undergoes chemical decomposition or phase change (or both) below the inter- 
nal structure’s critical temperature. Incident thermal energy is then channeled into 
melting, subliming, or decomposing the ablator. The ablator recession rate is directly 
proportional to the flux at the surface. A measure of ablator thickness is required to 
estimate surface heat flux. Thus, an ablation sensor is a kind of position sensor that 
detects position of the ablation layer’s outer surface and provides a measure of the re- 
maining thickness. The ablation sensors can be built into the ablation layer (intrusive 
sensors) or be noninvasive. 

The intrusive sensors include the breakwire ablation gauge, radiation transducer 
(RAT) sensor, and light pipe [13]. The breakwire ablation gauge consists of several thin 
wires implanted at various known levels in an ablator. As the material progressively 
erodes, each successive wire is broken and results in an open circuit. Figure 7.46A 
illustrates this concept. In some cases [14] breakwire doubles as a thermocouple (TC) 
and each is situated so that no breakwire TC is directly above another. This arrange- 
ment allows an unobstructed conduction path through the ablator to each breakwire 
TC, including those at lower levels. Although the breakwire method provides tem- 
perature time histories until the last TC is exposed and destroyed, this method only 
provides recession data at a few distinct points. 
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Fig. 7.47. Block diagram of resonant ablation gauge (A) and prototype sensor (B). 


The light pipe sensor consists of quartz fibers implanted in an ablator and termi- 
nated at known depths (Fig. 7.46B). When the TPS recedes to where a fiber terminates, 
light transmits down to a photodiode. This method provides recession data at distinct 
points only and does not provide temperature data, as the breakwire method does. 

Entirely noninvasive sensor for measuring the ablation layer can be built by using 
the capacitive method. The sensor is made in the form of two electrodes that may 
have a variety of shapes [13]. The sensor is placed in series with an inductor and a 
resistor forming an resistive, inductive, and capacitive (RLC) termination to a waveg- 
uide (i.e., a coaxial cable). The arrangement shown in Fig. 7.47 is very similar to a 
transmitter—antenna configuration. The RLC termination has a resonant frequency 
approximated by 


(So. (7.16) 


When electromagnetic energy at the resonant frequency is sent down the waveguide, 
all of the energy dissipates in the resistor. If, however, the resonant frequency of the 
termination changes (say, because of a change in capacitance), a fraction of the energy 
is reflected back toward the source. As the capacitance continues to change, the en- 
ergy reflected increases. Antennas that work like this are said to be out of tune. In this 
situation, one could use a commercially available reflection-coefficient bridge (RCB) 
between the radio-frequency (RF) source and the waveguide termination. The RCB 
generates a dc voltage proportional to the energy reflected. Then, the antenna can be 
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adjusted until the bridge output voltage is a minimum and the energy transmitted is 
a maximum. 


7.8.2 Thin-Film Sensors 


Sensors for measuring the thickness of a film range from mechanical gauges, to 
optical, to electromagnetic and capacitive. Optical methods are limited to transparent 
or semitransparent films. The planar electrodes that mimic a parallel-plate capacitor 
produce high output; however, to be accurate, they and the sampled film must be 
nearly perfectly parallel, which often is not practical, especially for the surface where 
the film is positioned on a curvature. Thus, different types of electrode have been 
proposed. 

An example of a simple capacitive sensor that can measure thickness of liquid 
film is presented in [15]. The liquid film thickness was measured via the capacitance 
between two small-wire probes protruding into the liquid (Fig. 7.46C). The liquid 
acted as a dielectric between two plates of a capacitor, with the plates being two 
small-wire probes. If the liquid has a different dielectric constant than air, a change in 
liquid level results in a change in the probe’s capacitance. The capacitance changes 
were measured by incorporating the probe into a frequency-modulation circuit. A 
fixed frequency was the input to the circuit, and the output frequency depended on 
the probe’s capacitance. 

Another type of an electrode is spherical and was proposed for a dry dielectric 
film [16]. The capacitance is measured between the metal sphere (a stainless-steel 
ball having a diameter between 3 and 4 mm) and a conductive base (Fig. 7.48A). 
To minimize a fringing effect, the ball is surrounded by a driven shield that helps in 
directing the electric field only toward the base electrode through the film. 


7.8.3 Liquid-Level Sensors 


There are many ways to detect levels of liquids. They include the use of the resistive 
(see Fig. 7.1B), optical (see Fig. 7.28), magnetic (see Fig. 7.24), and capacitive (see 
Fig. 3.8 of Chapter 3) sensors. The choice of a particular sensor depends on many 
factors, but probably the defining factor is the type of a liquid. One of the most 
challenging is liquid gases, especially liquid helium, which has a low density and 
low dielectric constant, not mentioning its storage in the enclosed Dewar bottles at a 
cryogenic temperature. Is such difficult cases, a transmission-line sensor may be quite 
efficient. The sensor operates on a principle that is similar to the one that was described 
for ablation sensing (Fig. 7.47). For detecting the liquid levels, the transmission-line 
sensor may be constructed as shown in Fig. 7.49. 

The probe resembles a capacitive-level sensor shown in Fig. 3.8 of Chapter 3; 
however, its operation does not rely on the liquid dielectric constant, as is the case 
in Fig. 3.8. The probe looks like a long tube with an inner electrode surrounded by 
the outer cylindrical electrode. The probe is immersed into liquid, which may freely 
fill the space between the electrodes. The electrodes are fed with a high-frequency 
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Fig. 7.48. Dry dielectric film capacitive sensor (A) and shape of transfer function (B). (Adapted 
from Ref. [16].) 


signal (about 10 MHz). A length of the probe can be any practical wavelength but for 
a linear response, it is advisable to keep it less than (1/4)A [17]. The high-frequency 
signal propagates along the transmission line that is formed by the two electrodes. 
The liquid fills the space between the electrodes up to a particular level x. Because 
the dielectric constant of a liquid is different from its vapor, the properties of the 
transmission line depend on the position of the borderline between liquid and vapor 
(in other words, on the liquid level). The high-frequency signal is partially reflected 
from the liquid—vapor borderline and propagates back toward the upper portion of 
the sensor. To some degree, it resembles radar that sends a pilot signal and receives 
the reflection. By measuring a phase shift between the transmitted and reflected sig- 
nals, the position of the borderline can be computed. The phase-shift measurement 
is resolved by a phase comparator that produces a dc voltage at its output. A higher 
dielectric constant produces a better reflection and, thus, the sensitivity of the sensor 
improves accordingly (Fig. 7.49B). 


298 


Position, Displacement, and Level 


oscillator 


ae sformer 


inner 
electrode 


cylindrical 
electrode 


liquid 


phase comparator de ont 


(A) 


20 40K) 
10 200 


i} 10 20 30 40 50 60 
level (cm) 


(B) 


Fig. 7.49. Transmission-line probe (A) and transfer functions (B). (Adapted from Ref. [17].) 
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Velocity and Acceleration 


Acceleration is a dynamic characteristic of an object, because, according to New- 
ton’s second law, it essentially requires application of a force. In effect, the position, 
velocity, and acceleration are all related: Velocity is a first derivative of position 
and acceleration is the second derivative. However, in a noisy environment, taking 
derivatives may result in extremely high errors, even if complex and sophisticated 
signal conditioning circuits are employed. Therefore, velocity and acceleration are 
not derived from the position detectors, but rather measured by special sensors. As 
a rule of thumb, in low-frequency applications (having a bandwidth on the order of 
1 Hz), position and displacement measurements generally provide good accuracy. In 
the intermediate-frequency applications (less than | kHz), velocity measurement is 
usually favored. In measuring high-frequency motions with appreciable noise levels, 
acceleration measurement is preferred. 

Velocity (speed or rate of motion) may be linear or angular; that is, it shows how 
fast an object moves along a straight line or how fast it rotates. The measure of ve- 
locity depends on the scale of an object and may be expressed, say, in millimeters per 
second or miles per hour. Currently, the speed of a large object, especially of a land or 
water vehicle, may be very efficiently determined by a GPS (Geo Positioning System) 
that operates by receiving radio signals from a number of the Earth’s satellites and by 
computing the time delay of signals received from one satellite as compared with the 
other. When the position of a vehicle is determined with a periodic rate, computation 
of its velocity is no problem. For smaller objects and shorter distances, GPS is not 
a solution. Detecting the velocity for such objects requires different references. A 
basic idea behind many sensors for the transduction of velocity or acceleration is a 
measurement of the displacement of an object with respect to some reference object 
which, in many cases, is an integral part of the sensor. Displacement here is akeyword. 
Many velocity or acceleration sensors contain components which are sensitive to a 
displacement. Thus, the position and displacement sensors described are the integral 
parts of the velocity sensors and accelerometers. In some instances, however, veloc- 
ity sensors and accelerometers do not use an intermediate displacement transducer 
because their motions may be directly converted into electrical signals. For example, 
moving a magnet though a coil of wire will induce a voltage in the coil according 
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Fig. 8.1. Operating principle of an electromagnetic velocity sensor. (Courtesy of Trans-Tek, 
Inc., Ellington, CT.) 


to Faraday’s law. This voltage is proportional to the magnet’s velocity and the field 
strength [Eq. (3.39) of Chapter 3]. Linear velocity transducers use this principle of 
magnetic induction, with a permanent magnet and a fixed geometry coil, so the output 
voltage of the coil is directly proportional to the magnet’s relative velocity over its 
working range. 

In the velocity sensor, both ends of the magnet are inside the coil. With a single coil, 
this would give a zero output because the voltage generated by one end of the magnet 
would cancel the voltage generated by the other end. To overcome this limitation, the 
coil is divided into two sections. The north pole of the magnet induces a current in 
one coil, and the south pole induces a current in the other coil (Fig. 8.1). The two coils 
are connected in a series-opposite direction to obtain an output proportional to the 
magnet’s velocity. The maximum detectable velocity depends primarily on the input 
stages of the interface electronic circuit. The minimum detectable velocity depends 
on the noise floor and especially of transmitted noise from nearby high-ac-current 
equipment. Typical specifications of an electromagnetic sensor are given in Table 
8.1. This design is very similar to a linear variable differential transformer (LVDT) 
position sensor (Section 7.4 of Chapter 7), except that the LVDT is an active sensor 
with a moving ferromagnetic core, whereas the velocity sensor is a passive device 
with a moving permanent magnet; that is, this sensor is a current-generating device 


Table 8.1. Specification Ranges of Electromagnetic Velocity Sensors 


Characteristic Value 
Magnet core displacement (in.) 0.5-24 
Sensitivity (mV/in./s) 35-500 
Coil resistance (kQ) 2-45 
Coil inductance (H) 0.06—7.5 
Frequency response (Hz) (at load >100 times the coil resistance) 500-1500 
Weight (g) 20-1500 


Source: Courtesy of Trans-Tek, Inc., Ellington, CT. 
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which does not need an excitation signal. Naturally, linear velocity sensors detect 
velocity along a distance that is limited by the size of the sensor; therefore, in most 
cases, these sensors measure vibration velocity. An angular version of the same sensor 
can measure rotation rate continuously for any number of turns. 


8.1 Accelerometer Characteristics 


Vibration is a dynamic mechanical phenomenon which involves periodic oscillatory 
motion around a reference position. In some cases (shock analysis, linear acceleration, 
etc.), the oscillating aspect may be missing, but the measurement and design of the 
sensor remains the same. An accelerometer can be specified as a single-degree-of- 
freedom device which has some type of seismic mass (sometimes called proof mass), 
a springlike supporting system, and a frame structure with damping properties (Fig. 
3.48A of Chapter 3). 

A mathematical model of an accelerometer is represented by Eq. (3.156) of Chap- 
ter 3. To solve the equation, it is convenient to use the Laplace transformation, which 
yields 

Ms*X(s) + bsX(s) +kX(s) =—MA(s), (8.1) 


where X(s) and A(s) are the Laplace transforms of x(t) and d* y/d i, respectively. ! 
Solving for X (s), we obtain 


MA(s) 


X(s) = —-—.—_-——_.. 
(s) Ms2+bs+k 


(8.2) 
We introduce a conventional variable wo = /k/M, and 2¢a@9 = b/M, then Eq. (8.2) 
can be expressed as 

A(s) 


X(s)= : 
") s* + 2Eaos + w6 


(8.3) 


The value of wo represents the accelerometer’s angular natural frequency and ¢ is the 
normalized damping coefficient. Let us set 


G(s)= 


; 8.4 
52+ 2aos + w Se? 


then, Eq. (8.3) becomes X (s) = G(s)A(s) and the solution can be expressed in terms 
of the inverse Laplace transform operator as 


x(t) =L7'{G(s)A(s)}, (8.5) 
which, from the convolution theorem for the Laplace transform, can be expressed as 


t 
x(t) =| g(t —t)a(t) dt, (8.6) 
0 


1p y/ dt? is the input acceleration of the accelerometer body. 
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Fig. 8.2. A frequency response of an accelerometer. f, is a natural frequency and fre¢ is the 
reference frequency. 


where a is the time-dependent impulse of the accelerometer body and g(t) is the 


inverse transform L~! {G(s)}. If we set w = wo./ 1 — ¢2, then Eq. (8.6) has two solu- 
tions. One is for the underdamped mode (¢ < 1), 


t 
1 
xn= f ——e $Y sin w(t — t)a(t) dt, (8.7) 
0 (2) 
whereas for the overdamped mode (¢ > 1), 
t 
1 
x(t) = ——e~$%0"—*) sinh w(t — r)a(t) dt, (8.8) 
0 (62) 


where w = wo./ ¢2 — 1. The above solutions can be evaluated for different acceleration 
inputs applied to the accelerometer base [1]. 

A correctly designed, installed, and calibrated accelerometer should have one 
clearly identifiable resonant (natural) frequency and a flat frequency response at which 
the most accurate measurement can be made (Fig. 8.2). Within this flat region, as the 
vibrating frequency changes, the output of the sensor will correctly reflect the change 
without multiplying the signal by any variations in the frequency characteristic of 
the accelerometer. Viscous damping is used in many accelerometers to improve the 
useful frequency range by limiting the effects of the resonant. As a damping medium, 
silicone oil is used quite often. 

When calibrated, several characteristics of an accelerometer should be deter- 
mined: 


1. Sensitivity is the ratio of an electrical output to the mechanical input. It is usually 
expressed in terms of volts per unit of acceleration under the specified conditions. 
For instance, the sensitivity may be specified as 1 V/g (unit of acceleration: 
g = 9.80665 m/s? at sea level, 45° latitude). The sensitivity is typically measured 
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at a single reference frequency of a sine-wave shape. In the United States, it is 
100 Hz, and in most European countries, it is 160 Hz? 

2. Frequency response is the output’s signal over a range of frequencies where the 
sensor should be operating. It is specified with respect to a reference frequency, 
which is where the sensitivity is specified. 

3. Resonant frequency in an undamped sensor shows as a clearly defined peak that 
can be 3-4 dB higher than the response at the reference frequency. In a near- 
critically damped device, the resonant may not be clearly visible; therefore, the 
phase shift is measured. At the resonant frequency, it is 180° of that at the reference 
frequency. 

4. Zero stimulus output (for capacitive and piezoresistive sensors) is specified for the 
position of the sensor where its sensitive (active) axis is perpendicular to Earth’s 
gravity; that is, in the sensors which have a dc component in the output signal, 
the gravitational effect should be eliminated before the output, as no mechanical 
input is determined. 

5. Linearity of the accelerometer is specified over the dynamic range of the input 
signals. 


When specifying an accelerometer for a particular application, one should answer a 
number questions: 


1. What is the anticipated magnitude of vibration or linear acceleration? 
2. What is the operating temperature and how fast can the ambient temperature 
change? 

What is the anticipated frequency range? 

What linearity and accuracy are required? 

What is the maximum tolerable size? 

What kind of power supply is available? 

Are any corrosive chemicals or high moisture present? 

What is an anticipated overshock? 

Are intense acoustic, electromagnetic, or electrostatic fields present? 
Is the machinery grounded? 


SOO SO ee 


ee 


8.2 Capacitive Accelerometers 


An accelerometer requires a special component whose movement lags behind that of 
the accelerometer’s housing, which is coupled to the object under study. Then, a dis- 
placement transducer can be employed to generate an electrical signal as a function, 
or proof of the acceleration. This component is usually called either a seismic or an 
inertial mass. Regardless of the sensors’ design or the conversion technique, an ulti- 
mate goal of the measurement is the detection of the mass displacement with respect 
to the accelerometer housing. Hence, any suitable displacement transducer capable 
of measuring microscopic movements under strong vibrations or linear acceleration 


2 These frequencies are chosen because they are removed from the power-line frequencies 
and their harmonics. 
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Fig. 8.3. Capacitive accelerometer with a differential capacitor: (A) side cross-sectional view; 
(B) top view of a seismic mass supported by four silicon springs. 


can be used in an accelerometer. A capacitive displacement conversion is one of the 
proven and reliable methods. A capacitive-acceleration sensor essentially contains at 
least two components; the first is a “stationary” plate (i1.e., connected to the housing) 
and the other is a plate attached to the inertial mass which is free to move inside 
the housing. These plates form a capacitor whose value is a function of a distance 
d between the plates [Eq. (3.23) of Chapter 3]. It is said that the capacitor value is 
modulated by the acceleration. A maximum displacement which is measured by the 
capacitive accelerometer rarely exceeds 20 um. Hence, such a small displacement 
requires a reliable compensation of drifts and various interferences. This is usually 
accomplished by the use of a differential technique, where an additional capacitor is 
formed in the same structure. The value of the second capacitor must be close to that 
of the first, and it should be subjected to changes with a 180° phase shift. Then, an 
acceleration can be represented by a difference in values between the two capacitors. 

Figure 8.3A shows a cross-sectional diagram of a capacitive accelerometer where 
an internal mass is sandwiched between the upper cap and the base [2]. The mass 
is supported by four silicon springs (Fig. 8.3B). The upper plate and the base are 
separated from it by respective distances d and d). All three parts are micromachined 
from a silicon wafer. Figure 8.4 is a simplified circuit diagram for a capacitance-to- 
voltage converter, which in many respects is similar to the circuit of Fig. 5.52 of 
Chapter 5. 

A parallel-plate capacitor Cyc between the mass and the cap electrodes has a 
plate area S,. The plate spacing d; can be reduced by an amount A when the mass 
moves toward the upper plate. A second capacitor Cp having a different plate area 
S2 appears between the mass and the base. When mass moves toward the upper plate 
and away from the base, the spacing d2 increases by A. The value of A is equal to 
the mechanical force F,, acting on the mass divided by the spring constant k of the 
silicon springs: 


Ra (8.9) 
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Fig. 8.4. Circuit diagram of a capacitance-to-voltage conversion suitable for an integration on 
silicon. 


Strictly speaking, the accelerometer equivalent circuit is valid only when electro- 
static forces do not affect the mass position (i.e., when the capacitors depend linearly 
on Fj) [3]. When an accelerometer serves as the input capacitor to a switched- 
capacitor summing amplifier, the output voltage depends on the value of the capacitors 
and, subsequently, on force: 


Cine _ Cb 


Vout = 2E 
out Cy 


(8.10) 


Equation (8.10) is true for small changes in the sensor’s capacitances. The accelerom- 
eter output is also a function of temperature and a capacitive mismatch. It is advisable 
that it be calibrated over an entire temperature range and an appropriate correction is 
made during the signal processing. Another effective method of assuring high stability 
is to design self-calibrating systems which make use of electrostatic forces appearing 
in the accelerometer assembly when a high voltage is applied to either a cap or base 
electrode. 


8.3 Piezoresistive Accelerometers 


As asensing element, a piezoresistive accelerometer incorporates strain gauges, which 
measure strain in mass-supporting springs. The strain can be directly correlated with 
the magnitude and rate of mass displacement and, subsequently, with an acceleration. 
These devices can sense accelerations within a broad frequency range: from dc up to 
13 kHz. With a proper design, they can withstand overshock up to 10,000g. Naturally, 
a dynamic range (span) is somewhat narrower (+1000g with error less than 1%). The 
overshock is a critical specification for many applications. However, piezoresistive 
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accelerometers with discrete, epoxy-bonded strain gauges tend to have undesirable 
output temperature coefficients. Because they are manufactured separately, the gauges 
require individual thermal testing and parameter matching. This difficulty is virtually 
eliminated in modern sensors, which use the micromachining technology of silicon 
wafers. 

An example of a wide-dynamic-range solid-state accelerometer is shown in Fig. 
8.5. It was developed by Endevco/Allied Signal Aerospace Co. (Sunnyvale, CA). The 
microsensor is fabricated from three layers of silicon. The inner layer, or the core, 
consists of an inertial mass and the elastic hinge. The mass is suspended inside an 
etched rim on the hinge, which has piezoresistive gauges on either side. The gauges 
detect motion about the hinge. The outer two layers, the base and the lid, protect the 
moving parts from the external contamination. Both parts have recesses to allow the 
inertial mass to move freely [4]. Several important features are incorporated into the 
sensor. One is that the sensitive axis lies in the plane of the silicon wafer, as opposed to 
many other designs where the axis is perpendicular to the wafer. Mechanical integrity 
and reliably are assured by the fabrication of all of the components of the sensor from 
a single silicon crystal. 

When acceleration is applied along the sensitive axis, the inertial mass rotates 
around the hinge. The gauges on both sides of the hinge allow rotation of the mass 
to create compressive stress on one gauge and tensile on the other. Because gauges 
are very short, even the small displacement produces large resistance changes. To 
trim the zero balance of the piezoresistive bridge, there are five trimming resistors 
positioned on the same crystal (not shown in Fig. 8.5). 
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Fig. 8.6. Basic schematic of a piezoelectric accelerometer. 
Acceleration of the case moves it relative to the mass, 
which exerts a force on the crystal. The output is directly 
proportional to the acceleration or vibration level. 


8.4 Piezoelectric Accelerometers 


The piezoelectric effect (do not confuse it with a piezoresistive effect) has a natural 
application in sensing vibration and acceleration. The effect is a direct conversion of 
mechanical energy into electrical energy (Section 3.6 of Chapter 3) in a crystalline 
material composed of electrical dipoles. These sensors operate from frequencies as 
low as 2 Hz and up to about 5 kHz; they posses good off-axis noise rejection, high lin- 
earity, and a wide operating temperature range (up to 120°C). Although quartz crystals 
are occasionally used as sensing elements, the most popular are ceramic piezoelectric 
materials, such as barium titanate, lead zirconite titanate (PZT), and lead metanio- 
bite. A crystal is sandwiched between the case and the seismic mass which exerts 
a force proportional to the acceleration on it (Fig. 8.6). In miniature sensors, a sil- 
icon structure is usually employed. Because silicon does not possess piezoelectric 
properties, a thin film of lead titanate can be deposited on a micromachined silicon 
cantilever to fabricate an integral miniature sensor. For good frequency characteris- 
tics, a piezoelectric signal is amplified by a charge-to-voltage or current-to-voltage 
converter which usually is built into the same housing as the piezoelectric crystal. 


8.5 Thermal Accelerometers 


8.5.1 Heated-Plate Accelerometer 


Because the basic idea behind an accelerometer is a measurement of the movement of 
seismic mass, a fundamental formula of heat transfer can be used for that measurement 
[see Eq. (3.125) of Chapter 3]. A thermal accelerometer, as any other accelerome- 
ter, contains a seismic mass suspended by a thin cantilever and positioned in close 
proximity to a heat sink or between two heat sinks (Fig. 8.7) [5]. The mass and the can- 
tilever structure are fabricated using micromachine technology. The space between 
these components is filled with a thermally conductive gas. The mass is heated by a 
surface or imbedded heater to a defined temperature 7|. Under the no-acceleration 
conditions a thermal equilibrium is established between the mass and the heat sinks: 
the amounts of heat g; and g2 conducted to the heat sinks through gas from the mass 
is a function of distances M; and Mp. 


310 8 Velocity and Acceleration 


thermal 


M 2 conductivity gas 


(A) 


Fig. 8.7. Thermal accelerometer: (A) cross section of the heated part; (B) an accelerometer 
design (shown without the roof) (adapted from [5]) 


The temperature at any point in the cantilever beam supporting the seismic mass* 


depends on its distance from the support x and the gaps at the heat sinks. It can be 
found from 

OT ots 
oe T =0, (8.11) 
dx? 


K,(M,+ M 
= AG WD) (8.12) 
Lg5DM,M2 


where K, and K,; are thermal conductivities of gas and silicon, respectively, and D 
is the thickness of a cantilever beam. For a boundary conditions, where the heat sink 
temperature is zero, a solution of Eq. (8.11) is 
P sinh(Ax) 
T(x)= : (8.13) 
W DK,jd cosh(AL) 

where W and L is the width and length of the beam, respectively, and P is the thermal 
power. To measure that temperature, a temperature sensor can be deposited on the 
beam. It can be done by integrating silicone diodes into the beam,’ or by forming 
serially connected thermocouples (a thermopile) on the beam surface. Eventually, the 
measured beam temperature in the form of an electrical signal is a measure of accel- 
eration. The sensitivity of a thermal accelerometer (about 1% of change in the output 
signal per g) is somewhat smaller than that of the capacitive or piezoelectric types; 
however, it is much less susceptible to such interferences as ambient temperature or 
electromagnetic and electrostatic noise. 


where 


8.5.2 Heated-Gas Accelerometer 


Another interesting accelerometer uses gas as a seismic mass. The heated-gas ac- 
celerometer (HGA) was developed by MEMSIC Corporation (www.memsic.com). It 
is fabricated on a micromachined CMOS chip and is a complete biaxial motion mea- 
surement system. The principle of operation of the device is based on heat transfer by 


3 Here, we assume steady-state conditions and neglect radiative and convective heat transfers. 
4 See Chapter 16 for a description of a Si diode as a temperature sensor. 
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forced convection. As described in Chapter 3, heat can be transferred by conduction, 
convection, and radiation. Convection can be natural (caused by gravity) or forced 
(by applying an artificial external force, like that produced by a blower). In a HGA, 
such force is produced by acceleration. The sensor measures the internal changes in 
heat transfer of the trapped gas. The sensor is functionally equivalent to traditional 
inertial mass accelerometers. The inertial mass in the sensor is gas that is thermally 
nonhomogeneous. The gaseous inertial mass provides some advantages over the use 
of the traditional solid inertial mass. The most important advantage is a shock survival 
up to 50,000g, leading to significantly lower failure rates. 

The sensor contains a micromachined plate adjacent to a sealed cavity filled 
with gas. The plate has an etched cavity (trench). A single heat source, centered 
in the silicon chip, is suspended across the trench (Fig. 8.8). Equally spaced are four 
temperature sensors that are aluminum/polysilicon thermopiles (TP) (i.e., serially 
connected thermocouples). The TPs are located equidistant on all four sides of the 
heat source (dual axis). Note that a TP measures only a temperature gradient, so that 
the left and right thermopiles in fact is a single TP, where the left portion is the location 
of “cold” junctions and the right portion is that of “hot” junctions (see Section 16.2 
of Chapter 16 for the operating principle of a thermocouple). A thermopile instead 
of a thermocouple is used for a sole purpose: to increase the electrical output signal. 
Another pair of junctions is used for measuring a thermal gradient along the y axis. 

Under zero acceleration, a temperature distribution across the gas cavity is sym- 
metrical about the heat source, so that the temperature is the same at all four TP 
junctions, causing each pair to output zero voltage. The heater is warmed to a temper- 
ature that is well above ambient and typically is near 200°C. Figure 8.8A shows two 
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Fig. 8.8. (A) Cross-sectional view of the HGA sensor along the x axis. Heated gas is symmetrical 
around the heater. (B) Acceleration causes heated-gas shift to the right, resulting in a temperature 
gradient. 
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thermopile junctions (TPs) for sensing a temperature gradient along a single axis. Gas 
is heated so that it is hottest near the heater and rapidly cools down toward the left 
and right temperature sensors (thermopile junctions). When no force acts on gas, the 
temperature has a symmetrical conelike distribution around the heater, where tem- 
peratures 7) at the left TP is equal to temperature 7> of the right TP. Acceleration in 
any direction will disturb the temperature profile, due to a convection heat transfer, 
causing it to be asymmetrical. Figure 8.8B shows acceleration a in the direction of 
the arrow. Under the acceleration force, warm gaseous molecules shift toward the 
right TP and transfer a portion of their thermal energy to it. The temperature, and 
hence voltage, output of the opposite TP junctions will then be different, so T; < To. 
The differential temperature AT, and thus voltage, at the thermopile outputs becomes 
directly proportional to the acceleration. There are two identical acceleration signal 
paths on the device: one to measure acceleration along the x axis and one to measure 
acceleration along the y axis. 

The HGA is capable of measuring accelerations with a full-scale range from 
below +1.0g to above +100g. It can measure both the dynamic acceleration (e.g., 
vibration) and static acceleration (e.g., gravity). The analog output voltages from the 
chip are available in absolute and ratiometric modes. The absolute output voltage is 
independent of the supply voltage, and the ratiometric output voltage is proportional 
to the supply voltage. The typical noise floor is below 1 mg/Hz, allowing sub-milli- 
g signals to be measured at very low frequencies. The frequency response, or the 
capability to measure fast changes in acceleration, is defined by design. A typical 
—3-dB rolloff occurs at above 30 Hz, but it is expandable with a compensation to 
over 160 Hz. 

It should be noted that for the HGA sensor, the output sensitivity changes with 
ambient temperature. The sensitivity change is shown in Fig. 8.9. To compensate 
for the change, an imbedded temperature sensor (a resistive temperature detector or 
silicon junction may be provided on the chip). 
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Fig. 8.9. Thermal accelerometer (HGA) sensitivity to ambient temperature. 
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Next to a magnetic compass, a gyroscope is probably the most common navigation 
sensor. In many cases, where a geomagnetic field is either absent (in space) or is 
altered by the presence of some disturbances, a gyroscope is an indispensable sensor 
for defining the position of a vehicle. A gyroscope, or a gyro for short, is a “keeper 
of direction,” like a pendulum in a clock is a “keeper of time.” A gyro operation is 
based on the fundamental principle of the conservation of angular momentum: In any 
system of particles, the total angular momentum of the system relative to any point 
fixed in space remains constant, provided no external forces act on the system. 


8.6.1 Rotor Gyroscope 


A mechanical gyro is comprised of a massive disk free to rotate about a spin axis (Fig. 
8.10) which itself is confined within a framework that is free to rotate about one or 
two axes. Hence, depending on the number of rotating axes, gyros can be either of 
a single-, or two-degree-of-freedom type. The two qualities of a gyro account for it 
usefulness are as follows: (1) the spin axis of a free gyroscope will remain fixed with 
respect to space, provided there are no external forces to act upon it and (2) a gyro 
can be made to deliver a torque (or output signal) which is proportional to the angular 
velocity about an axis perpendicular to the spin axis. 

When the wheel (rotor) freely rotates, it tends to preserve its axial position. If the 
gyro platform rotates around the input axis, the gyro will develop a torque around 
a perpendicular (output) axis, thus turning its spin axis around the output axis. This 
phenomenon is called the precession of a gyro. It can be explained by Newton’s law 
of motion for rotation: The time rate of change of angular momentum about any given 
axis is equal to the torque applied about the given axis. That is to say, when a torque 
T is applied about the input axis, and the speed w of the wheel is held constant, the 
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Fig. 8.10. Mechanical gyroscope with a single degree of freedom. 
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angular momentum of the rotor may be changed only by rotating the projection of 
the spin axis with respect to the input axis; that is, the rate of rotation of the spin axis 
about the output axis is proportional to the applied torque 


T =108, (8.14) 


where Q is the angular velocity about the output axis and J is the inertia of a gyro 
wheel about the spin axis. To determine the direction of precession, the following 
rule can be used: Precession is always in such a direction as to align the direction of 
rotation of the wheel with the direction of rotation of the applied torque. 

The accuracy of mechanical gyros heavily depends on the effects which may 
cause additional unwanted torques and cause drifts. The sources of these are fric- 
tion, imbalanced rotor, magnetic effects, and so forth. One method which is widely 
used to minimize rotor friction is to eliminate the suspension entirely by floating the 
rotor and the driving motor in a viscous, high- density liquid, such as one of the 
fluorocarbons. This method requires close temperature control of the liquid and also 
may suffer from aging effects. The other method of friction reduction is to use the 
so-called gas bearings, where the shaft of the rotor is supported by high-pressure 
helium, hydrogen, or air. An even better solution is to support the rotor in vacuum 
by an electric field (electrostatic gyro). A magnetic gyro consists of a rotor supported 
by a magnetic field. In that case, the system is cryogenically cooled to temperatures 
where the rotor becomes superconductive. Then, an external magnetic field produces 
enough counterfield inside the rotor that the rotor floats in a vacuum. These magnetic 
gyroscopes also are called cryogenic. 


8.6.2 Monolithic Silicon Gyroscopes 


Although a spinning-rotor gyroscope was the only practical choice for many years, 
its operating principle really does not lend itself to the design of a small monolithic 
sensor that is required by many modern applications. Conventional spinning rotor 
gyroscopes contain parts such as gimbals, support bearings, motors, and rotors which 
need accurate machining and assembly; these aspects of construction prohibit con- 
ventional mechanical gyroscopes from ever becoming a low-cost device. Wear on the 
motors and bearings during operation means that the gyroscope will only meet the 
performance specifications for a set number of running hours. Other methods for sens- 
ing direction and velocity of motion have been developed. Often, a global positioning 
system (GPS) would be the ideal choice. Yet, frequently it just cannot be employed 
in space, under water, or whenever the size and cost are of paramount importance. 
Use of MEMS micromachine technology allows the design of a miniature gyroscope 
where the rotating disk is replaced with a vibrating element. The design takes ad- 
vantage of the techniques developed in the electronic industry and is highly suited to 
high-volume manufacture. In addition, the vibrating gyro is much more robust and 
can withstand the environments typical of many military and aerospace applications. 

All vibrating gyroscopes rely on the phenomenon of the Coriolis acceleration. 
The Coriolis effect is an inertial force described by the nineteenth-century French 
engineer—mathematician Gustave-Gaspard Coriolis in 1835. Coriolis showed that if 
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Fig. 8.11. (A) Coriolis acceleration; (B) Vibrating-ring micromachined structure; (C—F) effects 
of acceleration on the vibrating modes of the ring. 


the ordinary Newtonian laws of motion of bodies are to be used in a rotating frame 
of reference, an inertial force, acting to the right of the direction of body motion 
for counterclockwise rotation of the reference frame or to the left for clockwise 
rotation, must be included in the equations of motion. The Coriolis acceleration of 
a body appears whenever that body moves linearly in a frame of reference which 
is rotating about an axis perpendicular to that of the linear motion. The resulting 
acceleration, which is directly proportional to the rate of turn, occurs in the third 
axis, which is perpendicular to the plane containing the other two axis (Fig. 8.11A). 
In a micromachined gyro, the rotation is replaced by vibration and the resulting 
acceleration can be detected and related to the rate of motion. Instead of a mass 
following a circular trajectory as for the conventional spinning—rotor gyroscope, the 
mass can be suspended and made to move linearly in simple harmonic motion. 

There are several practical ways to build a vibrating gyro; however, all of them 
can be divided into three principle groups [6]: 


1. Simple oscillators (mass on a string, beams) 
2. Balanced oscillators (tuning forks) 
3. Shell resonators (wine glass, cylinder, ring) 


All three categories have been implemented in the actual designs. 
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Fig. 8.12. Vibratory rate gyro concept. (From Ref. [7].) 


One of the first such devices was a two-gimbal structure supported by torsional 
flexures (Fig. 8.12). It is undercut and free to move in the active area. In operation, the 
outer gimbal, or “motor”, is driven at a constant amplitude by electrostatic torquing 
using electrodes placed in close proximity. This oscillatory motion is transferred to 
the inner gimbal along the stiff axis of the inner flexures, setting up an oscillating 
momentum vector with the inertial element. In the presence of an angular rotational 
rate normal to the plane of the device, the Coriolis force will cause the inner gimbal 
to oscillate about its weak axis with a frequency equal to the drive frequency and with 
an amplitude proportional to the inertial input rate. Maximum resolution is obtained 
when the outer gimbal is driven at a resonant frequency of the inner gimbal. The 
readout of the output motion is accomplished by setting the differential change in 
capacitance between the inner gimbal and a pair of electrodes. When operated in 
an open loop, the angular displacement of the inner gimbal about the output axis is 
proportional to the input rate; that is, the output angle © is proportional to an inertia 
ration term, the drive angle, ¢o, the mechanical Q, and the input rate Q. It is inversely 
proportional to the drive frequency w,: 


o- [tbo G20 


8.15 
L. 7 (8.15) 


In a practical application, the device is operated closed loop and the inner gimbal is 
rebalanced to null in phase and in quadrature. A detailed description of the gyroscope 
may be found elsewhere [7]. 

A more recent design that also belongs to the third category was developed by 
British Aerospace Systems and Equipment along with its partner Sumitomo Precision 
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Products Company Ltd. [8]. The design is based on a ring resonator that is microma- 
chined in silicon. Silicon has remarkable mechanical properties (see Section 18.1.1 
of Chapter 18 for details); specifically, in its crystalline state, silicon has a fracture 
limit of 7 GPa, which is higher than the majority of steels. Coupled with this is a 
low density of 2330 kg/m*, resulting in a very robust material under its own weight. 
The gyro resonator is etched out of the crystalline material. This ensures that the 
properties of the resonator are stable over its lifetime and environment. The planar 
vibrating-ring structure has all of the vibration energy in one plane. As such, under 
angular rate, there is no coupling of vibration from one crystal plane to another, so 
that the vibrating parameters are very stable over temperature. 

In order for the resonator to function correctly, it must be supported in a way that 
allows it to vibrate as freely as possible. The sensing element is shown in Fig. 8.11B. 
The resonator comprises a 6-mm silicon ring, supported by eight radially compliant 
spokes, which are anchored to a 10 x 10-mm support frame. Current-carrying conduc- 
tors are deposited and patterned onto the top surface only, and pads for wire bonding 
are located on the outer support frame. The chip is anodically bonded to a supporting 
glass structure which is thermally matched to the silicon. There are eight identical 
conducting loops, each of which follows the pattern: bond pad— along length of sup- 
port leg— around 1/8 segment of ring— along length of next support leg— bond pad. 
Each leg thus contains two conductors, one each from adjacent loops, in addition to a 
third conductor, which lies between them, to minimize capacitive coupling. The sili- 
con substrate is also connected in order to provide a ground plane. The resonator may 
be excited into vibration by any suitable transducers. These may function by means 
of optical, thermal expansion, piezoelectric, electrostatic or electromagnetic effects, 
for example. The excitation may be applied to the support structure which carries the 
resonator, or directly to the resonator itself. The fundamental vibration mode is at 14.5 
kHz. Figures 8.11C—8.11F show the effects of linear and angular acceleration on the 
resonator. Figure 8.11C shows a side view of the resonator under conditions of no ac- 
celeration, Fig. 8.11D shows the effect of z-axis linear acceleration, Fig. 8.11E shows 
the effect of angular acceleration about the x axis, and Fig. 8.11F shows the effect of 
angular acceleration about the y axis. Because the ring position changes with respect 
to the frame, what is required is a combination of displacement pickup transducers 
to detect a particular movement of the resonator. Resonator vibration may, for ex- 
ample, be sensed by transducers working electromagnetically, capacitively, optically, 
piezoelectrically, or by means of strain gauges. In this particular design, a magnetic 
pickup is employed by pattern conductive loops along with a magnetic field which is 
perpendicular to the plane of the ring. The magnetic field is provided by samarium 
cobalt and the entire structure is housed in a standard hermetic metal integrated circuit 
can package. 


8.6.3 Optical Gyroscopes 


Modern development of sensors for guidance and control applications is based on 
employing the so-called Sagnac effect, which is illustrated in Fig. 8.13 [9]. Two 
beams of light generated by a laser propagate in opposite directions within an optical 
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a Fig. 8.13. Sagnac effect. 
CCW. Cw 


ring having refractive index n and radius R. One beam goes in a clockwise (CW) 
direction, and the other goes in a counterclockwise (CCW) direction. The amount of 
time it takes light to travel within the ring is At = 27 R/nc, where c is the speed of 
light. Now, let us assume that the ring rotates with angular rate Q in the clockwise 
direction. In that case, light will travel different paths at two directions. The CW beam 
will travel ley = 27 R+ QRAt, and the CCW beam will travel loow = 207 R-QRAt. 
Hence, the difference between the paths is 
4 QR? 
Al= ; (8.16) 


nc 


Therefore, to accurately measure Q2, a technique must be developed to determine AJ. 
There are three basic methods known for the path detection: (1) optical resonators, 
(2) open-loop interferometers, and (3) closed-loop interferometers. 

For the ring laser gyro, measurements of A/ are made by taking advantages of 
the lasing characteristics of an optical cavity (1.e., of its ability to produce coherent 
light). For lasing to occur in a closed optical cavity, there must be an integral number 
of wavelengths about the complete ring. The light beams, which do not satisfy this 
condition, interfere with themselves as they subsequently travel the optical path. In 
order to compensate for a change in the perimeter due to rotation, the wavelength A 
and frequency v of the light must change: 

dv dr dl 

ed, 
Equation (8.17) is a fundamental equation relating frequency, wavelength, and 
perimeter change in the ring laser. If the ring laser rotates at a rate Q, then Eq. 
(8.16) indicates that light waves stretch in one direction and compress in the other 
direction to meet the criteria for the lasing of an integral number of wavelengths about 
the ring. This, in turn, results in a net frequency difference between the light beams. 
If the two beams are bit together (mixed), the resulting signal has frequency is 


_ 4AQ 
~ Ant’ 
where A is the area enclosed by the ring. 


(8.17) 


(8.18) 
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Fig. 8.14. (A) Fiber-optic ring resonator; (B) fiber-optic analog coil gyro. (Adapted from 
Ref. [9].) 


In practice, optic gyros are designed with either a fiber ring resonator, or a fiber 
coil where the ring has many turns of the optical fiber [10]. The optic ring resonator is 
shown in Fig. 8.14A. It consists of a fiber loop formed by a fiber beam splitter that has 
a very low cross-coupling ratio. When the incoming beam is at the resonant frequency 
of the fiber ring, the light couples into the fiber cavity and the intensity in the exiting 
light drops. The coil fiber gyro (Fig. 8.14B) contains a light source and the detector 
coupled to the fiber. The light polarizer is positioned between the detector and the 
second coupler to ensure that both counterpropagating beams traverse the same path 
in the fiber-optic coil [11]. The two beams mix and impinge onto the detector, which 
monitors the cosinusoidal intensity changes caused by rotationally induced phase 
changes between the beams. This type of optical gyro provides a relatively low-cost, 
small-size, rotation-sensitive sensor with a dynamic range up to 10,000. Applications 
include yaw and pitch measurements, attitude stabilization, and gyrocompassing. A 
major advantage of optical gyros is their ability to operate under hostile environments 
that would be difficult, if not impossible, for the mechanical gyros. 


8.7 Piezoelectric Cables 


A piezoelectric effect is employed in a vibration sensor built with a mineral-insulated 
cable. Such a cable generates an electric signal in its internal conductor when the 
outer surface of the cable is compressed. The piezoelectric Vibracoax™ cables? 
have been used in various experiments to monitor the vibration in compressor blades 


5 Philips Electronic Instruments, Norcross, GA. 
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Fig. 8.15. Piezoelectric cable sensors: (A) construction of Vibracoax; (B) polymer film as a 
voltage generating component. (Adapted from [13].) 


in turboshaft aircraft engines. Other applications include the detection of insects in 
silos and automobile traffic analysis. In these applications, the cables are buried in the 
highway pavement, positioned perpendicular to the traffic. When properly installed, 
they last for at least 5 years [12]. The sensors are designed to be sensitive primarily 
to vertical forces. A piezoelectric cable consists of a solid insulated copper sheath 
having a 3-mm outer diameter, piezoelectric ceramic powder, and an inner copper 
core (Fig. 8.15A). The powder is tightly compressed between the outer sheath and 
the core. Usually, the cable is welded at one end and connected to a 50Q extension 
cable at the other end. 

Another method of fabrication of the piezoelectric cables is to use a polyvinylidene 
fluoride (PVDF) polymer film as a component in the cable insulation (Fig. 8.15B). 
The PVDF can be made piezoelectric, thus giving the cable sensing properties. When 
a mechanical force is applied to the cable, the piezoelectric film is stressed, which 
results in the development of electric charges of the opposite polarities on it surfaces. 
The inner copper wire and the braided sheath serve as charge pickup electrodes. 

For the cable to possess piezoelectric properties, its sensing component (the ce- 
ramic powder or polymer film) must be poled during the manufacturing process; that 
is, the cable is warmed up to near the Curie temperature, and subjected to high voltage 
to orient ceramic dipoles in the powder or polymer dipoles in the film, then cooled 
down while the high voltage is maintained. When the cable sensor is installed in the 
pavement (Fig. 8.16), its response should be calibrated, because the shape of the signal 
and its amplitude depend not only on the properties of the cable but also on the type 
of the pavement and subgrade. The electrical output is proportional to the stress im- 
parted to the cable. The long, thin piezoelectric insulating layer provides a relatively 
low output impedance (600 pF/m), unusual for a piezoelectric device. The dynamic 
range of the cable is substantial (>200 dB), sensing distant, small-amplitude vibra- 
tions caused by rain or hail, yet responding linearly to the impacts of heavy trucks. 
The cables have withstood pressures of 100 MPa. The typical operating temperature 
range is —40°C to + 125°C. Table 8.2 lists typical properties for piezo cable. 
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Fig. 8.16. Application of the piezoelectric cables in highway monitoring: (A) sensor installation 
in the pavement; (B) shape of electrical response. 


Table 8.2. Typical Properties of a Piezoelectric Cable 


Parameter Units Value 
Capacitance at 1 kHz pF/m 600 
Tensile strength MPa 60 
Young’s modulus GPa 2.3 
Density kg/m3 1890 
Acoustic impedance MRayl (10°/sm2) 4.0 
Relative permittivity 1 kHz 9 
tan de 1 kHz 0.017 
Hydrostatic piezocoefficient pC/N 15 
Longitudinal piezocoefficient V m/N 250 x 1073 
Hydrostatic piezocoefficient V m/N 150 x 10-3 
Electromechanical coupling % 20 
Energy output mJ/strain (%) 10 
Voltage output kV/strain (%) 5 


Source: Ref. [14]. 
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Force, Strain, and Tactile Sensors 


Whereas kinematics studies positions of objects and their motions, dynamics answers 
the question “What causes the motion?” Classical mechanics deal with moving objects 
whose velocities are substantially smaller than the speed of light. Moving particles, 
such as atoms and electrons, are the subject of quantum mechanics and the theory of 
relativity. A typical problem of classical mechanics is the question: “What is motion 
of an object, which initially had a given mass, charge, dipole moment, position, and so 
forth and was subjected to external objects having known mass, charge, velocity, and 
so forth?” That is, to say, classical mechanics deals with interactions of macroobjects. 
In a general form, this problem was solved by Sir Isaac Newton (1642-1727), who 
claimed he was born in the year when Galileo died.! He brilliantly developed ideas 
of Galileo and other great mechanics. Newton stated his first law as: Every body 
persists in its state of rest or of uniform motion in a straight line unless it is compelled 
to change that state by forces impressed on it. Sometimes, this is called the law of 
inertia. Another way to state the first law is to say: “If no net force acts on a body, its 
acceleration a is zero.” 

When force is applied to a free body (not anchored to another body), it gives the 
body an acceleration in the direction of force. Thus, we can define force as a vector 
value. Newton had found that acceleration is proportional to the acting force F and 
inversely proportional to the property of a body called the mass m which is a scalar 
value: 

a=—. (9.1) 
m 
This equation is known as Newton’s second law; the name was given by the great Swiss 
mathematician and physicist Leonhard Euler in 1752, 65 years after the publication 
of Newton’s Principia [1]. The first law is contained in the second law as a special 
case: When net acting force F = 0, acceleration a= 0. 

Newton’s second law allows us to establish the mechanical units. In SI terms, 
mass (kg), length (m), and time (s) are the base units (see Table 1.7 of Chapter 1). 
Force and acceleration are derivative units. The force unit is the force which will 
accelerate 1 kg mass to acceleration 1 m/s”. This unit is called a newton. 


ain reality, Newton was born on January 4, 1643. 
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Table 9.1. Mechanical Units 


System of Units Force Mass Acceleration 
SI Newton (N) _ kilogram (kg) m/s” 
British Pound (Ib) Slug ft/s? 


Note: Boldface indicates base units. 


In the British and U.S. Customary systems of units, however, force (Ib), length 
(ft), and time (s) are selected as the base units. The mass unit is defined as the mass 
which is accelerated at | ft/s* when it is subjected to force of 1 lb. The British unit of 
mass is slug. The mechanical units are as shown in Table 9.1. 

Newton’s third law establishes the principle of a mutual interaction between two 
bodies: To every action there is always opposed an equal reaction; or, the mutual 
actions of two bodies upon each other are always equal, and directed to contrary 
parts. 

In engineering measurements, it is often necessary to know the density of a 
medium, which is amount of matter per unit volume. Density is defined through 
mass m and volume V as re 

p= v" (9.2) 
The unit of density is kg/m? or lb/ft? (British system). Densities of some materials 
are given in Table A.12 of the Appendix. 

The SI unit of force is one of the fundamental quantities of physics. The measure- 
ment of force is required in mechanical and civil engineering, for weighing objects, 
designing prosthesis, and so forth. Whenever pressure is measured, it requires the 
measurement of force. It could be said that force is measured when dealing with 
solids, whereas pressure is measured when dealing with fluids (i.e., liquids or gases); 
that is, force is considered when action is applied to a spot, and pressure is measured 
when force is distributed over a relatively large area. 

Force sensors can be divided into two classes: quantitative and qualitative. A 
quantitive sensor actually measures the force and represents its value in terms of 
an electrical signal. Examples of these sensors are strain gauges and load cells. The 
qualitative sensors are the threshold devices which are not concerned with a good 
fidelity of representation of the force value. Their function is merely to indicate 
whether a sufficiently strong force is applied; that is, the output signal indicates when 
the force’s magnitude exceeds a predetermined threshold level. An example of these 
detectors is a computer keyboard, on which a key makes a contact only when it is 
pressed sufficiently hard. The qualitative force sensors are frequently used for the 
detection of motion and position, as described in Chapter 7. A pressure-sensitive 
floor mat and a piezoelectric cable are examples of the qualitative pressure sensors. 

The various methods of sensing force can be categorized as follows [2]: 


1. By balancing the unknown force against the gravitational force of a standard 
mass 
2. By measuring the acceleration of a known mass to which the force is applied 


force 


li 
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Fig. 9.1. (A) Spring-loaded force sensor with LVDT; (B) force sensor with a pressure transducer. 


pressure transducer 


3. By balancing the force against an electromagnetically developed force 
4. By converting the force to a fluid pressure and measuring that pressure 
5. By measuring the strain produced in a elastic member by the unknown force 


In modern sensors, the most commonly used method is method 5; methods 3 and 4 
are used occasionally. 

In most sensors, force is not directly converted into an electric signal. Some inter- 
mediate steps are usually required. Thus, many force sensors are complex sensors. For 
instance, a force sensor can be fabricated by combining a force-to-displacement con- 
verter and a position (displacement) sensor. The former may be a simple coil spring, 
whose compression displacement x can be defined through the spring coefficient k 
and compressing force F as 

xX=kF. (9.3) 


The sensor shown in Fig. 9.1A is composed of a spring and linear variable differential 
transformer (LVDT) displacement sensor (Section 7.4 of Chapter 7). Within the linear 
range of the spring, the LVDT sensor produces a voltage which is proportional to 
the applied force. A similar sensor can be constructed with other types of spring 
and pressure sensor, such as the one shown in Fig. 9.1B. The pressure sensor is 
combined with a fluid-filled bellows which is subjected to force. The fluid-filled 
bellows functions as a force-to-pressure converter by distributing a localized force at 
its input over the sensing membrane of a pressure transducer. 


9.1 Strain Gauges 


A strain gauge is a resistive elastic sensor whose resistance is a function of applied 
strain (unit deformation). Because all materials resist deformation, some force must 
be applied to cause deformation. Hence, resistance can be related to applied force. 
That relationship is generally called the piezoresistive effect (see Section 3.5.3 of 
Chapter 3) and is expressed through the gauge factor S, of the conductor [Eq. (3.63) 


of Chapter 3]: 


dR 
= See, (9.4) 


For many materials, S. 2 with the exception of platinum, for which S, ~ 6 [3]. 
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Table 9.2. Characteristics of Some Resistance Strain Gauges 


Material Gauge factor Resistance,@2 Temperature coefficient Notes 
(Se) of resistance 
(eco! x 10-6) 
Se is constant over a 
57% Cu-43%Ni 2.0 100 10.8 wide range of strain; 
for use under 260°C 
Platinum alloys 4.0-6.0 50 2,160 For high-temperature 


use 


High sensitivity, good 
Silicon —100 to +150 200 90,000 for large strain 
measurements 


Source: Ref. [4]. 


For small variations in resistance not exceeding 2% (which is usually the case), 
the resistance of a metallic wire is 


R=Ro(1+ x), (9.5) 


where Ro is the resistance with no stress applied, and x = See. For the semicon- 
ductive materials, the relationship depends on the doping concentration (Fig. 18.2A 
of Chapter 18). Resistance decreases with compression and increases with tension. 
Characteristics of some resistance strain gauges are given in Table 9.2. 

A wire strain gauge is composed of a resistor bonded with an elastic carrier 
(backing). The backing, in turn, is applied to the object for which stress or force 
should be measured. Obviously, that strain from the object must be reliably coupled 
to the gauge wire, whereas the wire must be electrically isolated from the object. The 
coefficient of thermal expansion of the backing should be matched to that of the wire. 
Many metals can be used to fabricate strain gauges. The most common materials 
are alloys constantan, nichrome, advance, and karma. Typical resistances vary from 
100 to several thousand ohms. To possess good sensitivity, the sensor should 
have long longitudinal and short transverse segments (Fig. 9.2), so that transverse 
sensitivity is no more than a couple of percent of the longitudinal. The gauges may 
be arranged in many ways to measure strains in different axes. Typically, they are 
connected into Wheatstone bridge circuits (Section 5.7 of Chapter 5). It should be 
noted that semiconductive strain gauges are quite sensitive to temperature variations. 
Therefore, interface circuits or the gauges must contain temperature-compensating 
networks. 


Fig. 9.2. Wire strain gauge bonded on elastic backing. 
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9.2 Tactile Sensors 


Tactile sensors are a special class of force or pressure transducers, which are charac- 
terized by small thickness. This makes the sensors useful in applications where force 
or pressure can be developed between two surfaces being in close proximity to one 
another. Examples include robotics, where tactile sensors can be positioned on the 
“fingertips” of a mechanical actuator to provide a feedback upon developing a contact 
with an object—very much like tactile sensors work in human skin. They can be used 
to fabricate “touch screen” displays, keyboards, and other devices where a physical 
contact has to be sensed. A very broad area of applications is in the biomedical field, 
where tactile sensors can be used in dentistry for the crown or bridge occlusion inves- 
tigation and in studies of forces developed by a human foot during locomotion. They 
can be installed in artificial knees for the balancing of the prosthesis operation and 
so on. In mechanical and civil engineering, the sensors can be used to study forces 
developed by fastening devices. 

Several methods can be used to fabricate tactile sensors. Some of them require 
the formation of a thin layer of a material which is responsive to strain. A simple 
tactile sensor producing an “on-off” output can be formed with two leaves of foil and 
a spacer (Fig. 9.3). The spacer has round (or any other suitable shape) holes. One leaf 
is grounded and the other is connected to a pull-up resistor. A multiplexer can be used 
if more than one sensing area is required. When an external force is applied to the 
upper conductor over the opening in the spacer layer, the conductor flexes, and upon 
reaching the lower conductor, it makes an electric contact, grounded by that the pull- 
up resistor. The output signal becomes zero, indicating the applied force. The upper 
and lower conducting leaves can be fabricated by a silkscreen printing of conductive 
ink on the backing material, like Mylar® or polypropylene. Multiple sensing spots can 
be formed by printing rows and columns of a conductive ink. Touching of a particular 


output 


multiplexer 


Fig. 9.3. Membrane switch as a tactile sensor. 
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Fig. 9.4. Active piezoelectric tactile sensor. 


area on a sensor will cause the corresponding row and column to join, thus indicating 
force at a particular location. 

Good tactile sensors can be designed with piezoelectric films, such as polyvinyli- 
dene fluoride (PVDF) used in active or passive modes. An active ultrasonic coupling 
touch sensor with the piezoelectric films is illustrated in Fig. 9.4, in which three films 
are laminated together (the sensors also have additional protective layers which are 
not shown in the figure). The upper and the bottom films are PVDF, and the center 
film is for the acoustic coupling between the other two. The softness of the center film 
determines the sensitivity and the operating range of the sensor. The bottom piezoelec- 
tric film is driven by an ac voltage from an oscillator. This excitation signal results in 
mechanical contractions of the film which are coupled to the compression film and, in 
turn, to the upper piezoelectric film, which acts as a receiver. Because piezoelectricity 
is a reversible phenomenon, the upper film produces alternating voltage upon being 
subjected to mechanical vibrations from the compression film. These oscillations are 
amplified and fed into a synchronous demodulator. The demodulator is sensitive to 
both the amplitude and the phase of the received signal. When compressing force F 
is applied to the upper film, mechanical coupling between the three-layer assembly 
changes. This affects the amplitude and the phase of the received signal. These changes 
are recognized by the demodulator and appear at its output as a variable voltage. 

Within certain limits, the output signal linearly depends on the force. If 25-um 
PVDF films are laminated with a 40-um silicone rubber compression film, the thick- 
ness of the entire assembly (including protective layers) does not exceed 200 um. 
The PVDF film electrodes may be fabricated with a cell-like pattern on either the 
transmitting or receiving side. This would allow us to use electronic multiplexing of 
the cells to achieve spatial recognition of applied stimuli. The sensor also can be used 
to measure small displacements. Its accuracy is better than +2 [Um over a range of a 
few millimeters. The advantages of this sensor is in its simplicity and a dc response, 
(i.e., in the ability to recognize static forces). 
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Fig. 9.5. Tactile sensor with a piezoelectric film for detecting sliding forces: (A) cross-sectional 
view; (B) typical response. (Adapted from Ref. [5].) 


A piezoelectric tactile sensor can be fabricated with the PVDF film strips imbed- 
ded in a rubber skin (Fig. 9.5A). This sensor is passive; that is, its output signal is 
generated by the piezoelectric film without the need for an excitation signal. As a 
result, it produces a response proportional to the rate of stress, rather than to the stress 
magnitude. The design of this sensor is geared to robotic applications, where it is 
desirable to sense sliding motions causing fast vibrations. The piezoelectric sensor is 
directly interfaced with a rubber skin; thus, the electric signal produced by the strips 
reflect movements of the elastic rubber which results from the friction forces. 

The sensor is built on a rigid structure (a robot’s “finger”) which has a foamy, 
compliant underlayer (1 mm thick), around which a silicon rubber “skin” is wrapped. 
It is also possible to use a fluid underlayer for better smooth-surface tracking. Because 
the sensing strips are located at some depth beneath the skin surface and because the 
piezoelectric film responds differently in different directions, the signal magnitude 
is not the same for movements in any direction. The sensor responds with a bipolar 
signal (Fig. 9.5B) to surface discontinuity or bumps as low as 50 um high. 

The following are few more examples of sensors that use PVDF and copolymer 
films [6]. Many tactile sensors are just sensitive conventional switches. However, 
the reliability of conventional contact switches is reduced due to contaminates like 
moisture and dust which foul the contact points. A piezoelectric film offers exceptional 
reliability, as itis a monolithic structure, not susceptible to this and other conventional 
switch failure modes. One of the most challenging of all switch applications is found 
in pinball machines. A pinball machine manufacturer uses a piezo film switch as a 
replacement for the momentary rollover-type switch. The switch is constructed from a 
laminated piezoelectric film on a spring steel beam, mounted as a cantilever to the end 
of a circuit board (Fig. 9.6A). The "digital" piezoelectric film switch is connected to 
a simple MOSFET circuit that consumes no power during the normally open state. In 
response to a direct contact force, the film beam momentarily triggers the MOSFET. 
This provides a momentary “high” state of the switch. The sensor does not exhibit the 
corrosion, pitting, or bounce that are normally associated with contact switches. It can 
survive in excess of 10 million cycles without failure. The simplicity of the design 
makes it effective in applications which include counter switches for assembly lines 
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Fig. 9.6. (A) PVDF film switch for a pinball machine; (B) beam switch; (C) threadbreak sensor 
(from Ref. [6]); (D) PVDF tactile sensor. 


and shaft rotation, switches for automated processes, impact detection for machine 
dispensed products, and so forth. The cantilever beam that carries the PVDF film can 
be modified to adjust switch sensitivity for high to low impact forces. Figure 9.6B 
shows the construction of the beam-type switch. The PVDF film element is laminated 
to a thicker substrate on one side and has a much thinner laminated substrate on 
the other. This moves the neutral axis of the structure out of the piezoelectric film 
element, resulting in a fully tensile strain in the film when deflected upward and a fully 
compressive strain when deflected in the opposite direction. Beam switches are used 
in shaft-rotation counters in natural gas meters and as gear-tooth counters in electric 
utility metering. The beam switch does not require an external power source, so the 
gas meter is safe from spark hazard. Other examples of applications for the beam 
switch include a baseball target that detects ball impact, a basketball game where a 
hoop-mounted piezoelectric film sensor counts good baskets, switches inside of an 
interactive soft doll to detect a kiss to the cheek or a tickle (the sensor is sewn into 
the fabric of the doll), coin sensors for vending and slot machines, and as a digital 
potentiometer for high reliability. 

The popularity of electronics for musical instruments presents a special problem in 
drums and pianos. The very high dynamic range and frequency response requirements 
for drum triggers and piano keyboards are met by piezoelectric film impact elements. 
Laminates of piezo film are incorporated in the foot pedal switches for bass drums 
and in triggers for snares and tom-toms. Piezoelectric film impact switches are force 
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Fig. 9.7. Piezoelectric film respiration sensor. 


sensitive, faithfully duplicating the effort of the drummer or pianist. In electronic 
pianos, the piezoelectric film switches respond with a dynamic range and time constant 
that is remarkably similar to a piano key stroke. 

Textile plants require the continuous monitoring of often thousands of lines of 
thread for breakage. An undetected break event can require that a large volume of 
material be discarded, as the labor costs to recover the material exceed the manu- 
facturing cost. Drop switches, where switch contact closure occurs when the thread 
breaks, are very unreliable. Lint fouls the contact points, resulting in no output sig- 
nal. A piezoelectric film vibration sensor, mounted to a thin steel beam, monitors the 
acoustic signal caused by the abrasion of the thread running across the beam, analo- 
gous to a violin string (Fig. 9.6C). The absence of the vibration instantly triggers the 
machinery to stop. 

Figure 9.7 shows a PVDF film tactile sensor for detecting the breathing rate of a 
sleeping child, where minute movements of the body resulted from respiration had to 
be monitored in order to detect cessation of breathing [7]. The sensor was placed under 
the mattress in a crib. The body of a normally breathing child slightly shifts with each 
inhale and exhale due to a moving diaphragm. This results in a displacement of the 
body’s center of gravity which is detected by the sensor. The sensor consists of three 
layers, where the PVDF film is laminated between a backing material (e.g., silicone 
rubber) and a pushing layer. The pushing layer is fabricated of a plastic film (i.e., 
Mylar), whose side facing the PVDF film is preformed to have a corrugated surface. 
Under the variable force, the PVDF film is variably stressed by the groves of the 
pusher. This results in the generation by the film of electric charge. The charge flows 
out of the film through a current-to-voltage (J/ V) converter which produces variable 
output voltage. The amplitude of that voltage within certain limits is proportional to 
the applied force. 

Another type of tactile sensor is a piezoresistive sensor. It can be fabricated by 
using materials whose electrical resistance is a function of strain. The sensor incorpo- 
rates a force-sensitive resistor (FSR) whose resistance varies with applied pressure [8]. 
Such materials are conductive elastomers or pressure-sensitive inks. A conductive 
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Fig. 9.8. FSR tactile sensor: (A) through-thickness application with an elastomer; (B) transfer 
function. 


elastomer is fabricated of silicone rubber, polyurethane, and other compounds which 
are impregnated with conductive particles or fibers. For instance, conductive rubber 
can be fabricated by using carbon powder as an impregnating material. The operat- 
ing principles of elastomeric tactile sensors are based either on varying the contact 
area when the elastomer is squeezed between two conductive plates (Fig. 9.8A) or 
in changing the thickness. When the external force varies, the contact area at the 
interface between the pusher and the elastomer changes, resulting in a reduction of 
electrical resistance. At a certain pressure, the contact area reaches its maximum and 
the transfer function (Fig. 9.8B) goes to saturation. For a resistive polymer Velostat™ 
(from 3M), of thickness 70 [1m and a specific resistance of 11 kQ/cm?, resistance for 
pressures over 16 kPa can be approximated by 


51.93 


R= —— 
p47 


+19. (9.6) 


It should be noted, however, that the resistance may noticeably drift when the polymer 
is subjected to prolonged pressure. Thus, the FSR sensors would be much more useful 
for qualitative rather than quantitative measurements. 

A much thinner FSR tactile sensor can be fabricated with a semiconductive poly- 
mer whose resistance varies with pressure. A design of the sensor resembles a mem- 
brane switch (Fig. 9.9) [9]. Compared with a strain gauge, the FSR has a much wider 
dynamic range: typically three decades of resistancelchange over a 0-3-kg force range 
and much lower accuracy (typically +10%). However, in many applications, where 
an accurate force measurement is not required, the very low cost of the sensor makes 
it an attractive alternative. A typical thickness of a FSR polymer sensor is in the range 
of 0.25 mm (0.010 in.), but much thinner sheets are also available. 

Miniature tactile sensors are especially in high demand in robotics, where good 
spatial resolution, high sensitivity, and a wide dynamic range are required. A plastic 
deformation in silicon can be used for the fabrication of a threshold tactile sensor 
with a mechanical hysteresis. In one design [10], the expansion of trapped gas in a 
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sealed cavity formed by wafer bonding is used to plastically deform a thin silicon 
membrane bonded over the cavity, creating a spherically shaped cap. The structure 
shown in Fig. 9.10 is fabricated by the micromachining technology of a silicon wafer. 
At normal room temperature and above a critical force, the upper electrode will buckle 
downward, making contact with the lower electrode. 

Experiments have shown that the switch has a hysteresis of about 2 psi of pressure 
with a closing action near 13 psi. The closing resistance of the switch is on the order 
of 10 kQ, which is usually low enough for the micropower circuits. 

In another design, a vacuum, instead of pressurized gas, is used in a microcavity. 
This sensor, shown in Fig. 9.11 [11], has a silicon vacuum configuration, with a cold 
field-emission cathode and a movable diaphragm anode. The cathode is a sharp silicon 
tip. When a positive potential difference is applied between the tip and the anode, an 
electric field is generated, which allows electrons to tunnel from inside the cathode to 
the vacuum, if the field exceeds 5 x 10’V/cm [12]. The field strength at the tip and the 
quantity of electrons emitted (emission current) are controlled by the anode potential. 
When an external force is applied, the anode deflects downward, thus changing the 
field and the emission current. 

The emission current can be expressed through the anode voltage V as 


a b 
I =V~aexp av ; (9.7) 
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Fig. 9.11. Schematic of a vacuum diode force sensor. (Adapted from Ref. [11].) 


where a and b are constants and £ is the tip geometry factor, which depends on the 
distance between the anode and the cathode. To achieve a better sensitivity, the tip is 
fabricated with a radius of curvature of about 0.02 um. 


9,3 Piezoelectric Force Sensors 


Although the tactile sensors that use piezoelectric effect as it was described earlier 
are not intended for the precision measurement of force, the same effect can be used 
quite efficiently for precision measurements. Piezoelectric effects can be used in both 
passive and active force sensors. It should be remembered, however, that a piezoelec- 
tric effect is, so to speak, an ac effect. In other words, it can convert a changing force 
into a changing electrical signal, whereas a steady-state force produces no electrical 
response. Yet, force can change some properties of a material that would affect an 
ac piezoelectric response when a sensor is supplied by an active excitation signal. 
One example of an active approach is shown in Fig. 9.4. However, for quantitative 
measurements, the applied force must be related to the mechanical resonant of the 
piezoelectric crystal. The basic idea behind the sensor’s operation is that certain cuts 
of quartz crystal, when used as resonators in electronic oscillators, shift the reso- 
nant frequency upon being mechanically loaded. The equation describing the natural 
mechanical frequency spectrum of a piezoelectric oscillator is given by [13] 


n Cc 
fa= mS. (9.8) 


where 7 is the harmonic number, / is the resonance-determining dimension (e.g., the 
thickness of a relatively large thin plate or the length of a thin long rod), c is the 
effective elastic stiffness constant (e.g., the shear stiffness constant in the thickness 
direction of a plate or Young’s modulus in the case of a thin rod), and p is the density 
of the crystal material. 

The frequency shift induced by external force is due to nonlinear effects in the 
crystal. In the above equation, the stiffness constant c changes slightly with the applied 
stress. The effect of the stress on the dimension (strain) or the density is negligible. 
The minimal sensitivity to external force can occur when the squeezed dimension is 
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Fig. 9.13. Quartz force sensor: (A) AT-cut of a quartz crystal; (B) structure of the sensor; (C) 
the outside appearance. (Courtesy of Quartzcell, Santa Barbara, CA.) 


aligned in certain directions for a given cut. These directions are usually chosen when 
crystal oscillators are designed, because their mechanical stability is important. How- 
ever, in the sensor applications, the goal is just the opposite. For example, the diametric 
force has been used for a high-performance pressure transducer [14] (Fig. 9.12). 

Another design of a sensor which operates over a relatively narrow range from 0 
to 1.5 kg but with a good linearity and over 11-bit resolution is shown in Fig. 9.12. To 
fabricate the sensor, a rectangular plate is cut from the crystal such that only one edge 
is parallel to the x axis, and the face of the plate is cut at the angle of approximately 
© = 35° with respect to the z axis. This cut is commonly known as the AT-cut plate 
(Fig. 9.13A). 

The plate is given surface electrodes for utilizing a piezoelectric effect (see Fig. 
3.22 of Chapter 3), which are connected in a positive feedback of an oscillator (Fig. 
9.13B). A quartz crystal oscillates at a fundamental frequency fo (unloaded) which 
shifts at loading by [15] 

K fon 

cy 
where F is the applied force, K is aconstant, n is the number of the overtone mode, and 
1 is the size of the crystal. To compensate for frequency variations due to temperature 
effects, a double crystal can be employed, where one half is used for a temperature 
compensation. Each resonator is connected into its own oscillating circuit and the 
resulting frequencies are subtracted, thus negating a temperature effect. A commercial 
force sensor is shown in Fig. 9.13C. 

A fundamental problem in all force sensors which use crystal resonators is based 
on two counterbalancing demands. On one hand, the resonator must have the highest 


Af=F (9.9) 
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possible quality factor, which means the sensor must be decoupled from the environ- 
ment and possibly should operate in vacuum. On the other hand, application of force 
or pressure requires a relatively rigid structure and a substantial loading effect on the 
oscillation crystal, thus reducing its quality factor. 

This difficulty may be partly solved by using a more complex sensor structure. 
For instance, in a photolithographically produced double- and triple-beam structures 
[13,16], the so-called “string” concept is employed. The idea is to match dimensions 
of the oscillating element to the acoustic quarter-wavelength (1/44). The total wave 
reflection occurs at the supporting points through which the external force is coupled 
and the loading effect on the quality factor is significantly reduced. 
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Pressure Sensors 


“To learn something new, 
first, you must know something old.” 


—My physics teacher 


10.1 Concepts of Pressure 


The pressure concept was primarily based on the pioneering work of Evangelista 
Torricelli, who, for a short time, was a student of Galileo [1]. During his experiments 
with mercury-filled dishes, in 1643, he realized that the atmosphere exerts pressure on 
Earth. Another great experimenter, Blaise Pascal, in 1647, conducted an experiment, 
with the help of his brother-in-law Perier, on the top of the mountain Puy de Dome and 
at its base. He observed that pressure exerted on the column of mercury depends on 
elevation. He named the mercury-in-vacuum instrument they used in the experiment 
a barometer. In 1660, Robert Boyle stated his famous relationship: The product of 
the measures of pressure and volume is constant for a given mass of air at fixed 
temperature. In 1738, Daniel Bernoulli developed an impact theory of gas pressure to 
the point where Boyle’s law could be deducted analytically. Bernoulli also anticipated 
the Charles—Gay—Lussac law by stating that pressure is increased by heating gas at a 
constant volume. For a detailed description of gas and fluid dynamics, the reader is 
referred to one of the many books on the fundamentals of physics. In this chapter, we 
briefly summarize the basics which are essential for the design and use of pressure 
sensors. 

In general terms, matter can be classified into solids and fluids. The word fluid 
describes something which can flow. That includes liquids and gases. The distinction 
between liquids and gases are not quite definite. By varying pressure, it is possible 
to change liquid into gas and vice versa. It is impossible to apply pressure to fluid 
in any direction except normal to its surface. At any angle, except 90°, fluid will 
just slide over, or flow. Therefore, any force applied to fluid is tangential and the 
pressure exerted on boundaries is normal to the surface. For a fluid at rest, pressure 
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can be defined as the force F exerted perpendicularly on a unit area A of a boundary 


surface [2]: 

aoe 10.1) 

E= aA o 

Pressure is basically a mechanical concept that can be fully described in terms of 
the primary dimensions of mass, length, and time. It is a familiar fact that pressure is 
strongly influenced by the position within the boundaries; however, at a given position, 
it is quite independent of direction. We note the expected variations in pressure with 
elevation: 


dp=—wdh, (10.2) 


where w is the specific weight of the medium and h represents the vertical height. 
Pressure is unaffected by the shape of the confining boundaries. Thus, a great 
variety of pressure sensors can be designed without concern for shape and dimensions. 
If pressure is applied to one of the sides of the surface confining a fluid or gas, the 
pressure is transferred to the entire surface without diminishing in value. 
The kinetic theory of gases states that pressure can be viewed as a measure of the 
total kinetic energy of the molecules: 


OK: 1 oy 
= 557 = PC = NRT, (10.3) 


where KE is the kinetic energy, V is the volume, C? is an average value of the square 
of the molecular velocities, p is the density, N is the number of molecules per unit 
volume, R is a specific gas constant, and T is the absolute temperature. 

Equation (10.3) suggests that the pressure and density of compressible fluids 
(gases) are linearly related. The increase in pressure results in the proportional increase 
in density. For example, at 0°C and | atm pressure, air has a density of 1.3 kg/m?, 
whereas at the same temperature and 50 atm of pressure, its density is 65 kg/m°, 
which is 50 times higher. To the contrary, for liquids, the density varies very little 
over ranges of pressure and temperature. For instance, water at 0°C and | atm has a 
density of 1000 kg/m*, whereas at 0°C and 50 atm, its density is 1002 kg/m?, and at 
100°C and | atm, its density is 958 kg/m?. 

Whether gas pressure is above or below the pressure of ambient air, we speak 
about overpressure or vacuum. Pressure is called relative when it is measured with 
respect to ambient pressure. It is called absolute when it is measured with respect to 
a vacuum at 0 pressure. The pressure of a medium may be static when it is referred 
to fluid at rest, or dynamic when it is referred to kinetic energy of a moving fluid. 


10.2 Units of Pressure 


The SI unit of pressure is the pascal: 1 Pa=1 N/m?; that is, one pascal is equal to one 
newton of force uniformly distributed over | square meter of surface. Sometimes, in 
technical systems, atmosphere is used, which is denoted 1 atm. One atmosphere is 
the pressure exerted on | square centimeter by a column of water having a height of 
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1 meter at a temperature of +4°C and normal gravitational acceleration. A pascal can 
be converted into other units by the use of the following relationships (see also Table 
A.4 in the Appendix): 


1 Pa= 1.45 x 10-4 Ib/in? = 9.869 x 10~° atm=7.5 x 10~* cm Hg. 


For practical estimation, it is useful to remember that 0.1 mm H2O is roughly equal 
to 1 Pa. In industry, another unit of pressure is often used. It is defined as pressure 
exerted by a 1-mm column of mercury at 0°C at normal atmospheric pressure and 
normal gravity. This unit is named after Torricelli and is called the torr. The ideal 
pressure of the Earth’s atmosphere is 760 torr and is called the physical atmosphere: 


1 atm = 760 torr = 101,325 Pa. 


The U.S. Customary System of units defines pressure as a pound per square inch 
(b/sq in.) or psi. Conversion into SI systems is the following: 


1 psi=6.89 x 10°Pa = 0.0703 atm. 


A pressure sensor operating principle is based on the conversion of a result of the 
pressure exertion on a sensitive element into an electrical signal. Virtually in all 
cases, pressure results in the displacement or deformation of an element, having a 
defined surface area. Thus, a pressure measurement may be reduced to a measurement 
of a displacement or force, which results from a displacement. Thus, we recommend 
that the reader also becomes familiar with displacement sensors covered in Chapter 
7 and force sensors of Chapter 9. 


10.3 Mercury Pressure Sensor 


A simple yet efficient sensor is based on the communicating vessels principle (Fig. 
10.1). Its prime use is for the measurement of gas pressure. A U-shaped wire is 
immersed into mercury, which shorts its resistance in proportion with the height 
of mercury in each column. The resistors are connected into a Wheatstone bridge 
circuit, which remains in balance as long as the differential pressure in the tube is 
zero. Pressure is applied to one of the arms of the tube and disbalances the bridge, 
which results in the output signal. The higher the pressure in the left tube, the higher 
the resistance of the corresponding arm is and the lower the resistance of the opposite 
arm is. The output voltage is proportional to a difference in resistances AR of the 
wire arms which are not shunted by mercury: 


AR 
Vout = ae =VBAp. (10.4) 


The sensor can be directly calibrated in units of torr. Although simple, this sensor 
suffers from several drawbacks, such as necessity of precision leveling, susceptibility 
to shocks and vibration, large size, and contamination of gas by mercury vapors. 


! Note that this sensor can be used as an inclination sensor when pressures at both sides of 
the tube are equal. 
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| pressure 


Fig. 10.1. Mercury-filled U-shaped sensor for measuring gas pressure. 


10.4 Bellows, Membranes, and Thin Plates 


In pressure sensors, a sensing element is a mechanical device which undergoes struc- 
tural changes under strain. Historically, such devices were bourdon tubes (C-shaped, 
twisted, and helical), corrugated [3] and catenary diaphragms, capsules, bellows, 
barrel tubes, and other components whose shape changed under pressure. 

A bellows (Fig. 10.2A) is intended for the conversion of pressure into a linear 
displacement which can be measured by an appropriate sensor. Thus, the bellows 
performs a first step in the conversion of pressure into an electrical signal. It is 
characterized by a relatively large surface area and, therefore, by a large displacement 
at low pressures. The stiffness of seamless metallic bellows is proportional to Young’s 
modulus of the material and inversely proportional to the outside diameter and to the 
number of convolutions of the bellows. Stiffness also increases with roughly the third 
power of the wall thickness. 

A popular example of pressure conversion into a linear deflection is a diaphragm in 
an aneroid barometer (Fig. 10.2B). A deflecting device always forms at least one wall 
of a pressure chamber and is coupled to a strain sensor (e.g., a strain gauge) which 
converts deflection into electrical signals. Currently, a great majority of pressure 
sensors are fabricated with silicon membranes by using micromachining technology. 

A membrane is a thin diaphragm under radial tension S which is measured in 
Newtons per meter (Fig. 10.3B). The stiffness of bending forces can be neglected, 
as the thickness of the membrane is much smaller compared with its radius (at least 
200 times smaller). When pressure is applied to one side of a membrane, it shapes it 
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Fig. 10.2. (A) Steel bellows for a pressure transducer (fabricated by Servometer Corp., Cedar 
Grove, NJ); (B) metal corrugated diaphragm for conversion of pressure into linear deflection. 


Fig. 10.3. Thin plate (A) and membrane (B) under pressure p. 


spherically, like a soap bubble. At low-pressure p differences, the center deflection 


Zm and the stress o», are quasilinear functions of pressure?: 
2 
rp 
Zmax — 4S” (10.5) 
S 
Omax ~ —, (10.6) 
& 


where r is the membrane radius and g is the thickness. Stress is generally uniform 
over the membrane area. 


? Stress is measured in newtons per square meter. 
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For the membrane, the lowest natural frequency can be calculated from [4] 


12/8 
cee pees (10.7) 


fo= : 
mr\ pg 


where p is the membrane material density. If the thickness of the membrane is not 
negligibly small (r/g ratio is 100 or less), the membrane is called a thin plate (Fig. 
10.3A). If the plate is compressed between some kind of clamping rings, it exhibits a 
noticeable hysteresis due to friction between the thin plate and the clamping rings. A 
much better arrangement is a one-piece structure where the plate and the supporting 
components are fabricated of a single bulk of material. 

For a plate, the maximum deflection is also linearly related to pressure: 


30 - v*)r4 p 


; 10.8 
16Eg? ( ) 


Zmax = 


where E is Young’s modulus (N/m) and v is Poisson’s ratio. The maximum stress at 
the circumference is also a linear function of pressure: 


3r p 


ee (10.9) 


Omax ~ 
Equations (10.8) and (10.9) suggest that a pressure sensor can be designed by ex- 
ploiting the membrane and thin plate deflections. The next question is: What physical 
effect should be used for the conversion of the deflection into an electrical signal? 
There are several options which we discuss in the following sections. 


10.5 Piezoresistive Sensors 


To make a pressure sensor, two essential components are required. They are the plate 
(membrane) having known area A and a detector which responds to applied force 
F [Eq. (10.1)]. Both of these components can be fabricated of silicon. A silicon- 
diaphragm pressure sensor consists of a thin silicon diaphragm as an elastic mate- 
rial [5] and a piezoresistive gauge resistors made by diffusive impurities into the 
diaphragm. Because of single-crystal silicon’s superior elastic characteristics, virtu- 
ally no creep and no hysteresis occur, even under strong static pressure. The gauge 
factor of silicon is many times stronger than that of thin metal conductors [6]. It is 
customary to fabricate strain gauge resistors connected as the Wheatstone bridge. The 
full-scale output of such a circuit is on the order of several hundred millivolts; thus, a 
signal conditioner is required for bringing the output to an acceptable format. Further, 
silicon resistors exhibit quite strong temperature sensitivity; therefore, a conditioning 
circuit should include temperature compensation. 

When stress is applied to a semiconductor resistor, having initial resistance R, 
piezoresistive effect results in change in the resistance AR [7]: 


AR 
ag OL EOS (10.10) 
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Fig. 10.4. Position of piezoresistors on a silicon 
diaphragm. 
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where zr and 7; are the piezoresistive coefficients in the longitudinal and transverse 
direction, respectively. Stresses in longitudinal and transverse directions are desig- 
nated o; and o;. The z coefficients depend on the orientation of resistors on the silicon 
crystal. Thus, for p-type diffused resistor arranged in the (110) direction or an n-type 
silicon square diaphragm with (100) surface orientation as shown in Fig. 10.4, the 
coefficients are approximately denoted as [7] 


1 
a a a (10.11) 


A change in resistivity is proportional to applied stress and, subsequently, to applied 
pressure. The resistors are positioned on the diaphragm in such a manner as to have the 
longitudinal and transverse coefficients of the opposite polarities; therefore, resistors 
change in the opposite directions: 


1 
R i Bs = 5 MaaGly — Fix). (10.12) 


When connecting R; and R2 in a half-bridge circuit and exciting the bridge with 
E, the output voltage Vout is 


1 
Vout = qEraGly — F1x). (10.13) 
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As a result, pressure sensitivity a, and temperature sensitivity of the circuit by can 
be found by taking partial derivatives: 


o 1 OVout + IT44 d(O1y — jx) 
PE ap 4 ap ; 
1 dap 1 o744 

ap oT maa OT 


(10.14) 


bas (10.15) 


Since d744/0T has a negative value, the temperature coefficient of sensitivity is 
negative; that is, sensitivity decreases at higher temperatures. 

There are several methods of fabrication which can be used for silicon pres- 
sure sensor processing. In one method [8], the starting material is an n-type silicon 
substrate with (100) surface orientation. Piezoresistors with 3 x 10!8-cm~? surface- 
impurity concentration are fabricated using a boron ion implantation. One of them 
(R}) is parallel and the other is perpendicular to the (110) diaphragm orientation. 
Other peripheral components, like resistors and p-n junctions used for temperature 
compensation are also fabricated during the same implantation process as that for the 
piezoresistors. They are positioned in a thick-rim area surrounding the diaphragm. 
Thus, they are insensitive to pressure applied to the diaphragm. 

Another approach of stress sensing was used in the Motorola MPX pressure sensor 
chip shown in Fig. 10.5 The piezoresistive element, which constitutes a strain gauge, is 
ion implanted on a thin silicon diaphragm. Excitation current is passed longitudinally 
through the resistor’s taps | and 3, and the pressure that stresses the diaphragm is 
applied at a right angle to the current flow. The stress establishes a transverse electric 
field in the resistor that is sensed as voltage at taps 2 and 4. The single-element 
transverse voltage strain gauge can be viewed as the mechanical analog of a Hall effect 
device (Section 3.8 of Chapter 3). Using a single element eliminates the need to closely 
match the four stress- and temperature-sensitive resistors that form a Wheatstone 
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Fig. 10.5. Basic uncompensated piezoresistive element of Motorola MPX pressure sensor. 
(Copyright Motorola, Inc. Used with permission.) 
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bridge design. At the same time, it greatly simplifies the additional circuitry necessary 
to accomplish calibration and temperature compensation. Nevertheless, the single- 
element strain gauge electrically is analogous to the bridge circuit. Its balance (offset) 
does not depend on matched resistors, as it would be in a conventional bridge, but on 
how well the transverse voltage taps are aligned. 

A thin diaphragm with 1-mm/? area size may be formed by using one of the com- 
monly used silicon etching solutions [e.g., hydrazine—water (N2H4-H20O) anisotropic 
etchant]. A SiOz or Si3Nq layer serves as an etch mask and the protective layer on 
the bottom side of the wafer. The etching time is about 1.7 um/min at 90°C in reflux 
solution. The final diaphragm thickness is achieved at about 30 um. 

Another method of diaphragm fabrication is based on the so-called silicon fusion 
bonding (SFB), where single crystal silicon wafers can be reliably bonded with near- 
perfect interfaces without the use of intermediate layers [9]. This technique allows the 
making of very small sensors which find use in catheter-tip transducers for medical 
in vivo measurements. The total chip area may be as much as eight times smaller 
than that of the conventional silicon-diaphragm pressure sensor. The sensor consists 
of two parts: the bottom and the top wafers (Fig. 10.6A). The bottom constraint wafer 
(substrate) is first anisotropically etched with a square hole which has the desirable 
dimensions of the diaphragm. The bottom wafer has a thickness about 0.5 mm and the 
diaphragm has side dimensions of 250 Lm, so the anisotropic etch forms a pyramidal 
cavity with a depth of about 175 um. The next step is SFB to a top wafer consisting of a 
p-type substrate with an n-type epi layer. The thickness of the epi layer corresponds to 
the desired final thickness of the diaphragm. Then, the bulk of the top wafer is removed 
by acontrolled-etch process, leaving a bonded-on single crystal layer of silicon which 
forms the sensor’s diaphragm. Next, resistors are ion implanted and contact vias are 
etched. In the final step, the constrain wafer is ground and polished back to the desired 
thickness of the device—about 140 um. Despite the fact that the dimensions of the 
SFB chip are about half of those of the conventional chip, their pressure sensitivities 
are identical. A comparison of conventional and SFB technology is shown in Fig. 
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Fig. 10.6. Silicon fusion bonding method of a silicon membrane fabrications: (A) productions 
steps; (B) comparison of an SFB chip size with a conventionally fabricated diaphragm. 
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Fig. 10.7. Absolute (A) and differential (B) pressure sensor packagings. (Copyright Motorola, 
Inc. Used with permission.) 


10.6B. For the same diaphragm dimensions and the same overall thickness of the 
chip, the SFB device is about 50% smaller. 

Pressure sensors are usually available in three basic configurations that permit 
measurement of absolute, differential, and gauge pressures. Absolute pressure, such 
a barometric pressure, is measured with respect to a reference vacuum chamber. The 
chamber may be either external or it can be built directly into the sensor (Fig. 10.7A). 
A differential pressure, such as the pressure drop in a pressure-differential flowmeter, 
is measured by applying pressure to opposite sides of the diaphragm simultaneously. 
Gauge pressure is measured with respect to some kind of reference pressure. An 
example is a blood pressure measurement which is done with respect to atmospheric 
pressure. Thus, gauge pressure is a special case of a differential pressure. Diaphragm 
and strain gauge designs are the same for all three configurations; the packaging makes 
them different. For example, to make a differential or gauge sensor, a silicon die is 
positioned inside the chamber (Fig. 10.7B), which has two openings at both sides 
of the die. To protect them from a harsh environment, the interior of the housing is 
filled with a silicone gel which isolates the die surface and wire bonds while allowing 
the pressure signal to be coupled to the silicon diaphragm. A differential sensor may 
be incorporated into various porting holders (Fig. 10.8). Certain applications, such 
as a hot water hammer, corrosive fluids, and load cells, require physical isolation 
and hydraulic coupling to the chip-carrier package. It can be done with additional 
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Fig. 10.8. Examples of differential pressure packagings. (Copyright Motorola, Inc. Used with 
permission.) 
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Fig. 10.9. Temperature characteristics of a piezoresistive pressure sensor: (A) transfer function 
at three different temperatures; (B) full-scale errors for three values of compensating resistors. 


diaphragms and bellows. In either case, silicone oil, such as Dow Corning DS200, 
can be used to fill the air cavity so that system frequency response is not degraded. 

All silicon-based sensors are characterized by temperature dependence. The tem- 
perature coefficient of sensitivity br as defined by Eq. (10.15) is usually negative, 
and for the accurate pressure sensing, it must be compensated for. Typical methods of 
temperature compensation of bridge circuits are covered in Section 5.7.3 of Chapter 
5. Without the compensation, the sensor’s output voltage may look like the one shown 
in Fig. 10.9A for three different temperatures. 

In many applications, a simple yet efficient temperature compensation can be 
accomplished by adding to the sensor either a series or parallel temperature stable 
resistor. By selecting an appropriate value of the resistor, the sensor’s output can be 
tailored to the desirable operating range (Fig. 10.9B). Whenever a better temperature 
correction over a broad range is required, more complex compensation circuits with 
temperature detectors can be employed. A viable alternative is a software compen- 
sation where the temperature of the pressure transducer is measured by an imbedded 
temperature sensor. Both data from the pressure and temperature sensors are relayed 
to the processing circuit where numerical compensation is digitally performed. 


10.6 Capacitive Sensors 


A silicon diaphragm can be used with another pressure-to-electric output conversion 
process: in a capacitive sensor. Here, the diaphragm displacement modulates capac- 
itance with respect to the reference plate (backplate). This conversion is especially 
effective for the low-pressure sensors. An entire sensor can be fabricated from a 
solid piece of silicon, thus maximizing its operational stability. The diaphragm can 
be designed to produce up to 25% capacitance change over the full range which 


350 10 Pressure Sensors 


Fig. 10.10. Central deflection of flat and 
corrugated diaphragms of the same sizes 
25 under the in-plate tensile stresses. 


20 


10 


center displacement (uum) 


0 20 40 60 30 100 
pressure (inch HO) 


makes these sensors candidates for direct digitization (see Section 5.5 of Chapter 
5). Whereas a piezoresistive diaphragm should be designed to maximize stress at its 
edges, the capacitive diaphragm utilizes a displacement of its central portion. These 
diaphragms can be protected against overpressure by including mechanical stops close 
to either side of the diaphragm (for a differential pressure sensor). Unfortunately, in 
the piezoresistive diaphragms, the same protection is not quite effective because of 
small operational displacements. As a result, the piezoresistive sensors typically have 
burst pressures of about 10 times the full-scale rating, whereas capacitive sensors 
with overpressure stops can handle 1000 times the rated full-scale pressure. This is 
especially important for the low-pressure applications, where relatively high-pressure 
pulses can occur. 

While designing a capacitive pressure sensor, for good linearity it is important to 
maintain flatness of the diaphragm. Traditionally, these sensors are linear only over 
the displacements which are much less than their thickness. One way to improve the 
linear range is to make a diaphragm with groves and corrugations by applying micro- 
machining technology. Planar diaphragms are generally considered more sensitive 
than the corrugated diaphragms with the same size and thickness. However, in the 
presence of the in-plane tensile stresses, the corrugations serve to release some of the 
stresses, thus resulting in better sensitivity and linearity (Fig. 10.10). 


10.7 VRP Sensors 


When measuring small pressures, the deflection of a thin plate or a diaphragm can 
be very small. In fact, it can be so small that the use of strain gauges attached to or 
imbedded into the diaphragm becomes impractical due to the low output signal. One 
possible answer to the problem may be a capacitive sensor for which a diaphragm 
deflection is measured by its relative position to a reference base rather than by the 
internal strain in the material. Such sensors were described earlier. Another solution 
which is especially useful for very low pressures is a magnetic sensor. A variable 
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Fig. 10.11. Variable reluctance pressure sensor: (A) basic principle of operation; (B) an equiv- 
alent circuit. 


reluctance pressure (VRP) sensor uses a magnetically conductive diaphragm to mod- 
ulate the magnetic resistance of a differential transformer. The operation of the sensor 
is very close to that of the magnetic proximity detectors described in Chapter 5. Figure 
10.11A illustrates a basic idea behind the magnetic flux modulation. The assembly of 
an E-shaped core and a coil produces a magnetic flux whose field lines travel through 
the core, the air gap and the diaphragm. The permeability of the E-core magnetic 
material is at least 1000 times higher than that of the air gap [10], and, subsequently, 
its magnetic resistance is lower than the resistance of air. Since the magnetic resis- 
tance of the air gap is much higher than the resistance of the core, it is the gap which 
determines the inductance of the core-coil assembly. When the diaphragm deflects, 
the air gap increases or decreases depending on the direction of a deflection, thus 
causing the modulation of the inductance. 

To fabricate a pressure sensor, a magnetically permeable diaphragm is sandwiched 
between two halves of the shell (Fig. 10.12). Each half incorporates an E-core/coil 
assembly. The coils are encapsulated in a haEd compound to maintain maximum 
stability under even very high pressure. Thin pressure cavities are formed at both 
sides of the diaphragm. The thickness of the diaphragm defines a full-scale oper- 
ating range; however, under most circumstances, total deflection does not exceed 
25-30 um, which makes this device very sensitive to low pressures. Further, due to 
thin pressure cavities, the membrane is physically prevented from excessive deflection 
under the overpressure conditions. This makes VRP sensors inherently safe devices. 
When excited by an ac current, a magnetic flux is produced in each core and the air 
gaps by the diaphragm. Thus, the sensors contain two inductances and can, therefore, 
be thought of as half of a variable reluctance bridge where each inductance forms 
one arm of the bridge (Fig. 10.11B). As a differential pressure across the diaphragm 
is applied, the diaphragm deflects, one side decreasing and the other increasing, and 
the air-gap reluctances in the electromagnetic circuit change proportionally to the 
differential pressure applied. A full-scale pressure on the diaphragm, although very 
small, will produce a large output signal that is easily differentiated from noise. 
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Fig. 10.12. Construction of a VRP sensor for low-pressure measurements: (A) assembly of the 
sensor; (B) double E-core at both sides of the cavity. 


The VRP sensor’s output is proportional to the reluctance in each arm of the 
inductive Wheatstone bridge that uses the equivalent inductive reactances x1, as the 
active elements. The inductance of a coil is determined by the number of turns and 
the geometry of the coil. When a magnetically permeable material is introduced into 
the field flux, it forms a low-resistance path-attracting magnetic field. This alters the 
coil’s self-inductance. The inductance of the circuit, and subsequently its reactance, 
is inversely proportional to the magnetic reluctance; that is, x),2 =k/d where k is a 
constant and d is the gap size. When the bridge is excited by a carrier, the output 
signal across the bridge becomes amplitude modulated by the applied pressure. The 
amplitude is proportional to the bridge imbalance, and the phase of the output signal 
changes with the direction of the imbalance. The ac signal can be demodulated to 
produce a dc response. 


10.8 Optoelectronic Sensors 


When measuring low-level pressures or, to the contrary, when thick membranes are 
required to enable a broad dynamic range, a diaphragm displacement may be too 
small to assure sufficient resolution and accuracy. In addition, most of piezoresis- 
tive sensors, and some capacitive, are quite temperature sensitive, which requires 
an additional thermal compensation. An optical readout has several advantages over 
other technologies, namely a simple encapsulation, small temperature effects, high 
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Fig. 10.13. Schematic of an optoelectronic pressure sensor operating on the interference phe- 
nomenon. (Adapted from Ref. [12].) 


resolution, and high accuracy. Especially promising are the optoelectronic sensors op- 
erating with the light interference phenomena [11]. Such sensors use a Fabry—Perot 
(FP) principle of measuring small displacements (covered in more detail in Section 
7.5 of Chapter 7). A simplified circuit of one such a sensor is shown in Fig. 10.13. 

The sensor consists of the following essential components: a passive optical pres- 
sure chip with a membrane etched in silicon, a light-emitting diode (LED), and a 
detector chip [12]. A pressure chip is similar to a capacitive pressure sensor as de- 
scribed earlier, except that a capacitor is replaced by an optical cavity forming a 
Fabry-Perot interferometer [13] measuring the deflection of the diaphragm. A back- 
etched single-crystal diaphragm on a silicon chip is covered with a thin metallic 
layer, and a glass plate is covered with a metallic layer on its backside. The glass 
is separated from the silicon chip by two spacers at a distance w. Two metallic lay- 
ers form a variable-gap FP interferometer with a pressure-sensitive movable mirror 
(on the membrane) and a plane-parallel, stationary, fixed half-transparent mirror (on 
the glass). A detector chip contains three p-n-junction photodiodes. Two of them are 
covered with integrated optical FP filters of slightly different thicknesses. The filters 
are formed as first surface silicon mirrors, coated with a layer of SiO and thin metal 
(Al) mirrors on their surfaces. An operating principle of the sensor is based on the 
measurement of a wavelength modulation of the reflected and transmitted light de- 
pending on the width of the FP cavity. The reflection and transmission from the cavity 
is almost a periodic function in the inverse wavelength, 1/A, of the light with a period 
equal to 1/2w. Because w is a linear function of the applied pressure, the reflected 
light is wavelength modulated. 

The detector chip works as a demodulator and generates electrical signals repre- 
senting the applied pressure. It performs an optical comparison of the sensing cavity 
of the pressure sensor with a virtual cavity formed by the height difference between 
two FP filters. If both cavities are the same, the detector generates the maximum pho- 
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tocurrent, and when the pressure changes, the photocurrent is cosine modulated with a 
period defined by half the mean wavelength of the light source. The photodiode with- 
out the FP filter serves as a reference diode, which monitors the total light intensity 
arriving at the detector. Its output signal is used for the ratiometric processing of the 
information. Because the output of the sensor is inherently nonlinear, a linearization 
by a microprocessor is generally required. Similar optical pressure sensors can be 
designed with fiber optics, which makes them especially useful for remote sensing 
where radio-frequency interferences present a serious problem [14]. 


10.9 Vacuum Sensors 


Measurement of very low pressures is important for the processing of the microelec- 
tronic wafers, optical components, chemistry and other industrial applications. It also 
vital for the scientific studies, for instance, in space exploration. In general, vacuum 
means pressure below atmospheric, but usually the term is used with respect to a near 
absence of gas pressure. True vacuum is never attained. Even the intrastellar space is 
not entirely free of matter. 

Vacuum can be measured as negative pressure compared to the atmospheric pres- 
sure by conventional pressure sensors, yet this is not quite efficient. Conventional 
pressure sensors do not resolve extremely low concentrations of gas due to the poor 
signal-to-noise ratio. Whereas the pressure sensors in most cases employ some kind of 
membrane and a displacement (deflection) transducer, special vacuum sensors operate 
on different principles. They rely on some physical properties of gaseous molecules 
that are related to the number of such molecules per volume of space. These proper- 
ties may be a thermal conductivity, viscosity, ionization, and others. Here, we briefly 
describe some popular sensor designs. 


10.9.1 Pirani Gauge 


The Pirani vacuum gauge is a sensor that measures pressure through the thermal 
conductivity of gas. It is one of the oldest vacuum sensors. The simplest version of 
the gauge contains a heated plate. The measurement is done by detecting of amount of 
heat lost from the plate that depends on gas pressure. Operation of the Pirani gauge is 
based on the pioneering works by Marian Von Smoluchowski [15]. He established that 
when an object is heated, thermal conductivity to the surrounding objects is governed 
by 
PPr 

Ga Gor Ce Gat Can he ag. (10.16) 
where G, is thermal conductivity via the solid supporting elements, G, is the radiative 
heat transfer, a is the area of a heated plate, k is a coefficient related to gas properties 
and Pr is a transitional pressure which is the maximum pressure that can be measured. 
Figure 10.14A illustrates different factors that contributes to a thermal loss from 
a heated plate. If the solid conductive and radiative loss is accounted for, the gas 
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Fig. 10.14. (A) Thermal conductivities from a heated plate; (B) transfer function of a Pirani 
vacuum gauge. 


conductivity Gg goes linearly down to absolute vacuum. The trick is to minimize 
the interfering factors that contribute to Go. This can be achieved by use of both the 
heated plate that is suspended with a minimal thermal contact with the sensor housing 
and by the differential technique that to a large degree cancels the influence of Go. 
There are several designs of the Pirani gauge that are used in vacuum technolo- 
gies. Some use two plates with different temperatures and the amount of power spent 
for heating is the measure of gas pressure. The other use a single plate that mea- 
sures thermal conductivity of gas by heat loss to the surrounding walls. Tempera- 
ture measurement is usually done with either a thermocouple or platinum resistive 
temperature detector (RTD). Figure 10.15 illustrates one version of the gauge that 
employs a thermal balance (differential) technique. The sensor chamber is divided 
into two identical sections where one is filled with gas at a reference pressure (say 
1 atm = 760 torr) and the other is connected to the vacuum that is to be measured. 
Each chamber contains a heated plate that is supported by the tiny links to minimize 
a conductive heat transfer through solids. Both chambers are preferably of the same 
shape, size, and construction so that the conductive and radiative heat loss would be 
nearly identical. The better the symmetry, the better is the cancellation of the spurious 
thermal conductivity Go. The heaters on the plates are warmed up by electric current. 
In this particular design, each heater is a thermistor with a negative temperature coef- 
ficient (NTC) (see Chapter 16). Resistances of the thermistor are equal and relatively 
low to allow for a Joule self-heating (Fig. 16.11 of Chapter 16). The reference ther- 
mistor S; is connected into a self-balancing bridge that also includes resistors R;, R1, 
and R» and an operational amplifier. The bridge automatically sets the temperature 
of S$, on a constant level 7; that is defined by the bridge resistors and is independent 
of ambient temperature. Note that the bridge is balanced by both the negative and 
positive feedbacks to the bridge arms. Capacitor C keeps the circuit from oscillating, 
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Fig. 10.15. Pirani vacuum gauge with NTC thermistors operating in self-heating mode. 


The same voltage E that feeds the reference plate is applied to the thermistor S, on 
the sensing plate via R, = R,. The output voltage AV is taken differentially from the 
sensing thermistor and the bridge. The shape of the transfer function is shown in Fig. 
10.14B. A vacuum sensor often operates with gases that may contaminate the sensing 
plates so the appropriate filters must be employed. 


10.9.2 Ionization Gauges 


This sensor resembles a vacuum tube that was used as an amplifier in the old-fashioned 
radio equipment. The ion current between the plate and the filament (Fig. 10.16A) is 
a nearly linear function of molecular density (pressure) [16,17]. The vacuum gauge 
tube has a reversed connection of voltages: The positive high voltage is applied to a 
grid and negative lower voltage is connected to the plate. The output is the ion current 
ip collected by the plate that is proportional to pressure and the electron current ig 
of the grid. Presently, a further improvement of this gauge is the so-called Bayard— 
Alpert vacuum sensor [18]. It is more sensitive and stable at a much lower pressure. 
Its operating principle is the same as a vacuum tube gauge, except that the geometry is 
different—the plate is substituted by the a wire surrounded by a grid and the cathode 
filament is outside (Fig. 10.16B). 


10.9.3 Gas Drag Gauge 


The gas molecules interact with a moving body. This is the basic idea behind the 
spinning-rotor gauge [19]. In the current implementation of the sensor, a small steel 
ball having a diameter of 4.5 mm is magnetically levitated (Fig. 10.16C) inside a 
vacuum chamber and spinning with a rate of 400 Hz. The ball magnetic moment 


References 357 


vacuunt 


heating 


(A) 


N 
stabilization coil > 


VaCuunt 


pick-up coil pick-up coil 


stabilization coil vacuum 


+ = 
heating 


(B) 
Fig. 10.16. Ionization vacuum gauge (A), Bayard—Alpert gauge (B), and gas drag gauge (C). 


induces a signal in a pickup coil. The gas molecules exert drag on the ball and slow 
its rate of rotation: 


= 10.17 
106 ete 


mpac (—w' —RD—2aT' 
a) 
where p and a are the density and radius of the ball, respectively, w’ /w is the fractional 


rate of slowing of rotation, c is the mean gas molecular velocity, a is the coefficient 
of expansion of the ball, and T’ is the ball’s temperature [20]. 
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Flow Sensors 


It’s a simple task to make a complex system, 
It’s a complex task to make a simple system 


11.1 Basics of Flow Dynamics 


One of the fundamentals of physics is that mass is a conserved quantity. It cannot be 
created or destroyed. In the absence of sources or sinks of mass, its quantity remains 
constant regardless of boundaries. However, if there is influx or outflow of mass 
through the boundaries, the sum of influx and efflux must be zero. Whatever mass 
comes in, it must go out. When both are measured over the same interval of time, mass 
entering the system (Mj,) is equal to mass leaving the system (Moy) [1]. Therefore, 
dMin = dMou 

dt dt ~ 
In mechanical engineering, moving media whose flow is measured are liquids (water, 
oil, solvents, gasoline, etc.), air, gases (oxygen, nitrogen, CO, CO2, methane CHa, 
water vapor, etc.). 

In a steady flow, the velocity at a given point is constant in time. We can draw a 
stream line through every point in a moving medium (Fig. 11.1A). In steady flow, the 
line distribution is time independent. A velocity vector is tangent to a stream line in 
every point z. Any boundaries of flow which envelop a bundle of stream lines is called 
a tube of flow. Because the boundary of such a tube consists of stream lines, no fluid 
(gas) can cross the boundary of a tube of flow and the tube behaves something like 
a pipe of some shape. The flowing medium can enter such a pipe at one end, having 
cross section A, and exit at the other through cross section Az. The velocity of a 
moving material inside of a tube of flow will, in general, have different magnitudes 
at different points along the tube. 

The volume of moving medium passing a given plane (Fig. 11.1B) in a specified 


time interval At is 

4 AxdA 

A=—= = | vdA, (11.2) 
At At 


(11.1) 
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Fig. 11.1. Tube of flow (A) and flow of a medium through a plane (B). 


x Fig. 11.2. Profile of the velocity of flow in a pipe. 
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where v is the velocity of moving medium, which must be integrated over area A, 
and Ax is the displacement of volume V. Figure 11.2 shows that the velocity of a 
liquid or gas in a pipe may vary over the cross section. It is often convenient to define 
an average velocity 
fudAa 
ae ae 
When measuring the velocity by a sensor whose dimensions are substantially 
smaller than the pipe size, one should be aware of the possibility of erroneous detection 
of either too low or too high velocity, whereas the average velocity, vg, is somewhere 
in between. A product of the average velocity and a cross-sectional area is called the 
flux or flow rate. Its SI unit is cubic meters per second. The U.S. Customary System 
unit is cubic feet per second. The flux can be found by rearranging Eq. (11.3): 


(11.3) 


Auy= f waa. (11.4) 


What a flow sensor usually measures is vg. Thus, to determine the flow rate, the 
cross-section area of tube of flow A must be known, otherwise the measurement is 
meaningless. 
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The measurement of flow is rarely conducted for the determination of a displace- 
ment of volume. Usually, what is needed is to determine the flow of mass rather than 
volume. Of course, when dealing with virtually incompressible fluids (water, oil, etc.), 
either volume or mass can be used. A relationship between mass and volume for a 
incompressible material is through density p 


M=pV. (11.5) 


The densities of some materials are given in Table A.12 (Appendix). The rate of mass 
flow is defined as 


Sepa (11.6) 


The SI unit for mass flow is kilogram per second and the U.S. Customary System unit 
is pounds per second. For a compressible medium (gas), either mass flow or volume 
flow at a given pressure should be specified. 

There is a great variety of sensors that can measure flow velocity by determining 
the rate of displacement of either mass or volume. Whichever sensor is used, inherent 
difficulties of the measurement make the process a complicated procedure. It is nec- 
essary to take into consideration many of the natural characteristics of the medium, 
its surroundings, barrel and pipe shapes and materials, medium temperature and pres- 
sure, and so forth. When selecting any particular sensor for the flow measurement, 
it is advisable to consult with the manufacturer’s specifications and very carefully 
consider the application recommendations for a particular sensor. In this book, we do 
not cover such traditional flow measurement systems as turbine-type meters. It is of 
interest to us to consider sensors without moving components which introduce either 
no or little restriction into the flow. 


11.2 Pressure Gradient Technique 


A fundamental equation in fluid mechanics is Bernoulli equation which is strictly 
applicable only to steady flow of nonviscous, incompressible medium: 


1 
pp (502 + 4y) =const (11.7) 


where p is the pressure ina tube of flow, g = 9.80665 m/s* = 32.174 ft/s? is the gravity 
constant, and y is the height of the medium’s displacement. Bernoulli’s equation 
allows us to find fluid velocity by measuring pressures along the flow. 

The pressure gradient technique (of flow measurement) essentially requires the 
introduction of a flow resistance. Measuring the pressure gradient across a known 
resistor allows one to calculate a flow rate. The concept is analogous to Ohm’s law: 
Voltage (pressure) across a fixed resistor is proportional to current (flow). In practice, 
the restricting elements which cause flow resistances are orifices, porous plugs, and 
Venturi tubes (tapered profile pipes). Figure 11.3 shows two types of flow resistor. 
In the first case, it is a narrow in the channel; in the other case, there is a porous 
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Fig. 11.3. Two types of flow resistor: a narrow channel (A) and a porous plug (B). 


plug which somewhat restricts the medium flow. A differential pressure sensor is 
positioned across the resistor. When moving mass enters the higher-resistance area, 
its velocity increases in proportion to the resistance increase: 


Via =VaR. (11.8) 


The Bernoulli equation defines differential pressure as! 


p p 
AP = Pi — P2= Faq — Vig) =k 5 V3q(l — RB), (11.9) 
where k is the correction coefficient which is required because the actual pressure 


P2 is slightly lower than the theoretically calculated pressure. From Eq. (11.9), the 
average velocity can be calculated as 


1 }2 
ey 11.10 
i KI RV P oe 


! Tt is assumed that both pressure measurements are made at the same height (y = 0), which 
is usually the case. 
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To determine the mass flow rate per unit time, for a incompressible medium, Eq. 
(11.10) is simplified to 


q =&An/Ap, (11.11) 


where & is a coefficient which is determined through calibration. The calibration must 
be done with a specified liquid or gas over an entire operating temperature range; thus, 
the value of € may be different at different temperatures. It follows from the above that 
the pressure gradient technique essentially requires the use of either one differential 
pressure sensor or two absolute sensors. If a linear representation of the output signal is 
required, a square root extraction must be used. The root extraction can be performed 
in a microprocessor by using one of the conventional computation techniques. An 
advantage of the pressure gradient method is in the absence of moving components 
and use of standard pressure sensors which are readily available. A disadvantage is 
in the restriction of flow by resistive devices. 


11.3 Thermal Transport Sensors 


A good method for measuring flow would be by somehow marking the flowing 
medium and detecting the movement of the mark. For example, a mark can be a 
floating object that can move with the medium while being stationary with respect 
to the medium. The time which it would take the object to move with the flow from 
one position to another could be used for the calculation of the flow rate. Such an 
object may be a float, radioactive element, or dye which changes optical properties 
(e.g., color) of flowing medium. Also, the mark can be a different gas or liquid whose 
concentration and rate of dilution can be detectable by appropriate sensors. 

In medicine, a dye dilution method of flow measurement is used for studies in 
hemodynamics. In most instances, however, placing any foreign material into the 
flowing medium is either impractical or forbidden for some other reasons. An alter- 
native would be to change some physical properties of the moving medium and to 
detect the rate of displacement of a changed portion or rate of its dilution. Usually, 
the best physical property that can be easily modified without causing undesirable 
effects is temperature. 

Figure 11.4A shows a sensor which is called a thermoanemometer. It is composed 
of three small tubes immersed into a moving medium. Two tubes contain temperature 
detectors Ro and R,. The detectors are thermally coupled to the medium and are ther- 
mally isolated from the structural elements and the pipe where the flow is measured. 
In between the two detectors, a heating element is positioned. Both detectors are con- 
nected to electrical wires through tiny conductors to minimize thermal loss through 
conduction (Fig. 11.4B). The sensor operates as follows. The first temperature detec- 
tor Ro measures the temperature of the flowing medium. The heater warms up the 
medium and the elevated temperature is measured by the second temperature detector 
R;. Ina still medium, heat would be dissipated from the heater through media to both 
detectors. In a medium with a zero flow, heat moves out from the heater mainly by 
thermal conduction and gravitational convection. Because the heater is positioned 
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Fig. 11.4. Thermoanemometer. (A) a basic two-sensor design; (B) cross-sectional view of a 
temperature detector. 


closer to the R,; detector, that detector will register a higher temperature. When the 
medium flows, heat dissipation increases due to forced convection. The higher the 
rate of flow, the higher the heat dissipation and the lower the temperature that will be 
registered by the Ry detector. Heat loss is measured and converted into the flow rate 
of the medium. 

A fundamental relationship of thermoanemometry is based on King’s law [2] 


somu(14 /) (T= 1p). (11.12) 


where k and c are the thermal conductivity and specific heat of a medium at a given 
pressure, p is the density of the medium, / and d are the length and diameter of the 
sensor, respectively, 7; is the surface temperature of the sensor, 7p is the temperature 
of the medium away from the sensor, and v is the velocity of the medium. Collis and 
Williams experimentally proved [3] that King’s theoretical law needs some correction. 
For a cylindrical sensor with //d >> 1, a modified King’s equation yields the velocity 


of the medium: nee 

K 1 . 

v=— dQ ; (11.13) 
p dt Ts _ To 


where K is the calibration constant. It follows from the above that to measure a flow, 
a temperature gradient between the sensor and the moving medium and the dissipated 
heat must be measured. Then, velocity of the fluid or gas becomes, although nonlinear, 
a quite definitive function of thermal loss (Fig. 11.5A). 

To maintain the R, detector at 7, and to assure a sufficient thermal gradient with 
respect to To, heat loss must be compensated for by supplying the appropriate power 
to the heating element. Also, we may consider a flow sensor without a separate heating 
element. In such a sensor, the R; detector operates in a self-heating mode; that is, the 
electric current passing through its resistance generates enough Joule heat to elevate 
its temperature to 7,. At that temperature, the second detector has resistance R;. 
Assuming that conductive heat loss through connecting wires and sensor’s enveloping 
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Fig. 11.5. Transfer function of a thermoanemometer (A) and calibration curves for a self- 
heating sensor in a thermoanemometer for three different levels of heat (B). 


tube is negligibly small, the law of conservation of energy demands that electric power 
W be equal to thermal loss to flowing medium: 


wu 42 


= : 11.14 
7 ( ) 


On the other hand, the electric power through a heating resistance is in a square 
relationship with the voltage e across the heating element: 


Wweo=. (11.15) 


Equations (11.13)-(11.15) yield a relationship between the voltage across the self- 
heating detector and the velocity of flow: 


K(e 1 \'* 
vo, = — | — (11.16) 
p Rs T; = To 


Figure 11.5B shows an example of a calibrating curve for a flow sensor using a self- 
heating thermistor (7; = 75°C) operating in air whose temperature varies from 20°C 
to 45°C. The thermistor temperature was maintained constant over an entire range of 
Tp temperatures.” It should be emphasized, that T, must always be selected higher 
than the highest temperature of the flowing medium. 

Formula (11.13) suggests that two methods of measurement are possible. In the 
first method, the voltage and resistance of a heating element is maintained constant, 


2 This can be accomplished by using a self-balancing resistive bridge. See, for example, 
Ref. [4]. 
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Fig. 11.6. Bridge circuit for a thermal flowmeter (A); sensor responses for different fluids (B). 


whereas the temperature differential (7; — To) is used as the output signal. In the 
second method, the temperature differential is maintained constant by a control cir- 
cuit which regulates the heater’s voltage e. In the latter case, e is the output signal. 
This method is often preferable for use in the miniature sensors where self-heating 
temperature detectors are employed. A self-heating sensor [it can be either a resistive 
temperature detector (RTD) or thermistor] operates at high excitation currents. That 
current serves two purposes: It measures the resistance of a detector to determine 
its temperature and it provides Joule heat. Figure 11.6A shows that both temperature 
detectors (heated and reference) can be connected in a bridge circuit. At very low 
flow velocities, the bridge is imbalanced and the output signal is high. When the flow 
rate increases, the heated detector cools down and its temperature comes closer to 
that of a reference detector, lowering the output voltage. Figure 11.6B illustrates that 
the sensor’s response is different for various fluids and gases. A sensor manufacturer 
usually provides calibration curves for any particular medium; however, whenever 
precision measurement is required, on-site calibration is recommended. 

For accurate temperature measurements in a flowmeter, any type of temperature 
detector can be used: resistive, semiconductor, optical, and so forth (Chapter 17). 
Currently, however, the majority of manufacturers use resistive sensors. In industry 
and scientific measurements, RTDs are the prime choice, as they assure higher linear- 
ity, predictable response, and long-term stability over broader temperature ranges. In 
medicine, thermistors are often preferred because of their higher sensitivity. When- 
ever a resistive temperature sensor is employed, especially for a remote sensing, a 
four-wire measurement technique should be seriously considered. The technique is a 
solution for a problem arising from a finite resistance of connecting wires which may 
be a substantial source of error, especially with low-resistance-temperature sensors 
like RTDs. See Section 5.8.2 of Chapter 5 for the description of a four-wire method. 
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A sensor’s design determines its operating limits. At a certain velocity, the 
molecules of a moving medium while passing near a heater do not have sufficient 
time to absorb enough thermal energy for developing a temperature differential be- 
tween two detectors. Because the differential is in the denominator of Eq. (11.13), at 
high velocities computational error becomes unacceptably large and accuracy drops 
dramatically. The upper operating limits for the thermal transport sensors usually 
are determined experimentally. For instance, under normal atmospheric pressure and 
room temperature (about 20°C), the maximum air velocity that can be detected by a 
thermal transport sensor is in the range of 60 m/s (200 ft/s). 

While designing thermal flow sensors, it is important to assure that the medium 
moves through the detectors without turbulence in a nonlaminar well-mixed flow. The 
sensor is often supplied with mixing grids or turbulence breakers which sometimes 
are called mass equalizers (Fig. 11.4A). 

The pressure and temperature of a moving medium, especially of gases, make a 
strong contribution to the accuracy of a volume rate calculation. It is interesting to note 
that for the mass flow meters, pressure makes very little effect on the measurement 
as the increase in pressure results in a proportional increase in mass. 

A data processing system for the thermal transport sensing must receive at least 
three variable input signals: a flowing medium temperature, a temperature differential, 
and a heating power signal. These signals are multiplexed, converted into digital form, 
and processed by a computer to calculate characteristics of flow. Data are usually dis- 
played as velocity (m/s or ft/s), volume rate (m3/s or ft3/s), or mass rate (kg/s or Ib/s). 

Thermal transport flowmeters are far more sensitive than other types and have a 
broad dynamic range. They can be employed to measure very minute gas or liquid 
displacements as well as fast and strong currents. Major advantages of these sensors 
are the absence of moving components and an ability to measure very low flow 
rates. "Paddle wheel," hinged vane, and pressure differential sensors have low and 
inaccurate outputs at low rates. If a small-diameter tubing is required, as in automotive, 
aeronautic, medical, and biological applications, sensors with moving components 
become mechanically impractical. In these applications, thermal transport sensors are 
indispensable. 


11.4 Ultrasonic Sensors 


Flow can be measured by employing ultrasonic waves. The main idea behind the 
principle is the detection of frequency or phase shift caused by flowing medium. One 
possible implementation is based on the Doppler effect (see Section 6.2 of Chapter 6 
for the description of the Doppler effect), whereas the other relies on the detection of 
the increase or decrease in effective ultrasound velocity in the medium. The effective 
velocity of sound in a moving medium is equal to the velocity of sound relative to 
the medium plus the velocity of the medium with respect to the source of the sound. 
Thus, a sound wave propagating upstream will have a smaller effective velocity, and 
the sound propagating downstream will have a higher effective velocity. Because the 
difference between the two velocities is exactly twice the velocity of the medium, 
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Fig. 11.7. Ultrasonic flowmeter. (A) position of transmitter—receiver crystals in the flow; (B) 
waveforms in the circuit. 


measuring the upstream—downstream velocity difference allows us to determine the 
velocity of the flow. 

Figure 11.7A shows two ultrasonic generators positioned on opposite sides of 
a tube of flow. Piezoelectric crystals are usually employed for that purpose. Each 
crystal can be used for either the generation of the ultrasonic waves (motor mode) or 
for receiving the ultrasonic waves (generator mode). In other words, the same crystal, 
when needed, acts as a "speaker" or a "microphone." 

Two crystals are separated by distance D and positioned at angle © with respect 
to flow. Also, it is possible to place small crystals right inside the tube along the flow. 
That case corresponds to © = 0. The transit time of sound between two transducers 
A and B can be found through the average fluid velocity v¢: 


D 
T = —__., (11.17) 
c+, cos O 


where c is the velocity of sound in the fluid. The plus and minus signs refer to the 
downstream and upstream directions, respectively. The velocity v; is the flow velocity 
averaged along the path of the ultrasound. Gessner [4] has shown that for laminar 
flow v, = 4v,/3, and for turbulent flow, ve = 1.07vg, where v, is the flow averaged 
over the cross-sectional area. By taking the difference between the downstream and 
upstream velocities, we find [5] 


2D. cos O 7 2Dv_.cos O 


AT = x 
c2 + ve cos? © c2 


(11.18) 


which is true for the most practical cases when c > v, cos ©. To improve the signal- 
to-noise ratio, the transit time is often measured for both upstream and downstream 
directions; that is, each piezoelectric crystal works as a transmitter at one time and 
as a receiver at the other time. This can be accomplished by a selector (Fig. 11.8) 
which is clocked by a relatively slow sampling rate (400 Hz in the example). The 
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Fig. 11.8. Block diagram of an ultrasonic flowmeter with alternating transmitter and receiver. 


sinusoidal ultrasonic waves (about 3 MHz) are transmitted as bursts with the same 
slow clock rate (400 Hz). A received sinusoidal burst is delayed from the transmitted 
one by time 7, which is modulated by the flow (Fig. 11.7B). This time is detected 
by a transit-time detector; then, the time difference in both directions is recovered by 
a synchronous detector. Such a system can achieve quite good accuracy, with a zero 
drift as small as 5 x 1173 m/s? over the 4-h period. 

An alternative way of measuring flow with ultrasonic sensors is to detect a phase 
difference in transmitted and received pulses in the upstream and downstream direc- 
tions. The phase differential can be derived from Eq. (11.18): 


_ Arf Dv, cos © 
=, — 


Af (11.19) 


c 
where f is the ultrasonic frequency. It is clear that the sensitivity is better with the 
increase in the frequency; however, at higher frequencies, one should expect stronger 
sound attenuation in the system, which may cause a reduction in the signal-to-noise 
ratio. 

For the Doppler flow measurements, continuous ultrasonic waves can be used. 
Figure 11.9 shows a flowmeter with a transmitter—-receiver assembly positioned inside 
the flowing stream. As in a Doppler radio receiver, transmitted and received frequen- 
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Fig. 11.9. Ultrasonic Doppler flowmeter. 
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cies are mixed in a nonlinear circuit (a mixer). The output low-frequency differential 
harmonics are selected by a bandpass filter. That differential is defined as 


2fsv 


Cc 


Af=f,—-f-®+ (11.20) 


where f; and f, are the frequencies in the transmitting and receiving crystals, respec- 
tively, and the plus/minus signs indicate different directions of flow. An important 
conclusion from the above equation is that the differential frequency is directly pro- 
portional to the flow velocity. Obviously, the crystals must have much smaller sizes 
than the clearance of the tube of flow. Hence, the measured velocity is not the av- 
erage but rather a localized velocity of flow. In practical systems, it is desirable to 
calibrate ultrasonic sensors with actual fluids over the useful temperature range, so 
that contribution of a fluid viscosity is taken into account. 

An ultrasonic piezoelectric sensors/transducer can be fabricated of small ceramic 
disks encapsulated into a flowmeter body. The surface of the crystal can be protected 
by a suitable material, (e.g., silicone rubber). An obvious advantage of an ultrasonic 
sensor is in its ability to measure flow without a direct contact with the fluid. 


11.5 Electromagnetic Sensors 


The electromagnetic flow sensors are useful for measuring the movement of conduc- 
tive liquids. The operating principle is based on the discovery of Faraday and Henry 
(see Section 3.4 of Chapter 3) of the electromagnetic induction. When a conductive 
media (wire, for instance) or for this particular purpose, flowing conductive liquid 
crosses the magnetic flux lines, the electromotive force (e.m.f.) is generated in the 
conductor. The value of the e.m-f. is proportional to velocity of moving conductor 
[Eq. (3.37) of Chapter 3]. Figure 11.10 illustrates a tube of flow positioned into mag- 
netic field B. There are two electrodes incorporated into a tube to pick up the e.m-f. 
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Fig. 11.10. Principle of an electromagnetic flowmeter: (A) position of electrodes is perpendic- 
ular to the magnetic field; (B) relationships between flow and electrical and magnetic vectors. 
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induced in the liquid. The magnitude of the e.m-f. is defined by 
v=e—e' =2aBv, (11.21) 


where a is the radius of the tube of flow and v is the velocity of flow. 

By solving Maxwell’s equations, it can be shown that for a typical case when the 
fluid velocity is nonuniform within the cross-sectional area but remains symmetrical 
about the tube axis (axisymmetrical), the e.m.f generated is the same as that given by 
Eq. (11.21), except that v is replaced by the average velocity, vg [Eq. (11.3)]: 


1 a 
Va = —> 2x ur dr, (11.22) 
Twa 0 
where r is the distance from the center of the tube. Equation (11.21) can be expressed 
in terms of the volumetric flow rate: 


2AB 
v= 


; (11.23) 
a 
It follows from Eq. (11.23) that the voltage registered across the pickup electrodes is 
independent of the flow profile or fluid conductivity. For a given tube geometry and 
the magnetic flux, it depends only on the instantaneous volumetric flow rate. 

There are two general methods of inducing voltage in the pickup electrodes. The 
first is adc method where the magnetic flux density is constant and induced voltage is a 
dc or slow-changing signal. One problem associated with this method is a polarization 
of the electrodes due to small but unidirectional current passing through their surface. 
The other problem is a low-frequency noise, which makes it difficult to detect small 
flow rates. 

Another and far better method of excitation is with an alternating magnetic field, 
which causes the appearance of an ac voltage across the electrodes (Fig. 11.11). 
Naturally, the frequency of the magnetic field should meet a condition of the Nyquist 
rate; that is, it must be at least two times higher than the highest frequency of flow- 
rate spectrum variations. In practice, the excitation frequency is selected in the range 
between 100 and 1000 Hz. 
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Fig. 11.11. Electromagnetic flowmeter with synchronous (phase-sensitive) demodulator. 
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Fig. 11.12. Micromachined gas flow sensor. 


11.6 Microflow Sensors 


In some applications, such as process control in precise semiconductor manufacturing, 
chemical and pharmaceutical industries, and biomedical engineering, miniaturized 
gas flow sensors are encountered with increasing frequency. Most of them operate on 
the method of thermal transport (see Section 11.3) and are fabricated from a silicon 
crystal by using micromachining technology. Many of the microflow sensors use a 
thermopile as a temperature sensor [6]; however, the thermoelectric coefficient [Eq. 
(3.91) of Chapter 3] of standard elements used in the integrated circuit (IC) processing 
(silicon and aluminum) is smaller than that of conventional thermocouples by factors 
ranging from 10 to 100. Thus, a resulting output signal may be very small, which 
requires amplification by amplifiers integrated directly into the sensor. 

A cantilever design of a microflow sensor is shown in Fig. 11.12. The thickness 
of the cantilever may be as low as 2 um. It is fabricated in the form of a sandwich 
consisting of layers of field oxide, chemical vapor deposition (CVD) oxide, and 
nitrate [7]. The cantilever sensor is heated by an imbedded resistor with a rate of 26 
K/mW of applied electric power, and a typical transfer function of the flow sensor 
has a negative slope of about 4 mV/m/s. 

The heat is removed from the sensor by three means: conductance Ly, through 
the cantilever beam, gas flow h(v), and thermal radiation, which is governed by the 
Stefan—Boltzmann law: 


P=L,(T, — Ty) + hv) (1; — Th) taoe(T! — T,), (11.24) 


where o is the Stefan—Boltzmann constant, a is the area along which the beam-to- 
gas heat transfer occurs, ¢ is surface emissivity, and v is the gas velocity. From the 
principles of energy and particle conservation, we deduce a generalized heat-transport 
equation governing the temperature distribution T(x, y) in the gas flowing near the 
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Fig. 11.13. Gas microflow sensor with self-heating titanium resistors: (A) sensor design; (B) in- 
terface circuit: R, and Rg are resistances of the upstream and downstream heaters, respectively. 
(Adapted from Ref. [7].) 


sensor’s surface: 
er 4 0°T — uncp OT 
ax2 dy? kg OX 
where n is the gas density, cp is the molecular gas capacity, and kg is the thermal 
conductivity of gas. It can be shown that the solution of this equation for the boundary 
condition of a vanishing thermal gradient far off the surface is [7] 


for y > 0, (11.25) 


AV=B (a -:) ; (11.26) 
Jie 

where V is the input voltage, B is a constant, and U = Lunc,/27kg, and L is the gas 

sensor contact length. This solution coincides very well with the experimental data. 

Another design of a thermal transport microsensor is shown in Fig. 11.13A [8] 
where titanium films having a thickness of 0.1 [um serve as both the temperature 
sensors and the heaters. The films are sandwiched between two layers of SiO. Tita- 
nium was used because of its high TCR (temperature coefficient of resistance) and 
excellent adhesion to SiO2. Two microheaters are suspended with four silicon gird- 
ers at a distance of 20 um from one another. The Ti film resistance is about 2 kQ. 
Figure 11.13B shows a simplified circuit diagram for the sensor, which exhibits an 
almost linear relationship between the flow and output voltage AV. 

A microflow sensor can be constructed by utilizing a capacitive pressure sen- 
sor [9] as shown in Fig. 11.14. An operating principle of the sensor is based on a 
pressure gradient technique as described in Section 11.2. The sensor was fabricated 
using silicon micromachining and defused boron etch-stops to define the structure. 
The gas enters the sensor’s housing at pressure P; through the inlet, and the same 
pressure is established around the silicon plate, including the outer side of the etched 
membrane. The gas flows into the microsensor’s cavity through a narrow channel 
having a relatively high-pressure resistance. As a result, pressure P2 inside the cavity 
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Fig. 11.14. Structure of a gas microflow sensor utilizing capacitive pressure sensor. (Adapted 
from Ref. [9].) 


is lower than P|, thus creating a pressure differential across the membrane. Therefore, 
the flow rate can be calculated from Eq. (11.10). 

The pressure differential is measured by a capacitive pressure sensor, which is 
composed of a thin, stress-compensated, p** boron-doped silicon membrane sus- 
pended above a metal plate. The pressure differential changes the capacitance Cx 
between the metal plate and the silicon structure with a resolution of | mTorr/fF, with 
a full pressure of about 4 torr. The overall resolution of the sensor is near 14—15 bits 
and the accuracy of pressure measurement about 9-10 bits. At approximately twice 
the full-scale pressure differential, the membrane touches the metal plate; hence, a 
dielectric layer is required to prevent an electric short, and the substrate glass plate pro- 
tects the membrane from rupturing. A capacitance measurement circuit (see Fig. 5.32 
of Chapter 5) is integrated with the silicon plate using standard CMOS technology. 


11.7 Breeze Sensor 


In some applications, it is desirable just to merely detect a change in air (or any other 
gas for that matter) movement, rather than to measure its flow rate quantitatively. 
This task can be accomplished by a breeze sensor, which produces an output transient 
whenever the velocity of the gas flow happens to change. One example of such a 
device is a piezoelectric breeze sensor produced by Nippon Ceramic of Japan. The 
sensor contains a pair of the piezoelectric (or pyroelectric) elements,* where one is 
exposed to ambient air and the other is protected by the encapsulating resin coating. 
Two sensors are required for a differential compensation of variations in ambient 


3 In this sensor, the crystalline element which is poled during the manufacturing process is 
the same as used in piezoelectric or pyroelectric sensors. However, the operating principle 
of the breeze sensor is neither related to mechanical stress nor heat flow. Nevertheless, for 
simplicity of the description, we will use the term piezoelectric. 
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Fig. 11.15. Piezoelectric breeze sensor. (A) a circuit diagram; (B) a packaging in a TO-5 can. 
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Fig. 11.16. In a breeze sensor, gas movement strips off electric charges from the surface of a 
piezoelectric element. 


temperature. The elements are connected in a series-opposed circuit; that is, whenever 
both of them generate the same electric charge, the resulting voltage across the bias 
resistor Rp (Fig. 11.15A) is essentially zero. Both elements, the bias resistor and the 
JFET voltage follower, are encapsulated into a TO-5 metal housing with vents for 
exposing the S; element to the gas movement (Fig. 11.15B). 

The operating principle of the sensor is illustrated in Fig. 11.16. When airflow 
is either absent or is very steady, the charge across the piezoelectric element is bal- 
anced. Element internal electric dipoles, which are oriented during the poling process 
(Section 3.6 of Chapter 3), are balanced by both the free carriers inside the material 
and the charged floating air molecules at the element’s surface. As a result, voltage 
across the piezoelectric elements S; and S2 is zero, which results in baseline output 
voltage Vout. When the gas flow across both S; surfaces changes ($2 surfaces are pro- 
tected by resin), moving gas molecules strip off the floating charges from the element. 
This results in the appearance of voltage across the element’s electrodes, because the 
internally poled dipoles are no longer balanced by the outside floating charges. The 
voltage is repeated by the JFET follower, which serves as an impedance converter, 
and appears as a transient in the output terminal. 
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11.8 Coriolis Mass Flow Sensors 


Coriolis flowmeters measure flow of mass directly, as opposed to those that measure 
velocity or volume [10]. Coriolis flowmeters are virtually unaffected by the fluid 
pressure, temperature, viscosity, and density. As a result, Coriolis meters can be used 
without recalibration and without compensating for parameters specific to a particular 
type of fluid. Although these meters were used mainly for liquids when they were 
first introduced, they have recently become adaptable for the gas applications. 

Coriolis flowmeters are named after Gaspard G. Coriolis (1792-1843), a French 
civil engineer and physicist. A Coriolis sensor typically consists of one or two vibrating 
tubes with an inlet and an outlet. A typical material for the tube is stainless steel. It is 
critical for meter accuracy to prevent any mechanical or chemical attack of the tube or 
its lining by the flowing fluid. Some tubes are U-shaped but a wide variety of shapes 
have been also employed. The thinner tubes are used for gas, whereas thicker tubes 
are more appropriate for liquids. The Coriolis tube is set to vibration by an auxiliary 
electromechanical drive system. 

Fluid enters the meter in the inlet. A mass flow is determined based on the action 
of the fluid on the vibrating tubes. As fluid moves from the inlet to outlet, it develops 
different forces depending on its acceleration that is the result of the tube vibration. 

The Coriolis force induced by the flow is described by 


F =2mov (11.27) 


where m is the mass, w is the rotating circular frequency, and v is the vector of the 
average fluid velocity. As a result of these forces, the tube takes on a twisting motion 
as it passes though the vibrating cycle. The amount of twist is directly proportional 
to the mass flow through the tube. Figure 11.17A shows the Coriolis flow tube in a 
no-flow situation, and Fig. 11.17B shows Coriolis tube with the flow. 
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Fig. 11.17. Coriolis tube with no flow (A); twist of the tube with flow (B); vibrating phase shift 
resulting from Coriolis forces (C). 
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With a no-flow state, the tube vibrates identically at its inlet and outlet sides with 
the sine-wave motions with the zero phase shift between them. During flow, the tube 
twists in response to the flow, and the inlet and outlet sides vibrate differently with a 
phase shift between them (Fig. 11.17C). The main disadvantage of the Coriolis sensor 
its relatively high initial cost. However, the versatility of Coriolis sensors in handling 
multiple fluids makes them very useful for plants where the flow of multiple fluid 
types must be measured. There are also an increasing number of the gas applications 
for the Coriolis meters. 


11.9 Drag Force Flow Sensors 


When fluid motion is sporadic, multidirectional, and turbulent, a drag force flow 
sensor may be quite efficient. Application of such flowmeters include environmental 
monitoring, meteorology, hydrology, and maritime studies to measure the speed of 
air or water flow and turbulence close to surface [11]. In the flowmeter, a solid object 
known as a drag element or target is exposed to the flow of fluid. The force exerted 
by the fluid on the drag element is measured and converted to a value for speed of 
flow. An important advantage of the drag sensor is that it can be made to generate 
a measurement of flow in two dimensions, or even in three dimensions, as well as 
of flow speed. To implement this feature, the drag element must be symmetrical in 
the appropriate number of dimensions. These flowmeters have been used by industry, 
utilities, aerospace, and research laboratories to measure the flow of unidirectional 
and bidirectional liquids (including cryogenic), gases, and steam (both saturated and 
superheated) for almost half a century. 

The operation of the sensor is based on strain measurement of deformation of an 
elastic rubber cantilever, to which a force is applied by a spherical symmetrical drag 
element (Fig. 11.18). However, an ideal drag element is a flat disk [12], because this 
configuration gives a drag coefficient independent of the flow rate. Using a spherical 
drag element, which departs from the ideal of a flat disk, the drag coefficient may 
vary with flow speed, and, therefore, the gauge must be calibrated and optimized for 
the conditions of intended use. The strain measurement can be performed with strain 
gauges that should be physically protected from interaction with moving fluids. 


base Fig. 11.18. Drag force sensor. 
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The drag force F’,, exerted by incompressible fluid on a solid object exposed to it 
is given by the drag equation: 


Fp =CppAV’, (11.28) 


where p is the fluid density, V is the fluid velocity at the point of measurement, 
A is the projected area of the body normal to the flow, and Cp is the overall drag 
coefficient. Cp is a dimensionless factor whose magnitude depends primarily on the 
physical shape of the object and its orientation relative to the fluid stream. If mass of 
the supporting beam is ignored, the developed strain is 


_ 3CppAV? (L—x) 
rm Ea2b i‘ 


(11.29) 


where L is the beam length, x is the point coordinate on the beam where the strain 
gauges are located, E is Young’s modulus of elasticity, and a and b are the geometry 
target factors. It is seen that the strain in a beam is a square-law function of the fluid 
speed. 
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Acoustic Sensors 


“Your ears will always lead you right, 
but you must know why.” 


—Anton von Webern 


The fundamentals of acoustics are given in Section 3.10 of Chapter 3. Here, we 
will discuss the acoustic sensors for various frequency ranges. The audible range 
sensors are generally called the microphones; however, the name is often used even 
for the ultrasonic and infrasonic waves. In essence, a microphone is a pressure trans- 
ducer adapted for the transduction of sound waves over a broad spectral range which 
generally excludes very low frequencies below a few hertz. The microphones differ 
by their sensitivity, directional characteristics, frequency bandwidth, dynamic range, 
sizes, and so forth. Also, their designs are quite different depending on the media 
from which sound waves are sensed. For example, for the perception of air waves 
or vibrations in solids, the sensor is called a microphone, whereas for the operation 
in liquids, it is called a hydrophone (even if the liquid is not water—from the Greek 
name of mythological water serpent Hydra). The main difference between a pressure 
sensor and an acoustic sensor is that latter does not need to measure constant or very 
slow-changing pressures. Its operating frequency range usually starts at several hertz 
(or as low as tens of millihertz for some applications), and the upper operating fre- 
quency limit is quite high—up to several megahertz for the ultrasonic applications 
and even gigahertz in the surface acoustic-wave device. 

Because acoustic waves are mechanical pressure waves, any microphone or hy- 
drophone has the same basic structure as a pressure sensor: it is composed of a moving 
diaphragm and a displacement transducer which converts the diaphragm’s deflections 
into an electrical signal; that is, all microphones or hydrophones differ by the design 
of these two essential components. Also, they may include some additional parts such 
as mufflers, focusing reflectors or lenses, and so forth; however, in this chapter, we 
will review only the sensing parts of some of the most interesting, from our point of 
view, acoustic sensors. 
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12.1 Resistive Microphones 


In the past, resistive pressure converters were used quite extensively in microphones. 
The converter consisted of a semiconductive powder (usually graphite) whose bulk re- 
sistivity was sensitive to pressure. Currently, we would say that the powder possessed 
piezoresistive properties. However, these early devices had quite a limited dynamic 
range, poor frequency response, and a high noise floor. Presently, the same piezoresis- 
tive principle can be employed in the micromachined sensors, where stress-sensitive 
resistors are the integral parts of a silicon diaphragm (Section 10.5 of Chapter 10). 


12.2 Condenser Microphones 


If a parallel-plate capacitor is given an electric charge qg, the voltage across its plates 
is governed by Eq. (3.19 of Chapter 3). On the other hand, according to Eq. (3.20 of 
Chapter 3) the capacitance depends on distance d between the plates. Thus, solving 
these two equations for voltage, we arrive at 

d 
q rar 
where ¢9 = 8.8542 x 107!* C?/N m’ is the permitivity constant (Section 3.1 of Chap- 
ter 3). Equation (12.1) is the basis for operation of the condenser microphones, which 
is another way to say “capacitive” microphones. Thus, a capacitive microphone lin- 
early converts a distance between the plates into electrical voltage which can be 
further amplified. The device essentially requires a source of an electric charge q 
whose magnitude directly determines the microphone sensitivity. The charge can be 
provided either from an external power supply having a voltage in the range from 
20 to 200 V or from an internal source capable of producing such a charge. This is 
accomplished by a built-in electret layer which is a polarized dielectric crystal. 

Presently, many condenser microphones are fabricated with silicon diaphragms, 
which serve two purposes: to convert acoustic pressure into displacement and to act 
as a moving plate of a capacitor. Some promising designs are described in Refs. [1-3]. 
To achieve high sensitivity, a bias voltage should be as large as possible, resulting in a 
large static deflection of the diaphragm, which may result in reduced shock resistivity 
and lower dynamic range. In addition, if the air gap between the diaphragm and 
the backplate is very small, the acoustic resistance of the air gap will reduce the 
mechanical sensitivity of the microphone at higher frequencies. For instance, at an 
air gap of 2 um, an upper cutoff frequency of only 2 kHz has been measured [1]. 

One way to improve the characteristics of a condenser microphone is to use a 
mechanical feedback from the output of the amplifier to the diaphragm [4]. Figure 
12.1A shows a circuit diagram and Fig. 12.1B is a drawing of interdigitized electrodes 
of the microphone. The electrodes serve different purposes: One is for the conversion 
of a diaphragm displacement into voltage at the input of the amplifier A; and the other 
electrode is for converting feedback voltage V, into a mechanical deflection by means 
of electrostatic force. The mechanical feedback clearly improves the linearity and the 
frequency range of the microphone; however, it significantly reduces the deflection, 
which results in a lower sensitivity. 
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Fig. 12.1. Condenser microphone with a mechanical feedback: (A) a circuit diagram; (B) 
interdigitized electrodes on the diaphragm. (Adapted from Ref. [4].) 


For further reading on condenser microphones an excellent book edited by Wong 
and Embleton is recommended [5]. 


12.3 Fiber-Optic Microphone 


Direct acoustic measurements in hostile environments, such as in turbojets or rocket 
engines, require sensors which can withstand high heat and strong vibrations. The 
acoustic measurements under such hard conditions are required for computational 
fluid dynamics (CFD) code validation, structural acoustic tests, and jet noise abate- 
ment. For such applications, a fiber-optic interferometric microphone can be quite 
suitable. One such design [6] is composed of a single-mode temperature insensitive 
Michelson interferometer and a reflective plate diaphragm. The interferometer moni- 
tors the plate deflection, which is directly related to the acoustic pressure. The sensor 
is water cooled to provide thermal protection for the optical materials and to stabilize 
the mechanical properties of the diaphragm. 

To provide an effect of interference between the incoming and outgoing light 
beams, two fibers are fused together and cleaved at the minimum tapered region (Fig. 
12.2). The fibers are incorporated into a stainless-steel tube, which is water cooled. 
The internal space in the tube is filled with epoxy, and the end of the tube is polished 
until the optical fibers are observed. Next, aluminum is selectively deposited at one 
of the fused fiber core ends to make its surface mirror reflective. This fiber serves as 
a reference arm of the microphone. The other fiber core is left open and serves as 
the sensing arm. Temperature insensitivity is obtained by the close proximity of the 
reference and sensing arms of the assembly. 
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Fig. 12.2. Fiber-optic interferometric microphone. Movement of the copper diaphragm is con- 
verted into light intensity in the detector. 


Light from a laser source (a laser diode operating near 1.3 um wavelength) enters 
one of the cores and propagates toward the fused end, where it is coupled to the other 
fiber core. When reaching the end of the core, light in the reference core is reflected 
from the aluminum mirror toward the input and output sides of the sensor. The portion 
of light which goes toward the input is lost and has no effect on the measurement, 
whereas the portion which goes to the output strikes the detector’s surface. That 
portion of light which travels to the right in the sensing core, exits the fiber, and 
strikes the copper diaphragm. Part of the light is reflected from the diaphragm back 
toward the sensing fiber and propagates to the output end, along with the reference 
light. Depending on the position of the diaphragm, the phase of the reflected light 
will vary, thus becoming different from the phase of the reference light. 

While traveling together to the output detector, the reference and sensing lights 
interfere with one another, resulting in the light-intensity modulation. Therefore, the 
microphone converts the diaphragm displacement into a light intensity. Theoretically, 
the signal-to-noise ratio in such a sensor is obtainable on the order of 70-80 dB, thus re- 
sulting in an average minimum detectable diaphragm displacement of 1 A (10~!° m). 

Figure 12.3 shows a typical plot of the optical intensity in the detector versus the 
phase for the interference patterns. To assure a linear transfer function, the operating 
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Fig. 12.3. Intensity plot as function of a reflected light phase. 
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point should be selected near the middle of the intensity, where the slope is the highest 
and the linearity is the best. The slope and the operating point may be changed by 
adjusting the wavelength of the laser diode. It is important for the deflection to stay 
within one-quarter of the operating wavelength to maintain a proportional input. 

The diaphragm is fabricated from a 0.05-mm foil with a 1.25-mm diameter. Copper 
is selected for the diaphragm because of its good thermal conductivity and relatively 
low modulus of elasticity. The latter feature allows us to use a thicker diaphragm, 
which provides better heat removal while maintaining a usable natural frequency and 
deflection. A pressure of 1.4 kPa produces a maximum center deflection of 39 nm (390 
AA), which is well within a one-quarter of the operating wavelength (1300 nm). The 
maximum acoustic frequency which can be transferred with the optical microphone 
is limited to about 100 kHz, which is well above the desired working range needed 
for the structural acoustic testing. 


12.4 Piezoelectric Microphones 


The piezoelectric effect can be used for the design of simple microphones. A piezo- 
electric crystal is a direct converter of a mechanical stress into an electric charge. The 
most frequently used material for the sensor is a piezoelectric ceramic, which can op- 
erate up to a very high frequency limit. This is the reason why piezoelectric sensors are 
used for the transduction of ultrasonic waves (Section 7.6 of Chapter 7). Still, even for 
the audible range, the piezoelectric microphones are used quite extensively. Typical 
applications are voice-activated devices and blood pressure measurement apparatuses 
where the arterial Korotkoff sounds have to be detected. For such acoustically non- 
demanding applications, the piezoelectric microphone design is quite simple (Fig. 
12.4). It consists of a piezoelectric ceramic disk with two electrodes deposited on 
each side. The electrodes are connected to wires either by electrically conductive 
epoxy or by soldering. Because the output impedance of such a microphone is very 
large, a high-input-impedance amplifier is required. 

Piezoelectric films [polyvinylidene fluoride (PVDF) and copolymers] were used 
for many years as very efficient acoustic pickups in musical instruments [7]. One of the 
first applications for piezoelectric film was as an acoustic pickup for a violin. Later, the 
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Fig. 12.4. Piezoelectric microphone. 
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Fig. 12.5. Foldover piezoelectric acoustic pickup (A) and arrangement of a piezoelectric film 
hydrophone (B). 


film was introduced for a line of acoustic guitars as a saddle-mounted bridge pickup, 
mounted in the bridge. The very high fidelity of the pickup led the way to a family 
of vibration-sensing and accelerometer applications: in one guitar pickup, a thick- 
film, compressive (under the saddle) design; another is a low-cost accelerometer, and 
another is an after-market pickup design that is taped to the instrument. Because of 
the low Q of the material, these transducers do not have the self-resonance of hard 
ceramic pickups. Shielding can be achieved by a foldover design as shown in Fig. 
12.5A. The sensing side is the slightly narrower electrode on the inside of the fold. 
The foldover technique provides a more sensitive pickup than alternative shielding 
methods because the shield is formed by one of the electrodes. For application in 
water, the film can be rolled in tubes, and many of such tubes can be connected in 
parallel (Fig. 12.5B). 


12.5 Electret Microphones 


An electret is a close relative of piezoelectric and pyroelectric materials. In effect, 
they are all electrets with either enhanced piezoelectric or pyroelectric properties. An 
electret is a permanently electrically polarized crystalline dielectric material. The first 
application of electrets to microphones and earphones where described in 1928 [8]. An 
electret microphone is an electrostatic transducer consisting of a metallized electret 
and backplate separated from the diaphragm by an air gap (Fig. 12.6). 

The upper metallization and a metal backplate are connected through a resistor 
R’s voltage V across which it can be amplified and used as an output signal. Because 
the electret is a permanently electrically polarized dielectric, the charge density 01 on 
its surface is constant and sets an electric field E; in the air gap. When an acoustic 
wave impinges on the diaphragm, the latter deflects downward, reducing the air gap 
thickness s; for a value of As. Under open-circuit conditions, the amplitude of a 
variable portion of the output voltage becomes 


sAs 


= SS 12.2 
ve eg(s +851) ae 


12.5 Electret Microphones 387 


metallization 


LLL 


electret diaphragm 


Fig. 12.6. General structure of an electret microphone. The thicknesses of layers are exaggerated 
for clarity. (After Ref. [9].) 


Thus, the deflected diaphragm generates voltage across the electrodes. That voltage is 
in phase with the diaphragm deflection. If the sensor has a capacitance C, Eq. (12.2) 


should be written 
sAs 2a f RC 


V= ’ 
e0(s + €51) /1 + (Qa f RC)? 


where f is the frequency of sonic waves. 

If the restoring forces are due to the elasticity of the air cavities behind the di- 
aphragm (effective thickness is sg) and the tension T of the membrane, its displace- 
ment As to a sound pressure Ap assuming negligible losses is given by [10] 


(12.3) 


Ap 
As = ; 
(y po/so) + (8% T/A) 
where y is the specific heat ratio, po is the atmospheric pressure, and A is the mem- 


brane area. If we define the electret microphone sensitivity as 6,,= AV/Ap, then 
below resonance it can be expressed as [9] 


(12.4) 


SSQO] 


= ee 12.5 
”" eo(s tes) ¥ Po cee) 


It is seen that the sensitivity does not depend on area. If the mass of the membrane is 
M, then the resonant frequency is defined by 


| | Po 
= —,/—. 12.6 
fr 2m V soM oa) 
This frequency should be selected well above the upper frequency of the microphone’s 
operating range. 
The electret microphone differs from other similar detectors in the sense that it 
does not require a dc bias voltage. For comparable design dimensions and sensitivity, 


a condenser microphone would require well over 100 V bias. The mechanical tension 
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of the membrane is generally kept at a relatively low value (about 10 N m7!), so that 
the restoring force is determined by the air-gap compressibility. A membrane may 
be fabricated of Teflon FEP (Fluorinated Ethylene Propylene), which is permanently 
charged by an electron beam to give it electret properties. The temperature coeffi- 
cient of sensitivity of the electret microphones are in the range of 0.03 dB/°C in the 
temperature range from —10 to +50°C [11]. 

Foil-electret (diaphragm) microphones have more desirable features than any 
other microphone type. Among them is very wide frequency range from 10~*Hz and 
up to hundreds of megahertz. They also feature a flat frequency response (within +1 
dB), low harmonic distortion, low vibration sensitivity, good impulse response, and 
insensitivity to magnetic fields. Sensitivities of electret microphones are in the range 
of few millivolts per microbar. 

For operation in the infrasonic range, an electret microphone requires a miniature 
pressure equalization hole on the backplate. When used in the ultrasonic range, the 
electret is often given an additional bias (like a condenser microphone) in addition to 
its own polarization. 

Electret microphones are high-impedance sensors and thus require high-input- 
impedance interface electronics. A JFET transistor has been the input of choice for 
many years. However, recently monolithic amplifiers gained popularity. An example 
is the LMV1014 (National Semiconductors), which is an audio amplifier with very 
low current consumption (38 L.A) that may operate from a small battery power supply 
ranging from 1.7 to 5 V. 


12.6 Solid-State Acoustic Detectors 


Currently, use of the acoustic sensors is broader than detecting sound. In particular, 
they became increasingly popular for detecting mechanical vibrations in a solid for 
the fabrication of such sensors as microbalances and surface acoustic-wave (SAW) 
devices. Applications range over measuring displacement, concentration of com- 
pounds, stress, force, temperature, and so forth. All such sensors are based on elastic 
motions in solid parts of the sensor and their major use is serving as parts in other, 
more complex sensors, (e.g., in chemical detectors, accelerometers, pressure sensors, 
etc.). In chemical and biological sensors, the acoustic path, where mechanical waves 
propagate, may be coated with chemically selective compound which interact only 
with the stimulus of interest. 

An excitation device (usually of a piezoelectric nature) forces atoms of the solid 
into vibratory motions about their equilibrium position. The neighboring atoms then 
produce a restoring force tending to bring the displaced atoms back to their original 
positions. In the acoustic sensors, vibratory characteristics, such as phase velocity 
and/or the attenuation coefficient, are affected by the stimulus. Thus, in acoustic 
sensors, external stimuli, such as mechanical strain in the sensor’s solid, increase the 
propagating speed of sound. In other sensors, which are called gravimetric, sorption 
of molecules or attachment of bacteria cause a reduction of acoustic-wave velocity. 
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In another detector, called the acoustic viscosity sensors, viscous liquid contacts the 
active region of an elastic-wave sensor and the wave is attenuated. 

Acoustic waves propagating in solids have been used quite extensively in elec- 
tronic devices such as electric filters, delay lines, microactuators, and so forth. The 
major advantage of the acoustic waves as compared with electromagnetic waves is 
their low velocity. Typical velocities in solids range from 1.5 x 10° to 12 x 10° m/s, 
and the practical SAWs utilize the range between 3.8 x 10° and 4.2 x 10° m/s [12], 
that is, acoustic velocities are five orders of magnitude smaller than those of electro- 
magnetic waves. This allows for the fabrication of miniature sensors operating with 
frequencies up to 5 GHz. 

When the solid-state acoustic sensor is fabricated, it is essential to couple the 
electronic circuit to its mechanical structure where the waves propagate. The most 
convenient effect to employ is the piezoelectric effect. The effect is reversible (Section 
3.6 of Chapter 3), which means that it works in both directions: The mechanical 
stress induces electrical polarization charge, and the applied electric field stresses the 
piezoelectric crystal. Thus, the sensor generally has two piezoelectric transducers at 
each end: one at the transmitting end, for the generation of acoustic waves, and the 
other at the receiving end, for conversion of acoustic waves into an electrical signal. 

Because silicon does not possess piezoelectric effect, additional piezoelectric ma- 
terial must be deposited on the silicon waver in the form of a thin film [12]. Typical 
piezoelectric materials used for this purpose are zinc oxide (ZnO), aluminum ni- 
tride (AIN), and the so-called solid-solution system of lead—zirconite-titanium oxides 
Pb(Zr,Ti)O3 known as PZT ceramic. When depositing thin films on the semiconductor 
material, several major properties must be taken into account: 


1. Quality of the adhesion to the substrate 

Resistance to the external factors (such as fluids which interact with the sensing 
surface during its operations) 

3. Environmental stability (humidity, temperature, mechanical shock, and vibration) 
4. Value of electromechanical coupling with the substrate 

5. Ease of processing by the available technologies 

6. Cost 


The strength of the piezoelectric effect in elastic-wave devices depends on the config- 
uration of the transducting electrodes. Depending on the sensor design, for the bulk 
excitation (when the waves must propagate through the cross-sectional thickness of 
the sensor), the electrodes are positioned on the opposite sides and their area is quite 
large. For the SAW, the excitation electrodes are interdigitized. 

Several configurations for the solid-state acoustic sensors are known. They differ 
by the mode the waves propagate through the material. Figure 12.7 shows two of the 
most common versions: a sensor with a flextural plate mode (Fig. 12.7A) and with the 
acoustic plate mode (Fig. 12.7B). In the former case, a very thin membrane is flexed by 
the left pair of the interdigitized electrodes and its vertical deflection induces response 
in the right pair of the electrodes. As a rule, the membrane thickness is substantially 
less than the wavelength of the oscillation. In the latter case, the waves are formed on 
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Fig. 12.8. Differential SAW sensor. 


the surface of a relatively thick plate. In either case, the space between the left and 
right pairs of the electrodes is used for interaction with the external stimulus, such as 
pressure, viscous fluid, gaseous molecules, or microscopic particles. 

A typical application circuit for a SAW includes a SAW plate as a time-keeping 
device of a frequency oscillator. Because many internal and external factors may 
contribute to the propagation of an acoustic wave and, subsequently, to change in 
frequency of oscillation, the determination of change in stimulus may be ambiguous 
and contain errors. An obvious solution is to use a differential technique, where two 
identical SAW devices are employed: One device is for sensing the stimulus and 
the other is reference (Fig. 12.8). The reference device is shielded from stimulus, but 
subjected to common factors, such as temperature, aging, and so forth. The difference 
of the frequency changes of both oscillators is sensitive only to variations in the 
stimulus, thus canceling the effects of spurious factors. 
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Humidity and Moisture Sensors 


13.1 Concept of Humidity 


The water content in surrounding air is an important factor for the well-being of hu- 
mans and animals. The level of comfort is determined by a combination of two factors: 
relative humidity and ambient temperature. You may be quite comfortable at —30°C 
(—22°F) in Siberia, where the air is usually very dry in winter, and feel quite miser- 
able in Cleveland near lake Erie at 0°C (+32°F), where air may contain a substantial 
amount of moisture.! Humidity is an important factor for operating certain equip- 
ment (e.g., high-impedance electronic circuits, electrostatic-sensitive components, 
high-voltage devices, fine mechanisms, etc.). A rule of thumb is to assure a relative 
humidity near 50% at normal room temperature (20-—25°C). This may vary from as low 
as 38% for the Class-10 clean rooms to 60% in hospital operating rooms. Moisture is 
the ingredient common to most manufactured goods and processed materials. It can be 
said that a significant portion of the U.S. GNP (Gross National Product) is moisture [1]. 

Humidity can be measured by instruments called hygrometers. The first hygrom- 
eter was invented by Sir John Leslie (1766-1832) [2]. To detect moisture contents, a 
sensor in a hygrometer must be selective to water, and its internal properties should 
be modulated by the water concentration. Generally, sensors for moisture, humidity, 
and dew temperature can be capacitive, conductive, oscillating, or optical. The opti- 
cal sensors for gases detect dew-point temperature, whereas the optical hygrometers 
for organic solvents employ absorptivity of near-infrared (NIR) light in the spectral 
range from 1.9 to 2.7 um [3] (see Fig. 14.18 of Chapter 14). 

There are many ways to express moisture and humidity, often depending on the 
industry or the particular application. The moisture of gases is expressed sometimes in 
pounds of water vapor per million cubic feet of gas. The moisture in liquids and solids 
is generally given as a percentage of water per total mass (wet-weight basis), but may 
be given on a dry-weight basis. The moisture in liquids with low water miscibility is 
usually expressed as parts per million by weight (PPM,,). 


! Naturally, here we disregard other comfort factors, such as economical, cultural, and polit- 
ical. 
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The term moisture generally refers to the water content of any material, but for 
practical reasons, it is applied only to liquids and solids, whereas the term humidity 
is reserved for the water vapor content in gases. The following are some useful 
definitions: 


Moisture: the amount of water contained in a liquid or solid by absorption or ad- 
sorption which can be removed without altering its chemical properties. 

Mixing ratio (humidity ratio) r: the mass of water vapor per unit mass of dry gas. 

Absolute humidity (mass concentration or density of water vapor): the mass m of 
water vapor per unit volume v of wet gas: dy = m/v . In other words, absolute 
humidity is the density of the water vapor component. It can be measured, for 
example, by passing a measured quantity of air through a moisture-absorbing 
substance (such as silica gel) which is weighed before and after the absorption. 
Absolute humidity is expressed in grams per cubic meter, or in grains per cubic 
foot. Because this measure is also a function of atmospheric pressure, it is not 
generally useful in engineering practice. 

Relative humidity: the ratio of the actual vapor pressure of the air at any temperature 
to the maximum of saturation vapor pressure at the same temperature. Relative 
humidity in percent is defined as 


Pw 
H=100—, (13.1) 
Ps 
where P,, is the partial pressure of water vapor and P, is the pressure of saturated 
water vapor at a given temperature. The value of H expresses the vapor content 
as a percentage of the concentration required to cause the vapor saturation, [i.e., 
the formation of water droplets (dew) at that temperature]. An alternative way 
to present RH is as a ratio of the mole fraction of water vapor in a space to the 
mole fraction of water vapor in the space at saturation. The value of P,, together 
with partial pressure of dry air P, is equal to pressure in the enclosure, or to the 
atmospheric pressure Patm if the enclosure is open to the atmosphere: 


Pw + Pa = Patm. (13.2) 


At temperatures above the boiling point, water pressure could displace all other 
gases in the enclosure. The atmosphere would then consist entirely of super- 
heated steam. In this case, Py = Patm. At temperatures above 100°C, RH is a 
misleading indicator of moisture content because at these temperatures P, is al- 
ways more than Patm, and maximum RH can never reach 100%. Thus, at normal 
atmospheric pressure and a temperature of 100°C, the maximum RH is 100%, 
whereas at 200°C, it is only 6%. Above 374°C, saturation pressures are not ther- 
modynamically specified. 

Dew-point temperature: the temperature at which the partial pressure of the water 
vapor present would be at its maximum, or saturated vapor condition, with respect 
to equilibrium with a plain surface of ice. It also is defined as the temperature 
to which the gas—water vapor mixture must be cooled isobarically (at constant 
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Table 13.1. Relative Humidity of Saturated Salt Solutions 


Lithium Magnesium Magnesium Sodium Potassium 
Temperature Chloride Chloride Nitrate Chloride Chloride 
(°C) Solution Solution Solution Solution Solution 
(LiCl,H20)  (MgCl,6H,0) (Mg(NO3)2,6H20) (NaCl, 6H20) K S04 
5 13 33.6 + 0.3 58 75.7£0.3 98.5+0.9 
10 13 33.540.2 57 75.740.2 98.2+0.8 
15 12 33.340.2 56 75.6 +0.2 97.9+0.6 
20 12 33.140.2 55 75.5+0.1 97.6+0.5 
25 11.340.3 32.84 0.3 53 75.3+0.1 97.340.5 
30 11.340.2 32.4+0.1 52: 75.1+0.1 97.0+0.4 
35 11.340.2 32.140.1 50 74.9+0.1 96.7+0.4 
40 11.2+0.2 31.6+0.1 49 74.7+0.1 96.4+0.4 
45 11.2+0.2 31.140.1 — 74.5+0.2 96.1+0.4 
50 11.140.2 30.5+0.1 46 74.6+0.9 95.8 +0.5 
55 11.0+0.2 29.9 + 0.2 — 74.5+0.9 — 


Source: Patissier, B., Walters, D. Basics of relative humidity calibration for Humirel HS1100/HS1101 
sensors. Humirel, Toulouse Cedex, 1999. 


pressures) to induce frost or ice (assuming no prior condensation). The dew point 
is the temperature at which relative humidity is 100%. In other words, the dew 
point is the temperature that the air must reach for the air to hold the maximum 
amount of moisture it can. When the temperature cools to the dew point, the air 
becomes saturated and fog, dew, or frost can occur. 


The following equations [4] calculate the dew point from relative humidity and tem- 
perature. All temperatures are in Celsius. The saturation vapor pressure over water is 


found from 


EW = 199:96977+7.5t/(237+1) 


and the dew-point temperature is found from the approximation 


where 


pa 2373 (0.66077 — log,) EWru) 


logj9 EWru — 8.16077 


EWru 


_ (EW) - (RH) 


100 


(13.3) 


(13.4) 


The relative humidity displays an inverse relationship with the absolute tempera- 
ture. The dew-point temperature is usually measured with a chilled mirror. However, 
below the 0°C dew point, the measurement becomes uncertain, as moisture eventu- 
ally freezes and a crystal lattice growth will slowly occur, much like a snowflake. 
Nevertheless, moisture can exist for a prolonged time below 0°C in a liquid phase, 
depending on such variables as molecular agitation, rate of convection, sample gas 
temperature, contaminations, and so forth. 
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13.2 Capacitive Sensors 


An air-filled capacitor may serve as a relative humidity sensor because moisture in the 
atmosphere changes air electrical permitivity according to the following equation [5]: 


afar pees 10~° (13.5) 
k= T T 5 


where T is the absolute temperature (in K), P is the pressure of moist air (in mm Hg), 
P, is the pressure of saturated water vapor at temperature T (in mm Hg), H is the 
relative humidity (in %). Equation (13.5) shows that the dielectric constant of moist 
air and, therefore, the capacitance are proportional to the relative humidity. 

Instead of air, the space between the capacitor plates can be filled with an appro- 
priate isolator whose dielectric constant changes significantly upon being subjected 
to humidity. The capacitive sensor may be formed of a hygroscopic polymer film with 
metallized electrodes deposited on the opposite sides. In one design [6], the dielectric 
was composed of a hygrophilic polymer thin film (8—12 um thick) made of cellulose 
acetate butyrate and the dimetylephtalate as plasticizer. The size of the film sensor 
is 12 x 12 mm. The 8-mm-diameter gold porous disk electrodes (200 A thick) were 
deposited on the polymer by vacuum deposition. The film was suspended by a holder 
and the electrodes were connected to the terminals. The capacitance of such a sensor 
is approximately proportional to relative humidity H 


Ch Cod +anFA), (13.6) 


where Co is the capacitance at H = 0. 

For the use with capacitive sensors, a 2% accuracy in the range from 5% to 
90% RH can be achieved with a simple circuit as shown in Fig. 13.1. The sensor 
and the circuit transfer characteristics are shown in Fig. 13.2. The sensor’s nominal 
capacitance at 75% RH is 500 pF. It has a quasilinear transfer function with the offset 
at zero humidity of about 370 pF and a slope of 1.7 pF/% RH. The circuit effectively 
performs two functions: makes a capacitance-to-voltage conversion and subtracts the 
offset capacitance to produce an output voltage with zero intercept. The heart of the 
circuit is a self-clocking analog switch LT1043, which multiplexes several capacitors 
at the summing junction (virtual ground) of the operational amplifier U;. The capacitor 
C, is for the offset capacitance subtraction, whereas the capacitor C2 is connected in 
series with the capacitive sensor S;. The average voltage across the sensor must 
be zero; otherwise, electrochemical migration could damage it permanently. The 
nonpolarized capacitor C2 protects the sensor against building up any dc charge. 
Trimpot P2 adjusts the amount of charge delivered to the sensor and P; trims the 
offset charge which is subtracted from the sensor. The net charge is integrated with 
the help of the feedback capacitor C3. Capacitor C4 maintains the dc output when the 
summing junction is disconnected from the sensor. 

A similar technique can be used for measuring moisture in material samples [7]. 
Figure 13.3 shows a block diagram of the capacitive measurement system where the 
dielectric constant of the sample changes the frequency of the oscillator. This method 
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Fig. 13.1. Simplified circuit for measuring humidity with a capacitive sensor. (Adapted from 
Ref. [6].) 
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Fig. 13.3. Capacitive moisture sensing system. 
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Fig. 13.4. Capacitive thin-film humidity sensor: (A) interdigitized electrodes form capacitor 
plates; (B) cross section of the sensor. 


of moisture measurement is quite useful in the process control of pharmaceutical 
products. The dielectric constants of most medical tablets is quite low (between 2.0 
and 5.0) as compared with that of water (Fig. 3.7 of Chapter 3). The sampled material 
is placed between two test plates which form a capacitor connected into an LC 
oscillating circuit. The frequency is measured and related to the moisture. The best 
way to reduce variations attributed to environmental conditions, such as temperature 
and room humidity, is the use of a differential technique; that is, the frequency shift 
Af = fo— fi is calculated, where fo and | are frequencies produced by the empty 
container and that filled with the sampled material, respectively. The method has 
some limitations; for instance, its accuracy is poor when measuring moistures below 
0.5%, the sample must be clean of foreign particles having relatively high dielectric 
constants (e.g., metal and plastic objects, a packing density), and a fixed sample 
geometry must be maintained. 

A thin-film capacitive humidity sensor can be fabricated on a silicon substrate [8]. 
A layer of SiO 3000 A thick is grown on an n-Si substrate (Fig. 13.4B). Two metal 
electrodes are deposited on the SiOz layer. They are made of aluminum, chromium, 
or phosphorus-doped polysilicon (LPCVD). The electrode thickness is in the range 
2000-5000 A. The electrodes are shaped in an interdigitized pattern as shown in Fig. 
13.4A. To provide additional temperature compensation, two temperature-sensitive 
resistors are formed on the same substrate. The top of the sensor is coated with a 
dielectric layer. For this layer, several materials can be used, such as chemically 


2 LPCVD - low pressure chemical vapor deposition. 
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Fig. 13.5. Simplified equivalent electric 
circuit of a capacitive thin-film humidity 
sensor. 


vapor-deposited SiOz or phosphorosilicate glass (CVD PSG). The thickness of the 
layer is in the range 300-4000 A. 

A simplified equivalent electrical circuit is shown in Fig. 13.5. Each element of the 
circuit represents a RC transmission line [9]. When the relative humidity increases, the 
distributed surface resistance drops and the equivalent capacitance between terminals 
1 and 2 grows. The capacitance is frequency dependent; hence, for the low-humidity- 
range measurement, the frequency should be selected near 100 Hz, whereas for the 
higher humidities, it is in the range between | and 10 kHz. 


13.3 Electrical Conductivity Sensors 


Resistances of many nonmetal conductors generally depend on their water content, as 
was discussed in Section 3.5.4 of Chapter 3. This phenomenon is the basis of a resistive 
humidity sensor or hygristor. A general concept of a conductive hygrometric sensor is 
shown in Fig. 13.6. The sensor contains a material of relatively low resistivity which 
changes significantly under varying humidity conditions. The material is deposited 
on the top of two interdigitized electrodes to provide a large contact area. When water 
molecules are absorbed by the upper layer, resistivity between the electrodes changes 
and can be measured by an electronic circuit. The first such sensor was developed 
by F. W. Dunmore in 1935; it was a hygroscopic film consisting of 2-5% aqueous 
solution of LiCl] [10]. Another example of a conductive humidity sensor is the so- 
called “Pope element,” which contains a polystyrene film treated with sulfuric acid 
to obtain the desired surface-resistivity characteristics. 

Other promising materials for the fabrication of a film in a conductivity sensor 
are solid polyelectrolytes because their electrical conductivity varies with humidity. 
Long-term stability and repeatability of these compounds, although generally not too 
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Fig. 13.6. Composition of a conductive humidity sensor. 
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Fig. 13.7. (A) Structure of Al,O3 thin film moisture sensor; (B) simplified equivalent circuit 
of the sensor. Rj and C, are moisture-dependent variable terms; Ry and C> are shunting terms 
of bulk oxide between pores (unaffected by moisture); R3 and C3 are series terms below pores 
(unaffected by moisture). 


great, can be significantly improved by using the interpenetrating polymer networks 
and carriers and supporting media. When measured at | kHz, an experimental sample 
of such a film has demonstrated a change in impedance from 10 MQ to 100 & as the 
RH changed from 0% to 90% [11]. 

A solid-state humidity sensor can be fabricated on a silicon substrate (Fig. 13.7A). 
The silicon must be of a high conductance [12], which provides an electrical path from 
the aluminum electrode vacuum deposited on its surface. An oxide layer is formed on 
the top of the conductive aluminum layer, and on the top of that, another electrode is 
formed. The aluminum layer is anodized in a manner to form a porous oxide surface. 
The average cross-sectional dimension of pores is sufficient to allow penetration by 
water molecules. The upper electrode is made of a form of porous gold which is 
permeable to gas and, at the same time, can provide electrical contact. Electrical 
connections are made to the gold and silicon layers. Aluminum oxide (Al203), like 
numerous other materials, readily sorb water when in contact with a gas mixture 
containing water in the vapor phase. The amount of sorption is proportional to the 
water vapor partial pressure and inversely proportional to the absolute temperature. 
Aluminum oxide is a dielectric material. Its dielectric constant and surface resistivity 
are modified by the physisorption of water. For this reason, this material can be used 
as a humidity sensing compound. 
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Figure 13.7B shows an electrical equivalent circuit of the sensor [13]. The values 
of R; and C; depend on the Al,03 average pore sizes and density. These components 
of resistance and capacitance vary with the number of water molecules that penetrate 
the pores and adhere to the surface. Ro and C2 represent the resistance and capac- 
itance components of the bulk oxide material between the pores and are therefore 
unaffected by moisture. C3 is an equivalent series capacitance term as determined by 
the measurement of the total resistance components in a dry atmosphere at very low 
frequencies. The sensor’s resistance becomes very large (> 10°) as the frequency 
approaches dc. Thus, the measurement of humidity involves the measurement of the 
sensor’s impedance. The residual of nonhumidity-dependent resistance and capac- 
itance terms that exist in a typical sensor shunt the humidity-dependent variables, 
thus causing the continuous reduction in slope (sensitivity) as the humidity is low- 
ered, which, in turn, reduces the accuracy at lower humidities. Because temperature 
is a factor in humidity measurement, the sensor usually combines a humidity sensor, 
a thermistor, and a reference capacitance in the same package, which is protected 
against humidity influence and has a low-temperature coefficient. 


13.4 Thermal Conductivity Sensor 


Using the thermal conductivity of gas to measure humidity can be accomplished 
by a thermistor-based sensor (Fig. 13.8A) [14]. Two tiny thermistors (R;; and R;2) 
are supported by thin wires to minimize thermal conductivity loss to the housing. 
The left thermistor is exposed to the outside gas through small venting holes, and 
the right thermistor is hermetically sealed in dry air. Both thermistors are connected 
into a bridge circuit (R; and R2), which is powered by voltage +E. The thermistors 
develop self-heating due to the passage of electric current. Their temperatures rise 
up to 170°C over the ambient temperature. Initially, the bridge is balanced in dry air 
to establish a zero reference point. The output of this sensor gradually increases as 
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Fig. 13.8. Absolute humidity sensor with self-heating thermistors: (A) design and electrical 
connection; (B) output voltage. 
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absolute humidity rises from zero. At about 150 g/m?, it reaches the saturation and 
then decreases with a polarity change at about 345 g/m? (Fig. 13.8B). 


13.5 Optical Hygrometer 


Most of the humidity sensors exhibit some repeatability problems, especially hystere- 
sis with a typical value from 0.5% to 1% RH. In precision process control, this may 
be a limiting factor; therefore indirect methods of humidity measurements should be 
considered. The most efficient method is a calculation of absolute or relative humidity 
through the dew-point temperature. As indicated earlier, the dew point is the temper- 
ature at which liquid and vapor phases of water (or any fluid for that matter) are in 
equilibrium. The temperature at which the vapor and solid phases are in equilibrium 
is called the frost point. At the dew point, only one value of saturation vapor pressure 
exists. Hence, absolute humidity can be measured from this temperature as long as 
the pressure is known. The optimum method of moisture measurement by which the 
minimum hysteresis effects are realized requires the use of optical hygrometry. The 
cost of an optical hygrometer is considerably greater, but if the benefit of tracking 
low-level moisture enhances product yield and quality, the cost is easily justified. 
The basic idea behind the optical hygrometer is the use of a mirror whose surface 
temperature is precisely regulated by a thermoelectric heat pump. The mirror temper- 
ature is controlled at the threshold of the formation of dew. Sampled air is pumped 
over the mirror surface, and if the mirror temperature crosses a dew point, it releases 
moisture in the form of water droplets. The reflective properties of the mirror change 
at water condensation because water droplets scatter light rays. This can be detected 
by an appropriate photodetector. Figure 13.9 shows a simplified block diagram of a 
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Fig. 13.9. Chilled-mirror dew-point sensor with an optical bridge. 
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chilled-mirror hygrometer. It is comprised of a heat pump operating on the Peltier 
effect. The pump removes heat from a thin mirrored surface which has an imbedded 
temperature sensor. That sensor is part of a digital thermometer which displays the 
temperature of the mirror. The hygrometer’s circuit is of a differential type, where the 
top optocoupler, a light-emitting diode (LED) and a photodetector, are used for the 
compensation of drifts; the bottom optocoupler is for measuring the mirror’s reflec- 
tivity. The sensor’s symmetry can be balanced by a wedged optical balance inserted 
into the light path of the upper optocoupler. The lower optocoupler is positioned at a 
45° angle with respect to the mirror. Above the dew point, the mirror is dry and its re- 
flectivity is the highest. The heat pump controller lowers the temperature of the mirror 
through the heat pump. At the moment of water condensation, the mirror reflectivity 
drops abruptly, which causes the reduction in the photocurrent in the photodetector. 
The photodetector’s signals pass to the controller to regulate electric current through 
the heat pump to maintain its surface temperature at the level of the dew point, where 
no additional condensation or evaporation from the mirror surface occurs. Actually, 
water molecules are continuously being trapped and are escaping from the surface, 
but the average net level of the condensate density does not change once equilibrium 
is established. 

Because the sensed temperature of the mirrored surface precisely determines the 
actual prevailing dew point, this is considered the moisture’s most fundamental and 
accurate method of measurement. Hysteresis is virtually eliminated and sensitivity 
is near 0.03°C DP (dew point). From the dew point, all moisture parameters such as 
%RH, vapor pressure, and so forth. are obtainable once the prevailing temperature 
and pressure are known. 

There are several problems associated with the method. One is a relatively high 
cost, the other is potential mirror contamination, and the third is a relatively high power 
consumption by the heat pump. Contamination problems can be virtually eliminated 
with use of particle filters and a special technique that deliberately cools the mirror 
well below the dew point to cause excessive condensation with the following fast 
rewarming. This flushes the contaminants, keeping the mirror clean [15]. 


13.6 Oscillating Hygrometer 


The idea behind the oscillating hygrometer is similar to that behind the optical chilled- 
mirror sensor. The difference is that the measurement of the dew point is made not 
by the optical reflectivity of the surface, but rather by detecting the changing mass of 
the chilled plate. The chilled plate is fabricated of a thin quartz crystal that is a part 
of an oscillating circuit. This implies the other name for the sensor: the piezoelectric 
hygrometer, because the quartz plate oscillation is based on the piezoelectric effect. 
A quartz crystal is thermally coupled to the Peltier cooler (see Section 3.9 of Chapter 
3), which controls the temperature of the crystal with a high degree of accuracy 
(Fig. 13.10). When the temperature drops to that of a dew point, a film of water 
vapor deposits on the exposed surface of the quartz crystal. Because the mass of the 
crystal changes, the resonant frequency of the oscillator shifts from fo to f;. The 
new frequency f| corresponds to a given thickness of the water layer. The frequency 
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Fig. 13.10. Oscillating humidity sensor. 


shift controls current through the Peltier cooler, thus changing the temperature of 
the quartz crystal to stabilize at the dew point temperature. The major difficulty in 
designing the piezoelectric hygrometer is in providing an adequate thermal coupling 
between the cooler and the crystal while maintaining small size of the crystal at a 
minimum mechanical loading [16]. Naturally, this method may be employed by using 
the surface acoustic-wave (SAW) sensors, similar to that of Fig. 12.8 of Chapter 12, 
where the stimulus place is the area subjected to the sampled gas. 
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Light Detectors 


“There is nothing more practical than a good theory” 


—Gustav Robert Kirchhoff 


14.1 Introduction 


Detectors of electromagnetic radiation in the spectral range from ultraviolet to far 
infrared are called light detectors. From the standpoint of a sensor designer, absorption 
of photons by a sensing material may result either in a quantum or thermal response. 
Therefore, all light detectors are divided into two major groups that are called quantum 
and thermal. The quantum detectors operate from the ultraviolet to mid-infrared 
spectral ranges, whereas thermal detectors are most useful in the mid- and far-infrared 
spectral range where their efficiency at room temperatures exceeds that of the quantum 
detectors. In this chapter, we cover both types. For a description of highly sensitive 
photon sensors called photomultipliers, refer to Section 15.1 of Chapter 15. 
Solid-state quantum detectors (photovoltaic and photoconductive devices) rely 
on the interaction of individual photons with a crystalline lattice of semiconductor 
materials. Their operations are based on the photoeffect that was discovered by A. 
Einstein, and brought him the Nobel Prize. In 1905, he made a remarkable assumption 
about the nature of light: that, at least under certain circumstances, its energy was 
concentrated into localized bundles, later named photons. The energy of a single 
photon is given by 
E=hv, (14.1) 


where v is the frequency of light and h =6.626075 x 10~*4 J s (or 4.13567 x 
10—!5eVs) is Planck’s constant derived on the basis of the wave theory of light. 
When a photon strikes the surface of a conductor, it may result in the generation of 
a free electron. Part (¢) of the photon energy E is used to detach the electron from 
the surface; the other part gives its kinetic energy to the electron. The photoelectric 
effect can be described as 

hv=$4+ Kn, (14.2) 
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Fig. 14.1. Photoeffect in a semiconductor for high-energy (A) and low-energy (B) photons. 


where ¢ is called the work function of the emitting surface and K,, is the maximum 
kinetic energy of the electron upon its exiting the surface. Similar processes occur 
when a semiconductor p-n junction is subjected to radiant energy: The photon transfers 
its energy to an electron, and if the energy is sufficiently high, the electron may become 
mobile, which results in an electric current. 

The periodic lattice of crystalline materials establishes allowed energy bands for 
electrons that exist within that solid. The energy of any electron within the pure 
material must be confined to one of these energy bands, which may be separated by 
gaps or ranges of forbidden energies. 

If light of a proper wavelength [sufficiently high energy of photons; see Eq. (14.1)] 
strikes a semiconductor crystal, the concentration of charge carriers (electrons and 
holes) in the crystal increases, which manifests in the increased conductivity of a 
crystal: 

o =e(U,n+U,p), (14.3) 


where e¢ is the electron charge, u, is the electron mobility, 11, is the hole mobility, and 
n and p are the respective concentrations of electrons and holes. 

Figure 14.1A shows energy bands of a semiconductor material, where Ey is the 
magnitude in electron volts (eV) of the forbidden band gap. The lower band is called 
the valence band, which corresponds to those electrons that are bound to specific 
lattice sites within the crystal. In the case of silicon or germanium, they are parts of 
the covalent bonding which constitute the interatomic forces within the crystal. The 
next higher-lying band is called the conduction band and represents electrons that are 
free to migrate through the crystal. Electrons in this band contribute to the electrical 
conductivity of the material. The two bands are separated by the band gap, the size of 
which determines whether the material is classified as a semiconductor or an isolator. 
The number of electrons within the crystal is just adequate to completely fill all avail- 
able sites within the valence band. In the absence of thermal excitation, both isolators 
and semiconductors would therefore have a configuration in which the valence band 
is completely full and the conduction band completely empty. Under these imaginable 
circumstances, neither would theoretically show any electrical conductivity. 

In a metal, the highest occupied energy band is not completely full. Therefore, 
electrons can easily migrate throughout the material because they need achieve only 
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Table 14.1. Band Gaps and Longest Wavelengths for Various Semiconductors 


Material Band Gap (eV) Longest Wavelength 


(um) 
ZnS 3.6 0.345 
CdS 2.41 0.52 
CdSe 1.8 0.69 
CdTe 1.5 0.83 
Si 1.12 1.10 
Ge 0.67 1.85 
PbS 0.37 3.35 
InAs 0.35 3.54 
Te 0.33 3.75 
PbTe 0.3 4.13 
PbSe 0.27 4.58 
InSb 0.18 6.90 


Source: Ref. [1]. 


a small incremental energy to the above occupied states. Metals, therefore, are always 
characterized by a very high electrical conductivity. In isolators or semiconductors, on 
the other hand, the electron must first cross the energy band gap in order to reach the 
conduction band and the conductivity is, therefore, many orders of magnitude lower. 
For isolators, the band gap is usually 5 eV or more, whereas for semiconductors, 
the gap is considerably less (Table 14.1). Note that the longer the wavelength (lower 
frequency of a photon), the less energy is required to originate a photoeffect. 

When the photon of frequency v strikes the crystal, its energy is high enough to 
separate the electron from its site in the valence band and push it through the band 
gap into a conduction band at a higher energy level. In that band, the electron is free 
to serve as a current carrier. The deficiency of an electron in the valence band creates 
a hole which also serves as a current carrier. This is manifested in the reduction of 
specific resistivity of the material. On the other hand, Fig. 14.1B shows that a photon 
of lower frequency v2 does not have sufficient energy to push the electron through 
the band gap. The energy is released without creating current carriers. 

The energy gap serves as a threshold below which the material is not light sensi- 
tive. However, the threshold is not abrupt. Throughout the photon-excitation process, 
the law of conservation of momentum applies. The momentum and density of hole— 
electron sites are higher at the center of both the valence and conduction bands, and 
they fall to zero at the upper and lower ends of the bands. Therefore, the probability of 
an excited valence-band electron finding a site of like momentum in the conduction 
band is greater at the center of the bands and is the lowest at the ends of the bands. 
Therefore, the response of a material to photon energy increases from EF, gradually to 
its maximum and then falls back to zero at the energy corresponding to the difference 
between the bottom of the valence band and the top of the conduction band. A typ- 
ical spectral response of a semiconductive material is shown in Fig. 14.2. The light 
response of a bulk material can be altered by adding various impurities. They can be 
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Fig. 14.2. Spectral response of an infrared photodiode. 


used to reshape and shift a spectral response of the material. All devices that directly 
convert photons of electromagnetic radiation into charge carriers are called quantum 
detectors and are generally produced in a form of photodiodes, phototransistors, and 
photoresistors. 

When comparing the characteristics of different photodetectors, the following 
specifications usually should be considered: 


NEP (noise-equivalent power) is the amount of light equivalent to the intrinsic noise 
level of the detector. Stated differently, it is the light level required to obtain a 
signal-to-noise ratio equal to unity. Because the noise level is proportional to the 
square root of the bandwidth, the NEP is expressed in units of W//Hz: 


NEP = Boise cure (A/VHZ) (14.4) 
Radiant sensitivity at A, (A/W) 


D* refers to the detectivity of a detector’s sensitive area of 1 cm? and a noise 


bandwidth of 1 Hz: 
. VArea(cm?) 
D*t= =—NEe (14.5) 


Detectivity is another way of measuring the sensor’s signal-to-noise ratio. Detec- 
tivity is not uniform over the spectral range for operating frequencies; therefore, 
the chopping frequency and the spectral content must be also specified. The de- 
tectivity is expressed in units of cm /Hz/W. It can be said that the higher the 
value of D*, the better the detector. 

IR cutoff wavelength (i,) represents the long-wavelength limit of the spectral re- 
sponse and often is listed as the wavelength at which the detectivity drops by 
10% of the peak value. 

Maximum current is specified for photoconductive detectors (such as HgCdTe) 
which operate at constant currents. The operating current never should exceed 
the maximum limit. 
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Maximum reverse voltage is specified for Ge and Si photodiodes and photoconduc- 
tive cells. Exceeding this voltage can cause the breakdown and severe deteriora- 
tion of the sensor’s performance. 

Radiant responsivity is the ratio of the output photocurrent (or output voltage) divided 
by the incident radiant power at a given wavelength, expressed in A/W or V/W. 

Field of view (FOV) is the angular measure of the volume of space where the sensor 
can respond to the source of radiation. 

Junction capacitance (C ;) is similar to the capacitance of a parallel-plate capacitor. 
It should be considered whenever a high-speed response is required. The value 
of C; drops with reverse bias and is higher for the larger diode areas. 


14.2 Photodiodes 


Photodiodes are semiconductive optical sensors, which, if broadly defined, may even 
include solar batteries. However, here we consider only the information aspect of 
these devices rather than the power conversion. In a simple way, the operation of a 
photodiode can be described as follows. If a p-n junction is forward biased (positive 
side of a battery is connected to the p side) and is exposed to light of proper frequency, 
the current increase will be very small with respect to a dark current. In other words, 
the bias current is much greater than the current generated by light. If the junction 
is reverse biased (Fig. 14.3), the current will increase quite noticeably. Impinging 
photons create electron-hole pairs on both sides of the junction. When electrons 
enter the conduction band, they start flowing toward the positive side of the battery. 
Correspondingly, the created holes flow to the negative terminal, meaning that the 
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Fig. 14.3. Structure of a photodiode. 
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Fig. 14.4. An equivalent circuit of a photodiode (A) and its volt-ampere characteristic (B). 


photocurrent i, flows in the network. Under dark conditions, the leakage current ig 
is independent of applied voltage and mainly is the result of thermal generation of 
charge carriers. Thus, a reverse-biased photodiode electrical equivalent circuit (Fig. 
14.4A) contains two current sources and an RC network. 
The process of optical detection involves the direct conversion of optical energy 
(in the form of photons) into an electrical signal (in the form of electrons). If the 
probability that a photon of energy hv will produce an electron in a detection is n, 
then the average rate of production of electrons (7) for an incident beam of optical 
power P is given by [2] 
nP 
es ar 


The production of electrons due to the incident photons at constant rate (r) is ran- 
domly distributed in time and obeys Poisson statistics, so that the probability of the 
production of m electrons in some measurement interval t is given by 


(14.6) 


p(m, t) = (ryry" Re (14.7) 
mM: 


The statistics involved with optical detection are very important in the determination 
of minimum detectable signal levels and, hence, the ultimate sensitivity of the sensors. 
At this point, however, we just note that the electrical current is proportional to the 
optical power incident on the detector: 


pes. (14.8) 
hv 

where e is the charge of an electron. Achange in input power A P (e.g., due to intensity 
modulation in a sensor) results in the output current Az. Because power is proportional 
to squared current, the detector’s electrical power output varies quadratically with 

input optical power, making it a “square-law” detector. 
The voltage-to-current response of a typical photodiode is shown in Fig. 14.4B. 
If we attach a high-input-impedance voltmeter to the diode (corresponds to the case 
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when i = 0), we will observe that with increasing optical power, the voltage changes 
in a quite nonlinear fashion. In fact, variations are logarithmic. For the short-circuit 
conditions (V = 0), [i-e., when the diode is connected to a current-to-voltage converter 
(Fig. 5.10B of Chapter 5)], current varies linearly with the optical power. The current- 
to-voltage response of the photodiode is given by [3] 


i =ig(ee’/*T _ 1) -i,, (14.9) 


where ig is a reverse “dark current” which is attributed to the thermal generation of 
electron-hole pairs, i, is the current due to the detected optical signal, k, is Boltzmann 
constant, and T is the absolute temperature. Combining Eqs. (14.8) and (14.9) yields 


Pei =h= Hels (14.10) 
hv 
which is the overall characteristic of a photodiode. An efficiency of the direct con- 
version of optical power into electric power is quite low. Typically, it is in the range 
5-10%; however, in 1992, it was reported that some experimental photocells were 
able to reach an efficiency as high as 25%. In sensor technologies, however, photo- 
cells are generally not used. Instead, an additional high-resistivity intrinsic layer is 
present between p and n types of the material, which is called a PIN photodiode (Fig. 
14.5). The depth to which a photon can penetrate a photodiode is a function of its 
wavelength which is reflected in a spectral response of a sensor (Fig. 14.2). 
In addition to very popular PIN diodes, several other types of photodiode are 
used for sensing light. In general, depending on the function and construction, all 
photodiodes may be classified as follows: 


1. The PN photodiodes may include a SiOz layer on the outer surface (Fig. 14.6A). 
This yields a low-level dark current. To fabricate a high-speed version of the 
diode, the depletion layer is increased, thus reducing the junction capacitance 
(Fig. 14.6B). To make the diode more sensitive to ultraviolet (UV) light, a p 
layer can be made extra thin. A version of the planar diffusion type is a pnnt 
diode (Fig. 14.6C), which has a lower sensitivity to infrared and higher sensitivity 
at shorter wavelengths. This is due primarily to a thick layer of a low-resistance 
n* silicon to bring the nn* boundary closer to the depletion layer. 
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Fig. 14.5. Structure of a PIN photodiode connected to a current-to-voltage converter. 
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Fig. 14.6. Simplified structures of six types of photodiode. 


2. The PIN photodiodes (Fig. 14.6D) are an improved version of low-capacitance 
planar diffusion diodes. The diode uses an extra high-resistance J layer between 
the p and n layers to improve the response time. These devices work even better 
with reversed bias, therefore, they are designed to have low leakage current high 
breakdown voltage. 

3. The Schottky photodiodes (Fig. 14.6E) have a thin gold coating sputtered onto 
the n layer to form a Schottky p-n junction. Because the distance from the outer 
surface to the junction is small, the UV sensitivity is high. 

4. The avalanche photodiodes (Fig. 14.6F) are named so because if a reverse bias 
is applied to the p-n junction and a high-intensity field is formed with the deple- 
tion layer, photon carriers will be accelerated by the field and collide with the 
atoms, producing the secondary carriers. In turn, the new carriers are accelerated 
again, resulting in the extremely fast avalanche-type increase in current. There- 
fore, these diodes work as amplifiers, making them useful for detecting extremely 
low levels of light. 


There are two general operating modes for a photodiode: the photoconductive 
(PC) and the photovoltaic (PV). No bias voltage is applied for the photovoltaic mode. 
The result is that there is no dark current, so there is only thermal noise present. This 
allows much better sensitivities at low light levels. However, the speed response is 
worst due to an increase in C; and responsivity to longer wavelengths is also reduced. 

Figure 14.7A shows a photodiode connected in a PV mode. In this connection, the 
diode operates as a current-generating device which is represented in the equivalent 
circuit by a current source i, (Fig. 14.7B). The load resistor Ry determines the voltage 
developed at the input of the amplifier and the slope of the load characteristic is 
proportional to that resistor (Fig. 14.7C). 
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Fig. 14.7. Connection of a photodiode in a photovoltaic mode to a noninverting amplifier (A); 
the equivalent circuit (B); and a loading characteristic (C). 


When using a photodiode in a photovoltaic mode, its large capacitance C; may 
limit the speed response of the circuit. During the operation with a direct resistive 
load, as in Fig. 14.7A, a photodiode exhibits a bandwidth limited mainly by its internal 
capacitance C;. Figure 14.7B models such a bandwidth limit. The photodiode acts 
primarily as a current source. A large resistance R and the diode capacitance shunt 
the source. The capacitance ranges from 2 to 20,000 pF depending, for the most part, 
on the diode area. In parallel with the shunt is the amplifier’s input capacitance (not 
shown) which results in a combined input capacitance C.. The diode resistance usually 
can be ignored, as it is much lower than the load resistance Rp. The net input network 
determines the input circuit response rolloff. The resulting input circuit response has 
a break frequency fj = 1/22 R,C, and the response is [4] 


—RLip 


Vout = ape 
It+i¢ 


(14.11) 


For a single-pole response, the circuit’s 3-dB bandwidth equals the pole frequency. 
The expression reflects a typical gain-versus-bandwidth compromise. Increasing Rp 
gives a greater gain, but reduces f|. From a circuit perspective, this compromise re- 
sults from impressing the signal voltage on the circuit capacitances. The signal voltage 
appears across the input capacitance C = C; + Copa. To avoid the compromise, it 
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Fig. 14.8. Use of current-to-voltage converter (A) and the frequency characteristics (B). 


is desirable to develop input voltage across the resistor and prevent it from charging 
the capacitances. This can be achieved by employing a current-to-voltage amplifier 
(1/V) as shown in Fig. 14.8A. The amplifier and its feedback resistor R;, translate 
the diode current into a buffered output voltage with excellent linearity. Added to 
the figure is a feedback capacitor C;, that provides a phase compensation. An ideal 
amplifier holds its two inputs at the same voltage (ground in the figure), thus the 
inverting input is called a virtual ground. The photodiode operates at zero voltage 
across its terminals, which improves the response linearity and prevents charging 
the diode capacitance. This is illustrated in Fig. 14.7C, where the load line virtually 
coincides with the current axis, because the line’s slope is inversely proportional to 
the amplifier’s open-loop gain A. 

In practice, the amplifier’s high, but finite, open-loop gain limits the performance 
by developing a small, albeit nonzero, voltage across the diode. Then, the break 
frequency is defined as 

A 
~ 2a RLC 


where A is the open-loop gain of the amplifier. Therefore, the break frequency is 
increased by a factor A as compared with |. It should be noted that when the fre- 
quency increases, the gain, A, declines and the virtual load attached to the photodiode 
appears to be inductive. This results from the phase shift of gain A. Over most of the 
amplifier’s useful frequency range, A has a phase lag of 90°. The 180° phase inversion 
by the amplifier converts this to a 90° phase lead, which is specific for the inductive 
impedance. This inductive load resonates with the capacitance of the input circuit at 
a frequency equal to fp (Fig. 14.8B) and may result in an oscillating response (Fig. 
14.9) or circuit instability. To restore stability, a compensating capacitor Cy, is placed 
across the feedback resistor. The value of the capacitor can be found from 


1 
CL =/V/CQ, (14.13) 


~ AR fp 


Sp 


~ Aft, (14.12) 


14.2 Photodiodes 417 


@l +200 0 | f Fig. 14.9. Response of a photodiode with an un- 
compensated circuit. (Courtesy of Hamamatsu 
Photonics K.K.) 


where C, = 1/(27 Rz f,), and f, is the unity-gain crossover frequency of the opera- 
tional amplifier. The capacitor boosts the signal at the inverting input by shunting R; 
at higher frequencies. 

When using photodiodes for the detection of low-level light, the noise floor should 
be seriously considered. There are two main components of noise in a photodiode: 
shot noise and Johnson noise (see Section 5.9 of Chapter 5). In addition to the sensor, 
the amplifier’s and auxiliary component noise also should be taken into account [see 
Eq. (5.75) of Chapter 5]. 

For the photoconductive (PC) operating mode, a reverse-bias voltage is applied 
to the photodiode. The result is a wider depletion region, lower junction capacitance 
Cj, lower series resistance, shorter rise time, and linear response in photocurrent 
over a wider range of light intensities. However, as the reverse bias is increased, the 
shot noise increases as well due to the increase in dark current. The PC mode circuit 
diagram is shown in Fig. 14.10A and the diode’s load characteristic is in Fig. 14.10B. 
The reverse bias moves the load line into the third quadrant, where the response 
linearity is better than that for the PV mode (the second quadrant). The load lines 
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Fig. 14.10. Photoconductive operating mode: (A) a circuit diagram; (B) a load characteristic. 
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crosses the voltage axis at the point corresponding to the bias voltage F, and the 
slope is inversely proportional to the amplifier’s open-loop gain A. The PC mode 
offers bandwidths to hundreds of megahertz, providing an accompanying increase in 
the signal-to noise ratio. 


14.3 Phototransistor 


A photodiode directly converts photons into charge carriers—specifically one electron 
and one hole (hole-electron pair) per a photon. Phototransistors can do the same, 
and in addition can provide current gain, resulting in a much higher sensitivity. The 
collector-base junction is a reverse-bias diode which functions as described earlier. 
If the transistor is connected into a circuit containing a battery, a photo-induced 
current flows through the loop, which includes the base-emitter region. This current 
is amplified by the transistor in the same manner as in a conventional transistor, 
resulting in a significant increase in the collector current. 

The energy bands for the phototransistor are shown in Fig. 14.11. The photon- 
induced base current is returned to the collector through the emitter and the external 
circuitry. In so doing, electrons are supplied to the base region by the emitter, where 
they are pulled into the collector by the electric field. The sensitivity of a phototran- 
sistor is a function of the collector—-base diode quantum efficiency and also of the 
dc current gain of the transistor. Therefore, the overall sensitivity is a function of 
collector current. 

When subjected to varying ambient temperature, the collector current changes lin- 
early with a positive slope of about 0.00667/°C. The magnitude of this temperature 
coefficient is primarily a result of the increase in current gain versus temperature, be- 
cause the collector—base photocurrent temperature coefficient is only about 0.001/°C. 
The family of collector current versus collector voltage characteristics is very much 
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Fig. 14.11. Energy bands in a phototransistor. 
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Fig. 14.12. An equivalent circuit of a photo- 
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similar to that of a conventional transistor. This implies that circuits with phototran- 
sistors can be designed by using regular methods of transistor circuit techniques, 
except that its base should be used as an input of a photo-induced current which is 
supplied by its collector. Because the actual photogeneration of carriers occurs in 
the collector—base region, the larger the area of this region, the greater the number 
of carriers generated; thus, the phototransistor is so designed to offer a large area to 
impinging light. A phototransistor can be either a two-lead or a three-lead device. In 
the latter case, the base lead is available and the transistor may be used as a standard 
bipolar transistor with or without the additional capability of sensing light, thus giving 
a designer greater flexibility in circuit development. However, a two-lead device is 
the most popular as a dedicated photosensor. 

When the base of the transistor is floating, it can be represented by an equivalent 
circuit shown in Fig. 14.12. Two capacitors C, and C, represent base—collector and 
base-emitter capacitances, which are the speed-limiting factors. Maximum frequency 
response of the phototransistor may be estimated from 


fi ~ m 


~~ : 14.14 
2m Ce ( ) 


where /; is the current-gain—bandwidth product and g,, is the transistor’s forward 
transconductance. 

Whenever a higher sensitivity of a photodetector is required, especially if a high 
response speed is not of a concern, an integrated Darlington detector is recommended. 
It is composed of a phototransistor whose emitter is coupled to the base of a bipolar 
transistor. Because a Darlington connection gives current gain equal to a product of 
current gains of two transistors, the circuit proves to be an efficient way of making a 
sensitive detector. 

Spatial resolutions of both the light source and the detector must be seriously 
considered for many sensor applications. Whenever a higher efficiency of sensing is 
required, optical components come in handy. Let us, for instance, take a point light 
source which should be detected by a photodetector (Fig. 14.13A). According to Eq. 
(14.10), the sensor’s output is proportional to the received photonic power, which, in 
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Fig. 14.13. Efficiency of a detector depends on its surface area a (A) or the area A of the 
focusing system (B). 


turn, is proportional to the receiver’s surface area. Figure 14.13B shows that the use 
of a focusing lens can dramatically increase the area. The efficiency of a single lens 
depends on its refractive index n. The overall improvement in the sensitivity can be 
estimated by employing Eqs. (4.5) and (4.8) of Chapter 4: 


A n—1\? 
ered ip ees (14.15) 
a n+1 


where A and a are effective areas of the lens and the sensing area of a photodetector, 
respectively. For glasses and most plastics operating in the visible and near-infrared 
spectral ranges, the equation can be simplified to 


A 
kX0.92—. (14.16) 
a 


It should be pointed out that the arbitrary placement of a lens may be more harmful 
than helpful; that is, a lens system must be carefully planed to be effective. For 
instance, many photodetectors have built-in lenses which are effective for parallel 
rays. If an additional lens is introduced in front of such a detector, it will create 
nonparallel rays at the input, resulting in the misalignment of the optical system and 
poor performance. Thus, whenever additional optical devices need to be employed, 
detector’s own optical properties must be considered. 


14.4 Photoresistors 


As a photodiode, a photoresistor is a photoconductive device. The most common ma- 
terials for its fabrication are cadmium sulfide! (CdS) and cadmium selenide (CdSe), 


! Information on CdS photoresistors is courtesy of Hamamatsu Photonics K.K. 
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Fig. 14.14. Structure of a photoresistor (A) and a plastic-coated photoresistor having a serpen- 
tine shape (B). 


which are semiconductors whose resistances change upon light entering the surface. 
For its operation, a photoresistor requires a power source because it does not generate 
photocurrent; a photoeffect is manifested in the change in the material’s electrical 
resistance. Figure 14.14A shows a schematic diagram of a photoresistive cell. An 
electrode is set at each end of the photoconductor. In darkness, the resistance of the 
material is high. Hence, the applied voltage V results in a small dark current which 
is attributed to temperature effect. When light is incident on the surface, the current 
ip flows. 

The reason for the current increase is the following. Directly beneath the con- 
duction band of the crystal is a donor level and there is an acceptor level above the 
valence band. In darkness, the electrons and holes in each level are almost crammed 
in place in the crystal, resulting in the high resistance of the semiconductor. 

When light illuminates the photoconductive crystal, photons are absorbed, which 
results in the added-up energy in the valence band electrons. This moves them into the 
conduction band, creating free holes in the valence band, increasing the conductivity 
of the material. Because near the valence band there is a separate acceptor level that can 
capture free electrons not as easily as free holes, the recombination probability of the 
electrons and holes is reduced and the number of free electrons in the conduction band 
is high. Because CdS has a band gap of 2.41 eV, the absorption-edge wavelength is 
X4.=c/v 515 nm, which is in the visible spectral range. Hence, the CdS detects light 
shorter than 515-nm wavelengths. Other photoconductors have different absorption- 
edge wavelengths. For instance, CdS is most sensitive at the shorter-wavelength range, 
whereas Si and Ge are most efficient in the near infrared. 

The conductance of a semiconductor is given by 


Ao =ef (Un tn +UpTp)s (14.17) 


where [L,, and |, are the free-electron and hole movements (cm/V s), Tt, and tp are 
the free-electron and hole lives (s), e is the charge of an electron, and f is the number 
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of generated carriers per second per unit of volume. For a CdS cell, U,t > UpTp; 
hence, conductance by free holes can be ignored. Then, the sensor becomes an n-type 
semiconductor. Thus, 

Ao =efU,Tn- (14.18) 


We can define the sensitivity b of the photoresistor through a number of electrons 
generated by one photon (until the carrier life span ends): 

Tn 

b=—, (14.19) 

ty 
where t, =/7/V LL, is the transit time for the electron between the sensor’s electrodes, 
1 is the distance between the electrodes, and V is the applied voltage. Then, we arrive 
at 


= Hh, Tn v 
2a 
For example, if ,, = 300 cm2/V s, T= 10-3 s, 1=0.2 mm, and V = 1.2 V, then 
the sensitivity is 900, which means that a single photon releases 900 electrons for 
conduction, making a photoresistor work as a photomultiplier. Indeed, a photoresistor 
is a very sensitive device. 

It can be shown that for better sensitivity and lower cell resistance, the distance 
1 between the electrodes should be reduced, and the width d of the sensor should 
be increased. This suggests that the sensor should be very short and very wide. For 
practical purposes, this is accomplished by fabricating a sensor in a serpentine shape 
(Fig. 14.14B) where the electrodes are connected to the leads. 

Depending on the manufacturing process, the photoresistive cells can be divided 
into the sintered type, single-crystal type, and evaporated type. Of these, the sintered 
type offers high sensitivity and easier fabrication of large sensitive areas, which 
eventually translate into lower-cost devices. The fabrication of CdS cells consists of 
the following steps. 


b (14.20) 


1. Highly pure CdS powder is mixed with appropriate impurities and a fusing agent. 

2. The mixture is dissolved in water. 

3. The solution in a form of paste is applied on the surface of a ceramic substrate 
and allowed to dry. 

4. The ceramic subassemblies are sintered in a high-temperature oven to form a 
multicrystal structure. At this stage, a photoconductive layer is formed. 

5. Electrode layers and leads (terminals) are attached. 

6. The sensor is packaged into a plastic or metal housing with or without a window. 


To tailor a spectral response of a photoresistor, the powder of step 1 can contain some 
variations; for instance, the addition of selenide or even the replacement of CdS for 
CdSe shifts the spectral response toward longer wavelengths (orange and red). 

Toillustrate, how photoresistors can be used, Fig. 14.15 shows two circuits. Circuit 
A shows an automatic light switch which turns lights on when illumination drops (the 
turn-off part of the circuit is not shown). Circuit B shows a beacon with a free-running 
multivibrator, which is enabled at darkness, when the resistance of a photoresistor 
becomes high. 
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Fig. 14.15. Examples of photoresistor applications: (A) light switch and (B) beacon light. 
(Courtesy of Hamamatsu Photonics K.K.) 


14.5 Cooled Detectors 


For the measurement of objects emanating photons in the range of 2 eV or higher, 
quantum detectors having room temperature are generally used. For the smaller ener- 
gies (longer wavelengths) narrower-band-gap semiconductors are required. However, 
even if a quantum detector has a sufficiently small energy band gap, at room temper- 
atures its own intrinsic noise is much higher than a photoconductive signal. In other 
words, the detector will sense its own thermal radiation. The noise level is temperature 
dependent; therefore, when detecting long-wavelength photons, the signal-to-noise 
ratio may become so small that accurate measurement becomes impossible. This is 
the reason why, for the operation in the mid- and far-infrared spectral ranges, a detec- 
tor not only should have a sufficiently narrow energy gap, but its temperature has to 
be lowered to the level where intrinsic noise is reduced to an acceptable level. Figure 
14.16 shows typical spectral responses of some detectors with recommended operat- 
ing temperatures. The operating principle of a cryogenically cooled detector is about 
the same as that of a photoresistor, except that it operates at far longer wavelengths 
at much lower temperatures. Thus, the sensor design becomes quite different. De- 
pending on the required sensitivity and operating wavelength, the following crystals 
are typically used for this type of sensor: lead sulfide (PbS), indium arsenide (InAs), 
germanium (G), lead selenide (PbSe), and mercury—cadmium-—telluride (HgCdTe). 

Cooling shifts the responses to longer wavelengths and increases sensitivity. How- 
ever, the response speeds of PbS and PbSe become slower with cooling. Methods 
of cooling include Dewar cooling using dry ice, or liquid nitrogen, liquid helium 
(Fig. 14.17), or thermoelectric coolers operating on the Peltier effect (see Section 
3.9 of Chapter 3). As an example, Table 14.2 lists typical specifications for an MCT 
photoconductive detector. MCT stands for the mercury-cadmium-telluride type of a 
sensitive element. 

Applications of the cryogenically cooled quantum detectors include the measure- 
ments of optical power over a broad spectral range, thermal temperature measurement 
and thermal imaging, detection of water content and gas analysis. 

Figure 14.18 depicts gas absorption spectra for various molecules. Water strongly 
absorbs at 1.1, 1.4, 1.9, and 2.7 um. Thus, to determine the moisture content, for 
example, in coal, the monochromatic light is projected on the test and reference 
samples. The reflected light is detected and the ratio is calculated for the absorption 
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Fig. 14.16. Operating ranges for some infrared detectors. 
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Fig. 14.17. Cryogenically cooled MCT quantum infrared detectors: (A) dimensional drawing 
of a Dewar type (in mm); (B) outside appearances of canned and Dewar detectors. (Courtesy 
of Hamamatsu Photonics K.K.) 
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Table 14.2. Typical Specifications for MCT Far-Infrared Detectors 


Sensitive Dark Rise Max. 
Area Temperature Ip le FOV Resist Time Current D* atl, 
(mm) (°C) (um) (um) (deg) (k&) — (Us) (mA) 
1x1 —30 3.6 3.7 60 1 10 3 10° 
1x1 —196 15 16 60 20 1 40 3 x 10° 
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Fig. 14.18. Absorption spectra of gaseous molecules. 


bands. The gas analyzer makes use of absorption in the infrared region of the spectrum. 
This allows us to measure gas density. Thus, it is possible to measure automobile 
exhaust gases (CO, HC, CO2), emission control (CO, SO, NO2), fuel leakage (CHa, 
C3Hp), and so forth. 


14.6 Thermal Detectors 


Thermal infrared detectors are primarily used for detecting infrared radiation in mid- 

and far-infrared spectral ranges and noncontact temperature measurements; these 
have been known for about 60 years in industry under the name pyrometry from 
the Greek word pur (fire). The respective thermometers are called radiation pyrome- 
ters. Today, noncontact methods of temperature measurement embrace a very broad 
range, including subzero temperatures, which are quite far away from that of flame. 
Therefore, it appears that radiation thermometry is a more appropriate term for this 
technology. 
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A typical infrared noncontact temperature sensor consists of the following: 


1. Asensing element, which is responsive to electromagnetic radiation in the infrared 
wavelength range. The main requirements of the element are fast, predictable, 
and strong response to thermal radiation, and a good long-term stability. 

2. Asupporting structure to hold the sensing element and to expose it to the radiation. 
The structure should have low thermal conductivity to minimize heat loss. 

3. A housing, which protects the sensing element from the environment. It usually 
should be hermetically sealed and often filled either with dry air or inert gas, such 
as argon or nitrogen. 

4. A protective window which is impermeable to environmental factors and trans- 
parent in the wavelength of detection. The window may have surface coatings to 
improve transparency and to filter out undesirable portions of the spectrum. 


Below the mid-infrared range, thermal detectors are much less sensitive than 
quantum detectors. Their operating principle is based on a sequential conversion of 
thermal radiation into heat and, then, conversion of heat level or heat flow into an 
electrical signal by employing conventional methods of heat detection. In principle, 
any temperature detector can be used for the detection of thermal radiation. However, 
according to Eq. (3.133) of Chapter 3, the infrared flux which is absorbed by a thermal 
detector is proportional to a geometry factor A which, for a uniform spatial distribution 
of radiation, is equal to the sensor’s area. For instance, if a thermal radiation sensor at 
25°C, having a 5-mm?” surface area and ideal absorptivity, is placed inside a radiative 
cavity whose temperature is 100°C, the sensor will receive an initial radiative power 
of 3.25 mW. Depending on the sensor’s thermal capacity, its temperature will rise until 
thermal equilibrium between the sensor and its environment occurs. It should be noted 
that, in practice, the sensing element’s temperature never reaches that of an object. 
Unlike a hypothetical sensing element that is placed inside a radiative cavity, a real 
sensing element is rather poorly thermally coupled to the heat source. Although the 
element exchanges heat by radiation, a substantial portion of the heat is lost through 
a supporting structure and wires, as well as through gravitational convection and also 
through stray radiation. Thus, the equilibrium temperature is always somewhere in 
between the object’s temperature and the initial temperature of the thermal detector. 

All thermal radiation detectors can be divided into two classes: passive infrared 
(PIR) and active far-infrared (AFIR) detectors. Passive detectors absorb incoming 
radiation and convert it to heat, whereas active detectors generate heat from the 
excitation circuit. 


14.6.1 Golay Cells 


Golay cells are the broadband detectors of infrared radiation. They are extremely 
sensitive, but usually very delicate. The operating principle of the cell is based on the 
detection of a thermal expansion of gas trapped inside an enclosure. This is why these 
detectors sometimes are called thermopneumatic detectors. Figure 14.19 depicts an 
enclosed chamber having two membranes: the upper and lower. The upper membrane 
is coated with a heat absorber (gold black, e.g.) and the lower membrane has a mirror 
surface (coated with aluminum, e.g.). 
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The mirror is illuminated by a light source. The incident light beam is reflected 
from the mirror and impinges on a position-sensitive detector (PSD). The upper 
membrane is exposed to infrared radiation, which is absorbed by the coating and 
elevates the temperature of the membrane. This, in turn, warms up gas which is 
trapped inside the sensor. Gas expands and its pressure increases. The increase in 
the internal pressure deflects the lower membrane, which bulges out. A change in the 
mirror curvature modulates the direction of the reflected light beam. The reflected light 
impinges on the PSD at various locations, depending on the degree of bulging of the 
membrane and, therefore, on the intensity of the absorbed radiation. The entire sensor 
may be micromachined using modern MEMS technology (see Chapter 18). The degree 
of the lower membrane deflection alternatively may be measured by different methods 
[e.g., by using a Fabry—Perot (FP) interferometer; see Section 7.5 of Chapter 7]. 


14.6.2 Thermopile Sensors 


Thermopiles belong to a class of PIR detectors. Their operating principle is the same 
as that of thermocouples. In effect, a thermopile is serially connected thermocouples. 
Originally, it was invented by Joule to increase the output signal of a thermoelectric 
sensor. He connected several thermocouples in a series and thermally joined their hot 
junctions. Currently, thermopiles have a different configuration. Their prime applica- 
tion is in the thermal detection of light in the mid- and far-infrared spectral ranges. 

An equivalent schematic of a thermopile sensor is shown in Fig. 14.20A. The 
sensor consists of a frame having a relatively large thermal mass which is the place 
where the “cold” junctions are positioned. The frame may be thermally coupled with a 
reference temperature sensor or attached to a thermostat having a known temperature. 
The base supports a thin membrane whose thermal capacity and thermal conductivity 
are small. The membrane is the surface where the “hot” junctions are positioned. The 
words hot and cold are the remnants of traditional thermocouple jargon and are used 
here conditionally because the junctions in reality are rarely cold or hot. 

The operating principle of a thermopile is the same as of any PIR detector. Infrared 
light is absorbed by or emanated from the membrane and changes its temperature. Be- 
cause the membrane carries “hot” junctions, the temperature differential with respect 
to the “cold” junction generates thermoelectric voltage. The membrane temperature 
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Fig. 14.20. Thermopile for detecting thermal radiation: (A) Equivalent schematic with a ref- 
erence temperature sensor attached; x and y are different materials; (B) micromachined ther- 
mopile sensor; note the semiconductor reference temperature sensor on the silicon frame where 
the cold junctions are deposited and the absorptive coating on the hot junctions in the center 
of the membrane; (C) sensor in a TO-5 packaging. 


increase depends on the thermal capacity, thermal conductivity, and intensity of the 
infrared light. 

The best performance of a thermopile is characterized by high sensitivity and low 
noise, which may be achieved by the junction materials having a high thermoelectric 
coefficient a, low thermal conductivity, and low volume resistivity. In addition, the 
junction pairs should have thermoelectric coefficients of the opposite signs. This dic- 
tates the selection of the materials. Unfortunately, most of metals having low electrical 
resistivity (gold, copper, silver) have only very poor thermoelectric coefficients. The 
higher-electrical-resistivity metals (especially bismuth and antimony) possess high 
thermoelectric coefficients and they are the prime selection for designing thermopiles. 
By doping these materials with Se and Te, the thermoelectric coefficient has been im- 
proved up to 230 nV K7! [5]. 
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Table 14.3. Typical Specifications of a Thermopile. 


Parameter Value Unit Conditions 
Sensitive area 0.5-2 mm? 
Responsivity 50 V/W 6-14 um, 500 K 
Noise 30 nV//Hz 25°C, rms 
Equivalent resistance 50 kQ 25°C 
Thermal time constant 60 ms 
Temperature coefficient of resistivity 0.15 TIK 
Temperature coefficient of responsivity —0.2 TINK 
Operating temperature —20to+80 °C 
Storage temperature —40to 100 °C 
Price 2-20 US$ 


Methods of construction of metal junction thermopiles may differ to some extent, 
but all incorporate vacuum-deposition techniques and evaporation masks to apply 
the thermoelectric materials, such as bismuth and antimony. The number of junctions 
varies from 20 to several hundreds. The “hot” junctions are often coated with an 
absorber of thermal radiation. For example, they may be blackened (with gold black 
or organic paint) to improve their absorptivity of the infrared radiation. 

A thermopile is a dc device whose output voltage follows its “hot” junction tem- 
perature quite well. A thermopile can be modeled as a thermal flux-controlled voltage 
source which is connected in series with a fixed resistor. The sensor is hermetically 
sealed in a metal can with a hard infrared transparent window, (e.g., silicon, germa- 
nium, or zinc selenide) (Fig. 14.20C). The output voltage V; is nearly proportional to 
the incident radiation. The thermopile operating frequency limit is mainly determined 
by thermal capacity and thermal conductivity of the membrane, which are manifested 
through a thermal time constant. The sensor exhibits quite a low noise which is equal 
to the thermal noise of the sensor’s equivalent resistance, (i.e., of 20-50 kQ2). Typical 
properties of a metal-type thermopile sensor are given in Table 14.3. 

The output signal of a thermopile sensor depends on a temperature gradient be- 
tween the source of the thermal radiation and the sensing surface. As a result, the 
transfer function of a thermopile is a three-dimensional surface whose shape is gov- 
erned by the Stefan—Boltzmann law (see Fig. 2.1 of Chapter 2). 

Currently, bismuth and antimony are being replaced by silicon thermopiles. These 
thermopiles are more efficient and reliable [6]. Table A.11 in the Appendix lists 
thermoelectric coefficients for selected elements. It is seen that the coefficients for 
crystalline and polycrystalline silicon are very large and the volume resistivity is rel- 
atively low. The advantage of using silicon is in the possibility of employing standard 
integrated circuit (IC) processes which result in a significant cost reduction. The resis- 
tivity and the thermoelectric coefficients can be adjusted by the doping concentration. 
However, the resistivity increases much faster and the doping concentration has to be 
carefully optimized for the high sensitivity—low noise ratios. 

Figure 14.20B shows a semiconductor thermopile sensor produced by Perkin- 
Elmer Optoelectronics (Wiesbaden, Germany). It is fabricated by employing a micro- 
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machining (MEMS) technology. The central part of the silicon substrate is removed by 
means of anisotropic etching from the back, leaving only about a 1-um thin sandwich 
layer (membrane) of Si02—Si3N4 on top, which has a low thermal conductivity. Onto 
this membrane thin conductors of two different thermoelectric materials (polysilicon 
and aluminum) are deposited. This allowed the production of sensors with a negligi- 
ble temperature coefficient of sensitivity, which is an important factor for operation 
over broad ambient temperatures ranges. 


14.6.3 Pyroelectric Sensors 


Pyroelectric sensors belong to a class of PIR detectors. A typical construction of a 
solid-state pyroelectric sensor is shown in Fig. 14.21A. It is housed in a metal TO-5 
or TO-39 can for better shielding and is protected from the environment by a silicon 
or any other appropriate window. The inner space of the can is often filled with dry 
air or nitrogen. Usually, two sensing elements are oppositely, serially, or in parallel 
connected for better compensation of rapid thermal changes and mechanical stresses 
resulting from acoustical noise and vibrations. Sometimes, one of the elements is 
coated with heat-absorbing paint or gold black and the other element is shielded from 
radiation and gold plated for better reflectivity. Alternatively, the element is given 
nichrome electrodes. Nichrome has high emissivity and thus serves a dual purpose: 
to collect electric charge and to absorb thermal radiation. For applications in PIR 
motion detectors, both pyroelectric elements are exposed to the window. 
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Fig. 14.21. A dual-pyroelectric sensor: (A) structure of a sensor in a metal can; (B) metal 
electrodes are deposited on the opposite sides of a material; (C) equivalent circuit of a dual 
element. 
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A dual element is often fabricated from a single flake of a crystalline material (Fig. 
14.21B). The metallized pattern on both sides of the flake form two serially connected 
capacitors C; and C2. Figure 14.21C shows an equivalent circuit of a dual-pyroelectric 
element. This design has the benefit of a good balance of both elements, thus resulting 
in a better rejection of common-mode interferences. Note that the sensing element 
exists only between the opposite electrodes and the portion of the flake that is not 
covered by the electrodes, is not participating in the generation of a useful signal. 
A major problem in the design of pyroelectric detectors is in their sensitivity to 
mechanical stress and vibrations. All pyroelectrics are also piezoelectrics; therefore, 
although sensitive to thermal radiation, the pyroelectric sensors are susceptible to 
interferences which are called “microphonics” sometimes. For better noise rejection, 
the crystalline element must be mechanically decoupled from the outside, especially 
from the terminals and the metal can. 

A pyroelectric element (a crystal flake plus two opposite electrodes) can be mod- 
eled by a capacitor connected in parallel with a leakage resistor. The value of that 
resistor is on the order of 10!* — 10!*Q. In practice, the sensor is connected to a 
circuit which contains a bias resistor R, and an impedance converter (“circuit” in 
Fig. 14.21A). The converter may be either a voltage follower (e.g., JFET transistor) 
or a current-to-voltage converter. The voltage follower (Fig. 14.22A) converts the 
high output impedance of the sensor (capacitance C in parallel with a bias resistance 
R») into the output resistance of the follower which, in this example, is determined 
by the transistor’s transconductance in parallel with 47 kQ. The advantage of this 
circuit is in its simplicity, low cost, and low noise. A single JFET follower is the most 
cost-effective and simple; however, it suffers from two major drawbacks. The first is 
the dependence of its speed response on the so-called electrical time constant, which 
is a product of the sensor’s capacitance C and the bias resistor Rp: 


Tt =CRy. (14.21) 


For example, a typical dual sensor may have C = 40 pF and R, =50 GQ, which 
yield t. = 2 s, corresponding to a first-order frequency response with the upper cutoff 
frequency at the 3-dB level equal to about 0.08 Hz—a very low frequency indeed. 
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Fig. 14.22. Impedance converters for pyroelectric sensors: (A) voltage follower with JFET; 
(B) current-to-voltage converter with operational amplifier. 
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This makes the voltage follower suitable only for limited applications, where speed 
response in not too important. An example is the detection of movement of people 
(see Chapter 6). The second drawback of the circuit is a large offset voltage across the 
output resistor. This voltage depends on the type of the transistor and is temperature 
dependent. Thus, the output Vou is the sum of two voltages: the offset voltage, which 
can be as large as several volts, and the alternate pyroelectric voltage, which may be 
on the order of millivolts. 

Amore efficient, but more expensive, circuit for a pyroelectric sensor is an [/V 
(current-to-voltage) converter (Fig. 14.22B). Its advantage is its faster response and 
insensitivity to the capacitance of the sensor element. The sensor is connected to 
an inverting input of the operational amplifier which possesses properties of the 
so-called virtual ground (similar circuits are shown in Figs. 14.5, 14.8, and 14.10); 
that is, the voltage in the inverting input is constant and almost equal to that of a 
noninverting input, which is grounded in this circuit. Thus, the voltage across the 
sensor is forced by the feedback to stay near zero. The output voltage follows the 
shape of the electric current (a flow of charges) generated by the sensor (Fig. 3.28 of 
Chapter 3). The circuit should employ an operational amplifier with a very low bias 
current (on the order of 1 pA). There are three major advantages in using this circuit: 
a fast response, insensitivity to the capacitance of the sensor, and a low-output offset 
voltage. However, being a broad-bandwidth circuit, a current-to-voltage converter 
may suffer from higher noise. 

At very low frequencies, both circuits, the JFET and J/V converter, transform 
pyroelectric current i, into output voltage. According to Ohm’s law, 


Vout = ip Ro. (14.22) 


For instance, for the pyroelectric current of 10 pA (1071! A) and the bias resistor of 5 x 
10!°Q (50 GQ), the output voltage is 500 mV. Either the JFET transistor or operational 
amplifier must have low input bias currents (/g) over the entire operating temperature 
range. The CMOS (OPAMs) are generally preferable, as their bias currents are on the 
order of 1 pA. 

It should be noted that the above-described circuits (Fig. 14.23) produce output 
signals of quite different shapes. The voltage follower’s output voltage is a repetition 
of voltage across the element and R;) (Fig. 14.24A). It is characterized by two slopes: 
the leading slope having an electrical time constant te = C Rp, and the decaying slope 
having thermal time constant t7. Voltage across the element in the current-to-voltage 
converter is essentially zero and, contrary to the follower, the input impedance of the 
converter is low. In other words, whereas the voltage follower acts as a voltmeter, the 
current-to-voltage converter acts as an ampermeter. The leading edge of its output 
voltage is fast (determined by a stray capacitance across Rp) and the decaying slope 
is characterized by tr. Thus, the converter’s output voltage repeats the shape of the 
sensor’s pyroelectric current (Fig. 14.23B). 

A fabrication of gigaohm-range resistors is not a trivial task. High-quality bias 
resistors must have good environmental stability, low temperature coefficient of resis- 
tance (TCR), and low voltage coefficient of resistance (VCR). The VCR is defined as 

Ri > Kot 


pe SE 1000: (14.23) 
Row 
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Fig. 14.23. Output signals of the voltage follower 
(A) and current-to-voltage converter (B) in re- 


sponse to a step function of a thermal radiation. 


ground 


(B) 


where R, and Ro.; are the resistances measured respectively at | and 0.1 V. Usually, 
the VCR is negative; that is, the resistance value drops with an increase in voltage 
across the resistor (Fig. 14.24A). Since the pyroelectric sensor’s output is propor- 
tional to the product of the pyroelectric current and the bias resistor, the VCR results 
in the nonlinearity of an overall transfer function of the sensor plus circuit. A high- 
impedance resistor is fabricated by depositing a thin layer of a semiconductive ink 
on a ceramic (alumina) substrate, firing it in a furnace and subsequently covering 
the surface with a protective coating. A high-quality, relatively thick (at least 50 um 
thick) hydrophobic coating is very important for protection against moisture, because 
even a small amount of water molecules may cause oxidation of the semiconductive 
layer. This causes a substantial increase in the resistance and poor long-term stability. 
A typical design of a high-impedance resistor is shown in Fig. 14.24B. 
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Fig. 14.24. High-impedance resistor: (A) VCRs for three different types of the resistor; 
(B) structure of a resistor on an alumina substrate. 
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In applications, where high accuracy is not required, such as thermal motion 
detection, the bias resistor can be replaced with one or two zero-biased parallel- 
opposite connected silicon diodes. 

For the detection of thermal radiation, a distinction exists between two cases in 
which completely different demands have to be met with respect to the pyroelectric 
material and its thermal coupling to the environment [7]: 


1. Fast sensors detect radiation of high intensity but very short duration (nanosec- 
onds) of laser pulses, with a high repetition on the order of 1 MHz. The sensors 
are usually fabricated from single-crystal pyroelectrics, such as lithium tantalate 
(LiTaO3) or triglycinesulfate (TGS). This assures a high linearity of response. 
Usually, the materials are bonded to a heat sink. 

2. Sensitive sensors detect thermal radiation of low intensity, but, with a relatively 
low rate of change. Examples are infrared thermometry and motion detection 
[8-10]. These sensors are characterized by a sharp temperature rise in the field 
of radiation. This generally requires a good thermal coupling with a heat source. 
Optical devices, such as focusing lenses and waveguides, are generally employed. 
A heat transfer to the environment (sensor’s housing) must be minimized. If well 
designed, such a sensor can have a sensitivity approaching that of a cryogenically 
cooled quantum detector [7]. Commercial pyroelectric sensors are implemented 
on the basis of single crystals, such as TGS and LiTaO3, or lead—zirconate-titanate 
(PZT) ceramics. Polyvinylidene fluoride (PVDF) film is also occasionally used 
because of its high-speed response and good lateral resolution. 


14.6.4 Bolometers 


Bolometers are miniature resistive temperature detectors (RTDs) or thermistors (see 
Section 16.1.3 of Chapter 16) or other temperature-sensitive resistors which are 
mainly used for measuring root-mean-square (1.m.s.) values of electromagnetic ra- 
diation over a very broad spectral range from mid-infrared to microwaves. Appli- 
cations include infrared temperature detection and imaging, measurements of local 
fields of high power, the testing of microwave devices, radio-frequency (RF) antenna 
beam profiling, testing of high-power microwave weapons, monitoring of medical 
microwave heating, and others. The operating principle is based on a fundamental 
relationship between the absorbed electromagnetic signal and dissipated power [11]. 
The conversion steps in a bolometer are as follows: 


1. An ohmic resistor is exposed to electromagnetic radiation. The radiation is ab- 
sorbed by the resistor and converted into heat. 

2. The heat elevates the resistor’s temperature above the ambient. 

3. The temperature increase reduces the bolometer ohmic resistance. 


A temperature increase is a representation of the electromagnetic power. Naturally, 
this temperature differential can be measured by any suitable method. These methods 
are covered in Chapter 16. Here, we briefly outline the most common methods of 
bolometer fabrications which evolved quite dramatically since Langley first invented 
a bolometer over 100 years ago. 
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Fig. 14.25. Equivalent circuit of electrically biased bolometer (A) and a design of an optical 
bolometer (B). 


A basic circuit for the voltage biased bolometer application is shown in Fig. 
14.25A. It consists of a bolometer (a temperature-sensitive resistor) having resistance 
R, a stable reference resistor Ro, and a bias voltage source E. The voltage V across 
Ro is the output signal of the circuit. It has the highest value when both resistors 
are equal. The sensitivity of the bolometer to the incoming electromagnetic (EM) 
radiation can be defined as [12] 


ZrE 
ae ae (14.24) 


ait ton 
where a = (dR/dT)/R is the TCR of the bolometer, ¢ is the surface emissivity, Zr 
is the bolometer thermal resistance, which depends on its design and the supporting 
structure, T is the thermal time constant, which depends on Zr and the bolometer’s 
thermal capacity, and w is the frequency. 
Because the bolometer’s temperature increase, AT is 


2 


E 
AT=T-— ys Fplr— pet: (14.25) 


and the resistance of a RTD bolometer can be represented by a simplification Eq. 
(16.14) of Chapter 16, 
R=Ro(1+a0AT), (14.26) 


Eq. (14.24) can be rewritten as 


6 a RoZrAT (14.27) 
0 2"'V GC Fa0AT) [1+ ry] 


Therefore, to improve the bolometer’s responsivity, its electrical resistance and ther- 
mal impedance should be increased. 

The bolometers were traditionally fabricated as miniature thermistors, suspended 
by tiny wires. Another popular method of bolometer fabrication is the use of metal 
film depositions [12,13], usually of nichrome. In many modern bolometers, a ther- 
moresistive thin-film material is deposited on the surface of a micromachined silicon 
or a glass membrane which is supported by a silicon frame. This approach gains 
popularity with the increased demand for the focal-plane array (FPA) sensors that 
are required for the thermal imaging. When an application does not need a high 


436 14 Light Detectors 


PT film glass membrane 


substrate 4, ched cavity 


(A) 


Fig. 14.26. Platinum-film bolometer: (A) glass membrane over the etched cavity; (B) array of 
bolometers. 


Fig. 14.27. Germanium-film bolometer floating over the sil- 
icon cavity. (Courtesy of Professor J. Shie.) 
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sensitivity and where the cost of fabrication is a critical factor, a platinum-film bolome- 
ter is an attractive choice. Platinum has a small but predictive temperature coefficient 
of resistivity. 

The platinum film (having thickness of about 500 A) is deposited and photolitho- 
graphically patterned over the thin glass membrane. The membrane is supported in the 
cavity etched in silicon by tiny extended leads. Thus, the membrane plate is virtually 
floating over the V-grooved cavity in the Si substrate. This helps to dramatically mini- 
mize its thermal coupling with the substrate. Figure 14.26B shows a microphotograph 
of an array of the Pt bolometers used for the thermal imaging. 

In addition to platinum, many other materials may be used as temperature- 
sensitive resistors, (e.g., polysilicon, germanium, TaNO, and others). An important 
issue when selecting a particular material is its compatibility with a standard CMOS 
process so that a full monolithic device can be fabricated on a single silicon chip, 
including the interface electronic circuit. Thus, polysilicon is an attractive choice, 
along with the deposition of germanium films (Fig. 14.27). 

As follows from Eq. (14.27), one of the critical issues which always must be re- 
solved when designing a bolometer (or any other accurate temperature sensor, for that 
matter) is to assure good thermal insulation of the sensing element from a supporting 
structure, connecting wires, and interface electronics. Otherwise, heat loss from the 
element may result in large errors and reduced sensitivity. One method for achieving 
this is to completely eliminate any metal conductors and to measure the temperature 
of the bolometer by using a fiber-optic technique, as has been implemented in the 
E-field probe fabricated by Luxtron (Mountain View, CA; (U.S. patent 4,816,634). 
In the design (Fig. 14.25B), a miniature bolometer is suspended in the end of an 
optical probe and its temperature is measured by a fluoroptic temperature sensor (see 
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Section 16.4.1 of Chapter 16) and another similar optical sensor measures ambient 
temperature to calculate AT. 


14.6.5 Active Far-Infrared Sensors 


In the active far-infrared (AFIR) sensor, a process of measuring thermal radiation 
flux is different from the previously described passive (PIR) detectors. Contrary to a 
PIR sensing element, whose temperature depends on both the ambient and object’s 
temperatures, the AFIR sensor’s surface is actively controlled by a special circuit to 
have a defined temperature 7T;, which, in most applications, is maintained constant 
during an entire measurement process. To control the sensor’s surface temperature, 
electric power P is provided by a control (or excitation) circuit (Fig. 14.28A). To 
regulate 7;, the circuit measures the element’s surface temperature and compares it 
with an internal reference. Obviously, the incoming power maintains 7, higher than 
ambient. In some applications, 7; may be selected higher than the highest temperature 
of the object; however, in most cases, just several tenths of a degree Celsius above the 
ambient is sufficient. Because the element’s temperature is above ambient, the sensing 
element loses thermal energy toward its surroundings, rather than passively absorbs 
it, as in a PIR detector. Part of the heat loss is in the form of a thermal conduction, part 
is a thermal convection, and another part is thermal radiation. That third part is the one 
which has to be measured. Unlike the conductive and convective heat transfer, which 
is always directed out of the sensing element (because it is warmer than ambient), the 
radiative heat transfer may go in either direction, depending on the temperature of 
the object. Of course, the radiative flux is governed by the fundamental Eq. (3.138) 
of Chapter 3, which is known as the Stefan—Boltzmann law. 
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Fig. 14.28. The AFIR element radiates thermal flux ©, toward its housing and absorbs flux 


®,» from the object (A); timing diagrams for radiative flux, surface temperature, and supplied 
power (B). 
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Some of the radiation power goes out of the element to the sensor’s housing, while 
some come from the object (or goes to the object). What is essential is that the net 
thermal flow (coductive+convective+radiative) always must come out of the sensor 
(e.g., it must have a negative sign). 

If the AFIR element is provided with a cooling element (e.g., a thermoelectric 
device operating on Peltier effect”, T, may be maintained at or below ambient. How- 
ever, from practical standpoint, it is easier to warm the element up rather than to cool it 
down. In the following, we discuss the AFIR sensors where the surface is warmed up 
either by an additional heating element or due to a self-heating effect in a temperature 
sensor [8,14—16]. 

Dynamically, the temperature 7; of any thermal element, either active or passive, 
in general terms may be described by the first-order differential equation 

aT; 

dt 
where P is the power supplied to the element from a power supply or an excitation 
circuit (if any), Pz is a nonradiative thermal loss which is attributed to thermal con- 
duction and convection, m and c are the sensor’s mass and specific heat, respectively, 
and ® = ®, + yj is the net radiative thermal flux. We select a positive sign for power 
P when it is directed toward the element. 

In the PIR detector, for instance, in the thermopile or pyroelectric, no external 
power is supplied (P =0), hence, the speed response depends only on the sensor’s 
thermal capacity and heat loss and is characterized by a thermal time constant tr. 
In the AFIR element, after a warmup period, the control circuit forces the element’s 
surface temperature 7; to stay constant, which means 


cm 


= pop, =o, (14.28) 


aT, 
“=0, (14.29) 
dt 
and Eq. (14.28) becomes algebraic: 
P=P,+ 9. (14.30) 


Contrary to PIR sensors, the AFIR detector acts as an “infinite” heat source. It follows 
from the above that under idealized conditions, its response does not depend on 
thermal mass and is not a function of time. If the control circuit is highly efficient, 
because Py is constant at given ambient conditions, electronically supplied power 
P should track changes in the radiated flux ® with high fidelity. A magnitude of 
that power may be used as the sensor’s output signal. Equation (14.30) predicts that 
an AFIR element, in theory, is a much faster device if compared with the PIR. The 
efficiency of the AFIR detector is a function of both its design and the control circuit. 
Nonradiative loss P; is a function of ambient temperature T, and a loss factor as: 


Pr =as(Ts — Ta). (14.31) 


To generate heat in the AFIR sensor, it may be provided with a heating element having 
electrical resistance R. During the operation, electric power dissipated by the heating 
element is a function of voltage V across that resistance: 


? See Section 3.9 of Chapter 3. 
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P=V7/R. (14.32) 


Let us assume that the AFIR sensor is used in a radiation thermometer. Its output 
signal should be representative of the object’s temperature 7; that is to be measured. 
Substituting Eq. (3.138) of Chapter 3 and Eqs. (14.31) and (14.32) into Eq. (14.30), 
assuming that T = 7) and T, > T,, after simple manipulations the object’s temperature 
may be presented as a function of voltage V across the heating element: 


1 y2 
Th=.)T4 T; — Tq) |. 14.33 
b ; s AGE,€s R as (Ts »| ( ) 


The coefficient a, is the thermal conductivity from the AFIR detector to the environ- 
ment (housing). 

Contrary to a PIR detector, an AFIR sensor is active and can generate a signal 
only when it works in concert with a control circuit. A control circuit must include 
the following essential components: a reference to the preset temperature, an error 
amplifier, and a driver stage. In addition, it may include an RC network for correcting 
a loop response function and for stabilizing its operation, otherwise an entire system 
may be prone to oscillations [17]. 

It may be noted that an AFIR sensor along with its control circuit is a direct 
converter of thermal radiative power into electric voltage and is quite an efficient 
one. Its typical responsivity is in the range of 3000 V/W, which is much higher 
compared to a thermopile whose typical responsivity is in the range of 100 V/W. An 
efficient way to fabricate an AFIR sensor would be by MEMS technology. In fact, an 
AFIR sensor is a close relative of a bolometer as described in the previous section. It 
just needs to be provided with a heater that can be deposited beneath the bolometer 
temperature-sensing element. 


14.7 Gas Flame Detectors 


Detection of a gas flame is very important for security and fire prevention systems. 
In many respects, it is a more sensitive way to detect fire than a smoke detector, 
especially outdoors, where smoke concentration may not reach a threshold level for 
alarm triggering. 

To detect burning gas, it is possible to use a unique feature of the flame: A notice- 
able portion of its optical spectrum is located in the UV spectral range (Fig. 14.29). 
After passing through the atmosphere, sunlight loses a large portion of its UV spec- 
trum located below 250 nm, whereas a gas flame contains UV components down to 
180 nm. This makes it possible to design a narrow-bandwidth element for the UV 
spectral range which is selectively sensitive to flame and not sensitive to sunlight or 
electric lights. 

Anexample of such a device is shown in Fig. 14.30A. The element is a UV detector 
that makes use of a photoelectric effect in metals along with the gas multiplication 
effect (see Chapter 14). The detector is a rare-gas-filled tube. The UV-transparent 
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Fig. 14.29. Electromagnetic spectra of various sources. (Courtesy of Hamamatsu Photonics 
K.K.) 
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Fig. 14.30. UV flame detector. (A) a glass-filled tube; (B) angle of view in horizontal plane; 
(C) recommended operating circuit. (Courtesy of Hamamatsu Photonics K.K.) 
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housing assures wide angles of view in both horizontal and vertical planes (Fig. 
14.30C). The device needs high voltage for operation, and under normal conditions, 
it is not electrically conductive. Upon being exposed to a flame, the high-energy 
UV photons strike the cathode, releasing free electrons to the gas-filled tube interior. 
Gas atoms receive an energy burst from the emitted electrons, which results in gas 
luminescence in the UV spectral range. This, in turn, cause more electrons to be 
emitted, which cause more UV luminescence. Thus, the element develops a fast 
avalanche-type electron multiplication, making the anode—cathode region electrically 
conductive. Hence, upon being exposed to a gas flame, the element works as a current 
switch, producing a strong positive voltage spike at its output (Fig. 14.30B). It follows 
from the above description that the element generates UV radiation in response to 
flame detection. Albeit being of a low intensity, the UV does not present harm to 
people; however, it may lead to cross-talk between similar neighboring sensors. 
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Figure 3.41 of Chapter 3 shows a spectrum of the electromagnetic waves. On its left- 
hand side, there is a region of the y -radiation. However, this is not the shortest possible 
length of the electromagnetic waves. In addition, a spontaneous radiation from the 
matter is not necessarily electromagnetic: There is the so-called nuclear radiation 
which is the emission of particles from the atomic nuclei. It can be of two types: the 
charged particles (a and particles and protons) and uncharged particles, which are 
the neutrons. Some particles are complex like the a-particles, which are nuclei of 
helium atoms consisting of two neutrons; other particles are generally simpler, like 
the 6-particles, which are either electrons or positrons. The y- and X-rays belong 
to the nuclear type of electromagnetic radiation. In turn, X-rays depending on the 
wavelengths are divided into hard, soft, and ultrasoft rays. Ionizing radiations are 
given that name because as they pass through various media which absorb their 
energy, additional ions, photons, or free radicals are created. 

Certain naturally occurring elements are not stable but slowly decompose by 
throwing away a portion of their nucleus. This is called radioactivity. It was discovered 
in 1896 by Henry Becquerel when he found that uranium atoms (Z =92)! give 
off radiation which fogs photographic plates. In addition to the naturally occurring 
radioactivity, there are many man-made nuclei which are radioactive. These nuclei are 
produced in nuclear reactors, which may yield highly unstable elements. Regardless 
of the sources or ages of radioactive substances, they decay in accordance with the 
same mathematical law. The law is stated in terms of the number JN of nuclei still 
undecayed and dN, the number of nuclei which decay in a small interval dt. It was 
proven experimentally that 

dN=-AN dt, (15.1) 


where A is a decay constant specific for a given substance. From Eq. (15.1), it can be 
defined as the fraction of nuclei which decays in unit time: 


yee anne sea (15.2) 


! Z is the atomic number. 
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The SI unit of radioactivity is the becquerel (Bq) which is equal to the activity of a 
radionuclide decaying at the rate of one spontaneous transition per second. Thus, the 
becquerel is expressed in a unit of time: Bq = s~!. To convert to the old historical unit, 
the curie, the becquerel should be multiplied by 3.7 x 10!° (Table A.4). The absorbed 
dose is measured in grays (Gy). A gray is the absorbed dose when the energy per unit 
mass imparted to matter by ionizing radiation is 1 joule per kilograms; that is, Gy = 
J/kg. When it is required to measure exposure to X- and y-rays, the dose of ionizing 
radiation is expressed in coulombs per kilogram, which is an exposure resulting in the 
production of 1 C of electric charge per | kg of dry air. In SI, the unit C/kg replaces 
the older unit roentgen. 

The function of any radiation detector depends on the manner in which the radi- 
ation interacts with the material of the detector itself. There are many excellent texts 
available on the subject of detecting radioactivity—for instance, Refs. [1] and [2]. 

There are three general types of radiation detector: the scintillation detector, the 
gaseous detector, and the semiconductor detector. Further, all detectors can be divided 
into two groups according to their functionality: the collision detector and the energy 
detector. The former merely detect the presence of a radioactive particle, whereas the 
latter can measure the radiative energy; that is, all detectors can be either quantitative 
or qualitative. 


15.1 Scintillating Detectors 


The operating principle of these detectors is based on the ability of certain materials to 
convert nuclear radiation into light. Thus, an optical photon detector in combination 
with a scintillating material can form a radiation detector. It should be noted, however, 
that despite the high efficiency of the conversion, the light intensity resulting from 
the radiation is extremely small. This demands photomultipliers to magnify signals 
to a detectable level. 

The ideal scintillation material should possess the following properties: 


ee 


. It should convert the kinetic energy of charged particles into detectable light with 
a high efficiency. 

2. The conversion should be linear; that is, the light produced should be proportional 
to the input energy over a wide dynamic range. 

3. The postluminescence (the light decay time) should be short to allow fast detec- 
tion. 

4. The index of refraction of the material should be near that of glass to allow 

efficient optical coupling of the light to the photomultiplier tube. 


The most widely used scintillators include the inorganic alkali halide crystals (of 
which sodium iodine is the favorite) and organic-based liquids and plastics. The 
inorganics are more sensitive, but generally slow, whereas organics are faster, but 
yield less light. 

One of the major limitations of scintillation counters is their relatively poor en- 
ergy resolution. The sequence of events which leads to the detection involves many 
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inefficient steps. Therefore, the energy required to produce one information carrier (a 
photoelectron) is on the order of 1000 eV or more, and the number of carriers created 
in a typical radiation interaction is usually no more than a few thousand. For example, 
the energy resolution for sodium iodine scintillators is limited to about 6% when de- 
tecting 0.662-MeV y-rays and is largely determined by the photoelectron statistical 
fluctuations. The only way to reduce the statistical limit on energy resolution is to 
increase the number of information carriers per pulse. This can be accomplished by 
the use of semiconductor detectors, which are described in Section 15.2.4. 

A general simplified arrangement of a scintillating sensor is shown in Fig. 15.1 in 
conjunction with a photomultiplier. The scintillator is attached to the front end of the 
photomultiplier (PM). The front end contains a photocathode which is maintained at a 
ground potential. There is a large number of special plates called dynodes positioned 
inside the PM tube in an alternating pattern, reminding one of the shape of a “venetian 
blind.” Each dynode is attached to a positive voltage source in a manner that the 
farther the dynode from the photocathode, the higher is its positive potential. The last 
component in the tube is an anode, which has the highest positive potential, sometimes 
on the order of several thousand volts. All components of the PM are enveloped into 
a glass vacuum tube, which may contain some additional elements, like focusing 
electrodes, shields, and so forth. 

Although the PM is called a photomultiplier, in reality it is an electron multiplier, 
as there are no photons, only electrons inside the PM tube during its operation. For 
the illustration, let us assume that a y-ray particle has a kinetic energy of 0.5 MeV 
(megaelectron volt). It is deposited on the scintillating crystal resulting in a number 
of liberated photons. In thallium-activated sodium iodine, the scintillating efficiency 
is about 13%, therefore, a total of 0.5 x 0.13 =0.065 MeV, or 65 keV, of energy is 
converted into visible light with an average energy of 4 eV. Therefore, about 15,000 
scintillating photons are produced per gamma pulse. This number is too small to be 
detected by an ordinary photodetector; hence, a multiplication effect is required before 
the actual detection takes place. Of the 15,000 photons, probably about 10,000 reach 
the photocathode, whose quantum efficiency is about 20%. The photocathode serves to 
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convert incident light photons into low-energy electrons. Therefore, the photocathode 
produces about 2000 electrons per pulse. The PM tube is a linear device; that is, its 
gain is almost independent of the number of multiplied electrons. 

Because all dynodes are at positive potentials (V| to Vio), an electron released 
from the photocathode is attracted to the first dynode, liberating several very low 
energy electrons at impact with its surface. Thus, a multiplication effect takes place 
at the dynode. These electrons will be easily guided by the electrostatic field from the 
first to the second dynode. They strike the second dynode and produce more electrons 
which travel to the third dynode, and so on. The process results in an increasing 
number of available electrons (avalanche effect). An overall multiplication ability of 
a PM tube is in the order of 10°. As a result, about 2 x 10° electrons will be available 
at a high voltage anode (V,) for the production of electric current. This is a very 
strong electric current which can be easily processed by an electronic circuit. A gain 
of a PM tube is defined as 

G=a6", (15.3) 


where N is the number of dynodes, a is the fraction of electrons collected by the 
PM tube, and 6 is the efficiency of the dynode material (i.e., the number of electrons 
liberated at impact). Its value ranges from 5 to 55 for a high yield dynode. The gain 
is sensitive to the applied high voltage, because 6 is almost a linear function of the 
interdynode voltage. 

A new design of a photomultiplier is called the channel photomultiplier or CPM 
for short. It is the evolution of the classical photomultiplier tube. The modern CPM 
technology preserves the advantages of the classical PM while avoiding its disad- 
vantages. Figure 15.2A shows the face plate with a photocathode, the bent channel 
amplification structure, and the anode. As in the PM of Fig. 15.1, photons in the 
CPM are converted inside the photocathode into photoelectrons and accelerated in a 
vacuum toward the anode by an electrical field. Instead of the complicated dynode 
structure, there is a bent, thin semiconductive channel which the electrons have to 
pass. Each time the electrons hit the wall of the channel, secondary electrons are 
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Fig. 15.2. Channel photomultiplier: cross-sectional view (A) and external view with potted 
encapsulation at left and without encapsulation at right (B). (Courtesy of Perkin-Elmer, Inc.) 
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emitted from the surface. At each collision, there is a multiplication of the secondary 
electrons resulting in an avalanche effect. Ultimately, an electron multiplication of 
10° and more can be obtained. The resulting current can be read out at the anode. The 
CPM detector is potted with encapsulation material and is quite rugged compared to 
the fragile PM. Magnetic field disturbance is negligibly small. Figure 15.2B illustrates 
the CPM: on the left is a potted structure and on the right is the unpotted structure. An 
important advantage of the CPM technology is its very low background noise. The 
term “background noise” refers to the measured output signal in the absence of any 
incident light. With classical PMs, the background noise originating from the dynode 
structure is generally a non-negligible part of the total background. As a result the only 
effective source of background for the CPM is generated from the thermal emission of 
the photocathode. Because the CPM is manufactured in a monolithic semiconductive 
channel structure, no charge-up effects might occur as known from classical PMs 
with isolating glass bulbs. As a result, extremely stable background conditions are 
observed. No sudden bursts occur. Also, due to the absence of dynode noise, a very 
clean separation between an event created from a photoelectron and electronic noise 
can be performed. This leads into a high stability of the signal over time. 


15.2 Ionization Detectors 


These detectors rely on the ability of some gaseous and solid materials to produce 
ion pairs in response to the ionization radiation. Then, positive and negative ions can 
be separated in an electrostatic field and measured. 

Ionization happens because upon passing at a high velocity through an atom, 
charged particles can produce sufficient electromagnetic forces, resulting in the sep- 
aration of electrons, thus creating ions. Remarkably, the same particle can produce 
multiple ion pairs before its energy is expended. Uncharged particles (like neutrons) 
can produce ion pairs at collision with the nuclei. 


15.2.1 Ionization Chambers 


These radiation detectors are the oldest and most widely used. The ionizing particle 
causes ionization and excitation of gas molecules along its passing track. As a min- 
imum, the particle must transfer an amount of energy equal to the ionization energy 
of the gas molecule to permit the ionization process to occur. In most gasses of inter- 
est for radiation detection, the ionization energy for the least tightly bound electron 
shells is between 10 and 20 eV [2]. However, there are other mechanisms by which 
the incident particle may lose energy within gas that do not create ions (e.g., moving 
gas electrons to a higher energy level without removing it). Therefore, the average 
energy lost by a particle per ion pair formed (called the W value) is always greater 
than the ionizing energy. The W value depends on the gas (Table 15.1), the type of 
radiation, and its energy. 

In the presence of an electric field, the drift of the positive and negative charges 
represented by the ions end electrons constitutes an electric current. In a given volume 
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Table 15.1. W Values for Different Gases 


W Value (in eV/Ion Pair) 
Gas Fastelectrons Alphas 
A 27.0 25.9 
He 32:5 31.7 
No 35.8 36.0 
Air 35.0 35.2 
CHy 30.2 29.0 


Source: Ref. [2]. 
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Fig. 15.3. Simplified schematic of an ionization chamber (A) and a current versus voltage 
characteristic (B). 


of gas, the rate of the formation of the ion pair is constant. For any small volume of 
gas, the rate of formation will be exactly balanced by the rate at which ion pairs are lost 
from the volume, either through recombination or by diffusion or migration from the 
volume. If recombination is negligible and all charges are effectively collected, the 
steady-state current produced is an accurate measure of the rate of ion-pair formation. 
Figure 15.3 illustrates a basic structure of an ionizing chamber and the current versus 
voltage characteristic. A volume of gas is enclosed between the electrodes which 
produce an electric field. An electric current meter is attached in series with the 
voltage source EF and the electrodes. There is no electrical conduction and no current 
under the no-ionization conditions. Incoming radiation produces, in the gas, positive 
and negative ions which are pulled by the electric field toward the corresponding 
electrodes, forming an electric current. The current versus voltage characteristic of 
the chamber is shown in Fig. 15.3B. At relatively low voltages, the ion recombination 
rate is strong and the output current is proportional to the applied voltage, because 
the higher voltage reduces the number of recombined ions. A sufficiently strong 
voltage completely suppress all recombinations by pulling all available ions toward 
the electrodes and the current becomes voltage independent. However, it still depends 
on the intensity of irradiation. This is the region called saturation and where the 
ionization chamber normally operates. 
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Fig. 15.4. Various operating voltages for gas-filled detectors. (Adapted from Ref. [2].) 


15.2.2 Proportional Chambers 


The proportional chamber is a type of a gas-filled detector which almost always oper- 
ates in a pulse mode and relies on the phenomenon of gas multiplication. This is why 
these chambers are called the proportional counters. Due to gas multiplication, the 
output pulses are much stronger than in conventional ion chambers. These counters 
are generally employed in the detection and spectroscopy of low-energy X-radiation 
and for the detection of neutrons. Contrary to the ionization chambers, the propor- 
tional counters operate at higher electric fields which can greatly accelerate electrons 
liberated during the collision. If these electrons gain sufficient energy, they may ionize 
aneutral gas molecule, thus creating an additional ion pair. Hence, the process is of an 
avalanche type, resulting in a substantial increase in the electrode current. The name 
for this process is the Townsend avalanche. In the proportional counter, the avalanche 
process ends when the electron collides with the anode. Because in the proportional 
counter, the electron must reach the gas ionization level, there is a threshold voltage 
after which the avalanche process occurs. In typical gases at atmospheric pressure, 
the threshold field level is on the order of 10° V/m. 

Differences between various gas counters are illustrated in Fig. 15.4. At very low 
voltages, the field is insufficient to prevent the recombination of ion pairs. In the 
saturation level, all ions drift to the electrodes. A further increase in voltage results in 
gas multiplication. Over some region of the electric field, the gas multiplication will 
be linear, and the collected charge will be proportional to the number of original ion 
pairs created during the ionization collision. An even further increase in the applied 
voltage can introduce nonlinear effects, which are related to the positive ions, due to 
their slow velocity. 
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Fig. 15.5. Circuit of a Geiger—Miiller counter. The symbol e indicates gas. 


15.2.3 Geiger—Miiller Counters 


The Geiger—Miiller(G-M) counter was invented in 1928 and is still in use because 
of its simplicity, low cost, and ease of operation. The G-M counter is different from 
other ion chambers by its much higher applied voltage (Fig. 15.4). In the region of the 
G-M operation, the output pulse amplitude does not depend on the energy of ionizing 
radiation and is strictly a function of the applied voltage. A G-M counter is usually 
fabricated in the form of a tube with an anode wire in the center (Fig. 15.5). The tube 
is filled with a noble gas, such as helium or argon. A secondary component is usually 
added to the gas for the purpose of quenching, which prevents the retriggering of 
the counter after the detection. The retriggering may cause multiple pulses instead 
of the desired one. The quenching can be accomplished by several methods, among 
which are a short-time reduction of the high voltage applied to the tube, use of high- 
impedance resistors in series with the anode, and the addition of the quench gas at 
concentrations of 5—10%. Many organic molecules possess the proper characteristics 
to serve as a quench gas. Of these, ethyl alcohol and ethy] formate have proven to be 
the most popular. 

In a typical avalanche created by a single original electron, secondary ions are 
created. In addition to them, many excited gas molecules are formed. Within a few 
nanoseconds, these excited molecules return to their original state through the emis- 
sion of energy in the form of ultraviolet (UV) photons. These photons play an im- 
portant role in the chain reaction occurring in the G-M counter. When one of the 
UV photons interacts by photoelectric absorption in some other region of the gas, or 
at the cathode surface, a new electron is liberated which can subsequently migrate 
toward the anode and will trigger another avalanche. In a Geiger discharge, the rapid 
propagation of the chain reaction leads to many avalanches which initiate, at random, 
radial and axial positions throughout the tube. Secondary ions are therefore formed 
throughout the cylindrical multiplying region which surrounds the anode wire. Hence, 
the discharge grows to envelop the entire anode wire, regardless of the position at 
which the primary initiating event occurred. 

Once the Geiger discharge reaches a certain level, however, collective effects of 
all individual avalanches come into play and ultimately terminate the chain reaction. 
This point depends on the number of avalanches and not on the energy of the initiating 
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particle. Thus, the G-M current pulse is always of the same amplitude, which makes 
the G-M counter just an indicator of irradiation, because all information on the ionizing 
energy is lost. 

In the G-M counter, a single particle of a sufficient energy can create about 10°— 
10!° ion pairs. Because a single ion pair formed within the gas of the G-M counter 
can trigger a full Geiger discharge, the counting efficiency for any charged particle 
that enters the tube is essentially 100%. However, the G-M counters are seldom used 
for counting neutrons because of a very low efficiency of counting. The efficiency 
of G-M counters for y-rays is higher for those tubes constructed with a cathode wall 
of high-Z material. For instance, bismuth (Z = 83) cathodes have been widely used 
for the y-detection in conjunction with gases of high atomic numbers, such as xenon 
and krypton, which yield a counting efficiency up to 100% for photon energies below 
about 10 keV. 


15.2.4 Semiconductor Detectors 


The best energy resolution in modern radiation detectors can be achieved in semicon- 
ductor materials, where a comparatively large number of carriers for a given incident 
radiation event occurs. In these materials, the basic information carriers are electron— 
hole pairs created along the path taken by the charged particle through the detector. 
The charged particle can be either primary radiation or a secondary particle. The 
electron-hole pairs in some respects are analogous to the ion pairs produced in the 
gas-filled detectors. When an external electric field is applied to the semiconductive 
material, the created carriers form a measurable electric current. The detectors oper- 
ating on this principle are called a solid-state or semiconductor diode detectors. The 
operating principle of these radiation detectors is the same as that of the semicon- 
ductor light detectors. It is based on the transition of electrons from one energy level 
to another when they gain or lose energy. For the introduction to the energy-band 
structure in solids the reader should refer to Section 14.1 of Chapter 14. 

When a charged particle passes through a semiconductor with the band structure 
shown in Fig. 14.1 of Chapter 14, the overall significant effect is the production of 
many electron-hole pairs along the track of the particle. The production process may 
be either direct or indirect, in that the particle produces high-energy electrons (or A 
rays) which subsequently lose their energy in production more electron-hole pairs. 
Regardless of the actual mechanism involved, what is of interest to our subject is that 
the average energy expended by the primary charged particle produces one electron— 
hole pair. This quantity is often called the “ionization energy.” The major advantage 
of semiconductor detectors lies in the smallness of the ionization energy. Its value for 
silicon or germanium is about 3 eV, compared with 30 eV required to create an ion 
pair in typical gas-filled detectors. Thus, the number of charge carriers is about 10 
times greater for the solid-state detectors for a given energy of a measured radiation. 

To fabricate a solid-state detector, at least two contacts must be formed across 
a semiconductor material. For detection, the contacts are connected to the voltage 
source, which enables carrier movement. The use of a homogeneous Ge or Si, how- 
ever, would be totally impractical. The reason for that is in an excessively high leakage 
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current caused by the material’s relatively low resistivity (50 kQ cm for silicon). When 
applied to the terminals of such a detector, the external voltage may cause a current 
which is three to five orders of magnitude greater than a minute radiation-induced 
electric current. Thus, the detectors are fabricated with the blocking junctions, which 
are reverse biased to dramatically reduce leakage current. In effect, the detector is 
a semiconductor diode which readily conducts (has low resistivity) when its anode 
(p side of a junction) is connected to a positive terminal of a voltage source and the 
cathode (an n side of the junction) to the negative. The diode conducts very little (it 
has very high resistivity) when the connection is reversed; thus, the name reverse 
biasing is implied. If the reverse bias is made very large (in excess of the manufac- 
turer specified limit), the reverse leakage current abruptly increases (the breakdown 
effect), which often may lead to a catastrophic deterioration of detecting properties 
or to the device destruction. 

Several configurations of silicon diodes are currently produced; among them are 
diffused junction diodes, surface-barrier diodes, ion-implanted detectors, epitaxial 
layer detectors, and others. The diffused junction and surface-barrier detectors find 
widespread applications for the detection of a-particles and other short-range radia- 
tion. A good solid-state radiation detector should possess the following properties: 


1. Excellent charge transport 

2. Linearity between the energy of the incident radiation and the number of electron— 
hole pairs 

Absence of free charges (low leakage current) 

Production of a maximum number of electron-hole pairs per unit of radiation 
High detection efficiency 

Fast response speed 

Large collection area 

Low cost 


OO ONG OD 


When using semiconductor detectors, several factors should be seriously considered. 
Among them are the dead-band layer of the detector and the possible radiation damage. 
If heavy charged particles or other weakly penetrating radiations enter the detector, 
there may be a significant energy loss before the particle reaches the active volume of 
the semiconductor. The energy can be lost in the metallic electrode and in a relatively 
thick silicon body immediately beneath the electrode. This thickness must be mea- 
sured directly by the user if an accurate compensation is desirable. The simplest and 
most frequently used technique is to vary the angle of incidence of a monoenergetic 
charged particle radiation [2]. When the angle of incidence is zero (i.e., perpendicular 
to the detector’s surface), the energy loss in the dead layer is given by 


E 
Kp (15.4) 
dx 


where t is the thickness of the dead layer. The energy loss for an angle of incidence 


of © is 
AEo 
AE(@) = —. (15.5) 
cosé 
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Therefore, the difference between the measured pulse height for angles of incidence 
of zero and © is given by 


E! =[Eo — AEo] — [Eo — AE(@)]= AEo (<3 - i) : (15.6) 
cos 6 
If a series of measurements is made as the angle of incidence is varied, a plot of E’ 
as a function of (1/ cos ©) — 1 should be a straight line whose slope is equal to AE. 
Using tabular data for d Eo/dx for the incident radiation, the dead-layer thickness can 
be calculated from Eq. (15.4). 

Any excessive use of the detectors may lead to some damage to the lattice of the 
crystalline structure, due to disruptive effects of the radiation being measured as it 
passes through the crystal. These effects tend to be relatively minor for lightly ionizing 
radiation (8-particles or y-rays), but they can become quite significant under typical 
conditions of use for heavy particles. For example, prolonged exposure of silicon 
surface-barrier detectors to fusion fragments will lead to a measurable increase in 
leakage current and a significant loss in energy resolution of the detector. With extreme 
radiation damage, multiple peaks may appear in the pulse height spectrum recorded 
for monoenergetic particles. 

As mentioned earlier, diffused junction diodes and surface-barrier diodes are not 
quite suitable for the detection of penetrating radiation. The major limitation is in 
the shallow active volume of these sensors, which rarely can exceed 2—3 mm. This 
is not nearly enough, for instance, for y-ray spectroscopy. A practical method to 
make detectors for a more penetrating radiation is the so-called ion-drifting process. 
The approach consists of creating a thick region with a balanced number of donor 
impurities, which add either p or n properties to the material. Under ideal conditions, 
when the balance is perfect, the bulk material would resemble the pure (intrinsic) 
semiconductor without either properties. However, in reality, the perfect pn balance 
never can be achieved. In Si or Ge, the pure material with the highest possible purity 
tends to be of p type. To accomplish the desired compensation, the donor atoms must 
be added. The most practical compensation donor is lithium. The fabrication process 
involves a diffusing of lithium though the p crystal so that the lithium donors greatly 
outnumber the original acceptors, creating an n-type region near the exposed surface. 
Then, temperature is elevated and the junction is reverse biased. This results in a 
slow drifting of lithium donors into the p type for the near-perfect compensation of 
the original impurity. The process may take as long as several weeks. To preserve 
the achieved balance, the detector must be maintained at low temperature: 77K for 
the germanium detectors. Silicon has very low ion mobility; thus, the detector can 
be stored and operated at room temperature. However, the lower atomic number for 
silicon (Z = 14) as compared with germanium (Z = 32) means that the efficiency of 
silicon for the detection of y-rays is very low and it is not widely used in general 
y-ray spectroscopy. 

A simplified schematic of a lithium-drifted detector is shown in Fig. 15.6A. It 
consists of three regions; the “intrinsic” crystal is in the middle. In order to create 
detectors of a larger active volume, the shape can be formed as a cylinder (Fig. 15.6B), 
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Fig. 15.6. Lithium-drifted PIN junction detector: (A) structure of the detector; (B) coaxial 
configuration of the detector. 


Table 15.2. Detecting Properties of Some Semiconductive Materials 


Energy per 
Material Band Gap Electron—Hole 

(Operating Temperature in K) Z (eV) Pair, (eV) 
Si (300) 14 1.12 3.61 
Ge (77) 32 0.74 2.98 
CdTe (300) 48-52 1.47 4.43 
Hgl> (300) 80-53 2.13 6.5 
GaAs (300) 31-33 1.43 4.2 


Source: Ref. [2]. 


where the active volumes of Ge up to 150 cm? can be realized. The germanium 
lithium-drifted detectors are designated Ge(Li). 

Regardless of the widespread popularity of the silicon and germanium detectors, 
they are not the ideal from certain standpoints. For instance, germanium must al- 
ways be operated at cryogenic temperatures to reduce thermally generated leakage 
current, and silicon is not efficient for the detection of y-rays. There are some other 
semiconductors that are quite useful for detection of radiation at room temperatures. 
Among them are cadmium telluride (CdTe), mercuric iodine (HgI2), gallium arsenide 
(GaAs), bismuth trisulfide (Bi2S3), and gallium selenide (GaSe). Useful radiation 
detector properties of some semiconductive materials are given in Table 15.2. 

Probably the most popular at the time of this writing is cadmium telluride, which 
combines a relatively high Z-value (48 and 52) with a large enough band-gap en- 
ergy (1.47 eV) to permit room-temperature operation. Crystals of high purity can be 
grown from CdTe to fabricate the intrinsic detector. Alternatively, chlorine doping is 
occasionally used to compensate for the excess of acceptors and to make the material 
a near-intrinsic type. Commercially available CdTe detectors range in size from | to 
50 mm in diameter and can be routinely operated at temperatures up to 50°C without 
an excessive increase in noise. Thus, there are two types of CdTe detector available: 


References 455 


the pure intrinsic type and the doped type. The former has a high-volume resistivity 
up to 10!°Q cm, however, its energy resolution is not that high. The doped type has 
significantly better energy resolution; however, its lower resistivity (10° cm) leads 
to a higher leakage current. In addition, these detectors are prone to polarization, 
which may significantly degrade their performance. 

In the solid-state detectors, it is also possible to achieve a multiplication effect as 
in the gas-filled detectors. An analog of a proportional detector is called an avalanche 
detector, which is useful for the monitoring of low-energy radiation. The gain of such 
a detector is usually in the range of several hundreds. It is achieved by creating high- 
level electric fields within a semiconductor. Also, the radiation PSDs are available 
whose operating principle is analogous to similar sensors functioning in the near- 
infrared region (see Section 7.5.6 of Chapter 7). 
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Temperature Sensors 


When a scientist thinks of something, he asks,—‘Why?’ 
When an engineer thinks of something, he asks,—‘Why not?’ 


Since prehistoric times people were aware of heat and tried to assess its intensity 
by measuring temperature. Perhaps the simplest and certainly the most widely used 
phenomenon for temperature sensing is thermal expansion. This forms the basis of the 
liquid-in-glass thermometers. For electrical transduction, different methods of sensing 
are employed. Among them are the resistive, thermoelectric, semiconductive, optical, 
acoustic, and piezoelectric detectors. 

Taking a temperature essentially requires the transmission of a small portion of 
the object’s thermal energy to the sensor, whose function is to convert that energy into 
an electrical signal. When a contact sensor (probe) is placed inside or on the object, 
heat conduction takes place through the interface between the object and the probe. 
The sensing element in the probe warms up or cools down; that is, it exchanges heat 
with the object. The same happens when heat is transferred by means of radiation: 
thermal energy in the form of infrared light is either absorbed by the sensor or liberated 
from it depending on the object’s temperature and the optical coupling. Any sensor, 
no matter how small, will disturb the measurement site and thus cause some error 
in temperature measurement. This applies to any method of sensing: conductive, 
convective, and radiative. Thus, it is an engineering task to minimize the error by an 
appropriate sensor design and a correct measurement technique. 

When a temperature sensor responds, two basic methods of the signal processing 
can be employed: equilibrium and predictive. In the equilibrium method, a temper- 
ature measurement is complete when no significant thermal gradient exists between 
the measured surface and the sensing element inside the probe. In other words, a 
thermal equilibrium is reached between the sensor and the object of measurement. In 
the predictive method, the equilibrium is not reached during the measurement time. It 
is determined beforehand, through the rate of the sensor’s temperature change. After 
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Fig. 16.1. A temperature sensor has thermal contacts with both the object and the connecting 
cable (A) and the equivalent thermal circuit (B). 


the initial probe placement, reaching a thermal equilibrium between the object and the 
sensor may be a slow process, especially if the contact area is dry. Hence, the process 
of a temperature equalization may take significant time. For instance, a medical elec- 
tronic thermometer may take temperature from a water bath within about 10 s, but it 
will be at least 3-5 minutes before temperature is measured axillary (under the armpit). 

Let us discuss what affects the accuracy of a temperature measurement with a 
contact sensor. If a sensor is coupled not only to the object whose temperature it detects 
but also to some other items, an error is introduced. And to be sure, a temperature 
sensor is always attached to something else besides the object of measurement. An 
example of another item is a connecting cable (Fig. 16.1A). The sensor is coupled 
to the object (e.g., with an adhesive) and has its own temperature T;. The object has 
temperature 7. The goal of the equilibrium measurement is to bring Ts as close to 
Tp as possible. One end of the cable is connected to the sensor and the other end is 
subjected to ambient temperature Ty which may be quite different from that of the 
object. The cable conducts both an electric signal and some portion of heat from or 
to the sensor. Figure 16.1B shows a thermal circuit that includes the object, sensor, 
environment, and thermal resistances 7; and r2. Thermal resistances should be clearly 
understood. They represent the ability of matter to conduct thermal energy and are 
inversely related to thermal conductivities; that is, r= 1/a. If an object is warmer 
than the environment, heat flows in the direction indicated by the arrow. 

The circuit in Fig. 16.1B resembles an electric circuit and indeed its properties 
can be computed by using the laws of electric circuits, such as Kirchhoff’s* and Ohms 
laws. Note that a thermal capacitance is represented by a capacitor. Assuming that 
we wait sufficiently long and all temperatures are settled on some steady-state levels 
and also assuming that the object and environment temperatures are stable and not 
affected by their interconnection by the sensor, we may apply the law of conservation 
of energy. Consider that the thermal energy that flows from the object to the sensor 
is equal to the energy that outflows from the sensor to the environment. This allows 
us to write a balance equation: 


Tp—Ts _Tg—-To 
— noo nt 
! Kirchoff’s law was originally developed not for the electrical circuits but for plumbing. 


(16.1) 
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from which we may find the sensor’s temperature as 


| en I Pa ene ee 0 een (16.2) 
r2 12 


where AT is a thermal gradient between the object and the surroundings. Let us take 
a closer look at Eq. (16.2). We can draw several conclusions from it. The first is 
that the sensor temperature Ts is always different from that of the object. The only 
exception is when the environment has the same temperature as the object (a special 
case when AT = Tg — To = 0). The second and the most important conclusion is that 
Ts will approach Tz at any temperature gradient AT when the ratio rj /r2 approaches 
zero. This means that for minimizing the measurement error, one must improve a 
thermal coupling between the object and the sensor and decouple the sensor from the 
surroundings as much as practical. Often, it is not easy to do. 

In the above, we evaluated a static condition; now let us consider a dynamic case 
(i.e., when temperatures change with time). This occurs when either the object or the 
surrounding temperatures change or the sensor has just been attached to the object 
and its temperatures is not yet stabilized. When a temperature-sensing element comes 
in contact with the object, the incremental amount of transferred heat is proportional 
to a temperature gradient between that sensing element temperature Ts and that of 
the object Tp: 

dQ=a,(Tg —Ts) dt, (16.3) 


where a; =1/r, is the thermal conductivity of the sensor—object interface. If the 
sensor has specific heat c and mass m, the absorbed heat is 


dQ=mcadT. (16.4) 


If we ignore heat lost from the sensor to the environment through the connecting 
and supporting structure (assuming that r2 = co), Eqs. (16.3) and (16.4) yield the 
first-order differential equation 


a,)(T, —T)dt=mcaT. (16.5) 
We define the thermal time constant tr as 


tr =— =r}; (16.6) 


then, the differential equation takes the form 


dT dt 
te (16.7) 
Tl; -—T tr 
This equation has the solution 
Ts =Tp —ATe/™, (16.8) 


where, initially, the sensor is assumed to be at temperature 7’. The time transient of 
the sensor’s temperature, which corresponds to Eq. (16.8), is shown in Fig. 16.2A. 
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Fig. 16.2. Temperature changes of a sensing element: (A) the element is ideally coupled with 
the object (no heat loss); (B) the element has heat loss to its surroundings. 


One time constant tr is equal to the time required for temperature T to reach 63.2% of 
the initial gradient AT. The smaller the time constant, the faster the sensor responds 
to a change in temperature. 

If, in Eq. (16.8), t > ov, then the temperature of the sensor becomes equal to 
the temperature of the object: JT = T,. Theoretically, it takes an infinite amount of 
time to reach a perfect equilibrium between 7; and 7. However, because only a 
finite accuracy is usually required, for most practical cases a quasiequilibrium state 
may be considered after 5—10 time constants. For instance, after tf = 57, the sensor’s 
temperature will differ from that of the object by 0.7% of the initial gradient ATo, 
whereas after 10 time constants, it will be within 0.005%. 

Now, if r2 4 00, the thermal time constant should be determined from 


mc r| 


a, +a2 1+r,/r2 ( ) 


TT 


and the sensor’s response is shown in Fig. 16.2B. Note that the sensor’s temperature 
never reaches exactly that of the object, no matter how long you wait. 

A typical contact temperature sensor consists of the following components (Fig. 
16.3A): 


1. A sensing element: a material which is responsive to the change in its own tem- 
perature. A good element should have low specific heat, small mass, high thermal 
conductivity, and strong and predictable temperature sensitivity. 


sensing element window 


x 


terminals ~~ | housing 
(A) (B) 


Fig. 16.3. General structures of temperature sensors: (A) contact sensor and (B) thermal radi- 
ation sensor (noncontact). 


envelope 
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2. The contacts are the conductive pads or wires which interface between the sensing 
element and the external electronic circuit. The contacts should have the lowest 
possible thermal conductivity and electrical resistance. Also, they are often used 
to support the sensor. 

3. A protective envelope is either a sheath or coating which physically separates a 
sensing element from the environment. A good envelope must have low thermal 
resistance (high thermal conductivity) and high electrical isolation properties. It 
must be impermeable to moisture and other factors which may spuriously affect 
the sensing element. 


A noncontact temperature sensor (Fig. 16.3B) is an optical thermal radiation 
sensor whose designs are covered in detail in Chapter 14. Like a contact sensor, 
it also contains a sensing element which is responsive to its own temperature. The 
difference is in the method of a heat transfer from an object to the element: In a 
contact sensor, it is through thermal conduction via a physical contact, whereas in a 
noncontact sensor, it is through radiation or optically. 

To improve the time response of a thermal radiation sensor, the thickness of 
the sensing element is minimized, whereas for better sensitivity, its surface area is 
maximized. In addition to a sensing element, the noncontact thermal sensor may have 
an optical window and a built-in interface circuit. The interior of the sensor’s housing 
is usually filled with dry air or nitrogen. 

All temperature sensors can be divided into two classes: the absolute sensors and 
the relative sensors. An absolute temperature sensor measures temperature which 
is referenced to the absolute zero or any other point on a temperature scale, such 
as 0°C (273.15° K), 25°C, and so forth. The examples of the absolute sensors are 
thermistors and resistance temperature detectors (RTDs). A relative sensor measures 
the temperature difference between two objects where one object is called a reference. 
An example of a relative sensor is a thermocouple. 


16.1 Thermoresistive Sensors” 

Sir Humphry Davy had noted as early as 1821 that electrical resistances of various 
metals depend on temperature [1]. Sir William Siemens, in 1871, first outlined the 
use of a platinum resistance thermometer. In 1887, Hugh Callendar published an 
article [2] in which he described how to practically use platinum temperature sensors. 
The advantages of thermoresistive sensors are in the simplicity of interface circuits, 
sensitivity, and long-term stability. All such sensors can be divided into three groups: 
RTDs, p-n junction detectors, and thermistors. 


16.1.1 Resistance Temperature Detectors 


This term is usually pertinent to metal sensors, fabricated either in the form of a 
wire or a thin film. The temperature dependence of resistivities of all metals and 
most alloys gives the opportunity to use them for temperature sensing (Table A.7). 
Although virtually all metals can be employed for sensing, platinum is used almost 


2 Also see Section 3.5.2 of Chapter 3. 
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Table 16.1. Temperature Reference Points 


Point Description ad @ 
Triple point* of hydrogen —259.34 
Boiling point of normal hydrogen —252.753 
Triple point of oxygen —218.789 
Boiling point of nitrogen —195.806 
Triple point of argon —189.352 
Boiling point of oxygen —182.962 
Sublimation point of carbon dioxide —78.476 
Freezing point of mercury —38.836 
Triple point of water 0.01 
Freezing point of water (water—ice mixture) 0.00 
Boiling point of water 100.00 
Triple point of benzoic acid 122.37 
Freezing point of indium 156.634 
Freezing point of tin 231.968 
Freezing point of bismuth 271.442 
Freezing point of cadmium 321.108 
Freezing point of lead 327.502 
Freezing point of zinc 419.58 
Freezing point of antimony 630.755 
Freezing point of aluminum 660.46 
Freezing point of silver 961.93 
Freezing point of gold 1064.43 
Freezing point of copper 1084.88 
Freezing point of nickel 1455 
Freezing point of palladium 1554 
Freezing point of platinum 1769 


@The triple point is the equilibrium among the solid, liquid, 
and vapor phases. 


exclusively because of its predictable response, long-term stability, and durability. 
Tungsten RTDs are usually applicable for temperatures over 600°C. All RTDs have 
positive temperature coefficients. Several types are available from various manufac- 
turers: 


1. Thin-film RTDs are often fabricated of a thin platinum or its alloys and deposited 
on a suitable substrate, such as a micromachined silicon membrane. The RTD is 
often made in a serpentine shape to ensure a sufficiently large length-to-width 
ratio. 

2. Wire-wound RTDs, where the platinum winding is partially supported by a high- 
temperature glass adhesive inside a ceramic tube. This construction provides a 
detector with the most stability for industrial and scientific applications. 


According to the International Practical Temperature Scale (IPTS-68), precision 
temperature instruments should be calibrated at reproducible equilibrium states of 
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Table 16.2. Temperature Differences Between IPTS-68 and ITS-90 


tog(°C) —10 0 10 20 30 40 
T99 — teg(°C) 0.002 0.000  —0.002 —0.005  —0.007 —0.010 


Source: Saunders, P. The International Temperature Scale of 1990, ITS-90. WOCE 
Newsletter 10, 1990. 


some materials. This scale designated Kelvin temperatures by the symbol T¢g and the 
Celsius scale by eg. The International Committee for Weights and Measures adopted a 
new International Temperature Scale (ITS-90) during its meetings in September 1989. 
Its Celsius temperature designation is tog. The difference between the two scales may 
be significant for some precision measurements (Table 16.2). 

Equation (3.58) of Chapter 3 gives a best fit second-order approximation for 
platinum. In industry, it is customary to use separate approximations for the cold 
and hot temperatures. Callendar—van Dusen approximations represent the platinum 
transfer functions: 


For the range from —200°C to 0°C, 
R, = Ro[1 + At + Bt? + Cr (t — 100)]. (16.10) 
For the range from 0°C to 630°C, it becomes identical to Eq. (3.58) of Chapter 3: 
R; = Ro(1+ At + Bt’). (16.11) 


The constants A, B, and C are determined by the properties of platinum used in the 
construction of the sensor. Alternatively, the Callendar—van Dusen approximation can 
be written as 


Re Ry ee Fao = ore Sey eaeer 16.12 
a (5) (a ) 6(5) (a ) a NOE 


where ft is the temperature in °C and the coefficients are related to A, B, and C as 


a=a(1+i7), B= —aéd x 1074, C=-af x 1078. (16.13) 


The value of 6 is obtained by calibration at a high temperature, [e.g., at the freezing 
point of zinc (419.58°C)] and £ is obtained by calibration at a negative temperature. 

To conform with ITS-90, the Callendar—-van Dusen approximation must be cor- 
rected. The correction is rather complex and the user should refer for details to ITS-90. 
In different countries, some national specifications are applicable to RTDs. For in- 
stance, in Europe, these are the following: BS 1904: 1984; DIN 43760-1980; IEC 751: 
1983. In Japan, it is JIS C1604-1981. In the United States, different companies have 
developed their own standards for w values. For example, SAMA Standard RC21- 
4-1966 specifies « = 0.003923°C~!, whereas in Europe, the DIN standard specifies 
a = 0.003850°C™! and the British Aircraft industry standard is @ = 0.003900°C~!. 
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Usually, RTDs are calibrated at standard points which can be reproduced in a 
laboratory with high accuracy (Table 16.1). Calibrating at these points allows for the 
precise determination of approximation constants @ and 6. 

Typical tolerances for the wire-wound RTDs is +10 mQ, which corresponds to 
about +£0.025°C. Giving high requirements to accuracy, packaging isolation of the 
device should be seriously considered. This is especially true at higher temperatures, 
at which the resistance of isolators may drop significantly. For instance, a 10-MQ 
shunt resistor at 550°C results in a resistive error of about 3 mQ, which corresponds 
to temperature error of —0.0075°C. 


16.1.2 Silicon Resistive Sensors 


Conductive properties of bulk silicon have been successfully implemented for the 
fabrication of temperature sensors with positive temperature coefficient (PTC) char- 
acteristics. Currently, silicon resistive sensors are often incorporated into the micro- 
machined structures for temperature compensation or direct temperature measure- 
ment. There are also the discrete silicon sensors (e.g., the so-called KTY temperature 
detectors manufactured by Philips). These sensors have reasonably good linearity 
(which can be improved by the use of simple compensating circuits) and high long- 
term stability (typically, 0.05K per year). The PTC makes them inherently safe for 
operation in heating systems: A moderate overheating (below 200°C) results in RTD’s 
resistance increase and self-protection. 

Pure silicon, either polysilicon or single-crystal silicon, intrinsically has a negative 
temperature coefficient of resistance (NTC) (Fig. 18.1B of Chapter 18). However, 
when it is doped with an n-type impurity, in a certain temperature range its temperature 
coefficient becomes positive (Fig. 16.4). This is a result of the fall in the charge carrier 
mobility at lower temperatures. At higher temperatures, the number n of free charge 
catriers increases due to the number n; of spontaneously generated charge carriers, and 
the intrinsic semiconductor properties of silicon predominate. Thus, at temperatures 
below 200°C, the resistivity o has a PTC; however, above 200°C, it becomes nega- 
tive. The basic KTY sensor consists of an n-type silicon cell having approximate 
dimensions of 500 x 500 x 240 um, metallized on one side and having contact areas 
on the other side. This produces an effect of resistance “spreading,” which causes 
a conical current distribution through the crystal, significantly reducing the sensor’s 
dependence on manufacturing tolerances. A KTY sensor may be somewhat sensitive 
to current direction, especially at larger currents and higher temperatures. To alleviate 
this problem, a serially opposite design is employed where two of the sensors are 
connected with opposite polarities to form a dual sensor. These sensors are especially 
useful for automotive applications. 

The typical sensitivity of a PTC silicon sensor is on the order of 0.7%/°C; that 
is, its resistance changes by 0.7% per every degree Celsius. As for any other sensor 
with a mild nonlinearity, the KTY sensor transfer function may be approximated by 
a second-order polynomial: 


Rr =Rol1+ A(T — To) + B(T — Tp)"], (16.14) 


16.1 Thermoresistive Sensors 465 


100 ——_—_— 190 
P; 
| | 
p | 
oped 
10 1 A; 10 
p | 5 
Qcm | ° 
g 
| i= 
1 =o 17 
| | 
nj | 
0.1 | 0.1 
re) 100 200 300 400 500 
re 


KTY Operating range 


Fig. 16.4. Resistivity and number of free charge carriers for n-doped silicon. 


where Ro and 7p are the resistance ({2) and temperature (K) respectively, at areference 
point. For instance, for the KTY-81 sensors operating in the range from —55°C to 
+150°C, the coefficients are A = 0.007874 K~! and B = 1.874 x 10-° K~?. Atypical 
transfer function of the sensor is shown in Fig. 16.5. 


16.1.3 Thermistors 


The term thermistor is a contraction of the words thermal and resistor. The name 
is usually applied to metal-oxide sensors fabricated in the form of droplets, bars, 
cylinders, rectangular flakes, and thick films. A thermistor belongs to the class of 
absolute-temperature sensors; that is, it can measure temperature that is referenced 
to an absolute-temperature scale. All thermistors are divided into two groups: NTC 
(negative temperature coefficient) and PTC (positive temperature coefficient). Only 
the NTC thermistors are useful for precision temperature measurements. 


16.1.3.1 NTC Thermistors 


A conventional metal-oxide thermistor has a NTC; that is, its resistance decreases 
with the increase in temperature. The NTC thermistor’s resistance, as of any resistor, 
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Fig. 16.5. Transfer function of a KTY silicon temperature sensor. 


is determined by it physical dimensions and the material resistivity. The relationship 
between the resistance and temperature is highly nonlinear (Fig. 3.18 of Chapter 3). 

Whenever high accuracy is required or the operating range is wide, the thermistor 
characteristics should not be taken directly from a manufacturer’s data sheet. Typical 
tolerances of the nominal resistance (at 25°C) for mass-produced thermistors are 
rather wide: +20% is quite common. Unless it was adjusted at the factory to a better 
tolerance, to reach a high accuracy each such thermistor needs to be individually 
calibrated over the operating temperature range. Manufacturers can trim a thermistor 
by grinding its body to a required dimension that directly controls the nominal value of 
resistance at a set temperature. This, however, increases cost. An alternative approach 
for an end user is to individually calibrate the thermistors. Calibration means that a 
thermistor has to be subjected to a precisely known temperature (a stirred water 
bath is often employed?) and its resistance is measured. This is repeated at several 
temperatures if a multipoint calibration is needed. Naturally, a thermistor calibration 
is as good as the accuracy of the reference thermometer used during the calibration. 
To measure the resistance of a thermistor, it is attached to a measurement circuit 
that passes through it electric current. Depending on the required accuracy and the 


3 Actually, water is not used. Mineral oil or Fluorinert® electronic fluid are more practical 
liquids. 
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production cost restrictions, a thermistor calibration can be based on the use of one 
of several known approximations (models) of its temperature response. 

When a thermistor is used as an absolute-temperature sensor, we assume that all 
of its characteristics are based on the so-called “zero-power resistance’, meaning that 
the electric current passing through a thermistor does not result in any temperature in- 
crease (self-heating) which may affect accuracy of measurement. A static temperature 
increase of a thermistor due to self-heating is governed by: 

22 
ATy =r ; (16.15) 


where r is a thermal resistance to surroundings, V is the applied dc voltage during the 
resistance measurement, S is the resistance of a thermistor at a measured temperature, 
and N is a duty cycle of measurement (e.g., N =0.1 means that constant voltage is 
applied to a thermistor only during 10% of the time). For a dc measurement, N = 1. 
As follows from Eq. (16.15), a zero-power can be approached by selecting high- 
resistance thermistors, increasing the coupling to the object of measurement (reducing 
r), and measuring its resistance at low voltages applied during short time intervals. 
Later in this chapter, we will show the effects of self-heating on the thermistor re- 
sponse, but for now we assume that self-heating results in a negligibly small error. 
To use a thermistor in the actual device, its transfer function (temperature depen- 
dence of a resistance) must be accurately established. Because that function is highly 
nonlinear and generally is specific for each particular device, an analytical equation 
connecting the resistance and temperature is highly desirable. Several mathematical 
models of a thermistor transfer function have been proposed. It should be remem- 
bered, however, that any model is only an approximation and, generally, the simpler 
the model, the lower the accuracy should be expected. On the other hand, for a more 
complex model, calibration and the use of a thermistor become more difficult. All 
present models are based on the experimentally established fact that the logarithm 
of a thermistor’s resistance S relates to its absolute temperature T by a polynomial 


equation: 


ise eS (16.16) 
nS= —+— 54+ 5, : 
oo, Se ee pe 


From this basic equation, three computational models have been proposed. 
16.1.3.1.1 Simple Model 
Over a relatively narrow temperature range and assuming that some accuracy may be 


lost, we can eliminate two last terms in Eq. (16.16) and arrive at [3] 


InSZA+ ae (16.17) 


where A is a constant and £,, is another constant called the material characteristic 
temperature (in Kelvin). If a thermistor’s resistance So at a calibrating temperature 
To is known, then the resistance—temperature relationship is expressed as: 


S = SpehmC/T-1/To) (16.18) 
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An obvious advantage of this model is a need to calibrate a thermistor at only one point 
(So at Ty). However, this assumes that value of 8,, is known beforehand, otherwise a 
two-point calibration is required to find the value of By: 
In(S1/So) 
Pm = So a 
(1/T — 1/To) 
where 7p and So, and 7; and S) are two pairs of the corresponding temperatures and 
resistances at two calibrating points on the curve described by Eq. (16.18). The value 
of 6, is considered temperature independent, but it may vary from part to part due to 
the manufacturing tolerances, which typically are within +1%. The temperature of a 
thermistor can be computed from its measured resistance S as 


1 aD) 
fae ee, og 16.20 
(= + Bn ( ) 


The error of the approximation provided by Eq. (16.20) is small near the calibrating 
temperature, but it increases significantly with broadening of the operating range (Fig. 
16.7). 

B specifies a thermistor curvature, but it does not directly describe its sensitiv- 
ity, which is a negative temperature coefficient, a. The coefficient can be found by 
differentiating Eq. (16.18): 


(16.19) 


lds B 
es eee i 
It follows from Eq. (16.21) that the sensitivity depends on both f and temperature. 
A thermistor is much more sensitive at lower temperatures and its sensitivity drops 
quickly with a temperature increase. Equation (16.21) shows what fraction of a re- 
sistance S changes per degree of temperature. In the NTC thermistors, the sensitivity 
a varies over the temperature range from —2% (at the warmer side of the scale) to 
—8%/°C (at the cooler side of the scale), which implies that an NTC thermistor is a 
very sensitive device, roughly an order of magnitude more temperature sensitive than 
aRTD. This is especially important for applications where a high output signal over a 
relatively narrow temperature range is desirable. An example is a medical electronic 
thermometer. 


16.1.3.1.2 Fraden Model 


(16.21) 


r 


In 1998, the author of this book proposed a further improvement of the simple model 
[4]. It is based on the experimental fact that the characteristic temperature 6 is not a 
constant but rather a function of temperature (Fig. 16.6). Depending on the manufac- 
turer and type of thermistor, the function may have either a positive slope, as shown 
in Fig. 16.6, or a negative one. Ideally, 6 should not change with temperature, but that 
is just a special case that rarely happens in reality. When it does, the simple model 
provides a very accurate basis for temperature computation. 

It follows from Eqs. (16.16) and (16.17) that the thermistor material characteristic 
temperature 6 can be approximated as 

A3 


A2 
=A)+BT+ 4+, 16.22 
B=A\+ BT += +75 ( ) 
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Fig. 16.6. Value of 6 changes with temperature. 


where A and B are constants. The evaluation of this equation shows that the 3" and 
4'> summands are very small as compared with the first two and for many practical 
cases can be removed. After elimination of two last terms, a model for the material 
constant can be represented as linear function of temperature: 


B=A\+BT (16.23) 


Considering £ as a linear function of temperature, the simple model can be refined 
to improve its fidelity. Because 6 is no longer a constant, for practical purposes its 
linear function should be defined through at least one fixed point at some temperature 
T, and a slope y. Then, Eq. (16.23) can be written as 


B=h,+y (T-T%)I, (16.24) 


where fp is attributed to the temperature 7),. The coefficient y is the normalized 
change (a slope) in 6 per degree Celsius: 


y-(%-1) TT,’ (16.25) 


where , and By are two material characteristic temperatures at two 7, and T, char- 
acterizing temperatures* To determine y, three characterizing temperature points are 
required (7, , T, and T,.), however, the value of y does not need to be characterized 
for each individual thermistor. The value of y depends on the thermistor material 


4 Note that 6 and T are in Kelvin. When temperature is indicated as f, the scale is in Celsius. 
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and the manufacturing process, so it may be considered more or less constant for a 
production lot of a particular type of a thermistor. Thus, it is usually sufficient to find 
y for a production lot or type of a thermistor rather than for each individual sensor. 
By substituting Eq. (16.23) into Eq. (16.16), we arrive at a model of a thermistor: 
Bn -y Ty -T)] 


InS=A+ 7 : (16.26) 


Solving Eq. (16.26) for resistance S, we obtain the equation representing the thermis- 
tor’s resistance as a function of its temperature: 


S = Spebmlity (L-To)U/T—-1/To) | (16.27) 


where So is the resistance at calibrating temperature 7p and 6,, is the characteristic 
temperature defined at two calibrating temperatures Ty and 7; [Eq. 16.19)]. This 
is similar to a simple model of Eq. (16.18) with an introduction of an additional 
constant y. Even though this model requires three points to define y for a production 
lot, each individual thermistor needs to be calibrated at two points. This makes the 
Fraden model quite attractive for low-cost, high-volume applications which, at the 
same time, require higher accuracy. Note that the calibrating temperatures 7p and 7| 
preferably should be selected closer to the ends of the operating range and for the 
characterization, temperature Tz should be selected near the middle of the operating 
range. See Table 16.3 for the practical equations for using this model. 


16.1.3.1.3 The Steinhart and Hart Model 


Steinhart and Hart in 1968 proposed a model for the oceanographic range from —3°C 
to 30°C [5] which, in fact, is useful for a much broader range. The model is based on 
Eq. (16.16), from which temperature can be calculated as 


-l 
T= [eo +o In S +a (In S)? +03 (In 5) (16.28) 


Steinhart and Hart showed that the square term can be dropped without any noticeable 
loss in accuracy; thus, the final equation becomes 


—1 
T= [oo+o1 In S+3 (In 5° (16.29) 


The correct use of Eq. (16.29) assures accuracy in a millidegree range from 0°C to 
70°C [6]. To find coefficients b for the equation, a system of three equations should be 
solved after the thermistor is calibrated at three temperatures (Table 16.3). Because of 
the very close approximation, the Steinhart and Hart model became an industry stan- 
dard for calibrating precision thermistors. Extensive investigation of its accuracy has 
demonstrated that even over a broad temperature range, the approximation error does 
not exceed the measurement uncertainty of a couple of millidegrees [7]. Nevertheless, 
a practical implementation of the approximation for the mass produced instruments is 
significantly limited by the need to calibrate each sensor at three or more temperature 
points. 
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Fig. 16.7. Errors of a simple model and Fraden model for four thermistors calibrated at two 
temperature points (fg and f; ) to determine f,,,. Errors of a Steinhart—Hart model are too small 
to be shown on this scale. 


A practical selection of the appropriate model depends on the required accuracy 
and cost constraints. The cost is affected by the number of points at which the sensor 
must be calibrated. A calibration is time-consuming and thus expensive. A complexity 
of mathematical computations is not a big deal thanks to the computational power 
of modern microprocessors. When the accuracy demand is not high, or cost is of a 
prime concern, or the application temperature range is narrow (typically +5—10°C 
from the calibrating temperature), the simple model is sufficient. The Fraden model 
is preferred when low cost and higher accuracy is a must. The Steinhart—Hart model 
should be used when the highest possible accuracy is required but the cost is not a 
major limiting factor (Fig. 16.7). 

To use the simple model, you need to know the values of 6, and the thermistor 
resistance Sp at a calibrating temperature 7j. To use the Fraden model, you need to 
know the value of y also, which is not unique for each thermistor but is unique for 
a lot or a type. For the Steinhart—Hart model, you need to know three resistances at 
three calibrating temperatures. Table 16.3 provides the equations for calibrating and 
computing temperatures from the thermistor resistances. For all three models, a series 
of computations is required if the equations to be resolved directly. However, in most 
practical cases, these equations can be substituted by look-up tables. To minimize the 
size of a look-up table, a piecewise linear approximation can be employed. 


Table 16.3. NTC Thermistor. Practical Use of Three Models* 


Simple Model Fraden Model Steinhart—-Hart Model 
Maximum Error +0.7°C +0.03°C +0.003°C 
from 0°C to 70°C 
Number of 2 3 0 
characterizing 
temperatures 
Number of 2 2 3 
calibrating 
temperatures 
Resistance $= Syebm(1/T-1/To) $= Syeboll+v(T—Tp)1/T-1/To) ga e(AotA/T+49/T?+43/T?) 
temperature 
dependence 
Characterizing a Production Lot or Type of Thermistors 
Characterizing points No characterization Sa at Ta, Sp at Ty, and S¢ at T. No characterization required 
required for a for a temperature range from Ty to T, 
two-point calibration where 7) is in the middle of the range 
1 
Characterizing factor y= (= - i) , where 
By Te — Ta 
B In(Sc/Sp) In(Sa/Sp) 
x 


(1/T- —1/T,)°"* ~~ A/Ta = 1/T) 


Calibrating an Individual Thermistor 


Calibrating points 


So at Ty and S; at T; So at Ty and S; at T; S, at T;, Sp at Ty, and S3 at T3 


Analytic Computation of Temperature T (in Kelvin) from Resistance S 


Insert resistance S, 
the characterizing 
factors and the 
calibrating 
factors into the 
equation 


=I =I 
r=(7 +740) T ( ; In(S/So) ) T =[A+BInS+C(InS)3]~! where 
To Bm Ty Pnll (TTI es a ae 
Cc (« e) [Osi in $3) — 5 (Inj ns) 


In(S1/So) 1 In(S/So)\—! 
RET Fra TG) where Tr = ( 7 + ME/S0?) Foyt 
1—1/To To © Bm B=Z"'[G—C(ins}-ms})| 
In(S4/S hed 3 
sdiee es DUO A=T,!—Cins}—BinS, 
(1/Ty — 1/79) Z=InS, —In Sy, F=InS, —In 


-1 -1 -1 -1 
H=T, T, .G=T, Ty 


A thermistor type or lot should be characterized first to find the characterizing factors. An individual thermistor is calibrated to determine the calibrating factors. To compute 


any temperature T, measure the thermistor resistance S and calculate the temperature with use of the characterizing and calibrating factors. All temperatures are in Kelvin. 


CLV 
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Fig. 16.8. Glass-coated radial and axial bead thermistors. 


16.1.3.1.4 Fabrication of NTC Thermistors 


Generally, the NTC thermistors can be classified into three major groups depending 
on the method by which they are fabricated. The first group consists of bead-type 
thermistors. The beads may be bare or coated with glass epoxy (Fig. 16.8), or encap- 
sulated into a metal jacket. All of these beads have platinum alloy lead wires which 
are sintered into the ceramic body. When fabricated, a small portion of a mixed metal 
oxide with a suitable binder is placed onto parallel leadwires, which are under slight 
tension. After the mixture has been allowed to dry or has been partly sintered, the 
strand of beads is removed from the supporting fixture and placed into a tubular fur- 
nace for the final sintering. The metal oxide shrinks onto the lead wires during this 
firing process and forms an intimate electrical bond. Then, the beads are individually 
cut from the strand and are given an appropriate coating. 

Another type of thermistor is a chip thermistor with surface contacts for the lead 
wires. Usually, the chips are fabricated by a tape-casting process, with subsequent 
screenprinting, spraying, painting, or vacuum metallization of the surface electrodes. 
The chips are either bladed or cut into the desired geometry. If desirable, the chips 
can be ground to meet the required tolerances. 

The third type of thermistor is fabricated by the depositing semiconductive ma- 
terials on a suitable substrate, such as glass, alumina, silicon, and so forth. These 
thermistors are preferable for integrated sensors and for a special class of thermal 
infrared detectors. 

Among the metallized surface contact thermistors, flakes and uncoated chips are 
the least stable. A moderate stability may be obtained by epoxy coating. The bead 
type with lead wires sintered into the ceramic body permits operation at higher tem- 
peratures, up to 550°C. The metallized surface contact thermistors usually are rated 
up to 150°C. Whenever a fast response time is required, bead thermistors are prefer- 
able; however, they are more expensive than the chip type. Also, the bead thermistors 
are more difficult to trim to a desired nominal value. Trimming is usually performed 
by mechanical grinding of a thermistor at a selected temperature (usually 25°C) to 
change its geometry and thus to bring its resistance to a specified value. 
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While using the NTC thermistors, one must not overlook possible sources of error. 
One of them is aging, which for the low-quality sensors may be as large as +1 %/year. 
Figure 16.9 shows typical percentage changes in resistance values for the epoxy- 
encapsulated chip thermistors as compared with the sintered-glass-encapsulated ther- 
mistors. A good environmental protection and preaging is a powerful method of sensor 
characteristic stabilizing. During preaging, the thermistor is maintained at +300°C 
for at least 700 h. For better protection, it may be further encapsulated in a stainless- 
steel jacket and potted with epoxy. 


16.1.3.2 Self-Heating Effect in NTC Thermistors 


As was mentioned earlier, for NTC thermistor performance, a self-heating effect 
should not be overlooked. A thermistor is an active type of a sensor; that is, it does 
require an excitation signal for its operation. The signal is usually either dc or ac 
passing through the thermistor. The electric current causes a Joule heating and a 
subsequent increase in temperature. In many applications, this is a source of error 
which may result in an erroneous determination of the temperature of a measured 
object. In some applications, the self-heating is successfully employed for sensing 
fluid flow, thermal radiation, and other stimuli. 

Let us now analyze the thermal events in a thermistor, when electric power is 
applied. Figure 16.10A shows a voltage source E connected to a thermistor Rr thor- 
ough a current-limiting resistor R. When electric power P is applied to the circuit 


| time_ 


(A) (B) 


Fig. 16.10. (A) Current through thermistor causes self-heating; (B) temperature of thermistor 
rises with thermal time constant ty. Py is the thermal power lost to the surroundings. 
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(moment on in Fig. 16.10B), the rate at which energy is supplied to the thermistor 
must be equal the rate at which energy Hy is lost plus the rate at which energy Hs 
is absorbed by the thermistor body. The absorbed energy is stored in the thermistor’s 
thermal capacity C. The power balance equation is 


GH Ug GUS 
dt dt ai * 


(16.30) 


According to the law of conservation of energy, the rate at which thermal energy 
is supplied to the thermistor is equal to the electric power delivered by the voltage 
source F: 
dH 
dt 
where Vr is the voltage drop across the thermistor. 
The rate at which thermal energy is lost from the thermistor to its surroundings is 
proportional to the temperature gradient AT between the thermistor and surrounding 
temperature Ty: 


. 
P= = Wri, (16.31) 


dH, 

Bi od Oy Ta) (16.32) 
where dis the so-called dissipation factor which is equivalent to a thermal conductivity 
from the thermistor to its surroundings. It is defined as the ratio of dissipated power and 
a temperature gradient (at a given surrounding temperature). The factor depends on 
the sensor design, length and thickness of lead wires, thermistor material, supporting 
components, thermal radiation from the thermistor surface, and relative motion of 
medium in which the thermistor is located. 

The rate of heat absorption is proportional to thermal capacity of the sensor as- 
sembly: 
dHs dTs 
ae a 
This rate causes the thermistor’s temperature Ts to rise above its surroundings. Sub- 
stituting Eqs. (16.32) and (16.33) into Eq. (16.31), we arrive at 


(16.33) 


ee y eT Ce ee ee (16.34) 
— Ss — i — = Sa . 

dt ee dt 

This is a differential equation describing the thermal behavior of the thermistor. Let 
us now solve it for two conditions. The first condition is the constant electric power 
supplied to the sensor: P = const. Then, the solution of Eq. (16.34) is 


P 
AT =(Ts- Ta) => [r- ever], (16.35) 


where e is the base of natural logarithms. This solution indicates that upon applying 
electric power, the temperature of the sensor will rise exponentially above ambient. 
This specifies a transient condition which is characterized by a thermal time constant 
tr =C(1/6). Here, the value of 1/5 = rr is the thermal resistance between the sensor 
and its surroundings. The exponential transient is shown in Fig. 16.10B. 
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Upon waiting sufficiently long to reach a steady-state level Ts, the rate of change 
in Eq. (16.34) becomes equal to zero (dTs/dt = 0); then, the rate of heat loss is equal 
to supplied power: 

6(Ts — Tg) = SAT = Vyzi. (16.36) 


Ifby selecting alow supply voltage and high resistances, the current i is made very low, 
the temperature rise AT can be made negligibly small, and self-heating is virtually 
eliminated. Then, from Eq. (16.34), 


hy a 16.37 

feo (Ts — Ta). (16.37) 
The solution of this differential equation yields an exponential function [Eq. (16.8)], 
which means that the sensor responds to the change in environmental temperature 
with time constant t7. Because the time constant depends on the sensor’s coupling to 
the surroundings, it is usually specified for certain conditions; for instance, tr = 1 s 
at 25°C in still air or 0.1 s at 25°C in stirred water. It should be kept in mind that the 
above analysis represents a simplified model of the heat flows. In reality, a thermistor 
response has a somewhat nonexponential shape. 

All thermistor applications require the use of one of three basic characteristics: 


1. The resistance versus temperature characteristic of the NTC thermistor is shown 
in Fig. 16.12. In most of the applications based on this characteristic, the self- 
heating effect is undesirable. Thus, the nominal resistance R7, of the thermistor 
should be selected high and its coupling to the object should be maximized (in- 
crease in 6). The characteristic is primarily used for sensing and measuring tem- 
perature. Typical applications are contact electronic thermometers, thermostats, 
and thermal breakers. 

2. The current versus time (or resistance versus time) as shown in Fig. 16.10B. 

3. The voltage versus current characteristic is important for applications where the 
self-heating effect is employed, or otherwise cannot be neglected. The power- 
supply-loss balance is governed by Eq. (16.36). If variations in 6 are small (which 
is often the case) and the resistance versus temperature characteristic is known, 
then Eq. (16.36) can be solved for the static voltage versus current characteris- 
tic. That characteristic is usually plotted on log-log coordinates, where lines of 
constant resistance have a slope of +1 and lines of constant power have slope of 
—1 (Fig. 16.11). 


At very low currents (left side of Fig. 16.11), the power dissipated by the thermistor 
is negligibly small and the characteristic is tangential to a line of constant resistance 
of the thermistor at a specified temperature. Thus, the thermistor behaves as a simple 
resistor; that is, the voltage drop V7 is proportional to current i. 

As the current increases, the self-heating increases as well. This results in a de- 
crease in the resistance of the thermistor. Because the resistance of the thermistor 
is no longer constant, the characteristics start to depart from the straight line. The 
slope of the characteristic (d V7 /di), which is the resistance, drops with the increase 
in current. The current increase leads to a further resistance drop which, in turn, 
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Fig. 16.11. Voltage—current characteristic of an NTC thermistor in still air at 25°C; the curvature 
of the characteristic is due to the self-heating effect. 


increases the current. Eventually, the current will reach its maximum value i, at a 
voltage maximum value V,. It should be noted that at this point, a resistance of the 
thermistor is zero. A further increase in current i, will result in a continuing decrease 
in the slope, which means that the resistance has a negative value (right side of Fig. 
16.11). An even further increase in current will produce another reduction of resis- 
tance, where lead wire resistance becomes a contributing factor. A thermistor should 
never be operated under such conditions. A thermistor manufacturer usually specifies 
the maximum power rating for thermistors. 

According to Eq. (16.36), self-heating thermistors can be used to measure varia- 
tions in 6, AT, or Vr. The applications where 6 varies include vacuum manometers 
(Pirani gauges), anemometers, flow meters, fluid level sensors, and so forth. Applica- 
tions where AT is the stimulus include microwave power meters, AFIR detectors, and 
so forth. The applications where V7 varies are in some electronic circuits: automatic 
gain control, voltage regulation, volume limiting, and so forth. 


16.1.3.3 PTC Thermistors 


All metals may be called PTC materials, however, their temperature coefficients of 
resistivity (TCR) are quite low (Table A.7). An RTD as described earlier also has 
a small PTC. In contrast, ceramic PTC materials in a certain temperature range are 
characterized by a very large temperature dependence. The PTC thermistors are fab- 
ricated of polycrystalline ceramic substances, where the base compounds, usually 
barium titanate or solid solutions of barium and strontium titanate (highly resistive 
materials), are made semiconductive by the addition of dopants [8]. Above the Curie 
temperature of a composite material, the ferroelectric properties change rapidly, re- 
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Fig. 16.12. Transfer functions of PTC 
and NTC thermistors as compared with 
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sulting in a rise in resistance, often several orders of magnitude. A typical transfer 
function curve for the PTC thermistor is shown in Fig. 16.12 in a comparison with the 
NTC and RTD responses. The shape of the curve does not lend itself to an easy math- 
ematical approximation; therefore, manufacturers usually specify PTC thermistors 
by a set of numbers: 


ds 
Ds 


Zero power resistance, R25, at 25°C, where self-heating is negligibly small. 
Minimum resistance R,, is the value on the curve where the thermistor changes 
its TCR from positive to negative value (point m). 

Transition temperature T, is the temperature where resistance begins to change 
rapidly. It coincides approximately with the Curie point of the material. A typical 
range for the transition temperatures is from —30°C to + 160°C (Keystone Carbon 
Co.). 

TCR is defined in a standard form: 


a= ——. (16.38) 
The coefficient changes very significantly with temperature and often is specified 


at point x (i.e., at its highest value), which may be as large as 2/°C (meaning the 
change in resistance is 200% per °C). 


. Maximum voltage Emax is the highest value the thermistor can withstand at any 


temperature. 


. Thermal characteristics are specified by a thermal capacity, a dissipation constant 


6 (specified under given conditions of coupling to the environment), and a thermal 
time constant (defines speed response under specified conditions). 
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It is important to understand that for the PTC thermistors, two factors play a key 
role: environmental temperature and a self-heating effect. Either one of these two 
factors shifts the thermistor’s operating point. 

The temperature sensitivity of the PTC thermistor is reflected in the volt-ampere 
characteristic of Fig. 16.13. According to Ohm’s law, a regular resistor with a near-zero 
TCR has a linear characteristic. A NTC thermistor has a positive curvature of the volt— 
ampere dependence. An implication of the negative TCR is that if such a thermistor is 
connected to a hard voltage source,» a self-heating due to Joule heat dissipation will 
result in resistance reduction. In turn, that will lead to a further increase in current and 
more heating. If the heat outflow from the NTC thermistor is restricted, a self-heating 
may eventually cause overheating and a catastrophic destruction of the device. 

Because of positive TCRs, metals do not overheat when connected to hard voltage 
sources and behave as self-limiting devices. For instance, a filament in an incandes- 
cent lamp does not burn out because the increase in its temperature results in an 
increase in resistance, which limits current. This self-limiting (self-regulating) effect 
is substantially enhanced in the PTC thermistors. The shape of the volt—-ampere char- 
acteristic indicates that in a relatively narrow temperature range, the PTC thermistor 
possesses a negative resistance; that is, 


Ry =-—. (16.39) 
This results in the creation of an internal negative feedback which makes this device a 
self-regulating thermostat. In the region of negative resistance, any increase in voltage 


5 A hard voltage source means any voltage source having a near-zero output resistance and 
capable of delivering unlimited current without a change in voltage. 
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Fig. 16.14. Applications of PTC thermistors: (A) current-limiting circuit; (B) microthermostat. 


across the thermistor results in heat production, which, in turn, increases the resistance 
and reduces heat production. As a result, the self-heating effect in a PTC thermistor 
produces enough heat to balance the heat loss on such a level that it maintains the 
device’s temperature on a constant level 7p (Fig. 16.12). That temperature corresponds 
to point x where the tangent to the curve has the highest value. 

It should be noted that PTC thermistors are much more efficient when To is 
relatively high (over 100°C) and their efficiency (the slope of the R-T curve near point 
x) drops significantly at lower temperatures. By their very nature, PTC thermistors 
are useful in the temperature range which is substantially higher than the operating 
ambient temperature. 

There are several applications where the self-regulating effect of a PTC thermistor 
may be quite useful. We briefly mention four of them. 


1. Circuit protection. A PTC thermistor may operate as a nondestructible (resettable) 
fuse in electric circuits, sensing excessive currents. Figure 16.14A shows a PTC 
thermistor connected in series with a power supply voltage E feeding the load 
with current i. The resistance of the thermistor at room temperature is quite 
low (typically from 10 to 140 ©). The current i develops a voltage Vz, across 
the load and a voltage V, across the thermistor. It is assumed that Vy; > V,. 
Power dissipated by the thermistor, P = V,i, is lost to the surroundings and the 
thermistor’s temperature is raised above ambient by a relatively small value. 
Whenever either ambient temperature becomes too hot or load current increases 
dramatically (e.g., due to internal failure in the load), the heat dissipated by 
the thermistor elevates its temperature to a T, region where its resistance starts 
increasing. This limits further current increase. Under the shorted-load conditions, 
V, = E and the current i drops to its minimal level. This will be maintained until 
normal resistance of the load is restored and, it is said, the fuse resets itself. It 
is important to assure that E <0.9Emax, otherwise a catastrophic destruction of 
the thermistor may occur. 

2. A miniature self-heating thermostat (Fig. 16.14B) for microelectronic, biomedi- 
cal, chemical, and other suitable applications can be designed with a single PTC 
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thermistor. Its transition temperature must be appropriately selected. A thermo- 
stat consists of a dish, which is thermally insulated from the environment and 
thermally coupled to the thermistor. Thermal grease is recommended to eliminate 
a dry contact. The terminals of the thermistor are connected to a voltage source 
whose value may be estimated from 


BED) S CO. = 1, Ros. (16.40) 


where 6 is the heat dissipation constant which depends on thermal coupling to the 
environment and 7, is ambient temperature. The thermostat’s set point is deter- 
mined by the physical properties of the ceramic material (Curie temperature), and 
due to internal thermal feedback, the device reliably operates within a relatively 
large range of power-supply voltages and ambient temperatures. Naturally, the 
ambient temperature must be always less than 7;. 

3. Time delay circuits can be created with the PTC thermistors because of a relatively 
long transition time between the application of electric power in its heating and 
a low resistance point. 

4. Flowmeter and liquid-level detectors which operate on the principle of heat dis- 
sipation can be made very simple with the PTC thermistors. 


16.2 Thermoelectric Contact Sensors 


Thermoelectric contact sensors are called thermocouples because at least two dissim- 
ilar conductors and two junctions (couples) of these conductors are needed to make a 
practical sensor. A thermocouple is a passive sensor. It generates voltage in response 
to temperature and does not require any external excitation power. The thermoelec- 
tric sensors belong to the class of the relative voltage-generating sensors, because 
the voltage produced depends on a temperature difference between two thermocou- 
ple junctions, in large part regardless of the absolute temperature of each junction. 
To measure temperature with a thermocouple, one junction will serve as a reference 
and its absolute temperature must be measured by a separate absolute sensor, such a 
thermistor, RTD, and so forth, or placed into a material that is in a state of a known 
reference temperature (Table 16.1). Section 3.9 of Chapter 3 provides a physical 
background for a better understanding of the thermoelectric effect and Table A.10 
lists some popular thermocouples which are designated by letters originally assigned 
by the Instrument Society of America (ISA) and adopted by an American standard 
in ANSI MC 96.1. A detailed description of various thermocouples and their appli- 
cations can be found in many excellent texts—for instance, Refs. [1], [9], and [10]. 
The most important recommendations for the use of these sensors are summarized as 
follows: 


Type T: Cu (+) versus constantan (—) are resistant to corrosion in moist atmosphere 
and are suitable for subzero temperature measurements. Their use in air in an 
oxidizing environment is restricted to 370°C (700°F) due to the oxidation of 
the copper thermoelement. They may be used to higher temperatures in other 
atmospheres. 
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Type J: Fe (+) versus constantan (—) are suitable in vacuum and in oxidizing, reduc- 
ing, or inert atmospheres over the temperature range of 0-760°C (32—1400°F). 
The rate of oxidation in the iron thermoelement is rapid above 540°C (1000°F), 
and the use of heavy-gauge wires is recommended when long life is required at 
the higher temperatures. This thermocouple is not recommended for use below 
the ice point because rusting and embrittlement of the iron thermoelement make 
its use less desirable than Type T. 

Type E: 10% Ni/Cr (+) versus constantan (—) are recommended for use over the 
temperature range —200°C to 900°C (—330°F to 1600°F) in oxidizing or inert 
atmospheres. In reducing atmospheres, alternately oxidizing or reducing atmo- 
spheres, marginally oxidizing atmospheres, and in vacuum, they are subject to 
the same limitations as Type K. These thermocouples are suitable to subzero 
measurements because they are not subject to corrosion in atmospheres with a 
high moisture content. They develop the highest electromotive force (e.m.f.) per 
degree of all the commonly used types and are often used primarily because of 
this feature (see Fig. 3.36 of Chapter 3). 

Type K: 10% Ni/Cr (+) versus 5%Ni/AI/Si (—) are recommended for use in an 
oxidizing or completely inert atmosphere over a temperature range of —200°C 
to 1260°C (—330°F to 2300°F). Due to their resistance to oxidation, they are 
often used at temperatures above 540°C. However, Type K should not be used in 
reducing atmospheres, in sulfurous atmospheres, and in a vacuum. 

Types R and S: Pt/Rh (+) versus Pt (—) are recommended for continuous use in ox- 
idizing or inert atmospheres over the temperature range 0-1480°C (32-2700°F). 

Type B: 30% Pt/Rh (+) versus 6%Pt/Rh (—) are recommended for continuous use 
in oxidizing or inert atmospheres over the range 870-—1700°C (1000-3100°F). 
They are also suitable for short-term use in a vacuum. They should not be used in 
reducing atmospheres in those containing metallic or nonmetallic vapors. They 
should never be directly inserted into a metallic primary protecting tube or well. 


16.2.1 Thermoelectric Law 


For practical purposes, an application engineer must be concerned with three basic 
laws which establish the fundamental rules for proper connection of the thermocou- 
ples. It should be stressed, however, that an electronic interface circuit must always 
be connected to two identical conductors. These conductors may be formed from one 
of the thermocouple loop arms. That arm is broken to connect the metering device to 
the circuit. The broken arm is indicated as material A in Fig. 16.15A. 


Law No. 1: A thermoelectric current cannot be established in a homogeneous 
circuit by heat alone. 


This law provides that a nonhomogeneous material is required for the generation 
of the Seebeck potential. If a conductor is homogeneous, regardless of the temper- 
ature distribution along its length, the resulting voltage is zero. The junction of two 
dissimilar conductors provide a condition for voltage generation. 
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Fig. 16.15. Illustrations for the Laws of Thermocouples. 


Law No. 2: The algebraic sum of the thermoelectric forces in a circuit com- 
posed of any number and combination of dissimilar materials is zero if all 
junctions are at a uniform temperature. 


The law provides that an additional material C can be inserted into any arm 
of the thermoelectric loop without affecting the resulting voltage V, as long as both 
additional joints are at the same temperature (73 in Fig. 16.15A). There is no limitation 
on the number of inserted conductors, as long as both contacts for each insertion are at 
the same temperature. This implies that an interface circuit must be attached in such 
a manner as to assure a uniform temperature for both contacts. Another consequence 
of the law is that thermoelectric joints may be formed by any technique, even if an 
additional intermediate material is involved (such as solder). The joints may be formed 
by welding, soldering, twisting, fusion, and so on without affecting the accuracy of 
the Seebeck voltage. The law also provides a rule of additive materials (Fig. 16.15B): 
If thermoelectric voltages (V; and V2) of two conductors (B and C) with respect 
to a reference conductor (A) are known, the voltage of a combination of these two 
conductors is the algebraic sum of their voltages against the reference conductor. 


Law No. 3: If two junctions at temperatures T; and T) produce Seebeck 
voltage V2, and temperatures 7> and 73 produce voltage Vj, then temperatures 
T,; and 73 will produce V3 = Vj + V2 (Fig. 16.15C). 


This is sometimes called the law of intermediate temperatures. The law allows us 
to calibrate a thermocouple at one temperature interval and then to use it at another 
interval. It also provides that extension wires of the same combination may be inserted 
into the loop without affecting the accuracy. 
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Fig. 16.16. Use of a thermocouple: (A) equivalent circuit of a thermocouple; (B) front end of 
a thermometer with a semiconductor reference sensor (LM35DZ). 


Laws 1-3 provide for numerous practical circuits where thermocouples can be 
used in a great variety of combinations. They can be arranged to measure the average 
temperature of an object, to measure the differential temperature between two objects, 
and to use other than thermocouple sensors for the reference junctions and so forth. 

It should be noted that thermoelectric voltage is quite small and the sensors, espe- 
cially with long connecting wires, are susceptible to various transmitted interferences. 
A general guideline for the noise reduction can be found in Section 5.9 of Chapter 
5. To increase the output signal, several thermocouples may be connected in series, 
while all reference junctions and all measuring junctions are maintained at the re- 
spective temperatures. Such an arrangement is called a thermopile (like piling up 
several thermocouples). Traditionally, the reference junctions are called cold and the 
measuring junctions are called hot. 

Figure 16.16A shows an equivalent circuit for a thermocouple and a thermopile. It 
consists of a voltage source and a serial resistor. The voltage sources represent the hot 
(ep) and cold (e,) Seebeck potentials and the combined voltage V, has a magnitude 
which is function of a temperature differential. The terminals of the circuit are assumed 
to be fabricated of the same material—iron in this example. 


16.2.2 Thermocouple Circuits 


In the past, thermocouples were often used with a cold junction immersed into a 
reference melting ice bath to maintain its temperature at 0°C (thus, the “cold” junction 
name). This presents serious limitations for many practical uses. The second and 
third thermoelectric laws allow for a simplified solution. A “cold” junction can be 
maintained at any temperature, including ambient, as long as that temperature is 
precisely known. Therefore, a “cold” junction is thermally coupled to an additional 
temperature sensor which does not require a reference compensation. Usually, such 
a sensor is either thermoresistive or a semiconductor. 

Figure 16.16B shows the correct connection of a thermocouple to an electronic 
circuit. Both the “cold” junction and the reference sensor must be positioned in an 
intimate thermal coupling. Usually, they are imbedded in a chunk of copper. To 
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avoid dry contact, thermally conductive grease or epoxy should be applied for better 
thermal tracking. A reference temperature detector in this example is a semiconductor 
sensor LM35DZ manufactured by National Semiconductor, Inc. The circuit has two 
outputs: one for the signal representing the Seebeck voltage V, and the other for the 
reference signal V;. The schematic illustrates that connections to the circuit board 
input terminals and then to the amplifier’s noninverting input and to the ground bus 
are made by the same type of wire (Cu). Both board terminals should be at the same 
temperature T,; however, they do not necessarily have to be at the “cold” junction 
temperature. This is especially important for the remote measurements, where the 
circuit board temperature may be different from the reference “cold” junction tem- 
perature T,.. 

For computing the temperature from a thermocouple sensor, two signals are es- 
sentially required. The first is a thermocouple voltage V,, and the other is the reference 
sensor output voltage V,. These two signals come from different types of sensor and 
therefore are characterized by different transfer functions. A thermopile in most cases 
may be considered linear with normalized sensitivity a) (V/K), whereas the reference 
sensor sensitivity is expressed according to its nature. For example, a thermistor’s 
sensitivity a, at the operating temperature T is governed by Eq. (16.21) and has 
dimension (2/K. There are several practical ways of processing the output signals. 
The most precise method is to measure these signals separately, then compute the 
reference temperature 7;. according to the reference sensor’s equation, and compute 
the gradient temperature A from a thermocouple voltage Vp as 

ey ee eee (16.41) 
Op 
Finally, add the two temperatures A and T, to arrive at the measured absolute tem- 
perature 7,,. A value of sensitivity (a) can be found from Table A.10. 

For a relatively narrow reference temperature range, instead of adding up the 
temperatures, voltages from the reference sensor and the thermocouple can be com- 
bined instead. Because a, and w, are very much different, a scaling circuit must be 
employed. Figure 16.17 illustrates a concept of adding up voltages from a thermo- 
couple and a thermistor (reference sensor) to obtain a combined output signal V.. 
When adding up the voltages, the thermocouple amplifier gain should be selected to 


pre-cmplifier 
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[ é Pp r 
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Fig. 16.17. Combining thermopile and thermistor signals. 
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match the temperature sensitivities of voltages V, and V,, or in other words, to satisfy 
condition 
Ap = Oy. (16.42) 


It is preferable to select Ro = So [So is the thermistor resistance at the calibrating 
temperature 7p (in Kelvin), for example at Ty = 298.15 K (25°C) or in the middle of 
the operating temperature range]. With Eq. (16.21) in mind and after differentiating 
voltage V,., we arrive at the amplifier’s gain: 


Vo B  RoSo _ Vo B 


He x (16.43) 
Ap TS (Ro+So)? 40 Ty 


where Vo is a constant voltage and # is the thermistor’s characteristic temperature. 
The measured temperature can be computed from one of the corresponding equations 
found in Table 16.3, depending on the thermistor model used. When a particular 
thermistor model is selected, temperature is computed from a virtual thermistor’s 
resistance S;, that first is derived from the combined voltage V;, as 


Ve 


Sc = Ro ———. 
Vo = Ve 


(16.44) 


16.2.3 Thermocouple Assemblies 


A complete thermocouple sensing assembly generally consists of one or more of the 
following: a sensing element assembly (the junction), a protective tube (ceramic or 
metal jackets), a thermowell (for some critical applications, these are drilled solid 
bar stocks which are made to precise tolerances and are highly polished to inhibit 
corrosion), and terminations (contacts which may be in the form of a screw type, 
open type, plug and jack disconnect, military-standard-type connectors, etc.). Some 
typical thermocouple assemblies are shown in Fig. 16.18. The wires may be left 
bare or given electrical isolators. For the high-temperature applications, the isolators 
may be of a fish-spine or ball ceramic type, which provide sufficient flexibility. If 
thermocouple wires are not electrically isolated, a measurement error may occur. In- 
sulation is affected adversely by moisture, abrasion, flexing, temperature extremes, 
chemical attack, and nuclear radiation. A good knowledge of particular limitations 
of insulating materials is essential for accurate and reliable measurement. Some in- 
sulations have a natural moisture resistance. Teflon, polyvinyl chloride (PVC), and 
some forms of polyimides are examples of this group. With the fiber-type insulations, 
moisture protection results from impregnating with substances such as wax, resins, or 
silicone compounds. It should be noted that only one-time exposure to ultraextreme 
temperatures cause evaporation of the impregnating materials and loss of protection. 

The moisture penetration is not confined to the sensing end of the assembly. 
For example, if a thermocouple passes through hot or cold zones, condensation may 
produce errors in the measurement, unless adequate moisture protection is provided. 

The basic types of flexible insulation for elevated temperature usage are fiber 
glass, fibrous silica, and asbestos (which should be used with proper precaution due 
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Fig. 16.18. Some thermocouple assemblies. 


to health hazard). In addition, thermocouples must be protected from atmospheres 
that are not compatible with the alloys. Protecting tubes serve the double purpose 
of guarding the thermocouple against mechanical damage and interposing a shield 
between the wires and the environment. The protecting tubes can be made of carbon 
steels (up to 540°C in oxidizing atmospheres), stainless steel (up to 870°C), ferric 
stainless steel (AISI 400 series), and high-nickel alloys (Nichrome,® Inconel,’ etc.) 
(up to 1150°C in oxidizing atmospheres). 

Practically all base—metal thermocouple wires are annealed or given a “stabi- 
lizing heat treatment” by the manufacturer. Such treatment generally is considered 
sufficient, and seldom is it found advisable to further anneal the wire before testing 
or using. Although a new platinum and platinum—rhodium thermocouple wire as sold 
by some manufacturers is annealed already, it has become a regular practice in many 
laboratories to anneal all Type R, S, and B thermocouples, whether new or previ- 
ously used, before attempting an accurate calibration. This is accomplished usually 
by heating the thermocouple electrically in air. The entire thermocouple is supported 
between two binding posts, which should be close together, so that the tension in the 
wires and stretching while hot are kept at a minimum. The temperature of the wire is 
conveniently determined with an optical pyrometer. Most of the mechanical strains 
are relieved during the first few minutes of heating at 1400-1500°C. 

Thin-film thermocouples are formed by bonding junctions of foil metals. They are 
available in a free-filament style with a removable carrier and in a matrix style with 
a sensor embedded in a thin laminated material. The foil having a thickness in the 
order of 5 um (0.0002 in.) gives an extremely low mass and thermal capacity. Thin 


6 Trademark of the Driver-Harris Company. 
7 Trademark of the International Nickel Company. 
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flat junctions may provide intimate thermal coupling with the measured surface. Foil 
thermocouples are very fast (a typical thermal time constant is 10 ms) and can be used 
with any standard interface electronic apparatuses. While measuring temperature with 
sensors having small mass, thermal conduction through the connecting wires always 
must be taken into account. Because of a very large length-to-thickness ratio of the film 
thermocouples (on the order of 1000), heat loss via wires is usually negligibly small. 

To attach a film thermocouple to an object, several methods are generally used. 
Among them are various cements and flame or plasma-sprayed ceramic coatings. For 
ease of handling, the sensors often are supplied on a temporary carrier of polyimide 
film which is tough, flexible, and dimensionally stable. Itis exceptionally heat resistant 
and inert. During the installation, the carrier can be easily peeled off or released by 
application of heat. The free foil sensors can be easily brushed into a thin layer, to 
produce an ungrounded junction. While selecting cements, care must be taken to 
avoid corrosive compounds. For instance, cements containing phosphoric acid are 
not recommended for use with thermocouples having copper in one arm. 


16.3 Semiconductor P-N Junction Sensors 


A semiconductor p-n junction in a diode and a bipolar transistor exhibits quite a 

strong thermal dependence [11]. If the forward-biased junction is connected to a 

constant-current generator (Fig. 16.19A) (Section 5.3.1 of Chapter 5), the resulting 

voltage becomes a measure of the junction temperature (Fig. 16.20). A very attractive 

feature of such a sensor is its high degree of linearity. This allows a simple method 

of calibration using just two points to define a slope (sensitivity) and an intercept. 
The current-to-voltage equation of a p-n junction diode can be expressed as 


V 
1 =I exp (4). (16.45) 


where Jo is the saturation current, which is a strong function of temperature. It can be 
shown that the temperature-dependent voltage across the junction can be expressed as 


E, 2kT 
(In K —In J), (16.46) 
q 


Fig. 16.19. Voltage-to-temperature depen- 
dence of a forward-biased semiconduc- 
tor junction under constant-current condi- 
tions. 
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Fig. 16.20. Forward-biased p-n junction temperature sensors: (A) diode; (B) diode-connected 
transistor. 


where E, is the energy band gap for silicon at 0 K (absolute zero), g is the charge of 
an electron, and K is a temperature-independent constant. It follows from Eq. (16.46) 
that when the junction is operated under constant-current conditions, the voltage is 
linearly related to the temperature and the slope is given by 


pao", ee aie) (16.47) 
dT q 

Typically, for a silicon junction operating at 10 LA, the slope (sensitivity) is approx- 
imately —2.3 mV/°C and it drops to about —2.0 mV/°C for a 1-mA current. Any 
diode or junction transistor can be used as a temperature sensor. A practical circuit 
for the transistor used as a temperature sensor is shown in Fig. 16.19B. A voltage 
source E and a stable resistor R is used instead of a current source. Current though 
the transistor is determined as uh Sy 


—— 16.48 
ra ( ) 


It is recommended to use current on the order of J = 100 WA; therefore for E =5 
V and V ~ 0.6 V, the resistance R= (E — V)/I =44 kQ2. When the temperature in- 
creases, the voltage V drops, which results in a minute increase in current J. According 
to Eq. (16.47), this causes some reduction in sensitivity which, in turn, is manifested 
as nonlinearity. However, the nonlinearity may be either small enough for a particu- 
lar application or it can be taken care of during the signal processing. This makes a 
transistor (diode) temperature sensor a very attractive device for many applications, 
due to its simplicity and very low cost. Figure 16.21 shows an error curve for the 
temperature sensors made with the PN100 transistor operating at 100 LA. It is seen 
that the error is quite small, and for many practical purposes, no linearity correction 
is required. 

A diode sensor can be formed in a silicon substrate in many monolithic sensors 
which require temperature compensation. For instance, it can be diffused into a mi- 
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Fig. 16.21. An error curve for a silicon transistor (PN100) as a temperature sensor. 
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Fig. 16.22. Simplified circuit for a semiconductor temperature sensor (A) and current-to-voltage 
curves (B). 


cromachined membrane of a silicon pressure sensor to compensate for temperature 
dependence of piezoresistive elements. 

An inexpensive yet precision semiconductor temperature sensor may be fabricated 
by using fundamental properties of transistors to produce voltage which is propor- 
tional to absolute temperature (in Kelvin). That voltage can be used directly or it can 
be converted into current [12]. The relationship between base-emitter voltage (Vbe) 
and collector current of a bipolar transistor is the key property to produce a linear 
semiconductor temperature sensor. Figure 16.22A shows a simplified circuit where 
Q3 and Q 4 form the so-called current mirror. It forces two equal currents Ic; = J and 
Ic2 =I into transistors Q; and Q>. The collector currents are determined by resistor 
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R. Ina monolithic circuit, transistor Q2 is actually made of several identical transis- 
tors connected in parallel, (e.g., eight). Therefore, the current density in Qj is eight 
times higher than that of each of transistors Q2. The difference between base-emitter 
voltages of Q; and Q2 is 


kT rl kT I kT 
AVoe = Voet — Voe2 = — In In = — Inr, (16.49) 
q Teeo qd Iceo q 


where r is a current ratio (equal to 8 in our example), k is the Boltzmann constant, 
q is the charge of an electron, and T is the temperature (in K). Currents ceo are the 
same for both transistors. As a result, a current across resistor R produces voltage 
Vr = 179 uV/K, which is independent of the collector currents. Therefore, the total 
current through the sensor is 


V k 
p= Ge In r) T, (16.50) 
R qR 


which for current ratio r =8 and resistance R= 358 Q produces a linear transfer 
function I; /T = 1 WA/K. 

Figure 16.22B shows current-to-voltage curves for different temperatures. Note 
that the value in parentheses in Eq. (16.50) is constant for a particular sensor design 
and may be precisely trimmed during the manufacturing process for a desired slope 
I7/T.The current I7 may be easily converted into voltage. If, for example, a 10-kQ 
resistor is connected in series with the sensor, the voltage across that resistor will be 
a linear function of absolute temperature. 

The simplified circuit of Fig. 16.22A will work according to Eqs. (16.49) and 
(16.50) only with perfect transistors (6 = 00). Practical monolithic sensors contain 
many additional components to overcome limitations of the real transistors. Several 
companies produce temperature sensors based on this principle. Examples are LM35 
from National Semiconductors (voltage output circuit) and AD590 from Analog De- 
vices (current output circuit). 

Figure 16.23 shows a transfer function of a LM35Z temperature sensor which 
has a linear output internally trimmed for the Celsius scale with a sensitivity of 
10 mV/°C. The function is quite linear where the nonlinearity error is confined within 
+0.1°C. The function can be modeled by 


Vout = Vo + aT, (16.51) 


where T is the temperature in degrees Celsius. Ideally, Vo should be equal to zero; 
however part-to-part variations of its value may be as large as +10 mV, which corre- 
sponds to an error of 1°C. The slope a may vary between 9.9 and 10.1 mV/°C. 


16.4 Optical Temperature Sensors 


Temperature can be measured by contact and noncontact methods. The noncontact 
instruments are generally associated with the infrared optical sensors that we covered 
in Sections 3.12.3 of Chapter 3, 4.9 of Chapter 4, and 14.6 of Chapter 14. A need 
for the noncontact temperature sensors exists when the measurement must be done 


492 16 Temperature Sensors 


mV 


600 


S00 


400 


Vv 


300 


200 


100 


0 


0) 1) 20 30) 4) 50 60 70 
temperature C 


Fig. 16.23. A typical transfer function of a LM35DZ semiconductor temperature sensor; (Cour- 
tesy of National Semiconductors, Inc.). 


quickly. Also, they are needed for determining temperatures at tough hostile environ- 
ments when very strong electrical, magnetic, or electromagnetic fields or very high 
voltages make measurements either too susceptible to interferences or too dangerous 
for the operator. Also, there are situations when it is just difficult to reach an object 
during a routine measurement. In addition to the infrared methods of temperature 
measurements, there are sensors that are contact by nature but still use photons as 
carriers of thermal information. 


16.4.1 Fluoroptic Sensors 


These sensors rely on the ability of a special phosphor compound to give away 
a fluorescent signal in response to light excitation. The compound can be directly 
painted over the measured surface and illuminated by an ultraviolet (UV) pulse while 
observing the afterglow. The shape of the response afterglow pulse is function of 
temperature. The decay of the response pulse is highly reproducible over a wide tem- 
perature range [13,14]. As a sensing material, magnesium fluoromagnetite activated 
with tetravalent manganese is used. This is phosphor, long known in the lighting 
industry as a color corrector for mercury vapor street lamps, prepared as a powder 
by a solid-state reaction at approximately 1200°C. It is thermally stable, relatively 
inert, and benign from a biological standpoint, and insensitive to damage by most 
chemicals or by prolonged exposure to ultraviolet UV radiation. It can be excited to 
fluoresce by either UV or blue radiation. Its fluorescent emission is in the deep red 
region, and the fluorescent decay is essentially exponential. 

To minimize cross-talk between the excitation and emission signals, they are 
passed through the bandpass filters, which reliably separate the related spectra (Fig. 
16.24A). The pulsed excitation source, a xenon flash lamp, can be shared among a 
number of optical channels in a multisensor system. The temperature measurement 
is made by measuring the rate of decay of the fluorescence, as shown in Fig. 16.24B; 
that is, a temperature is represented by a time constant t which drops fivefold over the 
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Fig. 16.24. Fluoroptic method of temperature measurement: (A) spectral responses of the exci- 
tation and emission signals; (B) exponential decay of the emission signal for two temperatures 
(T and T>); e is the base of natural logarithms and T is a decay time constant. (Adapted from 
Ref. [13].) 
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Fig. 16.25. Placement of a phosphor compound in the fluoroptic method: (A) on the surface of 
an object; (B and C) on the tip of the probe. (Adapted from Ref. [13].) 


temperature range from —200°C to +400°C. The measurement of time is usually the 
simplest and most precise operation that can be performed by an electronic circuit; 
thus, temperature can be measured with a good resolution and accuracy—about +2°C 
over the range without calibration. 

Because the time constant is independent of excitation intensity, a variety of 
designs is possible. For instance, the phosphor compound can be directly coated onto 
the surface of interest and the optic system can take measurement without a physical 
contact (Fig. 16.25A). This makes possible the continuous temperature monitoring 
without disturbing a measured site. In another design, a phosphor is coated on the tip 
of a pliable probe which can form a good contact area when brought in contact with 
the object (Figs. 16.25B and 16.25C). 
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Fig. 16.26. A schematic of a thin-film optical temperature sensor. 


16.4.2 Interferometric Sensors 


Another method of optical temperature measurement is based on the modulation of 
light intensity by interfering two light beams. One beam is a reference, and the other 
travels through a temperature-sensitive medium and is somewhat delayed depending 
on temperature. This results in a phase shift and a subsequent extinction of the inter- 
ference signal. For temperature measurement, a thin layer of silicon [15,16] can be 
used because its refractive index changes with temperature, thus modulating a light 
travel distance. 

Figure 16.26 shows a schematic of a thin-film optical sensor. The sensor was 
fabricated by sputtering three layers onto the ends of the step-index multimode fibers 
with 100-l1m core diameters and 140-um cladding diameters [17]. The first layer is 
silicone, then silicon dioxide. The FeCrAl layer on the end of the probe prevents 
oxidation of the underlying silicon. The fibers can be used up to 350°C, however, 
much more expensive fibers with gold-buffered coatings can be used up to 650°C. 
The sensor is used with a LED source operating in the range of 860 nm and a micro- 
optic spectrometer. 


16.4.3 Thermochromic Solution Sensor 


For biomedical applications, where electromagnetic interferences may present a prob- 
lem, a temperature sensor can be fabricated with the use of a thermochromic solu- 
tion [18], such as cobalt chloride (CoCl2 -6H2O). The operation of this sensor is 
based on the effect of a temperature dependence of a spectral absorption in the visible 
range of 400-800 nm by the thermochromic solution (Fig. 16.27A). This implies that 
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Fig. 16.27. A thermochromic solution sensor: (A) absorption spectra of the cobalt chloride 
solution; (B) reflective fiber coupling; (C) transmissive coupling. (From Ref. [18].) 


the sensor should consist of a light source, a detector, and a cobalt chloride solu- 
tion, which is thermally coupled with the object. Two possible designs are shown in 
Figs. 16.27B and 16.27C, where transmitting and receiving optical fibers are coupled 
through a cobalt chloride solution. 


16.5 Acoustic Temperature Sensor 


Under extreme conditions, temperature measurement may become a difficult task. 
These conditions include a cryogenic temperature range, high radiation levels inside 
nuclear reactors, and so forth. Another unusual condition is the temperature measure- 
ment inside a sealed enclosure with a known medium, in which no contact sensors 
can be inserted and the enclosure in not transmissive for the infrared radiation. Under 
such unusual conditions, acoustic temperature sensors may come in quite handy. An 
operating principle of such a sensor is based on a relationship between temperature 
of the medium and speed of sound. For instance, in dry air at a normal atmospheric 


pressure, the relationship is 
Se (16.52) 
BV SAS & 


where v is the speed of sound and T is the absolute temperature. 

An acoustic temperature sensor (Fig. 16.28) is composed of three components: an 
ultrasonic transmitter, an ultrasonic receiver, and a gas-filled hermetically sealed tube. 
The transmitter and receiver are ceramic piezoelectric plates which are acoustically 
decoupled from the tube to assure sound propagation primarily through the enclosed 
gas, which, in most practical cases, is dry air. Alternatively, the transmitting and 
receiving crystals may be incorporated into a sealed enclosure with a known content 
whose temperature has to be measured; that is, an intermediate tube in not necessarily 
required in cases where the internal medium, its volume, and mass are held constant. 
When a tube is used, care should be taken to prevent its mechanical deformation and 
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Fig. 16.28. An acoustic thermometer with an ultrasonic detection system. 


loss of hermeticity under the extreme temperature conditions. A suitable material for 
the tube is Invar. 

The clock of low frequency (near 100 Hz) triggers the transmitter and disables 
the receiver. The piezoelectric crystal flexes, transmitting an ultrasonic wave along 
the tube. The receiving crystal is enabled before the wave arrives at its surface and 
converts it into an electrical transient, which is amplified and sent to the control circuit. 
The control circuit calculates the speed of sound by determining the propagation time 
along the tube. Then, the corresponding temperature is determined from the calibration 
numbers stored in a look-up table. In another design, the thermometer may contain 
only one ultrasonic crystal which alternatively acts either as a transmitter or as a 
receiver. In that case, the tube has a sealed empty end. The ultrasonic waves are 
reflected from the end surface and propagate back to the crystal, which, before the 
moment of the wave arrival, is turned into a reception mode. An electronic circuit [19] 
converts the received pulses into a signal which corresponds to the tube temperature. 

A miniature temperature sensor can be fabricated with the surface-acoustic-wave 
(SAW) and plate-wave (PW) techniques (see Chapter 11). The idea behind such a 
sensor is in the temperature modulation of some mechanical parameters of a time- 
keeping element in the electronic oscillator [20,21]. This leads to the change in the 
oscillating frequency. In effect, such an integral acoustic sensor becomes a direct 
converter of temperature into frequency. A typical sensitivity is in the range of several 
kilohertz per degree Kelvin. 


16.6 Piezoelectric Temperature Sensors 


The piezoelectric effect, in general, is a temperature-dependent phenomenon. Thus, 
a temperature sensor based on the variability of the oscillating frequency of a quartz 
crystal can be designed. Because the quartz is an anisotropic medium, the resonant 
frequency of a plate is highly dependent on the crystallographic orientation of the 


References 497 


plate—the so-called angle of cut. Thus, by selecting a cut, a negligibly small temper- 
ature sensitivity may be achieved (AT- and BT-cuts), or just the opposite—a cut with 
pronounced temperature dependence may be selected. The temperature dependence 
of the resonant frequency may be approximated by a third-order polynomial: 


Af _ 2 3 
— =ajp +a, AT +@AT°+a3AT (16.53) 


fo 


where AT and Af are the temperature and frequency shifts respectively, fo is the 
calibrating frequency, and a are the coefficients. The first utilization of temperature 
dependence was made in 1962 by utilizing a nonrotated Y-cut crystal [22]. A very 
successful development of a linear temperature coefficient cut (LC) was made by 
Hewlett- Packard [23]. The second- and third-order coefficients had been eliminated 
by selecting a doubly-rotated Y -cut. The sensitivity (a1) of the sensor is 35 ppm/°C and 
the operating temperature range is from —80°C to 230°C with a calibration accuracy 
of 0.02°C. With the advent of microprocessors, linearity became a less important 
factor, and more sensitive, yet somewhat nonlinear quartz temperature sensors had 
been developed by using a slightly singly rotated Y-cut (Q = —4°C) with sensitivity 
of 90 ppm/°C [24] and by utilizing a tuning-fork resonators in flexural and torsional 
modes [25,26]. 

It should be noted that thermal coupling of the object of measurement with the 
oscillating plate is always difficult and, thus, all piezoelectric temperature sensors 
have a relatively slow response as compared with thermistors and thermoelectrics. 
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Chemical Sensors! 


Chemical sensors respond to stimuli produced by various chemicals or chemical reac- 
tions. These sensors are intended for the identification and quantification of chemical 
species (including both liquid and gaseous phases; solid chemical sensors are not 
common). 

In science and research, chemical sensors are used in many areas from atmospheric 
monitoring of pollutant emissions to detection of explosives. These sensors are used 
routinely to characterize gas samples from laboratory experiments and to track the 
migration of hazardous chemical spills in soils at field sites. New applications include 
tracking/locating insect pest infestations such as termites by their characteristic off- 
gassing from cellulose digestion and the monitoring of the menstrual cycles of cattle 
(to improve effectiveness of artificial insemination). 

In industry, chemical sensors are used for process and quality control during 
plastics manufacturing and in the production of foundry metals where the amount 
of diffused gases affects metal characteristics such as brittleness. They are used for 
environmental monitoring of workers to control their exposure to dangers and limit 
health risks. Chemical sensors find many new applications as electronic noses and 
are being used to test and control food spoilage, the distribution of pesticides in 
agricultural applications, and to grade beverages. 

In medicine, chemical sensors are used to determine patient health by monitoring 
oxygen and trace gas content in the lungs and in blood samples. These sensors are 
often used for breathalyzers to test for blood alcohol levels and as indicators of the 
digestion problems of patients. 

In the military, chemical sensors are used to detect fuel dumps and airborne chem- 
ical warfare agents. Liquid chemical sensors are used to manage training base opera- 
tions by carefully monitoring groundwater contamination. Combinations of liquid and 
gas sensors are used in experimental military applications to monitor toxics produced 
from refineries and nuclear plants to verify compliance with weapons treaties. 


1 This chapter is written in collaboration with Dr. Michael C. Vogt (Argonne National 
Laboratory). 
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17.1 Chemical Sensor Characteristics 


Most chemical sensors can be described using criteria and characteristics general to all 
sensors such as stability, repeatability, linearity, hysteresis, saturation, response time, 
and span (see Chapter 2), but two characteristics are unique and meaningful as applied 
to chemical detection. Because chemical sensors are used both for identification and 
quantification, they need to be both selective and sensitive to a desired target species 
in a mixture of chemical species. 

Selectivity describes the degree to which a sensor responds to only the desired tar- 
get species, with little or no interference from nontarget species. Sensitivity describes 
the minimal concentrations and concentration changes (then referred to as resolution) 
that can be successfully and repeatedly sensed by a device. Note that for the sensors 
described in the previous chapters, the term “sensitivity” is often used as a synonym 
of “slope” when the transfer function of a sensor is linear. For the chemical sensors, 
sensitivity is the synonym of resolution. This is a characteristic that other sensors, 
like pressure and temperature, are rarely concerned with. 

Therefore, one of the most important functions in the evaluation of a chemical 
sensor’s performance is the qualification of its selectivity. It is common practice to 
evaluate the response of a sensor only for increasing the values of activity (concen- 
tration) to the primary target species. This is mainly due to the fact that it is more 
convenient to prepare a continuously broad range of test concentrations by adding 
increasing amounts of a concentrated (pure) primary species to the background sam- 
ple than vice versa. An absolutely selective sensor really does not exist and there is 
commonly some interference present. 


17.2 Specific Difficulties 


The difficulty of developing chemical sensors versus other sensors (such as temper- 
ature, pressure, humidity, etc.) is that chemical reactions change the sensor, often 
in a way that is nonreversible. For example, electrochemical cells employing liquid 
electrolytes (material that conducts electrical current via charged ions, not electrons) 
lose a small amount of electrolytes with each measurement, requiring that the elec- 
trolyte be replenished eventually or have carbonic acid forming at the gate-membrane 
interface and etching components in chemical field-effect transistor (FET) sensors. 

Also, unlike pressure or temperature sensors which have comparatively few con- 
ditions under which they need to be modeled to operate, chemical sensors are often 
exposed to nearly unlimited numbers of chemical combinations. This introduces in- 
terference responses, contamination from acid attack, or, for porous film devices, the 
sorption of species that cannot be removed (such as silicone on zirconia sensors), 
altering their surface area and effectively changing their calibrated behavior. 

For the ceramic bead-type catalytic hydrocarbon sensors, bulk platinum electrodes 
and heating elements begin to evaporate at elevated (1000°C) temperatures, limiting 
their life spans and their usefulness for long-term continuous monitoring [1]. This 
evaporation rate is even higher in the presence of combustible gases. The loss of the 
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platinum metal results in a change in the resistance of the wire that introduces offset 
error into the sensor reading, and it leads to early burnout of the heating platinum 
coil. 

Chemical poisoning can affect many sensors like the catalytic bead devices where 
silicone and ethyl lead bind to the sensing element, inhibiting the oxidation of the 
hydrocarbon species and producing an inaccurate, false low reading. Filters are com- 
monly used with any chemical sensor if it is to be subjected to an environment con- 
taining a characteristic poison. Judicious selection of the filter material is required 
to eliminate only the poisoning agent without an associated reduction in the target 
analyte (the chemical species being exposed to the sensor). 

Surface-acoustical-wave (SAW) devices that use species-selective adsorptive 
films can be poisoned mechanically by species that adsorb but which do not des- 
orb returning the mass of the device back to its original (calibrated) state. Similarly, 
gas-selective coatings on fiber-optic devices also may be poisoned by nonremovable 
species, permanently reducing the optical reflectance and indicating a false positive. 

Another problem unique to chemical sensors is the significant chemical reaction 
changes that occur throughout the concentration levels. Reactive hydrocarbon devices 
(metal-oxide devices, voltammetric devices, etc.) require mixtures near stoichiometric 
(balanced chemical reactions) so that required minimal levels of both target analyte 
hydrocarbons and needed oxygen are available to feed the measurement reaction. If 
the hydrocarbon levels are too high (or better stated as the accompanying oxygen 
levels are too low), then only a fraction of the hydrocarbons will react producing a 
false-negative reading again. 


17.3 Classification of Chemical-Sensing Mechanisms 


All chemical sensing can be classified by the actual indicator phenomena employed 
for sensing, and they also can be classified by the measurement strategy employed. 
We will separate chemical sensors into two major groups, direct (simple) and indi- 
rect (complex), and will also distinguish between chemically reactive devices and 
physically reactive devices in each group (Fig. 17.1). 

Direct chemical sensors utilize any of a variety of chemical reaction phenomena 
that directly affect a measurable electrical characteristic such as resistance, potential, 


Fig. 17.1. Direct versus complex and chemically versus 
physically reactive groupings. 
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Fig. 17.2. Direct devices. 
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Fig. 17.3. Complex devices. 


current, or capacitance (Fig. 17.2). These devices require some sort of electrical signal 
conditioning, but no transducing (converting the sensor phenomena from one form 
of energy to another). Complex devices (Fig. 17.3) employ chemistry-influenced phe- 
nomena that do not directly affect an electrical characteristic and will require some 
form of transducing to obtain electrical signal in order to interface with common 
measurement electronics. Nondirect phenomena include physical shape change, fre- 
quency shifts, modulation of light, temperature or produced heat change, and even 
mass change. 

Some of the simplest chemical-sensor designs require that the sensing element 
chemically react with the analyte to effect a measurable change in the indicator (phe- 
nomena) or signal. This often adversely influences the device and introduces stability 
problems. The chemically reactive devices suffer when there is incomplete reversibil- 
ity, when there is depletion or consumption of the sensor/analyte chemicals (electro- 
chemical cells use up electrolyte and some electrodes get consumed), or when there 
is no species-specific reaction (including interference from other species). 

Physical chemical sensors do not require a chemical reaction to take place, but 
isolate and employ a physical reaction to indicate the presence of a chemical species. 
These devices regularly demonstrate less drift and better stability than true chemically 
reactive devices, but often at the cost of significant additional instrumentation and 
slower reaction times. 
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17.4 Direct Sensors 


Direct chemical sensors that affect the electrical characteristics of a sensing element 
can be separated into categories by the characteristic that they affect. Conductometric 
devices affect the resistance or impedance of the sensing element, amperometric 
devices affect the measurable electrical or electronic current passing through the 
sensing element, and potentiometric devices affect the electrical potential or voltage 
across some pair of electrodes. Through circuitry, these characteristics can be readily 
converted from one characteristic to another to simplify interfacing. There are a wide 
variety of chemical-sensing phenomena that employ direct sensing. 


17.4.1 Metal-Oxide Chemical Sensors 


Metal-oxide gas sensors (such as tin dioxide, SnO2) have been popular since the 
late 1960s [2]. They are simple rugged devices that perform reasonably well with 
relatively simple electronics support. Bulk metal oxides have electrical properties 
that change in the presence of reducible gases such as methyl mercaption (CH3SH) 
and ethyl alcohol (C2HsOH). When a metal-oxide crystal such as SnOz is heated at a 
certain high temperature in air, oxygen is adsorbed on the crystal surface and a surface 
potential is formed that inhibits electron flow. When the surface is exposed to reducible 
gases, the surface potential decreases and conductivity measurably increases. 

The relationship between the film’s electrical resistance and a given reducible gas’ 
concentration is described by the following empirical equation: 


Rs = A[C], (17.1) 


where R, is the sensor electrical resistance, A is a constant specific for a given film 
composition, C is the gas concentration, and a is the characteristic slope of the Ry, 
curve for that material and expected gas. 

Metal-oxide devices change the resistivity as a function of the presence of re- 
ducible gases, and as such, they require an additional electronic circuit to operate. 
A typical arrangement is to design the sensor as one leg in a common Wheatstone 
bridge circuit so that the changing resistance can be detected as an unbalancing of 
the potential drops observed across the bridge circuit (Fig. 17.4A). The negative tem- 
perature coefficient (NTC) thermistor (temperature sensor; see Chapter 16) with a 
linearizing parallel resistor is required to adjust the bridge balance point according to 
the sensor’s temperature. 

Because the sensor behaves as a resistance whose value is controlled by gas species 
and gas concentration, the voltage drop across it is proportional to its resistance and 
a plot of voltage drop versus gas concentration is recorded. The response signal from 
the sensors is linear when plotted on logarithmic charts (Fig. 17.4B). The slopes 
and offsets of the curves produced by different reducible gases allow them to be 
distinguished from each other and quantified within certain concentration ranges 
where the curves do not overlap [3]. Optionally, the rate of change of the conductivity 
may be used to differentiate gases and concentrations [4]. The bulk conductivity can 
drift for these devices, but the rate of change of that conductivity when driven by a 
pulsed input is more stable and reproducible. 
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Fig. 17.4. SnO2 Wheatstone bridge circuit (A) and its response for different gases (B). 
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17.4.2 ChemFET 


AchemFET is a chemical field-effect transistor that includes a gas-selective coating or 
series of coatings between its transistor gate and the analyte (Fig. 17.5). This chemical 
element gives the device a control input that modifies the source—drain conduction 
in relationship with selected chemical species. Different materials applied to the gate 
react with different chemical species (gases or liquids) and provide differentiation of 
species. ChemFETs can be used for detecting Hz in air, O2 in blood, some military 
nerve gases, NH3, COz, and explosive gases [5]. 

As in a conventional FET, the chemFET is constructed using thin-film techniques 
and commonly employs a p-type silicon body with two n-type silicon diffusion re- 
gions (source and drain). This three-part system is covered with a silicon dioxide 
insulator layer separating a final top metal gate electrode above and between the 
source and drain. Operation involves applying a voltage, positive with respect to the 
silicon to the gate electrode. Electrons are attracted to the surface of the semicon- 
ductor forming a conducting channel between the source and the drain n-regions [6]. 
In fact, a chemFET is a chemically controlled conductor (resistor). Conductance of 
a chemFET is measured by a differential amplifier and is represented by the output 
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voltage e. To compute conductance, the current in the circuit is measured by the J/V 
converter with a reference resistor R. 

Hydrogen-gas-sensing chemFETs use a palladium/nickel (Pd/Ni) film as their 
gates [7]. The improved, more stable, chemFETs used for liquid sensing employ a 
silver/sliver chloride hydrogel (Ag/AgCl) bridge between the silicon dioxide (SiO2) 
gate and a selective membrane that separates the gate from the analyte (Fig. 17.5). The 
selective membrane is commonly polyvinyl chloride (PVC), polyurethane, silicone 
rubber, or polystyrene. 

For an ion-selective chemFET the gate is replaced by or coated with a chemical- 
selective electrolyte or other semiconductor material. If the ion-sensitive material is 
ion penetrable, then the device is called a MEMFET, and if the membrane is ion 
impenetrable, it is called a SURFET. The chemical-selective gate material alters the 
potential at which the device begins to conduct and thus indicates the presence of 
specific chemical species. The devices are inherently small and low in power con- 
sumption. The gate coatings for the chemFET can be enzyme membranes (ENFET) 
or ion-selective membranes (ISFET). Ion-selective membranes produce a chemical 
sensor, and enzyme membranes can produce a biochemical sensor. The enzyme mem- 
brane is made from polyaniline (PANIE) and is, itself, created using a voltammetric 
electrochemical process to produce this organic semiconductor. 


17.4.3 Electrochemical Sensors 


The electrochemical sensors are the most versatile and better developed than any other 
chemical sensors. Depending on the operating mode, they are divided into sensors 
which measure voltage (potentiometric), those which measure electric current (am- 
perometric), and those which rely on the measurement of conductivity or resistivity 
(conductometric). In all of these methods, special electrodes are used, where either 
a chemical reaction takes place or the charge transport is modulated by the reaction. 
A fundamental rule of an electrochemical sensor is that it always requires a closed 
circuit; that is, an electric current (either dc, or ac) must be able to flow in order to 
make a measurement. Because electric current flow essentially requires a closed loop, 
the sensor needs at least two electrodes, one of which is called a return electrode. 
It should be noted, however, that even if, in the potentiometric sensors, no flow of 
current is required for the voltage measurement, the loop still must be closed for the 
measurement of voltage. 

The electrodes in these sensing systems are often made of catalytic metals such as 
platinum or palladium or they can be carbon-coated metals. Electrodes are designed to 
have a high surface area to react with as much of the analyte as possible, producing the 
largest measurable signal. Electrodes can be treated (modified) to improve their reac- 
tion rates and extend their working life spans. The working electrode (WE) is where 
the targeted chemical reactions take place (Fig. 17.6). The electrical signal is mea- 
sured with respect to a counter or auxiliary electrode (AE) which is not intended to be 
catalytic, and in the case of three-electrode systems, a third reference electrode (RE) 
is employed to measure and correct for electrochemical potentials generated by each 
electrode and the electrolyte. The third electrode improves operation by correcting 
for error introduced by a polarization of the working electrode. Newer electrochem- 
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ical sensors employ thick-film screen-printed electrode sets to make manufacturing 
simpler and more robust. 

The electrolyte is a medium that carries charges using ions instead of electrons. 
This directly limits the reactions that can take place and is the first stage of lend- 
ing selectivity to the electrochemical sensor. The sensor formed by this collection 
of electrodes and electrolytes is called an electrochemical cell and may be operated 
in several ways depending on the electrical characteristic (resistance, potential, cur- 
rent, capacitance, etc.) being observed. The more comprehensive measurements are 
captured using various forms of voltammetry discussed later in this chapter. 

A simple liquid electrochemical sensor (cell) uses two electrodes immersed in 
an electrolyte solution. Gas analytes such as CO react at the working electrode and 
produces COz and free electrons. Charges and charged species migrate to the other 
(counter) electrode where water is produced if oxygen is present. The reaction converts 
CO to COo. If the electrodes are connected in series to a resistor and the potential 
drop across the resistor is measured, it will be proportional to the current flowing, 
making it a function of analyte gas present. 


17.4.4 Potentiometric Sensors 


These sensors use the effect of the concentration on the equilibrium of the redox 
reactions occurring at the electrode—electrolyte interface in a electrochemical cell. 
An electrical potential may develop at this interface due to the redox reaction which 
takes place at the electrode surface, where Ox denotes the oxidant and Red denotes 
the reduced product [8]: 

Ox + Ze = Red. (17.2) 
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This reaction occurs at one of the electrodes (cathodic reaction in this case) and is 
called a half-cell reaction. Under thermodynamical quasiequilibrium conditions, the 
Nernst equation is applicable and can be expressed as 


Fee ge ley gel (17.3) 
nF Ch 


where Cj and C?, are concentrations of Ox and Red, respectively, n is the number of 
electrons transferred, F is the Faraday constant, R is the gas constant, T is the absolute 
temperature, and Ep is the electrode potential at a standard state. In a potentiomet- 
ric sensor, two half-cell reactions will take place simultaneously at each electrode. 
However, only one of the reactions should involve the sensing species of interest; the 
other half-cell reaction is preferably reversible, noninterfering, and known. 

The measurement of the cell potential of a potentiometric sensor should be made 
under zero-current or quasiequilibrium conditions; thus, a very high-input-impedance 
amplifier (which is called an electrometer) is generally required. There are two types of 
electrochemical interface from the viewpoint of the charge transfer: ideally polarized 
(purely capacitive) and nonpolarized. Some metals (e.g., Hg, Au, Pt) in contact with 
solutions containing only an inert electrolyte (e.g., H2SO4) approach the behavior 
of the ideally polarized interface. Nevertheless, even in those cases, a finite charge- 
transfer resistance exists at such an interface and excess charge leaks across with the 
time constant given by the product of the double-layer capacitance and the charge- 
transfer resistance (t = Re+Cq)). 

An ion-selective membrane is the key component of all potentiometric ion sensors. 
It estab- lishes the reference with which the sensor responds to the ion of interest in the 
presence of various other ionic components in the sample. An ion-selective membrane 
forms a nonpolarized interface with the solution. A well-behaved membrane (i.e., one 
which is stable, reproducible, immune to adsorption and stirring effects, and also 
selective) has both high absolute and relative exchange-current density. 


17.4.5 Conductometric Sensors 


An electrochemical conductivity sensor measures the change in conductivity of the 
electrolyte in an electrochemical cell. An electrochemical sensor may involve a ca- 
pacitive impedance resulting from the polarization of the electrodes and faradic or 
charge-transfer process. 

In a homogeneous electrolytic solution, the conductance of the electrolyte, 
G(Q7!), is inversely proportional to L, which is the segment of the solution along 
the electrical field, and directly proportional to A, which is the cross-sectional area 
perpendicular to the electric field [9]: 

G= pes (17.4) 

L 
where p(Q7!cm7!) is the specific conductivity of the electrolyte and is related quan- 
titatively to the concentration and the magnitude of the charges of the ionic species. 
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The equivalent conductance of the solution at any concentration, C in mol/L or any 
convenient units, is given by 


A= Ao — BC, (17.5) 


where £ is a characteristic of the electrolyte and Ag is the equivalent conductance of 
the electrolyte at an infinite dilution. 

Measurement techniques of electrolytic conductance by an electrochemical con- 
ductivity sensor has remained basically the same over the years. Usually, a Wheatstone 
bridge (similar to Fig. 17.4) is used with the electrochemical cell (the sensor) form- 
ing one of the resistance arms of the bridge. However, unlike the measurement of 
the conductivity of a solid, the conductivity measurement of an electrolyte is often 
complicated by the polarization of the electrodes at the operating voltage. A faradic 
or charge-transfer process occurs at the electrode surfaces. Therefore, a conductivity 
sensor should be operated at a voltage where no faradic process could occur. Another 
important consideration is the formation of a double layer adjacent to each of the 
electrodes when a potential is imposed on the cell. This is described by the so-called 
Warburg impedance. Hence, even in the absence of the faradic process, it is essen- 
tial to take into consideration the effect of the double layers during measurement of 
the conductance. The effect of the faradic process can be minimized by maintaining 
the high cell constant L/A of the sensor so that the cell resistance lies in the region 
between | and 50 kQ2. This implies using a small electrode surface area and large in- 
terelectrode distance. This, however, reduces the sensitivity of the Wheatstone bridge. 
Often the solution is in the use of a multiple-electrode configuration. Both effects of 
the double layers and the faradic process can be minimized by using a high-frequency 
low-amplitude alternating current. Another good technique would be to balance both 
the capacitance and the resistance of the cell by connecting a variable capacitor in 
parallel to the resistance of the bridge area adjacent to the cell. 


17.4.6 Amperometric Sensors 


An example of an amperometric chemical sensor is a Clark oxygen sensor which was 
proposed in 1956 [10,11]. The operating principle of the electrode is based on the 
use of an electrolyte solution contained within the electrode assembly to transport 
oxygen from an oxygen-permeable membrane to the metal cathode. The cathode 
current arises from a two-step, oxygen-reduction process that may be represented as 


O2 + 2H20 + 2e7 — H202 + 20H™ 


H202 + 2e— > 20H. (178) 


Figure 17.7A shows the membrane which is stretched across the electrode tip, allow- 
ing oxygen to diffuse through a thin electrolyte layer to the cathode. Both anode and 
cathode are contained within the sensor assembly, and no electrical contact is made 
with the outside sample. A first-order diffusion model of the Clark electrode is illus- 
trated in Fig. 17.7B [11]. The membrane-electrolyte—electrode system is considered 
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Fig. 17.7. Clark electrode (A) and the first-order one-dimensional model (B) of the oxygen 
tension distribution throughout the system. (Adapted from Ref. [11].) 
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to act as a one-dimensional diffusion system with the partial pressure at the membrane 
surface equal to the equilibrium partial pressure po and that at the cathode equal to 
zero. It can be shown that the steady-state electrode current is given by 


Lx 4 Fam Dm Po 


(17.7) 


Xm 


where A is the electrode area, am is the solubility of oxygen in the membrane, F is 
the Faraday’s constant, D,, is the diffusion constant, and x,, is the thickness of the 
membrane. It should be noted that the current is independent of the electrolyte thick- 
ness and diffusion properties. A Teflon® membrane is used as an oxygen-permeable 
film. We may define the sensor’s sensitivity as a ratio of the current to the oxygen 
partial pressure: 

SS, (17.8) 

PO 

For example, if the membrane is 25 jim thick and the cathode area is 2 x 10~° cm?, 
then the sensitivity is approximately 10~!? A/mm Hg. 

An enzymatic-type amperometric sensor can be built with a sensor capable of 
measuring the relative oxygen deficiency caused by the enzymatic reaction by using 
two Clark oxygen electrodes. The operating principle of the sensor is shown in Fig. 
17.8. The sensor consists of two identical oxygen electrodes, where one (A) is coated 
with an active oxidize layer and the other (B) with an inactive enzyme layer. An 
example of the application is a glucose sensor, where inactivation can be carried out 
either chemically, by radiation, or thermally. The sensor is encapsulated into a plastic 
carrier with glass coaxial tubes supporting two Pt cathodes and one Ag anode. In the 
absence of the enzyme reaction, the flux of oxygen to these electrodes and, therefore, 
the diffusion-limiting currents are approximately equal to one another. When glucose 
is present in the solution and the enzymatic reaction takes place, the amount of oxygen 
reaching the surface of the active electrode is reduced by the amount consumed by 
the enzymatic reaction, which results in a current imbalance. 
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Fig. 17.8. Simplified schematic of an amperometric Clark oxygen sensor adapted for detecting 
glucose. 
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Fig. 17.9. Electrocatalytic gas microsensor fabricated on a ceramic substrate having a heating 
element and resistive temperature sensor (RTD) on one side and thick-film solid electrolyte on 
the other side. 


17.4.7 Enhanced Catalytic Gas Sensors 


Enhanced catalytic gas sensors are experimental devices that employ active mea- 
surement techniques coupled with fairly simple electrochemical cells [12]. The elec- 
trochemical cells are fabricated of ceramic—metallic films and provide the reaction 
environment for potentiometric and amperometric measurements. These sensors pro- 
vide broad-spectrum responses allowing identification and quantification of a wide 
range of gases. The enhanced catalytic devices are divided into electro-enhanced 
catalytic devices (electrocatalytic) and photo-enhanced catalytic devices (photocat- 
alytic). 

The electrocatalytic devices employ a thick-film solid electrolyte electrochemical 
cell (Fig. 17.9).The cell is fabricated using screen-printing/firing techniques to pro- 
duce a sandwich of ceramic—metallic (cermet) materials on a 625-m-thick aluminum 
oxide substrate (Al203). The lower reference electrode measures approximately 15 
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tum thick and is made of platinum (Pt) bonded to nickel oxide (NiO). The upper 
sensing electrode measures approximately 5 um thick and is made of platinum (Pt) 
sintered into a porous structure. The two electrodes are separated by a 25—30-um-thick 
yttria-stabilized zirconia (YSZ) solid electrolyte. The final cross-sectional arrange- 
ment is Al703\Pt\Ni-NiO\ YSZ\Pt. In the simple diffusion-driven mode, an electric 
potential is produced as a function of the natural log of the ratio of partial pressures 
of the gases on opposing faces of the sensor, as described by the Nernst equation [Eq. 
(17.3)]. This is a very limited sensing reaction, but is the one most used by common 
automotive oxygen sensors. 

When the electrodes of the device are excited by an external driving potential, more 
complex and interesting chemical reactions are initiated. As a changing potential is 
applied, the gas species at the surface of the device will reduce or oxidize and release 
or capture free electrons [Eq. (17.2)]. This reaction affects the electrical current i 
passing through the film, which can be measured by an ammeter as a function of 
the gas species and applied potential. The current is affected by both the rate of 
change of the applied potential and the reactive Faradic current component [13]. By 
altering the time-based shape of the applied potential, these two signal components 
can be separated and better used to detect gas species. Because the reaction depends 
on temperature, a heater and temperature sensor are incorporated into the sensor to 
maintain temperature on a predetermined level. 

The photocatalytic devices (Fig. 17.10) employ materials such as titanium dioxide 
(TiO2) as acatalyst. TiO2 dramatically enhances electro-oxidation reactions when it is 
exposed to wavelengths of ultraviolet (UV) light less than 320 nm. The photocatalytic 
sensors change resistance when exposed to the proper wavelength of UV light and 
a reactable gas species [14]. These devices can be used with a single excitation 
wavelength to simply detect the presence of a gas species by it gross resistance 
chance, or they can be coupled with several different UV light sources and doped 
TiO» films to change the reaction windows and improve speciation of gas analytes. 

Both changing applied potentials and changing activation light sources can be 
used to excite the enhanced catalytic devices to a state where they are reactive to 
different chemical species. With the electrocatalytic devices, the gas species on the 
surface react at species-specific dissociation potentials. This attenuates or augments 
the electrical current passing through the device that is recorded as a spike or drop 
in measured current. Because of their requirement for advanced active measurement 
techniques, the enhanced catalytic sensors occupy a role between simple sensors and 
fully equipped instruments. 


Tioz 


Fig. 17.10. Photocatalytic gas microsensor. 
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17.4.8 Elastomer Chemiresistors 


Elastomer chemiresistors or polymer conductive composites (also polymer conduc- 
tors or simply PCs) are polymer films that adsorb chemical species and swell, increas- 
ing resistance as a physical response to the presence of a chemical species. These can 
be used as chemical detectors but do not truly employ a chemical reaction. The poly- 
mers are designed and/or treated to attract subsets of chemicals providing a degree of 
speciation or selectivity. PCs have become commercially viable [15] as the sensing 
element inside of a more complex instrument. The PC sensors can respond to the 
presence of simple hydrocarbons like isopropyl alcohol in only a couple of seconds, 
whereas more complex oils may take 10-15 s. The PC element is not expected to 
be tolerant of corrosives, but barring exposure to such, it should have a life span of 
months in normal operation. The PC measurement strategy uses several differently 
treated PC elements to produce an array, and then it samples the array to produce a 
signature. The commercial instruments based on this technology can readily differen- 
tiate between compounds such as acetone and acetic acid, but they are not designed 
to be quantitative. These commercial instruments are complements to metal-oxide 
sensors in that they are rather insensitive to fixed gases like O2, Clo, H2, and NO that 
are commonly detected using metal-oxide devices. Unlike metal-oxide-based sen- 
sors, the PCs do not require the high controlled operating temperatures and consume 
significantly less power. 

To detect the presence of a liquid, a sensor usually must be specific to that par- 
ticular agent at a certain concentration; that is, it should be selective to the liquid’s 
physical and/or chemical properties. An example of such a sensor is a resistive detec- 
tor of hydrocarbon fuel leaks (originally devised in Bell Communication Research 
to protect buried telephone cables). A detector is made of silicone and carbon black 
composite. The polymer matrix serves as the sensing element and the conductive 
filler is used to achieve a relatively low volume resistivity, on the order of 10 Q cm in 
the initial standby state. The composition is selectively sensitive to the presence of a 
solvent with a large solvent—polymer interaction coefficient [16]. Because the sensor 
is not susceptible to polar solvents such as water or alcohol, it is compatible with the 
underground environment. The sensor is fabricated in the form of a thin film with a 
very large surface/thickness ratio. Whenever the solvent is applied to the film sensor, 
the polymer matrix swells, resulting in the separation between conductive particles. 
This causes a conversion of the composite film from being a conductor to becoming 
an isolator with a resistivity on the order 10? Q cm, or even higher. The response time 
for a film sensor is less than | s. The sensor returns to its normally conductive state 
when it is no longer in contact with the hydrocarbon fuel, making the device reusable. 


17.5 Complex Sensors 


Complex sensors involve chemical phenomena that change the state of an indicator 
as a function of some chemical reaction. The indicator can be a temperature change, 
an opacity change, an oscillation frequency change, and so forth. These indicators 
require another transducer to convert the changing indicator to an electrical output. 


17.5 Complex Sensors 513 


Fig. 17.11. Schematic diagram of a chem- 
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17.5.1 Thermal Sensors 


When the internal energy of a system changes, it is accompanied by an absorption or 
evolution of heat. This is called the first law of thermodynamics. Therefore, a chemical 
reaction which is associated with heat can be detected by an appropriate thermal 
sensor, such as those described in Chapter 16. These sensors operate on the basic 
principles which form the foundation of microcalorimetry. An operating principle of 
a thermal sensor is simple: A temperature probe is coated with a chemically selective 
layer. Upon the introduction of a sample, the probe measures the release of heat during 
the reaction between the sample and the coating. 

A simplified drawing of such a sensor is shown in Fig. 17.11. It contains a thermal 
shield to reduce heat loss to the environment and a catalytic-layer-coated thermistor. 
The layer may be an enzyme immobilized into a matrix. An example of such a sensor 
is the enzyme thermistor using an immobilized oxidize (GOD). The enzymes are 
immobilized on the tip of the thermistor, which is then enclosed in a glass jacket in 
order to reduce heat loss to the surrounding solution. Another similar sensor with 
similarly immobilized bovine serum albumin is used as a reference. Both thermistors 
are connected as the arms of a Wheatstone bridge [17]. The temperature increase as a 
result of a chemical reaction is proportional to the incremental change in the enthalpy, 
dH: 


1 
le cic (17.9) 
where Cy is the heat capacity. 
The chemical reaction in the coating is 
B — D-glucose + H20 + 07 “2” HO + D-gluconic acid, AM, (17.10) 
and 
1,0,°5" 502+ 120, AF», (17.11) 


where AH, and AH) are partial enthalpies, the sum of which for the above reaction 
is approximately —80 kJ/mol. The sensor responds linearly with the dynamic range, 
depending on the concentration of hydrogen peroxide (H202). 
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17.5.2 Pellister Catalytic Sensors 


These sensors operate on the principle similar to thermal enzymatic sensors. Heat is 
liberated as a result of a catalytic reaction taking place at the surface of the sensor 
and the related temperature change inside the device is measured. On the other hand, 
the chemistry is similar to that of high-temperature conductometric oxide sensors. 
Catalytic gas sensors have been designed specifically to detect a low concentration 
of flammable gases in ambient air inside mines. These sensors often are called pel- 
listors [8]. The platinum coil is imbedded in a pellet of ThO2/Al2.03 coated with a 
porous catalytic metal: palladium or platinum. The coil acts as both the heater and the 
resistive temperature detector (RTD). Naturally, any other type of heating element 
and temperature sensor can be successfully employed. When the combustible gas 
reacts at the catalytic surface, the heat evolved from the reaction increases the tem- 
perature of the pellet and of the platinum coil, thus increasing its resistance. There are 
two possible operating modes of the sensor. One is isothermal, where an electronic 
circuit controls the current through the coil to maintain its temperature constant. In 
the nonisothermal mode, the sensor is connected as a part of a Wheatstone bridge 
whose output voltage is a measure of the gas concentration. 


17.5.3, Optical Chemical Sensors 


Optical sensors are based on the interaction of electromagnetic radiation with matter, 
which results in altering (modulating) some properties of the radiation. Examples 
of such modulations are variations in intensity, polarization, and velocity of light in 
the medium. The presence of different chemicals in the analyte affects which wave- 
lengths of light are modulated. Optical modulation is studied by spectroscopy, which 
provides information on various microscopic structures from atoms to the dynamics 
in polymers. In a general arrangement, the monochromatic radiation passes through 
a sample (which may be gas, liquid, or solid), and its properties are examined at the 
output. Alternatively, the sample may respond with a secondary radiation (induced 
luminescence), which is also measured. 

Chemiluminescence devices (reaction produces measurable light) phosphoresce 
when light hits them and that emission of light is an indication of chemical species 
presence. Nondispersive infrared (NDIR) absorbance involves the absorption of spe- 
cific wavelengths of light and, when tuned through experimental methods, can be 
used for single-analyte target gases such as CO». Spectroscopic absorption optical 
sensors are useful for UV and IR wavelengths and can be used to target O3 detection 
by producing a more complex absorbance signature versus a simple attenuation. In all 
strategies, the wavelength of the light source is routinely matched to the reactive en- 
ergy of the optrode indicator to achieve a best possible electronic signal. The detection 
of the original and resultant light is obtained with a photodiode or photomultiplier tube. 

Optical chemical sensors can be and are designed and built in a great variety of 
ways, which are limited only by the designer’s imagination. Here, we will describe 
only one device just to illustrate how an optical sensor works. Figure 17.12 shows a 
simplified configuration of a CO2 sensor [18]. It consists of two chambers which are 
illuminated by acommon LED. Each chamber has metallized surfaces for better inter- 
nal reflectivity. The left chamber has slots covered with a gas-permeable membrane. 
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Fig. 17.12. Simplified configuration of an optical CO? sensor. 


The slots allow COz to diffuse into the chamber. The bottom parts of the chambers 
are made of glass. Both wafers, A and B, form optical waveguides. The test chamber 
is filled with a reagent, and the reference chamber is not. The sample part of the 
sensor monitors the optical absorbency of a pH indicator in a dilute solution, where 
the optical absorbency changes in accordance with the Beer-Lambert law: 


1 = Ip exp [—a (A, pH) dC], (17.12) 


where J is the transmitted intensity, Jo is the source intensity, a is the molar absorp- 
tivity, A is the wavelength, C is the concentration, and d is the optical path length. 

Ambient CO> equilibrates with the bicarbonate ion buffer system in the reagent, 
as it is done in the traditional Severinghaus—Stow CO? electrode. Equilibrium among 
CO, H2CO3, and HCO3 produces a change in the pH of the solution. The solu- 
tion contains a pH indicator Chlorophenol Red, which exhibits a sharp, nearly linear 
change in the optical absorbency at 560 nm from pH 5 to pH 7. The buffer concentra- 
tion can be selected to exhibit pH changes in the range for partial CO2 pressures from 
0 to 140 torr. Because the buffer pH varies linearly with the log of the partial pressure 
of carbon dioxide (pCOz2), changes in optical absorbency can also be expected to vary 
linearly with the log of pCO2. 

The LED common for both halves of the sensor transmits light through the pH- 
sensitive sample to a test photodiode (PD1). The second photodiode (PD2) is for 
reference purposes to negate variations in the light intensity of the LED. For temper- 
ature stability, the sensor should operate in a thermally stable environment. 

Fiber-optic chemical sensors (Fig. 17.13) use a chemical reagent phase to alter 
the amount or wavelength of light reflected by, absorbed by, or transmitted through 
a fiber waveguide (see also Fig. 4.17A of Chapter 4). A fiber-optic sensor typically 
contains three parts: a source of incident (pilot) light, an optrode, and a transducer 
(detector), to convert the changing photonic signal to an electrical signal. It is the op- 
trode that contains the reagent phase membrane or indicator whose optical properties 
are affected by the analyte [19]. 

The location of the reagent, and the specific optical characteristic that is affected 
by it, vary from one type of optical sensor to another. Simple polymer-coated fibers 
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Fig. 17.13. Fiber-optic gas sensor. 


coat the polished lens end of a glass fiber with a reagent that absorbs incident light. 
Coating the cladding of a fiber instead of its polished end affects the reflection and 
refraction of the light. This is referred to as evanescent wave sensing. Whereas the 
glass optical fiber is rugged and in many cases chemically resistant, the coating or 
indicator is not and becomes the weak component in the system [20]. 

Differential designs (to isolate all but reaction of interest) are often employed to 
split the original incoming light source and pass one through the reagent area while 
the other is unaltered. The two optical paths are either multiplexed to a single detec- 
tor (transducer) or fed to different transducers to produce a difference signal used for 
sensing. 


17.5.4 Mass Detector 


Chemical sensors that utilize the very small mass change from adsorbed chemical 
molecules to alter mechanical properties of a system are referred to as mass, gravi- 
metric, or microbalance sensors. These are physically active devices, as no chem- 
ical reaction takes place. Measurement of microscopic amount of mass cannot be 
accomplished by using conventional balances; the quantity of the material is just too 
small. So the oscillating sensor had been invented. Sometimes, it is called an acous- 
tic gravimetric sensor because it operates at ultrasonic frequencies. The idea behind 
the oscillating sensor is the shift in the resonant frequency of a piezoelectric crystal 
when an additional mass is deposited on its surface. A piezoelectric quartz oscillator 
resonates with a frequency which, depending on the circuit, is called either a series 
(fr) or a parallel (far) resonant (see Fig. 7.39B of Chapter 7). Either frequency is a 
function of the crystal mass and shape. In a simplified manner, the acoustic gravimet- 
ric sensor may be described as an oscillating plate whose natural frequency depends 
on its mass. Adding material to that mass would shift the frequency and thus can be 
measured by electronic means: 


A 
A aA (17.13) 


fo 
where fo is the unloaded natural oscillating frequency, Af is the frequency shift: 
(Af = floaded — fo), Am is the added mass per unit area, and S,, is the sensitivity 
factor. The numerical value of S,, depends on the design, material, and operating 
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frequency (wavelength) of the acoustic sensor. Therefore, the oscillating sensor con- 
verts the mass value into a frequency shift. Because frequency and time are the easiest 
variables to measure by electronic circuits, the entire sensor’s accuracy is determined 
virtually by the ability to assure that the coefficient S,, is known and does not change 
during the measurement (see Fig. 17.18 as an example of this type of a sensor). 

Molecules or larger particles of a chemical compound deposit on the surface of 
the crystal increasing its mass and, subsequently, lowering its resonant frequency. 
An electronic circuit measures the frequency shift, which is almost a linear measure 
of the chemical concentration in the sampled gas. Thus, this method is sometimes 
called a microgravimetric technique, as added mass is extremely small. The absolute 
accuracy of the method depends on such factors as the mechanical clamping of the 
crystal, temperature, and so forth; therefore, the over-the-range calibration is usually 
required. 

Oscillating sensors are extremely sensitive. For instance, a typical sensitivity is in 
the range of 5 MHz cm?/kg, which means that 1 Hz in frequency shift corresponds to 
about 17 ng/cm? added weight. The dynamic range is quite broad: up to 20 g/cm”. To 
assure a selectivity, a crystal is coated with a chemical layer specific for the material 
of interest. 

Another type of a gravimetric detector is a surface-acoustic-wave (SAW) sensor. 
The SAW is a phenomenon of propagating mechanical waves along a solid surface 
which is in a contact with a medium of lower density, such as air [21]. These waves 
are sometimes called Reyleigh waves, after the man who predicted them in 1885. 
As with a flextural plate, the SAW sensor is a transmission line with three essential 
components: the piezoelectric transmitter, the transmission line with a chemically 
selective layer, and the piezoelectric receiver. An electrical oscillator causes the elec- 
trodes of the transmitter to flex the substrate, thus producing a mechanical wave. The 
wave propagates along the transmission surface toward the receiver. The substrate 
may be fabricated of LINbO3 with a high piezoelectric coefficient [22]. However, the 
transmission line does not have to be piezoelectric, which opens several possibilities 
of designing the sensor of different materials, like silicon. The transmission surface 
interacts with the sample according to the selectivity of the coating, thus modulating 
the propagating waves. The waves are received at the other end and converted back 
to an electric form. Often, there is another reference sensor whose signal is subtracted 
from the test sensor’s output. 

Typical designs of the acoustic sensors which can be adapted for measuring mass 
are covered in Section 12.6 of Chapter 12. Here, we briefly describe the gravimetric 
SAW sensor which is adapted for sensing gas concentrations (Fig. 17.14). The sensor is 
designed in the form of a flextural thin silicon plate with two pairs of the interdigitized 
electrodes deposited by use of the sputtering technology. A thin piezoelectric ZnO 
thin film is deposited beneath the electrodes, so that the plate can be mechanically 
excited by the external electronic circuit. The piezoelectric film is needed to give 
piezoelectric properties to the silicon substrate. The top surface of the sensing plate 
is coated with a thin layer of a chemically selective material (or glue, if the sensor 
is intended to detect air pollutants). The entire sensor is positioned inside a tube 
where the sampled gas is blown through. The left and right pairs of the electrodes are 
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Fig. 17.14. Flextural-plate SAW gas sensor; deflection of the membrane is exaggerated for 
clarity. 


connected to the oscillating circuit whose frequency fp is determined by the natural 
mechanical frequency of the sensor’s plate. 

The circuit contains an amplifier whose output drives the excitation electrode. 
Due to the piezoelectric effect, this results in flexing the membrane and propagation 
of the deflection wave from right to left. The wave velocity is determined by the 
state of the membrane and its coating. The change in the mechanical properties of 
the coating depends on its interaction with the sampled gas. Thus, the left electrodes 
will detect piezoelectric response either sooner or later, depending on how fast the 
wave goes through the membrane. The received signal is applied to the amplifier’s 
input as a feedback voltage and causes the circuit to oscillate. The output frequency 
is a measure of the sampled gas concentration. The reference frequency is usually 
determined before sampling the gas. 

One of the possible applications for the technique is the monitoring of heteroge- 
neous samples, such as aerosols and suspensions. The mass increase due to impacting 
and sticking particles (liquid—aerosol or solid—suspension) produces a strong fre- 
quency shift; however, it is also sensitive to particle size, which means that it can 
be used either to detect the sizes of the particles or to monitor samples with con- 
stant particle dimensions. To improve the “stickiness” of the crystal, it can be treated 
chemically, or an electrostatic effect can be used. 

The theoretical sensitivity of the flextural plate sensor is given by S,, = —1/2p d, 
where p is the average density of the plate and d is its thickness [23]. At an operating 
frequency of 2.6 MHz, the sensor has sensitivity on the order of —900 cm?/g. So, 
for example, if the sensor having the area of 0.2 cm? captures 10 ng (107° g) of ma- 
terial, the oscillating frequency is shifted by Af = —(900)(2.6 x 10°)(1078/0.2) = 
—117 Hz. 

The SAW sensors are quite versatile and can be adapted for measuring a variety 
of chemical compounds. The key to their efficiency is the selection of the coating. 
Table 17.1 gives examples of various SAW sensors. 
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Table 17.1. SAW Chemical Sensors 


Compound Chemical Coating SAW Substrate 
Organic vapor Polymer film Quartz 
SO2 TEA* Lithium niobate 
H> Pd Lithium niobate, silicon 
NH3 Pt Quartz 
H2S WO3 Lithium niobate 
Water vapor Hygroscopic Lithium niobate 
NO) pc? Lithium niobate, quartz 
NO , NH3, NH3, SO2, pc? Lithium niobate 
CH4 
Vapor explosives, drugs Polymer Quartz 
SO2, methane ce Lithium niobate 
Source: Ref. [22]. 
“Triethanolamine. 
b Phthalocyanine. 
“No chemical coating used. Detection is based on changes in thermal conductivity 
produced by the gas. 


17.5.5 Biochemical Sensors 


Biosensors are a special class of chemical sensors. The evolution of species by means 
of natural selection led to extremely sensitive organs, which can respond to pres- 
ence of just few molecules. Man-made sensors, although generally not as sensitive, 
employ biologically active materials in combination with several physical sensing 
elements (e.g., amperometric or thermal). The biorecognition element is actually a 
bioreactor on the top of the conventional sensor, so the response of the biosensor 
will be determined by the diffusion of the analyte, reaction products, coreactants or 
interfering species, and the kinetics of the recognition process. The following bio- 
logical elements may be detected qualitatively and quantitatively by the biosensors: 
organisms, tissues, cells, organelles, membranes, enzymes, receptors, antibodies, and 
nucleic acids [17]. 

In the fabrication of biosensor, one of the key issues is immobilization of analytes 
on the physical transducer. The immobilization must confine the biologically active 
material on a sensing element and keep it from leaking out over the lifetime of the 
biosensor, allow contact to the analyte solution, allow any product to diffuse out of 
the immobilization layer, and not denature the biologically active material. Most of 
the biologically active materials used in biosensors are proteins or contain proteins in 
their chemical structures. Therefore, to immobilize the proteins on the surface of the 
sensor, two basic techniques are employed: binding or physical retention. Adsorption 
and covalent binding are the two types of binding technique. The retention involves 
separating the biologically active material from analyte solution with a layer on the 
surface of the sensor, which is permeable to the analyte and any products of the 
recognition reaction, but not to the biologically active material. 
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17.5.6 Enzyme Sensors 


One of the most efficient ways of achieving selectivity is by using sensors with 
enzymatic layers. Enzymes are a special kind of catalyst—proteins of molecular 
weight 6—4000 kDa found in living organisms. They have two remarkable properties: 
(1) They are extremely selective to a given substrate and (2) they are extraordinarily 
effective in increasing the rate of reactions. Therefore, they favorably contribute to 
both the selectivity and the magnitude of the output signal. The maximum velocity 
of the reaction is proportional to the concentration of the enzyme. A general diagram 
of an enzymatic sensor is shown in Fig. 17.15 [17]. 

The sensing element can be a heated probe, an electrochemical sensor, or an optical 
sensor. Enzymes operate only in an aqueous environment, so they are incorporated into 
immobilization matrices which are gels—specifically, hydrogels. The basic operating 
principle is as follows. An enzyme (a catalyst) is immobilized inside a layer into which 
the substrate diffuses. Hence, it reacts with the substrate and the product is diffused 
out of the layer into the sample solution. Any other species which participates in the 
reaction must also diffuse in and out of the layer. 


17.6 Chemical Sensors Versus Instruments 


Because of the complexity of operation and numerous influences, a chemical sensor 
is rarely used alone, but, rather, it is a key part of a more rigorous chemical detec- 
tion instrument. An instrument often combines sensor measurement hardware with 
decision-making and control software (instructions). Most instruments employ some 
form of feedback to adjust the operation based on actual conditions versus desired 
conditions. Some instruments and microinstruments include components to perform 
mechanical actions (e.g., pumping, filtration, and separation). 

Instruments such as gas chromatographs, mass spectrometers, IR spectrometers, 
and others provide the most comprehensive chemical analysis, especially when com- 
pared to simple individual gas sensors. These instruments contain sensors calibrated 
to perform a specific type of measurement or analysis as well as support circuits and 
signal processing to control, minimize, and compensate for chemical signal drift and 
other operation-induced errors. 

Liquid and gas chromatography (LC and GC, respectively) are effective and pop- 
ular chemical analysis methods. Chromatography involves injecting a liquid or gas 
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Fig. 17.16. Gas-chromatography example (A) and mass-spectrometry example (B). 


analyte into a restrictive tube that is filled with a highly porous material presenting 
a highly tortuous path to the molecules in the analyte [24]. The size of the pores 
in the material are chosen by prior experiments to closely match the physical size 
of the expected molecules in the sample. The adsorption behavior of the material is 
also matched to the anticipated molecules. An electrical (e.g., conductance) detector 
resides at the end of the tubing path and recognizes the presence of any molecules 
that exit the tube. A timer is started when the sample is injected. As the sample passes 
through the porous material, the smaller molecules move easier and exit sooner than 
larger molecules. This effectively separates the sample, like passing gravel through a 
series of sieves. The samples are separated and eventually exit the tube, typically in 
groups with gaps in between. The electrical detector records their overall concentra- 
tion as a peak with a width, and an integrated area that is a function of that molecule’s 
concentration in the sample. The time at which each peak is recorded is a function of 
the molecule size and adsorption characteristics and is used to differentiate molecules 
and identify them. The resulting peak versus time data are called a “chromatogram” 
(Fig. 17.16A). 

Modern advanced chromatographic systems produce multiple chromatograms 
and store specialized libraries of samples to allow comparison. Some systems even 
generate multidimensional chromatograms for special purposes. Chromatography is 
a popular chemical analysis method with a wide variety of instrument manufacturers 
and excellent training textbooks available. Chemometrics application software can 
process standardized chromatography responses using a variety of calibration and 
pattern recognition techniques. 

Mass spectrometry (MS or “mass spec’) is a chemical analysis method that in- 
volves ionizing the analyte sample and then accelerating the produced ions with a 
potential and focusing them into a beam [25]. The beam is composed of molecular 
fragments with different masses and different net charges, each of which is separated 
into a spectrum with magnetic or electrostatic forces. The result is a mass spectrogram 
(17.16B). The location of the lines in the spectrogram indicates the mass/charge ratio 
and is indicative of the molecular fragments (chemical species). The height of the 
lines is a function of the proportion of molecules of any given m/e ratio in the sample. 
Mass spec is a popular laboratory method. 

Many other chemical analysis techniques are often coupled with mass spec to al- 
low better selectivity for nonionizing compounds. Like chromatography, mass spec- 
trograms can be processed as vectors using Chemometrics techniques and software 
(see Section 17.6.1). 
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Fig. 17.17. Fourier transform infrared spectroscopy example (A) and voltammetry example (B). 


Fourier transform infrared (FTIR) spectroscopy is a chemical analysis technique 
that involves bombarding an analyte sample with a range of different IR radiations and 
measuring the magnitude of different wavelengths of the IR that absorbed [26]. The 
absorption is plotted versus wavelength to produce a very noisy spectrogram that is 
then filtered via Fourier transforms (Fig. 17.17A). FTIR is still a popular experimental 
technology with improvements being made regularly, but those improvements also 
represent changes that make standardization and universal libraries of spectra of 
limited use. The technique has not yet been miniaturized and the noise found in the 
spectrum requires significant computational capability to remove it. Chemometrics 
application software that includes Fourier transforms may be used to process the FTIR 
spectrograms. 

Voltammetry is an electrochemical measurement technique that involves apply- 
ing a changing potential across two or three electrodes in contact with a liquid or 
gaseous analyte [27]. The changing potential triggers redox reactions in electroactive 
species and affects the overall electrical current measurable in the system loop. The 
plot (Fig. 17.17B) of the measured current versus the applied potential is called a 
voltammogram [28] and it contains a significant amount of information which allows 
one to identify and quantify the chemical species in the mixture or compound. The 
voltammogram produced can be simple or complex depending on the complexity of 
the shape of the applied potential [29]. There is a great deal of interaction between 
the different electrochemical reactions, but, in general, different chemical species 
have specific dissociation potentials, so the location along the potential curve of the 
feature identifies the species. The size of the features is controlled by the amount 
of any given species in the analyte [30]. Voltammetric analysis began in the early 
part of the twentieth century [31,32]. It is an excellent technique for organic, in- 
organic, metallic, and metallorganic species. Because voltammetry produces such 
complex results, specialized chemometrics strategies are replacing manual analysis 
of the voltammogram [33]. 

Several basic waveforms are effective and popular for producing the voltamme- 
try response. These include a simple linear sweep, a triangle sweep, stair-step sweep, 
pulsed differential sweep, and a square-wave sweep. The simpler linear sweep and 
triangle sweep are excellent for diagnostic capability but have somewhat poor de- 
tection limits, often limited to 10~7-10-*M levels. Stair-step, differential pulse, and 
square-wave voltammetries have detection limits as low as the 10~’-10~* M levels. 


17.6 Chemical Sensors Versus Instruments 523 
17.6.1 Chemometrics 


Often, chemical analysis instruments produce a response signal that is complex and 
contains a significant amount of information. This requires more advanced analysis 
than simple single-value measurements or threshold comparisons. It is important 
to relate the required signal processing to the chemical sensor, as they influence 
each other quite significantly. The study of chemical measurements is referred to as 
chemometrics and has been developed to address the particular challenges of chemical 
sensors and complex chemical response analysis. Chemometrics is responsible for 
a great deal of advanced data processing techniques, applying mathematical and 
statistical modeling to chemical systems [34]. In general, these techniques can be 
divided into data exploration and data analysis topics. 

Part of both the exploration and analysis involves modeling the response data. 
Models can be divided into parametric and nonparametric types [35]. Statistical tech- 
niques were once taught based on strong assumption about the data—assumptions that 
continuous variables followed Gaussian (Normal) distributions. This also describes 
any fitting operation where a preassumed shape is assigned and the data fit against 
it. The error is measured as deviation from the assumed fit. Statistical methods that 
make strict assumptions about the distribution for experimental data are referred to 
as parametric methods and produce exact solutions to approximate problems. 

Approximate solutions to exact problems, the complement, make no assumptions 
about distributions. These nonparametric models are usually easier and quicker to 
apply, with a simple theory that allows better judgment to be used in their application. 
Robust statistical models are an alternative to strictly parametric or nonparametric 
methods. Robust statistics attempts to describe the structure best fitting the bulk of 
the data and to identify outliers and leverage points (influential points that have large 
affect on regressions) for optional separate treatment. Robust statistics also deals with 
unsuspected serial correlations or deviations from assumed serial correlations. 

Data exploration techniques typically start with unsupervised classification. Un- 
supervised classification (clustering) is a good way to identify and display natural 
grouping without imposing any prior class membership. Hierarchical cluster anal- 
ysis (HCA) is a popular way to implement unsupervised classification. HCA is im- 
plemented by calculating all point-to-point distances, sorting them, and then, starting 
with smallest distances, linking points together to form new seed clusters. Points or 
clusters are joined to the their nearest neighbor (based on Euclidean distance), forming 
a growing chain of links until the entire population is assigned. 

Data analysis also includes classification methods, but these supervised classi- 
fication techniques are used to construct a model to classify future samples. Many 
options exist for performing supervised classification, but all the methods share one 
common trait; They use past and existing examples of classified response to assign 
unknown responses to various groupings or categories. This is the supervised as- 
pect to the classification. In the K-nearest neighbors algorithm (KNN), an unknown 
sample is assigned to the class that it is nearest to in multidimensional (Euclidean) 
space [34]. Another supervised classification approach that also reduces the number 
of variables/dimensions is soft independent modeling of class analogy (SIMCA) [36]. 
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SIMCA performs better with lower sample: variable ratios than other supervised clas- 
sification methods. 


17.6.2 Multisensor Arrays 


Processing multiple measurements from individual chemical sensors and from a num- 
ber of independent sensors can provide information needed to statistically reduce error 
and improve both the selectivity and sensitivity of a chemical sensor [37] or chem- 
ical detection instrument. Because measurement error is a sum of systematic error 
and random error, the measurement error of an individual sensor can be statistically 
reduced via multiple samples by using statistics to reduce or eliminate the random 
error [36]. Multiple redundant sampling can provide enough data to reduce the mea- 
surement standard deviation by a factor of 1/,/n, where n is the number of redundant 
samples. The redundant samples may come from the same sensor or multiple sensors 
of the same type to further ensure the best possible response [38]. This, however, is 
useful against random errors but is not efficient against systematic errors. 

Responses from multiple independent sensors of different types can be combined 
(often referred to as sensor fusion) to provide overlapping reinforced responses that 
better span the sensors’ response spaces, leaving fewer gaps where analyte identifi- 
cation would be weak or unavailable. 

Obviously, introducing any redundancy of sensors or multiplicity of measure- 
ments increases the amount of data and the complexity of signal processing. There is 
a trade-off decision to be made between the additional work created and the quality 
of the decision that can be made with that corresponding data. Often, the majority of 
improvements can be made to the measurement accuracy with only a limited number 
of multiple measurements. Significant additional effort typically only gains a small 
amount of additional accuracy. 


17.6.3 Electronic Noses (Olfactory Sensors) 


The principle of measurement and data processing that is described in this subsection 
is an example of a bionic approach of resolving the selectivity and sensitivity. The 
main idea is to use many sensors of different types and process data in a way that 
resembles data processing by living brains. Although today we still know very little 
of how brain really works, some ideas suggested by Nature already can be put to a 
practical use. Processing and analyzing the signals produced by multisensor arrays 
typically involves pattern recognition. Electronic noses, or e-noses, are less a sensor 
or instrument and more a measurement strategy. Electronic noses have become pop- 
ular and combine advanced sensors and sensor array strategies with chemometrics 
techniques to produce a broad range of intermediate instruments and analyzers. 
Early e-noses tried to duplicate the behavior and capability of human odor sens- 
ing. They combined different sensor types to represent the different cell tissues in the 
nasal cavity and they took the approach of detecting an odor as a collection of individ- 
ual chemicals. The name “odor sensor” is used instead of “gas sensor” whenever its 
sensitivity approaches that of a human. Odor and fragrance sensors find applications 
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Fig. 17.18. Microbalance odor sensor (A) and its transfer function (B) for amylacetate gas. 


in forensic science, quality assurance in the cosmetic and food industry, environmen- 
tal control, and so forth. All methods of odor measurements can be divided into four 
groups: instrumentational analysis, semiconductor gas sensors, membrane potential- 
type odor sensors [39], and the quartz microbalance method. The last method is 
conceptually close to the gravimetric sensors covered in previous sections. In gen- 
eral, it is based on a shift in natural frequency of a quartz crystal coated with an 
odor-sensitive membrane and the subsequent measurement of the shift (Fig. 17.18). 
This can be measured by electronic means and correlated with the odorant concen- 
tration. Potentially, this method has the possibility of performing with humanlike 
characteristics and sensitivity because the same membrane as the human olfactory 
(lipid membrane) can be used as the odorant-absorptive media of the sensor. 

Olfactory cells or odor receptors of humans are covered with a phospholipid 
bilayer membrane, which is a kind of lipid membrane. It is believed that odorant 
molecule adsorption into the membrane induces nerve pulses. Using this as an anal- 
ogy, a man-made odor sensor uses a composite membrane consisting of PVC, a 
plastisizer, and synthetic lipid [40]. The synthetic lipid molecules are randomly ori- 
ented in the polymer matrix. To produce a sensor, a quartz crystal was cut to 14 mm 
in diameter. Then, the lipid composite was prepared as a solution of organic solvent 
(tetrahydrofuran), PVC, plastisizer (dioctylphenyl phosphonate), and synthetic lipid 
(dioctil phosphate, decyl alcohol, and other lipids can be employed). The membrane 
is formed with a thickness of 200 Um on one side of the resonator by using the spin- 
coating method (see Chapter 18). The membrane blend is selected to maintain the 
quality factor of the resonator (Q) on the level of at least 5 x 10+. 

The experimental curve of the transfer function indicates that the response was 
detectable starting from 1 ppm concentration, which is approximately equal to the 
human threshold, and was linear up to a concentration of about 3000 ppm. Such a 
sensor has a quite fast response time—within | s. 

Newer approaches to e-nose development involve more flexible combinations of 
sensor designs and signal processing. The performance of these e-noses is measured 
more by how many compounds they can distinguish at nominal low ppm levels and 
less by their sensitivity and detection limit for a specific compound. Because most 
chemical sensors are affected by both humidity and temperature, sensors for such 
conditions are often included in the e-nose array [41]. One example of an experimental 
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e-nose employed a set of nine simple, but specialized, commercial tin-dioxide gas 
sensors. Each metal-oxide device was doped, making the metal oxide more specific to 
a particular gas species. The simple time-based conductivity change responses from 
the devices were collected into an array response, as shown in Fig. 17.19. 

The combination of devices could differentiate common office chemicals such as 
contact cement, paint thinner, glass cleaner, and alcohol. Using these collections of 
sensors experiments achieved up to a 98% accuracy identification rate. 

Another example electronic nose developed for fire detection employed a comple- 
mentary strategy: combining fewer but more complex sensors in a smaller array [37]. 
The signatures from three electrochemical sensors were very different, as shown in 
Fig. 17.20, and were fused to produce a complex temporal array signature. 

These solid electrochemical sensor arrays were used to characterize various com- 
bustible materials commonly found on naval ships such as wood, wallboard, clean- 
ing fluid, plastics, food, bedding materials, and fabrication shop operations such as 
welding. The approach employed a time-offset signature series, where the change 
in signatures was monitored over time as opposed to the static signature. Using this 
approach, the miniature-array e-nose was able to correctly identify 14 different types 
of fire with a confidence of between 70% and 100%. 

The combination of different types of chemical sensor (from only a couple to 
tens of devices) allows overlaps in their respective detection ranges to complement 
each other, producing higher-quality detection from simpler, less selective sensors 
than any individual sensor could achieve on its own. A generalized but also complete 
and functional model for an e-nose can be constructed that includes both simple and 
complex chemical sensors, along with ancillary sensors such as temperature, humidity, 
and barometric pressure to measure the effects of these variables on the chemistry. 
For most problems, the output will be mapped to specific categories, including an 
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Fig. 17.21. Generalized e-nose model (for simplicity, only a portion of the sensor connections 
are represented; the full model would include connections from all sensors to all categories). 


“unknown” category for samples which are detected, but do not fall into existing 
categories within some predetermined level of confidence. Such a model is shown in 
Fig. 17.21. 

This detection/sensing model is particularly appropriate for identifying complex 
mixtures and ratios of chemical constituents as a group, rather than isolating and 
quantifying any particular single-gas species. Because of this fundamental underlying 
strategy, e-noses are particularly popular in food industry and process control, where 
they are used to categorize beverages, grade the quality of extracts, and even determine 
the age and expiration dates of produce. These are tasks that historically are very 
subjective and qualitative when performed by a human expert, but become far more 
reproducible when performed by an e-nose. 


17.6.4 Neural Network Signal (Signature) Processing for Electronic Noses 


Active array devices like an e-nose produce complex signals or “signatures,” which 
have to be processed to extract the desired chemical species component information. 
It is natural and effective to pair e-nose signals with neural network classification and 
analysis methods that similarly mimic biological systems [37]. 

Neural network algorithms can duplicate the more preferred chemometrics pattern 
recognition methods, such as Bayesian classifiers, providing provable and statistically 
measurable confidence in their results. Neural methods execute simple mathematical 
operations in a highly parallel fashion and lend themselves to scalable execution from 
low-cost microcontrollers. 
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A neural network is inspired by and loosely models the architecture and informa- 
tion processing capability of the biological brain [42]. An artificial neural network 
(ANN) accomplishes this by simulating each biological neuron with an integrated cir- 
cuit as a collection of gates and transistors, whereas a computational neural network 
(CNN) accomplishes this through execution of a series of computer instructions. 
Neural networks can be structured to perform classification [43], to approximate 
equations [44], and to predict values [45,46]. Several different models for neurons 
are available; each supports a different range of network architectures and artificial 
learning methods. A generalized neuron model (Fig. 17.22A) includes some input 
stage with variable weighted interconnections to the outputs of other neurons, a sum- 
mation/comparison stage for combining the weighted inputs, a transfer function that 
reduces the information passed along through the neuron, an output stage that con- 
nects to the inputs of other neurons, and some feedback/training method to adjust the 
weights so that a desired output is produced when exposed to known inputs. Some 
network architectures require an optional delay stage to support adaptive learning. 

A generalized network architecture (Fig. 17.22B) includes an input layer x that 
interfaces directly to the sensor signals, a hidden layer y that reduces information, 
makes intermediate choices, and performs feature extraction, and an output layer z that 
selects intermediate answers and provides the classification or component analysis 
information. In a generic architecture, neurons are referred to as nodes, and internode 
connections are only made between adjacent layers. 

Electronic noses generally pursue composite odor classification, with component 
analysis representing a more difficult secondary goal. Probabilistic neural network 
(PNN) classifiers are the most popular CNNs used with electronic noses. They dupli- 
cate the functionality of K-nearest neighbor or Bayesian statistical classifiers, though 
the NN versions often outperform both [47]. The PNN uses a radial basis function 
neuron and competitive hidden layer network architecture. PNNs require supervised 
training where a set of inputs is constructed that has predetermined desired outputs 
(categories). During training, a new neuron is constructed for each sample in the 
training set. The weights between the inputs and the competitive neuron are copies 
of the input values themselves. The output of each neuron goes to a matching cate- 
gory in the final competitive output layer. Multiple examples of a given input/output 
pairing create additional copies of a neuron and strengthen the possibility of selection 
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for that category, reflecting statistical probabilities of that category’s occurrence in a 
population—hence, the name “probabilistic” neural network. 

During the operation of a PNN, a vector containing the input values is presented to 
each neuron in the input layer. Each neuron compares the input vector and the vector 
formed from its own local set of weights by computing a Cartesian distance between 
the vectors (Fig. 17.23A). Internal to each neuron, the distance is then passed through 
the local radial basis transfer function (a Gaussian bell curve centered on input = 0 
to produce an output = 1) that outputs a high value for small distances (differences) 
and very small values for larger distances (Fig. 17.23B). The result is that the neuron 
whose weights most closely match the input vector produces the highest final output 
value, and the output layer assigns the input to that category (Fig. 17.23C). The options 
for training PNNs vary with trade-offs among flexibility, memory resource use, and 
speed of training. 
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17.6.5 “Smart”? Chemical Sensors 


Many other chemical sensors, both commercial and experimental, employ a growing 
variety of phenomena and strategies. Trends in microelectronics and programmable 
controllers will lead to the production of “smart” chemical sensors. The future of 
chemical sensors lies in these smart devices. A smart sensor incorporates some level 
of the data processing into the sensor directly, distributing some of the intelligence 
of the instrument and allowing functional and useful systems to be designed with 
lower intelligence required in the instrument [48-50]. A smart chemical sensor should 
include interdevice communication and local drift and recalibration capabilities so that 
remote polling control systems would only receive measurements. A smart chemical 
sensor may also perform routine unit conversion (i.e., from % to ppm) and report 
different units to different requests. In this way, the same (smart) sensor can provide 
a measurement to different hosts without requiring any of them to introduce any 
additional scaling of their own; they work with whatever local units they chose. 
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Sensor Materials and Technologies 


Methods of sensor fabrication are numerous and specific for each particular design. 
They comprise processing of semiconductors, optical components, metals, ceram- 
ics, and plastics. Here, we briefly describe some materials and the most often used 
techniques. 


18.1 Materials 


18.1.1 Silicon as a Sensing Material 


Silicon is present in the Sun and stars and is a principle component of a class of 
meteorites known as aerolites. Silicon is the second most abundant material on Earth, 
being exceeded only by oxygen; it makes up to 25.7% of the Earth’s crust, by weight. 
Silicon is not found free in nature, but occurs chiefly as the oxide and as silicates. 
Some oxides are sand, quartz, rock crystal, amethyst, clay, mica, and so forth. Silicon 
is prepared by heating silica and carbon in an electric furnace, using carbon electrodes. 
There are also several other methods for preparing the element. Crystalline silicon 
has a metallic luster and grayish color!. The Czochralski process is commonly used to 
produce single crystals of silicon used for the solid-state semiconductors and micro- 
machined sensors. Silicon is a relatively inert element, but it is attacked by halogens 
and dilute alkali. Most acids, except hydrofluoric, do not affect it. Elemental silicon 
transmits infrared radiation and is commonly used as windows in far-infrared sensors. 

Silicon’s atomic weight is 28.0855, and its atomic number is 14. Its melting point 
is 1410°C and the boiling point is 23°C. The specific gravity at 25°C is 2.33 and its 
valence is 4. 

Properties of silicon are well studied and its applications to sensor designs have 
been extensively researched worldwide. The material is inexpensive and can now be 
produced and processed controllably to unparalleled standards of purity and perfec- 
tion. Silicon exhibits a number of physical effects which are quite useful for sensor 
applications (see Table 18.1). 

! Silicon should not be confused with silicone, which is made by hydrolyzing silicon organic 


chloride, such as dimethyl] silicon chloride. Silicones are used as insulators, lubricants, and 
for the production of silicone rubber. 
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Table 18.1. Stimuli of Silicon-Based Sensors 


Stimuli Effects 

Radiant Photovoltaic effect, photoelectric effect, photoconductivity, 
photo-magneto-electric effect 

Mechanical Piezoresistivity, lateral photoelectric effect, 
lateral photovoltaic effect 

Thermal Seebeck effect, temperature dependence of conductivity 
and junction, Nernst effect 

Magnetic Hall effect, magnetoresistance, Suhi effect 

Chemical Ion sensitivity 


Source: Ref. [1]. 


Unfortunately, silicon does not posses the piezoelectric effect. Most effects of 
silicon such as the Hall effect, the Seebeck effect, piezoresistance, and so forth are 
quite large; however, a major problem with silicon is that its responses to many stim- 
uli show substantial temperature sensitivity. For instance: strain, light, and magnetic 
field responses are temperature dependent. When silicon does not display the proper 
effect, it is possible to deposit layers of materials with the desired sensitivity on top 
of the silicon substrate. For instance, sputtering of ZnO thin films is used to form 
piezoelectric transducers which are useful for the fabrication of SAW (surface acous- 
tic waves) devices and accelerometers. In the later case, the strain at the support end 
of the an etched micromechanical cantilever is detected by a ZnO overlay. 

Silicon itself exhibits very useful mechanical properties which currently are 
widely used to fabricate such devices as pressure transducers, temperature sensors, 
force and tactile detectors by employing the MEMS technologies. Thin film and 
photolithographic fabrication procedures make it possible to realize a great variety 
of extremely small, high-precision mechanical structures using the same processes 
that have been developed for electronic circuits. High-volume batch-fabrication tech- 
niques can be utilized in the manufacture of complex, miniaturized mechanical com- 
ponents which may not be possible with other methods. Table A.14 in the Appendix 
presents a comparative list of mechanical characteristics of silicon and other popular 
crystalline materials. 

Although single-crystal silicon (SCS) is a brittle material, yielding catastroph- 
ically (not unlike most oxide-based glasses) rather than deforming plastically (like 
most metals), it certainly is not as fragile as is often believed. Young’s modulus of sili- 
con (1.9 x 10!* dyn/em or 27 x 10° psi), for example, has a value of that approaching 
stainless steel and is well above that of quartz and of most glasses. The misconception 
that silicon is extremely fragile is based on the fact that it is often obtained in thin 
slices (S—13-cm-diameter wafers) which are only 250-500 um thick. Even stainless 
steel at these dimensions is very easy to deform inelastically. 

As mentioned earlier, many of the structural and mechanical disadvantages of 
SCS can be alleviated by the deposition of thin films. Sputtered quartz, for example, 
is utilized routinely by industry to passivate integrated circuit chips against airborne 
impurities and mild atmospheric corrosion effects. Another example is a deposition of 
silicon nitrate (Table A.14) which has a hardness second only to diamond. Anisotropic 
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etching is a key technology for the micromachining of miniature three-dimensional 
structures in silicon. Two etching systems are of practical interest. One is based on 
ethylenediamine and water with some additives. The other consists of purely inorganic 
alkaline solutions like KOH, NaOH, or LiOH. 

Forming the so-called polysilicon (PS) materials allows one to develop sensors 
with unique characteristics. Polysilicon layers (on the order of 0.5 um) may be formed 
by vacuum deposition onto oxided silicon wafer with an oxide thickness of about 0.1 
tum [2]. Polysilicon structures are doped with boron by a technique known in the 
semiconductor industry as LPCVD (low-pressure chemical vapor deposition). 

Figure 18.1A shows the resistivity of boron-doped LPCVD polysilicon in a com- 
parison with SCS. The resistivity of PS layers is always higher than that of a single- 
crystal material, even when the boron concentration is very high. At low doping 
concentrations, the resistivity climbs rapidly, so that only the impurity concentra- 
tion range is of interest to a sensor fabrication. The resistance change of PS with 
temperature is not linear. The temperature coefficient of resistance may be selected 
over a wide range, both positive and negative, through selected doping (Fig. 18.1B). 
Generally, the temperature coefficient of resistance increases with decreased doping 
concentration. The resistance at any given temperature of a PS layer may be found 
from 


R(T) = Rope? F—™, (18.1) 
where 
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aR = — ——— 
Roy dT 
Qcm 


Dose 


% 
cm = 


io t® 


60-20 49 60 100,49.“ 
Doping Concentration N, [cm Temperature 


(A) (B) 


Fig. 18.1. Specific resistivity of boron-doped silicon (A); temperature coefficient of resistivity 
of silicon for different doping concentrations (B). 
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Fig. 18.2. Temperature coefficient as function of doping (A) and piezoresistive sensitivity of 
silicon (B). 


is the temperature coefficient and R29 is the resistance at the calibrating point (7p = 
20°C). Figure 18.2A shows that the temperature sensitivity of PS is substantially 
higher than that of SCS and can be controlled by doping. It is interesting to note that 
at a specific doping concentration, the resistance becomes insensitive to temperature 
variations (point Z). 

For the development of sensors for pressure, force, or acceleration, it is critical to 
know the strain sensitivity of PS resistors expressed through the gauge factor. Figure 
18.2B shows curves of the relative resistance change of boron-doped PS resistors, 
referenced to the resistance value Ro under no-stress conditions, as a function of 
longitudinal strain ¢;. The parameter varies with the implantation dose. It can be 
seen that the resistance decreases with compression and increases under tension. It 
should be noted that the gauge factor (a slope of the line in Fig. 18.2B) is temperature 
dependent. PS resistors are capable of realizing at least as high a level of long-term 
stability as any that can be expected from resistors in SCS, because surface effects 
play only a secondary role in device characteristics. 


18.1.2 Plastics 


Plastics are synthetic materials made from chemical raw materials called monomers. 
A monomer (one chemical unit) such as ethylene is reacted with other monomer 
molecules to form long chains of repeating ethylene units, forming the polymer 
polyethylene. In a similar manner, polystyrene is formed from styrene monomers. 
The polymers consist of carbon atoms in combination with other elements. Polymer 
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Fig. 18.3. The atomic building blocks for polymers. 


chemists use only eight elements to create thousands of different plastics. These ele- 
ments are carbon (C), hydrogen (H), nitrogen (N), oxygen (O), fluorine (F), silicon 
(Si), sulfur (S), and chlorine (Cl). Combining these elements in various ways produces 
extremely large and complex molecules. 

Each atom has a limited capacity (energy bonds) for joining with other atoms, 
and every atom within a molecule must have all of its energy bonds satisfied if the 
compound is to be stable. For example, hydrogen can bond only to one other atom, 
whereas carbon or silicon must attach to four other atoms to satisfy its energy bonds. 
Thus, H-H and H-F are stable molecules, whereas C-H and Si-C] are not. Figure 18.3 
shows all eight atoms and the corresponding energy bonds. 

Adding more carbon atoms in a chain and more hydrogen atoms to each car- 
bon atom creates heavier molecules. For example, ethane gas (C2H¢) is heavier than 
methane gas because it contains additional carbon and two hydrogen atoms. Its molec- 
ular weight is 30. Then, the molecular weight can be increased in increments of 14 
(1 carbon + 2 hydrogen), until the compound pentane (C5Hj2) is reached. It is too 
heavy to be gas and, indeed, it is liquid at room temperature. Further additions of 
CH2 groups makes progressively a heavier liquid until CjgH38 is reached. It is solid: 
paraffin wax. If we continue and grow larger molecules, the wax becomes harder 
and harder. At about Cjo99H202, the material with a molecular weight of 1402 is tough 
enough and is called a low-molecular-weight polyethylene, the simplest of all thermo- 
plastics. Continuing the addition of more CH2 groups further increases the toughness 
of the material until medium-molecular-weight (between 1000 and 5000 carbons) and 
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Fig. 18.4. Monomers and their respective polymer units. 


high-molecular-weight polyethylene. Polyethylene, being the simplest polymer (Fig. 
18.4), has many useful properties in sensor technologies. For example, polyethylene 
is reasonably transparent in the mid- and far-infrared spectral ranges and thus is used 
for fabrication of infrared windows and lenses. 

By applying heat, pressure, and catalysts, monomers are grown into long chains. 
The process is called polymerization. Chain length (molecular weight) is important 
because it determines many properties of a plastic. The major effect of increased length 
are increased toughness, creep resistance, stress-crack resistance, melt temperature, 
melt viscosity, and difficulty of processing. After polymerization is completed, the fin- 
ished polymer chains resemble long intertwined bundles of spaghetti with no physical 
connections between chains. Such a polymer is called thermoplastic (heat-moldable) 
polymer. 

If chains are packed closer to one another, a denser polyethylene is formed which, 
in effect, results in the formation of crystals. Crystallized areas are stiffer and stronger. 
Such polymers are more difficult to process because they have higher and sharper 
melt temperatures; that is, instead of softening, they quickly transform into low- 
viscosity liquids. On the other hand, amorphous thermoplastics soften gradually, but 
they do not flow as easily as crystalline plastics. The examples of amorphous poly- 
mers are acrylonitrile—butadiene-styrene, polystyrene, polycarbonate, polysulfone, 
and polyetherimide. Crystalline plastics include polyethylene, polypropylene, nylon, 
polyvinylidene fluoride (PVDF), acetal, and others. 
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The following is a nonexhaustive list of thermoplastics: 


ABS (acrylonitrile—butadiene-styrene) is very tough, yet hard and rigid. It has fair 
chemical resistance, low water absorption, and good dimensional stability. Some 
grades may be electroplated. 

Acrylic has high optical clarity and excellent resistance to outdoor weathering. This 
is ahard, glossy material with good electrical properties. It is available in a variety 
of colors. 

Fluoroplastics comprise a large family of materials (PTFE, FEP, PFA, CTFE, 
ECTFE, ETFE, and PFDF) with excellent electrical properties and chemical 
resistance, low friction, and outstanding stability at high temperatures. However, 
their strength is moderate and the cost is high. 

Nylon (polyimide) has outstanding toughness and wear resistance with a low coef- 
ficient of friction. It has good electrical and chemical properties. However, it is 
hygroscopic and dimensional stability is worst than in most other plastics. 

Polycarbonate has the highest impact resistance. It is transparent with excellent 
outdoor stability and resistance to creep under load. It may have some problems 
with chemicals. 

Polyester has excellent dimensional stability but is not suitable for outdoor use or 
for service in hot water. 

Polyethylene is lightweight and inexpensive with excellent chemical stability and 
good electrical properties. It has moderate transparency in the broad spectral 
range from visible to far infrared; it has poor dimensional and thermal stability. 

Polypropylene has outstanding resistance to flex and stress cracking with excellent 
chemical and electrical properties with good thermal stability. It is lightweight 
and inexpensive. Optical transparency is good down to the far-infrared spectral 
range. However, absorption and scattering of photons in the mid-infrared range 
is higher than in polyethylene. 

Polyurethane is tough, extremely abrasion, and impact resistant. It can be made into 
films and foams. It has good chemical and electrical properties; however, UV 
exposure degrades its quality. 


Another type of plastic is called thermoset, in which polymerization (curing) is 
done in two stages: one by the material manufacturer and the other by the molder. 
An example is phenolic, which during the molding process is liquefied under pres- 
sure, producing a cross-linking reaction between molecular chains. After it has been 
molded, a thermoset plastic has virtually all of its molecules interconnected with 
strong physical bonds, which are not heat reversible. In effect, curing, a thermoset is 
like cooking an egg. Once it is cooked, it will remain hard. In general, thermoset plas- 
tics resist higher temperatures and provide greater dimensional stability. This is the 
reason why such thermoset plastics such as polyester (reinforced) is used to make boat 
hulls and circuit-breaker components, epoxy is used to make printed circuit boards, 
and melamine is used to make dinnerware. On the other hand, thermoplastics offer 
higher impact strength, easier processing, and better adaptability to complex designs 
than do thermosets. 
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The thermoplastics that are most useful in sensor-related applications are the 
following. 


Alkyd has excellent electrical properties and very low moisture absorption. 

Allyl (dially] phtalate) has outstanding dimensional stability and high heat and chem- 
ical resistance. 

Epoxy has exceptional mechanical strength, electrical properties, and adhesion to 
most of materials. 

Phenolic is a low-cost material. The color is limited to black and brown. 

Polyester (thermoplastic version) has a great variety of colors and may be transparent 
or opaque. Shrinkage is high. 


If two different monomers (A and B) are combined in a polymerization reaction, 
such a polymer is called copolymer. The final properties of a copolymer depend on 
the ratio of components A and B. Polymer mechanical properties can be modified by 
providing additives, such as fibers to increase strength and stiffness, plastisizers for 
flexibility, lubricants for easier molding, or UV stabilizers for better performance in 
sunlight. 

Another good way to control properties of plastics is to make polymer alloys or 
blends. Primarily this is done to retain properties of each component. 


Conductive plastics. Being a wonderful electrical isolators, plastic materials often 
require lamination with metal foil, painting with conductive paint, or metallization 
to give them electrical conductive properties, required for shielding. Another way 
of providing electrical conductivity is mixing plastics with conductive additives 
(e.g., graphite or metal fibers) or building composite plastic parts incorporating 
metal mesh. 

Piezoelectric plastics. These are made from PVF2 , PVDF, and copolymers which 
are crystalline materials. Initially, they do not possess piezoelectric properties 
and must be poled either in high voltage or by corona discharge (Section 3.6 
of Chapter 3). Metal electrodes are deposited on both sides of the film either by 
silkscreening or vacuum metallization. These films, in some applications are used 
instead of ceramics, because of their flexibility and stability against mechanical 
stress. Another advantage of the piezoelectric plastics is their ability to be formed 
into any desirable shape. 


18.1.3 Metals 


From the sensor designer standpoint, there are two classes of metal: nonferrous and 
ferrous. Ferrous metals, like steel, are often used in combination with magnetic sensors 
to measure motion, distance, magnetic field strength, and so forth. Also, they are quite 
useful as magnetic shields. Nonferrous metals, on the other hand, are permeable to 
magnetic fields and used whenever these fields are of no concern. 

Nonferrous metals offer a wide variety of mechanical and electrical properties. 
When selecting a metal, one must consider not only its physical properties but also ease 
of mechanical processing. For example, copper has excellent thermal and electrical 
properties, yet it is difficult to machine; therefore, in many instances, aluminum 
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should be considered as a compromise alternative. Aluminum has a high strength-to- 
weigh ratio and possesses its own anticorrosion mechanism. When exposed to air, 
aluminum does not oxide progressively, like iron would do. The protection is provided 
by a microscopic oxide coating which forms on the surface and seals the bare metal 
from the environment. 

There are hundreds of aluminum alloys. They can be processed in many ways, 
such as drawing, casting, and stamping. Some alloys can be soldered and welded. In 
addition to excellent electrical properties, aluminum is a superb reflector of light over 
nearly the entire spectrum from UV to radio waves. Aluminum coatings are widely 
used for mirrors and waveguides. In the mid- and far-infrared range, the only superior 
to aluminum reflector is gold. 

Beryllium has several remarkable properties. Its low density (two-thirds that of 
aluminum) is combined with a high modulus per weight (five times that of steel), high 
specific heat, excellent dimensional stability, and transparency to X-rays. However, 
this is an expensive metal. Like aluminum, beryllium forms a protective coating 
on its surface, thus resisting corrosion. It may be processed by many conventional 
methods, including powder cold pressing. The metal is used as X-ray windows, optical 
platforms, mirror substrates, and satellite structures. 

Magnesium is a very light metal with a high strength-to-weight ratio. Due to its 
low modulus of elasticity, it can absorb energy elastically, which gives its good damp- 
ing characteristics. The material is very easy to process by most of metal-working 
techniques. 

Nickel allows the design of very tough structures which are also resistant to cor- 
rosion. When compared with steel, the nickel alloys have ultrahigh strength and a 
high modulus of elasticity. Its alloys include binary systems with copper, silicon, 
and molybdenum. Nickel and its alloys preserve their mechanical properties down 
to cryogenic temperatures and at high temperatures up to 1200°C. Nickels is used in 
high-performance superalloys such as Inconell, Monel (Ni—Cu), Ni—Cr, and Ni-Cr—Fe 
alloys. 

Copper combines very good thermal and electrical conductivity properties (sec- 
ond only to pure silver) with corrosion resistance and relative ease of processing. 
However, its strength-to-weight ratio is relatively poor. Copper is also difficult to 
machine. Copper and its alloys—the brasses and bronzes—come in variety of forms, 
including films. Brasses are alloys which contain zinc and other designated elements. 
Bronzes comprise several main groups: copper—tin—phosphorus (phosphor bronze), 
copper—tin—lead—phosphorus (lead phosphor bronzes), and copper-silicon (silicon 
bronzes) alloys. Under outdoor condition, copper develops a blue-green patina. This 
can be prevented by applying an acrylic coating. A copper alloy with beryllium has 
excellent mechanical properties and used to make springs. 

Lead is the most impervious of all common metals to X-rays and y- radiation. 
It resists attack by many corrosive chemicals, most types of soil, and marine and 
industrial environments. It has a low melting temperature, ease of casting and forming, 
and good sound and vibration absorption. It possesses natural lubricity and wear 
resistance. Lead is rarely used in pure form. Its most common alloys are “hard lead” 
(1-13% of antimony), calcium, and tin alloys which have better strength and hardness. 
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Platinum is a silver-white precious metal which is extremely malleable, ductile, 
and corrosion resistant. Its positive temperature coefficient of resistance is very stable 
and reproducible, which allows its use in temperature sensing. 

Gold is extremely soft and chemically inert metal. It can only be attacked by aqua 
regia and by sodium and potassium in the presence of oxygen. One gram of pure gold 
can be worked into a leaf covering 5000 cm? and only less than 0.1 pm thick. Mainly, 
it is used for plating and is alloyed with other metals like copper, nickel, and silver. In 
sensor applications, gold is used for fabricating electrical contacts and plating mirrors 
and waveguides operating in the mid- and far-infrared spectral ranges. 

Silver is the least costly of all precious metals. It is very malleable and corrosion 
resistant. It has the highest electrical and thermal conductivity of all metals. 

Palladium, iridium, and rhodium resemble and behave like platinum. They are 
used as electrical coatings to produce hybrid and printed circuit boards and various 
ceramic substrates with electrical conductors. Another application is in the fabrication 
of high-quality reflectors operating in a broad spectral range, especially at elevated 
temperatures or highly corrosive environments. Iridium has the best corrosion resis- 
tance of all metals and thus used in the most critical applications. 

Molybdenum maintains its strength and rigidity up to 1600°C. The metal and 
its alloys are readily machinable by conventional tools. In nonoxidizing environ- 
ments, it resists attacks by most acids. Its prime application is for high-temperature 
devices, such as heating elements and reflectors of intense infrared radiation for high- 
temperature furnaces. Molybdenum has a low coefficient of thermal expansion and 
resists erosion by molten metals. 

Tungsten is many respects is similar to molybdenum, but can operate even at 
higher temperatures. A thermocouple sensor fabricated of tungsten is alloyed with 
25% rhenium with another wire, in a thermocouple with 5% rhenium. 

Zinc is seldom used alone, except for coating; it is mainly used as an additive in 
many alloys. 


18.1.4 Ceramics 


In sensor technologies, ceramics are very useful crystalline materials because of 
their structural strength, thermal stability, light weight, resistance to many chemicals, 
ability to bond with other materials, and excellent electrical properties. Although most 
metals form at least one chemical compound with oxygen, only a handful of oxides 
are useful as the principal constituent of ceramics. Examples are alumina and beryllia. 
The natural alloying element in alumina is silica; however, alumina can be alloyed 
with chromium, magnesium, calcium, and other elements. 

Several metal carbides and nitrades qualify as ceramics. The most commonly 
used are boron carbide and nitrate and aluminum nitrade (Table A.24). Whenever fast 
heat transfer is of importance, aluminum nitrade should be considered, whereas silicon 
carbide has high dielectric constant, which makes it attractive for designing capacitive 
sensors. Due to their hardness, most ceramics require special processing. A precise 
and cost-effective method of cutting various shapes of ceramic substrates is scribing, 
machining, and drilling by use of computer-controlled CO laser. Ceramics for the 
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sensor substrates are available from many manufacturers in thicknesses ranging from 
0.1 to 10 mm. 


18.1.5 Glasses 


Glass is an amorphous solid material made by fusing silica with a basic oxide. Al- 
though its atoms never arrange themselves into crystalline structure, the atomic spac- 
ing in glass is quite tight. Glass is characterized by transparency, availability in many 
colors, hardness, and resistance to most chemicals except hydrofluoric acid (Table 
A.25). Most glasses are based on the silicate system and is made from three major 
components: silica (SiO), lime (CaCO3), and sodium carbonite (NaCO3). Nonsili- 
cate glasses include phosphate glass (which resists hydrofluoric acid), heat-absorbing 
glasses (made with FeO), and systems based on oxides of aluminum, vanadium, ger- 
manium, and other metals. An example of such specialty glass is arsenic trisulfate 
(As2S3) known as AMTIR, which is substantially transparent in mid- and far-infrared 
spectral ranges and is used for fabricating infrared optical devices.” 

Borosilicate glass is the oldest type of glass which is substantially resistant to 
thermal shock. Under the trademark Pyrex®, some of the SiOz molecules are replaced 
by boric oxide. The glass has a low coefficient of thermal expansion and thus is used 
for the fabrication optical mirrors (such as in telescopes). 

Lead-alkali glass (lead glass) contains lead monoxide (PbO) which increases its 
index of refraction. Also, it is a better electrical insulator. In the sensor technologies, 
it is used for fabricating optical windows and prisms and as a shield against nuclear 
radiation. Other glasses include alumosilicate glass (in which Al2O3 replaces some 
silica), 96% silica, and fused silica. 

Another class of glass is light-sensitive glasses which are available in three grades. 
Photochromatic glass darkens when exposed to UV radiation and clears when the UV 
radiation is removed or glass is heated. Some photochromatic compositions remain 
darkened for a week or longer. Others fade within few minutes when UV radiation is 
removed. The photosensitive glass reacts to UV radiation in a different manner: If it is 
heated after exposure, it changes from clear to opal. This allows the creation of some 
patterns within the glass structure. Moreover, the exposed opalized glass is much 
more soluble in hydrofluoric acid, which allows for an efficient etching technique. 


18.2 Surface Processing 


18.2.1 Deposition of Thin and Thick Films 


Thin films are required to give a sensing surface some properties which it otherwise 
does not possess. For example, to enhance the absorption of thermal radiation by a far- 
infrared sensor, the surface may be coated with a material having high absorptivity, 
(e.g., nichrome). A piezoelectric film may be applied to a silicon wafer to give it 
piezoelectric properties. The thick films are often used to fabricate pressure sensors 
or microphones where the flexible membranes have to be produced. Several methods 


2 AMTIR infrared glasses are available from Amorphous Materials, Inc. Garland, TX. 
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may be used to deposit thin and relatively thin (often referred to as “thick’’) layers 
of films on a substrate or semiconductor wafer. Among them, the frequently used are 
the spin-casting, vacuum deposition, sputtering, electroplating, and screenprinting. 


18.2.2 Spin-Casting 


The spin-casting process involves the use of a thin-film material dissolved in a volatile 
liquid solvent. The solution is pored on the sample and the sample is rotated at a high 
speed. The centrifugal forces spread the material, and after the solvent evaporates, 
a thin layer of film remains on the sample. This techniques is often used for the 
deposition of organic materials, especially for fabricating humidity and chemical 
sensors. The thickness depends on the solubility of the deposited material and the 
spin film and typically is in the range from 0.1 to 50 um. Because the process relies 
on the flow of the solution, it may not yield a uniform film or can form island (film- 
free areas) when the sample has a nonflat surface. In addition, the material may have 
tendency to shrink. Nevertheless, in many cases, it is a useful and often the only 
acceptable method of deposition 


18.2.3. Vacuum Deposition 


A metal can be converted into gaseous form and then deposited on the surface of the 
sample. The evaporation system consists of a vacuum chamber (Fig. 18.5) where a 
diffuse pump evacuates air down to 10~°-1077 torr of pressure. A deposited material 
is placed into a ceramic crucible which is heated by a tungsten filament above the 
metal melting point. An alternative method of heating is the use of an electron beam. 
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Fig. 18.5. Deposition of a thin metal film in a vacuum chamber. 
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On a command from the control device, the shutter opens and allows the metal 
atoms emanated from the molten metal to deposit on the sample. Parts of the sample 
which remain free of the film are protected by the mask. The film thickness is deter- 
mined by the evaporation time and the vapor pressure of the metal. Hence, materials 
with a low melting point are easy to deposit (e.g., aluminum). In general, vacuum- 
deposited films have large residual stress and thus this technique is used mainly for 
depositing only thin layers. 

Because the molten material is virtually a point source of atoms, it may cause both 
nonuniform distribution of the deposited film and the so-called shadowing effect 
where the edges of the masked pattern appear blurry. Two methods may help to 
alleviate this problem. One is the use of multiple sources where more than one crucible 
(often three or four) is used. Another method is the rotation of the target. 

When using vacuum deposition, one must pay attention to the introduction of 
spurious materials into the chamber. For instance, even a miniscule amount of oil 
leaking from the diffuse pump will result in the burning of organic materials and 
codeposition on the sample of such undesirable compounds as carbohydrates. 


18.2.4 Sputtering 


As in the vacuum-deposition method, sputtering is performed in a vacuum chamber 
(Fig. 18.6); however, after evacuation of air, an inert gas, such as argon or helium, 
is introduced into the chamber at about 2 x 10~° to 5 x 10~® torr. An external high- 
voltage dc or ac power supply is attached to the cathode (target), which is fabricated 
of the material which has to be deposited on the sample. The sample is attached to the 
anode at some distance from the cathode. A high voltage ignites the plasma of the inert 
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Fig. 18.6. Sputtering process in a vacuum chamber. 
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gas, and the gas ions bombard the target. The kinetic energy of the bombarding ions 
is sufficiently high to free some atoms from the target surface. Hence, the escaped 
sputtered atoms deposit on the surface of the sample. 

The sputtered techniques yields better uniformity, especially if a magnetic field 
is introduced into the chamber, allowing for better directing of the atoms toward 
the anode. Because this method does not require a high temperature of the target, 
virtually any material, including organic, can be sputtered. Moreover, materials from 
more than one target can be deposited at the same time (cosputtering), permitting a 
controlled ratio of materials. For example, this can be useful for sputtering nichrome 
(Ni and Cr) electrodes on the surface of the pyroelectric sensors. 


18.2.5 Chemical Vapor Deposition 


A chemical vapor phase deposition (CVD) process is an important technique for the 
production of optical, optoelectronic, and electronic devices. For sensor technologies, 
it is useful for forming optical windows and the fabrication of semiconductor sensors 
where thin and thick crystalline layers have to be deposited on the surface. 

The CVD process takes place in a deposition (reaction) chamber, one of the ver- 
sions of which is shown in a simplified form in Fig. 18.7. The substrates or wafers are 
positioned on a stationary or rotating table (the substrate holder) whose temperature 
is elevated up to the required level by the heating elements. The top cover of the 
chamber has an inlet for the carrier H2 gas, which can be added by various precur- 
sors and dopants. These additives, while being carried over the heated surface of the 
substrate, form a film layer. The gas mixture flows from the distribution cone over 
the top surface of the wafers and exits through the exhaust gas outlets. The average 
gas pressure in the chamber may by near | atm, or somewhat lower. For example, a 


gas inlet 


deposition chamber : distribution cone 


gas outlet 
gas outlet - 


SOR OROKORORORORORO) 


substrate holder heating clement 


Fig. 18.7. Simplified structure of a CVD reactor chamber. 
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6000-A layer of Gaop.47Ino.53As can be grown on the InP substrate at 1 atm and 630°C 
with a rate of 1.4 A/s [3]. 


18.3 Nano-Technology 


Nano-technology today is a somewhat emotional term, more of a wishful thinking 
than a real thing. It refers to dimensions of a device comparable with a nanometer 
(10~? m) scale. In practice, however, most of the subminiature elements have sizes 
about 1000 times larger—in a micrometer (10~° m) range. Still, the trend is toward 
the smallest dimensions as far as the current technology allows. 

The present trend in sensor technologies is undoubtedly shifted toward the micro 
miniaturization or microsystem technologies, known as MST. A subset of these is 
known as micro-electromechanical systems, or MEMS for short. A MEMS device 
has electrical and mechanical components, which means there must be at least one 
moving or deformable part and that electricity must be part of its operation. Another 
subset is called MEOMS, which stands for micro-electro-optical systems. As the name 
implies, at least one optical component is part of the device. Most of the sensors that 
are fabricated with the use of MEMS or MEOMS are three-dimensional devices with 
dimensions on the order of micrometers. 

The two constructional technologies of microengineering are microelectronics and 
micromachining. Microelectronics, producing electronic circuitry on silicon chips, is a 
very well-developed technology. Micromachining is the name for the techniques used 
to produce the structures and moving parts of microengineered devices. One of the 
main goals of microengineering is to be able to integrate microelectronic circuitry into 
micromachined structures, to produce completely integrated systems (microsystems). 
Such systems typically have the same advantages of low cost, reliability, and small 
size as silicon chips produced in the microelectronics industry. 

Presently, there are three micromachining techniques that are in use or are ex- 
tensively developed by the industry [4,5]. Silicon micromachining is given the most 
prominence, because this is one of the better developed micromachining techniques. 
Silicon is the primary substrate material used in the production microelectronic cir- 
cuitry and, thus, is the most suitable candidate for the eventual production of mi- 
crosystems. 

The excimer laser is an ultraviolet laser which can be used to micromachine a 
number of materials without heating them, unlike many other lasers which remove 
material by burning or vaporizing it. The excimer laser lends itself particularly to the 
machining of organic materials (polymers, etc). 

LIGA? is a technique that can be used to produce molds for the fabrication of 
micromachined components. Microengineered components can be made from a va- 
riety of materials using this technique, however it does suffer the disadvantage that 
the technique currently requires X-rays from a synchrotron source. 


3 LIGA-Lithographic Galvanoforming and Abforming is a German acronym for x-ray lithog- 
raphy. 
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Positive resist Negative resist 


Fig. 18.8. Positive and negative photolithography. 


18.3.1 Photolithography 


Photolithography is the basic technique used to define the shape of micromachined 
structures in the three techniques outlined below. The technique is essentially the 
same as that used in the microelectronics industry. 

Figure 18.8A shows a thin film of some material (e.g., silicon dioxide) on a 
substrate of some other material (e.g., a silicon wafer). The goal of the process is to 
selectively remove some silicon dioxide (oxide) so that it only remains in particular 
areas on the silicon wafer (Fig. 18.8F). 

The process beings with producing a mask. This will typically be a chromium 
pattern on a glass plate. The wafer is then coated with a polymer which is sensitive 
to UV light (Fig. 18.8B), called a photoresist. Ultraviolet light is then shone through 
the mask onto the photoresist (Fig. 18.8C). The photoresist is then developed which 
transfers the pattern on the mask to the photoresist layer (Fig. 18.8D). 

There are two types of photoresist, termed positive (left side of Fig. 18.8) and 
negative (right side of Fig. 18.8). Where the ultraviolet light strikes the positive resist, 
it weakens the polymer, so that when the image is developed, the resist is washed 
away where the light struck it—transferring a positive image of the mask to the resist 
layer. The opposite occurs with negative resist. Where the ultraviolet light strikes 
negative resist it strengthens the polymer, so when developed, the resist that was not 
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exposed to UV light is washed away—a negative image of the mask is transferred 
to the resist. A chemical (or some other method) is then used to remove the oxide 
where it is exposed through the openings in the resist (Fig. 18.8E). Finally, the resist 
is removed, leaving the patterned oxide (Fig. 18.8F). 


18.3.2 Silicon Micromachining 


There is a number of basic techniques that can be used to pattern thin films that have 
been deposited on a silicon wafer and to shape the wafer itself to form a set of basic 
microstructures (bulk silicon micromachining). The techniques for depositing and 
patterning thin films can be used to produce quite complex microstructures on the 
surface of silicon wafer (surface silicon micromachining). Electrochemical etching 
techniques are being investigated to extend the set of basic silicon micromachining 
techniques. Silicon bonding techniques can also be utilized to extend the structures 
produced by silicon micromachining techniques into multilayer structures. 


18.3.2.1 Basic Techniques 


There are three basic techniques associated with silicon micromachining. These are 
the deposition of thin films of materials, the removal of material (patterning) by wet 
chemical etchants, and the removal of material by dry-etching techniques. Another 
technique that is utilized is the introduction of impurities into the silicon to change 
its properties (i.e., doping). 


18.3.2.1.1 Thin Films 


There are a number of different techniques that facilitate the deposition or forma- 
tion of very thin films (of the order of micrometers or less) of different materials 
on a silicon wafer (or other suitable substrate). These films can then be patterned 
using photolithographic techniques and suitable etching techniques. Common mate- 
rials include silicon dioxide (oxide), silicon nitride (nitride), polycrystalline silicon 
(polysilicon or poly), and aluminum. A number of other materials can be deposited 
as thin films, including noble metals such as gold. However, noble metals will con- 
taminate microelectronic circuitry causing it to fail, so any silicon wafers with noble 
metals on them have to be processed using equipment specially set aside for the pur- 
pose. Noble metal films are often patterned by a method known as “lift off,” rather 
than wet or dry etching. 

Often, photoresist is not tough enough to withstand the etching required. In such 
cases, a thin film of a tougher material (e.g., oxide or nitride) is deposited and patterned 
using photolithography. The oxide/nitride then acts as an etch mask during the etching 
of the underlying material. When the underlying material has been fully etched, the 
masking layer is stripped away. 


18.3.2.1.2 Wet Etching 


Wet etching is a blanket name that covers the removal of material by immersing 
the wafer in a liquid bath of the chemical etchant. Wet etchants fall into two broad 
categories: isotropic etchants and anisotropic etchants. Isotropic etchants attack the 
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Resist Fig. 18.9. Isotropic etching under the mask. 
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material being etched at the same rate in all directions. Anisotropic etchants attack 
the silicon wafer at different rates in different directions, and so there is more control 
of the shapes produced. Some etchants attack silicon at different rates depending on 
the concentration of the impurities in the silicon (concentration-dependent etching). 

Isotropic etchants are available for oxide, nitride, aluminum, polysilicon, gold, 
and silicon. Because isotropic etchants attack the material at the same rate in all 
directions, they remove material horizontally under the etch mask (undercutting) at 
the same rate as they etch through the material. This is illustrated for a thin film of 
oxide on a silicon wafer in Fig. 18.9, using an etchant that etches the oxide faster than 
the underlying silicon (e.g., hydroflouric acid). 

Anisotropic etchants are available to etch different crystal planes in silicon at 
different rates. The most popular anisotropic etchant is potassium hydroxide (KOH), 
because it is the safest to use. 

Etching is done on a silicon wafer. Silicon wafers are slices that have been cut 
from a large ingot of silicon that was grown from a single seed crystal. The silicon 
atoms are all arranged in a crystalline structure, so the wafer is monocrystalline 
silicon (as opposed to polycrystalline silicon mentioned earlier). When purchasing 
silicon wafers, it is possible to specify that they have been sliced with the surface 
parallel to a particular crystal plane. 

The simplest structures that can be formed using KOH to etch a silicon wafer with 
the most common crystal orientation (100) are shown in Fig. 18.10. These are the V- 
shaped grooves or pits with right-angled corners and sloping side walls. Using wafers 
with different crystal orientations can produce grooves or pits with vertical walls. 

Both oxide and nitride etch slowly in KOH. Oxide can be used as an etch mask 
for short periods in the KOH etch bath (i.e., for shallow grooves and pits). For long 
periods, nitride is a better etch mask, as it etches more slowly in the KOH. 

KOH can also be used to produce mesa structures (Fig. 18.11A). When etching 
mesa structures, the corners can become beveled (Fig. 18.11B), rather than right-angle 
corners. This has to be compensated for in some way. Typically, the etch mask is de- 
signed to include additional structures on the corners. These compensation structures 
are designed so that they are etched away entirely when the mesa is formed to leave 
90° corners. One problem with using compensation structures to from right-angle 
mesa corners is that they put a limit on the minimum spacing between the mesas. 

Fabrication of a diaphragm is one of the most popular sensor processes. It is used to 
produce accelerometers, pressures sensor, infrared temperature sensors (thermopiles 
and bolometers), and many others. Silicon diaphragms from about 50 um thick up- 
ward can be made by etching through an entire wafer with KOH (Fig. 18.12A). The 
thickness is controlled by timing the etch and thus is subject to errors. 
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etch mask 
Fig. 18.10. Simple structures etched by KOH. 
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Fig. 18.11. Mesa structures. 
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Fig. 18.12. Micromachining of a diaphragm or membrane. 
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a _] Fig. 18.13. Etching around the boron-doped silicon. 


18.3.2.1.3 Concentration-Dependent Etching 


Thinner diaphragms, up to about 20 um thick, can be produced using boron to stop 
the KOH etch (Fig. 18.12B). This is called the concentration-dependent etching. The 
thickness of the diaphragm is dependent on the depth to which the boron is diffused 
into the silicon, which can be controlled more accurately than the simple, timed KOH 
etch. High levels of boron in silicon will reduce the rate at which it is etched in KOH 
by several orders of magnitude, effectively stopping the etching of the boron-rich 
silicon. The boron impurities are usually introduced into the silicon by a process 
known as diffusion. 

In addition to the diaphragms, many other structures can be built by the concen- 
tration-dependent etching. A thick oxide mask is formed over the silicon wafer and 
patterned to expose the surface of the silicon wafer where the boron is to be introduced 
(Fig. 18.13A). The wafer is then placed in a furnace in contact with a boron diffusion 
source. Over a period of time, boron atoms migrate into the silicon wafer. Once the 
boron diffusion is completed, the oxide mask is stripped off (Fig. 18.13B). A second 
mask may then be deposited and patterned (Fig. 18.13C) before the wafer is immersed 
in the KOH etch bath. The KOH etches the silicon that is not protected by the mask, 
and it etches around the boron-doped silicon (Fig. 18.13D). Boron can be driven into 
the silicon as far as 20 Um over periods of 15—20 h; however, it is desirable to keep the 
time in the furnace as short as possible. Concentration-dependent etching can also be 
used to produce narrow bridges or cantilever beams. Figure 18.14A shows a bridge, 
defined by a boron diffusion, spanning a pit that was etched from the front of the 
wafer in KOH. A cantilever beam (a bridge with one end free) produced by the same 
method is shown in Fig. 18.14B. The bridge and beam project across the diagonal of 
the pit to ensure that they will be etched free by the KOH. More complex structures 
are possible using this technique, but care must be taken to ensure that they will be 
etched free by the KOH. 
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Fig. 18.14. Etching of a bridge and cantilever. 


One of the applications for these beams and bridges is the resonant sensors. The 
structure can be set vibrating at its fundamental frequency. Anything causing a change 
in the mass, length, and so forth, of the structure will register as a change frequency. 
Care has to be taken to ensure that only the quantity to be measured causes a significant 
change in frequency. 


18.3.2.1.4 Dry Etching 


The most common form of dry etching for micromachining applications is reactive ion 
etching (RIE). Ions are accelerated toward the material to be etched, and the etching 
reaction is enhanced in the direction of travel of the ion. RIE is an anisotropic etching 
technique. Deep trenches and pits (up to ten or a few tens of microns) of arbitrary 
shape and with vertical walls can be etched in a variety of materials, including silicon, 
oxide, and nitride. Unlike anisotropic wet etching, RIE is not limited by the crystal 
planes in the silicon. A combination of dry etching and isotropic wet etching can be 
used to form very sharp points. First, a column with vertical sides is etched away 
using an RIE (Fig. 18.15A). A wet etch is then used, which undercuts the etch mask, 
leaving a very fine point (Fig. 18.15B); the etch mask is then removed. Very fine 
points like this can be fabricated on the end of cantilever beams as probes for use, for 
example, in tactile sensors. 


etch mask etch mask 
Si Si 
<< ~ 
dry wet 
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Fig. 18.15. Dry etching of a pointed structure. 
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Fig. 18.16. Lift-off technique. 
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18.3.2.1.5. Lift-Off 


Lift-off is a stenciling technique often used to pattern noble metal films. There are a 
number of different techniques; the one outlined here is an assisted lift off method. A 
thin film of the assisting material (e.g., oxide) is deposited. A layer of resist is put over 
this and patterned, as for photolithography, to expose the oxide in the pattern desired 
for the metal (Fig. 18.16A). The oxide is then wet etched so as to undercut the resist 
(Fig. 18.16B). The metal is then deposited on the wafer, typically by a process known 
as evaporation (Fig. 18.16C). The metal pattern is effectively stenciled through the 
gaps in the resist, which is then removed, lifting off the unwanted metal with it (Fig. 
18.16D). The assisting layer is then stripped off too, leaving the metal pattern alone 
(Fig. 18.16E). 


18.3.2.2, Wafer bonding 


There are a number of different methods available for bonding micromachined silicon 
wafers together, or to other substrates, to form larger more complex devices. A method 
of bonding silicon to glass that appears to be gaining in popularity is anodic bonding 
(electrostatic bonding). The silicon wafer and glass substrate are brought together and 
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Fig. 18.17. Bonding of glass to silicon. 
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heated to a high temperature. A large electric field is applied across the join, which 
causes an extremely strong bond to form between the two materials. Figure 18.17 
shows a glass plate bonded over a channel etched into a silicon wafer (RIE). 

It is also possible to bond silicon wafers directly together using gentle pressure, 
under water (direct silicon bonding). Other bonding methods include using an adhe- 
sive layer, such as a glass, or photoresist. Although anodic bonding and direct silicon 
bonding form very strong joins, they suffer from some disadvantages, including the 
requirement that the surfaces to be joined are very flat and clean. Wafer bonding 
techniques can potentially be combined with some of the basic micromachined struc- 
tures to form the membranes, cantilevers, valves, pumps, and so forth, of a microfluid 
handling system that may be parts of chemical sensors. 
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Appendix 


Table A.1. Chemical Symbols for the Elements 


Actinium 
Silver 
Aluminum 
Americium 
Argon 
Arsenic 
Astatine 
Gold 
Boron 
Barium 
Beryllium 
Bismuth 
Berkelium 
Bromine 
Carbon 
Calcium 
Cadmium 
Cerium 
Californium 
Chlorine 
Curium 
Cobalt 
Chromium 
Cesium 
Copper 
Dysprosium 
Erbium 


Einsteinium 
Europium 
Fluorine 
Tron 
Fermium 
Francium 
Gallium 
Gadolinium 
Germanium 
Hydrogen 
Helium 
Hafnium 
Mercury 
Holmium 
Todine 
Indium 
Tridium 
Potassium 
Krypton 
Lanthanum 
Lithium 
Lawrencium 
Lutetium 
Mendelevium 
Magnesium 
Manganese 
Molybdenum 


N 
Na 


Nitrogen 
Sodium 
Niobium 
Neodymium 
Neon 

Nickel 
Nobelium 
Neptunium 
Oxygen 
Osmium 
Phosphorous 
Protactinium 
Lead 
Palladium 
Promethium 


Polonium 
Praseodymium 
Platinum 
Plutonium 
Radium 
Rubidium 
Rhenium 
Rhodium 
Radon 
Ruthenium 
Sulfur 
Antimony 


Scandium 
Selenium 
Silicon 
Samarium 
Tin 
Strontium 
Tantalum 
Terbium 
Technetium 
Tellurium 
Thorium 
Titanium 
Thallium 
Thulium 
Uranium 
Vanadium 
Tungsten 
Xenon 
Yttrium 
Ytterbium 
Zinc 
Zirconium 
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Table A.2. SI Multiples 


Factor Prefix Symbol Factor Prefix Symbol 
10!8 xa E 10-! deci d 
10!5 peta P 10-2 centi c 
10/2 tera T 10-3 milli m 
10° giga G 10-6 micro ve 
10° mega M 10-9 nano n 
103 kilo k 10~!2 pico i) 
102 hecto h 10-!5 — femto f 
10! deka da 10-18 ato a 
Table A.3. Derivative SI Units 
Expression in Terms 
Quantity Name of Unit of Basic Units 
Area Square meter m2 
Volume Cubic meter m? 
Frequency Hertz (Hz) =! 
Density (concentration) Kilogram per cubic meter kg/m? 
Velocity Meter per second m/s 
Angular velocity Radian per second rad/s 
Acceleration Meter per second squared m/s? 
Angular acceleration Radian per second squared rad/s? 
Volumetric flow rate Cubic meter per second m/s 
Force Newton (N) kg m/s2 
Pressure Newton per square meter (N/m2) kg/m s? 
or pascal (Pa) 
Work energy heat torque Joule (J), newton-meter (N m) kg m/s? 
or watt-second (W s) 
Power heat flux Watt (W), Joule per second (J/s) kg m/s? 
Heat flux density Watt per square meter (W/m?) kg/s? 
Specific heat Joule per kilogram degree (J/kg deg) m/s? deg 
Thermal conductivity Watt per meter degree (W/m deg) kg m/s? deg 
or (J m/s m? deg) 
Mass flow rate (mass flux) Kilogram per second kg/s 
Mass flux density Kilogram per square meter-second kg/m? s 
Electric charge Coulomb (C) As 
Electromotive force Volt (V) or W/A kg m2/As° 
Electric resistance Ohm (2) or V/A kg m2/A2 53 
Electric conductivity Ampere per volt-meter (A/V m) A s/kg m? 
Electric capacitance Farad (F) or A s/V AS stikg m2 
Magnetic flux Weber (Wb) or V s kg m2/A s2 
Inductance Henry (H) or V s/A kg m2/A2 s? 
Magnetic permeability Henry per meter (H/m) kg m/A2 s2 
Magnetic flux density Tesla (T) or weber per square meter (Wb/m2) kg/A s? 
Magnetic field strength Ampere per meter A/m 
Magnetomotive force Ampere A 
Luminous flux lumen (1m) cd sr 
Luminance Candela per square meter cd/m? 
Illumination lux (Ix) or lumen per square meter (Im/m: cd st/m2 


Table A.4. SI Conversion Multiples 


ft/s? 
Free fall (g) 


Degree 
Minute 


Acre 
Are 
ft? 


Dyne cm 
kgf m 
ozf in 


Ampere hour 

of capacitance 
of current 

of elec. potential 
of inductance 

of resistance 
of capacitance 
of current 

of elec. potential 


S225 5 


Mommnowte 


Acceleration (m/: a) 


0.3048 gal 
9.80665 in/s” 

Angle [radian (rad)] 
0.01745329 Second 
2.908882 x 10-4 Grade 

Area: (m?) 
4046.873 Hectare 
100.00 mi2 (U.S. statute) 
9.290304 x 10~? yd? 
Bending Moment or Torque: (N m) 

1x 1077 Ibf in 
9.806650 Ibf ft 


7.061552 x 1073 


Electricity and Magnetism® 


3600 coulomb (C) EMU of inductance 
10° farad (F) EMU of resistance 
10 ampere (A) Faraday 

1078 volt (V) Gamma 

1079 henry (H) Gauss 

107? ohm (Q) Gilbert 

1.112 x 107!2 farad (F) Maxwell 

3.336 x 10710 ampere (A) mho 

299.79 volt (V) ohm centimeter 


0.01 
0.0254 


4.848137 x 1076 
1.570796 x 1072 


1x 104 
2.589998 x 10° 
0.8361274 


0.1129848 
1.355818 


8.987 x 10!! henry (H) 
8.987 x 10! (a) 

9.65 x 10!9 coulomb (C) 
10~9 tesla (T) 

104 tesla (T) 

0.7957 ampere (A) 

10~8 weber (Wb) 

1.0 siemens (S) 

0.01 ohm meter (Q m) 


xtpueddy 


Table A.4 Continued 


British thermal unit (Btu) 
Calorie 

Calorie (kilogram) 
Electronvolt 

erg 

ft lbf 

ft poundal 


Dyne 
Kilogram-force 
Kilopond (kp) 
kip (1000 Ibf) 


Btu ft/(h ft? °F) 
(thermal conductivity) 
Btu/lb 
Btu/(lb °F) = cal/(g °C) 
(heat capacity) 
Btu/ft3 


cal/(cm s °C) 


Angstrom 
Astronomical unit 
Chain 

Fermi (femtometre) 
Foot 

Inch 

Light year 


Energy (Work): [joule (J)] 


1055 

4.18 

4184 

1.60219 x 10719 
1077 

1.355818 
0.04214 


10-5 
9.806 
9.806 
4448 


1.7307 W/(m K) 


2324 J/kg 
4186 J/(kg K) 


3.725 x 104 J/m3 


418.4 W/(m K) 


1.495979 x 1011 
20.11 

0.3048 

0.0254 

9.46055 x 10!5 


Kilocalorie 

kWh 

Ton (nuclear equiv. TNT) 
therm 

Wh 

Ws 


Force [newton (N)] 


Ounce-force 
Pound-force (Ibf) 
Poundal 

Ton-force (2000 Ibf) 


Heat 


cal/cm2 


cal/(cm? min) 
cal/s 


°F h ft2/Btu 
(thermal resistance) 
ft2/h (thermal diffusivity) 


Length [meter (m)] 


Microinch 
Micrometer (micron) 
Mil 

Mile (nautical) 

Mile (international) 
Pica (printer’s) 

Yard 


4187 
3.6 x 10° 
4.184 x 10? 
1.055 x 108 
3600 

1.0 


0.278 
4.448 
0.1382 
8896 


4.18 x 104 J/m2 


697.3 W/m2 
4.184 W 


0.176 K m2/W 


2.58 x 107> m2/s 


2.54 x 1078 
10-6 

2.54 x 1079 
1852.000 
1609.344 
4.217 x 1073 
0.9144 


09¢ 


xipueddy 


Table A.4 Continued 


cd/in.2 
Foot candle 
Foot lambert 


Carat (metric) 

Grain 

Gram 

Hundred weight (long) 
Hundred weight (short) 
kgf s?/m 

Ounce (avoirdupois) 


perm (0°C) 


Ibs/h 
Ibs/s 


oz (avoirdupois)/gal 
(U.K. liquid) 

Oz (avoirdupois)/in.3 

Ibs/gal (U.S. liquid) 


Btu (International)/s 
cal/s 
erg/s 


Horsepower (550 ft Ibf/s) 


1550 cd/m2 
10.76 Ix (lux) 
3.426 cd/m? 


Light 


lambert 
Im/ft? 


Mass [kilogram (kg)] 


2x 1074 
6.479891 x 1075 
0.001 

50.802 

45.359 

9.806650 
2.834952 x 1072 


Ounce (troy or apothecary) 


Pennyweight 
Pound (lb avoirdupois) 


Pound (troy or apothecary) 


Slug 
Ton (long, 2120 Ibs) 
Ton (metric) 


Mass per Unit Time (Includes Flow) 


5.721 x 107}! kgiPa s m2) 


1.2599 x 10~4 kg/s 
0.4535912 kg/s 


Mass per Unit Volume (Includes Density and Capacity) (kg/m3) 


6.236 


1729.99 
11.9826 kg/m? 


1055.056 
4.184 
1077 
745.6999 


lbs/(hp h) SPC (specific fuel 


consumption) 
Ton (short)/h 


oz (avoirdupois)/gal 
(U.S. liquid) 

Slug/ft? 

Ton (long)/yd3 


Power: watt (W) 


Horsepower (electric) 
Horsepower (metric) 
Horsepower (U.K.) 
Ton of refrigeration 
(12,000 Btu/h) 


3.183 x 10° cd/m? 
10.76 Im/m2 


3.110348 x 1072 
1.555 x 1073 
0.4535924 
0.3732 

14.5939 

907.184 

1000 


1.689659 x 1077 kg/J 


0.25199 kg/s 


7.489 


515.3788 
1328.939 


746 
735.499 
745.7 
3517 


xtpueddy 


Table A.4 Continued 


Atmosphere, standard 
Atmosphere, technical 

Bar 

Centimeter of mercury (0°C) 
Centimeter of water (4°C) 


Curie 
rad 


° Celsius 
° Fahrenheit 


ft/s 
in./s 
Knot (international) 


Centipose 

(dynamic viscosity) 
Centistokes 

(kinematic viscosity) 
poise 
Poundal s/ft? 
Ibs/(ft s) 


Acre-foot 
Barrel (oil, 42 gal) 
Bushel (U.S.) 


Pressure or Stress [pascal (Pa)] 
Dyne/cm? 
Foot of water (39.2°F) 


1.01325 x 10° 
9.80665 x 104 


10° Poundal/ft? 
1333.22 psi (Ibffin.2) 
98.0638 Torr (mm Hg, 0°C) 
Radiation Units 
3.7 x 1010 becquerel (Bq) Rem 
0.01 gray (Gy) Roentgen 
Temperature 


T(K) =t(°C) + 273.15 K ° Fahrenheit 
T (K) = [t°F+459.67]/1.8K — ° Rankine 


Velocity (Includes Speed) (m/s) 
0.3048 mi/h (international) 


2.54 x 1072 rpm (revolutions/min) 
0.51444 

Viscosity: (Pa s) 
10-3 Ibf s/in.? 
10-6 rhe 
0.1 Slug/(ft s) 
1.488164 Stokes 
1.488164 

Volume (Includes Capacity) (m3) 

1233.489 Gill (U.S.) 
0.1589873 in 
3.5239 x 1077 Liter 


0.1 
2988.98 
1.488164 
6894.757 
133.322 


0.01 sievert (Sv) 
2.58 x 104 C/kg 


T°(C) = [t CF) — 32]/1.8°C 
T(K) =TCR)/1.8 


0.44704 
0.1047 rad/s 


6894.757 
10 1/(Pa s) 


47.88026 
1074 m2/s 


1.182941 x 1074 
1.638706 x 1075 
10-3 


COS 


xipueddy 


Table A.4 Continued 


Cup 

Ounce (U.S. fluid) 
ft 

Gallon 


(Canadian, U.K. liquid) 


Gallon (U.S. liquid) 
Gallon (U.S. dry) 


2.36588 x 1074 
2.95735 x 1075 
2.83168 x 1072 
4.54609 x 1073 


3.7854 x 1073 
4.40488 x 1073 


Ounce (U.S. fluid) 
Pint (U.S. dry) 
Pint (U.S. liquid) 
Tablespoon 


Ton (register) 
yd? 


2.957353 x 1075 
5.506105 x 1074 
4.731765 x 1074 
1.478 x 1075 


2.831658 
0.76455 


®ESU means electrostatic cgs unit; EMU means electromagnetic cgs unit. 


xtpueddy 
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Table A.5. Dielectric Constants of Some Materials at Room Temperature (25°C) 


Material K Frequency Material K Frequency 
(Hz) (Hz) 
Air 1.00054 0 Paraffin 2.0-2.5 10° 
Alumina ceramic 8-10 104 Plexiglas 3.12 10° 
Acrylics 2.5-2.9 10+ Polyether sulfone 3.5 10+ 
ABS/polysulfone 3.1 104 Polyesters 3.22-4.3 10° 
Asphalt 2.68 10° Polyethylene 2.26 103-108 
Beeswax 2.9 10° Polypropylenes 2-3.2 104 
Benzene 2.28 0 Polyvinyl chloride 4.55 10° 
Carbon tetrachloride 2.23 0 Porcelain 6.5 0 
Cellulose nitrate 8.4 103 Pyrex glass (7070) 4.0 10° 
Ceramic 14-110 10° Pyrex glass (7760) 4.5 0 
(titanium dioxide) 
Cordierite 4-6.23 104 Rubber (neoprene) 6.6 10° 
Compound for 300-5000 0 Rubber (silicone) 3.2 103 
thick-film capacitors 
Diamond 3:5 108 Rutile L optic axis 86 108 
Epoxy resins 2.8-5.2 10+ Rutile || optic axis 170 108 
Ferrous oxide 14.2 108 Silicone resins 3.44.3 104 
Flesh (skin, blood, 97 40 x 10° Tallium chloride 46.9 108 
muscles) 
Flesh (fat, bones) 15 40 x 10° Teflon 2.04 10°-108 
Lead nitrate 37.7 6 x 107 Transformer oil 4.5 0 
Methanol 32.63 0 Vacuum 1 —_— 
Nylon 3.5-5.4 103 Water 78.5 0 
Paper 3.5 0 
Table A.6. Properties of Magnetic Materials 
Residual Coercive Temperature 
MEP Induction Force Coefficient 
Material [G Oe x 10°] [Gx 10%] (Oe x 10°) (%I°C) Cost 
R.E. Cobalt 16 8.1 7.9 —0.05 Highest 
Alnico 1, 2, 3, 4 1.3-1.7 5.5-7.5 0.42-0.72 —0.02 to —-0.03 Medium 
Alnico 5, 6, 7 4.0-7.5 10.5-13.5 0.64-0.78 —0.02 to —0.03 Medium/high 
Alnico 8 5.0-6.0 7-9.2 1.5-1.9 —0.01 to 0.01 Mediun/high 
Alnico 9 10 10.5, 1.6 —0.02 High 
Ceramic 1 1.0 2.2 1.8 —0.2 Low 
Ceramic 2, 3, 4,6 1.8-2.6 2.9-3.3 2.3-2.8 —0.2 Low/medium 
Ceramic 5, 7, 8 2.8-3.5 3.5-3.8 2.5-3.3 —0.2 Medium 
Cunife 1.4 5.5 0.53 —_— Medium 
Fe—Cr 5.25 13.5 0.6 _ Medium/high 
Plastic 0.2-1.2 1.4 0.45-1.4 —0.2 Lowest 
Rubber 0.35-1.1 1.3-2.3 1-1.8 —0.2 Lowest 


Source: Adapted from Sprague, CN-207 Hall Effect IC applications, 1986. 
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Table A.7. Some Materials at Room Temperature 


Material p TCR (a) Material p TCR (a) 
(x1078Qm) (x 1073/1) (x1078Qm) (x 1073/1) 
Alumina* > 1070 Palladium 10.54 3.7 
Aluminum (99.99%) 2.65 3:9) Platinum 10.42 3.7 
Beryllium 4.0 0.025 Platinum 18.2 
+ 10% rhodium 
Bismuth 10° Polycrystalline glass* 6.3 x 10/4 
Brass (70Cu, 30Zn) ips 2.0 Rare earth metals 28-300 
Carbon 3500 —0.5 Silicon (3.4— 
(very sensitive to 15) x 10° 
purity) 
Chromium plating 14-66 Silicon bronze 21.0 
(96Cu, 3Si, 1Zn) 
Constantan 52.5 0.01 Silicon nitride 10!9 
(60Cu, 40Ni) 
Copper 1.678 3.9 Silver 1.6 6.1 
Evanohm (75Ni, 20Cr, 134 Sodium 4.75 
2.5Al, 2.5Cu) 
Germanium 46 x 10° Stainless steel (cast) 70-122 
(polycrystalline) 
Gold 2.12 3.4 Tantalum 12.45 3.8 
Tridium 5.3 Tantalum carbide 20 
Iron (99.99%) 9.71 6.5 Tin 11.0 4.7 
Lead 22 3.36 Titanium 42 
Manganese 185 Titanium 48-199 
and its alloys 
Manganin 44 0.01 Titanium carbides 105 
Manganin 48 Tungsten 5.6 4.5 
(84Cu, 12Mn, 4Ni) 
Mercury 96 0.89 Zinc 5.9 4.2 
Mullite® 102! Zircon® > 1029 
Nichrome 100 0.4 Zirconium and its 40-74 
alloys 
Nickel 6.8 6.9 


4Volume resistivity. 


Table A.8. Properties of Piezoelectric Materials at 20°C 


PVDF BaTiO3 PZT Quartz TGS 


Density (x 10? kg/m?) 1.78 5.7 75 2.65 1.69 

Dielectric constant, €, 12 1700 1200 4.5 45 

Elastic modulus (10!9 N/m) 0.3 ll 8.3 7.7 3 
d3, =20 

Piezoelectric constant (pC/N) d32 =2 78 110 2.3 25 
d33 = —30 

Pyroelectric constant (10-4 C/m? K) 4 20 27 —_— 30 

Electromechanical coupling constant (%) 11 21 30 10 — 


Acoustic impedance (10° kg/m? s) 2.3 25 25 14.3 — 


566 Appendix 


Table A.9. Physical Properties of Pyroelectric Materials 


Curie Thermal Relative Pyroelectric Pyroelectric 
Material Temperature Conductivity Permitivity Charge Voltage Coupling, 
Coeff. Coeff. ks, (%) 
(°C) (W/mK) (er) (C/m2 K) (V/mK) 
Single Crystals 
TGS 49 0.4 30 3.51074 1.3 x 10° 75 
LiTa03 618 4.2 45 2.0x 1074 0.5 x 10° 1.0 
Ceramics 
BaTiO3 120 3.0 1000 4.0x 1074 0.05 x 10° 0.2 
PZT 340 1.2 1600 42x107* 0.03 x 10° 0.14 
Polymers 
PVDF 205 0.13 12 0.4x 1074 0.40 x 10° 0.2 
Polycrystalline Layers 
PbTiO3 470 2 200 2.3x107* 0.13 x 10° 0.39 
(monocrystal) 


Note: The above figures may vary depending on manufacturing technologies. 
Source: From Meixner, H., Mader, G., and Kleinschmidt, P. Infrared sensors based on the pyroelectric 
polymer polyvinylidene fluoride (PVDF). Siemens Forsch. Entwicl. Ber. Bd. 15(3), 105-114, 1986. 


Table A.10. Characteristics of Thermocouple Types 


Sensitivity 
Junction Materials (at 25°C) Temperature Applications Designation 
(uV/°C) Range (°C) 


Copper/constantan 40.9 —270 to 600 Oxidation, reducing, inert, T 
vacuum; preferred below 
0°C; moisture resistant 
Tron/constantan 51.7 —270 to 1000 Reducing and inert J 
atmosphere; avoid 
oxidation and moisture 


Chromel/alumel 40.6 —270 to 1300 Oxidation and inert K 
atmospheres 

Chromel/constantan 60.9 —200 to 1000 E 

Pt (10%)/Rh-Pt 6.0 Oto 1550 Oxidation and inert S 


atmospheres; avoid 
reducing atmosphere and 
metallic vapors 
Pt (13%)/Rh-Pt 6.0 Oto 1600 Oxidation and inert R 
atmospheres; avoid 
reducing atmosphere and 
metallic vapors 


Slver—Paladium 10.0 200 to 600 
Constantan—tungsten 42.1 0 to 800 
Silicon—aluminum 446 —40 to 150 Used in thermopiles and 


micromachined sensors 
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Table A.11. Thermoelectric Coefficients and Volume Resistivities of Selected Elements 


Element a(uV K~!) p (uQ m) 
p-Si 100-1000 10-500 
p-Poly-Si 100-500 10-1000 
Antimony (Sb) 32 18.5 
Tron (Fe) 13.4 0.086 
Gold (Au) 0.1 0.023 
Copper (Cu) 0 0.0172 
Silver (Ag) —0.2 0.016 
Aluminum (Al) —3.2 0.028 
Ptinum (Pt) —5.9 0.0981 
Cobalt (Co) —20.1 0.0557 
Nickel (Ni) —20.4 0.0614 
Bismuth (Bi) —72.8 1.1 
n-Si —100 to —1000 10-500 
n-Poly-Si —100 to —500 10-1000 


Source: Adapted from Schieferdecker, J., et al. Infrared ther- 
mopile sensors with high sensitivity and very low tempera- 
ture coefficient. Sensors Actuators A 46-47, 422-427, 1995. 


Table A.11a. Thermocouples for Very Low and Very High Temperatures 


Materials Useful range Approx. sensitivity 
(°C) (uv/°C) 

Tron—constantan Down to —272 +32 

Copper—constantan Down to —273 —22.9 
Cromel-alumel Down to —272 —23.8 
Tantalum—tungsten Up to 3000 6.1 
Tangsten— Up to 2900 2.8 

tangsten(50)molybdenum 
Tangsten-tangsten(20)rhenium Up to 2900 12.7 


Table A.12. Densities (kg/m?) of Some Materials at 1 atm Pressure and 0°C 


Best Laboratory Vacuum 10-17 Silica 1,938-2,657 
Hydrogen 0.0899 Graphite recrystallized 1,938 
Helium 0.1785 Borosilicate glass (TEMPAX®)@ 2,200 
Methane 0.7168 Asbestos fibers 2,400—3,300 
Carbon monoxide 1.250 Silicon 2,333 

Air 1.2928 Polycrystalline glass 2,518-2,600 
Oxygen 1.4290 Aluminum 2,700 
Carbon dioxide 1.9768 Mullite 2,989-3,293 
Plastic foams 10-600 Silicon nitride 3,183 
Benzene 680-740 Alumina ceramic 3,322-3,875 
Alcohol 789.5 Zinc alloys 5,200—7,170 
Turpentine 860 Vanadium 6,117 
Mineral oil 900-930 Chromium 7,169 
Natural rubber 913 Tin and its alloys 7,252-8,000 
Polyethylene, low density 913 Stainless steel 8,138 

Ice 920 Bronzes 8,885 
Polyethylene, high density 950 Copper 8,941 
Carbon and graphite fibers 996-2,000 Cobalt and its alloys 9,217 

Water 1,000 Nickel and its alloys 9,125 

Nylon 6 1,100 Bismuth 9,799 
Hydrochloric acid (20%) 1,100 Silver 10,491 
Acrylics 1,163-1,190 Lead and its alloys 11,349 
Epoxies 1,135-2,187 Palladium 12,013 

Coal tar 1,200 Mercury 13,596 
Phenolic 1,126-2,989 Molybdenum 13,729 
Glycerin 1,260 Tantalum and its alloys 16,968 

PVC 1,350 Gold 19,320 

Saran fibers 1,700 Tungsten and its alloys 19,653 
Sulfuric acid (20%) 1,700 Platinum 21,452 
Polyester 1,800 Tridium 22,504 
Beryllium and its alloys 1,855—2,076 Osmium 22,697 


ATEMPAX® is a registered trademark of Schott Glasswerke, Mainz, Germany. 


Table A.13. Mechanical Properties of Some Solid Materials 


Material Modulus Poisson’s ratio (v) _—_ Density (kg/m?) 
of elasticity (GPa) 
Aluminum 71 0.334 2,700 
Beryllium copper 112 0.285 8,220 
Brass 106 0.312 8,530 
Copper 119 0.326 8,900 
Glass 46.2 0.125 2,590 
Lead 36.5 0.425 11,380 
Molybdenum 331 0.307 10,200 
Phosphor bronze 11 0.349 8,180 
Steel (carbon) 207 0.292 7,800 
Steel (stainless) 190 0.305 7,750 


Table A.14. Mechanical Properties of Some Crystalline Materials 
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Yield Knoop Young’s _ Density Thermal Thermal 
Strength Hardness Modulus Conductivity Expansion 
(x10!9 (kg/mm?) (x10! (g/em3) (Wem °C) (x 1078 /°C) 
Material dyn/cm?) dyn/cm”) 
Diamond® 53 7000 10.35 3.5 20.0 1.0 
sic? 21 1280 7.0 3.2 =) 3.3 
TiC? 20 1270 4.97 4.9 3:3) 6.4 
AlO34 15.4 2100 5:3 4.0 0.5 5.4 
Si3N4* 14 3486 3.85 3.1 0.19 0.8 
Tron* 12.6 400 1.96 7.8 0.803 12.0 
SiO (fibers) 8.4 820 0.73 25 0.014 0.55 
Si? 7.0 850 1.9 2.3 1.57 2.33 
Steel (max. strength) 4.2 1500 2.1 7.9 0.97 12.0 
WwW 4.0 485 4.1 19.3 1.78 4.5 
Stainless steel 2.1 660 2.0 a Ee) 0.329 17.3 
Mo 21 275 3.43 10.3 1.38 5.0 
Al 0.17 130 0.70 2.7 2.36 25.0 


“Single crystal. 


Source: From Petersen, K. E. Silicon as a mechanical material. Proc. IEEE 70(5), 420-457, 1982. 


Table A.15. Speed of Sound Waves 


Medium Speed (m/s) Medium Speed (m/s) 
Air (dry at 20°C) 331 Copper 3,810 
Steam (134°C) 494 Aluminum 6,320 
Hydrogen (20°C) 1,330 Pyrex® glass 5,170 
Water (fresh) 1,486 Steel 5,200 
Water (sea) 1,519 Beryllium 12,900 
Lead 1,190 


Note: Gases at | atm pressure, solids in long thin rods 


Table A.16. Coefficient of Linear Thermal Expansion of Some Materials (per °C x 10—®) 


Material a Material a 
Alnico I (permanent magnet) 12.6 Nylon 90 
Alumina (polycrystalline) 8.0 Phosphor—bronze 9.3 
Aluminum 25.0 Platinum 9.0 
Brass 20.0 Plexiglas (Lucite) 72 
Cadmium 30.0 Polycarbonate (ABS) 70 
Chromium 6.0 Polyethylene (high density) 216 
Comol (permanent magnet) 9.3 Silicon 2.6 
Copper 16.6 Silver 19.0 
Fused quartz 0.27 Solder 50-50 23.6 
Glass (Pyrex®) 3.2 Steel (SAE 1020) 12.0 
Glass (regular) 9.0 Steel (stainless: type 304) 17.2 
Gold 14.2 Teflon 99 
Indium 18.0 Tin 13.0 
Invar 0.7 Titanium 6.5 
Tron 12.0 Tungsten 4.5 
Lead 29.0 Zinc 35.0 
Nickel 11.8 
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Table A.17. Specific Heat and Thermal Conductivity of Some Materials (at 25°C) 


Specific Heat Thermal conductivity Density 


Material (J/kg °C) (Wim °C) (kg/m?) 
Air (1 atm) 995.8 0.012 1.2 
Alumina 795 6 4,000 
Aluminum 481 88-160 2,700 
Bakelite 1,598 0.23 1,300 
Brass 381 26-234 8,500 
Chromium 460 91 
Constantan 397 22 8,800 
Copper 385 401 8,900 
Diamond 99-232 
Fiberglass 795 0.002-0.4 60 
Germanium 60 
Glass (Pyrex) 780 0.1 2,200 
Glass (regular) 1.9-3.4 
Gold 130 296 19,300 
Graphite 112-160 
Tron 452 79 7,800 
Lead 130 35 11,400 
Manganin 410 21 8,500 
Mercury 138 8.4 13,500 
Nickel and its alloys 443 6-50 8,900 
Nylon 1,700 0.12 1,100 
Platinum 134 73 21,400 
Polyester 1,172 0.57-0.73 1,300 
Polyurethane foam 0.012 40 
Silicon 668 83.7 2,333 
Silicone oil 1,674 0.1 900 
Silver 238 419 10,500 
Stainless steel 460 14-36 8,020 
Styrofoam 1,300 0.003-0.03 50 
Teflon TFE 998 0.4 2,100 
Tin 226 64 7,300 
Tungsten 139 96.6 19,000 
Water 4,184 0.6 1,000 


Zinc 389 115-125 7,100 
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Table A.18. Typical Emissivities of Different Materials (from 0°C to 100°C) 


Material Emissivity Material Emissivity 
Blackbody (ideal) 1.00 Green leaves 0.88 
Cavity Radiator 0.99-1.00 Ice 0.96 
Aluminum (anodized) 0.70 Tron or steel (rusted) 0.70 
Aluminum (oxidized) 0.11 Nickel (oxidized) 0.40 
Aluminum (polished) 0.05 Nickel (unoxidized) 0.04 
Aluminum (rough surface) 0.06—0.07 Nichrome (80Ni—20Cr) (oxidized) 0.97 
Asbestos 0.96 Nichrome (80Ni—20Cr) (polished) 0.87 
Brass (dull tarnished) 0.61 Oil 0.80 
Brass (polished) 0.05 Silicon 0.64 
Brick 0.90 Silicone rubber 0.94 
Bronze (polished) 0.10 Silver (polished) 0.02 
Carbon-filled latex paint 0.96 Skin (human) 0.93-0.96 
Carbon lamp black 0.96 Snow 0.85, 
Chromium (polished) 0.10 Soil 0.90 
Copper (oxidized) 0.6-0.7 Stainless steel (buffed) 0.20 
Copper (polished) 0.02 Steel (flat rough surface) 0.95-0.98 
Cotton cloth 0.80 Steel (ground) 0.56 
Epoxy Resin 0.95 Tin plate 0.10 
Glass 0.95 Water 0.96 
Gold 0.02 White paper 0.92 
Gold black 0.98-0.99 Wood 0.93 
Graphite 0.7-0.8 Zinc (polished) 0.04 
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Table A.19. Refractive Indices (n) of Some Materials 


Material n Wavelength (tm) Note 
Vacuum 1 
Air 1.00029 
Acrylic 1.5 0.41 
AMTIR-1 2.6 1 Amorphous glass* 
(Ge33As12Se55) 25 10 
AMTIR-3 2.6 10 Amorphous glass 
(GeggSb2Sego) 
As7S3 2.4 8.0 Amorphous glass* 
CdTe 2.67 10.6 
Crown glass 1.52 
Diamond 2.42 0.54 Excellent thermal conductivity 
Fused silica (SiO?) 1.46 3.5 
Borosilicate glass 1.47 0.7 TEMPAX® 
Transparent: 0.3-2.7um 
GaAs 3.13 10.6 Laser windows 
Germanium 4.00 12.0 
Heaviest flint glass 1.89 
Heavy flint glass 1.65 
Irtran 2 (ZnS) 2.25 4.3 Windows in IR sensors 
KBr 1.46 25.1 Hygroscopic 
KCl 1.36 23.0 Hygroscopic 
KRS-5 2.21 40.0 Toxic 
KRS-6 2.1 12 Toxic 
NaCl 1.89 0.185 Hygroscopic, corrosive 
Polyethylene 1.54 8.0 Low-cost IR windows/lenses 
Polystyrene 1.55 
Pyrex 7740 1.47 0.589 Good thermal and optical properties 
Quartz 1.54 
Sapphire (Al703) 1.59 5.58 Chemically resistant 
Silicon 3.42 5.0 Windows in IR sensors 
Silver bromide (AgBr) 2.0 10.6 Corrosive 
Silver chloride (AgCl) 1.9 20.5 Corrosive 
Water (20°C) 1.33 
ZnSe 2.4 10.6 IR windows, brittle 


4 Available from Amorphous Materials, Inc., Garland, TX. 
bTEMPAX® is a registered trademark of Schott Glasswerke, Mainz, Germany. 
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Table A.20. Characteristics of C-Zn and Alkaline Cells 


Battery Wh/L W h/kg Drain Rate Shelf Life 
Carbon-zinc 150 85 Low-medium 2 years 
Alkaline 250 105 Medium-high 5 years 


Source: From Powers, R.A. Batteries for low power electronics. 
Proc. IEEE, 83(4), 687-693, 1995. 


Table A.21. Lithium—Manganese Dioxide Primary Cells 


Construction Voltage Capacity Rated dc Pulse Energy 

(mA h) Current Current Density 

(mA) (mA) (W h/L) 
Coin 3 30-1,000 0.5-7 5-20 500 
Cyl. wound 3 160-1,300 20-1,200 80-5,000 500 
Cyl. bobbin 3 650-500 4-10 60-200 620 
Cyl. “D” cell 3 10,000 2,500 575 
Prismatic 3 1,150 18 490 
Flat 3/6 150-1,400 20-125 290 


Source: From Powers, R.A. Batteries for low power electronics. Proc. IEEE, 83(4), 
687-693, 1995. 


Table A.22. Typical Characteristics of “AA’-Size Secondary Cells 
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System Volts Capacity Rate*® W h/L W h/kg Cycles Loss/month 
(mA h) (C) (%) 
NiCad 1.2 1000 10 150 60 1000 15 
Ni-MH 1.2 1200 2 175 65 500 20 
Pb acid 2 400 1 80 40 200 2 
Li ion (CoO?) 3.6 500 1 225 90 1200 8 
Li/MnO, 3 800 0.5 280 130 200 1 


Note: Discharge rate unit, C (in mA), is equal numerically to the nominal capacity (in mA h). 


Table A.23. Miniature Secondary Cells and Batteries 


Manufacturer Part Type Size Capacity Voltage Price $ 
(mA h) (approx) 

Avex Corp., Bensalem, PA RAM AA 1.4 1.5 1 
(800-345-1295) 

GN National Electric Inc., GN-360 NiCd 15.5 x 19mm 60 3.6 1.10 
Pomona, CA (909-598-1919) 

GP Batteries USA, San Green- NiMH 2/3AA, AA, 600-2500 1.2 2-7 
Diego, CA (619-674-5620) Charge 2/3. AF, 4/5AF 

Gould, Eastlake, OH 3C120M LiMnO2 3x 4x0.12cm 120 3 2.71 
(216-953-5084) 

House of Batteries Inc., Green cell NiMH AA, 4/5A, 7/5A 1200-2500 1-2 3.50-12 
Huntington Beach, CA 
(800-432-3385) 

Maxell Corp., Fairlawn, NJ MHR-AAA NiMH AAA 410 1.2 4 
(201-794-5938) 

Moli Energy Ltd., Maple MOLICEL  Liion 18(diam) x65 mm 1200 3.0-4.1 25 
Ridge, BC, Canada 
(604-465-7911) 

Plainview Batteries, Inc., PH600 NiMH 48 x 17x 7.7 mm 600 1.2 4 
Plainview, NY (516-249-2873) 

Power Coversion, Inc., MO4/11 LiMnO2 1/2AA 1000 3.3 5-8 
Elmwood Park, NJ 
(201-796-4800) 

Power Sonic Corp., PS-850AA — NiCd AA 850 1.2 1.75 
Redwood City, CA 
(415-364-5001) 

Rayovac Corp., Madison, WI Renewal RAM AA, AAA 1200, 600 1.5 From 0.50 
(608-275-4690) 

Renata U.S., Richardson, TX CR1025 Li 10 mm 25 3.0 0.50 


(214-234-8091) 


PLS 
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Table A.23 Continued 


Manufacturer Part Type Size Capacity Voltage Price $ 
(mA h) (approx) 

Sanyo Energy (U.S.A.), San Twicell NiMH 10.4x44.5x67mm 450 1.2 3.85 
Diego, CA (691-661-7992) 

Saft America, Inc., San VHAA NiMH AA 1100 1.2 2.95 
Diego, CA (619-661-7992) 

Tadiran Electronics, Port Li 1/AA—DD packs 370 mAh 3-36 1+ 
Washington, NY to 30 Ah 
(516-621-4980) 

Toshiba America, Deerfield, LSQ8 Li ion 8.6 x 3.4 x 48 mm 900 3.7 12-15 
IL (800-879-4963) 

Ultralife Batteries, Inc., U3VL Li 25.8 x 44.8 x 16.8 3600 3.0 4.60 
Newark, NJ (315-332-7100) 

Varta Batteries, Inc., NiMH AAA-F 300-8,000 1.2 0.80+ 


Elmsford, NY (914-592-2500) 


Note: Li ion = lithium ion, LiMnOZ = lithium manganese dioxide, NiCd = nickel-cadmium, 
NiMH = nickel—metal hydride, RAM = rechargable alkaline manganese. 
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Table A.24. Electronic Ceramics (Between 25°C and 100°C) 


96% Beryllia Boron Aluminum — Silicon — Silicon 
Alumina (BeO) Nitrade Nitrade Carbide (Si) 
(Al)03) (BN) (AIN) (SiC) 

Hardness, Knopp 2000 1000 280 1200 2800 — 
(kg/ mm?) 

Flexural strength 3.0 1.7-2.4 0.8 4.9 4.4 — 
(10° N/m?) 

Thermal conductivity 21 250 60 170-200 70 150 
(W/(m K) 

Thermal expansion TA 8.8 0.0 4.1 3.8 3.8 
(10~®/K) 

Dielectric strength 8.3 19.7 37.4 14.0 15.4 — 
(kV/mm) 

Dielectric loss 3-5 47 4 5-10 500 — 
(1074 tan delta at 
1 MHz) 

Dielectric 10 7.0 4.0 8.8 40 — 
constant, kK 


(at 10 MHz) 


Table A.25. Properties of Glasses 


Soda- Borosilicate Lead glass Alumosilicate Fused 96% 
Lime Silica Silica 
Modulus of elsticity (10° psi) 10.2 9.0 8.5-9.0 12.5-12.7 10.5 9.8 
Softening temperature (°F) 1285 1510 932-1160 1666-1679 2876 2786 
Coefficient of thermal expansion 8.5-9.4 3.2-3.4 9-12.6 4.1-4.7 0.56 0.76 
(107° in./in. °C) 
Thermal conductivity 7.0 7.8 5.2 9.0 03 10.0 
(BTU—in./h ft? °F) 
Density (Ibs/in?) 0.089 0.081 0.103-0.126 0.09 1-0.095 0.079 0.079 
Electrical resistivity (log10Q cm) 12.4 14 17 17 17 17 
Refractive index 1.525 1.473 1.540-1.560 1.530-1.547 1.459 1.458 


xipuoddy 


This page intentionally left blank 


Index 


a-particles, 443 


A/D, 175, 177, 183 
aberrations, 136 

ablation sensor, 293, 294 
ABS, 539 

absolute sensor, 7, 461 
absolute temperature, 507 
absolute zero, 96 

absorber, 107 

absorption, 127, 145, 514 
absorption coefficient, 129 
absorptivity, 133 
acceleration, 217, 218, 301, 312 
accelerometer, 29, 113, 116, 304 
accuracy, 17, 219, 305, 398 
acoustic, 73, 146, 331 
acoustic measurements, 383 
acoustic noise, 228 
acoustic pressure, 93 
acoustic sensors, 381, 388 
acoustics, 69, 381 
acousto-optic, 147 

acrylic, 539 

active bridge, 200 

active sensor, 7, 164 
actuator, 75 

additive noise, 208 

AFIR, 426, 477 

aging, 29 

air bubble, 257 

airflow, 375 

aluminum, 400, 430, 550 
aluminum coatings, 541 


aluminum nitride, 75 
aluminum oxide, 400 

AM, 290 

Ampere’s law, 54 
amperometric devices, 503 
amplifier, 155, 186, 416 
AMTIR, 543 

angular displacement, 316 
angular encoding, 270 
antenna, 173, 290 
aperture, 142 

appliances, 227 

arsenic trisulfate, 543 
ASIC, 156 

attenuation coefficient, 129 
auxiliary electrode, 505 
avalanche, 449, 450, 455 
avalanche photodiodes, 414 


band gap, 408 

band-gap references, 171 
bandwidth, 27, 205 
barometer, 342 

battery, 222 

bead-type thermistors, 473 
beams, 318 

Becquerel, 89 

becquerel, 444 

Beer’s law, 108 
Beer—Lambert law, 515 
Bell, 93 

bellows, 342 

Bernoulli, 339, 361 
beryllium, 541 
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bias current, 154, 156 

bias resistor, 251 

bimetal, 97 

binary codes, 176 
biological sensors, 388, 519 
bismuth, 451 

blackbody, 106, 109, 130 
bolometer, 434, 435 
Boltzmann constant, 205, 413 
bonding, 554 

boron, 552 

Boyle, 339 

brass, 144 

breakwire, 294 

breeze sensor, 374 

bridge circuit, 401 
brightness, 130 

British unit of heat, 95 
broadband detectors, 426 


cable, 213 

cadmium telluride, 454 

calibration, 18, 25, 466 

calibration error, 19 

calibration temperature, 98, 470 

Callendar—van Dusen, 463 

candela, 130 

cantilever, 372 

cantilever beam, 330 

capacitance, 44, 69, 187, 211, 233, 259, 387, 
399, 415, 508 

capacitive accelerometer, 306 

capacitive bridge, 261 

capacitive coupling, 234 

capacitive sensor, 48, 161, 162, 350, 396 

capacitor, 44, 67, 76, 78, 155, 162, 167, 172, 
178, 187, 212, 234, 238, 261, 306 

catalytic devices, 510 

cavity, 19, 278, 311, 373, 426 

cavity effect, 109 

CdS, 421 

Celsius, 96, 491 

ceramic, 309, 542 

characteristic temperature, 64, 467 

charge, 188 

charge amplifier, 161 

charge detector, 234 

charge-balance, 179 

charge-to-voltage converter, 188 


chemFET, 504 

chemical poisoning, 501 
chemical reaction, 512, 513 
chemical sensor, 3, 142, 499 
chemical species, 505 
chemiluminescence, 514 
chemometrics, 521, 523 
chip thermistor, 473 
chromatogram, 521 

circuit protection, 480 
cladding, 140, 142, 516 
Clark electrode, 508 

clock, 183 

CMOS, 310, 374, 436 
CMRR, 156, 160, 210 

CO, 506 

CO, 108, 506, 514, 515 
coating, 135 

coaxial cables, 174 

cobalt, 55, 63 

coefficient of reflection, 126 
coil, 57, 255, 266, 302, 319 
cold junction, 89 

collector, 418 

comparator, 171, 181 
complex devices, 502 
complex sensor, 4, 512 
concentrator, 144 
condenser microphones, 382 
conductance, 504 
conduction, 99 

conduction band, 408 
conductive plastics, 540 
conductivity, 61, 409, 503 
conductivity sensor, 507 
conductometric devices, 503 
constantan, 481 

contact resistance, 101 
contact sensor, 457 
contamination, 500 
convection, 99, 102 
converter, 177, 431 
copolymer, 75 


copper, 38, 60, 111, 135, 385, 540, 541 


Coriolis, 376 

Coriolis acceleration, 314 
Coriolis force, 316 
Coriolis tube, 376 

cost, 161 


Coulomb’s law, 40 

cross-talk, 215 

crystal, 76, 147, 335, 389, 409, 421, 538, 550 
crystalline materials, 42, 408 

Curie point, 77 

Curie temperature, 32, 70, 80, 266, 320, 477 
current, 511 

current generator, 162, 165 

current mirror, 165 

current pump, 165 

current sink, 165 

current source, 165, 199, 203 

cutoff frequency, 26 

CVD, 76, 372, 546 


D/A, 176 

DAC, 189 

damping, 28 

damping factor, 28 

damping medium, 304 
Darlington connection, 419 
data acquisition, 151 

dead band, 23 

decibel, 93 

deflection, 13 

dew point, 393, 402 

Dewar, 296 

Dewar cooling, 423 
diaphragm, 253, 331, 342, 349, 382, 386 
dielectric, 46, 386 

dielectric absorption, 215 
dielectric constant, 46, 297, 398 
differential equation, 26, 116 
differential sensor, 210 
diffusion, 552 

digital format, 177 

diode, 488 

diode sensor, 489 

dipole, 46 

dipole moment, 42, 78 

direct conversion, 38 

direct devices, 502 

direct sensor, 3, 4 
disbalanced bridge, 193 
displacement, 253, 271, 274, 301 
displacement sensor, 285 
dissipation constant, 478 
dissipation factor, 475 
distance sensor, 270 
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distortion mask, 241 

divider, 190 

door openers, 231 

Doppler, 230 

Doppler effect, 229, 287, 367 
drag element, 377 

drag force sensor, 377 
driven shield, 235 
dual-ramp, 175 

dual-slope, 181 

dynamic error, 25 

dynamic range, 15, 320, 367 
dynodes, 445 


eddy currents, 264, 292 

Einstein, 407 

elasticity, 92, 387 

electret, 386 

electret microphone, 387 

electric charge, 38, 39, 59, 331 
electric current, 83, 451 

electric dipole, 42 

electric field, 39, 40, 59, 418, 446 
electric potential, 43 

electrical conduction, 60 
electrochemical cell, 506, 508 
electrochemical sensor, 505, 526 
electrode, 236, 237, 260, 296, 508 
electrolyte, 500, 506, 509 
electromagnetic flowmeter, 370 
electromagnetic radiation, 238, 407 
electromagnetic sensor, 302 
electrometer, 507 

electromotive force, 56 

electron, 51, 82, 408 

electron multiplication, 447 
electron-hole pairs, 451 
electronic nose, 499, 526 
electrostatic, 212 

electrostatic gyro, 314 
electrostatic shield, 213 
emissivity, 105, 106, 146, 245, 430 
emitter, 107, 248, 418 

encoding disk, 282 

energy bonds, 537 

e-nose, 524, 525 

enzyme, 513 

enzyme sensors, 520 

epoxy, 29, 308, 540 
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error, 33, 186 

etch mask, 550, 553 
etching, 549 

Euler, 323 

excimer laser, 547 
excitation, 25, 493 
excitation signal, 7 
excitation voltage, 204 


Fabry-Perot, 149, 278, 353, 427 
Fahrenheit, 95 

failure, 31 

farad, 45 

Faraday, 52, 56, 370 

Faraday cage, 41 

Faraday’s Law, 52, 302 
Faradic current, 511 
far-infrared, 107, 111, 132, 135, 425 
far-infrared (AFIR), 437 
feedback, 4, 161, 167, 205, 335 
Ferdinand II, 95 

Fermi, 89 

ferroelectric, 66, 477 
ferromagnetic, 52, 263 

FET, 500 

fiber, 140, 383 

fiber-optic, 147, 275, 436, 515 
fiber-optic sensor, 142, 278 
field lines, 39, 45 

filament, 479 

film, 399, 435 

film transducers, 75 

filter, 181, 279 

filtering, 124 

first-order response, 114 

flame, 439 

flow, 369 

flow measurement, 361 

flow rate, 360 

flow resistance, 361 

flowmeter, 348, 366 

fluid, 329, 339, 383 
fluoroplastics, 539 

fluoroptic method, 493 

flux, 40, 109, 126, 130, 144, 250 
focus, 136 

focusing lens, 420 

foil, 487 

follower, 155 


force, 39, 323, 327, 333, 334, 377 
forced convection, 102 
format, 37 

Fourier, 91 

Fourier transforms, 522 

FP interferometer, 353 
FPA, 435 

Fraden Model, 468 
Franklin, 38 

frequency, 517 

frequency range, 27 
frequency response, 26, 153 
Fresnel, 138 

Fresnel lens, 138, 247 

frost point, 402 

FSR, 332 

FTIR, 522 

full scale, 15 


gain—bandwidth product, 157 
Galileo, 339 

y-radiation, 443 

y-rays, 103 


gas, 4, 108, 309, 333, 341, 354, 363, 374, 


376, 439, 449, 499, 514, 537 
gas analyzer, 425 
gas chromatographs, 520 
gas sensor, 503, 510, 524 
gauge, 65 
gauge sensor, 348 
Gauss’ law, 40, 41 
Gaussian System, 9 
Geiger—Miiller counter, 450 
geometrical optics, 123 
geometry factor, 47 
germanium, 39, 436, 454 
Gilbert, 50 
glass, 140, 509, 543, 554 
glucose, 509 
Golay cells, 426 
gold, 135, 144, 542 
gold black, 146 
GPS, 301 
grating, 281 
gravimetric detector, 517 
gravitational sensor, 256 
gravity, 305 
Gunn oscillator, 229 
gyroscope, 313 


H)0, 108 

Hall, 82 

Hall coefficient, 83 

Hall effect, 82, 267, 346, 534 
Hall effect sensor, 85, 268 
harmonic, 230, 334 

heat, 457 

heat absorption, 475 

heat capacity, 98 

heat loss, 364 

heat pump, 402 

heat sink, 81, 309 

heat transfer, 99 

heated probe, 520 
heat-flow detector, 77 
Henry, 56, 370 

Hooke, 95 

hot junction, 89 
Howland, 167 

humidity, 29, 35, 75, 393, 526 
humidity sensor, 49, 401 
hybrid, 159 

hydrocarbon fuel, 512 
hydrocarbon sensor, 500 
hydrogel, 505 
hydrophone, 381 
hygristors, 66 
hygrometer, 402 
hygrometric sensor, 399 
hysteresis, 20, 253, 332 


identification, 499 
illumination, 130 

image, 242 

immobilization, 519 

inclination detectors, 256 
index of refraction, 125, 141 
inductance, 57 

inertia, 26, 115 

inertial mass, 308, 311 

infrared, 105, 238, 434, 492, 514 
infrared detectors, 425 

infrared flux, 3 

infrared sensor, 543 

infrasonic, 388 

inherent noise, 204 

input, 151 

input impedance, 151, 152, 158 
input resistance, 154 
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input stage, 152 
instrumentation amplifier, 159 
insulation, 486 

integrator, 179 

intensity sensor, 143 

interface circuit, 152 
interferometer, 280, 383 
intrusion, 173 

intrusive sensors, 294 

ion, 448 

ionization, 447 

ionizing chamber, 448 
ionizing radiation, 29, 164, 450 
IR, 128 

IR detector, 107 

IR spectrometers, 520 
iridium, 542 

ISA, 481 

ITS-90, 463 


JFET, 154, 219, 375, 388, 431, 432 
Johnson noise, 205, 206 

Joule, 89, 355, 364 

Joule heat, 479 

junction, 427, 482 

junction capacitance, 411 


Kawai, 72 

Kelvin, 7, 96, 248, 490, 496 
keyboard, 324 

kinetic energy, 60, 104 
Kirchhoff, 61, 105, 145, 458 
Kirchhoff’s laws, 61, 118 
KOH etch, 550 

Korotkoff sounds, 385 


krypton, 451 
KTY, 464 


Laplace transforms, 303 
laser, 112, 384 

laser gyro, 318 

law of reflection, 125 
LC, 171 

LCD, 113 

lead, 541 

leakage current, 154, 414 
least squares, 22 
LeChatelier, 89 
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LED, 37, 195, 239, 258, 280, 283, 494, 515 
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lens, 240, 242, 249, 277, 420 

Leslie, 393 

level detectors, 278, 291 

life test, 32 

LIGA, 547 

light, 111, 123, 136, 146, 243, 276, 411, 445, 
494, 511 

linearity, 21 

liquid, 278, 296, 363 

lithium, 66, 147, 222, 453 

load cells, 324 

logarithmic scale, 15 

logic circuits, 171 

long-term stability, 29 

loudspeaker, 3 

lumen, 130 

luminescence, 441 

LVDT, 263, 302, 325 


magnesium, 541 

magnet, 55, 268, 274 

magnetic field, 50, 53, 82, 103, 215, 268, 
314, 317, 371, 447 

magnetic flux, 267, 351 

magnetic noise, 216 

magnetic pole, 50 

magnetic reluctance sensor, 275 

magnetic sensor, 262, 540 

magnetic shielding, 216, 540 

magnetism, 50 

magnetite, 50 

magnetization, 52 

magnetoresistive sensor, 271 

magnetostrictive detector, 274 

manganese, 63 

mass, 305, 324, 359, 378, 516 

mass spectrometers, 520 

material characteristic, 468 

matrix, 487 

Maxwell, 371 

MCT, 423 

measurand, 2 

membrane, 427, 525 

MEMEFET, 505 

MEMS, 269, 427, 430, 439, 534, 547 

MEMSIC, 310 

MEOMS, 547 

mercury switch, 257 

metal, 223, 272, 408, 504, 540 


metal carbides, 542 

metal films, 145, 549 
metal oxide, 69, 473, 503 
metallic electrode, 452 
metallization, 473 
Michelson, 383 
microbalance method, 525 
microbalance sensors, 516 
microcalorimetry, 513 
microcontroller, 185 
microgravimetric technique, 517 
micromachining, 547, 549 
microphone, 381 
microsensor, 510 
microwave, 288, 477 
microwave devices, 434 
mid-infrared, 111, 425, 426 
military standard, 32 
MIR, 289 

mirror, 134, 242 
modulation, 171, 290 
moisture, 66, 393, 396 
molybdenum, 542 
monolithic sensors, 491 
MOS, 188 

motion detector, 136, 227, 237 
MTBF, 31 

multiplexing, 183 
multiplicative noise, 209 
multivibrator, 178 

mutual inductance, 58 


natural frequency, 27, 344 

near-infrared, 111, 420 

Nernst equation, 507, 511 

neural network, 527 

neuron, 528 

Newton, 95, 115, 126 

Newton’s law, 313 

nichrome, 326, 430, 487 

nickel, 63, 224, 541 

noise, 178, 204, 219, 238, 275, 312, 351, 


417, 423, 522 
nonlinearity, 20, 21 
NTC, 465, 503 
nuclear radiation, 443 
n-wells, 85 
nylon, 539 


Nyquist, 371 


occupancy sensors, 227 
odor classification, 528 

odor sensor, 524 

Oersted, 51 

offset, 186 

offset voltage, 153, 156 
Ohm’s law, 100, 162, 165, 432 
olfactory cells, 525 
one-shot, 179 

OPAM, 156, 172, 188 
open-loop, 157 

open-loop gain, 188 
operational amplifier, 156, 201 
optical cavity, 353 

optical contrast, 240 

optical detection, 412 

optical modulation, 514 
optical paths, 516 

optical power, 412 

optical sensor, 494, 514, 520 
optocoupler, 403 

organic, 29 

oscillating hygrometer, 403 
oscillating response, 28 
oscillating sensor, 516 
oscillator, 172, 178, 187, 235, 263, 390, 396 
output capacitance, 154 
output current, 167 

output impedance, 24 

output resistance, 165 
output signal format, 2 
oxygen, 67, 499, 508, 509 


p-n junction, 18, 284, 353, 408, 411, 488 
palladium, 542 
parallel-plate capacitor, 45 
parametric methods, 523 
Pascal, 339 

passive sensor, 7 

Pellister, 514 

Peltier, 90, 403 

Peltier effect, 90, 423, 438 
pH, 515 

phase, 1, 305 

phase lag, 153 

phase shift, 27 

phenolic, 540 

phosphor, 492 
photocatalytic sensors, 511 
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photocathode, 446 

photocurrent, 421 

photodetector, 131, 276, 410, 419, 445 

photodiodes, 410, 411 

photoeffect, 37, 284, 407 

photoelectron, 445 

photomultiplier, 407, 422, 444 

photon, 13, 112, 407, 445, 450 

photoresist, 148, 548 

photoresistor, 195, 243, 410, 420 

photosensor, 419 

phototransistors, 410, 418 

photovoltaic mode, 414, 415 

piecewise approximation, 14 

piezoelectric, 245, 288, 309, 319, 320, 324, 
334, 368, 385, 389, 517 

piezoelectric crystal, 431, 496 

piezoelectric effect, 66, 496, 518, 534 

piezoelectric film, 320, 328, 543 

piezoelectric hygrometer, 403 

piezoelectric plastics, 540 

piezoresistive accelerometer, 307 

piezoresistive bridge, 308 

piezoresistive effect, 64, 325 

piezoresistive gauge, 344 

piezoresistive sensors, 350 

PIN photodiode, 413 

pink noise, 206 

pipe, 61 

PIR, 145, 245, 426, 427, 430, 437 

Pirani gauge, 354 

Planck, 103 

Planck’s constant, 407 

Planck’s law, 103 

plano-convex lens, 136 

plastic, 112, 140, 231, 331, 536 

platinum, 63, 64, 145, 461, 487, 505, 514, 
542 

platinum film, 436 

Poisson ratio, 92 

polarization, 46, 71, 79, 112, 147, 276 

polarization filter, 112, 277 

poling, 43, 70 

polycarbonate, 539 

polyester, 539 

polyethylene, 107, 155, 536, 539 

polymer, 74, 140, 332, 396 

polymer films, 80, 512 

polymer matrix, 512, 525 
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polymerization, 538 

polypropylene, 539 

polysilicon, 430, 436, 535, 550 

polystyrene, 399 

polyurethane, 539 

popcorn noise, 205 

position, 253, 270 

position-sensitive detector, 283 

potential, 511 

potentiometer, 255 

potentiometric devices, 503, 507 

preaging, 474 

predictive, 457 

pressure, 189, 324, 339 

pressure gradient, 361 

pressure sensor, 6, 197, 227, 280, 341, 350, 
373, 381 

primary cells, 223 

prototype, 219 

proximity, 234 

proximity detector, 277 

proximity sensor, 253, 260 

PS, 536 

PSD, 281, 283, 427 

p-substrate, 85 

PTC thermistor, 477 

PVDF, 71, 72, 247, 320, 328, 385 

PWM, 189 

pyroelectric, 76, 245, 430 

pyroelectric coefficient, 247 

pyroelectric current, 433 

pyroelectric sensor, 30, 73, 76, 161 

pyroelectricity, 77 

pyrometry, 425 

PZT, 389, 434 


Q-spoilers, 175 

quantification, 499 

quantum detector, 161, 407, 423 
quartz, 67, 403, 516, 534 
quenching, 450 


radar, 6, 289, 297 

radiation, 95, 99, 111, 133, 239, 448, 451, 
457 

radiation bandwidth, 104 

radiation detection, 447 

radiation spectrum, 103 

radio waves, 291 


radio-frequency, 172 

radioactivity, 443 

ratiometric technique, 190 

RC, 171 

reactive ion etching, 553 

redox reactions, 506 

reference, 190, 200 

reference diode, 170 

reference electrode, 505, 510 

reference sensor, 484 

reference temperature, 62, 485 

reference voltage, 187 

reflection, 124 

reflective surface, 134 

reflectivity, 133 

refraction, 124 

refractive index, 141, 147 

relative humidity, 49, 394, 396 

relative sensors, 461 

reliability, 31 

Renaldi, 95 

repeatability, 23 

resistance, 59, 254, 284, 341, 535 

resistance multiplication, 164 

resistive bridge, 193 

resistive load, 165 

resistive sensor, 153 

resistivity, 60 

resistor, 61, 164, 179, 190, 203, 247, 344, 
349, 372, 375, 465, 476 

resolution, 23, 181, 186, 205, 316, 374 

resonant, 304, 387 

resonant sensors, 553 

resonator, 317 

retina, 144 

return electrode, 505 

Reyleigh waves, 517 

RF, 229 

RH, 32 

rhodium, 542 

roentgen, 444 

root-sum-of-squares, 34 

rotor, 313 

RTD, 355, 366, 477, 481, 514 

RVDT, 264 


Sagnac effect, 317 
sampling rate, 177 
saturation, 22 


SAW, 75, 388, 404, 496, 501, 517 

scale, 95 

Schmitt trigger, 267 

Schottky noise, 206 

scintillation counters, 444 

secondary cells, 224 

second-order response, 114 

security alarms, 231 

security system, 234 

Seebeck, 86, 484 

Seebeck coefficient, 87 

Seebeck effect, 3, 221, 534 

Seebeck potential, 88, 483 

selectivity, 500, 524 

self-heating, 467, 474 

self-heating error, 30 

self-heating sensor, 366 

self-induction, 57 

semiconductor, 408, 421, 484 

semiconductor detectors, 451 

semiconductor diode, 452 

sensitivity, 14, 25, 194, 304, 312, 387, 422, 
500, 524 

SFB, 347 

shield, 235, 260 

shielding, 212 

signal conditioning, 151 

signal-to-noise ratio, 156 

signatures, 527 

silicate, 543 


silicon, 39, 85, 197, 284, 306, 317, 344, 349, 


353, 398, 464, 489, 504, 517, 533 
silicon bonding, 549 
silicon diaphragms, 550 
silicon diode, 170, 452 
silicon dioxide, 549 
silicon micromachining, 547 
silicon nitride, 549 
silicon plate, 517 
silicon sensor, 464 
silicon wafer, 548, 550, 554 
silicone, 102, 494 
silicone oil, 304 
silkscreen, 327 
silver, 70, 542 
SiO2, 413 
skin, 112 
smart chemical sensors, 530 
Snell, 125 
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Snell’s law, 125, 141 

SnOz, 503 

solder, 221 

solenoid, 54 

solid-state detectors, 455 

sound waves, 92 

span errors, 199 

species, 499 

specific heat, 82, 98 

specific resistivity, 61, 409 

spectroscopy, 449 

spectrum, 112, 213 

speed, 301 

speed response, 26 

spherical mirrors, 136 

spin-casting, 544 

spinning-rotor gauge, 356 

sputtering, 545, 546 

square-wave oscillator, 171 

statistical methods, 523 

Stefan—Boltzmann constant, 105, 249, 372 

Stefan—Boltzmann law, 14, 105, 244, 249, 
372, 429, 437 

Steinhart and Hart model, 470 

stimulus, 2, 153, 190, 202, 209 

storage, 29 

straight line, 18 

strain, 13, 65, 326, 342, 377 

strain gauge, 143, 324, 325, 332 

stress, 343 

stress detectors, 227 

string, 92 

substrate, 517 

successive-approximation technique, 175 

supervised classification, 523 

switched-capacitor, 187 

synchronous detector, 263 

systematic error, 524 

systematic inaccuracy, 17 


tactile sensor, 327 

target species, 500 

TCR, 199, 479 

Teflon, 155, 388, 509 

temperature, 30, 47, 60, 75, 77, 88, 94, 129, 
169, 195, 206, 219, 244, 310, 335, 355, 
363, 398, 425, 435, 457, 476, 525 

temperature coefficient, 159, 280 

temperature compensation, 196 
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temperature correction, 49 

temperature differential, 367 

temperature gradient, 117 

temperature profile, 101 

temperature sensitivity, 536 

temperature sensor, 19, 49, 312, 403, 460, 
490 

TGS, 80 

thermal accelerometer, 309 

thermal capacitance, 26, 81, 98 

thermal conductivity, 100, 355, 401, 460 

thermal coupling, 436 

thermal expansion, 96 

thermal feedback, 481 

thermal flux, 106, 438 

thermal grease, 481 

thermal mass, 427 


thermal radiation, 14, 78, 144, 244, 426, 434 


thermal resistance, 81, 117, 458 
thermal shock, 33 

thermal time constant, 435 
thermistor, 5, 35, 62, 401, 435, 465, 513 
thermoanemometer, 363 
thermochromic solution, 494 
thermocouple, 7, 89, 311, 427, 481 
thermocouple amplifier, 485 
thermocouple assemblies, 486 
thermocouple loop, 482 
thermodynamics, 513 
thermoelectric, 438 
thermoelectric coefficients, 429 
thermoelectric coolers, 423 
thermoelectric law, 482 
thermoelectric voltage, 484 
thermoelectricity, 87 
thermometer, 109, 403, 468 
thermopile, 89, 311, 427, 484 
thermoplastic, 538 

thermostat, 257, 480 
thermowell, 486 

thick films, 465 

thick oxide, 552 

thickness, 293 

thin film, 487, 517, 554 

thin plate, 344 

thin-film material, 544 
Thompson, 86 

Thomson heating, 91 

threshold, 186 


threshold circuits, 240 
threshold device, 171 

tilt sensor, 257 

time constant, 26, 81, 118, 460, 476, 492 
TiO2, 511 

titanium, 63 

toroid, 55 

torque, 43, 313 

Torricelli, 339 

total internal reflection, 141 
transceiver, 229 

transducer, 3 

transfer function, 13, 17, 19, 29, 210, 525 
transistor, 418, 488 

transition temperature, 478 
transmission, 148 
transmittance, 128, 133 
transmitted noise, 208, 211, 228 
triboelectric detectors, 237 
triboelectric effect, 38 

true value, 13 

tube, 144 

tube of flow, 359 

tungsten, 62, 542 

two-wire transmitter, 202 
two-point calibration, 19 


U.S. Customary System, 9 

ultrasonic, 274, 367, 385 

ultrasonic crystal, 496 

ultrasonic waves, 287, 496 

ultraviolet (UV), 111, 439, 492, 511, 543, 
548 

uncertainty, 18, 33 

unsupervised classification, 523 


V/F, 176, 177 

vacuum, 46, 111, 135, 146, 314, 333, 354, 
400 

vacuum chamber, 544, 545 

vacuum deposition, 545 

vacuum sensor, 356 

vacuum tube, 356 

valence band, 409, 421 

VCR, 433 

vector, 53, 82 

vehicle, 301 

velocity, 301, 359, 362, 368 

velocity of light, 111 


velocity sensor, 302 

vertex curvature, 140 

vibrating gyro, 314 

vibration, 303 

vibration detectors, 227, 331 
virtual ground, 163, 167, 432 
Volta, 222 

voltage follower, 158, 432 
voltage offset, 205 

voltage source, 202 
voltage-to-current converter, 202 
voltage-to-frequency (V/F), 175 
Voltaic pile, 51 

voltammetry, 522 

VRP, 351 


Warburg impedance, 508 
warm-up time, 25 
warping, 97 

water, 386 

water tank, 48 
water-level sensor, 48 


waveguide, 143, 144, 148, 232, 275 
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wavelength, 104, 126, 410 

weber, 55 

Wheatstone bridge, 192, 195, 204, 273, 275, 
341, 344, 513,514 

white noise, 206 

Wiedemann effect, 274 

Wien’s law, 104 

window, 132 

window comparator, 240 

wiper, 254 

wire, 51 

work function, 408 

working electrode, 505 


xenon, 451, 492 
X-rays, 443, 547 


Young’s modulus, 73, 92 
zener diode, 169 


zinc, 542 
zinc oxide, 75 


